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GenRad and 
the Challenge 
of Change 


Electronics and the application of electronics, more 
than any other technology, demonstrate the concept of 
acceleration of change in today’s society. The time cycle 
from discovery to obsolescence has been compressed to 
the point where total product lifetime is frequently briefer 
than the time formerly required just to develop a new 
product. 

During the past decade GenRad has met the challenge 
- of rapid change by being one of the first to apply the 
minicomputer, and later the microcomputer, to meas- 
urement technology. Early in the development and appli- 
cation of printed-circuit boards, GenRad was the first on 
the market with a computer-controlled system that could 


automatically test digital circuits. It was also quick to 
recognize the importance of software as an adjunct to 
test-system hardware. Consequently, GenRad’s CAPS 
VIII Software Package is acclaimed by many to be the 
most advanced software ever developed for test systems. 

Before the first microcomputers were available in pro- 
duction quantities, GenRad’s development engineers 
were busy designing the next generation of automatic 
testers around them. GenRad’s 2230 Component Test 
System and its new line of Digibridge™ impedance 
bridges are examples of how successful GenRad has been 
in quickly applying the microcomputer to product areas 
in which it excels. 

Measurement and analysis of noise and vibration are 
also areas where GenRad plays a leadership role, as it has 
for over 40 years. In this catalog you will find two new 
analyzers, the 2512 and the 1995, that dramatically 
illustrate how greatly improved performance at consider- 
ably lower cost can be achieved through innovative appli- 
cation of new technologies. 

On the marketing side, GenRad continues to expand its 
services worldwide in response to ever-changing national 


and international requirements. To support the huge 
number of GenRad board test systems now installed 
worldwide, several GenRad System Centers have been 
established around the world. One of the services offered 
by the System Centers, programming, typifies the after- 
sale support GenRad provides its customers. Five sub- 
sidiary companies in Europe and a sixth one in Canada 
continue to play an increasingly important role in cus- 
tomer support as GenRad’s worldwide growth continues. 

Catalog78 describes all current GenRad instruments 
and test systems. Those instruments that are used 
primarily for testing or measuring electronic/electrical 
phenomena are described fully. Instruments and sys- 
tems used for measuring and analyzing sound and vibra- 
tion are described briefly since separate catalog data are 
available. The same is true of the PC-board test systems. 
Several postage-paid cards are inserted at the rear of this 
catalog for your use in requesting additional information 
on any product or product line. 

We welcome any comments or suggestions you might 
have regarding our products, service, policies, or any 
other matters. 


and two or more district offices. 


Five subsidiary companies in Europe and another one 
in Canada maintain an effective and efficient sales/ 


ad Serves Its Customers through 
Wide Sales and Service Network 


The following listings, organized by geographic area, 
identify the world-wide sales/service facilities of Gen- 
Rad. In the United States, GenRad’s sales and service 
support is divided into Eastern, Central, and Western 
Regions, each of which is comprised of a regional staff 


Customers located in geographic areas in which Gen- 
Rad has no direct representation are served by carefully 
selected independent organizations whose personnel are 
thoroughly knowledgeable about the uses and applica- 
tions of GenRad products. 


For prompt attention to your inquiries, please corre- 


service link between headquarters and customers in 


those areas. 


spond with the facility nearest you as indicated below and 
on the following pages. 


UNITED STATES, PUERTO RICO, 


GenRad, Inc. 

Main Office and Plant 
300 Baker Avenue 
Concord, MA 01742 


(From Metropolitan Boston) 

Tel: 646-7409 

(From all other locations) 

Tel: 617 369-8770 

TWX: 710 347-1051 

Cable Address: GENRADCO Concord 
(Mass.) 


EASTERN REGIONAL HEADQUARTERS \ 


GenRad, Inc. 

Bolton, MA 01740 

TEL: (617) 779-5562 
(From Metropolitan Boston) 
TEL: 646-0550 


ATLANTA SALES OFFICE 

Alabama, Florida, Georgia, Mississippi, 
North Carolina, South Carolina, Tennessee 
GenRad, Inc. 

1 Dunwoody Park 

Suite 107 

Atlanta, GA 30341 

TEL: (404) 394-5380 


BOSTON SALES OFFICE 


Connecticut, Maine, Massachusetts, 
New Hampshire, Rhode Island, Vermont 


GenRad, Inc. 

Bolton, MA 01740 

TEL: (617) 779-5562 
(from Metropolitan Boston) 
TEL: 646-0550 


NEW YORK SALES OFFICE 


Delaware, New Jersey, New York, 
Pennsylvania (Eastern) 


GenRad, Inc. 

380 Midland Avenue 

Saddle Brook, NJ 07662 

TEL: (NJ) (201) 791-8990 
(NY) (212) 964-2722 

TWX: (710) 988-2205 


and CANADA 


WASHINGTON SALES OFFICE 
Maryland, Virginia, Washington, D.C. 
West Virginia 

GenRad, Inc. 

15 Firstfield Road 

Gaithersburg, MD 20760 

TEL: (301) 948-7071 

TWX: (710) 828-9741 


CENTRAL REGIONAL HEADQUARTERS 


GenRad, Inc. 

1067 East State Parkway 
Schaumburg, IL 60195 
TEL: (312) 884-6900 
TWX: (910) 291-1209 


CHICAGO SALES OFFICE 

Illinois, lowa, Kansas, Minnesota, Missouri, 
Nebraska, North Dakota, South Dakota, 
Wisconsin 

GenRad, Inc. 

1067 East State Parkway 

Schaumburg, IL 60195 

TEL: (312) 884-6900 

TWX: (910) 291-1209 


DALLAS SALES OFFICE 
Arkansas, Louisiana, Oklahoma, Texas 


GenRad, Inc. 

777 South Central Expressway 
Suite 4A 

Richardson, TX 75080 

TEL: (214) 234-3357 

TWX: (910) 867-4771 


DAYTON SALES OFFICE 

Indiana, Kentucky, Michigan, Ohio, 
Pennsylvania (Western) 

GenRad, Inc. 

3300 South Dixie Drive 

Dayton, OH 45439 

TEL: (513) 294-1500 

TWX: (810) 459-1785 


WESTERN REGIONAL HEADQUARTERS 
GenRad, Inc. 

2855 Bowers Avenue 

Santa Clara, CA 95051 

TEL: (408) 985-0662 

TWX: (910) 338-0291 


LOS ANGELES SALES OFFICE 


Arizona, Hawaii (Non-Government), Nevada 
(Clark County only), Southern California 


GenRad, Inc. 

P.O. Box 19500 

17361 Armstrong Avenue 
Irvine, CA 92714 

TEL: (714) 540-9830 
TWX: (910) 595-1762 


SAN FRANCISCO SALES OFFICE 
Colorado, Hawaii (Government), Idaho, 
Montana, Nevada (except Clark County), 
New Mexico, Northern California, Oregon, 
Utah, Washington, Wyoming 

GenRad, Inc. 

2855 Bowers Avenue 

Santa Clara, CA 95051 

TEL: (408) 985-0662 

TWX: (910) 338-0291 


ALASKA 


Harry J. Lang & Associates 
1406 West 47th Avenue 
Anchorage, AK 99503 
TEL: (907) 279-5741 


PUERTO RICO 


Southern International Sales Company 
555 Calle Rosales 

Santurce, PR 00936 

TEL: (809) 722-0863, 742-0600 
TELEX: 365-384 


CANADA 


British Columbia, Central and Western 
Ontario, Western Provinces 


GenRad Ltd. 

307 Evans Avenue 

Toronto, Ontario, Canada 
M8Z 1K2 

TEL: (416) 252-3395 
TELEX: 06-967624 

Eastern Ontario, Ottawa, Quebec and 
Maritime Provinces 

GenRad Ltd. 

100 Alexis Nihon Boulevard 
Suite 875 

St. Laurent, Quebec, Canada 
H4M 2P4 

TEL: (514) 747-1052 
TELEX: 05-826652 


AUSTRALIA 


Warburton Franki Industries (Adelaide) 
Pty. Limited 

322 Grange Rd. 

Kidman Park, South Australia 5025 

(Post Box 1567, G.P.O. Adelaide 5001) 

Tel: 356-7333 

Cable: ZELEMITE-ADELAIDE 

Telex: Warfran AA82579 


Warburton Franki Industries (Brisbane) 
Pty. Limited 

13 Chester Street 

Fortitude Valley 

P.O. Box 345 

Queensland 4006, Australia 

Tel: 52-7255 

Cable: FRIGDEL-BRISBANE 

Telex: Warfran 41052 


Warburton Franki Industries (Melbourne) 
Pty. Limited 

220 Park Street 

PIO MBoxes5 

South Melbourne, Victoria 3205 Australia 

Tel: 699-4999 

Cable: IGNITION-MELBOURNE 

Telex: Warfran AA31370 


Warburton Franki Industries (Perth) 
Pty. Limited 

98 Belgravia Street 

Belmont, Western Australia 6104 

P.O. Box 313 

Cloverdale 6105, Western Australia 

Tel: 65-7000 

Cable: PENTAGON-PERTH 

Telex: Warfran 92908 


Warburton Franki Industries (Sydney) 
Pty. Limited 

199 Parramatta Rd. 

P.O. Box 394 

Auburn, N.S.W. 2144 Australia 

Tel: 648-1711 

Cable: BOOSTER-SYDNEY 

Telex: Warfran AA22265 


HONG KONG and MACAU 


Gilman & Company, Ltd. 

World Trade Centre, 24F 

280, Gloucester Road 

P.O. Box 56 

Causeway Bay, Hong Kong, B.C.C. 
Tel: 5-794266 

Cable: GILMAN-HONG KONG 
Telex: HX83667 


ASIA and PACIFIC 


INDIA 


Hinditron Services Pvt. Ltd. 
69-A L. Jagmohandas Marg 
Bombay 400 006, India 
Tel: 365 344 

Cable: TEKHIND 

Telex: 112326 


Hinditron Services Pvt. Ltd. 
‘“‘Hinditron House”’ 

412 Rajmahal Vilas Extension 
Bangalore 560 016, India 
Tel: 33139 

Cable: TEKHIND 

Telex: 043741 


JAPAN 


For GR Systems: 

Tokyo Electron Laboratories, Inc. 
Meiho Building 

21 1-chome Nishi-Shinjuku 
Tokyo 160, Japan 

Tel: 03-343-4411 

Cable: LABTEL 

Telex: 0232 2240 


Tokyo Electron Laboratories, Inc. 
Umeda Taisei Building 

45 Manzai-Cho, Kita-ku 

Osaka 530, Japan 

Tel: 06-313-4831 

Cable: LABTEL 

Telex: 0523 6030 


Tokyo Electron Laboratories, Inc. 
1 Higashikata-Machi, Midori-ku 
Yokohama, Kanagawa, Japan 
Tel: 045-471-8321 

Cable: LABTEL 

Telex: 0382 3018 


For GR Instruments: 
Midoriya Electric Co., Ltd. 
2-7-19 Kyobashi, Chuo-ku 
Tokyo 104, Japan 

Tel: 03-561-8851 

Cable: MIDRIYAELC 
Telex: J24531 


KOREA 


M-C International 

Rooms 1406 & 1407 

91-1 Sokongdong, Chung-ku 
CEOmeoxelS55 

Seoul, Korea 

Tel: 23-4101 thru 23-4105 
Cable: EMCEEKOREA-SEOUL 
Telex: 787-K24228 


M-C International 

717 Market Street 

San Francisco, CA 94103 

Tel: (415) 543-1455 

Cable: EMCEE SAN FRANCISCO 
Telex: 340851 


MALAYSIA 


Vanguard Company 

87, Jalan Ampang 

P.O. Box No. 975 

Kuala Lumpur, Malaysia 

Tel: 88213 

Cable: VANCO-KUALA LUMPUR 


NEW ZEALAND 


W. & K. McLean Limited 
103-105 Felton Mathew Avenue 
P.O. Box 3097 

Auckland 6, New Zealand 

Tel: 587-039 

Cable: KOSFY-AUCKLAND 
Telex: NZ2763 


W. & K. McLean Limited 

P.O. Box 2421 

Christchurch, New Zealand 

Tel: 64-403 

Cable: KOSFY-CHRISTCHURCH 


W. & K. McLean Limited 
181 Upper Willis Street 
G.P.O. Box 496 

Wellington 1, New Zealand 
Tel: 555-869 

Cable: KOSFY-WELLINGTON 
Telex: NZ3053 


PAKISTAN 


Pak Land Corporation 
Central Commercial Area 
P.E.C.H. Society 

Karachi 29, Pakistan 

Tel: 472 315 

Cable: PAKLAND-KARACHI 


SINGAPORE 


Vanguard Company 

308A, Upper Paya Lebar Road 
Singapore, 19 Singapore 

Tel: 806822 

Cable: VANCO-SINGAPORE 


TAIWAN 


Heighten Trading Company, Limited 
16, Nanking East Road, Section 3 
P.O. Box 1408 

Taipei, Taiwan, Republic of China 
Tel: 551-9916 

Cable: HEIGHTEN-TAIPEI 

Telex: 21472 


THAILAND 


G. Simon Radio Co., Ltd. 

30 Patpong Avenue, Suriwong 
Bangkok, Thailand 

Tel: 2340991-3 

Cable: SIMONCO-BANGKOK 


ARGENTINA and 
PARAGUAY 


Coasin S.A. 

Virrey del Pino 4071 

Buenos Aires, Argentina 

Tel: 52-3185, 52-5248, 51-9363 
Cable: COASIN-BUENOS AIRES 
Telex: 012-2284 


Coasin, Inc. 

c/o Intermetra Corporation 
11 Park Place, Suite 2003 
New York, NY 10007 

Tel: (212) 349-7630-1-2 

Telex: 141457 


BOLIVIA 


Coasin Bolivia S.R.L. 

Av. 6 de Agosto 2300 3er. Piso 
Casilla 7295 

La Paz, Bolivia 

Tel: 40962 

Cable: COALAP 


Coasin, Inc. 

c/o Intermetra Corporation 
11 Park Place, Suite 2003 
New York, NY 10007 

Tel: (212) 349-7630-1-2 

Telex: 141457 


BRAZIL 


Ambriex S.A. 

Rua Ceara No. 104, 2.° e 3.° ands. 
20.000 Rio de Janeiro, RJ, Brazil 

Tel: 264-7406, 264-7625, 264-0461 
Cable: RAIOCARDIO RIO DE JANEIRO 
Telex: (021)21128 


Ambriex S.A. 

Rua Tupi, 535 

01233 Sado Paulo, SP, Brazil 

Tel: 66-0912, 67-7806, 67-1870 
Cable: RAIOCARDIO SAOPAULO 
Telex: (011)21348 


Ambriex S.A. 

Rua Dr. Flores, 105 - s/713 
90.000 Porto Alegre, RS, Brazil 
Tel: 24-7411 

Cable: PORTOCARDIO 


For countries not listed, please contact: 


GenRad, Inc. 

International Department 

300 Baker Avenue 

Concord, MA 01742, U.S.A. 

Tel: 617 369-4400 

TWX: 710 347-1051 

Telex: 92 33 54 

Cable Address: GENRADCO Concord 
(Mass.) 


AUSTRIA 


Gotele Ges. m.b.H. 
Sandwirtgasse 9 
A-1060 Vienna, Austria 
Tel: 56 16 17 

Telex: (01) 12 922 


LATIN AMERICA 


Ambriex S.A. 

Rua Sao Paulo, 893 - Conj. 1307 
30.000 Belo Horizonte, MG, Brazil 
Tel: 224-0533 

Ambriex S.A. 

SQN-113 Bloco E - Apt. 402 
70.000 Brasilia, DF, Brazil 

Tel: 73-2921 

Intermetra Corporation 

11 Park Place, Suite 2003 

New York, NY 10007 

Tel: (212) 349-7630-1-2 

Telex: 141457 


CARRIBBEAN ISLANDS 


West Indies Sales Company Ltd. 
7360 N.W. 66th Street 

Miami, FL 33166 

Tel: (305) 592-8188 


CHILE 


Coasin Chile, Ltda. 

Ismael Valdés Vergara 336, Of. 41 
Casilla 14588 - Correo 21 
Santiago, Chile 

Tel: 39-6713 

Cable: COACHIL-SANTIAGO 
Coasin, Inc. 

c/o Intermetra Corporation 
11 Park Place, Suite 2003 
New York, NY 10007 

Tel: (212) 349-7630-1-2 
Telex: 141457 


COLOMBIA 


TeC Asociados Ltda. 

Carrera 9a. No. 62-44, Of. 101 
Apartado Aéreo 18631 

Bogotd, D.E., Colombia 

Tel: 55 39 27, 59 27 52 


\Cable: TECA 


ECUADOR 


Sumitec Ltda. 

Rumichaca 825 - 827 

P.O. Box 259-4492 
Guayaquil, Ecuador 

Tel: 30 24 84, 30 14 19 
Cable: SUMITEC-GUAYAQUIL 
Telex: 3361 


BELGIUM 


Geveke Electronique et 
Automation SA 

119-121 Rue Anatole France 

B-1030 Brussels, Belgium 

Tel: 2-241-4550 

Telex: 230-28 


BULGARIA 


Gotele Elektronik fur Industrie & 
Wissenschaft 

Bahnhofstrasse 76 

8500 Frauenfeld, Switzerland 

Tel: 33 551 

Telex: 76 811 


MEXICO 


Mexitek, S.A. 

Eugenia 408, Dept. 1 

“Apdo. Postal 12-1012 

Mexico 12, D.F., Mexico 

Tel: (905) 536-09-10, 523-9751 


PERU 


IRE Ingenieros S.A. 

Avda. Franklin D. Roosevelt 105 
Lima 1, Peru 

Tel: 28 86 50 

Cable: IREING-LIMA 

Telex: 25663 


URUGUAY 


Coasin Uruguaya S.R.L. 

Cerrito 613 - 4.° Piso 

Casilla de Correo 1400 - Correo Central 
Montevideo, Uruguay 

Tel: 91-79-78 

Cable: COAUR MONTEVIDEO 


Coasin, Inc. 

c/o Intermetra Corporation 
11 Park Place, Suite 2003 
New York, NY 10007 

Tel: (212) 349-7630-1-2 

Telex: 141457 


VENEZUELA 


Coasin C.A. 

Avda. Habana con Valparaiso 

Edif. Eguski - Local 3 - Los Caobos 
Apdo. Postal 50939 

Sabana Grande No. 1 

Caracas 105, Venezuela 

Tel: 782-9109, 782-8741, 782-2302 
Cable: INSTRUVEN 

Telex: 21228 


Coasin, Inc. 

c/o Intermetra Corporation 
11 Park Place, Suite 2003 
New York, NY 10007 

Tel: (212) 349-7630-1-2: 
Telex: 141457 


DENMARK 


Sophus Berendsen A/S 
1256 Copenhagen K 

10 Amaliegade, Denmark 
Tel: (01) 14 85 00 
Telex: 22 285 


EIRE 


GenRad Ltd. 

Bourne End 

Bucks SL8 5 AT, England 
Tel: (06285) 2 66 11 
Telex: 84 83 21 


FINLAND 


Into O/Y 

P.O. Box 22 

SF 00661, Helsinki 66, Finland 
Tel: 742 133 

Telex: 121 836 


FRANCE 


GenRad 

96, Rue Orfila 
75020 Paris, France 
Tel: (01) 797 O7 39 
Telex: 22 09 91 


GERMANY 


GenRad GmbH 
Trausnitzstrasse 8 

D-8 Munich 80, West Germany 
Tel: (089) 40 18 O1 

Telex: 52 99 17 


GREECE 


Marios Dalleggio Representations 
2, Alopekis Street 

Athens 139, Greece 

Tel: (021) 710 669 

Telex: 216435 


HUNGARY 


Gotele Elektronik fur Industrie & 
Wissenschaft 

Bahnhofstrasse 76 

8500 Frauenfeld, Switzerland 

Tel: 33 551 

Telex: 76 811 


ITALY 


GenRad SpA 

Via San Gregorio, 12 
20124 Milan, Italy 
Tel: (02) 20 92 57 
Telex: 34 37 3 


For countries not listed, please contact: 


GenRad, Inc. 

International Department 
300 Baker Avenue 

Concord, MA 01742, U.S.A. 
Tel: 617 369-4400 

TWX: 710 347-1051 

Telex: 92 33 54 


Cable Address:GENRADCO Concord (Mass.) 


EGYPT 


Lotus Engineering Org. 
22 Kasr El Nil 
PaOmBOxel 252 

Cairo, Egypt 

Tel: 71 617 

Telex: 08791 2483 


IRAN 


lrantronics Co. Ltd. 

20 Salm Road, Roosevelt Ave. 
Tehran, Iran 

Tel: 82 82 94 

Telex: 21 29 56 


NETHERLANDS 


Geveke Electronica en Automatie N.V. 


Kabelweg 25 

P.O. Box 652 
Amsterdam-W2, Netherlands 
Tel: (020) 802 802 

Telex: 12219 


NORWAY 


Bergman & Plesner Instrumentering A/S 


P.O. Box 129 Veitvet 
Oslo 5, Norway 
Tel:.(472) 16:22 10 
Telex: 17271 


PORTUGAL 


Casa Serras E. Dias Serras Lda. 
Rua Augusta 228 

Lisbon-2, Portugal 

Tel: (019) 32 01 33 

Cable: SERAS DOURO 


RUMANIA 


Gotele Elektronik fur Industrie & 
Wissenschaft 

Bahnhofstrasse 76 

8500 Frauenfeld, Switzerland 

Tel: 33 551 

Telex: 76 811 


SPAIN 


Hispano Electronica S.A. 
Poligono Industrial Urtinsa 
Apartado Correos 48 
Alcorcon, (Madrid), Spain 
Tel: (341) 619 41 08 
Telex: (050) 22404 


SWEDEN 


Johan Lagercrantz K.B. 

Kanalvagen 5 

P.O. Box 48 

S-194 O01 Upplands Vasby, Sweden 
Tel: 760 861 20 

Telex: 11275 


ISRAEL 


Eastronics Ltd. 

11 Rozanis Street 
P.O. Box 39300 
61390 Tel Aviv, Israel 
Tel: (03) 47 51 51 
Telex: 33638 


LEBANON 


Projects S.A.L. 
P.O. Box 11-5281 
Beirut, Lebanon 
Tel: 33 16 80 
Telex: 21.075 


MOZAMBIQUE 


Telecommunicacoes de Mozambique Ltd. 


P.O. Box 2512 
Maputo, Mozambique 
Tel: 25 913 

Telex: 62 86 


SWITZERLAND 


GenRad AG 
Helenastrasse 3 

P.O. Box 

8034 Zurich, Switzerland 
Tel: (01) 55 24 20 
Telex: 53 638 


Seyffer & Co., AG 
Hohlstrasse 550 

8048 Zurich, Switzerland 
Tel: (01) 62 82 00 
Telex: 52 540 


TURKEY 


Nikleer Elektronik Limited 
Fevzi Gakmak Sok. 33/3 
Yenisehir, Ankara, Turkey 
Tel: 18 7270 

Telex: 42 229 


UNITED KINGDOM 


GenRad Ltd. 

Bourne End 

Bucks SL8 5 AT, England 
Tel: (06285) 2 66 11 
Telex: 84 8321 


USSR 


Gotele Elektronik fur Industrie & 
Wissenschaft 

Bahnhofstrasse 76 

8500 Frauenfeld, Switzerland 

Tel: 33 551 

Telex: 76 811 


YUGOSLAVIA 


Gotele Elektronik fur Industrie & 
Wissenschaft 

Bahnhofstrasse 76 

8500 Frauenfeld, Switzerland 

Tel: 33 551 

Telex: 76 811 


THE MIDDLE EAST AND AFRICA 


NIGERIA 


Mofat Engineering Co. Ltd. 
89 Wakeman Street, Yaba 
P.O. Box 6369 

Lagos, Nigeria 

Telex: 21595 


SAUDI ARABIA 


Electronic Equipment Marketing Est. 
P.O Box 3750 

Riyadh, Saudi Arabia 

Tel: 32 761 

Telex: 20 120 


SOUTH AFRICA 


Associated Electronics (Pty.) Ltd. 
P.O. Box 31094 

150 Caroline Street 

Brixton, Johannesburg 2017 
Republic of South Africa 

Tel: 839 1824 

Telex: 88 432 


Sales and Service 


/service facilities identified on the preceding 
been geographically located so as to shorten 
h as possible the communication link between 
ad and its customers. You, the customer, need only 
he facility nearest you for prompt sales and 
stance. Each facility, whether GenRad owned 
| opera ated or that of a carefully selected representa- 

ae staffed by sales and service personnel who have 
ived t orough factory training on the products de- 
this ealaloe: : 


ured by GenRad and described 

ed against defects in material 
ment of the specific warranty 
pears in the instruction man- 
duct and, when a yas tae is 


The procedures, tert ; 
_ these pages apply to most GenR Rad | 
__ tical, exceptions a8 no 


| advise that you | 
nearest sales office to verify specific terms ae He: 
tions. ; 


_ Where to Order 


USA and Canada | 
Please address orders and other communications to 
the sales facility nearest you. 


Other Countries 

Customers outside the United States and Canada are 
served by GenRad, its European subsidiaries, and by 
various export representatives, listed on pages 5 through 
7. Please direct all communications to the appropriate 
representative. For countries not listed, inquiries shouid 
be addressed to GenRad, Inc., Concord, Massachusetts 
01742, USA. 


_as calibration, repair, replacement parts and service 


- common voltages and frequencies as indicated in. 


Special Features 


Service Policy 


Your local GenRad office or representative al aun 
you in all matters relating to product maintenance, s 


tracts. Field servicing of GenRad system products ca 
accomplished by any of the following methods: 
By GenRad ona contract specifying a fixed p 

period or per call, 


= By GenRad on a per call basis with no contrac 
# By the customer, after service training by GenRad 


Products that have been repaired at a GenRad seri 
facility, with a charge for both parts and labor, are war: 
ranted to perform in full accordance with the speci 
cations in effect at the time of original mae 
within a period of three months. after such repair, i 
found and verified by us that the product fails to meet this _ 
standard, it will be repaired or, at our option, replaced 
with no charge for parts or labor, provided the product | eae 
returned to a GenRad service facility. Fie 

Any GenRad product returned for credit will be subject 
to a restocking charge. If more than six months have 
elapsed since original shipment, it will not be accepted — 
for credit. Authorization must be obtained from your local — 
GenRad office or representative before a product is re- 
turned for credit. 


How to Order 


Standard Catalog Terms saa 
Always order by catalog number (if included), ‘type ee 
number, and complete description. Some ac-operated 
instruments are supplied wired for operation from 1 5- i 
volt power, unless otherwise specified, although most 
instruments come equipped with a 115-V/230-V slide oe 
switch that permits selectable power operation. Most | 
instruments can also be supplied for operation from other — 


Specifications under Power. Be sure to specify operating 
voltage and frequency if other than nominal 1S olts, 
Hz. Stee: 


Special features and modifications not listed in th iss 
specifications (such as extra calibrations or software) are 
available at extra cost. Please include in your order in- 
formation regarding any nonstandard features desired. : 
Nonstandard Systems 


Systems that require hardware and/or software o' 
than that described in the catalog are subject to | 
tion. Please make reference to the quotation when ple 
ing your order for the applicable system. | tne 


: Conditions of Sale 


Determination of prices, terms and conditions of sale 
and final acceptance of orders are made only at GenRad’s 
facilities in Concord, MA and Santa Clara, CA; at GenRad 
Lid., Toronto, Canada: or at any of GenRad’ Ss European 


Fe ia ‘subsidiaries. 


USA and Canada 


For instruments: Terms are net 30 days if credit has 


been arranged; otherwise, unless payment is received 


before shipment, shipment will be made COD. Extended 
terms are available for higher-priced instruments. 


For systems: Subject to credit approval, partial pay- 
ments are required with issuance of purchase order, at 
time of shipment, and 30 days from installation and 
acceptance. Actual terms are available on request. Assis- 
tance in the area of leasing or conditional sale is also 
available. 


Outside USA and Canada 

Terms of payment for orders placed on GenRad repre- 
sentatives and on GenRad European subsidiaries are 
those that are mutually agreed upon. If there is no repre- 
sentative in your area, the terms for orders placed directly 
on GenRad, Inc. are full payment in advance of shipment 
or an irrevocable letter of credit, unless other terms have 
been previously arranged. 
Quantity Discount 

Quantity discounts apply to some products. Refer to 


- current price list for applicable discounts. 


Minimum Billing 
The minimum billing per order is $25. This applies to 
all purchases except cash-with-order transactions. 


_Source-Inspection Surcharge 


A surcharge of 1 percent ($5.00 minimum) applies on 
all orders requiring inspection before shipment. The in- 
spection surcharge applies on each shipment inspected 
and covers only our costs. 


Uke Shipping Instructions 


Unless specific instructions accompany the order, we 
shall use our judgment as to the best method of ship- 
ment. Shipments can be made by either air or surface 
transportation. For fast delivery, at a reasonable pre- 


__mium over other means, air shipment is generally rec- 
ommended and will be employed on request. 


Prices 

The prices of all instruments described in this catalog 
appear in separate price lists, copies of which may be 
requested from any of the sales offices listed herein. 
Prices in the domestic price lists apply only on transac- 
tions originating in the USA, include the cost of domestic 
packing, are F.O.B. shipping point, and are exclusive of 
all taxes now in effect or that may be imposed by Federal, 
State, or local governments. Exceptions are noted in the 
price list. 

Prices given in the price lists are subject to change 
without notice. Formal price quotations remain in effect 
for 30 days, 60 days for quotations to export customers. 
An export-order-handling charge and special packing 
charge are applied to export orders. Applicable F.O.B. 
prices for transactions originating outside the USA may 
be obtained from the GenRad subsidiary or representa- 
tive nearest you (see pages 4 through 7). 


Power-Supply Considerations 


GenRad ac-operated instruments will meet the pub- 
lished specifications when operated from power lines 
whose voltages and frequencies are within the limits 
stated in the specifications under the heading Power. 

Most instruments have input voltage ranges of 100 to 
125 and 200 to 250 volts and will therefore operate on 
nominal power-line voltages of 115, 220, 230, and 240 
volts. The voltage range for which an instrument is wired 
is marked at the power-input plug or cord. Proper fuses 
for this voltage range are fitted in the fuse holders. 

When the power-line voltage on which the instrument 
is to be operated is specified on the order, the necessary 
changes in connections, fuses, and name plate are made 
at the factory. Instruments equipped with line-voltage- 
selector slide switches are set for 115 volts when ship- 

ed. 

Certain instruments are available for use only on power 
lines of 220, 230, and 240 volts (nominal). 

For most instruments, the normal operating frequency 
range is 48 to 62 hertz. 

All ac-operated instruments are supplied with three- 
wire power cords, designed for USA standard three-wire 
receptacles. 
Battery Operation 

Portable, battery-operated instruments are shipped 
with dry- -cell batteries packed separately to prevent drain 
and leakage during shipment. To render the instrument 
operative, the user need only install the batteries. 


Dimensions 

Over-all dimensions are given for instruments except 
that the depth dimension for rack-mount instruments is 
actually depth behind panel, i.e., clearance required. 
However, no allowance is made for additional clearance 
that may be required for cables and connectors at rear 
panel. 


GenRad makes a wide line of impedance-measuring some of their main characteristics. It should be of aid in 


Be instruments which covers a variety of applications in selecting the best instrument for a particular measure- 


- research and and development laboratories, incoming ment. Refer to the individual catalog pages for full speci- 
inspection, quality control, production testing, andserv- _ fications. 
_ ice repair. The chart lists these GenRad instruments and 


Quantities 
Measured Frequencies Readout 
Main Internal Basic Main 
Instrument (Secondary) (External) Accuracy (Secondary) Features 
IMPEDANCE 
MANUAL RLC: 
- 1650-B CG nk dc, 1 kHz 1% dial Portable. Orthonull® balance- 
Impedance Bridge (D,Q) (10 Hz — 100 kHz) (dial) finder helps low-Q balance. 
1656 C,G,R,L dc, 1 kHz 0.1% 4 digits Lever switches for fast balance. ; 
Impedance Bridge (D,Q) (20.Hz — 20 kHz) (dial) Sensitive dc bridge. 
1608 C-GiR,L dc, 1 kHz .05% 4+ digits Accurate. Digital readout with units. 
Impedance Bridge (D,Q) (20 Hz — 20 kHz) (dial-digits) 
“AUTOMATIC RLC:* : 
1657 G- Riko E20 Hz oe 0.2% 5 digits Built-in test fixture. ~P-controlled. 
RLC Digibridge™ (D,Q) 1 kHz (4 digits) 3 meas/S. 
1658 GrRes 120 Hz,** 1 kHz 0.1% 5 digits Multi-limit sorting. ~P-controlled. 
RLC Digibridge™ (D,Q) (other available) (4 digits) 3 meas speeds. Autorange. 
1683 CE P20: zs 0.1% 4¥ digits Fast. Variable test voltage. 
Automatic RLC Bridge (D,R) 1 kHz (4% digits) Leakage current, ESR options. 
1685 GiRale de-120-Hz, 4% 0.1% (dec & 1 kHz) 4% digits DC resistance. Built-in limit 
Digital Impedance Meter (D,Q) 1 kHz 0.5% (120 Hz) (dial) comparator. 
DEVIATION: 
1654 AZ%, LO | VOOHzZ:-1- to .003% meters No balance. % indication. 
Impedance Comparator 10, & 100 kHz Rapid sorting. 


1654-Z Sorting Systems include 1782 Analog Limit Comparator for multi-limit sorting and/or 1413 Decade Capacitor to indicate AC% and AD. 
HIGH FREQUENCY: 


1687 Cyt 1 MHz 0.1% 5 digits Multi-limit sorting. 4P-controlled. 
MHz LC Digibridge™ (R,G,D,Q) (4 digits) % deviation. — : 
1606-B R,X (400 kHz — 2% dials Wide frequency range. Direct 
Radio-Frequency Bridge 60 MHz) reading in ohms. 
1602-B G Biss (20 MHz — 3% dials Direct-reading G and B. Wide 
UHF Admittance Meter 1.5 GHz) : frequency range. Versatile. 
874-LBB SWR, T, (300 MHz — see specifications scale and Wide frequency range. Low 
Slotted Line Nee 9 GHz) ext det residual SWR. 
900-LB SWR,T, (300 MHz — see specifications scale and Wide frequency range. Extremely low 
Precision Slotted Line eae 8.5 GHz) ext det residual SWR. 
CAPACITANCE 
-1615 (S (10.Hz — 01% 6 digits 10-5 pF to 11 wF. Lever adjustment. 
Capacitance Bridge (D,G) 100 kHz) (4 digits) 2- or 3-terminal. 
1620 Capacitance-Measuring Assembly includes 1615 Bridge, 1311 Oscillator, 1232 Detector to get part-per-million C and D sensitivity. 
1616 C (10 Hz — .001% 13 digits 10-7 pF to 10 uF. 10-19 wS to 1000 
Precision Capacitance Bridge (G) 100 kHz) (5 digits) ws. 2- or 3-terminal. 
1621 Precision Capacitance Measuring System includes 1616 Bridge, 1316 Oscillator, 1238 Detector for .01-ppm sensitivity. 

ae LOL? C T2Oshz 1% dial 1 pF to 1 F, high bias provided. 4- 
Capacitance Bridge (D) (40 Hz — 1 kHz) (dial) terminal. Measures leakage current. 
1686 C 1£20:Hz;2* 0.5% (120 Hz) 4% digits Limit comparator. 4 meas/s. 
Digital Capacitance Meter (D) 1 kHz 0.1% (1 kHz) (dial) Variable test voltage. 
SPREE SR RATS EAT PT SPE SS LIOR ES TR ATS EBT TE IE LEIS BC BIE SS aE ENE BTS OST ET EE DI TE EELS LEIS. LEW ELE LIE ELE LIEBER EL LES Et DS PL POLE AEE EE 
RESISTANCE 
1666 R,G dc .01% 6 digits Wide range. 1 «1 to 1 TO (1 pS). 
DC Resistance Bridge Guarded. 4-terminal. Lever switches. 
1644 R de 1% dial AR dial to 0.1%. 10 V to 1000 V. 
Megohm Bridge 1 kQ-to-1000 TQ resistance range. 
1863 R dc 3% to 12% meter 50, 100, 200, 250 or 500-V test volt- 
Megohmmeter age. 50 kQ-to-20 TQ resistance range. 
1864 R dc 3% to 12% meter 10 V to 1000 V in 1-V or 10-V steps. 
Megohmmeter 50 kQ-to-200 TQ resistance range. 
ee ne SST RE IE DP I SE PII ENT EPS BI TSE SS TDI RI TELL 0 LE EGE RE ETE LL EO IIE ESTES IRATE TS tle A OTR TSG TE UCTS ELS 
INDUCTANCE 
1633-A L ext osc, int det 1% dial For iron-core coils. 9 internal detec- 
Incremental Inductance Bridge (R,Q) (20 Hz — 20 kHz) (dial) tor frequencies 50 Hz — 15.75 kHz. 


1630-AV Inductance-Measuring System includes 1633 Bridge, 1308 Oscillator, 1265 dc bias supply to get up to 5A dc bias. 400-V rms signal. 


*See also 2230 Component Test System. **100-Hz version available. 
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~The following discussion defines some of the terms - eg 
é aes in the specifications of impedance-measuring in- 
struments and outlines some ae the measurement... 


fie ~methods used. 
Definitions 


= ghee it. 


rhe reciprocal of resistance is conductance, G. 
For ac, this ratio is complex because the voltage and 


where the subscripts S and p ee series ane parallel 


values. We could also use parallel resistance instead of 
parallel conductance, Rp = 1/G,, and parallel reactance 


instead of parallel susceptance, ot = 1/B,; but R, # R, 


and X, # X,; see Equation (5). 
The disipation factor, D, is defined as 


pe Be eG 


a a o one D2) ae 
oe ae 
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- Qhm’s Law For dc, Ohm’s law defines resistance, R as 
the ratio of the voltage across a device to the current 


Ree ee . (1) d 


A have r folaive Hee as > welt as magnitude. This — 


times the Q of resistors can also be measured. In some 


angle 6 in the vector (phasor) representation of im 


The reactances of Figure 1 are either car cl 
inductive so that, at any given frequency, an imped. 
acts like a combination of equivalent resistance anc 
ductance, L, or equivalent resistance and capacitar 
C, and these quantities have different values depend 
upon whether they are in series or in parallel. nee re 

tionships between these quantities are: he 


pS es 
Bee De 
or . 
C= Cyl 84), (11) 
b= Lh a 
or Se a 
bebo a3) 
and D of a capacitor = wR,C,= - (14) 
and Q of an inductor = ce = Bo EOYs 
ee ES Sree 


Many GenRad bridges allowthe measurementofeither 
the series or parallel values of C and L. Generally, 2 
ponents are specified in terms of their series values 
that if D <0.1 (or Q >10) the difference between ser 
and parallel values is less than 1%. Most ac 
measure D of capacitance and Q of inductance an 


countries, D is referred to as tan 6, the tanger 


ance or admittance of Figure 2. This figure also d 
the power factor, PF. 


Three-' and Four-Terminal Measurements Many Gen- 


Rad instruments are capable of making measurements 


that are quite immune to errors caused by either shunt 
admittance or series impedance. This means that they 
make good guarded, three-terminal measurements or 
four-terminal “Kelvin” measurements, respectively. 

In order to measure the direct capacitance Cy, in the 
circuit of Figure 3, the guard terminal, G, must not be left 
floating because, if it is, Cy, is shunted by the series 
combination of Gis and ce Athree-terminal connection 
must be made and the instrument used must not be 


affected by these two shunting capacitances. This situa- 


_ tion is very common, particularly when measuring 
shielded, three-terminal capacitance or any high imped- 
ance connected with shielded cables. The shunting im- 
pedances are not always just capacitive; they could be 


leakage resistances in a dc measurement or even actual — 


circuit components, as would be the case if a component 
must be measured while it is connected in a circuit. 
Almost all of GenRad’s bridges and meters are capable of 
making such three-terminal, or guarded, measurements, 


but the amount of shunt admittance they can tolerate 
_ without error depends on the type of circuit used. The 


best in this respect are the precise transformer-type 


. Capacitance bridges (1615 and 1616 — see Measure- 


ment Methods). 
__ When low impedances are measured, a two-terminal 
~ connection has errors caused by the addition of the series 
impedance of the connecting leads to the impedance to 


_* be measured. One way to correct for this error is to 


-ments make only two-terminal measurements a 


an bridge™ 
- because while, strictly speaking, it uses a meter method, 


short-circuit the test leads at the far end, measure the 


lead impedance, and subtract it from later meas-_ 
urements of the unknown. A better way is to make a 
four-terminal measurement. The four-terminal imped- 
ance value of the network of Figure 4 is Eo/lin, and this 
value is independent of the ‘‘lead”’ impedances, Zi, 22,23 
and z4. Any instrument that makes a four-terminal con- 
nection and is immune to lead impedances of reasonable - 
value makes a good four-terminal measurement. This 
four-terminal connection is also called a Kelvin connec- 
tion, after Lord Kelvin whose famous bridge (used in the 
GR 1666) makes good four-terminal resistance meas- 
urements. Many low-impedance standards have four 
terminals and require this type of measurement, as does 
the accurate measurement of any low-valued impedance. 

The terminals carrying the current (Figure 4) are called © 
the current terminals and those used to make the voltage 
measurement are called the potential terminals. In 
theory, and in many cases, these pairs of termir als can 
be interchanged and yet give the same result. Most in 
struments, however, can tolerate more series imp 
in some of their connections than in others so th 
sideration should be given as to how they are cor 
Also, when very high currents are used, they 5 
applied to the current terminals, which are designed 
carry them; the potential terminals could be damaged. | 

In many cases, four-terminal measurements are made — 
on low-valued components that have only two lead wires, — 
in order to avoid errors caused by the connections to the oe 
bridge. Two connections are made toeachlead, anditis = 
the position of the inner connections that determi TES sped 
how much of the component's lead impedance is in- _ 
cluded in the measurement. In Figure 4, the effectiv 
four-terminal value includes all the impedance between 
the junctions a and b and, in the two-lead case, the: se 
points are where the inner connectionis made. = 

Several GenRad instruments make good four-terminal 
measurements. Many of these also make goo Rec es 
terminal measurements at the same time and so 
this combination is called a ‘‘five- terminal” meas 
ment. 


Coaxial Two-Terminal Measurements At hi sher fre- 
quencies, in the megahertz range and up, many | 


use coaxial SECON S In order to (ek. sus 


these precision par rectors eae Coaxial-L 


_ ments). 


Measurement Methods 


Bridges and Meters Historically, impedance-_ e 
measuring instruments were usually divided into meter 
types, which measured voltage or current on meters 


Calibrated in impedance quantities, and bridge or null 
.- types, which required an adjustment and indicated im- 

- pedance on a scale or dial associated with a variable - 
component of some kind. A bridge was generally more 
oe accurate while a meter was faster and easier to use. 


Many applications require both accuracy and speed. 


ee Some years ago, GenRad developed both bridges that 
made fast balances automatically and impedance meters 
that used precise circuitry and digital readouts to obtain 

Se good accuracy. The distinction between bridge and meter 


ecame less meaningful. More recently, the GR Digi- 
‘method has all but destroyed this distinction 


it has many properties of a bridge. 
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Paes - GenRad makes many types of impedance- measuring 

instruments. The various measurement techniques used 
are discussed below. 

DC Bridges The Wheatstone bridge measures an un- 
wn resistance, R,, in terms of calibrated standards of 
istance connected as shown in Figure 5. A dc source 
) must be applied and a dc null detector (DET) used 
t output voltage. When this output voltage is zero, 


ween nthe JOS is 


(6) 


. other two) is changed to extend the 

The GR 1644 Megohm Bridge is a 

cee designed for measuring high-value 

volt oe 25. A guarded Wheatstone circuit 

R_ 1666 Resistance Bridge, which also 

n Double ae circuit to make four- 
ts. 


sione bridge circuit is adapta- 
but, ve valance bat ac the real 


: mare 7). Bridges rarely 


actance in the s opposit 
use standard inductors. i be 

The complex arm fea ed to. satisfy balance condi- 
tions of Equations (17) or (18) may be a resistance and 
reactance either in series or parallel. The bridge will 
indicate equivalent series components if this complex 
arm is a series connection in an adjacent arm ora parallel 
connection in the opposite arm. The converse is also true. 

If both components in this complex arm are adjusta- 
ble, the balances for the real and imaginary parts of the 
unknown will be independent of each other and orthog- 
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__justable, this component will be proportional to D or 


he bridge is balanced or nulled andy the relationship 


t B ae ndaed. restore isad ee ble and 
ut proportional to its value. Another — 


or capacitors, a transformer can form an inducti 


i Pie giving the bridge extremely precise ratio accu- 


onal: If only one conipohent of this combination 


the unknown. In this case, when D is very high or Q 
low, the two bridge adjustments will interact, causi 
slow balance convergence. The 1650-B impede 
Bridge and the 1617 Capacitance Bridge use a mech 
cal ganging of the bridge controls (called the Orth 
balance finder) to facilitate convergence. : 
GenRad’s three general-purpose impedance brid 
(1650-B, 1656, and 1608) use the basic circuits o 
Figures 5, 6 and 7 to measure R, C and L and have ~ 
additional D or Q adjustments connected to allow both 
series and parallel equivalent values. These use adjusta- ae 
ble resistors (pots or decades) and resistance ratio arms 
to extend the range. The GR 1606 RF Bridge uses vari-  — 
able capacitors for better high-frequency performance. 
One of these is in the same arm with the unknown and 
makes what is known as a Series substitution measure- 
ment, in which the equivalent series reactance of 
unknown is measured as a change in this ser 
connected variable capacitor. Shee 
Transformer-Ratio-Arm Bridges While inductance nee 
standards are rarely used in bridges because they a 
generally larger, less stable, and less pure than resi: 


coupled voltage divider whose ratio is more precise and 
stable than one made with resistors or capacitors. Ratio 
accuracies of a few parts per million are possibleevenfor  —_— 
ratios as high as 1000 to 1 and these ratios are virtually 
unaffected by age, temperature, humidity or voltage. 
Such a divider can be used as two adjacent arms of a 


The GR 1654 Impedance Comparator uses a 
unity-ratio transformer and the two precise capacitan 
bridges, GR 1615 and GR 1616, use multiple-tapp 
transformers to allow decade adjustment, as st 
simplified in Figure 8. The ere caustic 
circuit is 


G, + joC, = Ns [2101 + Bae. 


: jo (a,C ae a2C> Be ere oe 


where wand Bare the decade ratio values adjusted 
panel lever controls. (Actually, there are many m 
two of each.) 

Transformer-ratio-arm bridges have a second, e 
important, characteristic in that they can make vel 
three-terminal measurements. Their tolerance to loa 
capacitances is illustrated in ar 8. Bee Cg shi 


Figure 8. Transformer-ratio-arm bridge. 


Figure 9. Automatic bridge - LsRs configuration. 


Ga 


DIFF AMPS 


a 
DIVIDER 


DETECTOR 


DIGITAL CONTROL 
(Rx tjwlx) Ga = Rs (BGs + ajwCs) 


Impedance Comparator The GR 1654 Impedance 
Comparator is both bridge and meter. It measures the 
_ difference between two, similar, externally-connected 
- impedances which, together with two precision 
__ inductively-coupled arms, form a bridge circuit. This 
___ bridge is not balanced. Instead, the phase components of 
_ the bridge unbalance voltage are displayed on meters as 
- percent-magnitude difference and phase-angle differ- 
ence. If these impedances are relatively pure resistance, 
) capacitance, or inductance, then the magnitude differ- 
ence Is very nearly the percent difference in R, Cor Land 
_ the phase- angle aICren es | is AQ, AD and AD, respec- 
Fs tively. 
Sera gs) comparator. can indicate very small differences, 
own to .003%, if the two external impedances are close 
in value. It can also resolve D differences of .00003. 
Moreover, it makes measurements at 100 Hz, 1 kHz, 10 
kHz, and 100 kHz. This combination of sensitivity and 
wide frequency range is valuable for many difficult 
measurements. Impedance comparators can be com- 
bined with analog limit comparators and decade 
standards to make inexpensive test systems for rapid 
epee sorting (see the 1654-Z systems). 
ue ety alog Meters The twoGR megohmmeters (1863 and 
ree 1864) use the simple analog meter method outlined in 
igure 10. Here, a high dc voltage is applied to the 
wn, Ry, nd the subsequent current i is measured as 
‘date 


3 ee a range switch). The value of the applied 
voltage is selected by panel switches that also change the 
meter sensitivity s 


o that the meter deflection isa function 
These megohmmeters have wide range, 


a of R,, not |,. 


going up to over 100 TQ. They are commonly used for 
testing insulation resistance of electrical py: and 
valeee hs resistance of capacitors, 


Digital Meters Just as digital voltmeters have much 


better accuracy than analog ones, so too can digital im- 
_ pedance meters be much more accurate than analog 
types. One obvious reason is the increased resolution or 
readability of a multidigit readout as compared to an 
analog scale. To make this resolution useful, however, 
requires precise measurement circuitry. 
In the GR 1685 Digital Impedance Meter and 1686 
Digital Capacitance Meter, the secret of getting good 
~ accuracy is the precise analog ratiometer used. Rather 
than try, as do the megohmmeters, to hold a voltage (or 
current) constant so that a single variable current (or 
voltage) is a measure of impedance, these digital meters 
measure both voltage and current and take their ratioona 
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crystal oscillator, are the standard resistors used. In th 


modified phase- -sensitive, dict: slope integrator circuit A 
capable of high precision. These two instruments have 
built-in digital limit comparators for rapid go/no-go sort- aes 
ing. A high D (or low Q) limit may also be set. >. 
Like the automatic bridge and the Digibridges, these 
digital meters use an active measurement circuit that has — 
good immunity to both lead impedance and shunt load- 
ing and thus makes good “‘five- terminal” Measurements 
(see Figure 9). Ae 
Digibridge™ Meters Impedance is defined age or S 
division, and the best way to make an accurate division is 
witha digital computer. The GenRad Digibridges (1657, ee 
1658, and 1687) use small, inexpensive micro- 
processors for a precise digital division and for many 
other functions as well. See 
Digibridges are not really bridges because there isno 
null. They successively measure the voltage across the —_— 
unknown and the voltage across a standard resistor carry- _ 
ing the same current, with the same ac analog-to- digital 
converter, and divide the digital results. The quotient is — 
independent of the scale factor of the converter because 
it cancels in the division. These Digibridges measure 
complex ac quantities so that the measuring circuit must : 
also include a phase-sensitive detector, two meas- 
urements must be made on each signal, and the division 
is that of two complex numbers. To express the resultsin = 
terms of capacitance or inductance requiresa multiplica- 
tion or division by the angular frequency, which is pre- 


_ cisely known because a quartz-crystal oscillator is used. 


Because the result is independent of the detector- 
converter gain, the only precise components, besides th 


respect, the Digibridge is more like a bridge than ar 
it has the advantage over a bridge that no adjuste 
components are necessary, and adjustable compon 
are a main source of the phase shifts that cause 
sa as well as being another source of magr 


ooh GR 1658 and 1687. have a kevooaid with 
enter test limits for fast multiple-limit sorting of Ct 
nents. = 


Coaxial- Line inseunmente: 
The Admittance Meter The high- Pes behav 
of conventional bridge circuits is limited by residual im 
pedances in the lumped bridge elements and their co 
nections. At frequencies higher than about 100 MH 
circuits based on coaxial-line techniques are more sati 


~ factory. The GR 1602-B UHF Admittance Meterisanull 


device based on these techniques. It uses adjustable — aes 
coupling loops to sample currents inthe unknownandin 


_ standards of conductance and susceptance. Whenanull 


balance is made, scales associated with these adjust-— 
ments read admittance directly. Ate 
The Slotted Line One of the basic methods of deter- 
mining impedance of a coaxial device is the measure- — 
ment of the standing-wave ratio it introduces into a uni- 
form line. The measurement is made by means of a 
coaxial line in whose outer conductor is a longitudinal 
slot. An electrostatic probe enters the line through this 
slot and can be moved along the line to sample the 
electric field between the inner and outer conductors. 
From the voltage maximum and minimum, and their 
location with respect to the unknown, the impedance Cane: 
be calculated. This instrument is one of fewinwhichthe 
impedance standard is inherently part of the instrument 
and can be determined in absolute terms, from physical a 
dimensions. Ses 
GenRad offers two slotted lines: the 874-LBB for gen- 
eral impedance measurements, and the highly accurate 
900-LB for precise impedance measurements. . 


1650-B Impedance Bridge 


measures L, C, and loss; R and G 

= 1% accuracy 

= 20 Hz to 20 kHz, internal 1 kHz and dc 
portable, self-contained, battery-operated 


The 1650 Impedance Bridge will measure the induc- 
tance and storage factor, Q, of inductors*, the capaci- 
tance and dissipation factor, D, of capacitors, and the ac 
and dc resistance or conductance of resistors. 

Three-terminal measurements can be made in the 
presence of considerable stray capacitance to ground. 

This bridge is completely self-contained and portable. 
Battery-powered, low-drain solid-state oscillator and de- 
tector are included. The panel meter indicates both dc 
and ac bridge unbalances. 

The measured quantities, R, G, L, C, D, and Q, are in- 
dicated directly on dials with logarithmic scales for con- 
stant percentage accuracy. Multipliers and the units of 
measurement are indicated by the range setting. 

The bridge circuit elements are high-quality, stable 
components that ensure long-term accuracy. The Ortho- 
null® balance finder, a patented mechanical-ganging de- 
vice, is used to make a low-Q (high-D) balance possible 
without a sliding null. This mechanism, which may be 
switched in or out as desired, adds accuracy as well as 


* Including such low-Q inductors as rf coils measured at 1 kHz. 


SPECIFICATIONS 


Ranges of Measurement 
20 Hz to 20 kHzt 


Capacitance 
1 pF to 1100 uF, series or parallel, 7 ranges SEI ee Vor 
Inductance | 
1 pH to 1100 H, series or parallel, 7 ranges 


221% se nH 


Resistance i 
: 


convenience to low-Q measurements that are practically 
impossible on other impedance bridges. 

The Flip-Tilt case provides a convenient handle and a 
captive protective cover and base that allow the bridge 
panel to be tilted for use at any angle. 


Accuracy 


Residuals 


210.5 pF 


+1%, 1 © to 100 kO, ext supply or detector required 


YF + : ~ 
ac or dc, 1 m2 to 1.1 MQ, 7 ranges / Se 9G = lime | for > 100 knand< 109. 1mo 


Conductance 


} 
ac or dc, 1 nU to 1.1 U, 7 ranges +1%¥ +1 nv 


+1%, 10 pV to 1 U, ext supply or detector 
required for << 10 wv. 


Dissipation Factor, D, at 1 kHz: 


0.001 to 1, of series C, ) +5% + 0.001 at 


0.1 to 50, of parallel C. 1 kHz and lower 
Storage Factor, Q, at 1 kHz: | 
| 


0.02 to 10, of series L, 
1 to 1000, of parallel L. / 


1/Q accurate to 
+5 + 0.001 at 
f <1 kHz 


t Bridge operates up to 100 kHz with reduced accuracy. 


Generator: Internal; 1 kHz+2%. Type 1310 or 1311 Oscillator 
recommended if external generator is required. Internal dc 
supply, 6 V, 60 mA, max. 

Detector: Internal or external; internal detector response flat 
or selective at 1 kHz; sensitivity control provided. Type 1232-A 
Tuned Amplifier and Null Detector is recommended if external 
detector is required. Combination of 1311 oscillator and 1232 
detector is available as the 1240 Bridge Oscillator-Detector. 

DC Polarization: Capacitors can be biased to 600 V from ex- 
ternal dc power supply for series capacitance measurements. 
Required: None. Earphones can be used for high precision at 
extremes of bridge ranges. 


Available: Type 1650-P1 TEST JIG. 


National stock numbers are listed at the back of the catalog. 


Power: 4 size-D cells, supplied. 
Mechanical: Flip-Tilt case and rack mount. DIMENSIONS 
(wxhxd): Portable, 13x6.75x12.25 in. (330x171x311 mm); 
rack, 19x12.25x4.13 in. (483x311x105 mm). WEIGHT: Port- 
able, 17 Ib (8 kg) net, 21 Ib (10 kg) shipping; rack, 18 Ib (9 
kg) net, 30 Ib (14 kg) shipping. 


Catalog 
Description Number 
1650-B Impedance Bridge _ is 
Portable Model 1650-9702 
Rack Model 1650-9703 
Replacement Battery, size D cell, 4 req’d 8410-0200 


Patent Number 2,966,257. 
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= measures R,L, C, and G 


0.1% basic accuracy 

= fast lever balancing 

digital readout of RLC and G 
portable, self-contained 


Today’s components demand high-precision measure- 
ments; today’s schedules demand fast answers. GR’s 
1656 meets these demands. A precision adaptation of a 
long-time favorite bridge, the 1656 simplifies 4-place 
balancing with lever switches and reduces possible read- 
ing error with in-line digital readout of impedance. 


Though of laboratory accuracy, the 1656 is also the 
ideal general-purpose instrument for production, inspec- 
tion, and field use. It’s fully portable and self-contained 
for both ac and dc measurements and demands no 
special training for proper use. 


Measure extremely large or small value of R or G with 
ease — you will appreciate the extraordinary sensitivity 
of the detector in this instrument. Indeed, there are few 


National stock numbers are listed at the back of the catalog. 
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impedance measurements that will challenge it, whether 
dc or audio-frequency. Notice the width of the ranges 
specified below. ~ 


Soe pee, : 


Lever-arm switches on 1656 permit fast balances and easy-to-read 
answers. 


SPECIFICATIONS 


Resolution 
(one digit on 
lowest range) 


Capacitance: 0.1 pF to 1100 pF 
Series or parallel, 7 ranges 


Inductance: 0.1 nH to 1100 H ! 0.1 wH 
Series or parallel, 7 ranges 

Resistance: 0.1m0to1l1MQ | 0.1 ma 
| 


Ac or dc, 7 ranges 


Ac or de, 7 ranges | 


Dissipation Factor, D: ) 
series capacitance 


0.1 to 50 


parallel capacitance 


Storage Factor, Q: | 
series inductance 0.02to10 — _ 


parallel inductance 1 to 0 — 


Frequencies <1 kHz and small phase | 
angle (fs = full scale) 


+(0.1% of reading + 0.01% of fs + 
0.2% of reading on highest range) 


+(0.1% of reading + 0.01% of fs + 
0.2% of reading on lowest range) 


+(0.1% of reading + 0.01% of fs + 
/ 0.2% of reading on lowest range)** | 


Conductance: 0.1 nU to 1.10 | 0.1 nU +(0.1% of reading + 0.01% of fs + | +[QfkHz + 0.003 (fitiz)21%** 
i 


+(0.001 +5% of reading) 


+5% of reading (sliding null at 
high D) 


+5% of reading (sliding null at low Q) 


+(5% of reading + 0.001) for 1/Q 


Accuracy* 


Frequencies >1 kHz or large phase angle 
Typical additional error terms 


+[0.2 Dfkz + 0.5 D2 + 0.002 (fitz)21% 


[0.2 frtz/Q + 0.5/Q? + 0.002 (friz)21% 


=[QfkHz + 0.003 (frttz)2]%** 


0.2% of reading on highest range) ** 


(0.001 fiz + 5% of reading) 


+5% of reading 


+5% of reading 


+(5% of reading + 0.001 fiz) for 1/Q 


* Full accuracy applies from 15 to 35°C, <85% RH (useful from 0 to 45°C). Residual terminal impedances of ~ 0.3 pF, 0.15 wH, and 1 mM must be 


corrected to obtain specified accuracy. 


** Terms apply to ac measurements when external phase balance is properly adjusted; otherwise accuracy is 0.5% of reading. 


Generator: Internal, 1 KHz =2% ac, 1.5 Vdc. External, 20 Hz 
to 20 kHz ac; Type 1310 or 1311 Oscillator recommended: 


Detector: Internal, 1 KHz ac with >20-dB rejection at 2nd har- 
monic or flat, meter indication; 10-uV/mm dc meter sensitiv- 
ity. External, Type 1232 Tuned Amplifier and Null Detector 
recommended. 


Bias: 600 V max on capacitors; small currents allowable on 
inductors and resistors; external only. 


Terminals: 34-in.-spaced binding posts for unknown; pin jacks 
for external ac generator and capacitor for ac phase balance; 
phone jacks for external detector, bias, and DQ adjustment. 


Supplied: Batteries. 


Available: 1650-P1 TEST JIG for rapid and convenient connec- 
tion of axial-lead components to bridge. Permits 3-terminal 
connection for negligible zero capacitance, introduces 80-m2. 
total lead resistance (which only affects measurements on 
very low impedances), and adds a Dor 1/Q error of less than 
0.007. 


Power: 5 D-cells, supplied; battery checks provided. 


Mechanical: Flip-Tilt case and rack mount. DIMENSIONS 
(wxhxd): Portable, 13.25x12.87x6.69 in. (337x327x170 mm); 
rack, 19x12.25x5.75 in. (483x311x146 mm). WEIGHT: Port- 
able, 15 Ib (7 kg) net, 21 Ib (10 kg) shipping; rack, 16 Ib 
(8 kg) net, 28 Ib (13 kg) shipping. 


1650-P1 Test Jig 


This test-jig adaptor is used to connect components 
quickly to a pair of terminals and can be placed on the 
bench directly in front of the operator. Thus, the test jig 
and 1650-B, 1656, or 1608-A Impedance Bridge make a 


National stock numbers are listed at the back of the catalog. 


Flip-Tilt case provides 
complete protection. 


Catalog 
Description Number 
1656 Impedance Bridge 
Portable Model 1656-9701 
Rack Model 1656-9702 
D Cell, replacement battery 
for 1656 (5 req’d) 8410-0200 


rapid and efficient component sorting device when the 
panel meter of the bridge is used as a limit indicator. 
The test jig makes a three-terminal connection to the 
bridge, so that the residual zero capacitance is negligible. 
The lead resistance (0.08 ohm total) has effect only when 
very low impedances are measured, and the lead capaci- 
tance affects only the measurement of the Q of inductors, 


introducing a small error in D (or a of less than 0.007. 
Weight: Net, 10 oz (285 grams); shipping, 4 Ib (1.9 kg). 


Catalog 
Description Number 
1650-P1 Test Jig 1650-9601 
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aaa : : 


1608-A 


= measures C, R, L, and G with digital readout 
= +0.05% accuracy 


# 20 Hz to 20 kHz (external generator) 

a internal 1-kHz oscillator and detector 

™ measures impedance of any phase angle 
= accurate D and Q readings 


This wide-range bridge will measure precision compo- 
nents to an accuracy of 0.05% — capacitance, induc- 
tance, and ac as well as dc resistance and conductance. 
An almost error-free readout and rapid-balance adjust- 
ments allow accurate and fast laboratory or production 
tests. Six bridge circuits cover all possible phase angles 
so that any network can be measured, even such “black 
boxes” as filters, transducers, and equalizers. 

In ac resistance and conductance measurements, a Q 
adjustment for precise balancing gives phase information 
useful in predicting high-frequency behavior. This ca- 

‘pability is also useful for measuring lossy reactances, 
such as rf chokes, without a sliding null. The high phase 
precision of +0.0005 radian makes D or Q measurements 
meaningful on low-loss reactances, which must often have 
tight D or Q tolerances for use in precision networks. 


National stock numbers are listed at the back of the catalog. 
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pedance Bridge 


The 1608-A will measure resistors at ElA-specified dc 
voltages, three-terminal capacitors and small capacitors 
remotely located, voltage-biased capacitors or current- 
biased inductors and resistors. Almost any impedance 
is measurable over the audio-frequency range. 

The ability to measure small capacitances by a three- 
terminal connection makes possible the measurement of 
the capacitance between components, wires, or mounting 
structures. Long, shielded cables can be used without 
significantly affecting the accuracy of the measurement. 

For production testing of components, the 1650-P1 
test jig is recommended. 

This self-contained bridge system includes six bridges, 
along with suitable ac and dc sources and detectors. The 
bridge elements are precision units. The wire-wound 
resistors are similar to those used in GR decade resis- 
tance boxes; the standard capacitor is a combination 
silver-mica and stabilized-polystyrene unit, with a low 
temperature coefficient. 

The readout system is digital for C, R, L, and G, as well 
as for the Q of resistors. D and Q for capacitors and in- 
ductors are read from a dial with the correct scale illumi- 
nated. Decimal points and units are indicated auto- 
matically, and there are no multiplying factors for any 
quantity at 1 kHz or de. 

The C-R-L-G readout has both coarse and fine adjust- 
ments controlled by concentric knobs. 


og op te 
Low D HIGH >) (cnr 9) 
02-2 O-1.2 
PARALLEL CONDUCTANCE 


0. 
PARALLEL CAPACITANCE 


OTO! 
SERIES CAPACITANCE 


LOW 


CENTADE 


VERNIER 


Rs 
IND 9) (tow Q ) hich/e 


SERIES RESISTANCE SERIES INDUCTANCE 


CENTADE De 


VERNIER 


1608-20x 


Elementary schematics of the capacitance, conductance, resistance, and reactance bridges. 


The 1-kHz frequency-selective networks for the internal 
oscillator and tuned detector are on a plug-in module, 
which can be easily replaced with modules available for 
other internal test frequencies. Provision is made for use 
with an external oscillator and detector. Three dc sup- 
plies are included to obtain maximum Sensitivity over a 
wide range of resistance. 


SPECIFICATIONS 
Ranges: 
Capacitance: 0.05 pF to 1100 uF in seven ranges, series or 
parallel. 
Inductance: 0.05 wH to 1100 H in seven ranges, series or 
parallel. 
Resistance: (series) 0.05 milliohm to 1.1 megohms, ac or dc. 
Conductance: (parallel) 0.05 nanomho to 1.1 mhos, ac or dc 
(20,000 megohms to 0.9 ohm). 
D: (of series capacitance) — 0.0005 to 1 at 1 kHz. 

(of parallel capacitance) — 0.02 to 2 at 1 kHz. 
Q: (of series inductance) — 0.5 to 50 at 1 kHz. 

(of parallel inductance) — 1 to 2000 at 1 kHz. 

(of series resistance) — 0.0005 to 1.2 inductive at 1 kHz. 

(of parallel conductance) —- 0.0005 to 1.2 capacitive 

at 1 kHz. 

Frequency: 1 kHz with internal oscillator module supplied; 20 
Hz to 20 kHz with external oscillator. 


Accuracy: 
Cc, G, R, L 

At 1 kHz: +0.05% +0.005% of full scale except on lowest 
R and L ranges and highest C and G ranges, where it is 
+0.2% +0.005% of full scale. 

Additional error terms for high frequency and large phase 
angle: 

C and L: [+0.001 (fi)? +0.1Dfin. +0.5D7]% of measured 
value. 

R and G: [+0.002 (fii)? =10—(fi.)? +0.1Q]% of measured 
value. 
Residual Terminal Impedance: R = 0.001 0, L = 0.15 uwH, 
C=0.25 pF. 


National stock numbers are listed at the back of the catalog. 


DC Resistance and Conductance: Same as for 1-kHz measure- 
ment, except that accuracy is limited by sensitivity at the range 
extremes. Balances to 0.1% are possible from 1 ohm to 1 
megohm with the internal supply and detector. 


D (or 4) of C or L: =0.0005 +5% at 1 kHz or lower. 

Q +0,0005fu +5% above 1 kHz. 
Qof R or G: £0.0005fin, =2%. 
Generator: Internal, 1 kHz 1% module normally supplied; 
plug-in modules for other frequencies available on special or- 
der. Level control provided. With external generator, fre- 
quency range of bridge is 20 Hz to 20 kHz. Type 1310-B 
Oscillator recommended if external generator required. Inter- 
nal de supply 3.5, 35, and 350 V, adjustable; power limited to 
¥3W or less. 


Detector: Internal or external; ac; can be used either flat or 
selective at frequency of plug-in module (normally 1 kHz); 
other frequencies available; second-harmonic rejection of 25 
dB. Sensitivity control provided. Type 1232-A Tuned Amplifier 
and Null Detector recommended when external generator is 
used. 


De Bias: Capacitors can be biased to 500 V from external 
source; bias current up to 40 mA can be applied to inductors. 
Supplied: Power cord, spare indicator lamps. 

Available: 1650-P1 TEST JIG. 

Power: 105 to 125 or 210 to 250 V, 50 to 60 Hz; 10 W. 


Mechanical: Rack-bench cabinet. DIMENSIONS (wxhxd): 
Bench, 19x12.5x11.5 in. (483x318x293 mm); rack, 19x12.25x 
10 in. (483x312x254 mm). WEIGHT: 37 Ib (17 kg) net, 54 
Ib (25 kg) shipping. 


Catalog 


Description Number 

1608-A Impedance Bridge aa 
Bench Model, 115 V 1608-9801 
Bench Model, 230 V 1608-9802 
Rack Model, 115 V 1608-9811 
Rack Model, 230 V 1608-9812 
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s automatically measures R, L, C, D and Q 

# 0.2% basic accuracy 

® five-digit display for R, L and C 

® four-digit display for D and Q 

=# microprocessor-directed ranging 

= selectable test frequencies of 1 kHz and 120 Hz (100 
Hz) 

= series or parallel measurement mode selection 


8 built-in Kelvin test fixture tests radial and axial lead 
components 


# no Calibration is ever required 


The GR 1657 Digibridge™ is an automatic micro- 
processor-based bridge designed to measure R, L, C, D 
and Q at a test time faster than three measurements per 
pei unqualified. Basic accuracy for R, L and C is 

9 

A five, full-digit LED readout is displayed for R, L 
and C and four full digits are displayed for D and Q. This 
broad visual display capability is augmented with 
microprocessor-directed ranging and automatic decimal 
point positioning. 


National stock numbers are listed at the back of the catalog. 
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Microprocessor-directed ranging takes the guess-work 
out of setting the correct range. Lighted arrows on the 
front panel indicate which range button is to be de- 
pressed and thus, automatically, the correct range is 
identified. Whether measuring impedance or loss/ 
quality factor, the GR 1657’s microprocessor directs 
the instrument and the operator to achieve optimum 
ranging. No chance for operator mistakes, as no opera- 
tor decisions are required. 

Three range positions provide measurements in mul- 
tiples of 100, as each range has two full decades of 
measurement capability, a feature made possible by au- 
tomatic decimal point positioning. In conjunction with 
the microprocessor-directed ranging, the automatic dec- 
imal point positioning causes the measurement to be 
made on the lowest possible range, so maximum resolu- 
tion is always achieved. Residual errors inherent in all 
measurement instruments, such as +1 count error, 
therefore become negligible for most GR 1657 meas- 


urements. The automatic decimal-point-positioning fea- 
ture plus the use of full digits for the most significant 
digit allows D measurement from 10~¢ to 10’. 

Either a 1-kHz or 120-Hz (100-Hz) test frequency 
can be selected by the operator. Series or parallel meas- 
urement modes are operator selectable across the full 
measurement range of every test parameter. 


SPECIFICATIONS 

Measurement Mode: Measures R series or parallel; L and Q 
series or parallel; C and D series or parallel. All measurement 
modes are pushbutton selectable. 

Measurement Speed: Greater than three measurements per 
second, unqualified. 

Test Frequencies: 1 kHz and 120 Hz. Also 100 Hz in place of 
120 Hz. Pushbutton selectable. 

Ranges: Pushbutton selectable. 

Three ranges for R, L and C (multiples of 100) 

R = 00.001 2 to 99.999 MQ 

L = 0.0001 mH to 9999.9 H 

C = 0.0001 nF to 99999. uF 

One range for D and Q 

Di 7000 1Ft0'9.999 

Qi=300.01 to 999.9 

Accuracy: R, L and C = +0.2% of reading covering the fol- 
lowing ranges of value. 


Mode Frequency | Min Max 
R 120 Hz or 1 kHz 2.00 1.9999 MO 
L 1 kHz | 200 wH | 199.99 H 
L 120 Hz 2.0 mH 1999.9 H 
C 1 kHz 200 pF 199.99 uF 
C | 120 Hz 2.0 nF 1999.9 uF 


For values outside of these ranges, or for values for high-phase com- 
ponents or networks, contact your local GenRad sales office. 


= +[0.001 + 0.002 (1 + D) D] 
Q = +[0.01 + 0.002 (1 + Q) Q] 


Display: R, L and C — Five full digits (99999), LED display 
with automatic decimal point positioning. 

D and Q — Four full digits (9999), LED display with automatic 
decimal point positioning. 

Applied Voltage: 0.3 V rms maximum. 

Supplied: Power cord. 


National stock numbers are listed at the back of the catalog. 


The high reliability Kelvin test fixture accommodates 
either radial or axial lead components. Test radial lead 
components by removing the two test clips, or insert the 
clips and test axial lead components. Each test clip can 
be moved to the right or left to accommodate various 
size components. The Kelvin test method assures more 
accurate measurement. 


Power: 90 to 125 or 180 to 250 V, 48 to 62 Hz. Voltage 
selected by rear-panel switch. 25 W maximum. 
Mechanical: Bench model. DIMENSIONS (wxhxd): 
14.75x4.37x13.00 in. (356.35x101.97x330.20 mm). 
WEIGHT: 12.5 Ib (5.7 kg) net, 22 Ib (10 kg) shipping. 


Catalog 

Description Number 
1657 RUC Digibridgesi oth Sn eae S te 
120-Hz and 1-kHz Test Frequencies 1657-9700 
100-Hz and 1-kHz Test Frequencies 1657-9800 
Extender Cable (for remote meast!rements) 1657-9600 
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automatically measures R, L, C, D and Q 


0.1% basic accuracy 


10 bins for sorting 


autoranging 
IEEE 488 bus/handler interface option 
three test speeds 


selectable continuous, average or single component 
measurements 


three types of display — programmed bin limits, 
measured values or bin number 


five-digit display for R, L and C 


four-digit display for D and Q 


selectable test frequencies of 1 kHz and 120 Hz 
(100 Hz) 


series or parallel measurement mode selection 


built-in Kelvin test fixture tests radial and axial lead 
components 


no calibration is ever required — lower cost of owner- 
ship 


The GR 1658 represents a new era in impedance 
measuring instruments. Unique features such as meas- 
urement averaging and selectable test speeds allow a 
greater testing flexibility. 


EXT BIAS 
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National stock numbers are listed at the back of the catalog. 
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Keyboard Controls 
@ Display — The broad visual display of a five, full-digit 
LED readout for R, L and C and four full digits for D and 
Q is augmented with automatic decimal point position- 
ing. All numbers go to 9. Through the use of the DIS- 
PLAY key three types of display. can be selected: VALUE 
— the measured value of the component under test; 
BIN No. — the bin assignment for the measured device 
(example: If the measured device falls within the pro- 
grammed limits of bin 8, the display will show the num- 
eral 8); and (ENTRY) LIMITS — which displays the pro- 
grammed limits for any bin or displays the nominal 
value. 
@ Selectable Test Speeds — In some testing applica- 
tions, speed is not important. In others, accuracy may 
not be too important. The GR 1658 allows the user to 
trade accuracy for speed and vice versa. Keyboard selec- 
tions are: SLOW (1.5/s typical, 0.1% accuracy), 
MEDIUM (3/s typical, 0.2% accuracy) and FAST (7/s 
typical, 0.5% accuracy) in CONT operation mode. 
® Selectable Equivalent Circuit — The SERIES or 
PARALLEL circuit is operator selectable across the full 
measurement range of every test parameter. 
e Jest Frequencies — Either 120 Hz (100 Hz) or 1 kHz 
are selectable. Several frequencies are available for 
substitution. 
e Measurement Control — Three test conditions are 
available for selection: CONT — for continuous repeti- 
tive measurements; AVERAGE — provides a running av- 
erage of 10 successive measurements (initiated by 
START); and SINGLE. This averaging feature is very 
useful for unstable components or noisy environments 
and provides smoothing of any possible noise or slight 
variation from one measurement to another. 
@ Autoranging — This microprocessor-controlled feature 
takes the guesswork out of setting the proper range. 
Automatic ranging can be inhibited by the HOLD 
RANGE pushbutton. The RANGE HELD indicator is not 
lighted when in the autoranging operational mode. 
e Measurement Parameters — These keys provide 
selection of the basic parameter to be measured: R/Q, 
L/Q or C/D. A series R measurement can be useful in 
determining the equivalent series resistance of 
Capacitors. 

High Reliability Kelvin Test Fixture Test radial lead 
components by removing the two test clips, or insert the 
clips and test axial lead components. Each test clip can 
be moved to the right or left to accommodate various 
size components. The Kelvin test method assures more 
accurate measurement. 


‘Rear View of the GR 1658 with IEEE 488 Bus/Handler Interface 


IEEE 488 Bus/Handler Option An IEEE 488 bus 
interface and an autohandler output allow the 1658 to 
be connected to an unlimited variety of ancillary equip- 
ment, such as handlers, printers or calculator-based 
systems. 

Component Sorting/Binning The limit comparison 
feature provides 10 bins for sorting. Bin O is designated 
for D/Q, bins 1 through 8 for multi-band sorting and bin 9 
is for components that do not meet any of the specified 
limits of bins 1 through 8. RLC limits for bins 1 through 8 
are entered as percentage deviations from the nominel 
value and can be symmetrical (e.g., 1%, 2%, 5%) or 
asymmetrical (e.g., —20% 80%, —30% 10%). The DQ 
limit is entered as a number and represents a single limit 
comparison. GO/NO-GO is indicated whether the bin 
number or measured value is selected as the main dis- 
play. Bin limits are entered in ascending order with the 
tightest limits in the lowest bin(1% bin 1, 2% bin 2, etc). 
Bin limits are held in each bin until changed or cleared by 
turning off the power switch. For electrical outputs, the 
IEEE 488 bus/handler option is required. 

e Entry of Symmetrical Limits 

Example: 1.5 wF capacitor with D < .005 
DOMeneet er 270,970; 10% 

Select desired measure rate, equivalent circuit, 
frequency, measure mode. 

With DISPLAY key, select MM LIMITS 
Enter D limit: .Q 0 £ 

With C/D key, select pF 

Enter nominal value: 

Enter bin limits: 


Bl IN N JO 
BIN No 
10% = Bil N IN i. 
Close fee ening bins:* 


>EK \ 
RIN} 


e Entry of Asymmetrical Limits 

Example: 1.5 «wF capacitor with D < .005 

Sort: match components to .25% 

Select desired measure rate, equivalent circuit, fre- 
quency, measure mode. 

With DISPLAY key, select ENTRY LIMITS 

Enter D limit: 

With C/D key, select wF 

Enter nominal value: 
Enter bin limits: 

) nS 


*Initially, at power up, bins O through 8 are closed so the procedure shown for 
closing unused bins is not required. 


National stock numbers are listed at the back of the catalog. 


SPECIFICATIONS 

Measurement Mode: Measures R and Q series or parallel; L 
and Q series or parallel; C and D series or parallel. All meas- 
urement modes are key selectable. 

Measurement Speed (CONT operation mode): Slow (1.5/s typ- 
ical), medium (3/s typical) or fast (7/s typical), key selectable. 
See accuracy table for speed/accuracy data. 


Test Frequencies: 1 kHz and 120 Hz. Also 100 Hz in place of 
120 Hz. Key selectable. 
Measurement Ranges: Autoranging automatically finds the 
optimum range. Three internal ranges used. Microprocessor 
indicates over/under range conditions. Hold range/automatic 
feature is key selectable. 5:1 overrange at top of each range. 
50:1 overrange on highest range of R and C at 120 Hz (and at 
100 Hz on 100 Hz/1 kHz model). 
R= 0.0001 2 to 9.9999 MQ at 1 kHz 
R = 0.0001 © to 99.999 MQ) at 120 Hz (or 100 Hz) 
lL =.00001 mH’ to 999.99 H.at 1 kHz 

= 0.0001 mH to 9999.9 H at 120 Hz (or 100 Hz) 
C= 700001 nF to 999.99 mF at 1 kHz 
C = 0.0001 nF to 99999. uF at 120 Hz (or 100 Hz) 
D = .0001 to 9.999 
Q = 00.01 to 999.9 for L/Q 
Q = .0001 to 9.999 for R/Q 


ou il 


Accuracy: 
RLC and DQ Values 
i Accuracy 
Meas Test . 
Mode Freq Min Max Slow Med Fast 
G 1 kHz 200 nF | 199.9 uF | +0.1% |. +0.2%] £0:5% 
( 120 Hz*j 2:0 nF | 1999.9 pF LON fe Ol2Z%e4 E05 % 
D Either .0000 .1000 +,0005; +.001 } +.0025 
L 1 kHz .200 mH} 199.99 H +0.1% | +0.2%| +0.5% 
ib 120 Hz*} 2.0mH } 1999.9 H +0.1% | +0.2%, +0.5% 
Q Either 00.00 02.00 #01 +.01 OL 
R 1kHz/ 2.00 |} 1.9999MQ} +0.1% | +0.2%|.+0.5% 
120Hz* 
Q | Either .0000 . 1000 +.001 2,002 9) -=.005 


*Values also apply to 100 Hz. 
For values outside of these ranges, or for values for high-phase components or 
networks, contact your local GenRad sales office. 


Display: Three selectable display modes. 

1. Measured values. R, L and C — Five full digits (99999), 
LED display with automatic decimal point positioning. D and 
Q — Four full digits (9999), LED display with automatic dec- 
imal point positioning. 

2. Bin number. Identifies bin for tested component. 

3. Programmed limits for any bin. 

Measurement Control: Continuous, average (average value of 
10 measurements), or single. Key selectable. 

External Bias: Up to 60 V can be applied. Applied Voltage: 
0.3 V rms maximum. 

Supplied: Power cord. 

Power: 90 to 125 or 180 to 250 V, 48 to 62 Hz. Voltage 
selected by rear panel switch. 30 W maximum. 


Mechanical: Bench model. DIMENSIONS (wxhxd): 
14° 78x4,4x13.5: in. (37.54x11.18x34.29 cm): WEIGHT: 
13.5 Ib (6.14 kg) net, 18.Ib (8.2 kg) shipping. 
Catalog 
Description Number 
1658 RLC Digibridge™ 
120 Hz and 1 kHz Test Frequencies 1658-9700 
100 Hz and 1 kHz Test Frequencies 1658-9800 
120 Hz and 1 kHz Test Frequencies 
with IEEE 488 Bus/Handler Interface 1658-9701 
100 Hz and 1 kHz Test Frequencies 
with IEEE 488 Bus/Handler Interface 1658-9801 
Extender Cable (for remote measurements) 1657-9600 
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120He 


12469 


O1683° 


1683 Automatic RLC Bridge 


Resistance: 1 uw to 2 MQ 
= Inductance: 0.1 nH to 2000 H 
= Capacitance: 0.01 pF to 0.2 F 


0.1% basic accuracy 
= up to 20 measurements per second 


The 1683 Automatic RLC Bridge is a fully-automatic, 
low-frequency, five-terminal impedance bridge that meas- 
ures Capacitance, inductance, and resistance with loss 
expressed as a series element. It is a true bridge whose 
accuracy depends on stable passive standards. The auto- 
matic nature of the bridge allows unskilled personnel to 
make precision measurements at the push of a button. 

The accuracy and rapid speed of balance make the 
1683 a natural choice for incoming inspection, quality 
control, and high-volume production applications where 
a large number of components must be measured in as 
short a time as possible. The wide range of the 1683 
enables it to measure almost any type of component. 

The data-output option enables you to retrieve, record, 
analyze, and utilize volumes of data ina minimum of time. 
The bridge is designed to interface with scanners, com- 
parators, card- and tape-punch machines, recorders, and 
computers. 

The programming option allows for external control of 
the bridge functions. This is desirable for fully-automated 
testing where a master computer may be controlling one 
or more bridges and other accessory equipment. The 
computer would function as controller, data retriever, 
data analyzer, and decision maker to reduce the possi- 
bility of error. Such a controlled system would provide 
for extremely fast, accurate, and economical component 
evaluation. 


National stock numbers are listed at the back of the catalog. 
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The five-terminal feature provides you with the ability 
to measure accurately low-impedance and _ high-impe- 
dance components far removed from the bridge. The 
Kelvin-type connection lessens the effects of lead imped- 
ance and enables milliohms of impedance to be meas- 
ured at the end of several feet of cable. The fifth terminal, 
the cable shield, is used to reduce the effect of stray 
capacitances on measurements of high impedance. This 
feature is especially useful when a series of small-valued 
Capacitors is measured in sequence with a scanner 
system. 


The bias feature and leakage option provide the ability 
to characterize large-valued tantalum- and electrolytic- 
class capacitors at one station. The equivalent-series- 
resistance (ESR) option provides you with another means 
to express loss in capacitor measurements as required by 
some MIL specifications. 

The many features incorporated in the 1683 Automatic 
RLC Bridge allow you to accomplish fast, accurate, and 
economical testing of resistors, inductors, and capacitors 
in a number of applications ranging from laboratory use 
to the most sophisticated of computer-controlled systems. 


Measurement 


CAPACITANCE With concurrent loss measurement 
(that can be displayed as dissipation factor or equiv- 
alent series resistance) and optional GO, NO-GO leak- 
age-current test. 


INDUCTANCE With concurrent loss measurement 
expressed as series resistance. 


RESISTANCE Simple resistance, or series resistance 
with inductance measurements. 


DISSIPATION FACTOR (D) Concurrent with capaci- 
tance measurements. 


EQUIVALENT SERIES RESISTANCE (Option 4) Con- 
current with capacitance measurements. 


LEAKAGE CURRENT (Option 3) GO, NO-GO indication 


Range 


at 120 Hz at 1 kHz 


000.01 pF to 199.99 uF 
0200.0 uF to 1999.9 uF 
02.000 mF to 19.999 mF 


0000.1 pF to 1999.9 uF 
02.000 mF to 19.999 mF 
020.00 mF to 199.99 mF 


0000.1 nH to 1999.9 nH 
02.000 nH to 19.999 nH 
020.00 nH to 199.99 H 


00.001 nH to 19.999 pH 
020.00 wH to 199.99 nH 
0200.0 nH to 1999.9 H 


00.001 mQ to 19.999 m2 
020.00 m2 to 199.99 ma 
0200.0 mQ to 1999.9 kX 


0.0000 to 1.9999 i 
accuracy differs on the following capacitance ranges: 
0.2000 mF to 19.999 mF 0200.0 uF to 1999.9 uF 
20.000 mF to 199.99 mF 02.000 mF to 19.999 mF 


00.001 mQ to 19.999 m2 

020.00 mf. to 1999.9 kf with C reading of: 
03000 to: 19999 
02000 to 02999 
01000 to 01999 


2.5 nA to 25 mA in 5 ranges 


Accuracy 
(% of reading) + 
(% of full scale) 


+0.1% +.005% 
+1% +.05% 
+5%* (typically 1%) +0.5% 


+5%* (typically 1%) +0.5% 
+1.0% +0.1% 
+0.1% +.01% 


+5%* (typically 1%) +0.5% 
+1% +.05% 

+0.1% +.005% 

+1% +0.05% 

+1% +0.5% 

+5% +5% 

+5%* (typically 1%) +0.5% 
+1% +0.1% 


+1% +0.125% 
1% ==0:5% 


2% of reading 


concurrent with capacitance measurement. 


* In single or variable measurement mode; +1% of reading plus +0.1% of full scale in tracking mode. 


SPECIFICATIONS 


Display: Reactive and resistive readouts, each with 4%-digit 
resolution, high-intensity neon readout tubes, decimal point, 
and unit of measurement. Display also indicates measurement 
frequency, unbalanced condition, manual- or remote-ranging 
condition, and GO or NO-GO result of leakage current measure- 
ment. 


Speed: Measurement rate at 1 kHz is ~ 20 measurements per 
second for +1% of full-scale change in unknown, 16/s for 
+10% change, and 8/s for =100% change; at 120 Hz, rates 10 
times slower. Interval between measurements can be infinite 
(measurements initiated by front-panel pushbutton or external 
closure to ground) or from ~ 20 ms to 1 s as set by front-panel 
control so that measurements are repetitive. Speed may be 
decreased slightly when D is measured near the low end of 
each capacitance range. 


Terminals: Five; 4-terminal connection minimizes errors due 
to lead impedance and ground terminal minimizes error due 
to stray capacitance. Connections to unknown are made by 
coaxial cables at the front and the rear of the instrument. A 
1683-P1 Test Fixture is available for the rapid connection of 
axial-lead components and contains a start button to initiate 
the measurements. Stray capacitance up to 2 pF across the 
test fixture can be cancelled by an adjustment on the rear of 
the 1683. 


Ranges: Nine for all measurements except five for leakage cur- 
rent. Ranging can be automatic, manual, or remote except 
leakage current which has no automatic ranging. 


Oscillator Level: Voltage applied to unknown can be reduced 
from the normal 2.2 V rms for special applications. 


Sensitivity: Can be manually or remotely reduced from maxi- 
mum, with consequent loss of resolution, to overcome prob- 
lems with non-linear or rapidly changing unknown or external 
noise or hum pickup. 

Bias: O to 3 V internal, manually or remotely set; 600 V max, 
external. 

Leakage-Current Test (Option 3): NO-GO limit can be man- 
ually set with 2% accuracy or remotely measured with 2% 
accuracy from 1 uA (under vernier control) to 25 mA. External 
monitoring of leakage current or of a dc voltage proportional to 
leakage current provided. 


National stock numbers are listed at the back of the catalog. 


Interface: 


Low-Level Data Output (Option 5A): 50-pin Amphenol Type 
57 connector provides 11 digits of measurement data (5 for 
reactance, 5 for resistance, 1 for range) plus various con- 
trol inputs and outputs for systems use. Digits are 1-2-4-8- 
weighted BCD at standard TTL logic levels (logic “O” ~ ground 
with 10-mA sink capability, logic 1” 23.5 V). 

High-Level Data Output (Option 5B): Same as low-level ex- 
cept all outputs are 15-V swing (logic “O” ~ ground with 10-mA 
sink capability, logic “1” ~+ 15 V behind 12 kQ). 

Remote Programmability (Option 2): 50-pin Amphenol Type 
57 connector provides terminals for external remote program- 
ming of all control functions except line-voltage control. Func- 
tions are controlled by closures to ground or standard TTL 
levels. 


Environment: TEMPERATURE: +10 to +40°C operating. 


Available: 1683-P1 TEST FIXTURE, 2995-9158 BIAS SUPPLY, 
printers, recorders, card-punch couplers, scanners. 


Power: 100 to 125 and 200 to 250 V, 50-60 Hz, 110 W. 


Mechanical: Bench or rack models. DIMENSIONS (wxhxd): 
Bench, 19x7.88x25.38 in. (483x200x645 mm); rack, 19x7x 
23.75 in. (483x178x604 mm). WEIGHT: Bench, 60 Ib (28 
kg) net, 74 Ib (34 kg) shipping; rack, 50 Ib (23 kg) net, 67 Ib 
(31 kg) shipping. 


Catalog 
Description Number 
1683 Automatic RLC Bridge 
Bench Model, power freq: 60 Hz 
Bench Model, power freq: 50 Hz 5 
Rack Model, power freq: 60 Hz (Describe 
Rack Model, power freq: 50 Hz exactly 
7P ; as shown 
Select following options, if desired at the 
OP2 Remote Programmability left.) 


OP3 Leakage Current 

OP4 ESR Readout 

OP5A* Low-Level Data Output 
OP5B* High-Level Data Output 


Accessory available 
1683-P1 Test Fixture for axial leads 


* Not available together in the same instrument. 


Patent Numbers 3,562,641 and 3,227,893. 
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a 


paeasenenedl MODE 


a 


station for passive components 


® automatically measures R, L, and C on each range 
automatic GO/NO GO limits for D and Q 


= measures series C and L at either 120 Hz or 1 kHz 
= measures resistance at dc 


= 0.1% basic accuracy for dc and 1-kHz measurements 
and 0.5% for 120-Hz measurements 


# C range is 0.01 pF to 20,000 uF; L range, 0.01 uH to 
2000 H; R range, 0.1 mQ to 20 MO 


# built-in limit comparator provides fast GO/NO GO 
sorting 


Up to now, an incoming-inspection station for passive 
components typically consisted of several intercon- 
nected instruments that involved a great deal of manual 
manipulation on the part of the inspector to achieve 
proper results. Now, most (if not all) of those instru- 
ments can be replaced by GenRad’s 1685 Digital Impe- 
dance Meter. And, what is more important, many of the 
operations have been automated, which greatly speeds 
up the inspection process whether you screen many of 
the same type of component or measure the value of 
several different components. 

The GR 1685 has many convenient features that 
make it an operator-oriented instrument, particularly 
when used with its optional built-in limit comparator 
and test fixture. After reviewing the following GR 1685 
operating features and their benefits you will agree that 
GenRad has greatly simplified impedance meas- 
urements with this new instrument. 

® Range switch with directional arrows — Arrows at 
the top of the RANGE switch indicate which way to turn 
the 9-position switch to set the correct range. When at 
the correct range, both arrows are extinguished. No 
thinking is required with this step — just follow the 
arrows. 

© Clear digital readout of measurement — The R, L, or 
C measurement clearly appears on a 442-digit LED dis- 
play. There is no doubt what the measurement value is. 

e Selectable measurement modes — A MEASURE- 
MENT MODE switch allows the operator to make a 
single measurement or to make repetitive meas- 


National stock numbers are listed at the back of the catalog. 
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urements at rates ranging from four per second to one 
every 10 seconds. This, of course, allows you to meas- 
ure value changes as the device being measured Is sub- 
jected to environmental changes. 

e Easy parameter selection — A clearly marked, five- 
position PARAMETER switch sets the instrument for the 
proper measurement with minimum effort. It has sepa- 
rate 1-kHz and 120-Hz positions for capacitance and 
inductance measurements. 
© D and Q dial with directional arrows — Lighted direc- 
tional arrows above the D and Q dial guide you in deter- 
mining the D or Q of a device under test or when a Dor Q 
limit has been exceeded. To find the value of D or Q, you 
simply turn the dial until the lit arrow goes off and read 
the values on the dial. If you wish to set a high-D or 
low-Q limit, set the value on the dial and the red and 
green arrows will give a GO/NO GO indication. 

e Limit comparator speeds up inspection process — 
Once the upper and lower measurement limits of the 
devices being checked have been set with the 5-digit 
limit switches, measuring is just a matter of inserting 
devices in the test fixture and watching the indicator 
lights. If the measurement is within the set limits, the 
GO light goes on and you make your next measurement. 
If it is outside the limits, the LOW or HIGH light will go 
on and you reject the device. When checking D or Q 
against a set limit, the HIGH D light will turn on for 
either a high D or low Q. 

@ A red lamp tells you when the instrument is making a 
measurement 

e Jest fixture has PASS/FAIL lights — Normally, these 
two lights are all an inspector need pay attention to 
when inspecting a batch of components that are approx- 
imately the same value. The lights work in conjunction 
with the limit comparator. 

Provisions have been made for the GR 1685 to oper- 
ate with external equipment such as additional limit 
comparators, handlers, data printers, and card 
punches. Meter output levels are standard TTL, open 
collector, for total interface flexibility. The GR 1685 
comes supplied with an output-data connector set by 
which you connect to external equipment. 


SPECIFICATIONS 


RLC Ranges: FULL-SCALE READINGS AND ACCURACY MULTIPLIER 

; ; Voltage 
Switch Capacitance SOE Suet: ; Inductance Multiplier 

Position | 1 kHz }M | 120Hz | M DC | M+} 120Hz | M 1 kHz M ; A 

th P1999 '9uF* 1/10 | 19.99mF** | 4 | 199-/99mN* f-2z0-t-199/9nH*, 1O8t 19. 999uH* 7 10 0.1 

2 ) 199.99uF | 3 | 1.99mF } 2 | 1999.9mQ See SOM Mee cee OOOO Hee m3) | 0.1 

3 ,1Q999 try eee 99.9uF fk 1-19-9990 Poser osgomis «le pl 999. Oper ie Le] 1 

4 DP oo Ste Merle do. OORh br ls bel O99 OK) / alo? Ont ete e199 999mrH Lay 1 

5 Peau Oniee ML O99RE oy 1’ te 1999.90 1 | 1.999H 1 | 199.99mH i 1 

6 | 19.999nF | 11 | 199.9nF | 1 | 19.999kO 1 | 19.99H 1 | 1999.9mH 14 1 

7 PitO99-/ Spree 2. 1 19/99nF bala POSS OK OS tae LOOLOR marl om LOGS 9H be 1 

8 | 199.99pF | Ser S9INF ba) 199929kKO) Ses el SO9SkH a2) | 199°99H cia 5 

9 — | 19.999MO | 5] — = 5 


*Not recommended **Extends to 0.1F at reduced accuracy 


10.0 


Sonat Biers 
( 0.1% + 0.01% Full Scale + 0.20% + yard D?9 


‘PERCENT ACCURACY* 
5 


COR L READING 
= 10 PERCENT / 
OF FULL SCALE 
05 
' 


COR L READING 
= 100 PERCENT 
OF FULL SCALE 


0001 001 -01 0.1 1.0 10.0 
DISSIPATION FACTOR, D 
*MULTIPLY ACCURACY BY M 


C and L accuracy at 1-kHz Test Frequency 


Accuracy: Basically, 0.1% for dc and 1-kKHz measurements; 
0.5% for 120-Hz measurements. See curves for exact ac- 
curacies. (+0.1% +.01% full scale) xM for dc resistance. See 
““RLC Ranges’”’ table for values of M. 


Dissipation Factor/Q Factor: D = 0 to 10; Q= 0.1 to~=. 


D accuracy = +(0.001 +.0.0002 “Lore FullScale.. | oo, 

(L or C) reading 

of D reading + 5 D% x M 

where M = Accuracy Multiplier 

Q accuracy is same as D accuracy since dial indicates both D 
and Q. Dial reads both D and Q, and may be set to give D or Q 
limit or adjusted to give D or Q value. 
Display: 442 digits, LED display with decimal point and over- 
range indication. Display normally reads C, R, or L. 
Applied Voltage: AC: Ax 1 Vrms max. DC: Ax 2 V max, where 
A = voltage multiplier (see ‘“‘RLC Ranges’”’ table). Maximum 
power is 1/8 W. 
Frequency: 1 kHz +2% and 120 Hz, synchronized to line 
(100 Hz test frequency for 50-Hz line). 
Bias: For capacitors, 2 V internal and 0-100 V external; for 
inductors, allowable bias current depends on range. 
Measurement Speed/Mode: Measurements made on com- 
mand or repetitively at times from 0.25 s to 10 s. Previous 
measurement is held during period of new measurement. 
Data Outputs (TTL Logic): Open collector, active low. Each of 
the following outputs will sink 40 mA (max) from an external 
source of +30 V (max) with low output = +0.4 V (max): BCD 
measurement value, decimal points, DQ high, reset, strobe, 
overrange. 
Data Inputs: REMOTE START: A positive transition of < 1 us 
rise time fom OV < V, <0.4Vto+2V<V,< +30 V 
initiates a measurement. LAMP TEST: A ground lights all 
segments of the right-most four digits of the LED display (8 8 
8 8) to check operation of all indicator segments. 
Limit Option: DATA OUTPUTS (TTL LOGIC): Open collector, 
active low. Each of the following outputs will sink 40 mA (max) 


National stock numbers are listed at the back of the catalog. 


M = Accuracy Multiplier (see below) 


10.0 


(- 0.25% + 0.5% Full Scale + 0.20% + 


COR L READING 
= 10 PERCENT 


OF FULL SCALE S| 
1.0 


+ PERCENT ACCURACY * 


0.3 = 100 PERCENT 
OF FULL SCALE 


-01 0.1 
DISSIPATION FACTOR D 
“MULTIPLY ACCURACY BY (2) FOR THE 1.999 mF AND 1.999 nF RANGES 


C and L accuracy at 120-Hz Test Frequency 


from an external source of +30V (max) with low output = 
+0.4V (max): busy, go, DQ high, high limit, low limit, fail. 
SUPPLEMENTARY OUTPUTS: Clamp: This line is to be tied to 
the external relay coils. Audio output line to drive a miniature 
speaker (or headphone) tied between this output and ground. 
Signal gives ~ 1/4s audio burst, when measured value falls 
outside the selected high and low limits. (Not activated by DQ 
failures.) Interface: Lines for interfacing with a digital printer 
(i.e., GR 1785), a component sorter, a component handler for 
a specific application, and/or to interface with a multiple limit 
comparator. DATA INPUTS: Remote Start: A positive transi- 
tion of < 1 wsrise time fomOV<V,<0.4Vto +2V<Vy< 
+30 V initiates a measurement. Limit Disable: Performs the 
same function as the toggle switch on the front panel of the 
limit option module: High input turns limit option OFF, OPEN 
is equivalent to V;. 

(OV<V, <+0.4V, +2V < Vy <+ 30 V.) 

Environment: TEMPERATURE: O to +50°C operating (in- 
crease accuracy multipliers by 10% for each °C above 35°C or 
below 15°C), —40 to +75°C storage. HUMIDITY: 95% at 
35°C) 

Supplied: Power cord, measurement cable, output-data con- 
nector set. 

Power: 90 to 125 o0r 180 to 250 V, 48 to 440 Hz, 40 W max. 


Mechanical: Bench or rack models, DIMENSIONS (wxhxd): 
Bench, 17.00x5.59x16.25 in. (432x142x413 mm); rack, 
19.00x5.22x16.63 in. (483x133x422 mm). WEIGHT: 
Bench, 22.5 lb (10.2 kg) net, 31 Ib (14.1 kg) shipping; rack, 
23.25 |b (10.54 kg) net, 31.75 Ib (14.4 kg) shipping. 


Catalog Numbers 


Description 60-Hz Models 50-Hz Models* 
1685 Digital Impedance Meter | 7 ey 
Bench model with Limit Comparator 1685-9702 1685-9802 
Rack model with Limit Comparator 1685-9703 1685-9803 
1686-P1 Test Fixture, Kelvin clips 1686-9600 


*50-Hz line frequency, 100-Hz test frequency. 
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0.003% impedance-difference resolution 
100 Hz to 100 kHz —4 fixed frequencies 


wide impedance ranges: 
2 to 20 MO. 
0.1 pF to 1000 uF 
20 wH to 1000 H 


stable solid-state circuits 


fast sorting — 
> 10,000/h, with accessory limit comparator 


The GR 1654 Impedance Comparator indicates on 
large panel meters and by analog output voltages the 
difference in magnitude and phase angle between two 
external impedances, usually a standard and an unknown. 
Owing to its speed and percent-deviation readout, the 
1654 is of great value in the sorting, selecting, and 
adjusting of components in production and inspection 
applications. 


Accurate Because the 1654 measures differences to 
an accuracy of 3% of full scale, the measurement accu- 
racy and resolution as a percent of the total impedance 
are considerably better, with comparison precisions to 
+0.003%. In addition, the magnitude channel of the 
1654 has been linearized to ensure accurate readings 
without correction for up to 30% impedance differences. 
Solid-state circuits are used in the 1654 so that drift of 
the meter zero is negligible, permitting more certain ac- 
Curacy and fewer interruptions for readjustment. 


Versatile Test voltage, frequency, and measurement 
ranges of impedance and phase-angle differences are all 
selected by front-panel controls. Test voltage and meas- 
urement ranges are related and their panel switches inter- 
locked to reflect this relationship. Four measurement 
ranges can be used with each test voltage. The highest 
test level, 3 volts, gives the greatest sensitivity: 0.1% 
and 0.001 radian, full scale. The lower levels, 1.0 and 


National stock numbers are listed at the back of the catalog. 
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Comparator 


0.3 volt, permit measurement of more fragile compo- 
nents, allow easy voltage-coefficient tests, and (while 
limiting maximum sensitivity) extend large-difference ca- 
pability to 30% and 0.3 radian, full scale. 

Wide ranges of impedance, resistance, capacitance, 
and inductance can be compared with the 1654. Since 
it is a transformer bridge, its accuracy is little affected 
by loading or by stray impedances for most measure- 
ments. A guard terminal is provided for making three- 
terminal connections to minimize the effects of stray 
fixture and cable capacitance. 


1680-P1 Test Fixture 


HIGH-SPEED SORTING, SYSTEMS EXPANSION 


The 1654 measures the difference between two exter- 
nally connected components. For comparison measure- 
ments you need a standard. For rapid sorting you need 
either a limit comparator or an alert operator who can 
mentally juggle up to six numbers simultaneously. You 
can solve these problems neatly by adding to the basic 
impedance comparator or, more neatly yet, by letting us 
do the adding in the form of one of several models of the 
1654-Z Sorting System. 

One model of the 1654-Z contains, in addition to the 
1654 Impedance Comparator, one of our latest and best 
decade capacitors. A second model contains a versatile 
limit Comparator especially designed for the 1654, and 
a third model contains both. 


The 1413 Precision Decade Capacitor provides a range 
of from O to 1.11111 uF, an accuracy of 0.05%, and a 
resolution of 1 pF. Any value in its range is set easily by 
six in-line readout dials, and it may be connected to either 
the front or the rear of the 1654. 


The 1782 Analog Limit Comparator provides four limits 
that you may use as your needs dictate: a high and low 
limit for both magnitude and phase, two values of magni- 
tude only. or phase only, or four high limits to sort compo- 
nents into five categories (say 5, 10, 20 and 30% and 
reject). All limits can be set to an accuracy of within 
+2% of full scale and bright-light panel indicators provide 
results of the comparison in terms of GO or NO GO. The 
1782 is available also with a relay option to control auto- 
matic sorting mechanisms. The components can be ap- 
plied manually or automatically at rates up to four per 
second. For special applications, ‘up to 16 limit compara- 
tors can be connected to the 1654. Call your local GR 
sales engineer for further details on incorporating addi- 


tional limit comparators or other automatic measuring 


and sorting equipment. 


1654-Z1 Sorting System includes limit comparator 
for additional limits. 


SPECIFICATIONS 

Frequencies: Internal only 100 Hz, 1, 10, and 100 kHz, =1%. 
Ranges: 0.1% to 30% full-scale impedance difference; 0.001 
to 0.3 radian full-scale phase-angle difference. Available 
ranges depend on test voltage selected as shown in the fol- 
lowing table. 


Phase-Angle Difference 
Full-scale Range — Radian 
1; 0.003 ; 0.01; 0.03 j 0.1) 0.3 


Impedance Difference 


Full-scale Range — % 
10:3 [aS j10 )30 


Test 
Voltage 


Impedance Ranges (0.3-V test voltage*) 
Inductance 


5 mH — 1000 H 
500 »H— 100H 
50 pH — 1H 
20 wH— 10mMmH 


Freq Resistance Capacitance 


2N2— 2Ma 


2 2— 200 kQ 
100 kHz }1092— 10k 


50 pF** — 100 pF 
50 pF** — 10pF 
50 pF** — 0.1 uF 


* Low R and L limits are increased and upper C limit decreased by 
10:1 for 1-V test voltage and by 100:1 for 3-V. 


** To 0.1 pF by substitution method. 
National stock numbers are listed at the back of the catalog. 


1654-Z2 Sorting System contains precise 
capacitance decade standard. 


TYPICAL USES 
Rapid sorting and matching of precision components, 
subassemblies, and networks, manually or with automatic 
equipment. 
Measuring the effects of time and environment on com- 
ponents, with high precision and continuous indication. 
Rapid testing of the tracking of ganged potentiometers 
and variable capacitors. 
Studying the frequency dependence of components. 
Easy comparison of quantities usually requiring labora- 
tory techniques, such as: 
Small impedance differences. 
D of low-loss dielectric materials. 


(=2) 


Q or phase angle of wire-wound resistors or 
potentiometers. 

Balance of transformer windings. 

Semiconductor capacitances. 

Capacitance drift with temperature. 


of inductors. 


1654-Z3 Sorting System includes both a limit 
comparator and capacitance decade standard. 


Resolution: Meter, 0.003% and 0.00003 radian. Analog-volt- 
age output, 0.001% and 0.00001 radian. 

Accuracy: 3% of full scale. 

Voltage Across Standard and Unknown: 0.3, 1, or 3 V selected 
by front-panel control. Test voltage of 2 V (with 0.6 and 6 V) 
can be obtained on special order. 

Analog-Voltage Outputs: Voltages proportional to meter deflec- 
tions at two rear-panel connectors: +10 V full scale behind 
<10 © for 1782 Analog Limit Comparator; +3 V or +10 V (de- 
pending on range) full scale behind 2 ka for DVM, A-D con- 
verter or other use. 

Test Speed: About 1 component per second with meter, max. 
With analog output voltage, about 4 components per second, 
except about 1 component per second at 100 Hz. 

Power: 105 to 125 or 210 to 250 V, 50-60 Hz, 15 W except 
1654-Z1, 35 W. 

Supplied: Multiple-contact connector and power cord. 
Available: 1782 ANALOG LIMIT COMPARATOR (supplied with 
-Z1 and -Z3); 1413 PRECISION DECADE CAPACITOR (supplied 
with -Z2 and -Z3) and other GR decade boxes and standards 
of resistance, capacitance, and inductance; 1680-P1 TEST 
FIXTURE for rapid connection of components (includes con- 
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necting cables); 1654-9600 ADAPTOR KIT for components 
with 34-in. spaced leads; 874-MB COUPLING PROBES for com- 
ponents with 1%-in. spaced leads; and 874-R33 PATCH 
CORDS for connection to GR874®-terminated standards or un- 
knowns. 

Mechanical: 1654, bench or rack models; 1654-Z, all units 
mounted in a single cabinet with necessary interconnections 
made. DIMENSIONS (wxhxd): 1654 bench, 19.5x8.75x15 in. 
(495x222x381 mm); 1654 rack, 19x7x13.5 in. (483x178x343 
mm); 1654-Z1, 12x19.5x15 in. (305x222x381 mm); 1654-Z2, 
-Z3, 17.5x19.5x15 in. (445x222x381 mm). WEIGHT: 1654 
bench, 40 Ib (19 kg) net, 60 Ib (28 kg) shipping; 1654 rack, 
25 Ib (12 kg) net, 40 Ib (19 kg) shipping; 1654-Z1, 51 Ib 
(24 kg) net, 63 Ib (29 kg) shipping; 1654-22, 66 Ib (30 kg) 
net, 79 Ib (36 kg) shipping; 1654-Z3, 77 |b (35 kg) net, 90 
lb (42 kg) shipping. 


¥ De ‘ARALOS CIMNT COMPARATOICL GENSBAZ RADIS 


Catalog 


Description Number 
1654 Impedance Comparator 
Bench Model 1654-9700 
Rack Model 1654-9701 
1654-Z Sorting Systems (bench only) . 
1654-Z2 includes 1413 Decade Capacitor ped be 
1654-Z1 includes 1782 Limit Comparator as shown 
1654-Z3 includes 1413 and 1782 at left.) 
Select, if desired, with -Z1 and -Z3 only 
OP6 Relay Output 
Accessories Available 
1680-P1 Test Fixture 1680-9601 
1654-9600 Adaptor Kit 1654-9600 
874-MB Coupling Probe (2 req’d for 
each term pair) 0874-9666 
874-R33 Patch Cord (2 req’d for 
each term pair) 0874-9690 


1782 Analog Limit Comparator 


= accessory to 1654 Impedance Comparator 
= 4 independent limits — use for high or low 
= 2% of full scale accuracy 

= GO/NO GO lights, optional contact closures 


The GR 1782 Analog Limit Comparator increases the 
speed at which the 1654 Impedance Comparator will 
operate in sorting applications. It compares the analog- 
voltage output of the 1654 against high and low limits set 
on the 1782 front panel and displays GO or NO GO lights 
for manual sorting. Optional relay-equipped models will 
operate external automatic-sorting devices. Up to 4 com- 


The 1782 is shown here with the 1654 Impedance Comparator to form 
one version of the 1654-Z Sorting System. 


National stock numbers are listed at the back of the catalog. 
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ponents per second can be measured with the two instru- 
ments together. 

Four controls on the front panel permit the limits to be 
set to 1% resolution; each control can act as either a 
high limit or a low limit as selected on an adjoining switch 
and for AZ or A@ as selected by a rear-panel switch. 


SPECIFICATIONS 

Input: ANALOG VOLTAGE: +10 V full scale. RESISTANCE (of 
each comparator): 66 kQ, approx. 

Output: ANALOG VOLTAGE: Identical to input. DECISION 
OUTPUTS: Visual or relay contacts. Visual: NO-GO lamp for 
each limit; GO lamp indicates measurement is within all limits. 
Relay Contacts (optional): 5 SPDT contacts, 115 V rms, 0.1 A 
rms, max. 

Accuracy: +2% of full scale. 

Limit Controls: Four independent limits; can be set for + 
(high) or — (low) with switch adjoining each control. DUAL 
CONTROLS: Inner scale calibrated O to 100 (each division 
corresponds to 100 mV), outer scale calibrated 0 to 30 (316 
mV per division). 

Test Speed: Approx 10 tests per second, max, for visual output. 
Power: 105 to 125 or 210 to 250 V, 50 to 60 Hz, 20 W. 


Supplied: 24-contact connector with relay models only, input- 
signal cable, power cord. 

Mechanical: Convertible bench cabinet. DIMENSIONS (wx 
hxd): Bench, 17x3.88x9.88 in. (432x99x251 mm); rack, 19x 
3.5x8.63 in. (483x89x220 mm). WEIGHT: 9 Ib (4 kg) net, 
15 Ib (7 kg) shipping. 


ee Catalog 
Description Number 
1782 Analog Limit Comparator _ 
Bench Model, without relays 1782-9700 
Rack Model, without relays 1782-9701 
Bench Model, with relays 1782-9702 
Rack Model, with relays 1782-9703 


bridge 


>-Megahertz LC Dia! 


1687 Megahertz LC Digibridge” 


= automatically measures Ls & Q, Cs & D, Cs & Rs, 
Cp & Gp 


0.1% basic accuracy for C 
0.2% basic accuracy for L 


=# automatic limit-comparison (10 bins) 
® autoranging 

IEEE 488 bus/handler interface option 
= two test speeds 


selectable continuous, average or single component 
measurements 


four types of display — programmed bin limits, meas- 
ured values, deviation measurement (AL or AC), 
or bin number 


five-digit display for L and C 
four-digit display for Q, D, R and G 


optional Kelvin test fixture tests radial and axial lead 
components 


OPEN SHORT STAND 


} {we Cw (ine 


VAWWE AC/AL BIN 


} (ws { (=: 


DISPLAY 


MEASURE 
RATE 


SLOW FAST 


National stock numbers are listed at the back of the catalog. 


Keyboard Control 
e Display — The broad visual display of a five, full-digit 
LED readout for L and C and four full digits for Q, D, R 
and G is augmented with complete autoranging. All 
numbers go to 9. Through the use of the DISPLAY key 
three types of display can be selected: VALUE — the 
measured value of the component under test; BIN — 
the bin assignment for the measured device (example: If 
the measured device falls within the programmed limits 
of bin 7, the display will show the numeral 7); and 
AC/AL — displays the change in value (in percent) of a 
component from a nominal value entered on the 
keyboard or from the result of a measurement. The 
AC/AL feature will be of special interest to users per- 
forming environmental testing, precision device testing, 
production/process control testing, component match- 
ing and special lot testing. 

An additional display is obtained when the FUNC- 
TION key is set in the ENTER mode. In this mode either 
the programmed limits for any bin or the nominal value 
can be displayed. An indicator light located below the 
LC display denotes whether the measured L or C is a 
negative value. 

e Selectable Test Speeds — In some testing applica- 
tions, speed is not too important. In others, accuracy 
may not be too important. The GR 1687 allows the user 
to trade accuracy for speed and vice versa. Keyboard 
selections are: SLOW (2 measurements/second typical) 
and FAST (4 measurements/second typical). 

e Measurement Contro/ — Three test conditions are 
available for selection: CONT — for continuous repeti- 
tive measurements; AVERAGE — provides a running av- 
erage of 10 successive measurements (initiated by 
START); and SINGLE (initiated by START). The averag- 
ing feature is very useful when greater repeatability is 
required or when measurements are made in noisy envi- 
ronments. 

e Autoranging — This microprocessor-controlled fea- 
ture takes the guesswork out of setting the proper range. 
e Measurement Parameters — These keys provide 
selection of the basic parameter to be measured: Ls & 
Q, Cs & D, Cs & Rs, or Cp & Gp. 
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Self-Check/Diagnostics When power is switched on, 
the GR 1687 automatically performs a thorough internal 
self-check and other diagnostic functions. Upon com- 
pletion, the 1687 automatically goes into MEASURE 
function, CONT-mode,* and Cs/D parameter. 


Elimination of Costly, Time-consuming Calibration A 
unique combination of hardware and software features 
allows on-line recalibration for special fixturing such as 
autohandlers. In fact, periodic recertification and re- 
calibration are accomplished by the operator in a two- 
minute calibration exercise. The required short circuit, 
open circuit and capacitance standard can be user- 
supplied or obtained from GenRad as the 1687-9605 
calibration kit. 


Unique Measurement Cable Design The 1687 elimi- 
nates the conventional problems encountered in inter- 
facing MHz bridges to special fixtures such as au- 
tohandlers. It does this with a specially designed meas- 
urement cable that brings key elements of the test cir- 
cuit right up to the test head. 


IEEE 488 Bus/Handler Option A |EEE 488 bus inter- 
face and an autohandler output allow the GR 1687 to be 
connected to an unlimited variety of ancillary equip- 
ment, such as handlers, printers or calculator-based 
systems. 


Rear View of the GR 1687 with IEEE 488 Bus/Handler Interface 


Optional High Reliability Kelvin Test Fixture Test ra- 
dial lead components by removing the test clip plate or 
insert the test clip plate into the fixture and test axial 
lead components. Each test clip can be moved to the 
right or left to accommodate various size components. 
The Kelvin test method assures more accurate meas- 
urement. 


Component Sorting/Binning The limit comparison 
feature provides 10 bins for sorting. Bin O is designated 


*SINGLE mode on power-up if IEEE 488 bus interface is connected. 


SPECIFICATIONS 


Measurement Modes: Measures series L and Q; series C and 
D; series C and R; and parallel C and G. All measurement 
modes are key selectable. 

Measurement Speed: Slow (2/s typical), fast (4/s typical). 
Key selectable. Refer to accuracy statements for speed/ 
accuracy data. 

Test Frequency: 1.000 MHz +0.1% 

Measurement Ranges: 

L = 00.001 to 99999 wH 

00.001 to 99999 pF 

00.01 to 999.9 

.0001 to 9.999 

00.01 9 to 999.9 kN 

OO. 


C 
Q 
D 
R 
G OL S.to 999.9 mS 


loi We te ll 


34 HIGH-FREQUENCY INSTRUMENTS, IMPEDANCE 


for Q, D, R and G,-bins 1 through 8 for multi-band 
sorting and bin 9 is for components that do not meet any 
of the specified limits of bins 1 through 8. LC limits for 
bins 1 through 8 are entered as percentage deviations 
from the nominal value and can be symmetrical (e.g., 
1%, 2%, 5%) or asymmetrical (e.g., —20% 80%, 
—~30% 10%). The Q, D, R or G limit is entered as a 
number and represents a single limit comparison. GO/ 
NO-GO is indicated regardless of which DISPLAY is 
selected. Bin limits are entered in ascending order with 
the tightest limits in the lowest bin (1% bin 1, 2% bin 
2, etc). Bin limits are held in each bin until changed or 
cleared by turning off the power switch. For electrical 
outputs, the IEEE 488 bus/handler option is required. 


e Entry of Symmetrical Limits 

Example: 150 pF capacitor with D < .005 

Sort: =TS%e 25%, 10%: 

Select desired measure rate, display, measure mode. 
With FUNCTION key, select ENTER. 

Press Cs/D key. 

Enter D limit: . 0G 5 = Bin O 

Enter nominal value: 1 5 0 = NOM VALUE 


1% =BINI 

2% = BIN 2 

5% = BIN 3 
10% = BIN4 
Close remaining bins:* 
0% = BIN 5 

0% = BIN6 

OF Bin 

0% = BIN8 


e Entry of Asymmetrical Limits 
Example: 150 pF capacitor with D = .005 
Sort? match components to .25%. 
Select desired measure rate, display, measure mode. 
With FUNCTION key, select ENTER. 
Press Cs/D key... 
Enter D limit: . 005 = BIN O 
Enter nominal value: 1 5 0 = NOM VALUE 
Enter bin limits: 
1 So... 7 76 SBN 
BPO 7% = BIN-2Z 
15: %., 225) = BINS 
2 0% 0 % = BIN 4 
O-% =_..25 %=_BInNss 
—,25%—.5% = BIN6 
—.5% —./5%=BIN7 
—-.J/5% =-1%.= BINS 
“Initially, at power up, bins O through 8 are closed so the procedure shown for 
closing unused bins is not required. 


| I 


Display: Key selectable. 

Value — L/Q, C/D, C/R, C/G. Five full digits (99999) for L or 
C and four full digits (9999) for Q, D, R or G. Completely 
autoranging. 

Bin number — Identifies bin for tested component. 
Programmed limits for any bin. 

AL% or AC% — Percentage deviation of selected L or C 
measurement from stored nominal value. 

Measurement Control: Continuous, average (running average 
of 10 measurements), or single. Key selectable. 

External Bias: Up to 60 V can be applied. Indicator lights 
when bias is applied. 

Applied Voltage: 0.1 V rms nominal, 0.12 V rms maximum 
(with 1687-9603 probe). Option: 1 Vrms +20% for C values 
<= 100 pF and rolls-off to 0.12 V rms maximum at 1600 pF 
(with 1687-9604 probe). 


National stock numbers are listed at the back of the catalog. 


Accuracy: ; 
These accuracy specifications apply when using the standard 


0.1 V probe (1687-9603). 
L: ACCURACY = +0.05%M ayae sak 
500 pH 
Basic L Accuracy 


“3 + 200F) [1+0| 


Basic C Accuracy 


+ a0 we Ge 1/Q | 


Reed PCa ee 
Cross Term 


C: ACCURACY = +0.05%M ep soe 


——$_ 


Cross Term 


Q: ACCURACY = + 01 + .001M (1 + Q) Q| | Basie K Accuracy’ 


D: ACCURACY = +.001M 1+ 4D) D] [Base & pocuracy | 


R: ACCURACY = +0.1%M ergs 


+ p00 | eget 4 
6 kQ R 


G: ACCURACY = +0.1%M ae <2 


+ pee | ye 1/0 | 
mS G 


These accuracy specifications apply when using the optional 1 V probe 
(1687-9604). 


L: Same as above. 


C: ACCURACY = +0.05%M | 3+ son = + Sor | 1 D | 


Basic C Accuracy 


+ [01 + .002M (1 + @) Q}/Basic SUES Hl 
0.2% 


——_— 


Cross Term 


Q: ACCURACY = 


D: ACCURACY = +.002M HAL 45D) D]| Basic = ecuracy 


R: ACCURACY = +0.05%M Chice 5 R 


+ SO | [ 1+ ve | 


G: ACCURACY = +0.05%M 3+ ; G 


iSO Sit Teck 1/D | 
mS G 


In above specifications, 

M = 1, when using SLOW test rate oe 

tee ere rast tiie) Ont ee ioe 
p= 


2mfRC for series R and C f= Miz 


National stock numbers are listed at the back of the catalog. 


Accuracy specifications apply over the following temperature ranges 
(after warmup time of 30 minutes): 


Ta*=Tca) +5°C — no recalibration necessary. 


Ta*=Tca| 15°C. — “‘open”’ and “‘short”’ recalibration required 
at 1 = Ta £9°C. 


Ta*<Tcaj —15°C — Full (“‘open,”’ “‘short,” “std’’) 
Ta*>Tca| + 15°C — recalibration required. 


*Ambient temperature range O°C <Tg <50°C. 


NOTE: Factory calibration is at Tea) = 25°C 


Tca| = temperature of last full recalibration. Calibration 
applies for 12 months after full recalibration. 


Environmental: Operating: +0 to +50°C, O to 85% relative 
humidity. Storage: —40 to +75°C 

Supplied: 0.1 V measurement probe with cable (1687-9603) 
and power cord. 

Power: 90 to 125 V or 180 to 250 V, 48 to 62 Hz. Voltage 
selected by rear-panel switch. 30 W maximum. 

Mechanical: Bench model. Dimensions (wxhxd): 14.78x4.4x 
13.5 in. (37.54x 11.18x34.29 cm). WEIGHT: 13.5 Ib (6.14 
kg) net, 18 Ib (8.2 kg) shipping.. 


Description Catalog Number 
1687 LC Digibridge™ 1687-9700 
1687 LC Digibridge™ with IEEE 488 Bus/Handler 

Interface 1687-9701 
1687-P1 Test Fixture 1687-9600 
1687 1-V Measurement Probe/Cable 1687-9604 
1687 Calibration Kit 1687-9605 
Replacement parts: 
1687 Probe Nose Assembly 1687-9606 
1687 0.1-V Measurement Probe/Cable 1687-9603 
1687 Reference-Standard Adaptor 1687-9602 
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OMS RESISTANCE 


1606-B Radio-Frequency Bridge 


= 400 kHz to 60 MHz 

= direct reading in ohms 

# adaptable to coaxial connectors 

= accurate, compact, simple operation 


The 1606-B accurately and easily measures the resist- 
ance and reactance of antennas, transmission lines, net- 
works, and components. It is particularly well suited for 
measuring low values of impedance of rf devices. Its 
range can be extended by means of an external parallel 
Capacitor to measure high impedances. 

Precision Coaxial Connections In this latest model of 
the popular 1606 RF Bridge, the Unknown terminals are 
adaptable to coaxial connectors, in particular the GR9OO. 
This is a significant advantage that not only permits the 
measurement of components having coaxial fittings but 
also ensures better repeatability and more accurate defi- 
nition of the measurement plane. This permits the 1606 
to be precision calibrated against coaxial standards such 
as the various GR900® precision components: open- and 


SPECIFICATIONS 


Ranges of Measurement 


short-circuits, 50- and 100-ohm Standard Terminations, 
and the various lengths of precision air line. 


Accessory Adaptor Kit With the 1606-P2 adaptor kit, 
the 1606-B can be fitted to accept GR900 and GR874® 
connectors (the adaptors include compensation to match 
50-ohm standards and components). The kit will also 
adapt to a 14-mm flange connector (a GR90OO flange is 
included to convert GR9OO connectors), or to other com- 
mon connectors (N, BNC, TNC, etc) by the use of GR900 
adaptors. 

Description Measurements are made by a series-Sub- 
stitution method in which the bridge is first balanced with 
a short circuit across the Unknown terminals. The short 
is then removed, the unknown impedance connected, 
and the bridge rebalanced. 

The entire mechanical design is such that the instru- 
ment can operate under difficult environmental condi- 
tions similar to those specified for testing military elec- 
tronics equipment. The 1606-B bridge is therefore an 
excellent instrument for field use. 


Accuracy 


Reactance: +5000 2 at 1 MHz. This range varies inversely as the 
frequency; at other frequencies the dial reading must be divided 
by the frequency in MHz. 


Reactance: At frequencies up to 5 MHz, +2% +(1 + 0.004 Rf) 0; 5 — 
to 50 MHz, +2% +(1 + 0.0008 Rf) Q; where R is the mess re- 
sistance in ohms and f is the frequency in MHz. 


Resistance: 0 to 1000 Q. 


Frequency: 400 kHz to 60 MHz. 

Satisfactory but somewhat less accurate operation can be 
obtained at frequencies as low as 100 kHz and somewhat 
above 60 MHz. 

Generator: External only (not supplied), to cover desired fre- 
quency range. 

Detector: External only (not supplied). 
receiver is recommended. 

Supplied: 2 leads of different lengths to connect unknown im- 
pedance to bridge terminals; ¥2-in. spacer and 34-in. screw to 
mount component to be measured directly on bridge termi- 
nals; 874-R22LA Patch Cord. . 


Available: 1606-P2 PRECISION COAXIAL ADAPTOR KIT. 


A well shielded radio 
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Resistance: At frequencies up to 50 MHz, 
10-+ X 
fe} 9 
“ [ 2% + 0.00248 (a a ae ce 


(where X is the measured reactance in ohms). Subject to correc- 
tion for residual parameters. : 


2+0.1 a| 


DIMENSIONS (wxhxd): 12.5x 
WEIGHT: 23 Ib (11 kg) 


Mechanical: Bench cabinet. 
9.5x10.25 in. (318x242x261 mm). 
net, 30 Ib (14 kg) shipping. 


SPECIFICATIONS FOR 1606-P2 

Capacitance Added: By adaptor to GR900, 0.38 pF at refer- 
ence plane (less fringing capacitance); by flange adaptor, 0.18 
pF. 

Weight: Net, 10 oz (283 g); shipping, 12 oz (340g). 


‘Catalog 
Description Number 
1606-B Radio-Frequency Bridge 1606-9702 
1606-P2 Precision Coaxial Adaptor Kit 1606-9602 


National stock numbers are listed at the back of the catalog. 


1602-B UHF Admittance Meter 


= 20 MHz to 1.5 GHz 


= direct-reading conductance 
and susceptance 


= measures SWR directly 


STI Y i de 
” Sigazetance 14 
Page eo miae ee IO 
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Versatile building block This null-type instrument 
measures complex impedance and admittance in coaxial 
systems and, as a reflectometer, will determine SWR, 
impedance magnitude, and reflection coefficient magni- 
tude. It can be used to adjust a network to a predeter- 
mined admittance, to match one network to another, and 
to match antennas and other networks to 50-ohm circuits. 

A broad line of accessories adapts the 1602-B to spe- 
cific measurements, for example: 

Constant-Impedance Adjustable Line The 874-LK20L 
can be set to one-half wavelength to eliminate corrections 
for the length of transmission line between the unknown 
and the measuring point. When the line is set to one- 
quarter wavelength, the Admittance Meter dials read in 
impedance parameters, i.e., the series resistance and 
reactance of the unknown. 

874-ML Component Mount for the connection of lumped 
elements (resistors, capacitors, or inductors). 


e 


The Admittance Meter assembled for component measurements, 
with unit oscillator and Detector. A line stretcher (Type 874-LKL) 
connects the component mount to the unknown terminal of the Ad- 
mittance Meter. 


National stock numbers are listed at the back of the catalog. 


Description The 1602-B UHF Admittance Meter com- 
prises three identical loops, in parallel, driving a null 
detector and magnetically coupled to three coaxial lines. 
All these lines are fed from the same voltage so the cur- 
rent in each line, hence the magnetic field, is proportional 
to the terminating impedance. One of these lines is ter- 
minated with a standard resistance, one with a reactance 
standard, and one with an unknown admittance. In op- 
eration, the coupling of the loops must be adjusted 
simultaneously until a null is obtained on the detector. 
Each loop has a calibrated scale and the settings at null 
condition indicate the value of the unknown device. 


SPECIFICATIONS 

Frequency: 40 MHz to 1.5 GHz, direct reading; to 20 MHz 
with a frequency correction applied to susceptance reading. 
Conductance: 0.01 to 4000 mv. 

Susceptance: —4000 to +4000 mv. 

Accuracy (both conductance and susceptance): +(3% + 0.2 
mv) for 0 to 20 mv, +(3VM% + 0.2 mU) above 20 mU 
(where M is scale multiplying factor), up to 1 GHz; =(5% + 
0.2 mv) to 1.5 GHz. For matching of impedances to 50 Q, 
accuracy is =3% up to 1.5 GHz. 

Supplied: Two 1602-P4 Terminations as conductance stan- 
dards, one 1602-P1 Adjustable Stub and one 1602-P3 Variable 
Air Capacitor as susceptance standards, two GR874 patch 
cords to connect to generator and detector, 1602-P10 and 
-P11 Multiplier Plates, and a wooden storage case. 

Required: GENERATOR: Must supply 1 to 10 V. GR high- 
frequency oscillators recommended. DETECTOR: Sensitivity 
of 10 wV needed. 1236 I-F Amplifier recommended. 
Available: 874-FBL Bias Insertion Unit, coaxial adaptors, line- 
stretcher, component mount, oscillators, detector. 
Mechanical: TERMINALS: GR874 coaxial connectors which 
can easily be converted to type N or other common connector 
types by means of GR874 adaptors. DIMENSIONS (wxhxd): 
5.5x7.5x5.5 in. (140x190x140 mm). WEIGHT: 8.5 Ib (3.8 kg) 
net, 18 Ib (8.5 kg) shipping. 


Catalog 
Description Number 
1602-B UHF Admittance Meter 1602-9702 
874-LK20L Constant-Impedance Adjustable Line 0874-9631 
874-ML Component Mount 0874-9663 
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874-LBB Slotted Line 


# 300 MHz to 9 GHz 
# low residual SWR 


= rugged construction 
= many lines in one with GR874® adaptors 


A basic UHF measurement tool A slotted line is one of 
the most important basic measuring instruments in high- 
frequency work. It is used to determine the standing-wave 
pattern of the electric field in a coaxial transmission line; 
from this knowledge, several circuit characteristics can 
be determined of a circuit connected to the load end of 
the line. For example, the degree of mismatch (usually 
expressed as SWR) between the load and the transmis- 
sion line can be calculated from the ratio of the maximum 
amplitude of the wave to the minimum. The load imped- 
ance can be calculated from the SWR and the position 
of the voltage minimum on the line. Electrical length and 
time delay can also be measured accurately. These ca- 
pabilities make the slotted line a valuable instrument for 
measurements on antennas, components, coaxial ele- 
ments, networks, transistors, and diodes. 
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Typical measurement setups showing use of slotted line, SWR indicator 
(upper) and heterodyne detector (lower). 
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Twenty-two lines inone The 874-LBB can be converted 
in seconds to interface with any of the popular UG con- 
nectors by use of GR874 low-SWR adaptors, available for 
BNC, C, HN, Microdot, N, SMA, SC, TNC, GR900®, and 
Amphenol APC-7 connectors. A complete set of adaptors 
will convert the 874-LBB into the equivalent of 22 low- 
SWR slotted lines. 

The 874-LBB is a 50-ohm, air-dielectric coaxial line 
whose electric field is sampled by a probe that projects 
through a longitudinal slot in the outer conductor. The 
probe rides on a Carriage driven by a pulley-and-cord 
linkage conveniently operated from one end of the line. 
A source of about one milliwatt rf power is adequate for 
most measurements. The detector can be a 1-kHz stand- 
ing-wave indicator such as the GR 1234 or a heterodyne 
detector. In the former case, rf detection takes place 
in a diode detector built into the carriage. 


SPECIFICATIONS 


Frequency: 300 MHz to 8.5 GHz, usable to 9 GHz. Operates 
below 300 MHz (where probe travel equals ¥2 wavelength) if 
extended with lengths of GR874 air line or with another slotted 
line in series. 

Probe: TRAVEL: 50 cm; scale in cm with 1 mm per division. 
SCALE ACCURACY: +(0.1 mm + 0.05%). PICKUP CON- 
STANCY (flatness): 1.25%. 

SWR: <1.01 + 0.0016 (fex:)? up to 7.5 GHz, <1.10 to 8.5 GHz. 
Characteristic Impedance: 50 2 +0.5%. 

Supplied: Storage box, rf probe, 2 microwave diodes, Smith 
Charts. 

Required: 874-D20L Adjustable Stub for tuning diode when 
audio-frequency detector such as GR 1234 is used, suitable 
generator and detector, one each 874-R22LA and 874-R22A 
Patch Cords. 

Available: SW meter, detectors, 50-0 air lines, adaptors, os- 
cillators, and terminations. 

Mechanical: DIMENSIONS (wxhxd): 26x4.5x3.5 in. (660x114x 
89mm). WEIGHT: 8.5 Ib (3.9 kg) net, 23 Ib (11 kg) shipping. 


: Catalog 
Description Number 
874-LBB Slotted Line 0874-9651 


National stock numbers are listed at the back of the catalog. 


900-LB Precision Slotted Line 


300 MHz to 8.5 GHz 
= extremely low SWR 


impedance is 50 ) + 0.1% 


adaptable with precision to other connectors 


Unparalleled precision The most precise coaxial con- 
nector, the GR9OO, and a nearly perfect section of coaxial 
transmission line combine to give the 900-LB Precision 
Slotted Line unparalleled performance specifications. The 
residual SWR of the instrument is that of its GR9O0® 
connector: 1.001 + 0.001 fe,,,. For those whose applica- 
tions demand the ultimate in accuracy, the 900-LB can 
be calibrated against a 900-LZ Reference Air Line, an im- 
pedance standard with a SWR under 1.0025 at 9 GHz. 

In the field of microwave impedance measurement, the 
slotted Tine is the fundamental instrument, because of its 
inherent accuracy, broadband characteristics, and phase- 
measuring capabilities. Among the many transmission- 
line parameters that can be determined with the slotted 
line are SWR, reflection-coefficient magnitude and phase, 
attenuation or insertion loss, and wavelength. The admit- 
tance or impedance of source or termination can be meas- 
ured; so also can transistor and diode characteristics and 
dielectric constant. It gives the design engineer all the 


SPECIFICATIONS 


Frequency: 300 MHz to 8.5 GHz. Operates below 300 MHz 
(where probe travel equals ¥%2 wavelength) if extended with 
lengths of GR900 air liné or with another slotted line in series. 
Probe: TRAVEL: 50 cm; scale in cm. SCALE ACCURACY: 
+(0.1 mm + 0.05%). Attached vernier resolution is 0.1 mm 
and micrometer carriage-drive resolution is 0.002 mm. PICK- 
UP CONSTANCY (flatness): =0.5%. 


SWR: <1.001 + 0.001 feu, (unknown connector side). 
Repeatability: Within 0.05% (0.0005 SWR). 


Characteristic Impedance: 50 2 +0.1%. CONTACT RESIS- 
TANCE (900-BT connector): <0.5 mQ inner connector, <0O.07 
mQ outer connector. 


National stock numbers are listed at the back of the catalog. 


information he needs to evaluate the over-all performance 
of devices and networks over a wide band. 

The outstandingly low SWR of the 900-LB should save 
users the many hours required to calibrate less accurate 
instruments. 

Equipped with the appropriate GR9O00 low-SWR adap- 
tor, the 900-LB becomes a type-N slotted line (or BNC, 
or TNC, etc) whose specifications still exceed those of 
slotted lines originally equipped with that connector (see 
curve below). 


ee eae 
tt ee 


FREQUENCY GHz 


[900-0-33] @-33 


Specified residual SWR of the 900-LB Precision Slotted Line in combina- 
tion with various GR900® precision adaptors. 


Included with the slotted line is a full set of acces- 
sories; no additional parts are needed for common meas- 
urements, except the generator and detector, which 
should be selected according to frequency range of 
interest. 


Supplied: Adjustable probe-tuner assembly, rf probe, microm- 
eter carriage drive accurate to 0.01 mm, 900-WN Precision 
Short-Circuit Termination, 900-WO Precision Open-Circuit Ter- 
mination, 874-R22A Patch Cord, 874-Q900L adaptor, 1N21C 
and 1N23C detector diodes, Smith charts, storage case. 


Required: Source and detector. 


Mechanical: DIMENSIONS (wxhxd): 27.5x10x4.75 in. (699x 
254x121 mm). WEIGHT: 11 Ib (5 kg) net, 34 Ib (16 kg) 


shipping. 

Catalog 
Description Number 
900-LB Precision Slotted Line < ax ~~~9900-9651 
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Heterodyne Detectors 


40 to 2030 MHz 


# high sensitivity 

®# choice of bandwidth 

® agc for null detection 

# 70-dB calibrated attenuator 
= expanded scale 


General-purpose, highly sensitive high-frequency de- 
tector systems for relative signal-level measurements or 
for use as null detectors can be created by combining a 
1236 I-F Amplifier and a High-Frequency Oscillator 
(1362, 1363, or 1218-BV). The excellent shielding pro- 
vided by such systems makes them ideal for low-level 
measurements in the presence of high-level external 
fields. . 

Gain, loss, signal level These systems can be used to 
measure insertion loss and attenuation, crosstalk in mul- 
titerminal devices such as switches, and antenna gain 
and radiation patterns. They can also be used as field- 
strength indicators and as laboratory high-frequency re- 
ceivers. Signal levels can be measured over an 80-dB 
range, even more with the use of external attenuators. 

RF voltmeter When calibrated at one signal level and 
frequency with the aid of a standard-signal generator, 
these systems can be used as selective voltmeters, ina 
50-ohm system, at that frequency. 

Detector Such systems are recommended as a null 
detector for the 1602-B UHF Admittance Meter and are 
an excellent standing-wave indicator for use with the 
874-LBB and 900-LB Slotted Lines. These systems are 
particularly useful for measurements on nonlinear ele- 
ments, measurements that require a high degree of har- 
monic rejection and the use of a low-level test signal. The 
expanded 1-dB full-scale range (equivalent to 1.12 
SWR) makes possible very accurate low-SWR meas- 
urements at low signal levels. 


- The system Each system consists of an 874-MRAL 

Mixer, 1236 I-F Amplifier, 874-G10L 10-dB Pad, and 
874-EL-L 90° Ell, plus an oscillator and filter. For 
maximum shielding, components are equipped with 
locking GR874® connectors (which can be used inter- 
changeably with the nonlocking type). 
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Block diagram of a typical heterodyne detector 


The frequency range can be extended by the use of 
oscillator harmonics, but with reduced sensitivity and 
dynamic range. To cover wide frequency ranges eco- 
nomically, it is recommended that you obtain one com- 
plete system plus the appropriate oscillators and filters 
for the additional frequency ranges desired. 

For instance, to cover the range from 40 to 950 MHz, 
selection would consist of a 1363 VHF Oscillator, 1236 
I-F Amplifier, 874-MRAL Mixer, 874-G10L 10-dB Pad, 
874 EL-L Coaxial Ell and 874-F500L Low Pass Filter to 
cover the fundamental range of 40 to 350 MHz plus a 
1362 UHF Oscillator and 874-F1O000OL Filter to extend 
the fundamental range up to 950 MHz. 


SPECIFICATIONS 
Frequency Range (in MHz): 


190 to 950. | 870 toZGse 


Fundamental 40* to 530 

2nd harmonic** 82 to 1030] 410 to 1870] 1770 to 4030 
3rd harmonic** 138 to 1530} 630 to 2790 | 2670 to 6030 
4th harmonic** 194 to 2030 | 850 to 3710 | 3570 to 8030 
Order the following: 

Local Oscillator 1363 1362 1218-BV 
|-F Amplifier 1236 1236 1236 
Filter 874-F500L 874-F1000L |} 874-F2000L 
Mixer 874-MRAL 874-MRAL 874-MRAL 
Pad 874-G10L 874-G10L 874-G10L 
Coaxial 90 ° ELL 874-EL-L 874-EL-L 


874-EL-L 
*40 Miz is the practical low-frequency limit. ; 


**For harmonic operation, the appropriate low-pass filter must be 
used. 


National stock numbers are listed at the back of the catalog. 


1236 I-F Amplifier 


30-MHz precision lab receiver 
= bandwidths: 0.5 and 4 MHz 
= 2-dB noise figure, 3.5-.V sensitivity 


preamplifier and 70-dB attenuator 


expanded scale 


Precision laboratory receiver The 1236 will meet the 
many critical demands placed upon a precision labora- 
tory receiver. More than an amplifier, it is a,complete 
30-MHz measuring receiver with preamplifier, wide-range 
calibrated attenuator, and a large meter with normal, 
expanded, and compressed scales. The high sensitivity, 
or low noise figure, with narrow bandwidth will provide 
good small-signal performance and noise rejection for 
excellent measurement accuracy. The availability of a 
wider bandwidth also greatly simplifies use at higher fre- 
quencies where sources are generally less stable. 

Gain stability during a measurement is ensured by a 
fully regulated power supply; 10% line-voltage variations 
change gain less than 0.05 dB. Frequency stability of 
your local oscillator can be achieved by use of the 30-MHz 
i-f output of this amplifier to drive an external afc loop. 

Precision attenuation measurements You can measure 
large values of attenuation easily with the 1236, owing to 
the wide dynamic range of its preamplifier and attenuator. 
A 1-dB full-scale, expanded meter scale is provided, 
which facilitates measurement of small values or changes 
in attenuation. A continuous gain control permits setting 
initial readings for easy subtraction in substitution meas- 
urements. 

Precision SWR measurements The 1236 is recom- 
mended for the most precise SWR measurements, of both 
high and low values. The expanded scale is equivalent to 
1.12:1 full scale. The high sensitivity of the 1236 per- 
mits the SWR of solid-state devices to be measured at 
signal levels low enough to avoid the effects of device 
nonlinearity. 


National stock numbers are listed at the back of the catalog. 


ATTENUATION d& BANOWIOTH (8) METER Scale 
SC, 


As a null detector, the 1236 offers the advantages of 
its compressed (agc) meter scale for convenience in rap- 
id null balancing and its high sensitivity for sharp nulls 
and precise data. It will also find application in noise- 
figure measurements. 

Precision detector systems The 1236 I-F Amplifier in 
combination with an appropriate local oscillator (power 
supply for which is built into the 1236), mixer, low-pass 
filter, an additional preamplifier, and connecting coaxial 
components make up a complete precision test receiver. 
Any one of three different frequency bands within the 
range of 40 to 2030 MHz are available. 


SPECIFICATIONS 


Frequency: CENTER FREQUENCY: 30 MHz. BANDWIDTH: 
= 3 MHz wide band, ~ 0.5 MHz narrow band, selected by 
panel switch. 


Sensitivity: 3.5 .V narrow band, 9 »V wide band, open-circuit 
voltage behind 400 o for indication 3 dB above noise level. 
NOISE FIGURE: 2 dB, typical. PREFERRED SOURCE IMPE- 
DANCE: 400 0/7 pF (equivalent of 874-MRAL Mixer). 
Meter: SCALE: —2 to 10 dB normal, with +0.2-dB linearity 
over O to 10-dB range; 1 dB full scale expanded (1.12:1 SWR) 
with +0.03-dB linearity; 40-dB min range, compressed scale. 
Gain: ATTENUATOR: 70 dB in 10-dB steps with +(0.1 dB + 
0.1 dB/10 dB) accuracy at 30 MHz; 10-dB min range con- 
tinuous gain control. 

Outputs: VIDEO (modulation): 1.5 V max behind 600 0, 1-MHz 
bandwidth. I-F: 0.5 V max into 50 9. POWER SUPPLY: 150 
to 300 V dc adjustable, at 30 mA, regulated; 6.3 V ac at 1A. 
Available: GR 1362, 1363, and 1218-BV as local oscillators, 
874-MRAL Mixer, low-pass filters, attenuators, adaptors. 
Mechanical: Bench cabinet. DIMENSIONS (wxhxd): 8x7.38x 
8 in. (213x187x213 mm). WEIGHT: 13 lb (6 kg) net, 15 Ib 
(7 kg) shipping. 


Catalog 
Description Number 
1236-I-F Amplifier 1236-9701 
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1234 Standing-Wave Meter 


SWR ranges 1.05 to 4, full scale 
= large meter with light-keyed scales 


® precision attenuators 


highly sensitive 


Precise SWR measurements The 1234 Standing-Wave 
Meter incorporates many features to simplify its primary 
use in measuring SWR with a slotted line, such as the 
GR 874-LBB or the 900-LB Precision Slotted Line. Accu- 
rate measurements of low voltage SWR are possible with 
the expanded 1.05 scale on the oversize meter face. 
Reading the wrong meter scale is virtually impossible, 
as the correct one is identified automatically by a small 
light, 

You have fingertip control over (1) fine tuning of the 
1-kHz amplifier, to permit matching exactly the frequency 
of the modulating oscillator, (2) bandwidth, for optimiz- 
ing signal-to-noise ratio without affecting amplifier gain, 
and (3) meter damping, for the right balance between 
smoothing and speed of response. These controls, plus 
the other usual ones, give you adequate means to select 
appropriate measuring characteristics for a wide variety 
of important tasks. 


Precise attenuation measurements In attenuation 
measurements, the 1234 also offers many particuiar ad- 
vantages. Three precision attenuators have a total range 
of 70 dB in 1-, 5-, and 10-dB steps. Meter scales and at- 
tenuators are calibrated for use with a square-law detec- 

-tor. Readings can be interpolated with extremely high 
resolution on the 1.6- and 0.45-dB full-scale meter 
ranges. A special “memory” dial behind the wide-range 
5-dB/ step attenuator knob permits you to make substi- 
tution measurements rapidly, without subtraction, and 
therefore with little possibility of error. 
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SPECIFICATIONS 


Frequency: 1 kHz, adjustable +30 Hz. 
100 Hz, adjustable with constant gain. 


Input: 


BANDWIDTH: 10 to 


Crystal Bolometer 


350k. /80H 3.5k0./0.8H 


1pV 0.32uV 0.1uV 


0.036uV 


Optimum 
source R 


Input Z 
Sensitivity 


3.5kN/0.8H 
0.1nV 


* Equivalent input noise level with optimum source resistance and 
minimum bandwidth. 


Meter: SCALES: SWR, 1 to 4, 3.2 to 10, 1 to 1.2, and 1 to 
1.05; dB, O to 10, 1.6, and 0.45; bolometer current, O to 10 
mA. ACCURACY: +(0.01 dB + 2% of reading) for 10-dB 
scale; +0.02 dB for 1.6-dB scale, +0.007 dB for 0.45-dB 
scale. SPEED: Slow and Fast, switch selected. 

Gain: ATTENUATOR: Three separate attenuators: 20 dB in 
10-dB steps with +0.1 dB/10 dB accuracy, 45 dB in 5-dB 
steps with +0.05 dB/5 dB accuracy (for source R < 1.5 times 
optimum listed in table) and < 0.1-dB cumulative error, 5 dB 
in 1-dB steps with £0.01 dB/dB accuracy and < 0.03-dB 
cumulative error. GAIN CONTROL: 6-dB range with coarse 
and fine controls. 

Bolometer Bias Current: 4.3 and 8.7 mA, adjustable =10%. 
Voltage limited for bolometer protection. 

Outputs: DC: 1.5 V max behind 1.5 ka. AC: 100 mV rms 
(SWR range 1 to 4), 300 mV rms (SWR 1 to 1.2), and 1 V rms 
(SWR 1 to 1.05); 500-9 source impedance; limitation on load, 
R>6 ka. 

Power: 100 to 125 or 200 to 250 V, 50 to 60 Hz, 4 W max; 
or 22 to 35 V dc at 90 mA from ext battery (use 1538-P3 
Battery and Charger). 

Mechanical: Flip-Tilt case. DIMENSIONS (wxhxd): 8.38x8.75x 
11.25 in. (213x222x286 mm). WEIGHT: 9 Ib (4.1 kg) net, 
13 Ib (6 kg) shipping. 


Catalog 
Description Number 
1234 Standing-Wave Meter 1234-9701 
1538-P3 Battery and Charger 1538-9603 


National stock numbers are listed at the back of the catalog. 


Capacitance-Measuring Instruments 


1616 (1621): .001% accuracy (1 kHz). Capacitance comparisons to 
© -O1 ppm. Can resolve 10-7 pF. Can measure low conductance as re- 
quired for low-loss materials. 


1615-A (1620): .01% accuracy. 6-digit resolution. Can 
resolve D changes of .OO0O001. 2- or 3-terminal. 


1617-A: 1% accuracy. Wide range, 1 pF—1.1 F. 2-, 3- or 
4-terminal connections. Includes 120-Hz oscillator, detec- 
tor and dc bias source. 


1686: 0.1% accuracy. Automatic. 4 meas per second. Dual limit 


comparator included. Adjustable test voltage, 120 Hz and 1 kHz. 


1608: .05% accuracy. Digital readout. Internal 
1-kHz oscillator. External operation to 20 kHz. (Also 
measures R and L.) 


1656: 0.1% accuracy. Lever-switch adjust- 
ment, digital readout. Internal 1-kHz oscillator. 
External to 20 kHz. (Also measures R and L.) 


1650-B: 1% accuracy. Internal 1-kHzos- 
cillator but useful to 100 kHz. ‘‘Sliding 


null’? avoided with Orthonull® balancer. 


1683: 0.1% accuracy. High-speed automatic measurements. 
120-Hz and 1-kHz test frequencies. Leakage-current option. 


1685: 0.1% accuracy. Similar to 1686 but also measures dc 
R and inductance. ; 


1657: 0.2% accuracy. Inexpensive automatic meas- 
urements of R, C and L at 120 Hz and 1 kHz. 


1658: 0.1% accuracy. 3 test speeds up to 7 per second. Multiple 
limit sorting controlled by keyboard entries and uP calculations. 


1687: 0.1% accuracy. Automatic 
measurements. Multiple limit sorting. 
% deviation or value displayed. 


1654: to .003% accuracy. Comparison to ex- 
ternal standard. High sensitivity. Measures 
small D differences. 100-Hz, 1-kHz, 10-kHz 
and 100-kHz internal test frequencies. 


FREQUENCY 


reser: 


a eat 
iow Limit 


1686-A Digital Capacitance Meter 


a C from 0.01 pF to 200,000 uF 
0.1% basic accuracy 


fast: 250-millisecond unqualified measurement time 
s 120-Hz and 1-kHz test frequencies 

=» automatic GO/NO GO indications for C and D 

=# automatic measurement 

#8 internal and external bias 

= adjustable test voltage 

= data output (BCD) 

= over-range to one full farad 


GR’s 1686-A Digital Capacitance Meter provides the 
rapid throughput you need for high-volume testing plus 
the high accuracy you need for lab and QC work. Add to 
these two features wide measurement range, a built-in 
limit comparator and two test frequencies and you can 
easily get the idea that GenRad has an excellent perform- 
ing unit for measuring capacitance. 

Anyone can master the 1686’s operation in a matter of 
minutes, partly because of the GO/NO GO lights on both 


National stock numbers are listed at the back of the catalog. 


44 CAPACITANCE BRIDGES 


the instrument and the optional test fixture. Normally, 
these two lamps are all the operator needs to look at. If 
either capacitance or dissipation factor is out-of- 
tolerance, the red NO GO lamp is lit. Otherwise, the 
bright green GO lamp is lit. 

Connect your component and turn the RANGE knob as 
directed by the arrows. No decisions are required. The 
measurement units light up automatically. Aclear, bright 
4¥2-digit LED display indicates value. 

Make a single measurement or repeat at rates from 4 
per second to one every 10 seconds. This is a great 
feature for tracking value changes as you stress a compo- 
nent. 

The built-in limit comparator greatly speeds up and 
simplifies capacitor inspection and sorting. High- and 
low-capacitance limits are easily set with thumbwheel 
switches. The dissipation-factor limit is set by rotating 
the DF dial to the desired value. 

On range positions 2 through 6, the test voltage can be 
varied from 1 V to 0.05 V, and on range position 1 it can 
be varied from 5 V to 0.25 V. 

A 2-volt internal bias may be selected or a O-to-100 
volt external bias may be used. 

An optional Kelvin test fixture accommodates either 
radial or axial lead components. External bias can be 
applied to the component directly at the fixture. 


COR L READING 
~ 10 PERCENT 
OF FULL SCALE 


*PERCENT ACCURACY * 


COR L READING 
100 PERCENT 
OF FULL SCALE 


DISSIPATION FACTOR, D 
C and L accuracy at 1 kHz Test Frequency 


*Multiply Percent Accuracy By M (see Range table). 


SPECIFICATIONS 
Ranges: Full scale readings, accuracy multipliers, and 
applied-voltage multipliers. 


Capacitance: 


é Voltage 
Switch a 
Position cazo zee |Mulupler 

1 199.99 pF 3 | 1,999nF | 2 5 

> 1999.9 pF 1 | 19.99nF | 1 i 

3 | 19.999 nF 1} 199.9nF | 1 1 

4 | 199.99 nF 1 | 1.999uF | 1 1 

5 | 1999.9 nF HIN eh | 1 1 

6 | 19.999 uF 1 | 199.9mF | 1 1 

pent 99°99%F 1v23e| 1.999 me |e2- 1-0. 

a) 1999.9 pF | 10 | ~19.99me | 3} 0.1 

9 as 2 2)199.9:me**| 6" |) "0.1 


*Typical value. **Extends to 999.9 mF. 
M = Accuracy Multiplier (see below). 
A = Applied-Voltage Multiplier. 


Dissipation Factor: D = 0.001 to 10. 
Accuracy: CAPACITANCE: Basically 0.1% for 1-kHz meas- 
urements; 0.5% for 120-Hz (100-Hz) measurements. See 


curves for exact accuracies. 
DISSIPATION FACTOR: 


eee 210001 40.0002 sul seale +0.05 (1+D)D ]M 


reading 
where M = Accuracy Multiplier. (See table above.) 
Speed: 250 ms for single step or operator-variable from 0.25 
min to 10 s max. 
Display: 4% digits, LED display with decimal point and over- 
range indication. 
Applied Voltage (Variable): Max applied voltage is 1 V x A. 
(A=Voltage Multiplier. See table above.) Applied voltage is 
variable from max to 1/20 max on range positions 1 through 6. 
Maximum power is 1/8 W. 


National stock numbers are listed at the back of the catalog. 


COR L- READING 
= 10 PERCENT 
OF FULL SCALE 


: PERCENT ACCURACY * 


COR L READING 
= 100 PERCENT 
OF FULL SCALE 


0001 601 01 01 1.0 10.0 
DISSIPATION FACTOR D 


C and L accuracy at 120 Hz Test Frequency 


Frequency: 1 kHz +2% and 120 Hz, synchronized to line 
(100-Hz test frequency for 50-Hz line). 

Bias: 2 V internal and 0-100 V external. 

Measurement Mode: Measurements made on command or re- 
petitively at times from 0.25sto 10s. Previous measurement is 
held during period of new measurement. 

Data Outputs (TTL Logic): Open collector, active low. 

Data Inputs: REMOTE START: A positive transition of <1 us 
from OV <V, < 0.4 V to +2V <V, < +30 V initiates a meas- 
urement. LAMP TEST: A ground lights all segments of the 
right-most four digits of the LED display (8 8 8 8) to check 
operation of all indicator segments. 

Limits: DATA OUTPUTS (TTL LOGIC): Open collector, active 
low. Audio output (~250 Hz) line drives a miniature speaker (or 
headphone). Signal gives 1/4-s burst of audio when measured 
value falls outside the selected high and low limits. (Not acti- 
vated by D failures.) 

Supplied: Power cord, measurement cable, output-data con- 
nector set. 

Power: 90 to 125 or 180 to 250 V, 48 to 440 Hz, 40 W max. 


Mechanical: Bench or rack models. DIMENSIONS (wxhxd): 
Bench, 17.00 5.59x 16.25 in. (432 142x413 mm): rack, 
19.00x5.22x 16.63 in. (483133422 mm). WEIGHT: 
Bench, 22.5 |b (10.2 kg) net, 31 Ib (14.1 kg) shipping; rack, 
23.25 |b (10.54 kg) net, 31.75 Ib (14.4 kg) shipping. 


Catalog 
Description Number 
1686-A Digital Capacitance Meter 
60-Hz Line Frequency 1686-9700 
120-Hz Test Frequency 
50-Hz Line Frequency 1686-9800 
100-Hz Test Frequency 
Rack Hardware Kit 0480-9703 
1686-P1 Test Fixture, Kelvin Clips 1686-9600 
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1615-A Capacitance Bridge 


The 1615-A is an accurate, high-precision bridge for 
the measurement and intercomparison of standard ca- 
pacitors, circuit component capacitors, or dielectric ma- 
terials. It is available with oscillator and detector in the 
1620 assembly. Or, to take full advantage of its wide 
frequency range, the bridge can be ordered separately 
for use with oscillator and detector especially selected 
for your purposes. 


SPECIFICATIONS 
RANGES 
Capacitance, 10 aF to 1.11110 uF (10—'7 to 10-* farad) in 6 ranges, 


direct-reading, 6-figure resolution; least count 10—'7 F (10 aF). With 
Range-Extension Capacitor, upper limit is 11.11110 uF. 


Dissipation Factor, D, At 1 kHz, 0.000001 to 1, 4-figure resolution; 
least count, 0.000001 (10-*); range varies directly with frequency. 


Conductance, G, 10-* npU to 100 wU, 2 ranges +, 2 ranges —, 4-figure 
resolution, least count 10-* uwU, independent of frequency; range 
varies with C range. 


Standards: 1000, 100, 10, 1, 0.1, 0.01, 0.001, 0.0001 pF. 
Temperature coefficient of capacitance is less than 5 ppm/°C 
for the 1000-, 100-, and 10-pF standards, slightly greater for 
the smaller units. 

Frequency: Approx 50 Hz to 10 kHz. Useful with reduced ac- 
curacy to 100 kHz. Below 100 Hz, resolution better than 
0.01% or 0.01 pF requires preamplifier or special detector. 
Generator: GR 1310 or 1311-A oscillator recommended. Max 
safe generator voltage (30x fu) volts, 300 V max. If generator 


EXT 
STANDARD 


Elementary schematic diagram. 
National stock numbers are listed at the back of the catalog. 
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1615-P1 1615-P2 


ACCURACY 


At 1 kHz, +(0.01% + 0.00003 pF). At higher frequencies and with 
high capacitance, additional error is 
[43 x 10-5% + 2 (Cur) X 10-39% + 3 X 10-7 pF] X (frtiz)2. 


At lower frequencies and with low capacitance, accuracy may be 
limited by bridge sensitivity. 
Comparison accuracy, unknown to external standard, 1 ppm. 


+[0.1% of measured value + 10-5 (1 + frrz + 5 fez Cur)] 


+[1% of measured value + 10-5 nU + 6 X 10-7 fiz Cur X (1 + 
fz + 5 frttz Cur) np] 


and detector connections are interchanged, 150 to 500 V can 
be applied, depending on switch settings. 


Detector: GR 1232-A Tuned Amplifier and Null Detector rec- 
ommended. For increased sensitivity needed to measure low- 
loss small capacitors (on lowest C and D ranges simultane- 
ously) at frequencies below 1 kHz, use 1232-AP or 1238 (with 
1311 oscillator). 


Supplied: 874-WO Open-Circuit Termination, 874-R22A Patch 
Cord, 274-NL Patch Cord. 


Available: Type 1615-P1 RANGE-EXTENSION CAPACITOR; 
1615-P2 COAXIAL ADAPTOR converts 2-terminal binding-post 
connection on 1615 bridge to GR900® Precision Coaxial Con- 
nector for highly repeatable connections and enables meas- 
urements with adaptor to be direct-reading by compensating 
for terminal capacitance. 


Mechanical: Rack-bench cabinet. DIMENSIONS (wxhxd): 
Bench, 19x12.75x10.5 in. (483x324x267 mm); rack, 19x 
12.25x8.5 in. (483x311x217 mm); 1615-P1 (dia x In): 3.06x 
4.87 in. (78x124 mm). WEIGHT: 39 Ib (18 kg) net, 58 Ib 
(27 kg) shipping. 


rae Catalog 
Description Number 
1615-A Capacitance Bridge = 
Bench Model 1615-9801 
Rack Model 1615-9811 
1615-P1 Range-Extension Capacitor 1615-9601 
1615-P2 Coaxial Adaptor, GR900 to binding posts 1615-9602 
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1620-A Capacitance-Measuring Assembly 


10-5 pF to 11.1 uF, 2- or 3-terminal 
0.01% accuracy, 1-ppm resolution 


lever balance, in-line readout 


reads dissipation factor or conductance 


The 1620-A is a self-contained assembly of the GR 
1615-A Capacitance Bridge with appropriate oscillator 
and null detector for measurements at 11 frequencies 
between 20 Hz and 20 kHz. For applications requiring 
other or higher frequencies, to 100 kHz, the 1615-A 
bridge can be supplied separately and the oscillator and 
detector selected to meet your needs. 


The 1620-A is intended for 


accurate and precise measurements of capacitance 
and dissipation factor 


measurement of circuit capacitances 
dielectric measurements 


intercomparison of capacitance standards differing in 
magnitude by as muchas 1000:1 


The 1615-A Capacitance Bridge brings to the measure- 
ment of capacitance, to the intercomparison of stan- 
dards, and to the measurement of dielectric properties 
an unusual degree of accuracy, precision, range, and 
convenience. 

High accuracy is achieved through the use of precisely 
wound transformer ratio arms and highly stable stan- 
dards fabricated from Invar and hermetically sealed in 
dry nitrogen. For calibration these standards can be 
intercompared. 

Two- or Three-Terminal Connection Accurate three- 
terminal measurements can be made even in the pres- 
ence of capacitances to ground as large as 1 pF, as might 
be encountered with the unknown connected by means 
of long cables. The bridge has the necessary internal 
shielding to permit one terminal of the unknown capaci- 
tor to be directly grounded, so that true two-terminal and 


National stock numbers are listed at the back of the catalog. 


three-terminal measurements can both be made over the 
whole capacitance range. 


Convenient Operation For both capacitance and dis- 
sipation factor, the balance controls are smoothly operat- 
ing, lever-type switches. The readout is digital and the 
decimal point is automatically positioned. Each capaci- 
tance decade has a —1 position to facilitate rapid bal- 
ancing. 

The 1615 elementary diagram is also clearly delineated 
on the front panel of the bridge. Changes in connections 
and grounds are automatically indicated, as you switch 
the bridge terminals for different measurement conditions. 


Extend Range to 11.1 «F With the 1615-P1 Range- 
Extension Capacitor, the 1615-A will measure to a maxi- 
mum of 11.11110 uF. This capacitor plugs into front- 
panel bridge terminals and can be adjusted for calibration 
to the bridge standards. 


SPECIFICATIONS 


Performance: Refer to the 1615 Bridge. 

Frequency: 50, 60, 100, 120, 200, 400, 500, 1000, 2000, 
5000, and 10,000 Hz. For use below 100 Hz, 1620-AP (with 
preamplifier) should be used for resolution beyond 0.01% or 
0.01 pF. 

Generator: 1311-A Oscillator. 

Detector: 1232-A Tuned Amplifier and Null Detector. 
P2 Preamplifier added in 1620-AP. 

Power: 105 to 125 or 210 to 250 V, 50 to 400 Hz, 22 W for 
oscillator. Null detector and preamplifier operate from inter- 
nal battery, 9 Burgess Type E4 cells or equivalent. 

Mechanical: Bench cabinet. DIMENSIONS (wxhxd): 19.75x 
19x11 in. (502x483x280 mm). WEIGHT: 59 Ib (27 kg) net, 
96 Ib (44 kg) shipping. 


1232- 


Catalog 

Description Number 
Capacitance-Measuring Assembly 

1620-A, 115 V 1620-9701 

1620-A, 230 V 1620-9702 

1620-AP, with 1232-P2, 115 V 1620-9829 

1620-AP, with 1232-P2, 230 V 1620-9830 . 
Replacement Battery (9 used) 8410-1372 
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1232-A Tuned Amplifier and Null Detector 


# 20 Hz to 20 kHz, 50 and 100 kHz 
# 0.1-uV sensitivity 

= bandwidth approx 5% 

= 120-dB gain 


A sensitive null detector like this is the key to many a 
fussy bridge measurement. Battery operation frees the 
1232 from power-line noise and makes it ultra portable. 
Low-noise solid-state circuitry and high gain make it very 
sensitive. Its tunability and choice of bandwidth enable 
you to reject broadband noise as well as the harmonics 
that might otherwise impair good measurements. Here 
are its prime uses: 


® bridge detector at audio frequencies; with the 1232- 
P2 Preamplifier it is equally sensitive for extremely 
high-impedance sources 


® audio preamplifier and general-purpose, tunable, or 
broadband audio amplifier 


@ a-m detector for 0.5- to 500-MHz carrier frequencies, 
when used with an 874-VQ Voltmeter Detector 


@ sensitive audio wave analyzer for approximate meas- 
urements 


SPECIFICATIONS 


Frequency Response: TUNABLE FILTERS: 20 Hz to 20 kHz in 
3 ranges; between 2% and 6% bandwidth to 15 kHz; 2nd har- 
monic at least 34 dB down from peak, 3rd at least 40 dB down; 
rejection filter on two highest ranges reduces 60-Hz level to 
at_least 60 dB below peak response (50-Hz level is down 
>50 dB). Dial accuracy is 3%. FIXED-TUNED FILTERS: 50 
kHz, 2nd harmonic is 44 dB down; 100 kHz... 53 dB down. 
FLAT RESPONSE: +3 dB from 20 Hz to 100 kHz. 


Sensitivity: See plot. Typically better than 0.1 »V over most of 
the frequency range. 


National stock numbers are listed at the back of the catalog. 
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Performance. Upper: Specified sensitivity as input level for 
full scale indication, max gain, tuned. Lower: Typical noise 
level in terms of equivalent current and voltage sources. __ 


Noise Level: REFERRED TO INPUT: See plot. Noise figure at 1 
kHz is less than 2 dB at an optimum source impedance of 27 
kn. REFERRED TO OUTPUT: Less than 5 mV on FLAT filter- 
frequency position, min gain setting, and —20-dB switch posi- 
tion; less than 50 mV in MAX SENS position. 


Input: IMPEDANCE: Approx 50 ka at max gain; varies inversely 
with gain to 1 MQ at min gain. MAX SAFE VOLTAGE: 200 V 
ac or 400 V dc. 


Output: VOLTAGE GAIN: Approx 120 dB on the tunable ranges; 
100 dB, flat range; 106 dB at 50 kHz; 100 dB at 100-kHz 
position. LEVEL: 1 V into 10 kQ when meter indication is full 
scale. INTERNAL IMPEDANCE: 3 k®. METER LINEARITY: 
dB differences are accurate to +5% +0.1 division for inputs of 
less than 0.3 V. COMPRESSION (meter switched to LOG): 
Reduces fullscale sensitivity by 40 dB. Does not affect bottom 
20% of scale. ATTENUATION (meter switched to —20 dB): 
Linear response with 20-dB less gain than MAX SENS. 


Distortion (filter switch in FLAT position): <5% (due to meter 
rectifiers). 

Terminals: Input, GR874® coaxial connector; output, binding 
posts. 

_ Available: 1232-P2 Preamplifier to maintain sensitivity of 


1232-P2 Preamplifier 


The 1232-P2 has particular application to measure- 
ments with the 1615-A Capacitance Bridge. It increases 
sensitivity for measurements made at frequencies well 
below 1000 Hz if the bridge is set to both its lowest C and 
D (not G) ranges simultaneously. Low-frequency meas- 
urement of small samples of dielectric materials can be 
made more accurately with the addition of this preamp- 
lifier. 


SPECIFICATIONS 


Voltage Gain: Approx 0.7. 

Noise (referred to input): Open-circuit equivalent 0.1 pA; 
short-circuit equivalent, 0.3 wV (when used with Type 1232-A 
tuned to 100 Hz). 

Impedances: INPUT: >100 mo in parallel with 70 pF. OPTI- 
MUM SOURCE: 3 MQ. OUTPUT: 10 kg. 


Connectors: GR874® on cables, input and output. 


1232-A at low frequencies when operating from a source im- 
pedance above 100 ko; rack-adaptor sets (see below) convert 
1232 alone, or with companion instruments, to 19-in. rack- 
mount width. 

Power: 12 V dc, from 9 mercury (M72) cells in series. Est 
battery life 1500 hours. Optionally, a rechargeable battery 
(non-mercury) can be supplied on special order. 

Mechanical: Convertible bench cabinet. DIMENSIONS (wx 
hxd): Bench, 8x6x7.5 in. (203x152x190 mm). WEIGHT: 
5.75 |b (2.6 kg) net, 8 Ib (3.7 kg) shipping. 


Catalog 
Description Number 
1232-A Tuned Amplifier and Null Detector 1232-9701 
1232-AP Tuned Amplifier and Null 
Detector, with preamplifier 1232-9829 
Rack-Adaptor Sets 
480-P308, for 1232-A alone 0480-9838 
480-P316, for 1232-A with 1310 or 1311 
oscillator or similar 8-in. wide instru- 
ment with convertible-bench cabinet 0480-9836 
480-P317, for 1232-AP (with preamp) 
and companion 8-in. instrument 0480-9837 
Replacement Battery, 9 req’d 8410-1372 


1232-P2 Preamplifier installed. 


Power: 12 V, 200 wA, suppied by 1232-A. 

Mechanical: Special cabinet. DIMENSIONS (wxhxd): 0.75x 
6x7.5 in. (19x152x190 mm). WEIGHT: 0.94 Ib (0.43 kg) net, 
4 |b (1.9 kg) shipping. 


Catalog 


Description Number 


1232-P2 Preamplifier 


1232-9602 


1240 Bridge Oscillator-Detector 


The 1232-A Tuned Amplifier and Null Detector and the 
1311-A Audio Oscillator have been combined for use with 
audio-frequency bridges and other null-balance devices. 
This assembly occupies a minimum of bench space and 
is supplied with removable panel extensions, which adapt 
it for rack mounting. 

The oscillator supplies 11 fixed frequencies from 50 
Hz to 10 kHz. The detector is tunable continuously from 


National stock numbers are listed at the back of the catalog. 


20 Hz to 20 kHz, with additional spot frequencies of 50 
kHz to 100 kHz. The assembly is also available with the 
1232-P2 Preamplifier included. 


SPECIFICATIONS 

Power: Null detector, internal battery; oscillator, 105 to 125 
or 210 to 250 V, 50 to 400 Hz, 22 W max. 

Mechanical: Cabinets bolted together. DIMENSIONS (wxhxd): 
19x6x7.75 in. (483x153x197 mm), including panel extensions 
for rack mounting. WEIGHT: 13.5 Ib (7 kg) net, 28 Ib (13 kg) 
shipping. 


Catalog 

Description Number 
1240-A_ Bridge Oscillator-Detector, 115 V 1240-9701 
1240-A_ Bridge Oscillator-Detector, 230 V 1240-9711 
1240-AP Bridge Oscillator-Detector, 

with preamplifier, 115 V 1240-9829 
1240-AP Bridge Oscillator-Detector, 

with preamplifier, 230 V 1240-9839 
ASA type M72 Replacement battery (for 

1232, 9 req’d) 8410-1372 
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1616 Precision 
Capacitance Bridge 


10-7 pF to 10 wF — 12-digit readout 
10-19 1U to 1000 1.0 — 5-digit readout 
10 Hz to 100 kHz 

up to 150-V input from oscillator 


3-terminal measurements 
coaxial measurements _ 


The heart of precision The 1616 is the heart of the 
1621 Capacitance-Measuring Assembly. The bridge is 
also available separately for use where oscillator and de- 
tector are on hand or in applications in which they must 
be specialized for a unique need. 

The 1616 employs a transformer ratio-arm bridge with 
which unbalances as small as 0.1 aF (10~’ pF) and 100 
aU (10~"° U0) can be resolved. Detection of such small 
unbalances is aided by ratio-transformer voltage capabil- 
ities up to 160 volts at 1 kHz and by range switching 
that disconnects the unused internal standards in order 
to reduce shunt capacitance across the detector input. 


SPECIFICATIONS 

Capacitance measurement, 3-terminal: DECADES: 12. 
RANGE: 0.1 aF to 1 uF (10—" to 10-* F). ACCURACY:* +10 
ppm, when most-significant decade is 1, 10, or 100 pF per 
step; otherwise, and at other frequencies, accuracy is =[50 
ppm + (0.5 + 20 Cue) (fiz)? ppm + (fire) aF]. 

Capacitance, 2-terminal: Same as above, except as follows. 
RANGE: One additional decade, to 10 uF (10—'? to 10-5 F). 
Conductance measurement, 3-terminal: DECADES: 5 (virtually 
extended to 11 by G multiplier). RANGE: 100 av to 100 nv 
(10—-"* to 10“). ACCURACY:* +(0.1% + 1 step in least sig- 
nificant decade). There is a small reduction in conductance 
accuracy at frequencies other than 1 kHz. RESIDUAL C 
(across conductance standards): +(< 0.03 pF). 
Conductance, 2-terminal: Same as above, except as follows: 
RANGE: One additional decade, to 1000 uv (10-"* to 10> ¥). 
Multipliers: FOR 3-TERM: X1, X10; FOR 2-TERM: X1, X10, 
X100; affect both C and G. FOR CONDUCTANCE ONLY: X1, 
X10—',-. . . X10~* (7 positions). Effects of these multipliers 
are included in the specified ranges. 

Frequency: 10 Hz to 100 kHz. 


Standards: CAPACITANCE: Air dielectric with TC < +20 
ppm/°C and D <10 ppm for 8 lowest decades; Invart, air di- 
electric with TC of +3 +1 ppm/ °C and D <10 ppm for 3 mid- 
dle decades; mica dielectric with TC of 20 £10 ppm/°C and 
D <200 ppm for 2 highest decades. ADJUSTMENTS for all 
capacitance standards available through key-locked door on 
panel. THERMAL LAG: C standards for first 8 decades 
_ mounted in an insulated compartment with a thermal time 
constant of 6 h (time required for compartment interior to 
reach 63% of ambient change). CONDUCTANCE: Metal-film 
resistors in T networks with small phase angles. 

*Accuracy stated as fraction of measured value, for these conditions: 
frequency, 1 kHz, except as noted; temperature, 23° + 1°C; humidity, 


< 50% RH. 
+ Registered trademark of the Carpenter Steel Co. 


National stock numbers are listed at the back of the catalog. 
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For thermal stability in precision intercomparisons, 
eight of the twelve internal capacitance standards are 
mounted in an insulated compartment to reduce the 
effects of ambient temperature changes. Misreading the 
values at balance is virtually impossible due to direct- 
reading lever switches that control the balance for both 
capacitance and conductance. Panel layout is unusually 
neat — only the unknown capacitor and, if desired, an 
external standard for comparison measurements are con- 
nected to the front panel; the oscillator and detector 
are connected to the rear as are the BCD data-output 
channels. 


Comparison: Terminals provided to connect external standard 
for comparison measurements; 13-position panel switch multi- 
plies standard by —0.1,0...+1. 


Input: The smaller of 160 fi, or 350 V rms can be applied to 
the bridge transformer at the GENERATOR terminal without 
waveform distortion; 500 V rms max, depending on conduc- 
tance range, when GENERATOR and DETECTOR connections 
are interchanged. 


Interface: GR900® locking coaxial connector on panel to con- 
nect 2-terminal unknowns, 2 gold-plated GR874® locking 
coaxial connectors on panel to connect 3-terminal unknowns 
and 2 to connect external standard. DATA OUTPUT: 50-pin 
and 36-pin type 57 connectors on rear provide connection to 
8-4-2-1 weighted BCD contacts (rated at 28 V, 1 A) on each 
switch for capacitance and conductance values respectively. 
OSCILLATOR and DETECTOR: Connect to rear BNC con- 
nectors. 


Required: OSCILLATOR: GR 1316 recommended. DETECTOR: 
GR 1238 recommended. The 1616 Bridge is available with 
this oscillator and detector as the 1621 Capacitance-Measur- 
ing Assembly. 


Available: 1316 OSCILLATOR, 1268 DETECTOR, a broad line 
of capacitance and resistance standards, and coaxial cables 
for connection of unknowns and standards. 


Mechanical: Bench or rack model. DIMENSIONS (wxhxd): 
Bench, 19.75x13.81x12.88 in. (502x351x327 mm); rack, 19x 
12.22x10.56 in. (483x310x268 mm). WEIGHT: Bench, 57 Ib 
(26 kg) net, 69 Ib (32 kg) shipping; rack, 49 Ib (23 kg) net, 
61 Ib (28 kg) shipping. 


Catalog 
Description Number 
1616 Precision Capacitance Bridge 
Bench Model 1616-9700 
Rack Model 1616-9701 
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1621 Precision Capacitance - 


Measurement System 


107 pF to 10 uF 
12-digit readout, 10-ppm basic accuracy 


= 10-19 ww to 1000 LO 
5-digit readout, 0.1% basic accuracy 


= 10 Hz to 100 kHz 


3-terminal measurements 
with 2- or 3-terminal connection 


= comparison measurements 


simple lever balance with in-line readout 


The whole of precision The 1621 represents the first 
major improvement in nearly a decade in ultra-precise 
laboratory capacitance intercomparisons and dielectric 
measurements. It is a completely self-contained system 
capable of capacitance measurements in increments as 
small as 0.1 aF (10~ pF) and conductance measure- 
ments in increments as small as 100 aU (10-” ,U; equiv- 
alent to a shunt resistance of 10'° MQ). Measurements 
are three terminal, with 2- or 3-terminal connection, and 
provision is also made for the connection of an external 
standard for comparison measurements. 

Such capability and precision are usually accompanied 
by restricted frequency and complex operation. The 
1621, however, avoids these difficulties. Little degrada- 
tion of performance occurs from 10 Hz to 10 kHz and 
operation to 100 kHz is possible. Balances are achieved 
by in-line readout lever switches — easily adjusted and 
read correctly. All digits of capacitance and conductance, 
as well as pertinent multipliers, are also provided by 
BCD-coded contact closures, available-at rear-panel con- 
nectors for use by printers or data-processing equipment. 


National stock numbers are listed at the back of the catalog. 


Three integrated units The 1621 is an assembly of 
three integrated instruments: A precision ratio-arm 
bridge, a highly stable oscillator, and an extremely sen- 
sitive detector. Most of the bridge’s internal standards 
are enclosed in an insulated housing to reduce the effects 
of ambient temperature changes; unused standards are 
disconnected to reduce shunt capacitance at the detec- 
tor input. The oscillator provides up to 125 V or 5 A for 
sufficient signal to be detected even with unbalances as 
small as one part in 10° of 10 pF. The detector contains 
three meters to help you speed the balance: One displays 
the magnitude and the other two simultaneously display 
the in-phase and quadrature components of any un- 
balance. 


SPECIFICATIONS 

(See 1616 for performance specifications) 

Frequency: 10 Hz to 100 kHz. 

Supplied: 1616 Precision Capacitance Bridge, 1316 Oscillator, 
1238 Detector, all necessary interconnection cables, and 
power cord. 

Available: 1408 REFERENCE STANDARD CAPACITORS (10 pF 
and 100 pF) for calibration. 

Power: 100 to 125 and 200 to 250 V, 50 to 60 Hz, 51 W. 
Mechanical: Bench or rack models. DIMENSIONS (wxhxd): 
Bench, 19.75x24.25x15 in. (502x616x381 mm); rack, 19x 
20.91x11.44 in. (483x531x291 mm). WEIGHT: Bench, 105 
lb (48 kg) net, 140 Ib (64 kg) shipping; rack, 90 Ib (41 kg) 
net, 125 Ib (57 kg) shipping. 


Catalog 
Description Number 
1621 Precision Capacitance-Measurement System 
Bench Model, 60-Hz 1621-9701 
Rack Model, 60-Hz 1621-9702 
Bench Model, 50-Hz 1621-9703 
Rack Model, 50-Hz 1621-9704 
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1238 Detector 


10 Hz to 100 kHz 
100-nV full-scale sensitivity 


= magnitude, in-phase, and quadrature meters 
for rapid bridge balances 


excellent bridge detector 


Designed for the difficult If you’ve ever had to extract 
a small signal from noise or to resolve a signal into its in- 
phase and quadrature components, you can appreciate 
the advantages of the 1238. With its high gain — 130 
dB — and meters not only for magnitude of the input 
signal but for the in-phase and quadrature components 
as well, the 1238 lends itself handily to the most exacting 
applications. 

This high-performance detector is attractive in other 
respects also, including 1-GQ input impedance for mini- 
mum loading, overload protection against signals up to 
200 V, and flat or tuned frequency response (with or 
without line-frequency rejection) to tailor the detector to 
your signal no matter how “tainted” it might be. 

Excellent bridge detector In combination with a spe- 
cial oscillator, GR 1316, that supplies the necessary 
quadrature reference channels, this detector is superb 
for sensitive audio-frequency detection. The combination 
is specifically intended for use with the 1616 Precision 
Capacitance Bridge, enabling resolutions of one part in 
10° of 10 pF. Refer to the 1621 Precision Capacitance- 
Measurement System. 


SPECIFICATIONS . 


Frequency: 10 Hz to 100 kHz, flat or tuned. FLAT: +5 dB 
from 10 Hz to 100 kHz. TUNED: Set by 4 in-line readout dials 
with +5% of reading accuracy, 2 to 4% bandwidth, and sec- 
ond harmonic 230 dB down from peak. LINE-REJECTION 
FILTER: Reduces line level by 240 dB while signal is down 6 
to 10 dB at 10 Hz from line frequency; filter can be switched 
out. 


Signal Input from bridge or other source: Applied to rear BNC 
connector. SENSITIVITY: Also see curve; 100 nV rms typical 
for full-scale deflection at most frequencies, compression can 
be switched in to reduce full-scale sensitivity by 20 dB. IM- 
PEDANCE: 1 GQ720 pF. MAXIMUM INPUT: 200 V rms. 
VOLTAGE GAIN: ~105 dB in flat mode, ~130 dB in tuned 
mode, set by 12-position switch. SPOT NOISE VOLTAGE: 


SENSITIVITY (MINIMUM DETECTABLE SIGNAL) 
“METER TIME CONSTANT: Is 


INPUT VOLTAGE - nV 


° 
iT) 20 50 100 200 500 [000 2000 5000 10k 20k 
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National stock numbers are listed at the back of the catalog. 
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The 1238 Detector consists of a high-impedance low- — 
noise preamplifier, a tuned amplifier, a compression 
amplifier, and two phase-sensitive detectors. Three panel 
meters provide the indications: one displays the magni- 
tude of the input signal and two others simultaneously 
display its in-phase and quadrature components. The 
reference signals can be rotated continuously from O 
through 360° to ensure that the phase meters respond 
independently to the components of significance to you, 
for the most rapid bridge balances or signal analysis. 

The effects of noise, hum, or any other input-signal 
contaminants are normally reduced or eliminated from 
your measurements by means of a tunable filter, line-re- 
jection filter, and selectable time constants in the phase- 
sensitive detector circuits — all controlled from the front 
panel by the simple push of a button or turn of a knob. 


PHASE 
SENSITIVE 
DETECTOR | 


0° 


0 TO 360° 
PHASE 
SHIFTER 


REFERENCE 
INPUTS 


PHASE 
SENSITIVE 
DETECTOR 


LINE 
REJECT 
FILTER 


90° 
TUNABLE 
FILTER 


<30 nV X \/bandwidthi, at 1 kHz with input impedance of 70 
Mo7500 pF. MONITORED by magnitude, in-phase, and quad- 
rature meters; phase-sensitive detectors contain time-con- 
stant variable from 0.1 to 10 sin 5 steps. 

Reference Inputs from oscillator: Applied to rear BNC connec- 
tors. Two 21-V rms reference signals required, with 90° phase 
difference between them. PHASE SHIFTER rotates both ref- 
erences continuously from O to 360° and two verniers rotate 
each reference individually ~10°. 

Outputs: MAIN AMPLIFIER: 4 V rms (approx 2.3 V for full scale 
on Magnitude meter) available at rear BNC connector. MAG- 
NITUDE: 6 V dc for full scale deflection; PHASE DETECTORS: 
Up to 1 Vdc each for full scale deflection (depending on Sensi- 
tivity setting); available at rear 5-pin type 126 jack. 
Environment: TEMPERATURE: O to +55°C operating, —40 to 
+75°C storage. BENCH HANDLING: 4 in. or 45° (MIL-810A- 
VI). SHOCK: 30 G, 11 ms (MIL-T-4807A-4.5-3A). 

Required: Oscillator with O and 90° outputs; the 1316 Oscil- 
lator is recommended. 

Power: 100 to 125 and 200 to 250 V, 50 to 60 Hz, 15 W. 
Mechanical: Bench or rack models. DIMENSIONS (wxhxd): 
Bench, 19.56x6.66x12.94 in. (497x169x329 mm); rack, 19x 
5.22x13.06 in. (483x133x332 mm). WEIGHT: Bench, 27 Ib 
(13 kg) net, 40 Ib (19 kg) shipping; rack, 21 Ib (10 kg) net, 
34 |b (16 kg) shipping. 


zw? Catalog 
Description Number 
1238 Detector 
60-Hz Bench Model 1238-9700 
60-Hz Rack Model 1238-9701 
50-Hz Bench Model 1238-9703 
50-Hz Rack Model 1238-9704 


ey LEVEL 
fan BOERS: 


, < A Ca — 
16 17-A sap e\ 
= 1 pF to 1.1 farads 
a 20 Hz to 1 kHz 


= 1% accuracy 
= 2-, 3-, or 4-terminal connections 


Self-Contained bridge The 1617-A was specifically de- 
signed for measuring capacitance, dissipation factor, and 
leakage current of electrolytic capacitors, but it will also 
find considerable use as a general-purpose 1% bridge. 
It is completely self-contained, including a 120-Hz gen- 
erator, null detector, dc polarizing-voltage supply, and 
metering for bias voltage and leakage current. At fre- 
quencies other than 120 Hz, use an external oscillator. 

Multiterminal connections An unknown capacitor can 
be connected to the bridge by means of three- or four- 
terminal connections, as well as the usual two-terminal. 
The four-terminal connection permits accurate measure- 


National stock numbers are listed at the back of the catalog. 


ment of large capacitance by reducing the effect of the 
resistance and inductance of leads and connections. 
Correct measurements of small capacitances are assured 
by the three-terminal connection, which reduces the 
effect of stray lead capacitance. A multiterminal configu- 
ration is necessary for accurate measurement of capaci- 
tors connected by long cables leading, for instance, from 
the bridge on a nearby bench into an environmental test 
chamber. 

This bridge includes an Orthonull® balance finder, 
which speeds up measurements of high-dissipation-factor 
capacitors by eliminating troublesome sliding balance. 
The operator’s safety is enhanced by warning lights indi- 
cating the presence of voltage on the bridge terminals. 

Electrolytics The 1617 Capacitance Bridge is de- 
signed especially for measuring large-valued capacitors 
like those in table, as well as other electrolytic types, most 
of which require the special measurement conditions pre- 
scribed by MIL or EIA specifications: 
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Specification 


n 
Capacitor Type 


Frequency AC Level 

MIL C-3965-C 1205 H2 Less than 30% 
MIL C-39006-A of DCWVorl1V, 
Tantalum Foil pk, whichever 
and Sintered is smaller 
Slug Capacitors (Less than 1V 

rms for 39006A) 
MIL C-26655-B 120-55 Hz Limited to 1V, 
MIL C-39003 rms 
Solid Tantalum 
Capacitors 
MIL C-39018 
Aluminum Oxide 
Capacitors 
RS 228 120 Hz Small enough not 
Tantalum Electrolytic to change value 
Capacitors : 
MIL C-62 B 120 +5Hz Limited to 30% 
Polarized Aluminum of DCWV or 4V, 
Capacitors whichever is 

smaller 
RS 154 B 120 Hz Small enough not 
Dry Aluminum to change value 
Electrolytic Capacitors 
RS 205 120 Hz Small enough not 
Electrolytic Capacitors - to change value 
for use in Electronic » 
Instruments 

SPECIFICATIONS 
| 
Quantity Frequency 


Capacitance 120 Hz internal 


H212% 


0 to 0.11 F 
4 pF 


Accuracy : 
Loss DC Polarizing Voltage 
2% R or P.F. C—Sufficient for no reversal of polarity. » 
2% D—‘“Polarized Capacitance Bridge’ Sum 
(P.F. of ac and dc shall not exceed DCWV 
2% for (Less than 2.2 V for 39006A) \ 
-39006A) 
2% D, 10% C—Max bias 2.2 V. 
(2% for D—"Polarized Bridge’, 2.2-V dc max. — 
-39003 — ; 
and i 
-39018) 
2% D, 5% Optional 
2% D, 2% No bias required if ac voltage less than — 
1 V. However, if bias causes differences, 
measurements with bias shall govern. 
Ror RC Optional, but if substantial difference Oc: : 
curs, rated dc should be used. nes 
2% D Optional 
Range Accuracy * 


+1% +1 pF, smallest division 2 pF; 
residual (‘‘zero’’) capacitance approx 


0.11 F to 1.1 F +2% 


| 40 Hz to 120 Hz external 
} (useful down to 20 Hz with 
reduced accuracy) 


120 Hz to 1 kHz external 


120 Hz internal or 40 Hz to 
120 Hz 


Dissipation Factor 


120 Hz to 1 kHz 


Oto 1.1F 


2 
0 to G5) F 
0 to 10 


0 to 10 


Same as above with suitable generator 


+1% +1 pF with suitable generator 


fz and precautions 


fz 
120 


+0.001 +0.01 C +2% tf 


fz 
120 


(+0.001 +0.01 C) +2% t 


tAdditional error (due to lead resistance) for 4-terminal measurements: For C <1%, for D <0.01, if each lead has <1 0 of resistance, except 
on the highest measurement range the corresponding lead resistance is 0.1 0. 


* C is expressed in farads. 


Frequency: INTERNAL TEST SIGNAL: 120 Hz (synchronized 
to power line) for 60-Hz model; 100 Hz for 50-Hz model. 
Phase reversible. Amplitude selected by switch to be 0.2, 
0.5, or 2 V max. EXTERNAL TEST SIGNAL: 20 Hz to 1 kHz. 
(See table for C range.) 


De Bias Voltage: Internal power supply and meter: 0 to 600 V 
in 6 ranges. Meter accuracy: +3% of full scale. External 
bias limit: 800 V max. 


Bias Current (from internal source): ~ 15 mA max. METER: 
Range, 0 to 20 mA in 6 ranges; resolution, 0.5 »A (first range); 
accuracy, =3% of full scale. 


Required, for measurements at frequencies other than twice 
the line: An oscillator such as the 1311 for spot frequencies 
or the 1310 for continuous coverage. 


Supplied: 4-lead and shielded 2-lead cable assemblies. 


National stock numbers are listed at the back of the catalog. 
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Power: 105 to 125 V or 210 to 250 V, 18 W. Both 50 and 60- 
Fiz models. 


Mechanical: Flip-Tilt case and rack mount. DIMENSIONS 
(wxhxd): Portable, 16.25x15x9 in. (413x381x229 mm); rack, 
19x14x6.13 in. (483x356x155 mm). WEIGHT: Portable: 26 
Ib (12 kg) net, 34 Ib (16 kg) shipping; rack, 28 Ib (13 kg) 
net, 43 Ib (20 kg) shipping. 


Catalog 
Description Number 
1617 Capacitance Bridge 
Portable Model (115 V, 60 Hz) 1617-9701 
Portable Model (230 V, 60 Hz) 1617-9286 
Portable Model (115 V, 50 Hz) 1617-9206 
Portable Model (230 V, 50 Hz) 1617-9266 
Rack Model (115 V, 60 Hz) 1617-9820 
Rack Model (230 V, 60 Hz) 1617-9296 
Rack Model (115 V, 50 Hz) 1617-9216 
Rack Model (230 V, 50 Hz) 1617-9276 


Patent Number 2,872,639. 


Resistance-Measuring Instruments 


resistance and conductance measurement at low applied power. 


1666: +.01% accuracy. 6-digit resolution. 2-, 3- or 4-terminal 


Self-contained sensitive detector. 


1644: +1% accuracy. Megohm bridge with 
seven test voltages, 10 to 1000 V and self- 
checking internal standards. AR to +0.2%. 


ae 1863: up to 3% accuracy. 50, 
100, 200, 250 & 500 V tests. 
Up to 20 TO. 


1864: up to 3% accuracy. Adjust- ' 
able voltage, 10 V to 1000 V. Up to 
0TO. 


1685: +0.1% accuracy. Automatic, di- 
gital readout. Built-in limit comparator. 
(Also measures L and C.) 


1608: +.05% accuracy. Can apply MIL STD dc test 
voltages. Also ac resistance and conductance meas- 
urements with Q readout. (Also measures L and C.) 


1656: +0.1% accuracy. Sensitive dc detector. 
Low voltage applied. 4-digit readout. Lever ad- 
justments. (Also measures L and C.) 


1650-B: +1% accuracy. AC or dc meas- 
urements. Self-contained, low cost, 
general-purpose CRL bridge. 


1683: +0.1% accuracy. Automatic 
bridge. 120-Hz or 1-kKHz measurements. 
Fully automatic, 4%2-digit readout. 
5-terminal connections. (Also L and C.) 


1658: +0.1% accuracy. Automatic Di- 
gibridge.™ 120 Hz and 1 kHz. Q readout. 
10 bins for sorting. IEEE bus optional. 
(Also measures L and C.) 


1657: +0.2% accuracy. Fully au- 
tomatic Digibridge™ 120 Hz and 1 
kHz. 5-digit display. 5-terminal con- 
nection. (Also measures L and C.) 


1654: to +.003% 


comparison accura- 
cy. Measures AR in 
 LOOHZ UkKHz, 10 
kHz and 100 kHz. 
Phase-angle differ- 
ence also displayed. 


BR cc we tosetncn Bree OH 
‘seen 


= 0.01% accuracy, direct reading 

= six-digit resolution 

a 2-, 3-, or 4-terminal resistance or conductance 
1 £2 to 1 TO range (1 pU to 1 Mv) 


The GR 1666 combines the advantages of the Wheat- 
stone and Kelvin bridges in a single instrument that will 
find application almost anywhere. Whether your require- 
ment is for high accuracy, extremely-low or very-high re- 
sistance values, remote measurements, portability, or 
precise comparison, the 1666 will excel. It can even 
be set up for rapid sorting of resistors to tight tolerances. 

Two-terminal, guarded, or Kelvin connections to the 
unknown resistor assure that the accuracy inherent in 
the 1666 can be realized at the point of measurement 
over the entire range of the bridge from 10~ to 10” ohms. 
Internal adjustments on all ratio arms and bridge stan- 
dards allow you to make calibration adjustments con- 
veniently and rapidly, using a set of 1440 Standard 
Resistors. 

The 1666 will make, with ease, such diverse measure- 
ments as winding resistance of transformers, switch-con- 
tact resistance, diode resistance (forward and reverse), 
leakage conductance of materials and devices, and the 
key parameters of resistance thermometers, standard 
resistors, and decades, by direct and comparison meth- 
ods. The six lever switches and quick-response detector 
permit 0.01% balances to be made in less than 10 sec- 
onds — part-per-million balances in 20. Resistor sorting 
can be carried out even faster through use of the null 
meter as a deviation indicator; overload recovery of the 
detector is very rapid. 


SPECIFICATIONS 


Bridge Circuits: Kelvin and guarded Wheatstone in both re- 
sistance and conductance configurations. 


Ranges: TOTAL MEASUREMENT RANGE, 1 » to 1 Ta. Re- 
sistance ranges, 1 «© to 1.1 MQ in 7 ranges (1 u«@ is one 
count); conductance ranges, 1 pU to 1.1 U in 7 ranges (1 


National stock numbers are listed at the back of the catalog. 
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ay RO 


pU is one count). RECOMMENDED RANGES: Wheatstone, 
100 © to 1 TQ; Kelvin, 1 .Q to 10 ka. 

Resolution: Six digits or 1,111,110 counts. 

Accuracy (limit of error): DIRECT READING, +(0.01% +10 
ppm of full scale). For low-value readings, when first and sec- 
ond digits are zero, +(0.1% + 3 ppm of full scale). These 
limits apply from 20 to 25°C at <75% RH, within 6 months of 
calibration. Error remains less than £0.1% from O to 25°C 
at 95% RH and from 0 to 35°C at 85% RH. TWO-YEAR AC- 
CURACY: Add +0.01% to above. COMPARISON ACCURACY: 
+[2 + 0.001 x (ppm difference)] ppm of full scale (decade 
values to 2 ppm where sensitivity is adequate and difference 
is small). 

Sensitivity (with internal source): RESISTANCE: 2 u@ at very 
low values; 10 ppm at 1 9; 5 ppm at 109; 1 ppmat 0.1, 1, 10, 
and 100 ka; 5 ppm at 1 MX. CONDUCTANCE: 2 pv at very 
low values, 5 ppm at 1 wv; 1 ppm at 10 and 100 uv, 1 and 
10 mu; 5 ppm at 100 mu; 10 ppm at 1 U. An external source 
can be used for even better sensitivity. 

Sources: INTERNAL: 6 V (set of 4 D cells), 0.01 W max for 
resistance bridge. EXTERNAL: Up to 30 V dc, 0.5 W max. 
Detector: SENSITIVITY: Meter deflection ~ 5 mm/uV. IN- 
PUT RESISTANCE: approx 20 ka. SHORT-CIRCUIT NOISE 
(slow position): Approx 0.1 «V pk-pk. DRIFT: Typically 0.5 
uV/h. RESPONSE (slow/normal/fast, respectively): Low- 
level time constant, 4/2.5/0.7 s; high-level meter reversal, 
1/0.5/0.3 s. 

Guard (Wheatstone): No error with 2 5 MQ to ground, either 
terminal. 

Lead Error (Kelvin): Less than 249 additional with < 0.10 in 
any lead. 

Supplied: Set of 4 leads with gold-plated copper alligator clips. 
Available: 1440 Standard Resistors, for recalibration. 
Power: Battery of 8 D cells (Burgess type 1200 or equivalent), 
i.e., 4 for internal bridge source and 4 for detector power. 
Mechanical: Flip-Tilt case. DIMENSIONS: (wxhxd): 15x12x8 
in. (381x305x203 mm). WEIGHT: 21 Ib (10 kg) net. 


Catalog 
Description Number 
1666 DC Resistance Bridge, portable 1666-9700 
Replacement Battery (8 req’d) 8410-0200 


1644-A Megohm Bridge 


10? to 10'5 ohms 
= 1% accuracy to 10'? ohms 


= AR measurements to +0.2% 


seven test voltages 


self-checking internal standards 


The 1644-A will measure: 


¢ Insulation Resistance of cables, transformers, chokes, 
components, connectors, wiring, terminals, resistors, 
capacitors, relays, printed circuits, rotating machines, 
switches, circuit breakers, meters, strain gages, thermo- 
couples, delay lines, slip rings, commutators, heaters, 
filters, lightning arresters, and other devices. 


¢ Resistance of high-valued resistors, resistance films, di- 
odes, transistors, and piezoelectric elements. 


¢ Voltage and Temperature Coefficients of resistance. 


¢ Volume and Surface Resistivity of solids, such as 
printed-board material, resins, plastics, potting and cast- 
ing compounds, rubber, refractories, and semiconduc- 
tors; of liquids, such as oils, plasticizers, and solvents; 
and of sneet materials, including plastics, recording tape, 
and varnished fabrics. 

The circuit is a dc Wheatstone bridge with a high- 
impedance, high-sensitivity detector. Precision, wire- 
wound resistors are used for the fixed bridge arm and the 
lowest-valued decade-step arm. For medium values of 
the ratio arm, precision metal film resistors are used; for 
the highest values, carbon film resistors with trimmers. 
The balancing arm is a wire-wound variable resistor. 

The guard terminal eliminates the effects of stray re- 
sistances to ground. For capacitor leakage resistance 
measurement, charging time is a fraction of a second. 


National stock numbers are listed at the back of the catalog. 


SPECIFICATIONS 


Resistance Range: 1 kQ2 to 1000 To (10? to 10% Q) in ten 
ranges. 


Accuracy: 10? © to 10° 2, +1%. After self-calibration: 10'° to 
10? 2, +1%*; 10° 9, =2%; 10'* 2, =10%; 10" ©, = one scale 
division. 

AR% Dial: +5% range; accurate to +0.2% or, for small 
changes, to +=0.1%. 

Test Voltage: Voltage accuracy is +3% +0.5 V. 

Fixed Voltages** 10 | 20 | 50 | 100 | 200| 500/ 1000] v 
Minimum UnknownR 1: 3 | 7! 20! 50/150! 500! ka 
Minimum Test 


Voltage ford? Multiplier Setting | MaxR ! Volts 
Resolution: 100Gorless | 10" | 10 

for approx 1-mm 100G 10!2 too 
meter deflection IT 108 ! 200 


Short-Circuit Current: <15 mA, 10-50 V; <10 mA, 100-1000 V. 
Power: 105 to 125 or 210 to 250 V, 50 to 400 Hz, 13 W. 


Mechanical: Flip-Tilt case and rack mount. DIMENSIONS (wx 
hxd): Portable, 12.75x12.5x7.75 in. (324x318x197 mm); rack, 
19x12.25x5 in. (483x312x127 mm). WEIGHT: 19 Ib (9 kg) 


net, 31 Ib (15 kg) shipping. 


* At high voltages; 1% accuracy is obtainable at 10 V upto 10! n. 
** Any voltage between 10 and 1000 V may be obtained using an ex- 
ternal resistor. 


Catalog 
Description Number 
1644-A Megohm Bridge 
115-V Portable Model 1644-9701 
1644-9820 
230-V Portable Model 1644-9711 
1644-9821 


Patent Number 2,966,257 
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GR 1863 


GR 1864 


1863 and 1864 Megohmmeters 


GR 1863 

a 5 test voltages: 50 to 500 V 

= 50k. to 20 TO (2x 101320) 

= economical, simple operation 


direct reading, safe, stable 


GR 1864 

= 200 test voltages: 10 to 1090 V 
= 50 kf. to 200 TO (2 x 10142) 

= direct reading, safe, stable 

= simple operation 


~ 


If one of these GR megohmmeters doesn’t exactly suit 
your high-resistance measurement needs, the other one 
should. Although the instruments are similar in appear- 
ance and accuracy, their operating ranges differ to match 
differing needs in the laboratory and production area. 


Choice for production and inspection The 1863 Meg- 
ohmmeter wi!l measure resistance at any of five common 
test voltages up to 500 V, has fewer controls, and is the 
lower priced model. It is, therefore, the best selection 
when several test stations are to be equipped, when the 
operators are inexperienced, or when specifications call 
for standard insulation-testing voltages. 


Choice for laboratory investigations The 1864 is the 
more flexible of the two instruments. The test voltage 
can be set to any value from 10 to 109 volts in 1-volt steps 
and to 1090 volts in 10-volt steps. Thus, the 1864 can be 
set to any common, or uncommon, test voltage for ce- 
ramic, mica or paper capacitors, or other devices. The 
reverse resistance of rectifiers can be readily measured; 
the low test voltages available are especially useful in 
measuring solid-state diodes. An additional range per- 
mits measurements up to 2 x 10'4 ohms (200 Tq). 

Both instruments are easy to use with direct-reading 
meter indication and lighted range switch that shows the 
multiplier for each range and voltage. The maximum cur- 
rent possible at the terminals is limited to a safe 5 milli- 
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amperes and a panel light near the terminals warns when 
voltage is present. Stable power supplies and feedback 
voltmeter circuit minimize drift and time-wasting adjust- 
ments. Guard and ground terminals permit measurement 
of grounded or ungrounded two- or three-terminal resis- 
tors. The instruments are supplied for rack mounting or 
in a convenient, portable Flip-Tilt case that is a stand for 
the meter in use and protects it in transit and storage. 


SPECIFICATIONS 
Voltage and Resistance Ranges: 


Useful 
Ranges 


Rmin Rmaxt 
Full Scale | 10% of Scale ; 2%% of Scale 
Type 1863 
500 GQ 
5T2 
Type 1864 


Voltage 


50, 100 V 
200, 250, 500 V 


10to 50V 50 kQ 500 GO 
50to 100V 200 kQ 5 T2 
100 to 500 V 500 kQ. 5 TQ 
500 to 1090 V 5 MQ 50 TQ 


+ Note: Meter deflects to the left, so 2%2% is near the right; however, 
the meter scale reads naturally, from left to right. 


* Recommended limit. 


Resistance Accuracy: +2(meter reading + 1)% on lowest 5 
ranges (min reading is 0.5). For 6th, 7th, 8th ranges, respec- 
tively, add +2%, +4%, —, for the 1863; +2%, +3%, +5%, for 
the 1864. 

Voltage Accuracy (across unknown): =2%. 

Short-Circuit Current: 5 mA approx. 

Power: 100 to 125 or 200 to 250 V, 50 to 400 Hz, 13 W. 
Supplied: Mounting hardware with rack models. 


Mechanical: Flip-Tilt case and rack mount. DIMENSIONS 
(wxhxd): Portable, 6.63x10x6.75 in. (245x254x172 mm); 
rack, 19x7x4.63 in. (483x178x118 mm). WEIGHT: Portable, 
9.5 Ib (4.4 kg) net, 14 Ib (7 kg) shipping; rack 11 Ib (5 kg) net. 


Catalog 


Description Number 
1863 Megohmmeter ; 

Portable Model 1863-9700 
1864 Megohmmeter 

Portable Model 1864-9700 


Inductance-Measuring Instruments 


1630-AV (1633): +1% accuracy. 50 Hz — 15.75 kHz, up to 400-V ac and 
5-A dc bias. Loss expressed as Q or series R. 0.2 wH to 1000 H. 


1608: +.05% accuracy. Measurements at 1 kHz with internal oscillator, 20 Hz 
to 20 kHz with external oscillator. Digital readout. Q range 0.5 to 2000. Also 
measures R and Q of resistors and C and D of capacitors. 


1656: +0.1% accuracy. Measurements at 1 kHzwith internal oscillator, 20 
Hz to 20 kHz with external oscillator. Inductance balanced with four lever 
switches with digital readout. (Also measures R and C.) 


1650-B: +1% accuracy. Measurements at 1 kHz but useful to 100 
kHz. Q range 0.02 to 1000. Low Q balances facilitated by Or- 
thonull® balance finder. (Also measures R and C.) 


1683: +0.1% accuracy, automatic bridge. Measurements can be made at 120 Hz or 1 kHz. 
Loss is expressed as series resistance from 1mQ to 2 MC with accuracies up to +0.1%. Fully 
automatic bridge with 414-digit resolution and provisions for full systems use. 5-terminal con- 
nections to unknown. 


1685: +0.1% accuracy. Digital meter. Measurements can be made at 120 Hz or 1 
kHz. 4¥2-digit resolution. 5-terminal connection to unknown. Digital limit comparator 
for L. Q has adjustable Go/No-Go limit. (Also measures R and C.) 


1658: +0.1% accuracy. Digibridge™ Keyboard-controlled, microprocessor-based. Automa- 
tic RLC Tester. 120 Hz or 1 kHz. 5-digit L display. Q display .01 to 999. Automatic limit 
comparison (10 bins). IEEE bus optional. Also measures R and Q of resistors, C and D of 


capacitors. 


1657: +0.2% accuracy. Digibridge™Automatic digital meter with 5-digit display of 
Land 4-digit display of Q. Series or parallel R, Lor C. 3 measurements per second. 


1687: +0.2% accuracy. 1-MHz Digibridge." Fully automa- 
tic measurements with display of Land Q, AL%, or multiple 
limit sorting. L down to 1 nH. 


1654: to +.003% comparison accuracy. Measures 
impedance magnitude and phase differences. 4 test 
frequencies, 100 Hz to 100 kHz. 


& 
PASH 12 
le 
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1633-A Incremental-Inductance Bridge 


= direct reading at 9 frequencies 
in series L and R or Q 


0.2 H to 1000 H 

= 20Hz to 20 kHz 

m™ accuracy + 1% 

apply up to 1250 V and 50 A, ac and dc 
= numerous Safety features 


The 1633-A was designed primarily for measuring in- 
ductance and loss of transformers, chokes, and similar 
components at very high levels of ac and dc excitation 
and over a wide frequency range. Easy to operate and 
flexible in application, it can also measure other nonlinear 
elements such as Zener diodes, rectifiers, thermistors, 
and lamps. The bridge contains a highly selective nine- 
frequency detector for effective harmonic rejection and 
can be supplied complete with high-power ac and 
dc supplies as the Type 1630 Inductance-Measuring 
Assembly. 

The incremental-inductance bridge uses a circuit that 
incorporates active elements* in stable operational am- 
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plifiers. Although large signal and bias levels may be 
applied to the unknown indicator, this circuit keeps sig- 
nals in the bridge small, minimizes corrections, and elim- 
inates sliding balance. Current and voltage in the un- 
known inductor are nearly identical in magnitude and 
waveform to those applied at the GENERATOR terminals. 
In many instances measurements can be made on the in- 
ductor while it is actually operating in your circuit. 

Up to 7 amperes rms (combined ac and dc) can be 
passed through the inductor during measurement, up 
to 50 amperes if you use the 1633-P1 Range-Extension 
Unit. The impressed voltage can be as high as 1250 
volts. Two power supplies are available, a dc supply and 
a variable-frequency oscillator, which are designed spe- 
cifically for use with the bridge. Most conventional power 
supplies are not suitable. 

The internal detector is highly selective at nine fre- 
quencies between 50 Hz and 15.75 kHz. Owing to high 
detector sensitivity and low noise, measurements can be 
made at excitation levels below one volt on the highest 
inductance ranges and 10 millivolts on the lowest range. 


*H. P. Hall, R. G. Fulks, ‘‘The Use of Active Devices in Precision 
Bridges,” Electrical Engineering, May 1962. 


SPECIFICATIONS 
Ranges and Accuracy: 


Full-Scale Ranges ce 
Measurement Frequency a b c d e f Division Accuracy 

Inductance 50,60, 100,120Hz 10mH 100mH 1H 10H 100H 1000H 20.uH +(1% of reading or 0.1% of full scale) 

400, 800, 1000 Hz 1mH 10mH 100mH 1H 10H 100 H 2 uH ines reclentop ugh 

Babar u +2% above 10 kHz 

10, 15.75 kHz 100nH 1mH 10mH 100mH 1H} 10H O0.2uH Ff +3% above 15.75 kHz 

Resistance All 100 100 0 1 koa 10kQ 100k® 1MQ 10mQ =+(2% of reading or 0.1% 
ffulliecaiel Seas 
of full sc = 100.” 
Q L eo to 1, direct reading at above frequencies 0.9 1/Q accuracy = 
Largest scale reading: 1000 + 2% +0.001 0.0005 finz* 
Max rms volts 12:5 125 1250 1250 1250 1250 
Min rms volts 50, 60 Hz 0.025 0.25 25 25 2.5 225 
for 1% accuracy 
(internal detector) 1 kHz 0.006 0.06 0.6 0.6 : 0.6 0.6 
Max rms amperes** Zz 7 7 2 0.7 0.2 
with extension unity 50 50 50 


* The frequency-error term is 5 times larger on highest L range. 
** Max rms current = v/l@de + [ac 


t 1633-P1 Range-Extension Unit contains a 0.1-9 resistor, which you connect externally to shunt Rs (on the 3 lowest bridge ranges). Inductance 


and resistance values are reduced by a factor of 10. 


Generator: External only (not supplied). For optimum per- 
formance when dc bias is used, ac supply must be able to 
withstand large dc currents in output circuit, and dc supply 
large ac currents. For dc bias, use 1265-A Adjustable DC 
Power Supply, 200 W; over the audio-frequency range, use 
1308-A Audio Oscillator and Power Amplifier, 200 VA. 


Detectors: INTERNAL: Selectively tuned to 50, 60, 100, 120, 
400, 800 Hz, 1, 10, and 15.75 kHz; response varies < 3 dB 
for frequency components within =1% of the nominal. Re- 
sponse at 2nd harmonic is typically 50 dB lower. EXTERNAL: 
Use the 1232-A Tuned Amplifier and Null Detector, which is 
tunable continuously, 20 Hz to 20 kHz. 


Available: 1633-P1 Range-Extension Unit, 1232-A Tuned 
Amplifier and Null Detector, 1308-A Audio Oscillator and 
Power Amplifier. 

Power: 105 to 125 V or 210 to 250 V, 50 to 60 Hz, ~ 6 W. 
Mechanical: Rack-bench cabinet. DIMENSIONS (wxhxd): 
Bench, 19x12.75x10.25 in. (483x324x260 mm); rack, 19x 
12.25x8.75 in. (483x311x222 mm). WEIGHT: 31 Ib (14 kg) 


net, 48 Ib (22 kg) shipping. 
Catalog 


Description Number 
1633-A Incremental-Inductance Bridge 
115-V Bench Model 1633-9801 
115-V Rack Model 1633-9811 
230-V Bench Model 1633-9802 
230-V Rack Model 1633-9812 


1265-A Adjustable DC Power Supply 


The 1265-A supplies dc bias for the 1633-A Incremen- 
tal-Inductance Bridge. Its characteristics include wide 
ranges of current and voltage, a passive low-impedance 
output circuit that will pass high alternating currents, and 
a choice of voltage or current regulation. 

The instrument has four voltage ranges and four cur- 
rent ranges and will deliver its maximum rated power of 
200 watts to 8, 80,-or 800 ohms. Range switches are 
interlocked to prevent most likely overload situations. In 
addition, electronic circuit prevents damage from over- 
load. 


SPECIFICATIONS 


Full-Scale Output Ranges: 12.5, 40, 125, 400 V dc; 0.16, 0.5, 
1.6, 5 Adc; in any combination up to 200 W. 


National stock numbers are listed at the back of the catalog. 


Meters: Voltage and current; ranges switch with output 
ranges. 
Overload Protection: Overload circuit trips at approx 142 times 
full-scale current. 
Regulation: VOLTAGE OR CURRENT: 0.2% for 10% line-volt- 
age change; 1% for 100% load change. SPEED OF RE- 
SPONSE: Approx 0.1 second. 
Hum Level (rms): For 60-Hz operation, approx 70 dB below 
full-scale dc output (55 dB on 5-A ranges); for 50-Hz opera- 
tion, 6 dB higher. 
Power: 105 to 125 or 210 to 250 V, 50 or 60 Hz, 380 W at 
rated load. (Specify if for 50 Hz.) 
Mechanical: Rack-bench cabinet. DIMENSIONS (wxhxd): 
Bench, 19x7.5x17.25 in. (483x190x438 mm); rack, 19x7x15 
in. (483x178x381 mm). WEIGHT: 70 Ib (32 kg) net, 124 Ib 
(57 kg) shipping. 

Catalog 


Description Number 
1265-A Adjustable DC Power Supply 
115-V Models 
60-Hz, Bench 1265-9801 
60-Hz, Rack 1265-9811 
50-Hz, Bench 1265-9803 
50-Hz, Rack 1265-9813 
230-V Models 
60-Hz, Bench 1265-9802 
60-Hz, Rack 1265-9812 
50-Hz, Bench 1265-9804 
50-Hz, Rack 1265-9814 
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1630-AV Inductance-Measuring Assembly 


= test levels from millivolts to kilovoits 
= L accuracy 1% (R and Q, 2%) 
= discrete frequencies: 50, 60, 100, 120, ... 15.75 kHz 


This assembly is a complete system for the measure- 
ment of inductance and loss of coils with ferromagnetic 
cores. It consists of a 1633 Incremental-Inductance 
Bridge with specially suited dc and ac power supplies in 
a cCabinet-type rack with all necessary interconnecting 
cables. 

The supplies can produce 200-voltampere outputs into 
a wide range of load impedances and are designed to 
pass the large dc and ac currents required. 


The 1308-A oscillator provides continuous coverage 
from 20 Hz to 20 kHz. When measurements are required 
at frequencies other than those given for the internal 
detector, the 1232-A Null Detector is recommended. 


SPECIFICATIONS 

Supplied: This assembly includes the 1633 Incremental-Induc- 
tance Bridge, 1265 Adjustable DC Power Supply and 1308 
Audio Oscillator and Power Amplifier. 

Mechanical: Pedestal cabinet. DIMENSIONS (wxhxd): 22.5x 
43x20 in. (572x1092x508 mm). WEIGHT: 310 Ib (145 kg) 


net, 460 Ib (215 kg) shipping. 
Catalog 


Description Number 
1630-AV Inductance-Measuring Assembly 
115 V, 60 Hz 1630-9827 
115 V, 50 Hz 1630-9847 
230 V, 60 Hz 1630-9837 
1630-9857 


230 V, 50 Hz 


1633-P1 Range-Extension Unit 


The 1633-P1 can be used with the 1633-A Incre- 
mental-Inductance Bridge to extend the current ratings 
to 50 amperes. It connects a 250-watt, 0.1-ohm resistor 
in parallel with one of the bridge arms. 


SPECIFICATIONS 


Inductance Ranges: Only a, b, and c ranges of the 1633-A 
bridge; its readout must be multiplied by 0.1 (otherwise it 


National stock numbers are listed at the back of the catalog. 


62 INDUCTANCE BRIDGES 


operates normally); upper limits are 100 mH for f < 120 Hz, 
10 mH for f S 1 kHz. 

Accuracy: Additional 1% error for f < 400 Hz; correction can 
be made for errors at higher f. TEMPERATURE COEFFICIENT 
of resistance: 20 ppm/ °C. 

Current Rating: 20 A continuous, 50 A intermittent, (total 
rms); 50 A continuous with forced air cooling. 

Terminals: High-current type accommodates wires up to 0.25 
in. dia from generator and unknown inductor; binding posts 
for connection to bridge. 

Supplied: Cable, connects to bridge Unknown terminals. 


Mechanical: Lab bench cabinet. DIMENSIONS (wxhxd): 10.5x 
4.25x5 in. (267x108x127 mm). WEIGHT: 5.3 Ib (2.4 kg) 
net, 7 Ib (3.2 kg) shipping. 


Catalog 
Description Number 
1633-P1 Range-Extension Unit 1633-9601 
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Figure 1. A capacitor equivalent circuit. 


= Fused “ = Dry ae 
Silica Nitrogen ~ 


‘Main ‘| superstable; high stability; low | 
: Advantages | tugged — temperature coeffi- - hi 
Se ioe ue ans =  Olenete ppm/°C) 


Ranges | 10,100pF — 10, 100, 1,000 pF 
3-terminal | 1408 (S) 1404(5) “4422-€1 CB, €D, 
(low, Vales) ch Sever Bares ©) CNGIA 

z et 3 1403 (8) | 
2-terminal | = jo ODS he 
. 2 AOR SB 
1406 (S,P) 
4-terminal : 
(high values) 


(D). — decade: (M) — 


temperature-controlled air bath. 


1408 standard; for use 
with an oil bath. 


1408 standard, with 


1408 Reference Standard Capacitors 


= 10 pF, 100 pF 

# high stability 

= low voltage coefficient 
= fused-silica dielectric 


Ultra-high stability The continuously improving accu- 
racy of capacitor calibrations by the National Bureau of 
Standards brings a better knowledge of capacitance to 
standards laboratories — provided, of course, the labora- 
tories have adequate reference standards. The 1408 
Reference Standard Capacitors, with their high stability, 
are suitable for calibration in parts in 107. The 1616 
Precision Capacitance Bridge is highly recommended for 
accurate calibration of a wide range of working standards 
from such a reference. 

More extensively equipped laboratories are offered the 
economy of a unit designed for use in a temperature- 
controlled oil bath. Laboratories that lack a facility can 
take advantage of the built-in, temperature-controlled 
air bath of a second version. Two capacitance values are 
available, 10 pF and 100 pF, and either or both can be 
ordered in the air-bath version. 


Fused-silica dielectric The active elements of the ca- 
pacitors are gold, deposited on a substrate of fused silica 
— noted for exceptional stability, low loss, and relative 
independence of frequency. The plated substrate is 
mounted in a brass cell which is then sealed in a stain- 
less-steel case containing dry nitrogen. 


Air-Bath Version This unit includes one or two stan- 
dards, as desired, plus a self-contained air bath whose 
temperature is held constant to within 0.01°C per year to 
assure the utmost stability of the standards. Since it 
carries its own environment, it is well adapted for use in 
laboratories without an oil bath or closely-controlled am- 
bient temperature or in portable laboratories and calibra- 
tion centers. The air bath operates from 12 volts so that 
it is an easy matter to transport it under power at all times. 


National stock numbers are listed at the back of the catalog. 


Oil-Bath Version This unit is for laboratories that want 
to use the standard in a temperature-controlled oil bath. 
Two values are available, 10 pF and 100 pF, and each 
offers the same high precision and stability. 


SPECIFICATIONS 
Nominal Values: 10 pF and 100 pF. 


Calibration: A certificate of calibration is supplied with each 
capacitor, giving the measured direct capacitance at 1 kHz and 
at a specified temperature near 25°C for an oil-bath capacitor 
or near 30°C for an air-bath capacitor. The measured value is 
obtained by comparison to a precision better than 0.1 ppm 
with standards whose values are determined and maintained 
by periodic calibrations made by the National Bureau of Stan- 
dards. The limit of uncertainty of these calibrations is 
+0.5 ppm. 

Adjustment Accuracy: +100 ppm. 

Stability: Estimated to be better than 0.3 ppm/ yr. 
Environment: TEMPERATURE COEFFICIENT, 12 ppm += 2 
ppm/°C. TEMPERATURE CYCLING, from O to 60°C, <1 ppm 
hysteresis at 30°C. 

Air-Bath Characteristics: TEMPERATURE, 30°C nominal with 
stability of 0.01°C/ year, <0.005°C/hour if ambient tempera- 
ture is kept within 1°C. TEMPERATURE COEFFICIENT: O 
+ 0.05 ppm/°C from 17 to 29°C ambient temperature. Ther- 
mometer well provided for calibration. 
Electrical: DISSIPATION FACTOR, <10- at 


1 kHz. VOLTAGE, 500 V max. RESIDUAL ea [_ 
IMPEDANCES: 
EA GD CH CL LH LL 
cD 
+ set 


HIGH LOW 


air 10 pF 0.6 wH 10 pF 88 pF 64 pF 
100 pF 0.6uH 100pF 120pF 56 pF 
oil 10 pF 0.2 wH 10 pF 55 peor CHAN 


100 pF O:2nH 100 pF + 87 p23 pF 
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Terminals: Two gold-plated GR874® locking connectors, easily 
adapted to other common connector types (on air-bath version, 
connectors can be moved to rear). 


Available: GR874 ADAPTORS, 874-R22LA PATCH CORDS. 


General: Fused-silica dielectric; plated substrate is hermeti- 
cally sealed in a dry-nitrogen-filled stainless-steel case. Con- 
nections to the air-bath version can be made to the front or the 
rear as your application dictates. A 12-volt input is provided 
to maintain a constant air-bath temperature even while the 
unit is in transit. 

Power (Air-bath version only): 100 to 120 or 200 to 240 V, 50 
to 60 Hz, 5 W; 12 V at 0.4 A for de operation, battery connec- 
tors provided on rear. 

Mechanical: DIMENSIONS (wxhxd): Air-bath version 8.42x 
8.72x16 in. (214x222x407 mm); oil-bath version, 3.5x11.1x 


1.86 in. (89x283x48 mm). WEIGHT: Air-bath version (single 
value), 23 lb (11 kg) net, 32 Ib (15 kg) shipping; (two values), 
25 Ib (12 kg) net, 34 Ib (16 kg) shipping; oil-bath version, 3 |b 
(1.4 kg) net, 7 Ib (3.2 kg) shipping. 


Catalog 
Description Number 
Reference Standard Capacitor, air bath 
1408, 10 pF 1408-9700 
1408, 10/10 pF 1408-9702 
1408, 100 pF 1408-9703 
1408, 100/100 pF 1408-9705 
1408, 10/100 pF 1408-9706 
Reference Standard Capacitor, oil bath 
1408-A, 10 pF 1408-9701 
1408-B, 100 pF 1408-9704 


1404 Reference Standard Capacitor 


# 10, 100, 1000 pF 

= 20 ppm/year stability 

= 3-terminal, coaxial connections 

= hermetically sealed in dry nitrogen 


These capacitors have been designed as primary refer- 
ence standards of capacitance with which working stan- 
dards can be compared. The 1615-A Capacitance Bridge 
is particularly well suited for this purpose and can be 


Equivalent circuit showing direct 
capacitance, Co, and average values 
of residual inductance, L, and ter- 
minal capacitances, Cu and Ci. Cp 
= 1000 pF for 1404-A, 100 pF for 
1404-B, and 10 pF for 1404-c. 


National stock numbers are listed at the back of the catalog. 
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conveniently used to calibrate accurately a wide range of 
working standards in terms of a 1404 Reference Standard 
Capacitor. A single 1000- or 100-picofarad standard is 
also the only standard necessary to calibrate the bridge 
itself. 


In combination with an accurately known external re- 
sistor, this capacitor becomes a standard of dissipation 
factor. 


All critical parts of the plate assembly are made of 
Invar for stability and low temperature coefficient. After 
heat cycling and adjustment, the assembly is mounted in 
a heavy brass container, which, after evacuation, is filled 
with dry nitrogen under pressure slightly above atmos- 
pheric and sealed. The container is mounted on an alumi- 
num panel and protected by an outer aluminum case. 
Each capacitor is subjected to a series of temperature 
cycles to determine hysteresis and temperature coeffi- 
cients and to stabilize the capacitance. 


Two locking GR874® coaxial connectors are used as 
terminals. The outer shell of one is connected to the 
case, but the outer shell of the other is left unconnected 
to permit the capacitor to be used with an external resis- 
tor as a dissipation-factor standard. 


SPECIFICATIONS 

Calibration: A certificate of calibration is supplied with each 
capacitor, giving the measured direct capacitance at 1 kHz 
and at 23° +1°C. The measured value is obtained by a com- 
parison to a precision better than +1 ppm with working stan- 
dards whose absolute values are known to an accuracy of +5 
ppm, determined and maintained in terms of reference stan- 
dards periodically measured by the National Bureau of Stan- 
dards. 

Adjustment Accuracy: The capacitance is adjusted before cali- 
bration with an accuracy of +5 ppm to a capacitance about 5 
ppm above the nominal value relative to the capacitance unit 
maintained by the General Radio reference standards. 
Stability: Long-term drift is less than 20 parts per million per 
year. Maximum change with orientation is 10 ppm and is com- 
pletely reversible. 

Temperature Coefficient of Capacitance: 2 + 2 ppm/°C for 
1404-A and -B, 5 + 2 ppm/°C for 1404-C, from —20°C to 
+65°C. A measured value with an accuracy of +1 ppm/°C is 
given on the certificate. 

Temperature Cycling: For temperature cycling over range from 
—20°C to +65°C, hysteresis (retraceable) is less than 20 ppm 
ete Ge 


1403 Standard 
Air Capacitor 


= calibration accuracy: 
+0.02% +0.01 pF 


IQBQ PFSG1% 


The 1403 Standard Air Capacitors are stable, three- 
terminal standards in decimal values from 1 to 1000 pF. 
Their terminals are arranged to plug directly into the 
External Standard and Unknown terminals of the 1615 
and 1616 capacitance bridges. 


SPECIFICATIONS 


Calibration: A certificate of calibration is supplied with each 
unit giving the measured capacitance at 1 kHz and at a speci- 
fied temperature. The measured value is the direct capaci- 
tance between shielded terminals when the capacitor has at 
least one lead completely shielded and its case connected to 
a guard point. This value is obtained by comparison, to a pre- 
cision better than +(0.01% + 0.00001 pF), with working 
standards whose absolute values are known to an accuracy 
typically +0.01%, determined and maintained in terms of 
reference standards periodically calibrated by the National 
Bureau of Standards. 


Stability: Capacitance change is less than 0.05% per year. 
Residual Impedances: See curve for effect of frequency. Ca- 
pacitance from either terminal to case is ~ 30 pF. 


National stock numbers are listed at the back of the catalog. 


Dissipation Factor: Less than 10~° at 1 kHz. 


Residual Impedances: See equivalent circuit for typical values 
of internal series inductances and terminal capacitances. 


Max Voltage: 750 V. 


Terminals: Two locking GR874 coaxial connectors; easily con- 
vertible to other types of connectors by attachment of locking 
adaptors. Outer shell of one connector is ungrounded to per- 
mit capacitor to be used with external resistor as a dissipation- 
factor standard. 

Required: For connection to 1615-A Capacitance Bridge, 2 
Type 874-R20A or 874-R22LA Patch Cords. 

Mechanical: Lab-bench cabinet. DIMENSIONS (wxhxd): 6.75x 
6.63x8 in. (172x169x204 mm). WEIGHT: 8.5 Ib (3.9 kg) net, 
14 lb (6.4 kg) shipping. 


Catalog 
Description Number 
‘Reference Standard Capacitor — 
1404-A, 1000 pF 1404-9701 
1404-B, 100 pF 1404-9702 
1404-C, 10 pF 1404-9703 


Dissipation Factor: < 20 <x 10—* max at 1 kHz and 50% or 
less relative humidity. 

Peak Voltage: 1500 V, except 700 V for 1403-A. 

Temperature Coefficient of Direct Capacitance: Typically 20 
to 40 ppm per degree between 20° and 70°C. The larger co- 
efficients apply to the smaller capacitance values. 
Terminals: GR874® coaxial connectors, for complete shield- 
ing of the leads. SPACING: 1.13 in (28.6 mm). 

DIMENSIONS (dia x h): 3.06x 
WEIGHT: 1 Ib (0.5 kg) net, 4 Ib 


Mechanical: Cylindrical case. 
5257 In X133 mm): 
(1.9 kg) shipping. 


Typical increase (percent) in 
effective direct capacitance, 
with frequéncy produced by 
residual inductance. 
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Nominal Adjustment Catalog 
Description Capacitance Accuracy Number 
Standard Air Capacitor 
1403-A 1000 pF 0.1% 1403-9701 
1403-D 100 0.1 1403-9704 
1403-G 10 0.1 1403-9707 
1403-K 1.0 0.1 1403-9711 


CAPACITANCE STANDARDS AND DECADES 67 


1406 Coaxial Capacitance Standards 


= stable to 0.05% per year 
= for rf impedance calibrations 
100 pF and 1000 pF 


The 1406 Coaxial Capacitance Standards are stable, 
low-loss air Capacitors with small, stable and known series 
inductance. Use them for the accurate, traceable cali- 
bration of high-frequency bridges and other impedance- 
measuring instruments. 

Instrument calibration The 1406 standards can be 
connected directly to instruments, such as the 1616 Pre- 
cision Capacitance Bridge, equipped with GR900® pre- 
cision connectors and to others through appropriate adap- 
tors. Series inductance and resistance have been kept 
to a minimum in the 900-Q9 Adaptor. When other adap- 
tors are used, these quantities should be known to per- 
mit correcting for their effects at high frequencies. 

These standards can be calibrated at audio frequencies 
with the 1616 bridge or with the 1615 Capacitance Bridge 
and the 1615-P2 Coaxial Adaptor. Each has an adjust- 
ment for compensating for terminal capacitance, to per- 
mit direct-reading measurements. 

Repeatable coaxial connection GR900 precision co- 
axial connectors are used, for stability and repeatable 
performance that have been proven in use at frequencies 
as high as 9 GHz. The use of coaxial connectors also 
meets high-frequency calibration requirements of the 
National Bureau of Standards. 
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Typical percent increase in capacitance with frequency of 1406 Coaxial 
Capacitance Standards. 


National stock numbers are listed at the back of the catalog. 
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SPECIFICATIONS 


Calibration: A certificate of calibration is supplied with each 
unit, giving the measured capacitance at 1 kHz and at a speci- 
fied temperature and relative humidity. The measured capaci- 
tance is the capacitance at the reference plane of the GR900 
connector. This value is obtained by comparison, to a preci- 
sion better than +0.01%, with working standards whose abso- 
lute values are known to an accuracy typically =0.01%, de- 
termined and maintained in terms of reference standards 
periodically calibrated by the National Bureau of Standards. 


| Dissipation Factor 
1 kHz (40% RH) 1 MHz 


Typical Parameters 


Nominal 


Capacitance Inductance 
1000 pF 700 3x 10-4 50 x 10-4 8.6 nH 
100 pF 1500 | 30 x 10-+ 20 x 10-4 7.6 nH 


Accuracy: Capacitance adjusted by GR to nominal value 
*0.1%. STABILITY: Capacitance change <0.05% per year. 
TEMPERATURE COEFFICIENT of capacitance: Typically 10 to 
20 ppm/ °C, between 20 and 70°C. 

Residual Impedances: See table. Dissipation factor varies as 
the 3/2 power of frequency above about 100 kHz. Insulation 
resistance >10" 0, at 23°C and relative humidity <50%. 
Terminal: GR900 precision coaxial connector. 


Available: 1615-P2 Adaptor for convenience in calibrating 
with 1615-A Capacitance Bridge. 900-Q9 Adaptor for con- 
necting the 1406 to 0.25-in. x 28 threaded studs, tapped 
holes, or GR 938 Binding Posts spaced 0.75 to 1 in. apart. 
Mechanical: Cylindrical case. DIMENSIONS (dia x h): 3.06x 
5.25 in. (78x134 mm). WEIGHT: 1.5 Ib (0.7 kg) net, 4 Ib 
(1.9 kg) shipping. 


es Catalog 
Description Number 
Coaxial Capacitance Standard ; 
1406-A, 1000 pF 1406-9701 
1406-D, 100 pF 1406-9704 
1615-P2 Coaxial Adaptor, GR900 to 1615 Bridge 1615-9602 
900-Q9 Adaptor, GR900 to binding posts 0900-9874 


1405 Coaxial Capacitance Standards 


= 1and 10 pF 
= rf standards 
a GR900® connectors 


Extending the available values of rf capacitance down- 
ward, the 1405 standards permit impedance-measuring 
instruments to be calibrated at even higher frequencies 
accurately and with traceability to the National Bureau of 
Standards. 

Accuracy is stated two ways. The first refers to nominal 
capacitance and includes initial adjustment, aging, and 
other effects. The second refers to the individual calibra- 
tion and certificate. 


SPECIFICATIONS 


Calibration: A certificate of calibration is supplied with each 
unit, giving the measured capacitance at 1 kHz and at a speci- 
fied temperature and relative humidity. The measured capaci- 
tance is the capacitance at the reference plane of the GR900 
connector. This value is obtained by comparison, to a preci- 
sion better than +0.002 pF, with working standards whose 


National stock numbers are listed at the back of the catalog. 


absolute values are known to an accuracy typically =0.02%, 
determined and maintained in terms of reference standards 
periodically calibrated by the National Bureau of Standards. 

| 1405-B,10pF | 
+0.2% (0.02 pF) 


1405-E, 1 pF 
0.5% (0.005 pF) 


It 


Accuracy at 23°C 


Calibration Accuracy 
Stability 


ENE RIM || Sina PW ee | —0.01%/ °C 
vs humidity, ! 
<90% RH — | +0.005%/% RH 
vs aging | <0.1%/yr | <0.3%/yr 
Frequency 0.1% C increase | 40 MHz | 120 MHz 
10% C increase 0.4 GHz 1.7 GHz 
Residuals Dat 1 kHz, i 
=50% RH <150x10+ | <100x 10+ 


i 
insulation R >10!2 © at 23°C and <50% RH 
equivalent L 1.6 nH at <250 MHz 1.8 nH at <500 MHz 


ee ———————————— 
Peak Volts | 1 kV | 3 kV 


Available: ADAPTORS 1615-P2 for calibrating with GR 1615 
bridge and 900-Q9 for connecting standard to %4-inch x 28 
threaded stud (GR 938 Binding Post) or tapped hole. 
Terminal: GR9OO precision coaxial connector. 

Mechanical: DIMENSIONS (dia x h): 1.06x2.32 in. (27x59 
mm). WEIGHT: 4 oz (103 g) net, 5 oz (142 g) shipping. 


Catalog 

Description Number 
Coaxial Capacitance Standards Maratea so ese 
1405-B, 10 pF 1405-9703 
1405-E, 1 pF 1405-9700 
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GR 1409-T 


1409 Standard Capacitors 


# 0.001 to 1 uF 

= +0.01%/year stability 

# calibration accuracy +0.02% 

= two- and three-terminal calibration provided 


The 1409 Standard Capacitors are fixed mica capaci- 
tors of very high stability for use as two- or three-terminal 
reference or working standards in the laboratory. 

Typical capacitors, observed over more than 15 years, 
have shown random fluctuations of less than +0.01% in 
measured capacitance with no evidence of systematic 
drift. 

These capacitor units consist of a silvered-mica and 
foil pile, spring-held in a heavy metal clamping structure 
for mechanical stability. The units are selected for low 
dissipation factor and are stabilized by heat cycling. They 
are housed, with silica gel to provide continuous desicca- 
tion, in cast aluminum cases, sealed with high-tempera- 
ture potting wax. A well is provided in the wall of the case 
for the insertion of a dial-type thermometer. Three jack- 


lOHz 100 kHz IMHz 10 100 


10 100 
FREQUENCY 505-2 


(Above) Change in capacitance as a function of 

frequency for typical 1409 Capacitors. The 

1-KHz value on the plot should be used as a 

basis of reference in estimating frequency er- 

rors. (Below) Dissipation factor as a function of 
frequency. 
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National stock numbers are listed at the back of the catalog. 
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GR 1409-Y 


top binding posts are provided on the top of the case and 
removable plugs on the bottom, for convenient parallel 
connection without error. 


SPECIFICATIONS 


Adjustment Accuracy: Within +0.05% of the nominal capaci- 
tance value (two-terminal) marked on the case. 


Calibration: A certificate of calibration is supplied with each 
unit, giving both two- and three-terminal measured capaci- 
tances at 1 kHz and at a specified temperature. The measured 
value is the capacitance added when the standard is plugged 
directly into General Radio binding posts. This value is ob- 
tained by comparison, to a precision better than +0.01%, with 
working standards whose absolute values are known to an ac- 
curacy typically +0.01%, determined and maintained in terms 
of reference standards periodically calibrated by the National 
Bureau of Standards. 


Stability: Capacitance change is less than 0.01% per year. 


Temperature Coefficient of Capacitance: +35 + 10 ppm per 
degree C between 10° and 70°C. 


Dissipation Factor: Less than 0.0003 at 1 kHz and 23°C (see 
curves). Measured dissipation factor at 1 kHz is stated in the 
certificate to an accuracy of +0.00005. 


Series Inductance: Typically 0.050 wH for 1409-F and -L, 
0.055 wH for -T and -Y. 


Series Resistance at 1 MHz: 0.02 ohm, except for 1409-Y, 
which jis 0.03 ohm. 


Frequency Characteristics: See curves. Series resistance var- 
ies as the square root of the frequency for frequencies above 
100 kHz. 


Approx Terminal Capacitance: From H terminal to case (G), 
12 to 50 pF. From L terminal (outside foils of capacitor) to 
case, 300 to 1300 pF. 


Leakage Resistance: 5000 ohm-farads or 100 Go, whichever 
is the lesser. 


Max Voltage: 500 V pk up to 10 kHz. 

Mechanical: Sealed case. DIMENSIONS (wxhxd): 1409-Y, 
3.25x5.63x2.69 in. (83x143x69 mm); others, 3.25x4x2 in. 
(83x102x51 mm). WEIGHT: 1.25 Ib (0.6 kg) net, 4 Ib (1.9 
kg) shipping; the 1409-Y is heavier by approx 1 Ib (0.5 kg). 


Nominal 
Capacitance 
F 


Catalog 


Description ~ Number 


1409 Standard Capacitor 


1409-F 1409-9706 
1409-L 1409-9712 
1409-T 1409-9720 
1409-Y 1409-9725 


| EI eR 


CAPACITANCE 
tué 10uF 100uF im& iOmF 100mF 1F 


1417 Four-Terminal Capacitance Standard 


TEST FREQUENCY 
100Hz GHz = 1kHe 


H 


EXTERNAL 
STANDARD 


1417 Four-Terminal Capacitance Standard 


= 1 uF to 1 F in decade steps 

# 0.25% basic capacitance accuracy 
# 0.02 to 0.25% ratio accuracy 

= dissipation-factor standard 


The GR 1417 Four-Terminal Capacitance Standard 
consists of a 1-yF standard capacitor and two precise 
inductive voltage dividers used to scale the value of the 
1-yF capacitor up to 1 F in decade steps. This arrange- 
ment provides accuracy and stability unattainable with 
very high-value true capacitors. 

In addition to the seven direct-reading capacitance 
values, an infinite number of intermediate or higher 
Capacitance values can be obtained by using external 
capacitors. An external capacitor is simply connected to 
the 1417’s external standard terminals, either directly 
or in parallel with the 1-wF internal standard, and the 
resulting capacitance is scaled in value by the 1417’s 
inductive voltage dividers. 

The direct-reading accuracy of the 1417 is 0.25% 
plus the associated ratio accuracy at test frequencies at 
100, 120, or 1000 Hz. Since the 1417 scaling ratios 
are precise and repeatable, better accuracy can be ob- 
tained by measuring the actual value of the internal 
1-wF standard or of an external standard before scaling. 

The 1417 also serves as a standard of dissipation 
factor (D). The dissipation factor of the 1417 is inten- 


National stock numbers are listed at the back of the catalog. 


tionally set to 0.01 at test frequencies of 100, 120 and 
1000 Hz. Basic D accuracy is 0.001. 

The 1417 may also be used as a two-terminal capaci- 
tance standard when higher D values can be tolerated. 
In a two-terminal configuration, D is less than 1 for 
Capacitance values up to 1000 pF at frequencies below 
150 Hz. This feature allows the 1417 to be used in 
calibrating the higher capacitance ranges of popular 
universal or RLC bridges. 

One additional feature of importance is that all the 
1417’s parameters are measurable (without disassem- 
bly) so, in effect, its ultimate accuracy depends on the 
accuracy of the external measurement equipment. 


Basic Circuit Diagram 
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SPECIFICATIONS 


Approximate 
Capacitance Ratio Accuracy D Accuracy Terminal Impedance 
Value 
(Internal 100 & 100 & AC (V) 
Standard) 120 Hz 120 Hz 1 kHz 


*DC voltage cannot be applied. 
**Not specified 


Capacitance: Internal Standard: 1 mF to 1 F in 7 switch- 
selected decade values. External Standard: Indicated capaci- 
tance, multiplied by C ext/1lyF. 

Capacitance Accuracy, direct-reading: 0.25% plus ratio ac- 
curacy at 100 Hz, 120 Hz, and 1 kHz, 20 to 25°C, with low 
applied voltage (<1/4 E max) using internal standard and a 
proper four-terminal measurement. (May also be used as a 
two-terminal standard, with a D < 1 and a capacitance change 
from the four-terminal value of < 1/2% up to lmF at 120 Hz 
or jess.) 


Capacitance Ratio Accuracy: See table. 
Dissipation Factor: 0.01 at 100 Hz, 120 Hz and 1 kHz. For D 


accuracy, see table. Mechanical: DIMENSIONS: (wxhxd): 8.5x5.9x5.25 in. 
Terminal Impedances: See figure and table (approx values (21.5 14.7x13.2 cm). WEIGHT: 6 Ib (2.7 kg) net, 11 Ib (5 
given). kg) shipping. 

eee es ° Catalog 
Temperature oe Approximately 140 ppm/°C. Hescriptioh Narabee 
Voltage Characteristic: Approximately +0.3% change from O, EERE 
to E max (see table) at 100 Hz. Less at higher frequencies. 1417 Four-Terminal Capacitance Standard 1417-9700 


National stock numbers are listed at the back of the catalog. 
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Interior of 1422-D 


1422 Precision Capacitors 


variable air capacitors 


stability: better than 0.02% full scale per year 


settable to 40 ppm 


low temperature coefficient, low losses 
wide selection to suit needs 


The 1422 is a stable and precise variable air capacitor 
intended for use as a continuously adjustable standard of 
Capacitance. 

One of the most important applications is in ac bridge 
measurements, either as a built-in standard or as an ex- 
ternal standard for substitution measurements. It is avail- 
able in a variety of ranges, terminal configurations, and 
scale arrangements to permit selection of precisely the 
required characteristics. 

Two-Terminal The 1422-D is a dual-range, two-termi- 
nal capacitor, direct reading in total capacitance at the 
terminals. 

Three-terminal The 1422-CB, -CL, and -CD are three- 
terminal capacitors with shielded coaxial terminals for 
use in three-terminal measurements. The calibrated di- 
rect capacitance is independent of terminal capacitances 
to ground, and losses are very low. The 1422-CL has par- 
ticularly low, constant terminal capacitances, making it 
suitable for measurement circuits in which high ca- 
pacitance to guard cannot be tolerated. 

Construction The capacitor assembly is mounted ina 
cast frame for rigidity. This frame and other critical parts 
are made of aluminum alloys selected to give the strength 
of brass with the lightness of aluminum. The plates of 
most models are also aluminum, so that all parts have the 
same temperature coefficient of linear expansion. 

A worm drive is used to obtain high precision of setting. 
To avoid eccentricity, the shaft and the worm are accu- 
rately machined as one piece. The worm and worm 
wheel are also lapped into each other to improve smooth- 
ness. The dial end of the worm shaft runs in a self-align- 
ing ball bearing, while the other end is supported by an 
adjustable spring mounting, which gives positive longi- 
tudinal anchoring to the worm shaft through the use of a 
pair of sealed, self-lubricating, preloaded ball bearings. 


National stock numbers are listed at the back of the catalog. 


Similar pairs of preloaded ball bearings provide positive 
and invariant axial location for the main or rotor shaft. 
Electrical connection to the rotor is made by means of a 
silver-alloy brush bearing on a silver-overlay drum to as- 
sure a low-noise electrical contact. 

Stator insulation in all models is a cross-linked thermo- 
setting modified polystyrene having low dielectric losses 
and very high insulation resistance. Rotor insulation, 
where used (Types 1422-CB and -CL), is grade L-4 ste- 
atite, silicone treated. 

Accuracy The errors tabulated in the specifications 
are possible errors, i.e., the sum of error contributions 
from setting, adjustment, calibration, interpolation, and 
standards. When the capacitor is in its normal position 
with the panel horizontal, the actual errors are almost 
always smaller. The accuracy is improved when the read- 
ings are corrected using the 12 calibrated values of 
capacitance given on the correction chart on the capaci- 
tor panel and interpolating linearly between calibrated 
points. Even better accuracy can be obtained from a pre- 
cision calibration of approximately 100 points on the ca- 
pacitor dial, which permits correction for slight residual 
eccentricities of the worm drive and requires interpola- 
tion over only short intervals. This precision calibration 
is available for all models at an extra charge. Models so 
calibrated are listed with the additional suffix letter, P, in 
the type number. A plastic-enclosed certificate of cali- 
bration is supplied, giving corrections to one more figure 
than the tabulated accuracy. 


SPECIFICATIONS 


Accuracy: See table. 

Stability: Capacitance change with time <1 scale division 
(0.02% of full scale) per year. Long-term accuracy can be 
estimated from the stability and the initial accuracy. 
Calibration: Measured values (supplied) are obtained by com- 
parison at 1 kHz, with working standards whose absolute 
values are known to an accuracy of +(0.01% + 0.0001 pF). 
Each comparison is made to a precision better than +0.01%. 
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Two-Terminal 


Type 1422 


CAPACITANCE 


RANGE, pF Max 1150 


SCALE, pF/ Division: 


INITIAL ACCURACY: + Picofarads 
Direct-Reading (Adjustment): 
Total Capacitance 


Capacitance Difference 


With Corrections from Calibration 
Chart (supplied): 
Total Capacitance 


Capacitance Differencet 


With Corrections from Precision 
Calibration (extra charge): 


Total Capacitance (ajgile 


Capacitance Differencet 


RESIDUALS (typical values): 
Series Inductance, “#H 


Series Resistance, ohms at 1 MHz 


Terminal Capacitance, 
pF, typical: 


a 
a 
oi 
(oe) 
= 
oO 


S 

Nm 
rare 
—_ 
(oe) 


0.6* 


Three-Terminal 

-CL -CD 

0.5 0.05 
agit 
0.02 0.002 0.0002 


0.04 0.008 


0.08 0.016 


0.01 0.002 


0.02 0.004 


115 1100 


ONL 


0.01* 0.0002 


high terminal min scale 
to case max scale 
low terminal min scale 
to case max scale 


ica 
es ee 2 
Pps [ae | a8 


* Total capacitance is the capacitance added when the capacitor is plugged into a 777-Q3 Adaptor. 
+ Divide error by 2 when one setting is made at a calibrated point. 


The values of the working standards are determined and main- 
tained in terms of reference standards periodically calibrated 
by the National Bureau of Standards. 

The indicated value of total capacitance of a two-terminal 
capacitor is the capacitance added when the 1422 Capacitor 
is plugged into a 777-Q3 Adaptor. The uncertainty of this 
method of connection is approx £0.03 pF. 


Resolution: Dial can be read and set to 1/5 of a small division, 
i.e., to 0.004% of full scale. BACKLASH: Negligible for any 
setting reached consistently from lower scale readings; 
<0.004% of f s, for settings reached from alternate directions. 


Temperature Coefficient: Approx +20 ppm/ °C, for small tem- 
perature changes. 

Residual Parameters: See table. Series resistance varies as 
VF, for f >100 kHz; negligible, for f<100 kHz. 

Frequency Characteristic: 2-terminal model, see curve. 3- 
terminal models: 20, 40, and 60 MHz (approx) resonant fre- 
quency for 1422-CB, -CL, and -CD (each section), respectively. 
Dissipation Factor: 2-terminal, loss primarily in stator sup- 
ports of low-loss polystyrene (the product DC ~ 10-"*). 3- 
terminal, estimated D < 20 x 10; except, for 1422-CD, 
< 10x 10~. INSULATION RESISTANCE: > 10" 9, under 
standard conditions (23°C, RH < 50%). 

Max Voltage: 1000 V pk (all models). 


Terminals: 2-TERMINAL MODEL: Jack-top binding posts at 
standard (0.75-in.) spacing. Rotor terminal connected to 
panel and shield. 3-TERMINAL MODELS: Locking GR874® 
coaxial connectors. 

Required: For 3-terminal models, two GR874 Patch Cords, or 
~ equivalent. 

Available: For 2-terminal model, 
“Calibration,” above.) 


777-Q3 Adaptor. (See 


National stock numbers are listed at the back of the catalog. 
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DIMENSIONS (wxhxd): 9.5x 
WEIGHT (depending on 


Mechanical: Lab-bench cabinet. 
7x8.5 in. (242x178x216 mm). 


model): 10.5 to 12.5 Ib (4.8 to 5.7 kg) net, 15 Ib (7 kg) ship- 


ji 
par 


ping. 


sone 


TYPE 1422-0. 
LOW SECTION 


TYPICAL % INCREASE IN C 


TYPICAL INCREASE IN O 


MULTIPLY BY STATIC 
TERMINAL C IN pF 
10-8, é 2 _j3 


We e 100 
oo = FREQUENCY oe) 


3 


Variation with frequency of effective capacitance and dissipation factor 
per pF of capacitance for two-terminal 1422 Precision Capacitors. 


Catalog 
Description Number 
Precision Capacitors 
with precision calibration (~ 100 points) 
1422-DP 1422-9904 
1422-CBP 1422-9902 
1422-CLP 1422-9508 
1422-CDP 1422-9925 
with standard calibration (12 points) 
1422-D 1422-9704 
1422-CB 1422-9916 
1422-CL 1422-9933 
1422-CD 1422-9823 


= 50 pF to >1 uF 

= better than 1-pF resolution 

= accuracy +(0.5% + 5 pF) 

= low loss, leakage, dielectric absorption 


The wide capacitance range and high resolution of this 
decade capacitance box make it exceptionally useful in 
both laboratory and test shop. Owing to its fine adjust- 
ment of capacitance, it is a convenient variable capacitor 
to use with the 1654 Impedance Comparator. The poly- 


SPECIFICATIONS 


Capacitance: 50 pF to 1.11115 uF in steps of 100 pF with a 
QO- to 100-pF variable air capacitor providing continuous ad- 
justment with divisions of 1 pF. Capacitances for 2- and 3- 
terminal connections differ by about 1 pF (Cue in the drawing). 
Cic is approx 125 pF. 


Min Capacitance: 50 pF with all controls set at zero. 
Dielectric: Polystyrene for decade steps. 


Accuracy: +(0.5% + 5 pF) at 1 kHz for total capacitance in- 
cluding 50-pF minimum for the 3-terminal connection. 


Temperature Coefficient: —140 ppm/ °C (nominal). 


The double shielding used in 
the 1412-BC Decade Capaci- 
tor keeps Cue very small. 
This capacitance is’the dif- 
ference between the 3-termi- 
nal and 2-terminal capaci- 
tance of the box; Cie is 
approx 125 pF. 

INNER 


: BOX— 


National stock numbers are listed at the back of the catalog. 


1412-BC Decade Capacitor 


styrene dielectric used in the decade steps is necessary 
for applications requiring low dielectric absorption and 
constancy of both capacitance and dissipation factor with 
frequency. 

Four decades of polystyrene capacitors and a variable 
air Capacitor are used, mounted in a double-shield box. 
The double shielding provides 2-terminal and 3-terminal 
capacitances that are the same except for the capaci- 
tance between the terminals. The variable air capacitor 
with a linear AC of 100 pF and a resolution of better than 
1 pF provides continuous adjustment between the 100- 
pF steps of the smallest decade. 


Frequency Characteristics: Dc Cap/1-kHz Cap <1.001. At 
higher frequencies the increase is approx AC/C = (f/f,)?.. The 
resonant frequency, f,, varies from over 400 kHz for a capaci- 
tance of 1 uF to about 27 MHz for a capacitance of 150 pF 
when connections are made to the front terminals. f, is about 
300 kHz and 70 MHz for rear connections and the same 
capacitances. 

Max Operating Temperature: 65°C. 

Dielectric Absorption (Voltage Recovery): 0.1% max. 
Dissipation Factor: 150 to 1000 pF, 0.001, max, at 1 kHz; 
over 1000 pF, 0.0002, max, at 1 kHz. 

Insulation Resistance: 10’? ohms, min. 

Max Voltage: 500 V peak, up to 35 kHz. 

Terminals: Four 938 Binding Posts with grounding link are 
provided on the panel. Two of the binding posts are connected 
to the case and located for convenient use with patch cords in 
3-terminal applications. Access is also provided to rear termi- 
nals for relay-rack applications. 


Mechanical: Lab-bench cabinet; brackets provided for rack 
mounting. DIMENSIONS (wxhxd): 17.25x3.5x6 in. (439x89x 


153 mm). WEIGHT: 8.5 Ib (3.9 kg) net, 10 Ib (4.6 kg) 
shipping. 

Catalog 
Description Number 
1412-BC Decade Capacitor 1412-9410 
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1419 Decade Capacitors 


= 100 pF to 1.1 WF 
8 choice of models 
a two- or three-terminal connection 


Type 1419 Decade Capacitors are offered in three 
models using two different dielectric materials to satisfy 
a variety of needs. 

Types 1419-A and -B (Polystyrene) Capacitance and 
dissipation factor constant with frequency, essentially 
noninductive, very low dielectric absorption. The di- 


SPECIFICATIONS 


Type Number 1419-A 


electric is specially prepared of purified high-molecular- 
weight polystyrene, having very high resistance and free- 
dom from interfacial polarization. Moisture sealing with 
Teflon* feed-through insulators assures high perform- 
ance under adverse humidity conditions. 

Type 1419-K (Silvered Mica) Higher accuracy, low 
dissipation factor, and +35 +10 ppm/°C temperature 
coefficient (10-50°C) for use in higher ambient tem- 
peratures. 


* Registered trademark of E. 1. duPont de Nemours and Company. 


Dielectric Polystyrene 

Maximum Capacitance of Box (uF) 1.110 
In Steps of (uF) 0.001 
Dials 3 
Zero Capacitance, typical 

2-terminal connection 37 pF 

3-terminal connection 15: pF 
Accuracy! 

2-terminal connection2 SEL 


+1% except +1.5% 


3-terminal connection 
on smallest decade 


1419-B 1419-K 
Polystyrene Silvered Mica 
1.1110 1.110 
0.0001 0.001 
4 S 
50 pF 41 pF 
20 pF 13 °peE 


+0.5% 
+0.5% except +1% 
on smallest decade 


+(1% + 2 pF) 
+1% except +1% to —(2% 
+ 4 pF) on smallest decade 


Dissipation Factor at 1 kHz <0.0002 <0.0003 
Insulation Resistance at 100 V, 25°C 

50% RH, typical anid ae 
Max Voltage? (dc or peak) 500 V up to 35 kHz 500 V up to 10 kHz 
Max Operating Temperature (C) 65° 152 
Voltage Recovery* <0.1% <3% 


Resonant Frequencies (typical) 


1 wF—400 kHz; 0.1 p»F—1MHz; 0.01 pF—2.7 MHz; 
0.001 wF—7.8 MHz; 0.0001 »F—23 MHz 


Dc Cap/1-kHz Cap <1.001 Typically 1.03 
Cabinet: Lab-bench 

Mela ap ae (330 x 110 x 127) (41 x 110 x 127) (359 x 140 x 153) 
Net Weight — Ib (kg) 8.38 (3.8) 10.5 (4.8) A 120:(5-5) 
Shipping Weight — Ib (kg) 10 (4.6) 11 (5) 18 (8.5) 
Catalog Number 1419-9701 1419-9702 1419-9711 


' Capacitance increments from zero position are within this percentage of the indicated value for any setting at 1 kHz. 

2 Units are checked with switch mechanism high, electrically, and the common lead and case grounded. 

3 At frequencies above the indicated max, the allowable voltage decreases and is (approx) inversely proportional to frequency. These limits corre- 
spond to a temperature of 40°C at max setting of each decade in box. 

4 Final % of soaking voltage V measured after holding terminal voltage at V for 1h, then discharging for 10 s through a resistance of V ohms. 


National stock numbers are listed at the back of the catalog. 
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0 to >1 uF 
0.05% basic accuracy 


6-digit resolution 
3-terminal connections 


provision for BCD output 


The 1413 is not only a precision standard, it is a sys- 
tems component as well — connections are made at the 
rear and each decade provides contact closures for 1-2- 
4-8 BCD output. It is an excellent companion to the 1654 
Impedance Comparator, with which it is combined in 
1654-Z Sorting Systems. 


SPECIFICATIONS 
Range: O to 1.11111 uF, controlled by six in-line-readout dials. 
Accuracy: +(0.05% + 0.5 pF) at 1 kHz. 


Stability: =(0.01% + 0.1 pF) per year. 
EFFICIENT: ~ 20 ppm/ °C from 10 to 50°C. 


Zero Capacitance: <0.1 pF. 
Voltage Rating: 500 V pk max up to 10 kHz. 
Frequency: See curves. 


TEMPERATURE CO- 


1 pF to {101 pF to /1001 pF to {2001 pF to} 0.1 uF to 
100 pF }1000 pF j 2000 pF { O. pF {1.11111 uF 


Dissipation . 
Factor, max 
at 1 kHz 0.002 0.001 0.0005 0.0003 


Insulation 
Resistance, 
3 term., 
after 2 min 
at 500 V dc 


Terminal Capa- 
citance, max 


25x 1000 


high to case 4 pF 8pF | 10pF 30 pF 60 pF 
high to guard |} 85 pF 110 pF | 125 pF 165 pF 200 pF 
low to guard 45 pF 70 pF 80 pF 110 pF 120 pF 


Interface: CONNECTIONS: 2 rear-mounted GR874® locking 
connectors. DATA OUTPUT: 36-pin Amphenol Type 57 con- 
nector provides connections to 1-2-4-8 weighted BCD contacts 
rated at 28 V, 1 A, on each decade switch. 

Available: 0480-9703 RACK-ADAPTOR SET to convert bench 
models to rack models, 874-Q2 ADAPTOR to convert GR874 
connector to binding posts (2 req’d), 938-L SHORTING LINK 
to connect shields together when 874-Q2 Adaptors are used, 
4220-3036 CONNECTOR to mate with Data Output Connector. 


National stock numbers are listed at the back of the catalog. 


Six precision decades are employed to provide a range 
of O to 1.11111 ,»F in increments as small as 1 pF and 
with an accuracy of 0.05% + 0.5 pF. Air capacitors are 
used for the two lower decades and precision silvered- 
mica capacitors are used for the remainder. The lower 
four decades contain adjustments that are factory set but 
accessible for readjustment later if desired. 

The shielding is divided into two parts, arranged to pro- 
vide low terminal-to-guard capacitances and low detector 
input capacitance in order to reduce errors with the 1654. 
When the two shields are connected together, the 1413 
becomes a well-shielded three-terminal capacitor with an 
extremely low zero capacitance, suitable for a variety of 
applications. 


g 
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FREQUENCY 1413-2 


Mechanical: Convertible-bench cabinet. DIMENSIONS (wx 
hxd): Bench, 17x5.59x11.96 in. (432x142x304 mm); rack, 
19x5.22x10.9 in. (483x133x277 mm). WEIGHT: Bench, 23 
Ib (11 kg) net, 29 Ib (14 kg) shipping; rack, 24 Ib (11 kg) net, 
30 Ib (14 kg) shipping. 


Catalog 
Description Number 
1413 Precision Decade Capacitor 
Bench Model 1413-9700 
Rack Model 1413-9701 
Rack-Adaptor Set 0480-9703 
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1423- 


= 100 pF to > 1 uF 
a +0.05% accuracy 


e 


a two- or three-terminal connection 


This capacitor is a versatile tool for calibration labora- 
tories and production-line testing. With it a bridge can be 
standardized to an accuracy exceeded only by that of the 
highest quality, individually certified laboratory standards 
such as the GR1404 and 1408 | Reference Standard 
Capacitors. Used with a limit bridge, such as the GR 
1654 Impedance Comparator, the 1423 facilitates fast 
and accurate production-line measurements of arbitrary 
capacitance values with minimum setup time. 

Any value of capacitance from 100 pF to 1.111 uF, in 
steps of 100 pF, can be set on the four decades and will 
be known to an accuracy of 0.05%. The terminal capaci- 
tance values are set precisely to the nominal value and 
can be readjusted later at calibration intervals, if neces- 
sary, without disturbance of the main capacitors. 

The 1423 consists of four decades of high-quality sil- 
vered-mica capacitors similar to those used in the GR 
1409 Standard Capacitors. The capacitors and associated 
switches are mounted in an insulated metal compart- 
ment, which in turn is mounted in a complete metal cabi- 
net. This double-shielded construction ensures that ca- 
pacitance at the terminals is the same for either the 
three-terminal or the two-terminal method of connection 
(except for a constant difference of about one picofarad). 
This external capacitance can be included in the two- 
terminal calibration by the adjustment of asingle trimmer. 


SPECIFICATIONS 
Nominal Values: 100 pF to 1.111 uF in steps of 100 pF. 


Accuracy: +(0.05% + 0.05pF) at 1 kHz, calibrated in the three- 
terminal connection. Two-terminal connection (capacitor in- 
serted into Type 777-Q3 Adaptor) adds about 1.3 pF. 


Stability: =(0.01% + 0.05pF) per year. 


Certificate: A certificate is supplied certifying that each com- 
ponent capacitor was adjusted by comparison, to a precision 
better than +0.01%, with working standards whose absolute 


National stock numbers are listed at the back of the catalog. 
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Precision Decade Capacitor 


values are known to an accuracy typically =0.01%, determined 
and maintained in terms of reference standards periodically 


calibrated by the National Bureau of Standards. 
Frequency: See curves for typical variation of capacitance and 
) ae 
(Top) Change in ca- gie 0. 7 S 
pacitance as a func- ~ = 2.000% & 
0.1 L007 TS vy, Toy 
These changes are C0arTa 
referred to the values “XXXX 
would have if there 9 ‘ 


10 


dissipation factor with frequency. 
tion of frequency. 
that the capacitors 0.01 


were neither interfa- 
cial polarization nor 
series inductance. 
The 1-kHz value on 
the plot should be 
used as a basis of 
reference in estimat- 
ing frequency errors. 
(Bottom) Dissipation 
factor as a function 
of frequency. 


© DISSIPATION FACTOR 


10Hz 100 TkHz 10 Too MHz 10 
"FREQUENCY — 


Onsite oS 


Dissipation Factor: Not greater than 0.001, 0.0005, and 
0.0003 for capacitances of 100 to 1000 pF, 1100 to 2000 pF, 
and 2100 pF to 1.1110 uF, respectively. 

Temperature Coefficient of Capacitance: Approx +20 ppm per 
degree between 10° and 50°C. 

Insulation Resistance: >5 < 10'° 2 to 0.1 uF and >5 x 10° 2 
fromOn ce tonal tsleynke 

Maximum Voltage: 500 V peak, up to 10 kHz. 

Supplied: Two Type 777-Q3 Adaptors. 

Mechanical: Rack-bench cabinet. DIMENSIONS (wxhxd): 
Bench, 19x7.25x10.5 in. (483x184x267 mm); rack, 19x7x8.5 
in. (483x178x216 mm). WEIGHT: 26 Ib (12 kg) net, 39 Ib 
(18 kg) shipping. 


Catalog 


Description Number 
1423-A Precision Decade Capacitor 
Bench Model 1423-9801 
Rack Model 1423-9811 


Resistance Standards and Decades 


‘STANDARD RESISTORS 
Because of its accuracy of adjustment, inion stabil- 
ity, low and uniform temperature coefficient, and relative 
immunity to ambient humidity conditions, the wire-wound 
resistor is the most suitable type for use as a laboratory 


standard at audio and low radio frequencies, as well as 


at de. 


AC CONSIDERATIONS 

Resistors designed for ac use differ from those intended 

for use only at dc in that low series reactance and con- 

stancy of resistance as frequency is varied are important 

_ design objectives. The residual capacitance and: induc- 

tance become increasingly important es the frequency is 

raised, acting to change the terminal resistance from its 
low-frequency value. 


For frequencies where the resistance and its associated 


residual reactances behave as lumped parameters, the 

equivalent circuit of a resistor can be represented as shown 

in Figure 1. L is the equivalent inductance in series with 

the resistance, and C is the equivalent capacitance across 
the terminals of the resistor. a: 


Ra ae of equivalent series and equivalent parallel circuits. 

The two-terminal circuit of Figure 1 can be described as 
me an impedance R, + jX: or as an admittance G Bz jbo 
aes x RR iX,’ 


~ quency. This distinction between series and parallel com: 
_. ponents is more than a mathematical exercise — the use © 


; to which the resistor is to be put will frequently determine 
“which component is of principal interest. — 
* pp neerpression for the effective series impedance is: 


; The rece parallel oe is given bi 


oe at[o— a R tog ) 
- . te (=) 
pie At iow ee where terms in w’ are negligible, the 
resistor may be represented by a two-element network 
_ consisting of the de resistance, R, in series with an induc- 
_ tance equal to L — R’C or in parallel with a capacitance 
equal to C — L/R?. Because of the presence of the R? term 
in the equivalent reactive parameters, shunt capacitance 
is the dominating residual for high values of resistance, 
_ while for low values the series inductance invariably pre- 
i _ dominates. Generally, individual wire-wound resistors above 

a few kilohms are capacitive, while decades are inductive 
~ at somewhat lower values. — 


oe 64 )=§ + 


: a tea uency. 3 


sistance even if its dielec 
- equations above indicate that 1 
tance of low-valued resistors we 


effect becomes the main cause - 


“minimize Spacers. for. eh Aputee of. ‘re 
All units up through 200 ohms. utilize an Ayrtot 


is are unifilar ‘wound on flat cards to alee low Sa etn : 
“It is “necessary to differentiate clearly between the con- 


wherein the parameters are a function of fre- 


“switches, wiring, and cabinet are added to those of t 


approximately that across the highest valued decade used ee 
(see specifications for each type). : 


upon the way the resistor is connected in the circuit. For 


In the simplified circuit of Figure 1, the effective par-. 
allel resistance of a high-valued resistor in which capaci- 


fancé Horicates wool: ‘be independent of - eeacenas: 
Actually, other effects may cause the | Hel resistance 
to Sire tae with alae le 7 dielectric losses” : 


along the winding ane 


frequency up to quite high frequ 
residual inductance and capacitance 


low-frequency ' values of these res is tors 
-GenRad- wire-wound resistance ‘le! 


winding, For very TOW Ge units, the. fesidua 


Ficmueans of pesictanee: from 500 ee fc 100 aloha eae 


tors, which is more seseortant t than capa itat es 


single resistor, iS minimized. 


DECADE BOXES eae Rs 
In decade boxes, the residual Tapedanees. of 


resistors themselves. For multiple-decade boxes, the 
series inductances are additive, but the capacitance Hee 

The effect of the residual reactance ‘depends greatly > 
example, parallel capacitance can often be compensated © ay 


for when the resistor is connected in parallel. with a capac- a 2s Se 
itor. For high-valued resistors, the upper frequency Panitee sas 


- for a given error is some ten times higher in the effective 
‘parallel resistance than it is for the series connection. 
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1440 Standard Resistor 


# 0.012, to 1 MQ 

= accuracy +0.01% 

# stability +10 ppm per year 
= low thermal emf to copper 


These extremely stable resistors are intended for use 
as laboratory or production standards for calibrating re- 
sistance bridges and for substitution measurements. 

Units of 0.01 and 0.1 9 are madé of sheet metal with 
a low temperature coefficient of resistance, punched in 
a meander pattern to reduce inductance. Units of 1 0 
and above are card-type wire-wound resistors, carefully 


SPECIFICATIONS 


Accuracy: See table. Measurements on the low-value units 


should be made with a four-terminal connection. All meas- 


urements at 23°C. 
Calibration Accuracy: Resistors are calibrated by comparison, 
to a precision of =20 ppm, with working standards whose ab- 
solute values are known typically to =10 ppm as determined 
and measured in terms of reference standards periodically 
measured by the National Bureau of Standards. The measured 
deviation in % from nominal value, at 23°C and 0.01 watt, is 
entered on the label on the reverse side of the resistor. 


Stability: Typically =10 ppm per year (1 MQto1Q). 
Temperature Coefficient (Max): See table. 


Power Rating: 1 W. The corresponding current is indicated on 
the resistor and in the table below. This dissipation will cause 


wound and adjusted. Low-temperature-coefficient wire 
is used for units of 1 2 and 10 0; Evanohm * wire is used 
for units above 10 9. All units are heat cycled to reduce 
strains and are repeatedly checked to eliminate any that 
show abnormal behavior. They are encased in sealed, 
oil-filled, diallylohthalate boxes to promote long-term sta- 
bility and to provide mechanical protection. 

The 1440 resistors have low-thermal-emf binding posts 
and removable banana plugs to provide the four terminals 
necessary for accurate measurements at low values of 
resistance. A label on the reverse side lists initial calibra- 
tion and date, serial number, and space for future cali- 
bration data. 


* Registered trademark of the Wilbur B. Driver Company. 


a temperature rise of approx 25°C and a resulting temporary 
resistance change due to the temperature. If this rating is ex- 
ceeded, permanent changes may result. 


Residual Impedances: Approx shunt capacitance (2-terminal 
measurement), 2.5 pF; less for 3-terminal measurement. Typi- 
cal series inductance, see table. 

Approx Frequency Characteristics: See table. 


Terminals: Gold-plated jack-top copper binding posts (%-in. 
spacing) with banana plugs that are removable and can be 
replaced by 6-32 screws for installation of soldering lugs. 


Dimensions (less terminals): 2.25x2.47x0.34 in. (58x63x9 
mm). 


Net Weight (approx): 2 oz (57 g). 


Approx Frequency for 


Max Inductance 0.1% Resistance Change Temperature Catalog 
Resistance Accuracy Current Typical Series R Parallel R Coefficient Number 
0.01 0 +0.10% 5A 0.1 wH 3 kHz 1 kHz +200 ppm 1440-9671 
0.10 +0.05% 2A 0.1 wH 20 kHz 10 kHz +30 ppm 1440-9681 
190 +0.02% 1.0A 0.12 pH 300 kHz 30 kHz 20 ppm 1440-9601 — 
100 +0.01% 310 mA 0.13 nH 1 MHz 300 kHz +20 ppm 1440-9611 
100 0 +0.01% 100 mA 5. uH 3 MHz 1 MHz +10 ppm 1440-9621 
1 ko 0.01% 30 mA 2.5 wH 2 MHz 1 MHz +10 ppm 1440-9631 
10 ko 0.01% 10 mA 200 kHz 1 MHz +10 ppm 1440-9641 
100 ko. +0.01% © 3mA 20 kHz 100 kHz +10 ppm 1440-9651 
1MoQ +0.02% 1mA 2 kHz 10 kHz . +10 ppm 1440-9661 | 


National stock numbers are listed at the back of the catalog. 
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1433 Decade Resistor 


= +0.01% accuracy 


‘DECADE RESISTOR 


= good frequency characteristics 
= low temperature coefficient 
= excellent stability 


= low zero resistance 


The 1433 Decade Resistors are primarily intended for 
precision measurement applications where their excellent 
accuracy, Stability, and low zero resistance are important. 
They are convenient resistance standards for checking 
the accuracy of resistance-measuring devices and are 
used as components in dc and audio-frequency imped- 
ance bridges. Many of the models can be used up into 
the radio-frequency range. Although they are quite satis- 
factory as substitution boxes for optimizing electronic 
circuitry, the less expensive 1434 Decade Resistors are 
recommended for such less exacting applications. 

Each 1433 Decade Resistor is an assembly of GR 510 
Decade-Resistance Units in a single cabinet. Mechanical 
as well as electrical shielding of the units and switch con- 
tacts is provided by the attractive aluminum cabinet and 
panel. The resistance elements have no electrical con- 
nection to the cabinet and panel, for which a separate 
shield terminal is provided. 

The individual decades (510 Decade-Resistance Units) 
are available for applications requiring only one decade 
or aS components to be built into experimental equip- 
ment, production test equipment, or commercial instru- 
ments. 


SPECIFICATIONS 


Accuracy: The specified tolerances apply for low-current meas- 
urement at dc or low-frequency ac (see below). 


Over-all Accuracy: The difference between the resistances at 
any setting and at the zero setting is equal to the indicated 
value +(0.01% + 2 mq). 

Incremental Accuracy: See table. This is the accuracy of the 


change in resistance between any two settings on the same 
dial. 


Max Current: The max current for each decade is given in the 
table below and also appears on the panel of each decade box 
and on the dial plate of each decade resistance unit. 


Frequency Characteristic: The accompanying plot shows the 
max percentage change in effective series resistance, as a 
function of frequency for the individual decade units. For low- 
resistance decades the error is due almost entirely to skin 
effect and is independent of switch setting. For the high- 
resistance units the error is due almost entirely to the shunt 
capacitance and its losses and is approx proportional to the 
square of the resistance setting. 

The high-resistance decades (510-E, -F, -G, and -H) are very 
commonly used as parallel resistance elements in resonant 
circuits, in which the shunt capacitance of the decades be- 
comes part of the tuning capacitance. The parallel resistance 
changes by only a fraction (between a tenth and a hundredth) 


National stock numbers are listed at the back of the catalog. 


Ole STEPS 
1 5A Mag 


of the series-resistance change, depending on frequency and 
the insulating material in the switch. 

Characteristics of the 1433’s are similar to those of the indi- 
vidual 510’s modified by the increased series inductance, L., 
and shunt capacitance, C, due to the wiring and the presence 
of more than one decade in the assembly. At total resistance 
settings of approx 1000 ohms or less, the frequency charac- 
teristics of any of these decade resistors are substantially the 
same as those shown for the 510’s. At higher settings, shunt 
capacitance becomes the controlling factor, and the effective 
value of this capacitance depends upon the settings of the 
individual decades. 


Typical Values of R., L., and C for the Decade Resistors: 


Zero Resistance (R.): 0.001 © per dial at dc; 0.04 Q per dial 
at 1 MHz; proportional to square root of frequency at all fre- 
quencies above 100 kHz. 

Zero Inductance (L.): 0.1 wH per dial + 0.2 wH. 

Effective Shunt Capacitance (C): This value is determined 
largely by the highest decade in use. With the low terminal 
connected to the shield, a value of 15 to 10 pF per decade may 
be assumed, counting decades down from the highest. Thus, 
if the third decade from the top is the highest resistance 
decade in circuit (i.e., not set at zero), the shunting terminal 
capacitance is 45 to 30 pF. If the highest decade in the as- 
sembly is in use, the effective capacitance is 15 to 10 pF, re- 
gardless of the settings of the lower-resistance decades. 
Temperature Coefficient of Resistance: Less than =10 ppm 
per degree C for values above 100 © and +20 ppm per degree 
C for 100 © and below, at room temperatures. For the 1433’s 


Equivalent circuit of a resistance 
decade, showing residual impe- 
dances. 


AA 0.012 STEPS 


Max percentage change in series resistance as a function of frequency. 
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the box wiring will increase the over-all temperature coefficient 
of the 0.1- and 0.01-0 decades. 


Switches: Quadruple-leaf brushes bear on lubricated contact 
studs of %-in. diameter in such a manner as to avoid cutting 
but yet give a good wiping action. A ball-on-cam detent is 
provided. There are eleven contact points (O to 10 inclusive). 
The switch resistance is less than 0.0005 ©. The effective 
capacitance is of the order of 5 pF, with a dissipation factor of 
0.06 at 1 kHz for the standard cellulose-filled molded phenolic 
switch form and 0.01 for the mica-filled phenolic form used in 
the 510-G and 510-H units. 


Max Voltage to Case: 2000 V pk. 


Terminals: Low-thermal-emf jack-top binding posts on stan- 
dard 3%4-in. spacing; also provisions for rear-panel connections. 
Shield terminal is provided. 


Mounting: Lab-bench cabinet, rack models include mounting 


hardware. 


Dimensions and Weights: in. (mm), Ib (kg): 


4-dial 5-dial 
UW) Ks J: Qe; Milby 
Width* 12:31(312) / 14.8 (375) 
Height 3.5 (89) 
Depth i 


4.8 (2.2) 


Net Wt** | 
5.5 (2.5) 


Ship. Wt** | 


. 5.8 (2.7) 
6.5 (3.0) 


6-dial 7-dial 
W, X, B, Z F,G,H 
17.3 (439) 
5.3 (135) 


5 in. over-all, 4 in. behind panel (127, 102) 


8.5 (3.9) 


10.3 (4.7) 


* Data given for bench models. All rack models same except 19 in. 


(483 mm) wide. 


** Add approx 1 Ib (0.5 kg) for rack-mount hardware. 


Ohms No. of Type 510 Decades Catalog Number 
Type Total Ohms per Step Dials Used Bench Rack 
1433-U 111.1 0.01 4 AA, A, B, C 1433-9700 1433-9701 
1433-K 1111 0.1 4 A,B,C, D 1433-9702 1433-9703 
1433-J 11,110 1 4 B,C,D,E 1433-9704 1433-9705 
1433-L 111,100 10 4 C, D, E, F 1433-9706 1433-9707 
1433-Q 1,111,000 100 4 D, E, F,G 1433-9708 1433-9709 
1433-T 1 0.01 5 AA, A, B, C, D 1433-9710 1433-9711 
1433-N ie ern 0.1 5 A,B,C, D,E 1433-9712 1433-9713 
1433-M 111,110 1 5 B, C, D, E, F 1433-9714 1433-9715 
1433-P 1,111,100 10 5 CDBERG 1433-9716 1433-9717 
1433-Y 11,111,000 100 5 D, E, F,G, H 1433-9718 1433-9719 
1433-W 11,111.1 0.01 6 ‘ AA,A, B,C, D,E 1433-9720 1433-9721 
1433-X 113,111 0.1 6 A, B, C, D, E, F 1433-9722 1433-9723 
1433-B 1,111,110 1 6 B, C, D, E, F,G 1433-9724 1433-9725 
1433-Z 11,111,100 10 6 C, D, E, F,G,H 1433-9726 1433-9728 
1433-F ue Ge 0.01 7 AA, A, B, C, D, E, F 1433-9729 1433-9730 
1433-G 1,111,111 0.1 7 A, B,C, D, E, F,G 1433-9731 1433-9732 
1433-H 11,111,110 1 7 B,C, D, E, F, G, H 1433-9733 1433-9734 
mT -¥ —_ oll ~ rr & <n " : Sen 
510 Decade-Resistance. Unit 
The 510 Decade Units that essentially make up the 510-B mounted on a small panel. 


1433 are also available separately for applications re- 
quiring a single decade or as components for experi- 
mental setups, production test equipment, or commercial 
instruments. 

Each Decade-Resistance Unit is enclosed in an alumi- 
num shield; a knob and etched-metal dial plate are sup- 
plied. Each decade has ten resistors in series; the con- 
tacts in the lower-valued decades have a silver overlay 
to ensure stability of resistance, and all the decades have 
a silver contact on the zero setting to give low and con- 
stant zero resistance. Winding methods are chosén to 
reduce the effects of residual reactances. 


SPECIFICATIONS 
Electrical: See table. 


Terminals: Soldering lugs. 


| Q/STEP 
800 ma MAX 


Supplied: Dial plate, knob, template, and mounting screws. 


Mechanical: Panel mounting, in shield can. 


DIMENSIONS: 


Dia. 3.06 in. (78 mm), depth 3.31 in. (85 mm) behind panel. 
WEIGHT: 11 oz (312 g) net. 


Total Resistance Accuracy of Max Power 

Resistance Per Step Resistance Current Per Step AL Cre Lo Catalog 
Type Ohms (AR) Ohms Increments 40° C Rise Watts nH DE: nH Number 
510-AA 0.1 0.01 +2% 4 A 0.16 0.01 7.7-4.5 0.023 0510-9806 
510-A 1 0.1 +0.4% 16A 0.25 0.014 7.7-4.5 0.023 0510-9701 
510-B 10 1 +0.1% 800 mA 0.6 0.056 7.7-4.5 0.023 0510-9702 
510-C 100 10 +0.04% 250 mA 0.6 0.11 7.7-4.5 0.023 0510-9703 
510-D 1000 100 +0.01% 80 mA 0.6 5 7.7-4.5 0.023 0510-9704 
510-E 10,000 1000 +0.01% 23 mA 0.5 13 7.7-4.5 0.023 0510-9705 
510-F 100,000 10,000 +0.01% 7 mA 0.5 70 7.7-4.5 0.023 0510-9706 
510-G 1,000,000 100,000 +0.01% 2.3 mA 0.5 — 7.7-4.5 0.023 0510-9707 
510-H 10,000,000 1,000,000 +0.01% 0.7* mA 0.5 — 7.5-4.5 0.023 0510-9708 
510-P4 Switch only (Black Phenolic Frame) 0510-9604 
510-P4L Switch only (Low-Loss Phenolic Frame) 0510-9511 


* Or a max of 4000 V, pk. 


** The larger capacitance occurs at the highest setting of the decade. The values given are for units without the shield cans in 
place. With the shield cans in place, the shunt capacitance is from O to 20 pF greater than indicated here, depending on whether 


the shield is tied to the switch or to the zero end of the decade. 
National stock numbers are listed at the back of the catalog. 
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= +0.02% accuracy 
a 5-,6-, or 7-dial settability 
= excellent stability, low cost 


These laboratory-quality, budget-priced decade boxes 
are designed for maximum usefulness and economy in 
laboratory measurement, testing, and development work. 
Their accuracy is adequate for all but the most exacting 
applications. Their small size and clear readout should 
be particularly useful in experimental setups using small, 
modern components. 

The 1434-M, -N, and -P contain five step decades of 
resistance in a small cabinet. The 1434-B and -X, 6-dial 
boxes, permit small as well as large values of resistance 
to be set with 3- or 4-place resolution and accuracy. The 
1434-QC, a “best buy,” has four step decades plus a 
rheostat to provide 1-ohm resolution in a 1-megohm box. 

The larger, seven-decade, 1434-G box is easily con- 
verted into a 3¥2-inch relay-rack unit by the addition of 
angle brackets and dress strips, which are furnished. This 
box has lug terminals available at the rear, as well as at 
panel binding posts. 


DESCRIPTION 


High-quality, wire-wound resistors are used in these 
decades. The low price is made possible by the use of 
only six resistors per decade instead of ten. These are 
combined by switching in such a way that there are no 
discontinuities; that is, the resistance increases stepwise 
just as though ten resistors were used. The switches have 
solid-silver-alloy contacts for low resistance and long life. 

Resistors are of low-temperature-coefficient Evanohm* 
wire, except the 1-ohm/step and 0.1-ohm/step decades 
which use wire and ribbon (respectively) of another low- 
temperature coefficient alloy. The resistors of the 100-, 
10-, and 1-ohm/step decades are Ayrton-Perry wound 
to minimize inductance. 


* Registered trademark of the Wilbur B. Driver Company. 


SPECIFICATIONS 
Accuracy: Tolerances apply at low currents and at dc or low- 
frequency ac. 

Over-all: The difference between the resistances at any set- 
ting and at the zero setting is equal to the indicated value 
+(0.02% + 2 ma), except for the 1434-QC, which may have 
an additional error of = 1 when the rheostat is used. 

Incremental: See table. This is the accuracy of the change 
in resistance between any two settings of the same dial. 


National stock numbers are listed at the back of the catalog. 


Zero Resistance: Approx 3 m® per dial at low SMES | 
except for the 1434-QC, approx 30 mo. 


Max Current: See table; these values also appear on the panel 
of each decade box. When this max current is passed through 
a decade, the temporary change in value will be less than the 
accuracy specification. Currents appreciably higher than this 
will cause permanent damage. 


Total Resistance 
Per Step 


Incremental | Max 


Resistance of Decade Accuracy * Current 


19 1 
102 O.3A 
100 2 | 160 mA 

1 ko / 50 mA 
10 ka | 16 mA 
100 ka 5 mA 
1Ma " | 16mA 
100-2 Rheostat** 1Q/div | +10 | 200 mA 


* At low currents and low frequencies. ** Used in 1434-QC. 


Temperature Coefficient: <+10 ppm/ °C at room temperature, 
except for the low-valued units where the +0.4%/ °C tempera- 
ture coefficient of the zero resistance must be added. 
Frequency Characteristics: Generally similar to those of the 
1433 Decades. 

Switches: Multiple wiper, solid-silver-alloy switches are used 
to obtain low and stable zero resistance. 

Terminals: Jack-top binding posts on standard %-in. spacing. 
A shield terminal is also provided. The 1434-G has lug con- 
nections accessible from the rear. 

Mounting: All types except the 1434-G are in small cabinets 
for bench use. The 1434-G is also designed for bench use but, 
with the addition of mounting hardware, becomes 3%2-in. high, 
19-in. relay-rack unit. 


Mechanical Data: 


Net Shipping 
Weight 


Weight 


G (rack) 483 | 3% 
Total Resistance Number of Catalog 
Description Resistance(Q) Per Step Decades Number 


Decade Resistor 


1434-N aia 0.10 1434-9714 
1434-M 111,110 1.00 1434-9713 
1434-P 1,111,100 10 1434-9716 
1434-QC 1,111,105 1 Q/div 1434-9576 
1434-B 1,111,110 1.00 1434-9702 
1434-X abilslalalah 010 1434-9724 
1434-G 1,111,111 0.12 1434-9707 
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SUT anEAAL Bane 


1435 Programmable Decade Resistor 


es 1.11 MQ 
= 0.02% basic accuracy 


= completely programmable 


The 1435 is a completely-programmable five-decade 
resistor (expandable to six or seven decades on special 
order) particularly adaptable to automatic test equipment 
for the control of load, time constant, gain, etc. 

Each decade is controlled by a 12-position front-panel 
switch that displays O through X (10) and R (remote). 
This allows any decade or decades to be manually set 
while those remaining are remotely controlled. Another 
switch transfers total control of all the decades to the 
exernal control signal, regardless of the setting of the in- 
dividual decade controls, and this transfer itself is ex- 
ternally programmable. 

Four high-quality wire-wound resistors of low-tempera- 
ture-coefficient Evanohm* wire are used in each decade. 
All are straight wound except the 10-9/step decade 
which is Ayrton-Perry wound to reduce inductance. Due 
to discontinuities that may exist when the settings are 
changed (manually or remotely), two logic lines are pro- 
vided to short or open the decade-output terminals during 
the switching interval. 


* Registered trademark of the Wilbur B. Driver Co. 


SPECIFICATIONS 


Range: 1,111,100 9 total resistance; 10 2 smallest step. Each 
decade can be individually controiled: manually by. in-line- 
readout dials or remotely to digital techniques. 

Programming: Control by negative true logic, 8-4-2-1 binary- 
coded decimal, at standard DTL or TTL levels (i.e., logic O ~ 
ground, logic 1 >+3.5 V) or closures to ground applied to rear- 
panel etched-board (36 pins.) SWITCHING SPEED: < 4 ms 
per change. Switches are mercury-wetted reed relays for low, 
stable, and repeatable zero resistance and are used for both 
manual and remote control. 

Resistance Characteristics: ACCURACY: The difference be- 
tween the resistances at any setting and at the zero setting 
-is equal to the indicated value =(0.02% + 10 ma) for all 
decades except, for 10-0/step decade, the tolerance is 
+(0.05% + 10 mQ); all at low currents and low or zero fre- 
quency. ZERO RESISTANCE; Typically 700 ma total (all dec- 
ades set to zero’. TEMPERATURE COEFFICIENT: =(10 ppm 
+3 ma)/°C. FREQUENCY DEPENDENCE: At high resistance 
values, frequency characteristics depend mainly on capaci- 
tances and on the type of connections used (2- or 3-terminal, 


National stock numbers are listed at the back of the catalog. 
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grounded or guarded). At low resistance values, they depend 
mainly on the inductance. Calculations based on the values 
tabulated should give a good approximation to the series- 
resistance error. (Parameters are defined by diagram.) 


Decade Resistance 


Parameter R= 100 ko pee BY) 
Cl 19 pF 11 pF 
C2 76 pF 23 pF 
C3 19 pF 16 pF 
C4 247 pF 276 pF 
C5 46 pF 51 pF 
C6 1606 pF 1606 pF 
L1 23 wH 23 wH 


Signal Power Ratings: 0.125 W per step of the most-significant 
non-zero digit (1.25 W max) for specified accuracy; 0.25 
W/step (2.5 W max) without damage. Each decade labeled 
with rated current. GUARD VOLTAGE LIMIT: 100 V max 
with respect to ground. 


Terminals: 5 (High, Low, Ground, Guard, Guard) nickel-plated 
brass binding posts on rear panel; standard spacing (0.75 in.). 
Supplied: Power cord and board-edge connector, for program- 
ming input. 

Power: 100 to 125 V or 200 to 250 V, 50 to 60 Hz, 7 W. 


Mechanical: Bench or rack models. DIMENSIONS (wxhxd): 
Bench, 19.75x4.22x12.88 in. (502x107x327 mm); rack, 19x 
3.47x10.8 in. (483x88x275 mm). WEIGHT: Bench, 18 Ib 
(8.5 kg) net, 23 Ib (11 kg) shipping; rack, 13 Ib (6 kg) net, 
18 Ib (8.5 kg) shipping. 


Catalog 
Description Number 
1435 Programmable Decade Resistor 
Bench Model 1435-9700 
Rack Model 1435-9701 


~ OE 
7 RE UaLTAGE 


000) GENERAL RADIO Co 
CONCORD. usa 


1455 Decade Voltage Divider 


= linearity better than 20 ppm (5-dial model) 
= input impedance: 10 or 100 kn. 


The GR 1455 Decade Voltage Dividers provide accu- 
rately known voltage ratios from 0.00001 to 1.00000 for 
use in many common measurements: 


e voltage gain or attenuation 

e linearity of potentiometers and other controls 
e frequency response of audio and rf networks 
e transformer turns ratio 

e voltmeter calibration 


A resistive divider of the Kelvin-Varley type, the 1455 
has precision resistors throughout (rather than in se- 
lected positions only) for over-all high accuracy. Linearity 
is as low as 0.02 ppm of input. 

Match your needs exactly. Select input impedance, 
voltage rating, frequency range, 4- or 5-dial resolution, 
bench or rack mounting. 


SPECIFICATIONS 


Frequency Characteristic: Acts like 


simple RC circuit below f, so that Eo __freading _ 


3 


Tabulated value of f. is at setting that gives max output re- 
sistance so that f. at all other settings is higher. At 0.044 f., 
response is down <0.1%. 


Temperature Coefficient: <20 ppm for each resistor. Since 
voltage ratios are determined by resistors of similar construc- 
tion, net ambient temperature effects are very small. 
Mechanical: Lab-bench cabinet. DIMENSIONS  (wxhxd): 
Bench, 4-dial model, 14.75x3.5x6 in. (375x89x153 mm); 
5-dial models, 17.31x3.5x6 jn. (440x89x153 mm); rack, 
19x3.5x4.63 in. (483x89x117 mm). WEIGHT: Bench, 4-dial 
model, 6.75 Ib (3.1 kg) net, 8 Ib (3.7 kg) shipping; 5-dial 
models, 7.75 |b (3.6 kg) net, 9 Ib (4.1 kg) shipping; rack 
models are each 1 Ib (0.5 kg) heavier than corresponding 
bench models. 


National stock numbers are listed at the back of the catalog. 


Type 1455-A -BH -B 
Number of Dials: 4 5 j 5 
Input Resistance: 10 ka. 100 ka | 10 ka 
Accuracy of Input R: (ppm) +150 +150 +150 
Input Voltage Rating': 230V. | 70OOV | 230V 
Frequency Response? f.: | 850 kHz 69 kHz | 690 kHz 
Resolution: (ppm of input) 100 10 | 10 
Linearity (sumofA&B) | 
A, Absolute Linearity? | | 
— Ratio — 
0.00001 to 0.00010 — | =+0.02 +0.03 
0.00010 to 0.00100 =0:3 EO +0.3 
0.00100 to 0.01000 2 se? st 
0.01000 to 0.10000 +15 | +10 / +10 
0.10000 to 1.00000 +30 i ==20 | £20 
B, Terminal Linearity | 
(in ppm of input). | | 
FOUR-TERMINAL (out- | | 
put with respect to low 
output terminal): +0.04 | +0.004 +0.04 
THREE-TERMINAL4 / +0.2 +0.02 +0.2 
Max Output Resistance | } 
(input shorted): |} 2.79k® | 288ko 2.88 kO 
Effective Output Capaci- | 
tance (typ, unloaded): 67 pF 80 pF { 80 pF 


! Safe operating limit, will not cause damage. 

2 Output-level change due to increasing frequency, with no load, with 
output resistance set to max, up to the tabulated frequency: <3 dB. 

3 Measured in ppm of input. Output is taken with respect to reference 
output measured when the indicated ratio is zero, with frequency in 
the low audio range, with input <0.5 of Input Voltage Rating. Note: 
Linearity change due to internal heating, for full rated input voltage, 
for ratios 0.1 to 1.0: <20 ppm; for ratios <0.1: negligible. 

4 Output measured with respect to low input terminal. Low output 
terminal may be floating or connected to the low input terminal. 


Catalog 
Description a AEN Number 
1455 Decade Voltage Divider 
Bench Models 
1455-A, 4-dial, 10-kQ 1455-9700 
1455-B, 5-dial, 10-kO 1455-9706 
1455-BH, 5-dial, 100-kQ 1455-9708 
Rack Models 
1455-A, 4-dial, 10-kQ 1455-9701 
1455-B, 5-dial, 10-kQ. 1455-9707 
1455-BH, 5-dial, 100-k2. 1455-9709 
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1482-1 


100mH 40.1% 
3482-6 SLANDER MBUCTOR 
Bs: F 


HCE {9 GouphAny Eiatrare 


1482 Standard Inductor 


stable within +0.01% per year 
= low, known temperature coefficient 


minimized connection errors 
® toroidal —free from external fields 


The 1482 is an accurate, highly stable standard of self 
inductance for use as a iow-frequency reference or work- 
ing standard in the laboratory. Records extending over 
16 years, including those of inductors that traveled to 
national laboratories in several countries for calibration, 
show long-term stabilities well within +0.01%. 

Each inductor is a uniformly wound toroid on a ceramic 
core. It has a negligible external magnetic field and 
hence essentially no pickup from external fields. The in- 
ductor is resiliently supported in a mixture of ground cork 
and silica gel, after which the whole assembly is cast 
with a potting compound into a cubical aluminum case. 

Sizes of 1 mH and above have three terminals, two for 
the inductor leads and the third connected to the case, 
to provide either a two- or three-terminal standard. The 
100-uxH size has three additional terminals for the switch- 
ing used to minimize connection errors. 

For comparing other inductors with these standards, 
the 1632-A Inductance Bridge is recommended. 


SPECIFICATIONS 
Inductance Range: See table. 
Accuracy of Adjustment: See table. 


*Resonant 
Frequency 
(kHz) 


Adjustment 
Accuracy 
(Percent) 


Nominal™ 
Induct- 


Description ance 


Standard Inductor 
1482-B 
1482-E 
1482-H 
1482-L 
1482-P 
1482-T 


* Representative values. Actual values given on certificate. 


National stock numbers are listed at the back of the catalog. 


Calibration: A certificate of calibration is provided with each 
unit, giving measured values of inductance at 100, 200, 400, 
and 1000 Hz, with temperature and method of measurement 
specified. These values are obtained by comparison, to a pre- 
cision, typically, of better than +0.005%, with working stan- 
dards whose absolute values, determined and maintained in 
terms of reference standards periodically certified by the Na- 
tion! Bureau of Standards, are known to an accuracy typically 
+(0.02% + 0.1 wH) at 100 Hz. 

Stability: Inductance change is less than =0.01% per year. 


Dc Resistance: See table for representative values. A meas- 
ured value of resistance at a specified temperature is given on 
the certificate of calibration. 


Low-Frequency Storage Factor Q: See table for representative 
values of Q at 100 Hz (essentially from dc resistance). An in- 
dividual value of Q, calculated from the measured dc resist- 
ance, is given on each certificate of calibration. 

Temperature Coefficient of Inductance: Approx 30 ppm per 
°C. Minute temperature corrections may be computed from 
dc resistance changes. A 1% increase in resistance, produced 
by a temperature increase of 2.54°C. corresponds to 0.0076% 
increase in inductance. 

Resonant Frequency: See table for representative values. A 
measured value is given on the certificate of calibration. 

Max Input Power: For a rise of 20°C, 3 W; for precise work, a 
rise of 1.5°C, 200 mW. See table for corresponding current 
limits. 

Terminals: Jack-top binding posts on %4-in. spacing with re- 
movable ground strap. 
Mechanical: Lab-bench cabinet. 
6.5x8 in. (166x166x204 mm). 
13 Ib (6 kg) shipping. 


DIMENSIONS (wxhxd): 6.5x 
WEIGHT: 11.5 Ib (5.3 kg) net, 


=DC Milliamperes, 
Resistance Catalog 
(Ohms) Number 


1482-9702 
1482-9705 
1482-9708 
1482-9712 
1482-9716 
1482-9720 
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1491 Decade Inductor 


= high-Q, 200 and above 


s shielded toroidal cores for small/mutual inductance 
little effect from external fields 


= sealed against moisture 


The 1491 Decade Inductor is an assembly of several 
940 Decade-Inductor Units in a single metal cabinet. 
The units have no electrical connection to the panel, but 
a separate ground terminal is provided, which can be con- 
nected to the adjacent low terminal, leading to the small- 
est decade. 

These inductance decades are convenient elements for 
use in wave filters, equalizers, and tuned circuits through- 
out the range of audio and low radio frequencies. As 
components in oscillators, analyzers, and similar equip- 
ment, they are especially useful during the preliminary 
design period, when you need to vary circuit elements 
over relatively wide ranges to determine optimum oper- 
ating values. As moderately precise standards of induc- 
tance they have values of low-frequency storage factor, 
Q, that are much larger than those of air-core coils. 


SPECIFICATIONS 
Note: See also specifications for 940 Decade Inductor Units. 


Frequency Characteristics: Percentage increase in effective 
series inductance (above the zero-frequency value, L.) may be 
obtained by interpolation in accompanying graph for any set- 
ting of the highest-value decade used, when LOW terminal is 
grounded to cabinet. 


Zero Inductance: Approx 1 uwH. 


National stock numbers are listed at the back of the catalog. 
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Max Voltage: 500 V rms. Switch will break circuit at 500 V if 
turned rapidly, but voltages above 150 V may cause destruc- 
tive arcing with switch between detent positions. 

Terminals: Binding posts on %4-in. centers; separate ground 
terminal provided. 

Mechanical: Lab-bench cabinet. DIMENSIONS (wxhxd): 
Bench, 17x8.75x6.5 in. (432x223x166 mm). WEIGHT: 1491-D, 
bench model, 23 Ib (11 kg) net, 30 Ib (14 kg) shipping; 
1491-G, bench model, 27 Ib (12 kg) net, 341b (16kg) shipping. 


FRACTIONAL INCREASE AL/Lo IN PERCENT 


Ol O02 Os ! 2 5 10 20 50 100 200 
FREQUENCY IN kHz 
PERCENT INCREASE IN L WITH FREQUENCY 


Variation of inductance with frequency for the 
1491 Decade Inductors. 


940’s 
Included 


Catalog 
Number 


Description 


Decade !nductor 
1491-D Bench 
1491-G Bench 


aR Ea MA 
11.111H 


0.001 H 
0.0001 H 


E,.F,G,H 
DDE, F, G, 


1491-9704 
1491-9707 


940 Decade-Inductor Unit 


Each 940 Decade-Inductor Unit is an assembly of four 
inductors (relative values, 1, 2, 2, 5) wound on molyb- 
denum-permalloy dust cores, which are combined by 
switching to give the eleven successive values from O to 
10. The decade switch has high-quality ceramic stator- 
and-rotor members and well-defined ball-and-socket de- 
tents. All contacts are made of a silver alloy and have a 
positive wiping action. 


SPECIFICATIONS 


Accuracy: Each unit is adjusted so that its inductance at zero 
frequency and initial permeability will be the nominal value 
within the accuracy tolerance given in the following table: 


Unit 940-DD 940-E 940-F 940-G 940-H 
Inductance ; 

per step 100 pH. 1 mH 10 mH 100 mH 1H 
ce tat 
Accuracy Pane OG TE2% © +1% +0.6% +0.6% 


Frequency Characteristics: For any specific operating fre- 
quency, Figure 2 shows the percentage increase in effective 
series inductance (above the value when f = 0), which is en- 
countered with the extreme settings of each of the five 
decade-inductor units when the chassis is floating. Interpola- 
tion may be used for intermediate settings. 


Change in Inductance with Current: Fractional change in initial 
inductance with ac current for each type of toroid is shown in 
the normal curves, Figure 1, in terms of the ratio of the operat- 
ing current, |, to l,, the current for 0.25% change, solid line 
(0.1%, broken line). For ratios below unity, inductance change 
is directly proportional to current. Values of |), listed below, 


are approximate and are based on the largest inductor in the 
circuit for each setting. 


Incremental Inductance: Dc bias current |. will reduce the 
initial inductance as shown in the incremental curves, Figure 1. 


RMS I: (mA) 


Switch 
Setting 


0.1% 
Increase 


0.25% Increase 


940-E 940-F 940-G 940-H 


1 a7 17 eee oe 
2,3,4 12 0.38 
5, 6, 7, 8, 9, 10 63 8 08 | 0.24 


Storage Factor Q: See Figure 3: 
Dc Resistance: Approx 45 © per henry. 


Temperature Coefficient: Approx —25 ppm per degree C be- 
tween 16° and 32°C. 


Max Safe Current: Approx 200 times the pertinent |, value (30 
times for the 940-DD). Max current engraved on dial. 


Terminals: Solder lugs. Circuit insulated from chaissis. 


Mechanical: Panel-mounting (hardware, dial plate, and knob 
included). DIMENSIONS (wxhxd): 8x3.5x4.25 in. (204x89x 
108 mm). WEIGHT: 3.5 Ib (1.6 kg) net, 6 Ib (2.8 kg) shipping. 


Inductance 


Catalog 

Description Total Steps Number 
Decade Inductor 

940-DD 1 mH 100 wH 0940-9810 

940-E 0.01 H 0.001 H 0940-9705 

940-F 0.1H 0.01 H 0940-9706 

940-G 1H 0.1H 0940-9707 

940-H 10H 1H 0940-9708 
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Figure 1. Percentage change in normal and 
incremental inductance with ac and bias 
current. Incremental curve is limited to an Units. 
ac excitation less than |. 


National stock numbers are listed at the back of the catalog. 


Figure 2. Change in effective inductance 
with frequency for the 940 Decade-Inductor 


wer 


Figure 3. Variation of Q for the maximum 
inductance of each 940 Decade-!|nductor 
Unit at low excitation levels. Dashed curves 
correspond to use with chassis floating. 
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GR874° General-Purpose Coaxial Components 


Over 25 years of design refinement GenRad entered 
the coaxial component field over 25 years ago with the 
introduction of the GR874® connector. This connector 
offered not only excellent electrical performance but a 
major convenience feature — any two, although iden- 
tical, could be mated. The hermaphrodite, quick-connect 
GR874 connector was soon joined by a family of circuit 
elements and adaptors using it. GR874-equipped instru- 
ments were added to solve the special measurement 
problems of vhf and uhf and the availability of these 
precise measuring instruments in turn made possible 
a continuous refinement of the basic connector. 


A universal choice The GR874 connector has gained 
wide popularity; highly respected instrument manufac- 
turers have put the electrical and physical advantages of 
these connectors to good use on their products. 

Based on the GR874 connector is a full line of coaxial 
components and instruments so that a user of the GR874- 
equipped laboratory need seldom turn to other connector 
types for a needed element. If he does, there are GR874 
adaptors to fit most other common types of connector. 


Locking connectors The GR874 connector is available 
in both the common nonlocking version and a high-per- 
formance locking version. The locking version has a 
threaded coupling nut that permits the two connectors to 
be mechanically locked together in a stable, semi-perma- 
nent union for better electrical repeatability, lower leak- 
age, and less chance of accidental disconnection. The 
quick-connect/ disconnect feature is retained if the coup- 
ling nut is not engaged. 


Electrical characteristics The GR874 connector has 
truly outstanding reflection characteristics among stan- 
dard, general-purpose coaxial connectors in the dc-to-9 
GHz frequency range. Its SWR performance is typically 
superior to that of the type N connector, for example. Its 
low level of reflections at high frequencies makes the 
connector of particular value in pulse applications and in 
time-domain reflectometry. GR874 cable connectors, in 
fact, offer SWR performance superior to that of any cable 
with which they can be used and therefore add no Sig- 
nificant reflections when used in cabled measurement 
set-ups. They also provide very low contact resistance, 
an important requirement to minimize intermodulation 
in multichannel communications systems. 


couptinc ® 
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Cutaway view of GR874 basic connector mated with GR874 cable 


connector. 
LOCKING NUT 
INSULATING BEAD 
RETAINING RINGS 
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UNUSED LOCKING NUT 
INNER CONDUCTOR 874-812 


COUPLING NUT 


Mechanical characteristics The elements of a GR874 
connector include an inner conductor, an outer conduc- 
tor, a supporting polystyrene bead, a phosphor-bronze 
retaining ring, and a threaded coupling nut. All metal 
parts are machined and formed to very close tolerances; 
all are made of hard-drawn brass, except for the center 
conductor which is heat-treated beryllium copper to en- 
sure good gripping capability and long wear. A bright- 
alloy finish on all surfaces produces good conductivity for 
low loss and gives long-lasting protection against tarnish. 

Inner and outer conductors are similar in principle; 
each is a tube with four longitudinal slots in one end, with 
two opposite quadrants displaced inward. When two con- 
nectors are joined, the undisplaced quadrants of one 
overlap the displaced quadrants of the other. 
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Leakage — note advantage of locking version (874-BBL). 


GR874° 50-Ohm Connectors 


Basic Connectors 


For use on rigid, 14-mm, air-dielectric 50-9 coaxial lines 
or with capacitance, inductance, and resistance standards. 


Frequency: Dc to 9 GHz. 

Electrical: IMPEDANCE: 50 9. INPUT VOLTAGE: Up to 1500 
V pk. POWER, average into 50-0 load: Up to 40 kW, dc to 
50 kHz, decreasing as 1/./f to 0.1 kW at 10 GHz. 
Mechanical: DIMENSIONS: Non-locking, 1.19 in. (30 mm) x 
0.813 in. (21 mm) dia; locking, same length x 1 in. (25 mm) 
dia. WEIGHT: 0.2 Ib (0.1 kg) net, 1 Ib (0.5 kg) shipping. 


Catalog 
Description Number 
Basic 50-9 Connector 
874-B, non-locking 0874-9400 
874-BBL, locking 0874-9403 


National stock numbers are listed at the back of the catalog. 
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Typical SWR of pairs of connectors 
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Cable Connectors 


For use with more than 40 different RG types of coaxial 
cable. Each cable connector consists of a basic connector, 
plus inner and outer transition pieces, a soft copper ferrule, 
a heat disk, and a flexible cable guard. The transition pieces 
maintain the 50-ohm characteristic impedance of the con- 
nector throughout the reduction to the cable diameter. The 
cable inner conductor is soldered %o the inner transition piece; 
the cable braid and jacket are crimped to the outer transition 
by the specially perforated ferrule. Braid and jacket are thus 
securely fastened, to minimize reflections and leakage. A neo- 
prene cable guard serves as a protective handle. Sized to grip 
the cable securely without compressing it, the cable guard 
adds to the quick-connect/disconnect convenience of the 
connector. 


Frequency: Dc to 7.5 GHz. 

Impedance: 500. 

Input Voltage, peak: 874-CA, -CLA, -C8A, -CL8A: Upto 1000 V. 
874-C58A, -CL58A, -C62A, -CL62A: Up to 500 V. 
874-C174A, -CL174A: Up to 300 V. 

Power, average into 50-(Q load: 874-CA, -CLA, -C8A, -CL8A: 
Up to 20 kW, dc to 100 kHz, decreasing as 1/ Vf to 0.1 kW 
at Z 

874-C58A, -CL58A, -C62A, -CL62A: Up to 5 kW, dc to 500 
kHz, decreasing as 1/./f to 0.1 kW at 1 GHz. 

874-C174A, -CL174A: Upto 1.8 kW, dc to 300 kHz decreasing 
as 1/./f to 0.1 kW at 80 MHz. 

Mechanical: DIMENSIONS: 2.69 in. (68 mm) long x 1 in. (25 
mm) dia. WEIGHT: 0.2 Ib (0.1 kg) net, 1 Ib (0.5 kg) shipping. 


Panel Connectors 


For use on equipment panels. Connectors are available to 
fit popular cable sizes and wire leads. They are mounted to 
a panel by means of a flange and four screws; the non-locking 
connector can be mounted either front or back. The recessed 
connectors protrude forward only 0.13 jn. (3.2 mm), for space 
saving and neatness. 


Frequency: Dc to 7.5 GHz. 

Impedance: 50 ©. 

Input Voltage, peak: 874-PBA, -PLA, -PRLA, -PB8A, -PL8A, 
-PRL8A: Up to 1000 V. 

874-PB58A, -PL58A, -PRL58A, -PB62A, -PL62A, -PRL62A: 
Up to 500 V. 

874-PB174A, -PL174A, -PRL174A: Up to 300 V. 

874-PLT, -PRLT: Up to 1500 V. 

Power, average into 50-0 load: 874-PBA, -PLA, -PRLA, -PB8A, 
-PL8A, -PRL8A: Up to 20 kW, dc to 100 kHz decreasing as 
1/\/F to 0.1 kW at 5 GHz. 

874-PB58A, -PL58A, -PRL58A, -PB62A, -PL62A, -PRL62A: 
Ener kW, de to 500 kHz, decreasing. as Ut ‘to 0.1 kW 
a Zz 

874-PB174A, -PL174A, -PRL174A: Up to 1.8 kW, dc to 300 
kHz, pevcrezcing. as 1/VF to 0.1 kW at 80 MHz. 

874-PLT, -PRLT: Up to 40 kW, dc to 50 kHz, decreasing as 
1/./f to 0.1 kW at 10 GHz. 

Mechanical: WEIGHT: 0.2 Ib (0.1 kg) net, 1 Ib (0.5 kg) 
shipping. ~ 


recessed 


locking 


non-locking 


Panel Feedthrough Connector 


Mates any pair of GR874 connectors directly through a 
panel or wall. Can be mounted as recessed or nonrecessed 
panel locking connector. Can be mounted through thick bulk- 
heads 0.25 to 2 inches (51 mm), or more, in thickness by 
counterboring. 

Electrical: IMPEDANCE: 50 9, nominal. INPUT VOLTAGE: Up 
to 1500 V pk. POWER, average into 50-9 load: Up to 40 kW, 


dc to 50 kHz, decreasing as 1/./f to 0.1 kW at 10 GHz. 


National stock numbers are listed at the back of the catalog. 
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FREQUENCY GHz 


Average SWR of single connector on 
infinite length of 50-ohm cable. 


Catalog 
Description Number 
50-( a: Cable Connectors: 
For GR 874-A2 Cable: 
874-CA, non-locking 0874-9410 
874-CLA, locking 0874-9411 


For 50-9 cable including RG-8A/U, -9B/U, -10A/U, -87A/U, -116/U, 
-156/U, -165/U, -166/U, 213/U, -214/0U, 215/U, -225/U, -227/U, and 
non-50- cable including RG- 11A/U, -12A/U, -13A/U, -638/U, -79B/U, 
-89/U, -144/U, -146/U, -149/U, -216/U: 

874-C8A, non-locking 0874-9412 

874-CL8A, locking 0874-9413 
For 50-0 cable including GR 874-A3, RG-29/U, -55/U series, -58A/U 
series, -141A/U, -142A/U, -159/U, -23/U: 

874-C58A, non-locking 0874-9414 

874-CL58A, locking 0874-9415 


Ot non-50-2 cable including RG59/U, -62/U series, -71B/U, -140/U, 
-210/U: 
874-C62A, non-locking 0874-9416 
874-CL62A, locking 0874-9417 


For 50-0 cable including RG-174/U, -188/U, -316/U, and non-50- 
cable including RG-161/U, -187/U, -179/U: 


874-C174A, non-locking 0874-9418 
874-CL174A, locking 0874-9419 
50- a Panel Connectors: 
For GR 874-A2 Cable: 
874-PBA, non-locking 0874-9440 
874-PLA, locking 0874-9441 


874-PRLA, recessed locking 0874-9461 
For 50-0 Cable including RG-8A/U, -9B/U, -10A/U, -87A/U, -116/U, 
-156/U, -165/U, -166/U, -213/U, -214/U, -215/U, -225/U -227/U, and 
non- 50-0 cable including RG- LIA/U, -12A/U, -13A/U, -63B/U, -79B/U, 
-89/U, -144/U, -149/U, -216/U 


874-PB8A, non-locking 0874-9442 
874-PL8A, locking 0874-9443 
874-PRL8A, recessed lockin 0874-9463 


For 50-0 cable including GR 874-A3, RG-29/U, -55/U series, -58/U 
series, -141A/U, -142/U, -159/U, -223/U: 
874-PB58A,. non-locking 0874-9444 
874-PL58A, locking 0874-9445 
874-PRL58A, recessed locking 0874-9465 


petit sel lS Lg I BASSAS UCLA SS O° eee SS EAE 
BP cea cable including RG59/U, -62/U series, -71B/U, -140/U, 


874-PB62A, non-locking 0874-9446 

874-PL62A, locking 0874-9447 

874-PRL62A, recessed lockin 0874-9467 
For 50-9 cable including RG-174/U, -188/U, -316/U, and non-50-0 
cable including RG-161/U, -187/U, -179/U: 

874-PB174A, non-locking 0874-9448 

874-PL174A, locking 0874-9449 

874-PRL174A, recessed locking 0874-9469 
For Wire Leads: 

874-PLT, locking 0874-9459 

874-PRLT, recessed locking 0874-9479 


1/4 MAX 


874-PFL Panel Feedthrough Connector 0874-9451 


GR874 50-Ohm Adaptors 


Conversion These adaptors provide easy conversion 
from the GR874® connector to most popular military and 
industrial coaxial connectors. Many of the adaptors are 
available with locking GR874 connectors to allow semi- 
permanent attachment of the adaptor while ensuring 
stable electrical performance. 

Without degradation GR8/4 adaptors extend the use- 
fulness of GR874 connectors without sacrificing electri- 
cal performance. The SWR of the combination of GR874 
connector and GR874 adaptor is actually comparable to 
that of the “other series” connector alone. 

Excellent for OEM applications Original-equipment 
manufacturers recognize the possibilities of these adap- 
tors in combination with the GR874 recessed panel con- 
nector. An instrument originally equipped with these 


connectors can be quickly converted by means of appro-° 


priate GR874 adaptors to almost any coaxial connector 
series; the resulting panel connector protrudes less than 
an inch in front of the panel. 


50-Ohm Adaptor Kit 


= fifteen adaptors in one neat package provide the 
answer to the connector dilemma 


Tame the connector menagerie Your device is fitted with 
type N connectors, your test equipment with UHF, and your 
patch cords with BNC — is that what plagues you? Or have 
you just wasted ten minutes trying to force one SMA plug onto 
another? Frustrating as these experiences may be, they’re in- 
evitable because of the multitude of connector types available 
to manufacturers. There is a bright side, however, and it 
comes in the form of a small gray box from GenRad. The 
box contains 15 different adaptor types that allow you to 
connect to any of 9 popular commercial and military connector 
types — conveniently and with a minimum of the usual 
fumbling. 

With a double approach All adaptors in the kit have one 
connector type in common, the GR874. These connectors are 
hermaphroditic; i.e., any two, although identical, can be 
plugged together —no more worrying about whether you 
need a jack or a plug or whatever. 

One approach to the problem is simply to connect the ap- 
propriate adaptor to each end of a GR874® patch cord and 
then connect it from one device to the other. 


Replace countless adaptors Because any two GR874 
adaptors mate, a few of them can perform a cross-connec- 
tion task that would otherwise involve a costly collection 
of direct adaptors. For example, interconnection of 
types BNC, C, Microdot, N, TNC, and UHF plugs and 
jacks would require 72 direct adaptors, whereas only 12 
, adaptors are needed to do the same job. (See 

able. 


The mathematics of coaxial adaptors 

GIVEN: n types of coaxial connectors 

FIND: the number of adaptors required to be able to interconnect any jack 
or plug to any other one. 


n With standard coaxial With GenRad coaxial 
adaptors: 2n(n — 1) adaptors: 2n 


2 ia 4 4 


7 

j 

appt 20 | 8 
6 60 12 / 
8 112 16 | 


Equally simple is a second approach. Connect one adaptor 
to another, with the second adaptor appropriate to whatever 
type of patch cord you have available. 


Supplied: In addition to the adaptors listed below, the kit also 
includes one 874-T tee connector to connect stubs and other 
elements in shunt with a coaxial line, one 874-EL 90° ell right- 
angle line section, and one 874-R33 three-foot 50-0 cable ter- 
minated on one end with a GR874 connector and on the other 
with banana plugs. 


Contains 
GR874 and 


Contains 
GR874 and} GR Type 


| aty GR Type 


2 BNC jack |874-QBJA 1 | SMA jack | 874-QMMJ 
2 BNC plug |874-QBPA 1 | SMA plug | 874-QMMP 
1 C jack |874-QCJA 1 | TNC jack | 874-QTNJ 
il C plug |874- -QCP ih TNC plug | 874-QTNP 
1 | HN jack 874-QHJA 2 | UHF jack | 874-QUJ 

a | HN plug 874-QHPA 2 | UHF plug | 874-QUP 
3 | Njack  |874-QNJA 1 | banana jacks | 874-Q2 

S | N plug 874-QNP | (See also preceding paragraph.) 


Mechanical: All components housed in a rugged steel case 


with piano hinge, 2 clasps, and carrying handle. DIMEN- 
SIONS: (wxhxd): 18.5x4x7 in. (470x102x178 mm). WEIGHT: 
4.5 Ib (2.1 kg) net, 6 Ib (2.8 kg) shipping. 

Catalog 
Description __ meee cen ee 8) ora lumber 
874-9099 Adaptor Kit 0874-9099 


National stock numbers are listed at the back of the catalog. 
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GR874° 50-Ohm Adaptors 


Adaptors to BNC 


Four adaptors are available; two include a BNC jack with 
either a non-locking or a locking GR874 connector, and two 
include a BNC plug with either a non-locking or a locking 
GR874 connector. 


Frequency: Dc to 8.5 GHz. 
Electrical: IMPEDANCE: 50 9, nominal. INPUT VOLTAGE: 
Up to 500 V pk. POWER, average into 50-0 load: Up to 5 kW, 
dc to 500 kHz, decreasing as 1/\/f to 0.1 kW at 1 GHz. 
Mechanical: WEIGHT: 0.2 Ib (0.1 kg) net, 1 Ib (0.5 kg) 
shipping. 


Adaptors to C 


Two adaptors are available; one includes a type C jack, 
and the other includes a type C plug. Each uses a non-lock- 
ing GR874 connector on the other end 


Frequency: Dc to 8.5 GHz. 

Electrical: IMPEDANCE: 50 9 nominal. INPUT VOLTAGE: Up 
to 1000 V pk. POWER, average into 50-9 load: Up to.20 kW, 
dc to 100 kHz, decreasing as 1/.+/f to 0.1 kW at 5 GHz. 
Mechanical: WEIGHT: 0.2 Ib (0.1 kg) net, 1 Ib (0.5 kg) 
shipping. 


Adaptors to HN 


Two adaptors are available; one includes a type HN jack and 
the other includes a type HN plug. Each uses a GR874 non- 
locking connector on the other end. 


Frequency: Dc to 8.5 GHz. 
Electrical: IMPEDANCE: 50 9, nominal. INPUT VOLTAGE: Up 
to 1500 V pk. POWER, average into 50-9 load: Up to 40 kW, 


dc to 50 kHz, decreasing as 1/./f to 0.1 kW at 10 GHz. 
Mechanical: WEIGHT: 0.2 Ib (0.1 kg) net, 1 Ib (0.5 kg) 


shipping. 


Adaptors to Microdot 


Two adaptors are available; one includes a Microdot jack, 
and the other includes a Microdot plug. Each uses a non- 
locking GR874 connector on the other end. 


Frequency: Dc to 4 GHz. 
Electrical: IMPEDANCE: 50 9, nominal. INPUT VOLTAGE: Up 
to 300 V pk. POWER, average into 50-0 load: Up to 1.8 kW, 


dc to 300 kHz, decreasing as 1/./f to 0.1 kW at 80 MHz. 
Mechanical: WEIGHT: 0.2 Ib (0.1 kg) net, 1 Ib (0.5 kg) 


shipping. 
National stock numbers are listed at the back of the catalog. 
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Catalog 

Description Number 

50-0 Adaptors to BNC 

874-QBJA, BNC jack, non-locking GR874 connector 0874-9700 
874-QBJL, BNC jack, locking GR874 connector 0874-9701 
874-QBPA, BNC plug, non-locking GR874 connector 0874-9800 
874-QBPAL, BNC plug, locking GR874 connector 0874-9801 


874-QCJA 


874-QCP 


FREQUENY -GHz 


50-0 Adaptors to C 
874-QCJA, C jack, non-locking GR874 connector 


874-QCP, C plug, non-locking GR874 connector 


0874-9702 
0874-9802 


QHJA 


FREQUENCY -GHz 


50-9 Adaptors to HN 
874-QHJA, HN jack, non-locking GR874 connector 
874-QHPA, HN plug, non-locking GR874 connector 


0874-9704 
0874-9804 


874-QMDJ 874-QMDP 


50-2 Adaptors to Microdot 
874-QMDJ, Microdot jack, non-locking GR874 connector 0874-9720 
874-QMDP, Microdot plug, non-locking GR874 


connector 0874-9820 


Adaptors to N 


Four adaptors are available; two include a type N jack with 
either a non-locking or a locking GR874 connector, and two 
include a type N plug with either a non-locking or a locking 
GR874 connector. 


Frequency: Dc to 8.5 GHz. 

Electrical: IMPEDANCE: 50 9, nominal. INPUT VOLTAGE: Up 
to 1000 V pk. POWER, average into 50-9 load: Up to 20 kW, 
dc to 100 kHz, decreasing as 1/./f to 0.1 kW at 5 GHz. 
Mechanical: WEIGHT: 0.2 Ib (0.1 kg) net, 1 Ib (0.5 kg) 
shipping. 


Adaptors to SMA 


Four adaptors are available; two include an SMA jack with 
either a non-locking or a locking GR874 connector, and two 
include an SMA plug with either a non-locking or a locking 
GR874 connector. These adaptors also mate with NPM, STM, 
and others. 


Frequency: Dc to 8.5 GHz. 

Electrical: IMPEDANCE: 509, nominal. INPUT VOLTAGE: Up 
to 300 V pk. POWER, average into 50-9 load: Up to 1.8 kW, 
dc to 300 kHz, decreasing as 1/./f to 0.1 kW at 80 MHz. 
Mechanical: WEIGHT: 0.2 Ib (0.1 kg) net, 1 Ib (0.5 kg) 
shipping. 


Adaptors to TNC 


Two adaptors are available; one includes a TNC jack, and 
the other includes a TNC plug. Each uses a non-locking 
GR874 connector on the other end. 


Frequency: Dc to 8.5 GHz. 
Electrical: IMPEDANCE: 50 9, nominal. INPUT VOLTAGE: Up 
to 500 V pk. POWER, average into 50-9 load: Up to 5 kW, 


dc to 500 kHz, decreasing as 1/./f to 0.1 kW at 1 GHz. 


Mechanical: WEIGHT: 0.2 Ib (0.1 kg) net, 1 Ib (0.5 kg) 
shipping. ene 
Description Number 


50-0 Adaptors to TNC 
874-QTNJ, TNC jack, non-locking GR874 connector 
874-QTNP, TNC plug, non-locking GR874 connector 


0874-9716 
0874-9816 


Adaptors to UHF 


Three adaptors are available; two include a UHF jack with 
either a non-locking or a locking GR874 connector, and one 
includes a UHF plug with a non-locking GR874 connector. 


Electrical: IMPEDANCE: 50 9, nominal. INPUT VOLTAGE: Up 
to 500 V pk. POWER, average into 50-0 load: Up to 5 kW, 


dc to 500 kHz, decreasing as 1/+/f to 0.1 kW at 1 GHz. 
Mechanical: WEIGHT: 0.2 Ib (0.1 kg) net, 1 Ib (0.5 kg) 
shipping. 


Adaptor to 7-mm Precision 


One adaptor is available and includes an Amphenol APC-7, 
7-mm precision, connector on one end and a locking GR874 
connector on the other end. 


Frequency: Dc to 8.5 GHz. 
Electrical: IMPEDANCE: 50 9, nominal. INPUT VOLTAGE: Up 
to 1000 V pk. POWER, average into 50-0 load: Up to 20 kW, 


dc to 100 kHz, decreasing as 1/./f to 0.1 kW at 5 GHz. 
Mechanical: WEIGHT: 0.2 Ib (0.1 kg) net, 1 Ib (0.5 kg) 


shipping. 
National stock numbers are listed at the back of the catalog. 


874-QNJL — 874-QNPL me” ag 
Catalo 
SUNG OS ae a ee a Ret Number _ 
50-9 Adaptors to N 
874-QNJA, N jack, non-locking GR874 connector 0874-9710 
874-QNJL, N jack, locking GR874 connector 0874-9711 
874-QNP, N plug, non-locking GR874 connector 0874-9810 
874-QNPL, N plug, locking GR874 connector 0874-9811 
874-QMMJ 874-QMMP 
50-9 Adaptors to SMA 
874-QMMJ, SMA jack, non-locking GR874 connector 0874-9722 
874-QMMJL, SMA jack, locking GR874 connector 0874-9723 
874-QMMP, SMA plug, non-locking GR874 connector 0874-9822 
874-QMMPL, SMA plug, locking GR874 connector 0874-9823 


874-QTNJ 


874-GUNE os 874-QTNJ ,- QTNP 
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874-QUJ 874-QUP 


50-0 Adaptors to UHF 


874-QUJ, UHF jack, non-locking GR874 connector 0874-9718 
874-QUJL, UHF jack, locking GR874 connector 0874-9719 
874-QUP, UHF plug, non-locking GR874 connector 0874-9818 
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50-9 Adaptor to 7-mm Precision 


874-QAP7L, Amphenol APC-7, locking GR874-connector 0874-9791 
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Adaptor to GR900® Connector 


One adaptor is available and includes a GR900 precision 
connector on one end and a locking GR874 connector on the 
other end. 


Frequency: Dc to 8.5 GHz. 

Electrical: IMPEDANCE: 50 9, nominal. INPUT VOLTAGE: Up 
to 1500 V pk. POWER, average into 50-9 load: Up to 40 kW, 
dc to 50 kHz, decreasing as 1/+/f to 0.1 kW at 10 GHz. 
Mechanical: WEIGHT: 0.2 Ib (0.1 kg) net, 1 Ib (0.5 kg) 
shipping. 


Adaptor to Binding Posts 


One adaptor is available and includes a pair of 0.75-in.- 
spaced binding posts on one end and a non-locking GR874 
connector on the other end. Mates with banana plugs. (Note: 
A single post is also available, on the 874-MB Coupling Probe.) 


Mechanical: WEIGHT: 0.2 Ib (0.1 kg) net, 1 Ib (0.5 kg) 
shipping. 


Adaptors to Banana Plugs 


Two adaptors are available; each includes a pair of 0.75-in.- 
spaced banana plugs and a non-locking GR874 connector on 
the other end. One adaptor is completely shielded; the other 
has unshielded banana plugs. 


Mechanical: WEIGHT: 0.2 Ib (0.1 kg) net, 1 Ib (0.5 kg) 
shipping. 


104 = 
fe 874-Q900L Bee 
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BNC Plug with Cable and GR874® Connector 


50-9 shielded cable connects between BNC jack and 
GR874 coaxial connector. The GR87/4 end has the space- 
saving hammerhead shape (axis perpendicular to cable), so 
convenient when your cable runs parallel to the instrument 
panel. 


paceg LENGTH: 3 ft. (920 mm). NET WEIGHT: 3 oz 
(85 g). 


National stock numbers are listed at the back of the catalog. 
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874-Q900L FREQUENCY -GHz 
Catalog 
Description Number 
50-2 Adaptor to GR900 
874-Q900L, GR900 and locking GR874 Connectors 0874-9709 
874-Q2 
50-0 Adaptor to binding post 
874-Q2, jacks, non-locking GR874 connector 0874-9870 
777-03. a PAE 874-010 
50-9 Adaptors to banana plugs 
777-Q3, shielded plugs 0777-9703 
874-Q10, unshielded plugs 0874-9876 
Oe eee aaa aassaamaamacaaaaaamaa 
776-B Patch Cord 0776-9702 


GR874° Terminations and Attenuators 


for 50-Ohm Systems 


Short-Circuit Terminations 


Short-circuit terminations are useful in establishing initial 
coaxial line-length conditions for impedance measurements. 
Each termination consists of a fixed short-circuit mounted in 
a GR874 connector. Each of three versions has a counterpart 
open-circuit termination. 


Frequency: Dc to 7 GHz; to 9 GHz if connector is locked. 

Plane Position: Short-circuit plane is effectively 0 to 0.07 cm 
toward load from the generator face of bead, except in -WN3 
where it is 3.2 cm (see drawing). (3.2 cm correspond to the 
bead-to-reference-plane distance in 874-ML Component Mount). 


. Catalog 
Description Number 
Short-Circuit Terminations for 50-0 Lines 

874-WN, non-locking GR874 connector 0874-9970 

874-WNL, locking GR874 connector 0874-9971 

874-WN3, non-locking GR874 connector 0874-9972 


_ Open-Circuit Terminations _ 


Open-circuit terminations are useful in establishing initial 
coaxial line-length conditions for impedance measurements 
and as a shielding cap for open-circuited lines. 


Frequency: Dc to 7 GHz; to 9 GHz if locked. 

Plane Position (effective position of open-circuit plane, meas- 
ured from generator face of bead, toward load): 0 to 0.05 cm, 
for 874-WO; 0 to 0.10 cm, for -WOL, see curve; 3.2 cm, for 
-WO3, see drawing. The latter position corresponds to that 
of the short-circuit plane in the 874-WN3 (3.2 cm also cor- 
respond to the bead-to-reference-plane distance in 874-ML 
Component Mount ). 

Mechanical: WEIGHT: 0.2 Ib (0.1 kg) net, 1 Ib (0.5 kg) ship- 


ping. 


Open-Circuit Terminations for 50-0 Lines 


874-WO, non-locking GR874 connector 0874-9980 
874-WOL, locking GR874 connector 0874-9981 
874-WO3, non-locking GR874 connector 0874-9982 


Resistive Terminations = 


Resistive terminations are useful in slotted-line measure- 
ments and for checking accuracy of network analyzers, direc- 
tional couplers, bridges, and admittance meters. The known 
location of a purely resistive termination permits the produc- 
tion of many known complex impedances through the addi- 
tion of sections of 874-L Air Line, fixed or adjustable. 


Frequency: Dc to 9 GHz. 

De Resistance: 50 2 + 0.5%. 

Electrical: POWER, max continuous: 2 W. SWR: < 1.005 
+ 0.013 fex:; also see curves. 

Mechanical: WEIGHT: 0.2 Ib (0.1 kg) net, 1 Ib (0.5 kg) ship- 
ping. 


Adjustable Stubs 


For matching or tuning, for use as adjustable short-circuit 
terminations, and as reactive elements. With an external in- 
dicator, the stub can function as a reaction-type wavemeter. 
Stub consists of a coaxial line with a sliding short circuit of 
the multiple-spring-finger type. 

Frequency: Dc to 8.5 GHz. 

Length: 874-D20L: 20 cm max travel, calibrated in electrical 
distance from junction in 874-T tee to plane of short circuit. 
874-D50L: 50 cm max travel, not calibrated but has an adjust- 
able reference marker. ¢ 


National stock numbers are listed at the back of the catalog. 


Mechanical: WEIGHT: 0.2 Ib (0.1 kg) net, 1 Ib (0.5 kg) ship- 
ping. 
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Catalog 
Description Number 
Resistive Terminations for 50-0 Lines 
874-W50B, 50 ©, non-locking GR874 connector 0874-9954 
874-W50BL, 50 ©, locking GR874 connector 0874-9955 


Electrical: IMPEDANCE: 50 2, nominal. 
Mechanical: NET WEIGHT: 874-D20L, 0.5 Ib (0.2 kg); 874- 
D50L, 0.9 Ib (0.4 kg). 


Adjustable Stubs for 50-9 Lines 
874-D20L, 20 cm, locking GR874 connector 
874-D50L, 50 cm, locking GR874 connector 


0874-9511 
0874-9513 
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Variable Capacitor 


Tuning element for resonant-line circuits, matching trans- 
formers, and baluns at low frequencies where line-type ele- 
ments are awkward to use. Well shielded, Rexolite* insula- 
tion, precision ball bearings. Linear capacitance variation. 


Frequency: <500 MHz, typical. 

Capacitance at low frequencies: 14 to 70 pF at connector, 16.5 
to 72.5 pF at junction of 874-T Tee. Refer to graph. 
Mechanical: DIMENSIONS: 5.25 in. (133 mm) long x 2.5 in. 
(64mm) dia. WEIGHT: 0.8 Ib (0.4 kg) net. 


* Registered trademark of Brand Rex Division, American Enka Corpo- 
ration. 


Catalog 
Description Number 
874-VCL Variable Capacitor, with locking GR874 0874-9931 
connector 


Fixed Attenuators 


Single-section, F type resistance pads, for insertion of fixed 
attenuation in 50-ohm systems and for isolation and matching 
to 50 ohms over a broad frequency range. Each attenuator 
consists of one disk and two cylindrical resistors, as shunt 
and series elements respectively. The 6-, 14-, and 20-dB 
attenuators are particularly convenient in pulse applications 
as voltage dividers. 


Frequency: Dc to 4 GHz. 

Attenuation Accuracy (relative to correction curves shown): 
+ 0.2 dB, dc to 1 GHz; = 0.4 dB, to 2 GHz; + 0.6 dB, to 4 GHz. 
TEMPERATURE COEFFICIENT: <0.0003 dB/ °C/dB. 

Electrical: DC RESISTANCE: 50 9 + 1% when terminated in 
50 Le INPUT POWER, max: 1 W cw or average; 2 kW peak, 
pulsed. 


Mechanical: DIMENSIONS: 3.5 in. (89 mm) long. WEIGHT: 


0.2 |b (0.1 kg) net, 1 Ib (0.5 kg) shipping. 


50-20 Fixed Attenuators* 
874-G3, 3 dB + 0.045 dB, non-locking 0874-9564 
874-G3L, 3 dB + 0.045 dB, locking 0874-9565 
874-G6, 6 dB + 0.09 dB (X2), non-locking 0874-9568 
874-G6L, 6 dB + 0.09 dB (X2), locking 0874-9569 


874-G10, 10 dB + 0.15 dB, non-locking 0874-9570 
874-G10L, 10 dB + 0.15 dB, locking 0874-9571 
874-G14, 14 dB + 0.21 dB (X5), non-locking 0874-9560 
874-G14L, 14 dB + 0.21 dB (X5), locking 0874-9561 
874-G20, 20 dB + 0.30 dB (X10), non-locking 0874-9572 
874-G20L, 20 dB + 0.30 dB (X10), locking 0874-9573 


* Connector on each end; locking or non-locking, as noted. 


Adjustable Attenuator 


A waveguide-below-cutoff type, useful as a calibrated at- 
tenuator or as a sampling device. Calibrated in decibels, on 
a micrometer-type scale. Absolute attenuation is the sum of 
insertion loss and scale reading. Phase shift is essentially 
constant as the attenuation is varied. The main line is a short 
coaxial section with locking GR874 connectors, one end for 
source, the other for load. It introduces minimal discon- 
tinuity when inserted in a 50-ohm line. The loop output is 
brought out through 3 feet of 50-ohm cable with a locking 
GR874 connector. If a source is connected to this output port, 
signals with relative phases of 0° and 180° are produced at 
the main line connectors. 


Frequency: 100 MHz to 4 GHz. 

Relative Attenuation: RANGE: 120 dB, with main line ter- 
minated in 50 9; 129 dB, with main line terminated in 
adjustable stub, set to minimize electric field at the coupling 
point. MICROMETER SCALE: —9 to 120 dB. ACCURACY: 
For 50-9 terminated input, + (0.015 x difference in scale 
readings + 0.2) dB, when corrected; correction chart is sup- 
plied. For stub-terminated input, + (0.01 x difference in scale 
readings + 0.2) dB, direct reading. 

Insertion Loss from input connector to end of output cable a 
1 GHz, when signal source impedance is 50 ©: For 50-0 termi- 
nated main line, 30.4 = 2 dB with scale set at O dB; 17 +2 dB 
with scale set at —9 dB (settings below O dB not accurate). 
For stub-terminated unit (that extends range over which cali- 
bration is accurate to the —9 dB scale setting), 19 + 2 dB min. 
Insertion loss is approx proportional to 1/f, up to 1 GHz. In- 
sertion loss directly through main line is negligible. 


National stock numbers are listed at the back of the catalog. 
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SWR: MAIN LINE: < 1.03 at 1 GHz, < 1.12 from 1 to 4 GHz. 
OUTPUT: < 4 at 1 GHz, < 5 from 1 to 4 GHz. 

Electrical: INPUT POWER, max: 300 W at 1 GHz; proportional 
1/.\/f. OUTPUT, max: 0.5 W. 

Mechanical: WEIGHT: 1.3 Ib (0.6 kg) net. 


SWR introduced into line 


Catalog 
Description Number 
874-GAL 50-0 Adjustable Attenuator 0874-9577 


GR874 50-Ohm Air Lines 


Fixed Air Lines 


For use as spacing interconnecting elements of a coaxial 
system, as time-delay elements, and as absolute impedance 
references in time-domain reflectometry. Each air line con- 
sists of a length of 50-9, air-dielectric coaxial line with a 
GR874 connector at each end. 


Frequency: Dc to 7 GHz; to 9 GHz if connectors are locked. 
Electrical: IMPEDANCE: 50 9;+0.4%, INPUT VOLTAGE: Up 
to 1500 V pk. POWER, average into 50-0 load: Up to 40 kW, 
de to 50 kHz, decreasing as 1/./F to 0.1 kW at 10 GHz. 


Length: ELECTRICAL DELAY TIME 

874-L10L | 10.086 + 0.06 cm | 0.3366 + 0.0018 ns 

874-L20L 20.096 + 0.06 cm 0.6706 ++ 0.0018 ns 
30.111 + 0.06 cm | 


874-L30L 1.0047 + 0.0018 ns 


Constant-Impedance Adjustable Air Lines 


Line stretchers with a very low SWR and a uniform charac- 
teristic impedance of 50 2. Especially useful for eliminating 
the usual Smith-chart corrections for length of line between 
unknown and impedance-measuring device. Also useful as 
impedance-matching transformers and phase-adjustment ele- 
ments in coaxial systems. Most useful at frequencies above 
that for which the length of adjustment is a half wavelength. 


Frequency: Dc to 7 GHz. 


874-LK10L 874-LK20L 
Length of | 
aes / 10 cm 22cm 
HALF / 
WAVELENGTH | at 1.5 GHz at 680 MHz 
WR < 1.03 at 500 MHz, < 1.06 at 1 GHz, 
< 1.08 at 1.5 GHz, < 1.10 at 2 GHz 
i 


< 1.15 at3 GHz, < 1.2 at 4 GHz, 
<1.25 at 5 GHz 


5 
FREQUENCY - GHz 


Catalog 
Description’ Number 
50-0 Fixed Rigid Air nee 
874-L10L, 10 cm, locking GR874 connectors 0874-9605 
874-L20L, 20 cm, locking GR874 connectors 0874-9609 
874-L30L, 30 cm, locking GR874 connectors 0874-9613 


Electrical: IMPEDANCE: 50 9. INPUT VOLTAGE: Up to 1500 
V pk. POWER, average into 50-9 load: Up to 40 kW, dc to 
30 kHz, decreasing as 1/+/f to 0.1 kW at 5 GHz. 

Mechanical: LENGTH (min): -LK10L, 14 in. (35 cm); 


-LK20L, 
23 in. (58cm). 


en sr oe 


50-0 Constant- faneiance Adjustable Air Lines. 


Trombone Constant-Impedance Adjustable Air Line 


Used to vary the length of a 50-29 transmission line between 
two fixed terminals without moving the terminals or using 
flexible cables. Consists of two 874-LK20L Adjustable Lines 
joined at one end by a U-shaped section to form a rigid as- 
sembly. Can be plugged into two adjacent GR874 coaxial con- 
nectors or inserted in a line by means of two ells (not in- 
cluded) and installed vertically to save bench space. Low 
SWR. An excellent phase shifter and variable delay line. 


Jeol Dc to 2 GHz (874-LK10L recommended above 
Ze 

Length of Adjustment, electrical: 44 cm (half wavelength at 
340 MHz). 


874-LKI10L, 10 cm, locking GR874 connectors 0874-9627 
874-LK20L, 20 cm, locking GR874 connectors 0874-9631 
SWR: <1.10 to GHz, <1.25 to 2 GHz. 
Electrical: IMPEDANCE: 509. 
Mechanical: LENGTH: 24 to 33 in. (61 to 83 cm). SPACING 


between centers: 1.1875 in. (30 mm). 
kg) net. 


WEIGHT: 2.5 Ib (1.2 


50-0 Trombone Constant- Impedance Adjustable Air Line | 


GR874° 50-Ohm Coupling Elements 


Tee 


For connecting stubs and other elements in shunt with a 
coaxial line. 


Electrical: IMPEDANCE: 50 ©, nominal. INPUT VOLTAGE: Up 
to 1500 V pk. POWER, average into 50-9 load: Up to 40 kW, 


dc to 50 kHz, decreasing as 1/./f to 0.1 kW at 10 GHz. 


Mechanical: DIMENSIONS: 3.38 in. (86 mm) long x 2.25 in. 
(57 mm) wide. WEIGHT: 0.4 Ib (0.2 kg) net. 


National stock numbers are listed at the back of the catalog. 


874-LTL, 44 cm, locking GR874 connectors 0874-9645 
locking 
50-0 Tees 
874-T, non-locking GR874 connectors 0874-9910 
874-TL, locking GR874 connectors 0874-9911 
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Low-Pass Filters 


Recommended for use in immittance- or voltage-measuring 
systems to reduce harmonics, and especially in systems that 
contain nonlinear elements or sections that might resonate 
at a harmonic. Also useful in slotted-line measurements. 
Uses Chebyshev-type filters that produce a very steep cutoff 
characteristic at the expense of passband flatness. Spurious 
responses in the stopband are very small. 


Electrical: IMPEDANCE: 50 9, nominal. INPUT VOLTAGE: 
Up to 200 V pk. POWER, average into 50-9 load; Up to 0.8 
kW, dc to 20 MHz, decreasing as 1/./f to 0.1 kW at 1 GHz. 
Mechanical: LENGTH: -F500L, 10.19 in. (259 mm); -F1000L, 
7.13 in. (181 mm); -F2000L, 4.38 in. (111 mm). 


Catalog 
Description Number 
50-0 Low-Pass Filters 
874-F500L, 500 MHz, locking GR874 connectors 0874-9537 
874-F1000L, 1 GHz, locking GR874 connectors 0874-9541 
874-F2000L, 2 GHz, locking GR874 connectors 0874-9545 


Power Dividers 


A coaxial tee with a 16.67-9 resistor in each leg, connected 
so the tee is matched at any port when the other two ports are 
terminated in 50-9 loads. The match holds throughout the 
wide frequency range. There is O° phase difference between 
the outputs. The use of stable deposited-carbon-film resistors 
and the linear SWR-frequency relationship make these power 
dividers particularly valuable for pulse work and in network- 
analyzer applications. 

Frequency: Dc to 7 GHz; to 9 GHz if connectors are locked. 
Power Division: Equal within 0.3 dB when symmetrically fed. 
Electrical: IMPEDANCE: 50 ©, nominal. INSERTION LOSS: 
6 dB (+2, —0.5 dB), input to each output. INPUT POWER: 
2 W max continuous. 


90° Ells 


Convenient right-angle line section. | 
SWR: <1.06 at 2 GHz, <1.15 at 4 GHz. 
Electrical: IMPEDANCE: 509, nominal. ELECTRICAL LENGTH: 
= 7cm. INPUT VOLTAGE: Up to 1500 V pk. POWER, aver- 
age into 50-9 load: Up to 40 kW, dc to 50 kHz, decreasing as 
1//f to 0.1 kW at 10 GHz. ‘ 
Mechanical: DIMENSIONS: 2.25 in. (57 mm) long x 2.25 in. 
(57 mm) wide. 


U-Line Section 


A coaxial line section in the shape of a U that is useful in 
many coaxial setups. 


Frequency: Dc to 7 GHz. 

Electrical: IMPEDANCE: 50 9, nominal. 

Mechanical: DIMENSIONS (wxhxd): 2.25x2x0.88 in. (57x51x 
22mm). WEIGHT: 0.5 Ib (0.3 kg) net. 


874-U, U-Line Section, non-locking GR874 connectors 


0874-9528 


Mixer 


A broadband mixer of improved design for use in general 
applications. It offers wider frequency range, lower SWR, lower- 
leakage connectors; it requires less local-oscillator power. 


Frequency: 10 MHz to 9 GHz. MAX I-F: 60 MHz. 

Sensitivity: <6 uV, typical, input behind 50 9 will increase out- 

put of i-f amplifier (30-MHz i-f, 0.5-MHz bandwidth, 2-dB 

noise figure) by 3 dB, for mixer current of 0.5 mA. 

Input: < 6 mW typically required from local oscillator for 0.2- 

Sauer current (signal and L-O source impedances, each 
0). 

Electrical: IMPEDANCE: 50 ©, input; 400 9 avg/7 pF, output. 

DIODE: 1N23C. 

Mechanical: DIMENSIONS: 4.63 in. (117 mm) long x 2.5 in. 

(64 mm) wide. WEIGHT: 0.5 Ib (0.3 kg) net. 


National stock numbers are listed at the back of the catalog. 
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874-F2000L 


Typical stop-band response of 874-F500L. 
0 : 


Typical insertion loss and SWR: 


INSERTION LOSS | 


(e) 


INSERTION LOSS— 6B 


fo} 


fe} 


INSERTION LOSS—dB 


fan — 
°o 


°0 G2 0406 08 10 12 14 16 


OPERATING FREQUENCY 
CUT—OFF FREQUENCY 


874-F-1 


Mechanical: DIMENSIONS: 4 in. (102 mm) long x 2.38 in. 
(50 mm) wide. . .. 


locking 


Catalog 
Description Number 
50-9 Power Dividers 
874-TPD, non-locking GR874 connectors 0874-9912 
874-TPDL, locking GR874 connectors 0874-9913 


locking 


50-2, 90° Ells 
874-EL, non-locking GR874 connectors 0874-9526 
874-EL-L, locking GR874 connectors 0874-9527 


2 3 4 5 
FREQUENCY GHz wey 


Typical SWR (mixer 4 
current = 0.5 mA): $3 
2 
1 


3 4 5 
FREQUENCY — GHz 74.4 


SIGNAL 
INPUT 


874- MRAL wena 


874-MRAL Mixer, locking GR874 connectors 0874-9947 


Mixer Rectifiers 


A broadband rf mixer for use as a heterodyne detector with 
an i-f amplifier. 


Frequency: 40 MHz to 5 GHz, less sensitive at lower and 
higher frequencies. MAX I-F: 30 MHz. 

Sensitivity: < 5uV typical (equivalent to ~ 10 nV behind 50 2 
to increase output of i-f amplifier by 3 dB). 

Input: 2 V max required from local oscillator. 

Be gicor IMPEDANCE: 50-29 input, ~ 400-9 output. DIODE: 
Mechanical: DIMENSIONS: 3.75 in. (95 mm) long x 3.5 in. 
(89 mm) wide. 


Voltmeter Rectifiers 


Used to monitor the voltage in a coaxial system. Similar to 
874-VQ but includes a 50-9 resistor in series with the output- 
port center conductor. In combination with a signal source 
and a properly calibrated indicator, it can simulate a 50-0 
generator with known open-circuit voltage and thus be used 
in an oscillator amplitude-regulating system. 


Frequency: 15 MHz to 2.5 GHz when used as a calibrated 
voltmeter. 

Electrical: IMPEDANCE: 50 92 nominal. INPUT VOLTAGE: 
2 V max. BYPASS CAPACITANCE: ~ 300 pF. DIODE: 1N23B. 
Mechanical: DIMENSIONS: 3.75 in. (95 mm) long x 2.5 in. 
(64 mm) wide. WEIGHT: 0.4 Ib (0.2 kg) net. 


Voltmeter Detectors 


For use as a general-purpose rf-level detector with a dc in- 
dicator or as a modulated-signal detector with a sensitive 
amplifier. It can be inserted into a 50-9 line without intro- 
ducing appreciable discontinuity or, with a GR874 50-0 termi- 


nation, it can be used as a matched detector to terminate a line. 


Frequency: 500 kHz to 2 GHz when used as a matched de- 
tector. 

SWR: <1.1 at 1 GHz, <1.2 at 2 GHz. 

Electrical: IMPEDANCE: 50 9, nominal. INPUT VOLTAGE: 2 
V max. BYPASS CAPACITANCE: ~ 300 pF. DIODE: 1N23B. 
Mechanical: DIMENSIONS: 3.75 in. (95 mm) long x 2.5 in. 
(64 mm) wide. WEIGHT: 0.4 Ib (0.2 kg) net. 


Catalog 


Description Number 
50-2 Voltmeter Detectors a 
874-VQL, locking GR874 connectors 0874-9941 


Coupling Capacitors 


A short length of coaxial line with a disk capacitor in series 
with the inner conductor. High frequencies are transmitted 
with small reflections, but dc and low audio frequencies are 
blocked. 


Frequency: To 4 GHz. 

Capacitance: 4700 pF, —20 + 50%, series. 

SWR: <1.06 at 1 GHz, <1.15 at 2 GHz, <1.3 from 2 to 4 GHz. 
Electrical: IMPEDANCE: 509, nominal. INPUT VOLTAGE: Up 
to 500 V pk. POWER, average into 50-9 load: Up to 5 kW up 
to 500 kHz, decreasing as 1/\/f to 0.1 kW at 1 GHz. 


Insertion Unit 


Small components, pads, vhf transformers, filters, or other 
networks mounted within the 2-inch long, 9/ 16-inch diameter 
space can be conveniently inserted into a 50-0 coaxial system 
with minimum leakage and discontinuity. 


Electrical: IMPEDANCE: 50 9, nominal. 
Mechanical: LENGTH: 4.38 in. (111 mm). 


Coupling Probe 


Electrostatic probe consisting of a binding post mounted 
on a GR874 connector. (Note: A pair of posts is also available, 
the 874-Q2 Adaptor.) 


Electrical: IMPEDANCE: 50 9, nominal. 
Mechanical: LENGTH: 2.08 in. (53 mm). 


National stock numbers are listed at the back of the catalog. 


TO METER 
CONVERTER OUTPUT 
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874-MR 


Description nenbee 
50-0 Mixer Rectifiers 
874-MRL, locking GR874 connectors 0874-9945 
TO METER 
locking 
300 pf 
INPUT OUTPUT 
874-VR 
50-0 Voltmeter Rectifiers 
874-VRL, locking GR874 connectors 0874-9943 
TO METER 
locking 
300 pt 
INPUT OUTPUT 
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TYPICAL SWR | 


ACTUAL VOLTS 
INDICATED VOLTS 


° 1 2 3 
FREQUENCY- GHz Me 


Mechanical: LENGTH: 3 in. (76 mm). 


non-locking 


50-2 Coupling Capacitors 
874-K, non-locking GR874 connectors 


0874-9596 


874-X Insertion Unit, non-locking GR874 connectors 0874-9990 


874-MB Coupling Probe, non-locking GR874 connector 0874-9666 
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Component Mount 


A shielded enclosure for convenient mounting of small 
components to be measured. Use of mount minimizes stray- 
capacitance variation in impedance measurements of circuit 
elements. Includes two accessories, an 874-WN3 Short-Cir- 
cuit Termination and an 874-WO3 Open-Circuit Termination. 


Frequency: Dc to 5 GHz. 

Electrical: IMPEDANCE: 50 9, nominal. 

Mechanical: DIAMETER: 3 in. (76 mm). WEIGHT: 0.7 Ib (0.4 
kg) net. 


Catalog 
Description Number 
874-ML Component Mount, locking GR874 connector 0874-9663 


Bias Insertion Unit 


Used with slotted lines and the GR 1602-B Admittance 
Meter for immittance and similar measurements where bias 
is to be applied to diodes, transistors, and other solid-state 
devices. It comprises a blocking capacitor in series with the 
line, an isolating choke, and a low-pass filter. 

In slotted-line measurements it is inserted at the source 
end of the line and therefore introduces no reflections at 
the measurement terminals. 


Dc Current: 2.5 A, max. 

Dc Voltage: 400 V, max. 

SWR: See curve. 

Insertion Loss: Typically, <1.7 dB from 300 MHz to 3 GHz, 
<0.8 dB from 3 GHz to 5 GHz. 

Dimensions: 4% x 3% in. (115 x 99 mm). 

Net Weight: 6% oz. (185 g). 


GR874 Patch Cords 


50-, 72-, and 75-Ohm Coaxial Patch Cords 


874-R20A 


874-R20 and -R22 These cords (50 9 or 75 ©) feature 
low SWR to 9 GHz and convenient GR874 connectors at each 
end. 

874-R33 This cord (72 ©) terminates in a pair of banana 
plugs, one connected to the center conductor and the other 
to the braid through a 5-in. pigtail. These plugs mate directly 
with GR 274 and 938 Jacks and 938 Binding Posts. The other 
_ end has a GR874 connector. 

874-R34 This cord (50 ©) terminates in a 274-NK Shielded 
Double Plug. The other end has a GR874 connector. 


Electrical Rating: INPUT VOLTAGE: -R20, up to 1000 V pk; 
-R22, up to 500 V pk. POWER, average into 50-9 load: -R20, 
up to 20 kW, dc to 100 kHz, decreasing as 1//f to 0.1 kW at 
5 GHz; -R22, up to 5 kW, dc to 500 MHz, decreasing as 1/+/f 
to 0.1 kW at 1 GHz. 


National stock numbers are listed at the back of the catalog. 
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BIAS 
TERMINALS 


Schematic Diagram of 874-FBL 


0 ' 2 
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Catalog 
Description Number 
Bias Insertion Unit 
874-FBL 0874-9759 


874-R34 


874-R33 


50-0, Coaxial Patch Cords, 3 ft long 
Low-lossRG-214/U cable, GR874 connectors 


874-R20A, non-locking 0874-9680 

874-R20LA, locking 0874-9681 
General-purpose 874-A3 cable, GR874 connectors 

874-R22A, non-locking 0874-9682 

874-R22LA, locking 0874-9683 
General-purpose RG-58C/U cable 

874-R34, with shielded double banana plug 0874-9692 
72-0, Coaxial Patch Cord, 3 ft long 
Low-capacitance cable 

874-R33, with pair of banana plugs 0874-9690 
75-2 Coaxial Patch Cord, 3 ft long 
Low-loss cable, GR874 75-2 connectors 

874-R20 (75 2) 0874-9757 
General-purpose cable, GR874 75 2 connectors 

874-R22 (75 0) 0874-9758 


GR874 75-Ohm Components 


New versatility A new series of GR874 general-pur- 
pose coaxial components extends the versatility of the 
line to the field of 75-ohm transmission-line measure- 
ments. The series includes matching pads and adaptors 
to permit direct conversion of existing 50-ohm systems 
to the 75-ohm capability. 

The GR874 75-ohm components use a connector simi- 
lar to their 50-ohm counterparts except a new inner con- 
ductor and insulating bead are used to achieve the 75- 
ohm characteristic impedance. Although the GR874 50- 


Basic Connector 


For use on rigid 14-mm, air-dielectric, 75-0 coaxial lines or 
with capacitance, inductance, and resistance standards. 


Frequency: Dc to 2 GHz. 

Electrical: IMPEDANCE: 75:9, nominal. INPUT: 1.5 kV max, 
4 kW max to 1 MHz, 4 kW//fuuz max above 1 MHz. LEAK- 
AGE: > 120 dB below signal. 

Mechanical: DIMENSIONS: 1.13 in. (29 mm) long x 1.02 in. 


(26 mm) dia. WEIGHT: 0.2 Ib (0.1 kg) net, 1 Ib (0.5 kg) 
shipping. 

Catalog 
Se eee ee Number 
874-B (75-2) Basic Connector 0874-9730 


Cable Connectors 


For use with flexible cable such as RG-11, RG-59, and RG-187. 


Frequency: Dc to 2 GHz. 

Electrical: IMPEDANCE: 75 9, nominal. INPUT: 1 kV for 
0874-9742; 500 V for 0874-9743; 300 V for 0874-9744. 
Be ues > 120 dB below signal at GR874 (75 Q) junction 
only. 

Mechanical: DIMENSIONS: 3.27 in. (83 mm) long x 1.02 in. 
(26 mm) dia. WEIGHT: 0.2 Ib (0.1 kg) net, 1 Ib (0.5 kg) 


shipping. 


Panel Connectors 


For use on equipment panels. 


Frequency: Dc to 2 GHz. 

Electrical: IMPEDANCE: 75 9, nominal. INPUT: 1 kV for 0874- 
9745, 500 V for 0874-9746, 300 V for 0874-9747. LEAKAGE: 
> 120 dB below signal at GR874 (75-0) junction only. 
Mechanical: DIMENSIONS: 0874-9745 2.08 in. (53 mm) long; 
0874-9746 2.23 in. (57 mm) long; 0874-9747 2.53 in. (64 
mm) long; ALL 1.06 in. (27 mm) dia. WEIGHT: 0.2 Ib (0.1 kg) 
net, 1 Ib (0.5 kg) shipping. 


Adaptors to BNC 


Two adaptors are available; one includes a 75-9 BNC jack and 
the other includes a 75-9 BNC plug. Each uses a locking 
GR874 (75-9) connector on the other end. 


Frequency: Dc to 2 GHz. 

Electrical: IMPEDANCE: 75 9, nominal. INPUT: 500 V max; 
3 kW max to 1 MHz, 3 KW// fun. max above 1 MHz. 
Mechanical: DIMENSIONS: 0874-9750 1.5 in. (39 mm) long; 
0874-9751 1.81 in. (46 mm) long; ALL 1.02 in. (26 mm) dia. 
WEIGHT: 0.2 Ib (0.1 kg) net, 1 Ib (0.5 kg) shipping. 


75-2 Adaptors to BNC 
874-QBJ (75-0), with BNC jack 
874-QBP (75-0), with BNC plug 


0874-9750 
0874-9751 


National stock numbers are listed at the back of the catalog. 


ohm and 75-ohm connectors will mate with one another, 
the combination is not recommended because the inner 
conductors do not join snugly. A black outer ring is used 
on the 75-9 connectors; bright metal, on the 50-0 ones, 
ensures distinction. 

Frequency response for the new series is specified 
from dc to 2 GHz although the units are often satisfactory 
at higher frequencies. Locking connectors are standard 
in the series; nonlocking 75-Q connectors are available 
in OEM quantities. 


250 500 750 1000 1500 2000 
FREQUENCY IN MHz are 
Catalog 
Description Number 


75-0 Cable Connector 


874-C11 (75-0), for RG-11 A/U, -12 A/U, -216/U cable 0874-9742 

874-C59 (75-0), for RG-59 B/U, -140/U cable 0874-9743 

874-C187 (75-0), for RG-187 A/U, -179 B/U cable 0874-9744 
75-0 Panel Connector 

874-P11 (75-0), for RG-11 A/U, -12A/U, -216/U cable 0874-9745 

874-P59 (75-0), for RG-59 B/U, -140/U cable 0874-9746 

874-P187 (75-0), for RG-187 A/U, -179 B/U cable 0874-9747 


50 1000 1500 2000 
REQUENCY IN MHz 


250 500 7 
F 


874(762)-3 
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Adaptors to Type F 


Two adaptors are available; one includes a type F jack and 
the other includes a type F plug. Each uses a locking GR874 
(75-Q) connector on the other end. Type F jacks are designed 
for use with 0.023-in. dia. (0.58 mm) wire. 


Frequency: Dc to 2 GHz. 

Electrical: IMPEDANCE: 75 9, nominal. 

Mechanical: DIMENSIONS: 0874-9748 2.1 in. (52 mm) long; 
0874-9749 1.87 in. (48 mm) long; ALL 1.02 in. (26 mm) dia. 
WEIGHT: 0.2 Ib (0.1 kg) net, 1 Ib (0.5 kg) shipping. 


Adaptors to Type N 


Two adaptors are available; one includes a (75-9) type N jack 
and the other includes a 75-0 type N plug. Each uses a locking 
GR874 (75-0) connector on the other end. 

Frequency: Dc to 2 GHz. 

Electrical: IMPEDANCE: 75 ©, nominal. INPUT: 1 kV max; 
4 kW to 1 MHz, 4 kW/+/fwuz max above 1 MHz. 

Mechanical: DIMENSIONS: 0874-9754 1.62 in. (41 mm) long; 
0874-9755 1.95 in. (50 mm) long; ALL 1.02 in. (26 mm) dia. 
WEIGHT: 0.2 Ib (0.1 kg) net, 1 Ib (0.5 kg) shipping. 


Adaptors to Large WE 


Two adaptors are available; one includes a large Western Elec- 
tric jack and the other includes a large Western Electric plug. 
Each uses a locking GR874 (75-9) connector on the other end. 
Frequency: Dc to 1 GHz. 

Electrical: IMPEDANCE: 75 ©, nominal. 

Mechanical: DIMENSIONS: 0874-9740 3.52 in. (89 mm) long; 
0874-9741 3.02 in. (77 mm) long; ALL 1.02 in. (26 mm) dia. 
WEIGHT: 0.2 Ib (0.1 kg) net, 1 Ib (0.5 kg) Ue 


atalog 
Description Number 
75-0, Adaptors to Western Electric, large 
874-QWJL (75-0), with large WE jack 0874-9740 
874-QWPL (75-Q), with large WE plug 0874-9741 


Adaptors to Small WE 


Two adaptors are available; one includes a small Western 
Electric jack and the other includes a small Western Electric 
plug. Each uses a locking GR874 (75 ©) connector on the 
other end. 

Frequency: Dc to 1 GHz. 

Electrical: IMPEDANCE: 75 9, nominal. ; 
Mechanical: DIMENSIONS: 0874-9738 3 in. (76 mm) long; 
0874-9739 2.75 in. (70 mm) long; ALL 1.02 in. (26 mm) dia. 
WEIGHT: 0.2 Ib (0.1 kg) net, 1 Ib (0.5 kg) shipping. 


oe eee EEE CE OS AOE 


75-0 Adaptors to Western Electric, small 
874-QWJS (75-0), with small WE jack 
874-QWPS (75-0), with small WE plug 


Adaptor to GR900 (75 0) 


Includes a GR900 (75-2) connector on one end and a locking 
GR874 (75-9) connector on the other end. 


Frequency: Dc to 2 GHz. 
Electrical: IMPEDANCE: 75 9 + 0.4%. INPUT: 1.5 kV max; 


4 kW max to 1 MHz, 4 kW/+/fuuze max above 1 MHz. LEAKAGE: 
> 120 dB below signal. 

Mechanical: DIMENSIONS: 2.88 in. (73 mm) long x 1.06 in. 
(27 mm) dia. WEIGHT: 0.2 Ib (0.1 kg) net, 1 Ib (0.5 kg) 
shipping. 


75- to 50-Ohm Matching Pad 


A two-port minimum-loss network to match 50-ohm GR874- 
equipped devices to similarly equipped 75-ohm devices. 


‘Frequency: Dc to 2 GHz. 
SWR: 1.05+ 0.12 fen: for 50-9 side; 1.05+ 0.08 fer, for 75-2 


side; also see curve. 

Electrical: IMPEDANCE: 50 9 and 75 9. INPUT: 0.5 W max 
continuous. INSERTION LOSS: 5.72 dB nominal. LEAKAGE: 
> 120 dB below signal. 

Mechanical: DIMENSIONS: 3.5 in. (90 mm) long x 1.02 in. 
(26 mm) dia. WEIGHT: 0.2 Ib (0.1 kg) net, 1 Ib (0.5 kg) 
shipping. 

National stock numbers are listed at the back of the catalog. 
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0874-9738 
0874-9739 


250 500 750 1000 1500 2000 
FREQUENCY IN MHz Catalog 
Description Number 
75-0, Adaptors to F 
874-QFJ (75-0), with type F jack 0874-9748 
874-QFP (75-0), with type F plug 0874-9749 


250 500 750 1000 1500 2000 
FREQUENCY IN MHz 


75-QAdaptorstoN 
874-QNJ (75-2), with type N jack 
874-QNP (75-Q), with type N plug 


0874-9754 
0874-9755 
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874-Q900 Adaptor, GR874 (75-2) to GR900 (75-2) 0874-9733 


CATIONS 502 


0 1500 
FREQUENCY IN MHz 


874-MP Matching Pad, 75-9 to 50-0 0874-9736 


Short-Circuit Termination 


A fixed short circuit mounted in a locking GR874 (75-9) con- 
nector for establishing reference conditions in coaxial lines. 


Frequency: Dc to 2 GHz. 

Plane Position: Short-circuit is effectively O to 0.10 cm toward 
load from face of bead. 

Mechanical: DIMENSIONS: 1.19 in. (30 mm) long x 1.02 in. 


(26 mm) dia. WEIGHT: 0.2 Ib (0.1 kg) net, 1 Ib (0.5 kg) 
shipping. 

Catalog 
Description Number 
874-WN (75-0) Short-Circuit Termination ~ 0874-9732 


Open-Circuit Termination 
A fixed open circuit mounted in a locking GR874 (75-0) con- 


nector for establishing reference conditions in coaxial lines; 


also useful as a shielding cap for open-circuited lines. 


Frequency: Dc to 2 GHz. 

Plane Position: Open-circuit plane is 0 to 0.10 cm toward load 
from nominal position of face of bead, to match the short- 
circuit plane in 874-WN Short-Circuit Termination above. 
Mechanical: DIMENSIONS: 1.89 in. (30 mm) long x 1.02 in. 


(26 mm) dia. WEIGHT: 0.2 Ib (0.1 kg) net, 1 Ib (0.5 kg) 
shipping. 
75-Ohm Termination 


A fixed 75-9 resistor mounted in a locking GR874 (75-9) con- 
nector for establishing reference conditions in coaxial lines, 
for impedance matching, and for use as a termination. 


Frequency: Dc to 2 GHz. 

Dc Resistance: 75 2 + 0.5%. TEMPERATURE COEFFICIENT: 
<150 ppm/ °C. 

SWR: < 1.005 + 0.013 feu, to 2 GHz, also see curve. 

Electrical: IMPEDANCE: 75 9, nominal. INPUT: 1 W with neg- 
ligible change, 5 W max. 

Mechanical: DIMENSIONS: 1.95 in. (560 mm) long x 1.02 in. 


(26 mm) dia. WEIGHT: 0.2 Ib (0.1 kg) net, 1 Ib (0.5 kg) 
shipping. 
Fixed Attenuators 


Single-section, T-type, resistance pads for attenuation, isola- 
tion, or matching in 75-ohm coaxial systems. 


Frequency: Dc to 2 GHz. 

Attenuation: 0874-9731 is 6 + 0.5 dB; 0874-9734 is 10+ 0.5 
dB. TEMPERATURE COEFFICIENT: < 0.0005 dB/°C/dB. 
SWR: < 1.05 + 0.05 feu, also see Curve. 

Electrical: IMPEDANCE: 75 9, nominal. DC RESISTANCE: 
75 & = 1% when terminated in 75 9. DC ATTENUATION: 
0874-9731 is 6+ 0.1 dB; 0874-9734 is 10+0.1 dB. INPUT: 
0.5 W max continuous cw; 500 W max peak; 0.5 W max 
average. 

Mechanical: DIMENSIONS: 3.5 in. (89 mm) long x 1.02 in. 
(26 mm) dia. WEIGHT: 0.2 Ib (0.1 kg) net, 1 Ib (0.5 kg) 
shipping. 


Air Line 


For use as a spacing stub or other element of a coaxial sys- 
tem or as a time-delay element or impedance standard in a 
time-domain reflectometer. 


Frequency: Dc to 2 GHz. 
Length: ELECTRICAL: 30.111 + 0.06 cm. TIME DELAY: 
1.0036 + 0.0018 ns. 

SWR: < 1.01 + 1.015 feu, to 2 GHz, also see curve. 
Electrical: IMPEDANCE: 75 9 + 0.4%. INPUT: 1.5 kV max 


peak; 4 kW max to 1 MHz, 4kKW/./fex: max above 1 MHz. 
Mechanical: DIMENSIONS: 12 in. (305 mm) long x 1.06 in. 


(27 mm) dia. WEIGHT: 0.4 Ib (0.2 kg) net, 2 Ib (1 kg) 
shipping. 
874-L30 (75-0) Rigid Air line 0874-9735 


National stock numbers are listed at the back of the catalog. 
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Tools 


These tools ensure quick assembly, neat, uniform appear- 
ance, and best electrical and mechanical performance of 
GR874 connectors (50 and 75). 


The 874-TOK Tool Kit consists of an inner-conductor wrench 
to install the insulating bead and hold the inner conductor, an 
outer-conductor wrench to install the outer conductor, The 
other tools are useful for installation of retaining rings. 

The 874-TO58 or -TO8 Crimping Tool assures a neat, fast 


crimp of the ferrule that clamps the shield braid and outer 
jacket of the cable to a cable connector. 


Crimping Dimensions, across flats of hexagonal crimp: For 
-TO8, 0.389 and 0.411 in. (9.88, 10.45 mm); for -TO58, 0.215, 
0.250, and 0.375 in. (5.46, 6.35, 9.53 mm). 


ent 


came 


874-TOK Tooi Kit, for all GR874 cable connectors (50, 75 2.) 0874-9902 
874-TO8 Crimping Tool, for GR874-( )8A cable connectors 0874-9900 


874-TO58 Crimping Tool, for all other GR874 cable 
connectors 0874-9901 
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874-TOK 


Outer-conductor wrench 
Inner-conductor wrench 
Front-ring expander (red) 
Keeper for ring expanders 
Back-ring expander (green) 
Ring pusher 
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880-DCA Precision Directional Coupler 


The 880-DCA is a precision unidirectional 50-ohm 
coupler with excellent response from 3 GHz to 18 GHz 
and the highest directivity of any high-frequency, broad- 
band coupler available. Its wide frequency coverage 
eliminates the need for three, or even four, separate oc- 
tave couplers with their attendant expense and nuisance 
in broadband measurements. 

Precise tracking of one unit to the next and the lowest 
SWR of any broadband coupler make the 880-DCA a valu- 
able asset to your reflectometer or network-analysis appli- 
cation. This coupler is also well suited to signal leveling 
and power or SWR measurements. Altogether, it is a 
most useful component for your microwave standards 
lab or new microwave instrumentation. 


SPECIFICATIONS 


’ Frequency: 3 to 18 GHz. 
Directivity: 34 dB to 8 GHz, 30 dB to 18 GHz; see curve. 
SWR (main line): 1.12 to 14 GHz, 1.16 to 18 GHz. 


Electrical: IMPEDANCE: 50 9. INPUT: Main line 5 kW/,\/fwHz max. 
Auxiliary line, 2 W max. INSERTION LOSS: 0.4 dB max, including 
coupled power. COUPLING: 18 +2 dB to 18 GHz; see curve. TRACK- 
ING (unit to unit): =0.6 dB. 

Mechanical: IEEE 7-mm (APC-7) connectors. DIMENSIONS (wxhxd): 
5.75x3.3x1.34 in. (146x87x34 mm). WEIGHT: 0.9 Ib (0.4 kg) net, 2 Ib 
(1 kg) shipping. 


National stock numbers are listed at the back of the catalog. 
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Description 
880-DCA Precision Directional Coupler 
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Number 


0880-9500 


GR900° Precision Coaxial Components 


The first precision series For many years it was diffi- 
cult to improve the design of highly accurate high-fre- 
quency measuring equipment since any improvements 
were obscured by connector difficulties. This fact spurred 
GenRad, with its long experience in coaxial-connector 
development, to design the first commercial coaxial 
connector that could honestly be called “precision” — 
the GR900® connector. 

A versatile choice The successful development of the 
GR900® connector signaled the initiation of an entire 
line of precision coaxial components and instruments. 
These, together with connector kits and precision rod and 
tubing, can bring GR900 precision to every corner of 
your laboratory. 

Electrical characteristics One of the most important 
characteristics of a connector is standing-wave ratio and 
in the GR 900-BT connector SWR < (1.001 + 0.001 
foy,). Of ever greater importance in many applications is 
connector repeatability because this sets the limit of 
measurement accuracy. The GR 900-BT connector offers 
repeatability of + 0.002 dB in insertion loss, + 0.008° 
in insertion phase, and 0.05% in SWR. 

Leakage of the GR900 connector is better than 130 dB 
below signal level — lower than that of any other com- 
monly used coaxial connector. This remarkable charac- 
teristic is due to the triple shielding action of the butt 
contact between outer conductors, the interlocking and 
overlapping of the centering gear rings, the threaded en- 
gagement of the outer locking nut, and the precise 
machining of the mating surfaces. Insertion loss is ex- 
‘tremely small, due to the unique design of the contacts 
and the use of very low-loss materials — Teflon* for the 
bead and solid-silver alloys for both inner and outer 
conductors. 


Electrical length of a connector pair is 3.50 cm and is 


virtually independent of frequency. Dc resistance is typi- 


* Registered trademark of the E. 1. du Pont de Nemours and Company. 
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Cross-section view of mated 900-BT Precision Coaxial Connectors. 


cally 0.4 mQ for the inner conductors and 0.04 mQ for 
the outer conductors of a mated pair. 

The 900-BT connector meets all specifications con- 
tained in Part III, Section 1 of the IEEE Standard for 
Precision Coaxial Connectors, No. 287 and the IEC rec- 
ommendations contained in IEC publication 457-3. 


Mechanical characteristics The spring contact and 
inner conductor are made of gold-plated solid-silver alloy; 
the bead support, Teflon; the centering gear ring, stain- 
less steel; the outer conductor, gold-plated coin silver; 
the retaining ring, phosphor bronze; and the coupling 
and locking nuts, chrome-plated brass. 

When the parts are assembled onto an air line, the 
coupling nut and retaining ring attach the outer conduc- 
tor of the connector to the outer conductor of the line. 
The inner conductor is threaded into the center conductor 
of the air line and is supported by the Teflon bead. 

When two connectors are mated, the centering gear 
rings interlock and overlap to center the connectors with 
respect to each other. The interlocking also prevents 
the connectors from rotating against each other (with 
possible impairment of repeatability and reliability). The 
front surfaces of the outer conductors meet at a common 
reference plane, where they butt firmly together under 
the pressure of the locking nut. 

The front surface of the inner conductor is recessed 
0.001 inch with respect to the reference plane of the 
outer conductor, to ensure outer-conductor contact. In- 
ner-conductor contact is made by a springy center con- 
tact assembly that projects slightly beyond the reference 
plane of the outer conductor until the connector is mated. 
The spring contact assembly consists of six independently 
sprung segments that are forced back and together upon 
mating, thereby making a wiping contact with both the 
inside of the inner conductor and the mating face of the 
other center contact. This connector structure is free 
from the reflections that would be caused by slots in the 
inner and outer conductors. It will give you exceptionally 
long life, with excellent repeatability, in part because 
micro-abrasion of the rubbing surfaces cannot affect the 
electrically critical conductor diameters. 


LOCKING NUT 


! 
CONDUCTOR 


ga 
BEAD — 


SUPPORT 


OUTER CONDUCTOR 


CENTERING 
GEAR RING 


RETAINING 
RING 


COUPLING 
NUT 


Exploded view of 900-BT Precision Coaxial Connector. 


GR900® PRECISION COAXIAL COMPONENTS 107 


GR900° 50-Ohm Connectors 


Basic Precision Connector 


For use on rigid, 14-mm, air-dielectric 50-0 coaxial lines 
(principal dimensions of 0.5625 in. and 0.24425 in.). 900- 
BT Connectors are 100% tested at six frequencies. The 900- 
TOK Tool Kit is recommended for proper assembly. 


Frequency: Dc to 8.5 GHz. 
SWR: <(1.001 + 0.001 feu.) applies to single connectors and 
pairs. 


Repeatability: SWR: Within 0.05%. INSERTION LOSS: 
+0.001 dB to 30 MHz, +0.002 dB to 1 GHz, +0.0025 dB to 
8.5 GHz. PHASE: Within 0.008° at 1 GHz, 0.015° at 2 GHz, 
0.05° at 6 GHz. 


Electrical: IMPEDANCE: 50 9 = 0.1% at frequencies where 
skin depth is negligible. INPUT VOLTAGE: Up to 3000 V pk. 
POWER average into 50-9 load: Up to 20 kW, dc to 1 MHz, de- 
creasing as 1/\/f at higher f. INSERTION LOSS: < (0.003 


\/fex:) dB per pair. LEAKAGE: > 130 dB below signal. ELEC- 
TRICAL LENGTH: 3.500 = 0.005 cm per pair; 1.750 + 0.0025 


Low-Cost Basic Precision Connector 


For use on rigid, 14-mm, air-dielectric 50-9 coaxial lines 
(principal dimension of 0.5625 in. and 0.24425 in.). The 
GR890 is a low-cost version of the GR900® precision coaxial 
connector and is intended for use when the lowest SWR is not 
required. Below 500 MHz, the difference in SWR, compared 
with the GR900, is insignificant; above 500 MHz, the SWR 
specification is somewhat degraded. For example, at 8 GHz 
the SWR specification is 1.019, compared with 1.009 for 
the GR9OO. ; 

The GR 890 connector is generally used at lower frequen- 
cies on capacitance, inductance, or resistance standards, and 
at higher (microwave) frequencies where the SWR of the de- 
vice is much greater than that of the connector. The other 
useful properties of the GR9OO series, such as repeatability, 
well-defined reference plane, and low contact resistance, are 
retained. Grooves in the 890-BT locking nut distinguish the 
low-cost version from the 900-BT connector, but they mate 
without restriction. 


Frequency: Dc to 8.5 GHz. 

SWR: < (1.003 + 0.002 feu.) per connector. For mated con- 
nectors, add SWR specs, i.e., double this spec for pair of 890 
connectors. 


Cable Precision Connector 


For use with more than 12 different RG types of coaxial 
cable. The SWR of these connectors is much lower than that 
of even the best-made cables. The braid retention system 
does not compress the cable, yet it has good pull and torque 
resistance. The usual distortion and flow of cable dielectric 
during inner-conductor soldering have been virtually elimi- 

“nated by means of a Teflon spacer and a special, low-tempera- 
ture solder supplied with every connector. All inner-conductor 
parts are captive and supported by a bead. 

SWR of connector itself is represented by “ideal section” 
data (see curves) measured with precision coaxial line in 
place of cable. 


Frequency: Dc to 8.5 GHz. 
Electrical: IMPEDANCE: 50 2.INPUT VOLTAGE: Up to 1500 V 
pk. INSERTION LOSS:<(0.006 feu.) dB per pair. 


National stock numbers are listed at the back of the catalog. 
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cm for single connector. DC CONTACT RESISTANCE: <0.07 
ma. for outer conductor, <0.5 ma for inner conductor. 
Mechanical: DIMENSIONS: 1.19 in. (30 mm) long x 1.06 in. 
(27 mm) dia. WEIGHT: 0.2 Ib (0.1 kg) net. 
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SWR OF A MATED PAIR 


Typical and specified SWR of single and pairs of 
900-BT Precision Coaxial Connectors. Specified SWR is iden- 
tical to that given as IEEE Recommended Practice. 


Catalog 
Description Number 
50-0 Basic Precision Coaxial Connectors 
900-BT, single 0900-9405 
Repeatability: SWR: < +0.0005 or +0.05%. INSERTION 


LOSS: £0.001 dB to 30 MHz, +0.002 dB to 1 GHz, +0.0025 
dB to 8.5 GHz. PHASE: <0.008° at 1 GHz, 0.015° at 2 GHz, 
0.05° at 6 GHz. 

Electrical: IMPEDANCE: 50 9 = 0.3% at frequencies where 
skin depth is insignificant. INPUT VOLTAGE: Up to 3000 V 
pk. POWER, average into 50-0 load: Up to 20 kW, dc to 1 


MHz, decreasing as 1/./f at higher f. INSERTION LOSS: 


< (0.004 /feu,) dB per pair. LEAKAGE: > 130 dB below 
signal. ELECTRICAL LENGTH: (3.500 + 0.005 — 0.01) cm per 
pair; (1.750 + 0.0025 — 0.005) cm for single connector. DC 
CONTACT RESISTANCE: <0.07 ma for outer conductor, <0.5 
mq for inner conductor. 

Mechanical: DIMENSIONS: 1.19 in. (30 mm) long x 1.06 in. 
(27 mm) dia. WEIGHT: 0.2 Ib (0.1 kg) net. 


50-9 Low-Cost Basic Precision Coaxial Connector 


890-BT, single 0890-9405 


Loe}_—- SELECTED RG-214/U CABLE 
7 TYPICAL 


Typical SWR performance of a single Type 
900-C9 Connector on an “infinite” length of 
RG-214/U cable and on an “‘‘ideal’’ section 
with the same diameters. 
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50-2, Coaxial Cable Precision Connector 


For RG-9B/U and RG-214/U cable; can be used, 
with some sacrifice in performance or mechanical 
reliability, with RG-8/U, -8A/U, -10A/U, -87A/U, 
-116/U, -156/U, -165/U, -166/U, -213/U, -215/U, 
-225/U, and -222/U: 

900-C9 0900-9421 


- Panel Mounting Kits | 


Used to mount standard GR 890 and GR900 connectors on 
a panel. Kit includes a threaded flange that accepts the outer 
conductor, mounting hardware, and a gear ring that, for the 
rotatable version, can be turned to permit any desired angular 
orientation of the mating connector. 


Catalog 
Description Number 
Panel Mounting Kits 
900-PKM, non-rotatable 0900-9498 
900-PKMR, rotatable 0900-9500 


Rotatable Centering Ring 


Permits proper mating with another GR 890 or GR90O0 con- 
nector in any orientation. Threads onto the connector in 
place of the regular centering gear ring. 


Rotatable Centering Ring 0900-9499 


Adaptor Flange 


To connect GR900 components to instruments (like some 
bridges) that terminate in a broad plane surface and to a 
variety of flange-type connectors. This flange threads onto a 
900-BT Connector in place of the centering gear ring and 
locking nut. 


National stock numbers are listed at the back of the catalog. 
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GR900° 50-Ohm Adaptors 


Conversion plus precision The availability of precision 
adaptors from the GR900® connectors to other popular co- 
axial connectors means that the user of GR9OO equipped in- 
struments can convert to other series and still retain preci- 
sion performance. For example, a 900-LB Precision Slotted 
Line equipped with a 900-QNJ or -QNP adaptor becomes a 


50-Ohm Precision Adaptor Kit 


This set consists of the most commonly used GR9OO preci- 
sion adaptors including one each of the jack and plug versions 
of adaptors to BNC, C, N, SC, SMA, and TNC, as well as 
adaptors to Amphenol APC-7, and GR874® connectors. All 
components are supplied in an attractive mahogany storage 
case with recessed foam inserts. 


Mechanical: WEIGHT: 8 Ib (3.7 kg) net, 12 Ib (5.5 kg) ship- 
ping. 


Catalog 
Description : Cie Number 
GR900 Precision Raaptey Sa 0900-9451 
GR900 Storage Case 0900-9450 


Precision Adaptors to BNC 


Two versions: One includes a BNC jack and the other in- 
cludes a BNC plug. Both use a GR90O0 precision connector 
on the other end. 


Frequency: Dc to 8.5 GHz. 
SWR: <(1.005 + 0.015 fen) to 1 GHz, <(1.015 + 0.005 fen.) 


to 8.5 GHz. 

Electrical: IMPEDANCE: 50 2 nominal. INPUT VOLTAGE: Up 
to 500 V pk. POWER, average into 50-9 load: Up to 3 kW, dc 
to 1 MHz, decreasing as 1/+/f at higher f. 

Mechanical: WEIGHT: 0.3 Ib (0.2 kg) net; 1.3 Ib (0.6 kg) ship- 


ping. 


Precision Adaptors to C 


Two versions: One includes a type C jack and the other in- 
cludes a type C plug. Both use a GR9O0 precision connector 
on the other end. 


Frequency: Dc to 8.5 GHz. 
SWR: <(1.005 + 0.015 fer) to 1 GHz, <(0.015 + 0.005 fex,) 


to 8.5 GHz. 

Electrical: IMPEDANCE: 50 9 nominal. INPUT VOLTAGE: Up 
to 1000 V pk. POWER, average into 50-0 load: Up to 7 kW, 
dc to 1 MHz, decreasing as 1/./f at higher f. 

Mechanical: WEIGHT: 0.3 Ib (0.2 kg) net; 1.3 Ib (0.6 kg) 


shipping. 


Precision Adaptors to N 


Two versions: One includes a type.N jack and the other in- 
cludes a type N plug. Both use a GR900 precision connector 
~ on the other end. 


Frequency: Dc to 8.5 GHz. 

SWR: <(1.004 + 0.004 feu.) to 8.5 GHz. 

Electrical: IMPEDANCE: 50 92 nominal. INPUT VOLTAGE: 
Up to 1000 V pk. POWER, average into 50-9 load: Up to 
7 kW, dc to 1 MHz, decreasing as 1/+/f at higher f. 
Mechanical: WEIGHT: 0.3 Ib (0.2 kg) net; 1.3 Ib (0.6 kg) 
shipping. 

National stock numbers are listed at the back of the catalog. 
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type N slotted line with an over-all residual SWR (line plus 
adaptor) of only 1.02 at 3 GHz. Conversely, users of instru- 
ments equipped with SMA, TNC, N, C, and GR874® connec- 
tors can, by means of adaptors, take advantage of the preci- 
sion offered by GR9OO tuners, airline standards, terminations, 
and other elements. 
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Catalog 


Description Number 
50- 10} Precision Adaptors: to BNC 
900-QBJ, with BNC jack 0900-9701 
900-QBP, with BNC plug 0900-9801 
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50- 10} Precision Adaptors to Cc 
900-QCJ, with C jack 
900-QCP, with C plug 


0900-9703 
0900-9803 


50-0 Precision Adaptors to N 
900-QNJ, with N jack 
900-QNP, with N plug 


0900-9711 
0900-9811 


Precision Adaptors to TNC 


Two versions: One includes a TNC jack and the other in- 
cludes a TNC plug. Both use a GR900 precision connector on 
the other end. 


Frequency: Dc to 8.5 GHz. 

SWR: <(1.005 + 0.015 fen.) to 1 GHz, <(1.015 + 0.005 fen.) 
to 8.5 GHz. 

Electrical: IMPEDANCE: 50 © nominal. INPUT VOLTAGE: 
Up to 500 V pk. POWER, average into 50-0 load: Up to 3 kW, 
dc to 1 MHz, decreasing as 1/+/f at higher f. 

Mechanical: WEIGHT: 0.3 Ib (0.2 kg) net; 1.3 Ib (0.6 kg) 
shipping. 


Precision Adaptors to SMA 


Two versions: One includes an SMA jack and the other in- 
cludes an SMA plug. Both use a GR900 precision connector 
on the other end. 


Frequency: Dc to 8.5 GHz. 

SWR: <(1.005 + 0.025 feu.) to 1 GHz, <(1.022 + 0.008 fen) 
to 8.5 GHz. 

Electrical: IMPEDANCE: 50 9 nominal. 

Mechanical: WEIGHT: 0.3 Ib (0.2 kg) net; 1.3 lb (0.6 kg) ship. 


Precision Adaptors to SC 


Two versions: One includes an SC jack and the other in- 
cludes an SC plug. Both use a GR9OO precision connector on 
the other end. 


Frequency: Dc to 8.5 GHz. 

SWR: <(1.005 + 0.015 feu.) to 1 GHz, <(1.015 + 0.005 fen) 
to. 8.5 GHz. 

Electrical: IMPEDANCE: 50 9 nominal. INPUT VOLTAGE: Up 
to 1000 V pk. POWER, average into 50-9 load: Up to 7 kW, 
de to 1 MHz, decreasing as 1/~f at higher f. 

Mechanical: WEIGHT: 0.3 Ib (0.2 kg) net; 1.3 Ib (0.6 kg) ship. 


Precision Adaptors to 7-mm Precision 


Includes an Amphenol APC-7 7-mm connector on - 
one end and a GR900 precision connector on the other. 


Frequency: Dc to 8.5 GHz. 

SWR: <(1.003 + 0.003 fen.) to 8.5 GHz. 

Electrical: IMPEDANCE: 50 2 nominal. INPUT VOLTAGE: Up 
to 1000 V pk. POWER, average into 50-9 load: Up to 6 kW, 
dc to 1 MHz, decreasing as 1/./f at higher f. ELECTRICAL 
* LENGTH: 5.30 + 0.02 cm. 

Mechanical: WEIGHT: 0.3 Ib (0.2 kg) net; 1.3 !b (0.6 kg) ship. 


Precision Adaptor to GR874® Connector 


Includes a locking GR874 connector on one end and a 
GR900 precision connector on the other end. 


Frequency: Dc to 8.5 GHz. 

SWR: <(1.00 + 0.015 fer.) to 1 GHz, <(1.010 + 0.005 fer,) 
to 8.5 GHz. 

Electrical: IMPEDANCE: 50 9 nominal. INPUT VOLTAGE: Up 
to 1500 V pk. POWER, average into 50-9 load: Up to 10 kW, 


dc to 1 MHz, decreasing as 1/+/f at higher f. 


Precision Adaptor to Binding Posts 


One convertible version: Adapts binding posts (spaced on 
0.75- to 1-in. centers) to GR969 connector and (after a sim- 
ple mechanical modification) adapts GR900 connector to bind- 
ing posts. Particularly useful for converting “unknown” ter- 
minals of bridges. 


Electrical: RESIDUAL IMPEDANCE: When binding posts are 
adapted to GR900, ~ 3.55 pF and ~ 4.8 nH are added to ter- 
minals. When GR900 is adapted to binding posts, ~ 5.2 pF 


National stock numbers are listed at the back of the catalog. 
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50-20, Precision Adaptors to to TNC 
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FREQUENCY- GHz 900-0-43 
50-0 Precision AdaptorstoSC #8 
900-QSCJ, with SC jack 0900-9713 
900-QSCP, with SC plug 0900-9813 


° 
n 
rar) 
a 
Co) 
N 
& @ 


FREQUENCY -GHz 


50-0 Precision Adaptor to 7-mm Precision 


900-QAP7, with APC-7 connector 0900-9791 


Mechanical: WEIGHT: 0.3 Ib (0.2 kg) net; 1.3 Ib (0.6 kg) ship. 
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900-0874-41 


50-0 Precision Adaptor to GR874__ 
900-Q874, with locking GR874 connector 


and ~ 11 nH are added at base and ~ 20 nH at top of binding 


posts. 
Mechanical: WEIGHT: 0.3 Ib (0.2 kg) net; 1.3 Ib (0.6 kg) ship. 


50- 2 -0. Precision Adaptor to Binding Posts 
900-Q9 0900-9874 
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GR900° 50-Ohm Precision 


Terminations and Attenuators 


Standard terminations are useful for calibration of bridges, 
slotted lines, admittance bridges, network analyzers, and re- 
flectometers. The 50-ohm 900-W50 termination can also be 
used as a precision dummy load or as a termination in meas- 
urements of networks with more than one port. This termina- 
tion, together with the 900-WNC Short Circuit and 900-LZ Air 
Lines, can form a calibration set for computer correction of 
measuring instruments. With an appropriate GR9OO adaptor, 
it can be used as a low-SWR, precision type-N termination, or 
BNC, or C, etc. 

Standard mismatches introduce reflections of known SWR 
in a 50-ohm transmission line and are therefore useful in the 
calibration of reflectometers, network analyzers, and SWR- 
measuring instruments. 


Frequency: Dc to 8.5 GHz. 


Dc 


Resistance: | 500 Sielesis} (0) 
Accuracy: +0.3% +0.5% 
SWR, also 1.005 + 1.2 nom} 1.5 nom 
see curves: | 0.005 feHz 

Plane 

Position*: — =e 


Electrical: INPUT POWER: <1 W with negligible change, <5 W 
without damage. TEMPERATURE COEFFICIENT: <150 
ppm/ °C. : 
Mechanical: DIMENSIONS: 2 in. (51 mm) long x 1.06 in. (27 
mm) dia. WEIGHT: 0.2 lb (0.1 kg) net. 


Catalog 
Description Number 
Precision Resistive Terminations 
900-W50 50- Standard Termination 0900-9953 
900-W100 100-2 Standard Termination 0900-9957 


Precision Mismatches: 
900-WR110 Standard Mismatch, SWR 1.1 0900-9961 
900-WR120 Standard Mismatch, SWR 1.2 0900-9963 
900-WR150 Standard Mismatch, SWR 1.5 0900-9965 


Open-Circuit Terminations _ 


Open-circuit terminations are useful in establishing initial 
conditions of line length and signal phase, as shielding caps 
for open-circuited lines, and, at low frequencies, as capaci- 
tance standards. 


Frequency: Dc to 8.5 GHz. 

Plane Position:* For 900-WO, typically 0.26 cm, but varies 
with frequency within = 0.012 cm of value shown on graph. 
For -WO4, 4.00 = 0.01 cm (corresponds to 4-cm offset in 
~900-W100 and -W200 Standard Terminations). 

Electrical: CAPACITANCE: 0.172 + 0.008 pF for -WO, at low 
frequencies; 2.670 pF + 0.25% for -WO4, below 70 MHz. 


Precision Open-Circuit Terminations 
900-WO, plane at 2.6 mm ; 0900-9981 
900-W04, plane at 4cm 0900-9985 


05 TYPE 900-W50 


MISMATCH 


900-WO4 


900-WO 


ae 
SPECIFICATION 


ww 


i 


a) | 2 


TYPE 900- WRI 10, SPECIFICATION 
n 


3 4 5 6 7 8 
FREQUENCY—GHz 900-T-5 


PLANE -cm 


OISTANCE FROM 


REFERENCE 


DISTANCE -cm, BEYOND 
CONNECTOR MATING PLANE 


FREQUENCY — GHz 0.80. | 


* Location of effective position of termination, measured toward ‘‘load’”’, from reference plane of connector (where outer conductors butt together). 


National stock numbers are listed at the back of the catalog. 
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~ Precision Short-Circuit Terminations 


Short-circuit terminations are useful in establishing initial 
conditions of line length and signal phase in, for example, im- 
pedance measurements. An s-c termination consists of a 
precision-machined, silver-plated disk, mounted in a centering 
gear ring and locking-nut assembly, to produce a fixed short 
circuit. The 900-WNC, -WNE, and -WN4 each includes a sup- 
port for one end of the inner conductor of a 900-LZ Refer- 
ence Air Line, which is beadless. 


Frequency: Dc to 8.5 GHz. 

Plane Position:* For 900-WN and -WNC, 0.00 cm; for 900- 
WNE, 0.26 + 0.005 cm (corresponding open circuit is 900- 
WO); for 900-WN4, 4.00 + 0.01 cm (corresponding resistive 
terminations are 900-W100 and -W200). 

Reflection Coefficients: >0.999 for -WN and -WNC, >0.998 
for -WNE, >0.996 for -WN4; all to 8.5 GHz. 


Catalog 
Description Number 
50-2, Precision Short-Circuit Terminations 
900-WN, without support, plane at 0.00 cm 0900-9971 
900-WNC, with support, plane at 0.00 cm 0900-9977 
900-WNE, with support, plane at 2.6 mm 0900-9979 
900-WN4, with support, plane at 4cm 0900-9975 


_ Precision Tuner 


Used to match out small residual reflections in low-SWR 
measuring instruments and devices. The tuner has three 
smoothly adjustable tuning screws that are used in pairs to 
tune out reflections of any phase throughout the tuner’s fre- 
quency range. Each screw has a “neutral” setting, indepen- 
dent of frequency, at which it is effectively out of the circuit. 
Screws can be locked at any setting to enhance the excellent 
SWR resettability and to protect against accidental disturb- 
ance. They can be partially clamped for the desired friction. 


Frequency: 1 to 8.5 GHz. 

SWR Matching Range: 1.00 to 1.00 + 0.012 fer., worst-case 
minimum. RESETTABILITY: <(1.0005 + 0.0003 feu). 
Repeatability: 0.05% (limited by connector). 

Electrical: IMPEDANCE: 50 © nominal. INSERTION LOSS: 
as dB to 4 GHz, <0.3 dB to 8.5 GHz. ELECTRICAL LENGTH: 
Oem: 
Mechanical: DIMENSIONS: 4.5x3.5x1 in. (114x89x25mm). 

WEIGHT: 1 Ib (0.5 kg) net, 3 Ib (1.4 kg) shipping. 


900-TUA Tuner 0900-9635 


Precision Fixed Attenuators 


GR900 attenuators permit greatly improved accuracy in the 
measurement of insertion loss, impedance, power, or phase, 
which requires precise impedance matching of the source and 
detector. In particular, they are ideal for swept measure- 
ments of these quantities. In point-by-point measurements, 
they reduce or eliminate the need to tune out residual reflec- 
tions from source or detector. 

The SWR characteristic of these attenuators is much lower 
than was previously available, and they exhibit uniform atten- 
uation over a wide frequency range. They display a high de- 
gree of repeatability in SWR, contact resistance, and inser- 
tion loss, factors that contribute to their value in substitution 
measurements. The high repeatability and low SWR also per- 
mit them to be accurately calibrated for use as attenuation 
standards. 


Frequency: Dc to 8.5 GHz. 

Attenuation Accuracy: +0.04 dB at dc, +0.2 dB to 5 GHz, 
*+0.3 dB to 8.5 GHz. TEMPERATURE COEFFICIENT: <0.0001 
dB/°C/dB. 

SWR: <1.01 to 1 GHz, <(1.00 + 0.01 feu.) above 1 GHz. 


* Location of effective position of termination, measured toward 


National stock numbers are listed at the back of the catalog. 
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FREQUENCY IN GHz 


INPUT POWER: <1 W con- 
DC RESIST- 


Electrical: IMPEDANCE: 50.0 0. 
tinuous, or <500 W peak with <1 W average. 
ANCE: 50.0 02+0.3% when terminated in 50.0 0. 
Mechanical: DIMENSIONS: 3.75 in. (95 mm) long. WEIGHT: 
0.7 Ib (0.4 kg) net. 


Catalog 
Description Number 
50-0 Precision Fixed Attenuators: 
900-G6, 6 dB 0900-9850 
900-G10, 10 dB 0900-9851 


“load”, from reference plane of connector (where outer conductors butt together). 
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GR900° 50-Ohm Precision Air Lines 


Reference-Air-Line Set 


This set consists of one each of the seven lengths of 900-LZ 
Reference Air Lines, a 900-WN4 short circuit, and a 900-WO4 
open circuit. All components are supplied in an attractive 
mahogany storage case, with recessed foam insets, which 
also can be supplied separately. 


Mechanical: WEIGHT: 8 Ib (3.7 kg) net, 13 Ib (6 kg) shipping. 


Catalog 
Description Number 
GR900 Reference-Air-Line Set 0900-9452 


Reference Air Lines 


For use in calibrations, especially in substitution measure- 
ments, as precision capacitance or time-delay standards, as 
well defined reactance standards, as dielectric sample holders 
for dielectric-constant and loss measurements with slotted 
lines and network analyzers, and as absolute impedance refer- 
ences in time-domain reflectometry. The 900-LZ series are 
beadless, virtually reflectionless coaxial air lines, with spring- 
loaded supporting tips on the ends of the inner conductor to 
mate with GR900 connectors; microfinished outer-conductor 
ends make butt contact with the mating connectors. 


Frequency: Dc to 8.5 GHz. 

SWR: <(1.0005 + 0.0002 fex.); calibration data supplied. 
Repeatability: SWR: Within (0.010 + 0.003 fet) %. 
Electrical: IMPEDANCE: 50 9 = 0.05% at 23°C and where 
skin depth is negligible. Additional skin-effect error is cal- 
culable. INPUT VOLTAGE: Up to 3000 V pk. POWER, aver- 
age into 50-0 load: Up to 20 kW, dc to 1 MHz, decreasing as 


Precision Air Lines 


1.0025 a 
1.0020 SPECIFICATION LIMIT at 
«1.0015 ee an ree S 
% 1.0010 a TYPICAL 
oe em bat aie 
1.0000 en aes Ee ae 
) eee Sana CE Lome ren ey TL) 


FREQUENCY —GHz 


1/\/f at higher f. INSERTION LOSS: <(0.0008 V/fex.) dB/cm. 
LEAKAGE: >130 dB below signal. DC CONTACT RESISTANCE 
each end, when mated with GR9OO connector: <0.07 ma for 
outer conductor, <0.5 ma for inner conductor. 


50-0 Reference Air Lines 


Electrical Capaci- Time 
Length tance Delay Odd a/4 _ 
(40.002 cm) (+0.07%) (0.1 ps) Frequencies* Catalog 
Type cm pF ps GHz Number 


100.0 | (2n+1) 2.50 | 0900-9603 


900-LZ5 166.7 | (2n+1) 1.50 | 0900-9600 
900-LZ6 4.0000 200.0 | (2n+1) 1.25 | 0900-9601 
900-LZ7H 5.0000 250.0 | (2n+1) 1.00 | 0900-9602 
900-LZ10 6.6667 333.3 | (2n+1) 0.75 | 0900-9604 
900-LZ15 10.0000 500.0 | (2n+1) 0.50 | 0900-9606 
900-LZ30 20.0000 | 1000.0 | (2n+1) 0.25 | 0900-9612 


* Frequencies at which air-line section is an odd multiple of a quarter 
wavelength, where n is zero or any integer). 


Useful as low-SWR line extenders, as 50-ohm impedance 
standards at frequencies at which the electrical length is an 
odd multiple of a quarter wavelength, as capacitance and 
time-delay standards, and as absolute impedance standards 
in time-domain reflectometry. Each line consists of a short 
section of precision 50-ohm air line with a GR9O00 connector 
at each end. 


Frequency: Dc to 8.5 GHz. 

SWR: <(1.0013 + 0.0013 feu). 

Electrical: IMPEDANCE: 50 9 += 0.065%. Additional skin- 
effect error is calculable.' INPUT VOLTAGE: Up to 3000 V 
pk. POWER, average into 50-9 load: Up to 20 kW, dc to 1 


MHz, decreasing as 1/./f at higher f. DC CONTACT RE- 


FREQUENCY—GHz 


SISTANCE each end, when mated with GR900 connector: 
<0.07 ma for outer conductor, <0.5 ma for inner conductor. 


50-0 Precision Air Lines 


Electrical 

Length Time 

(+0.02 Capaci- Delay Insertion 

cm) tance (£1 ps) Loss Catalog 
Type cm pF ps dB Number 
900-L10 10 6.6667 333 < 0.012 Vier: 0900-9605 
900-L30 30 20.000 1000 < 0.028 \/fexz | 0900-9613 


El. Zorey “Skin-Effect Corrections in Standards,’’ /EEE Transactions on Instrumentation and Measurement, Vol. |M-15 No. 4, December 1966, 


p. 35 
National stock numbers are listed at the back of the catalog. 
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GR900° 75-Ohm Components 


New versatility. A new series of GR900® general-purpose 
coaxial components extends the versatility of the line to the 
field of 75-ohm transmission-lineé measurements. The series 
includes matching pads and adaptors to permit direct conver- 
sion of existing 50-ohm systems to the 75-ohm capability. 


Basic Precision Connector 


For use on rigid, 14-mm, air-dielectric, 75-Q coaxial lines 
or with capacitance, inductance, and resistance standards. 


Frequency: Dc to 1 GHz, usable to 9 GHz. 

SWR: <(1.0015 + 0.0015 feu:). 

Repeatability: SWR: =0.0006 (+0.06%). INSERTION LOSS: 
+0.001 dB to 30 MHz, +0.002 dB to 1 GHz. PHASE: 0.01° 
at 1 GHz. 

Electrical: IMPEDANCE; 75 9 + 0.3%. INPUT VOLTAGE: Up 
to 3000 V pk. POWER, average into matched load: Up to 18 
kW, dc to 1 MHz, decreasing as 1/.\/f at higher f. INSERTION 
LOSS: < 0.004 V/fex: per pair. LEAKAGE: > 130 dB below sig- 
nal. ELECTRICAL LENGTH: Nom 1.75 cm (3.5 cm, mated 
pair); exactly 1.7488 = 0.0038 cm (3.4976 = 0.0076 cm). 
DC CONTACT RESISTANCE: < 0.07 ma for outer conductor, 
< 0.5 mo for inner conductor. 


75- to 50-Ohm Precision Matching Pad 


A two-port minimum-loss network to match 50-ohm GR900- 
equipped devices to similarly equipped 75-ohm devices. It 
features low SWR, low leakage, and the excellent repeatability 
inherent in GR9O0O connectors. 


Frequency: Dc to 1 GHz, usable to 8.5 GHz. 


SWR: Beiter than 1.003 + 0.003 feu, for 50-9 side, 1.01 + 
0.012 feu: for 75-2 side. 


Electrical: IMPEDANCE: 509 and 759. INPUT: 1 W max con- 
tinuous. INSERTION LOSS: 5.72 dB nominal. LEAKAGE: 
> 130 dB below signal. 


Precision 75-Ohm Termination 


A fixed 75-0 resistor mounted in a GR900 (75 2) connector 
for establishing reference conditions in coaxial lines, for im- 
pedance matching, for use as a termination, for the calibra- 
tion of bridges, slotted lines, and reflectometers, and for use 
as a dummy load in network measurements. 


Frequency: Dc to 1 GHz, usable to 9 GHz. 

SWR: <(1.005 + 0.005 fen). 

Electrical: IMPEDANCE: 75 0 + 0.3%, temperature coefficient 
< 150 ppm/°C. INPUT: 1 W with negligible change, 5 W 
without damage. 


National stock numbers are listed at the back of the catalog. 


The GR900 75-ohm components use a connector similar 
to the 50-ohm counterpart except for an identifying black 
coupling nut and modified inner conductor and insulating 
bead. Performance for the new components is specified up to 
1 GHz but they are useful to 8.5 GHz or higher. 


Mechanical: DIMENSIONS: 1.19 in. (30 mm) long x 1.06 in. 
(27 mm) dia. WEIGHT: 0.2 Ib (0.1 kg) net, 1 Ib (0.5 kg) 
shipping. 


Catalog 
Description Number 
900-BT (75-2) Precision Coaxial Connector 0900-9730 


Mechanical: DIMENSIONS: 3.75 in. (95 mm) long x 1.06 in. 
(27 mm) dia. WEIGHT: 0.6 Ib (0.3 kg) net, 2 Ib (1 kg) ship- 
ping. f- 


0900-9732 


900-MP 50 to 75-0 Precision Matching Pad 


Mechanical: DIMENSIONS: 1.83 in. (47 mm) long x 1.06 in. 
(27 mm) dia. WEIGHT: 0.2 Ib (0:1 kg) net, 1 Ib (0.5 kg) ship- 
ping. 


900-W75 (75-0) Precision Standard Termination 0900-9733 
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GR900° Miscellany 
50-Ohm Precision 90° Ell 


Permits coaxial devices, such as vertical liquid-dielectric 
sample holders, to be physically oriented as required, with 
better electrical performance than could be obtained with 
flexible cable. 


Frequency: Dc to 8.5 GHz. 

SWR: <(1.004 + 0.004 fer). 

Electrical: IMPEDANCE: 50 9 = 0.4% at frequencies where 

skin depth is small. INPUT VOLTAGE: Up to 1500 V pk. 

POWER, average into 50-0 load: Up to 10 kW, dc to 1 MHz, 

decreasing as 1/\/f at higher f. INSERTION LOSS: (0.017 
fen.) dB. ELECTRICAL LENGTH: [10.00 + 0.0014 (fen)? = 

0.02] cm. 

Mechanical: Gear rings rotatable, for proper mating in any 

orientation. MATING DIMENSIONS: 2.066 in. (5.246 mm) 

from center line of one connector to reference plane of other 

connector. OVER-ALL DIMENSIONS: 2.69x2.69x0.88 in. (68x 

68x22 mm). WEIGHT: 0.7 Ib (0.3 kg) net. 


Tool Kit 


Nine-piece tool kit in fitted case for convenient installation 
of 890-BT, 900-BT, and 900-C9 50-ohm precision coaxial con- 
nectors. With 0900-9904 accessory tools, the kit can also be 
used for 900-BT (759) connectors. Complete instructions are 
included. 

Mechanical: WEIGHT: 7 Ib (3.2 kg) shipping. 


Catalog 


Description Number 
900-TOK Tool Kit 0900-9902 
Accessory Tools, for use with 900-TOK on 900-BT (750) 

connectors 0900-9904 


Storage Case and Cleaning Kit 


Storage Case 


An attractive mahogany case with firm, foamed plastie in- 
serts having molded recesses designed to hold various types 
of GR900® precision coaxial components. An excellent way 
to keep together a set of adaptors, air lines, terminations, and 
the like and to carry or store them with minimum exposure 
to dirt or damage to the precision machined surfaces. 


Mechanical: WEIGHT: 8 Ib (3.7 kg) shipping. 


Cleaning Kit 

For cleaning both 50-ohm and 75-ohm GR900 connectors. 
Solvent supplied in 16-0z aerosol will not affect insulator nor 
any metal surface in these connectors. Kit also includes two 
brushes and 24 lint-free wiping pads. 


GR900 Storage Case 
900-TOC Cleaning Kit 


0900-9450 
0900-9610 


Precision Tube and Rod 


Used to fabricate custom-length 14-mm air lines and com- 
ponents in conjunction with GR9OO connectors and connector 
kits. Machining instructions are furnished. 

Precision Outer-Conductor Tube 

Mechanical: Precision-forged, silver-lined brass; stress re- 
lieved to minimize dimensional changes during machining; 
for use with 890-BT, 900-BT, and -BT (759) connectors. 
DIMENSIONS (diameters specified at 23°C): 27 in. (690 mm) 
long, 0.830 in. nominal OD, 0.5625 in. = 220 win. ID with 
straightness of 0.005 in./ft and inner-surface finish of 30 win. 
max, 0.134 in. nominal wall thickness. 


50-0 Precision Inner-Conductor Rod 
Electrical: IMPEDANCE: 50 = 0.035 a (+= 
tered in 0900-9509 tube. 


National stock numbers are listed at the back of the catalog. 
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Catalog 
Description Number 
900-EL Precision 90° Ell 0900-9527 


Mechanical: Supplied in pairs; centerless-ground,  silver- 
layered brass rod; for use with 890-BT and 900-BT connectors. 
DIMENSIONS (diameters specified at 23°C): 13 = 0.0312 in. 
(330 mm) long with straightness of 0.0015 in./ft; 0.24425 in. 
~ 65 win. dia with uniformity of +25 win. and surface finish 
of 20 win. max. 


0900-9509 
0900-9507 


Precision Outer-Conductor Tube 
50-0 Precision Inner-Conductor Rod 
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1062 Frequency Synthesizer 


= 10 kHz to 500 MHz 

= lowest residual phase noise 

= < 50-us switching speed 

® non-harmonic spurious >80-dB down 


= amplitude-, frequency- and phase-modulation 
capabilities 


® parallel entry BCD frequency programming 
# resolution to 0.1 Hz 
® modular plug-in construction 


The high spectral purity and stability of the 1062 
make it the ideal source to up-convert or multiply into 
microwave frequency bands. The low residual phase- 
noise — typically —65 dB — is enhanced by using a 
novel drift-cancelled loop operating at microwave: fre- 
quencies, with no high synthesis factors required. 

The 50-microsecond switching speed of the GR 1062 
permits real-time dynamic displays of more measured 
data in shorter time spans. One hundred points in a 
digitally swept system can be scanned in 45 mil- 
liseconds, with 400 microseconds of dwell-time allowed 
for each measurement. 

Exceptional spectral purity The 1062 provides a sig- 
nal output with exceptional spectral purity for any syn- 
thesizer application — non-harmonics are down more 
than 80 dB (typically 86 dB) below the signal, har- 
monics are down more than 25 dB and residual phase 
noise is down close to 100 dB at 10 Hz offset from the 
carrier. A leveled output ranging from — 7 dBmto +13 
dBm is set by an externally applied dc signal or, with the 
local-control option, by a panel control. 

Search-sweep standard One of the more useful fea- 
tures of the 1062 is its built-in search-sweep capability. 
Any decade with 1-MHz steps or less can be electrically 
converted into a continuously adjustable decade, to ex- 
tend the resolution two decades beyond its step-digit 
resolution (a synthesizer with a nominal resolution of 
100 Hz actually has 1-Hz resolution via the search- 
sweep dial). 

The decade to be searched is selected by an external 
control input or, in models with the local-control option, 
by panel pushbuttons. This capability provides the syn- 
thesizer with the convenience of a signal generator for 


National stock numbers are listed at the back of the catalog. 
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resonance or bandpass studies and also makes possible 
sweep-frequency measurements because the search- 
sweep dial can be remotely controlled by a dc signal or 
sawtooth waveform. Deviation rates up to 20 kHz can be 
used in fm applications. 

Built-in remote programmability In the 1062, rapid 
remote programmability is standard — less than 50 us 
per step, set by standard 8-4-2-1 BCD signals. The 
basic models have front-panel. controls omitted for sys- 
tem economy, a neat appearance, and to reduce the 
possibility of accidental control misadjustments. A 
local-control panel is available as a standard option. 

Highly flexible design A wide choice of options com- 
bines the benefits of custom design with the economy of 
off-the-shelf units. Standard resolution is 10 kHz (5 
digits) but is expandable to 0.1 Hz (10 digits) in 1-digit 
increments. 

The synthesizer also offers you a choice of a 
moderate-precision internal oscillator, a high-precision 
oscillator, or no internal oscillator at all (for applications 
where an external frequency standard is available to 
drive the synthesizer). In applications where two or more 
synthesizers are to be used, only one need be driven by 
the external standard (or internal oscillator) because the 
output from one synthesizer can be used to drive the 
next. This is both an economy in equipping a large facil- 
ity and a means of assuring frequency coherence. 


SPECIFICATIONS 


Fixed Frequency: 10 kHzto 499.99 MHz in 10-kHz steps with 
100-Hz search-sweep settability. Finer steps optional, the 
finest being 0.1-Hz steps with 0.001-Hz search-sweep setta- 
bility. LOCAL CONTROL (Option 1): Set by in-line-readout 
panel switches or external remote-control signals; control trans- 
ferred by single panel control, REMOTE CONTROL: Set by 
8-4-2-1 external signals; logic “1 is 0 to 0.5 Vat 3 mA, logic 
“OQ” is +5 Vat OmA. PROGRAMMING TIME: Less than 50 bs 
to be within 500 Hz (worst case) of any new frequency selected. 

(Data for frequency offset vs time are shown in the accompany- 


ing table.) 
pee Largest Digit Switched 
Switching | 100 MHz | 10 MHz | 1 MHz 100 kHz or less 
500 Hz 50 Hz 10 Hz 1 MHz ERROR 
100 ws | 150 Hz 5 Hz 1.5 Hz | X DIGIT SWITCHED 
lms SgHZ Ome HZ Omer (IN MHz) 


Search-Sweep and Frequency Modulation: SWEEP WIDTH: 
Up to 11 MHz. Any decade, with steps of 1 MHzor less, can be 
converted to continuous control with a range of —1 to +10 X 
one step of the decade being replaced, with a settability of 
1/100 of one step. LOCAL CONTROL (optional): Digit to be 
replaced is chosen by panel pushbuttons or external signal; 
frequency is set by —1 to +10 multiplier plus continuous 
vernier or by external signal. REMOTE CONTROL: Digit to be 
replaced is chosen by logic signal; frequency is set by +0.5V/ 
step (—0.5 to +5.0 V) dc signal with nonlinearity of +0.3 step 
max. SWEEP (FM) RATE: DC to 20 kHz, —3 dB. DEVIATION: 
Pk-pk inside O- to 9-digit range. DISTORTION: 3% at 5 kHz, 
6% max. STABILITY: +2x10~4 step/s, +1x10-3 step/min, 
+1x10~ step/h after 2-h warmup. 


Amplitude Modulation (at <5% distortion): 


Carrier Frequency 


Carrier | 10kHzto | 100kHzto | 400kHz to 
Level | 100kHz 400kHz | 500MHz 

+7dBm | 90%, up to | 90%, upto | 90%, upto 
| 100-Hzrate | 1-kHz rate |  4-kHz rate 

+10dBm 50%, up to | 50%, up to | 35%, upto 

200-Hz rate 2.5-kHz rate 10-kHz rate 


Signal Output Level: 100 mV to 1 Vrms (—7 to +13 dBm into 
50 Q) from 50-2 source, available at rear GR874® connector 
(optionally on front panel). LOCAL CONTROL (optional): Set by 
panel control with +1.5-dB accuracy or by external remote- 
control signal. REMOTE CONTROL: Set by external dc signal of 
4 x desired rms output voltage, into 100 kO applied to rear 
BNC connector. Programming time < 100 us, to within +1 dB 
of desired level. FLATNESS: +0.6 dB referred to full output at 
100 MHz. HARMONICS: <—25 dB at 10-dBm output into 
50-Q load (typically < —30 dB). DISCRETE NON- 
HARMONICS: <—80 dB (typically —86 dB). RESIDUAL 
PHASE-NOISE MODULATION, rms (also see curve): <—60 dB 
re 1 radian in 0.5 Hz-to-15 kHz bandwidth. AMPLITUDE- 
NOISE MODULATION, rms: <—75 dB (typically —80 dB) re 
100% carrier in 0.5 Hz-to-15 kHz bandwidth. 

Auxiliary Outputs: 10 MHz at +6 to +8 dBm into 50 2 (will 
drive another synthesizer) and 1 MHz at 0.8 V pk-pk into 10kQ, 
from rear BNC connectors, 42 MHz at —4 to —1 dBm, 1770to 
2170 MHz at —1 to +3 dBm, 2270 to 2180 MHzat —3 to +2 
dBm, 500 to 510 MHz at —15 dBm, all into 50 © from rear 
SMA connectors. 


PHASE-MODULATION NOISE-SIDE-BAND LEVEL 
TYPICAL IN 1-Hz BANDWIDTH vs 
FREQUENCY OFFSET FROM CARRIER 
* TOTAL INCLUDES EFFECTS OF OP2B 


*TOTAL AT 
500 MHz 


RESIDUAL 
AT 500 MHz 
AND 
AT 10 MHz 


TYPICAL 
SINGLE-SIDEBAND LEVEL 
RELATIVE TO CARRIER IN -dB 
1 
8 


THz 10 Hz 100 Hz 1 kHz 10 kHz 100 kHz 1 MHz 10 MHz 


FREQUENCY OFFSET FROM CARRIER 


Phase Modulation: Output can be phase modulated +3 rad at 
rates from dc to 300 kHz (+ 1 rad at 1-MHz rate), by external 
signal of 1 V/rad at dc, flat within 2 dB to 300 kHz, into 7.5kQ, 
applied to rear BNC connector. Distortion at +3 rad is —25 dB 
to 300 kHz and at +1 rad is —35 dB to 100 kHz, —30 dB to 
300 kHz, and —25 dB to 1 MHz. 

Accuracy of Fixed Frequency: Equal to that of drive source. 
Drive source can be internal oscillator or external drive. 
Internal Oscillator: (optional): MODERATE STABILITY: 
5-MHZ crystal oscillator. Adjustment range >5 x 10-° by man- 
ual trimmer or >5x10~-® by +6- to +9-V external dc signal. 
Stability is 2x 1077/°C from +20 to + 50°C; 2x 10-§/mo. HIGH 
STABILITY: 10-MHz crystal oscillator in proportional-control 
oven. Adjustment range, >4x10-® by manual trimmer or 
>5x1077 by +6- to +9-V external de signal. Stability, 
2 <1 O9/"C trom Oto +-50°G. Drift, <== 1 10-8/ wk, = 
1x10-%/day after 1 month of continuous operation, 
<2x107!9 with +10% line-voltage variation, restabilizes 
within 2 h after power interruption. Connector provided on rear 
for battery to maintain oscillator during power interruption. 
External Drive (required on models without internal oscillator): 
5 or 10 MHz, 130 mV to 2.5 V rms into 50 Q applied to rear 
BNC connector. 

Environment: TEMPERATURE: 0 to +50°C operating. 
Supplied: Power cord, coaxial patch cord with GR874 connec- 
tors, 50-pin plug to mate with rear connector. 

Available: GR874® adaptors. 

Power: 90 to 110, 104 to 125, 180 to 220, 194 to 236, or 
207 to 250 V; 48 to 66 Hz (45 to 48 Hz with high-line limit 
decreased 5%. 360 to 440 Hz with low-line limit increased 
5%); 85 W max. Connection provided for 15- to 18-V, 200-mA, 
dc source to maintain high-stability oscillator during power 
interruption. 

Mechanical: Bench or rack models. DIMENSIONS (wxhxd): 
Bench, 19.75x6.9x 24.88 in. (502 176x632 mm); rack, 
19x5.22x22.38 in. (483x133x569 mm). WEIGHT: 
Bench, 62 Ib (28 kg) net, 74 Ib (33 kg) shipping; rack, 58 Ib 
(26 kg) net, 69 Ib (31 kg) shipping. 


Catalog 
Description Number 
1062 Frequency Synthesizer, 10 kHz to 500 MHz with 
10-kHz resolution and 100-Hz search settability, remote 
control, and external drive only é; 
Bench Model (Describe 
Rack Model exactly 
Select following options, if desired as shown 
OP1 Local Control Panel tae 


OP2A Moderate-Stability Internal Oscillator* 
OP2B High-Stability Internal Oscillator 

OP4A 1-kHz digit resolution (10-Hz search) 
OP4B 100-Hz digit resolution (1-Hz search) 
OP4C 10-Hz digit resolution (O.1-Hz search) 
OP4D 1-Hz digit resolution (0.01-Hz search) 
OP4E 0.1-Hz digit resolution (0.001-Hz search) 


*Not recommended when ordering more than 1-kHz resolution. Avail- 
able on a special basis only where OP4B, OP4C, OP4D or OP4E is 


ordered. 


1061 Frequency Synthesizer 


= DC to 160 MHz 

= spurious > 80-dB down 

= phase noise > 70-dB down 

= <50-us switching speed 

= +20-dBm leveled output 

= search sweep 

=" programmable frequency and amplitude 

= frequency- and amplitude-modulation capabilities 
= your choice of resolution — 10 kHz to hmm Hz 


National stock numbers are listed at the back of the catalog. 


_ High Performance to 160 MHz The 1061 synthe- 
sizer Is nearly identical to the 1062 except for frequency 
range and output level — the 1061 provides frequencies 
to 160 MHz and output levels from 0 to +20 dBm into 50 
©. Among the minor differences are slightly differeftt 
amplitude-modulation characteristics, slightly lower re- 
sidual phase-modulation noise, and an additional aux- 
iliary output of dc to 10 MHz. 

For applications below 160 MHz, the 1061 is an out- 
standing choice. It features the same low spurious con- 
tent and low phase-noise levels as the 1062, the same 
fast switching speeds, built-in search-sweep and exter- 
nal programming, flexible design, and a wide range of 
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resolutions from 10 kHz to 0.1 Hz — but at a substan- 
tially lower cost. 


SPECIFICATIONS 

Fixed Frequency: 400 kHzto 159.99 MHz (and dc to 10 MHz) 
in 10-kHz steps with 100-Hz search-sweep settability. Finer 
steps optional, the finest being O0.1-Hz steps with 0.001-Hz 
search-sweep Settability. LOCAL CONTROL (Option 1): Set by 
in-line-readout panel switches or external remote-control sig- 
nals; control transferred by single panel control. REMOTE 
CONTROL: Set by 8-4-2-1 external signals; logic ‘‘1” is O to 
0.5 V at 3 mA, logic ‘‘O” is +5 V at O mA. PROGRAMMING 
TIME: Less than 50 ws to be within 50 Hz (worst case) of any 
new frequency selected. (Data for frequency offset vs time are 
shown in the accompanying table.) 


ne Largest Digit Switched 
Switching | 10 MHz | 1MHz | — 100 kHz or less 
t , T 
50s | 5O0Hz | 10Hz | 1 MHz ERRORX DIGIT 
100s YS H7Se eo He SWITCHED (IN MHz) 
Lms%, [> <0. 1Hz 8} <Oeiz 


Search-Sweep and Frequency Modulation: SWEEP WIDTH: 
Up to 11 MHz. Any decade, with steps of 1 MHz or less, can be 
converted to continuous control with a range of —1 to +10 x 
one step of the decade being replaced, with a settability of 
1/100 of one step. LOCAL CONTROL (optional): Digit to be 
replaced is chosen by panel pushbuttons or external signal; 
frequency is set by —1 to +10 multiplier plus continuous 
vernier or by external signal. REMOTE CONTROL: Digit to be 
replaced is chosen by logic signal; frequency is set by +0.5V/ 
step (—0.5 to +5.0 V) dc signal with nonlinearity of +0.3 step 
max. SWEEP (FM) RATE: DC to 20 kHz, ~3 dB. DEVIATION: 
Pk-pk inside O- to 9-range. DISTORTION: 3% at 5 kHz, 6% 
max. STABILITY: +2x10-* step/s, +1x10-% step/min, 
+1x10-? step/h after 2-h warmup. 

Amplitude Modulation: DC to 1 kHz at 90% modulation, dc to 
5 kHz at 30% modulation, dc to 10 kHz at 15% modulation. 
Control via remote control of Signal Output (see below), 
achieved by externally summing an a-m rate source with a dc 
voltage of 2X desired rms output voltage. 


Signal Output: 224 mV to 2.24 Vrms (0 to +20 dBm into 50 
Q) from 50- source, available at rear GR874® connector 
(optionally on front panel). LOCAL CONTROL (optional): Set by 
panel control with +1.5-dB accuracy or by external remote- 
control signal. REMOTE CONTROL: Set by external dc signal of 
2 X desired rms output voltage, into 100 kQ applied to rear BNC 
connector. Programming time <100 us, to be within +1 dB of 
desired level. LEVELING (frequency response): +1.5 — 0.5dB 
to 1 MHz and +0.3 dB above 1 MHz at full output. HAR- 
MONICS: <—27 dB, output into 50-© load (typically 35 dB 
down). DISCRETE NON-HARMONICS: <80 dB (—86 GB typi- 
cally). RESIDUAL PHASE-NOISE MODULATION, rms (also see 
curve): <—/70 dB re 1 radian in 0.5 Hz-to-15kHz bandwidth. 
AMPLITUDE-NOISE MODULATION rms: <—80 dB re 100% 
carrier in 0.5 Hz-to-15 kHz bandwidth. 

Auxiliary Outputs: Low-level output of dc to 10 MHzat 125 mV 
+ 10% rms, with +0.25-dB flatness, < —38 dB distortion, 
javailable at rear BNC connector. 10 MHzat 500 mV +20% into 
'50 ©, which can be used to drive another synthesizer, 1 MHz at 
0.8 V pk-pk into 10 kQ, 42 MHz at 165 mV +20% into 50 0, 
all available at rear BNC connectors. 

Phase Modulation: Output can be phase modulated +3 rad at 
rates from dc to 300 kHz (+1 rad at 1-MHz rate), by external 
signal of 1 V/rad at dc, flat within 2 dB to 300 kHz, into 7.5kQ, 


National stock numbers are listed at the back of the catalog. 
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RESIDUAL PHASE-MODULATION NOISE-SIDE-BAND LEVEL 


TYPICAL IN I-Hz BANDWIDTH, vs 
FREQUENCY OFFSET FROM CARRIER 


TYPICAL SINGLE-SIDEBANO 
LEVEL RELATIVE TO CARRIER IN dB 
' 1‘ ' 1 ' 


applied to rear BNC connector. Distortion at +3 rad is —25 dB 
to 300 kHz and at +1 rad is —35 dB to 100 kHz, —30 dB to 
300 kHz, and —25 dB to 1 MHz. 


Accuracy of Fixed Frequency: Equal to that of drive source. 
Drive source can be internal oscillator or external drive. 


Internal Oscillator (optional): MODERATE STABILITY: 5-MHz 
crystal oscillator. Adjustment range >5x10-° by manual 
trimmer or >5x 10~® by +6- to +9-V external dc signal. Stabil- 
ity is 2x10-7/°C from +20 to +50°C; 2x10-*/mo. HIGH 
STABILITY: 10-MHz crystal oscillator in proportional-control 
oven. Adjustment range, >4 x 107° by manual trimmer or >5 x 
10-7 by +6- to +9-V external dc signal. Stability, <2x 107° 
/°C from 0 to —50°C. Drift, + 1x 10~8/wk, ~ 1x 10~°/day after 
1 month of continuous operation, <2x107'® with + 10% 
line-voltage variation, restabilizes within 2 h after power inter- 
ruption. Connector provided on rear for battery to maintain 
oscillator during power interruption. 

External Drive (required on models without internal oscillator): 
5 or 10 MHz, 130 mV to 2.5 Vrms into 50 2 applied to rear 
BNC connector. 

Environment: TEMPERATURE: O to +50°C operating. 


Supplied: Power cord, coaxial patch cord with GR874 connec- 
tors, 50-pin plug to mate with rear connector. 

Available: GR874 adaptors. 

Power: 90 to 110, 104 to 125, 180 to 220, 194 to 236, or 
207 to 250 V; 48 to 66 Hz (45 to 48 Hz with high-line limit 
decreased 5%, 360 to 440 Hz with low-line limit increased 
5%); 70 W max. Connection provided for 15- to 18-V, 200-mA, 
dc source to maintain high-stability oscillator during power 
interruption. 

Mechanical: Bench or rack models. DIMENSIONS (wxhxd): 
Bench, 19.75x6.9x 24.88 in. (502176632 mm); rack, 
19x5.22x22.38 in. (483X133x569 mm)= Werene 
Bench, 58 Ib (27 kg) net, 69 Ib (32 kg) shipping; rack, 50 Ib 
(23 kg) net, 61 Ib (28 kg) shipping. 


Catalog 
Description Number 
1061 Frequency Synthesizer, dc to 160 MHz with 
10-kHz resolution and 100-Hz search settability, 
remote control, and external drive only 
Bench Model (Describe 
Rack Model exactly 
Select following options, if desired as shown 
OP1 Local Control Panel at the 
OP2A Moderate-Stability Internal Oscillator* left.) 


OP2B High-Stability Internal Oscillator 

OP4A 1-kHz digit resolution (10-Hz search) 
OP4B 100-Hz digit resolution (1-Hz search) 
OPAC 10-Hz digit resolution (O.1-Hz search) 
OP4D 1-Hz digit resolution (0.01-Hz search) 
OP4E 0.1-Hz digit resolution (0.001-Hz search) 


*Not recommended when ordering more than 1-kHz resolution. Available on a 
special basis only where OP4B, OP4C, OP4D or OP4E is ordered. 


High-Frequency Oscillators 


500 kHz-to-50 MHz Oscillator 


Frequency: 500 kHz to 50 MHz with =2% calibration accu- 
racy and 0.4% typical warmup frequency drift. Variable L 
and C in main tuned circuit. 

Output: 200 mW into 50 O, see curves (1263 or 1267 power 
supply). 

Power: 1267 or 1263 power supply recommended. 
Mechanical: Unit cabinet. DIMENSIONS (wxhxdepth behind 
panel): 8x7.63x9.75 in. (203x193x248 mm). WEIGHT: 12 
Ib (6 kg) net, 19 Ib (9 kg) shipping. 


Catalog 
Description Number 
500 kHz-to-50 MHz Oscillator 
1211-C, without power supply, Bench Model 1211-9703 
Recommended Power Supplies 
1267-B Power Supply for best cw 
stability and very low residual fm: 
115/215/230-V model 1267-9702 
1263-C Power Supply for monitored and leveled 
output and square-wave modulation: 
115-V model 1263-9703 
230-V model 1263-9713 


56-to-500 MHz Oscillator 


Frequency: 56 to 500 MHz with 2% calibration accuracy and 
0.8% typical warmup frequency drift. Variable L and C in 
main tuned circuit. 


Output: To 250 mW into 50 0, see curve. 
Power: 1267, 1264 or 1263 power supply recommended. 


Mechanical: Bench cabinet. DIMENSIONS (wxhxdepth behind 
panel): 8x7.63x8.25 in. (203x193x210 mm). WEIGHT: 7.5 Ib 
(3.5 kg) net, 10 Ib (4.6 kg) shipping. 


Catalog 
Description Number 


56-to-500 MHz Oscillator 
1363, without power supply, Bench Model 1363-9701 


Recommended Power Supplies 
1267-B Power Supply for best cw 
stability and very low residual fm: 
115/215/230-V model : 1267-9702 
1264-B Power Supply for square- 
wave and pulse modulation: 
115 V model 1264-9702 
230-V model 1264-9703 
1263-C Power Supply for monitored and leveled 
output and squarewave modulation: 
115-V model 1263-9703 
230-V model 1263-9713 


National stock numbers are listed at the back of the catalog. 
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220-to-920 MHz Oscillator 


Frequency: 220 to 920 MHz with +1% calibration accuracy 
and 0.2% typical warmup frequency drift. Butterfly tuned 
circuit. 

Output: To 200 mW into 509, see curve (1264 or 1267 power 
supply). Calibrated attenuator. 

Power: 1267, 1264, or 1263 power supply recommended. 
Mechanical: Bench cabinet. DIMENSIONS (wxhxdepth behind 
panel): 8x7.63x8.25 in. (203x193x210 mm). WEIGHT: 8 Ib 
(3.4 kg) net, 11 Ib (5 kg) shipping. 


Catalog 
Description Number 
220-to-920 MHz Oscillator 
1362, without power supply, Bench Model 1362-9701 
Recommended Power Supplies 
1267-B Power Supply for best cw 
stability and very low residual fm: 
115/215/230-V model 1267-9702 
1264-B Power Supply for square- 
wave and pulse modulation: 
115 V model 1264-9702 
230-V model 1264-9703 
1263-C Power Supply tor monitored and leveled 
output and squarewave modulation: 
115-V model 1263-9703 
230-V model 1263-9713 


900 MHz-to-2 GHz Oscillator 


With its electronic frequency control, the 1218-BV can be 
phase locked to an external reference signal to provide high 
power, low noise, and the stability of the reference signal 
against warmup drift and microphonics. In heterodyne sys- 
tems, where a difference signal must be stable to remain 
within the bandwidth of a tuned detector, the 1218-BV can 
be used as the local oscillator. With a phase detector operat- 
ing at the difference frequency, the 1218-BV can track small 
changes in the frequency of the test oscillator and hold the 
difference frequency steady. 


Frequency: 900 to 2000 MHz with +1% calibration accuracy 
and 0.1% typical warmup frequency drift. Main tuning by 
tracked adjustable lines. 

Fine Tuning: MANUAL: > +2 MHz, by turning of Af knob. 
Power-level pulling by Af control is +0.5 dB for +2 MHz 
change. REMOTE: > 4 MHz for 50 V change in dc signal 
applied to front or rear jacks; =25 V typical useful range; Af 
control sets center value from +10 to —20 V. Positive-going 
voltage decreases frequency. Applied voltage +50 V max. 
Input equivalent to 10 kN, 150 pF, and —1.3 mA current 
source in parallel across terminals, one of which is grounded. 
Ext source should have < 1000 0 internal impedance; can be 
ac coupled. Step-response time < lu s typical. 

Output Level: > 160 mW into 50 © to 1.5 GHz, drops linearly 
to > 110 mW at 2 GHz, see curve. CONTROL: > 20-cB at- 
tenuation by uncalibrated control. EXTERNAL MODULATION: 
Panel jack provided for external audio-frequency modulation; 
~ 30 V rms into 6 kQ produces 30% a-m. 

Power: 1267, 1264, or 1263 power supply recommended. 
Mechanical: Unit cabinet. DIMENSIONS (wxhxdepth behind 
panel): 12x7.63x7.5 in. (305x193x191 mm). WEIGHT: 14 Ib 
(7 kg) net, 26 Ib (12 kg) shipping. 
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Catalog 
Description Number 
900-MHz-to-2 GHz Oscillator 
1218-BV, without power supply, Bench Model 1218-9724 
Recommended Power Supplies 
1267-B Power Supply for best cw 
stability and very low residual fm: 
115/215/230-V model 1267-9702 
1264-B Power Supply for square- 
wave and pulse modulation: 
115-V model 1264-9702 
230-V model 1264-9703 
1263-C Power Supply for monitored and leveled 
Output and square-wave modulation: 
115-V model 1263-9703 
230-V model 1263-9713 


Oscillator Power Supplies 


1267-B for regulated voltages For such applications 
as parametric-amplifier pumps, the oscillator must be 
stable against all power-line variations and free of modu- 
lation from power-supply ripple. In these applications, 
the 1267-B, 1264-B, and 1263-C power supplies are rec- 
ommended because of their regulated outputs. 

1264-B for amplitude modulation Other applications 
require power supplies in which the plate-supply voltage 


National stock numbers are listed at the back of the catalog. 
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is controllable to modulate or to regulate the oscillator 
output. The 1264-B provides 100% amplitude modula- 
tion at a high level by square waves or pulses as well as 
cw operation. Both plate and heater supplies are elec- 
tronically regulated and the internal 1-kHz modulation 
frequency is highly stable. d 

A switch permits cw, standby, internal square-wave 
modulated, or externally modulated operation. Indepen- 


dent panel controls vary the regulated supply voltage for level. Rf blanking can be accomplished by external short- 
cw operation and the modulation amplitude for square- ing of the reference potential. 
wave and pulse operation. 

1263-C for leveled output and amplitude modulation SPECIFICATIONS 
The 1263-C is particularly useful in a feedback loop to Supplied: Power cord, output-socket mating plug (entire cable 
maintain constant oscillator output as the oscillator fre- for 1263) plus (for 1263) a GR874-to-GR874 coaxial patch 
quency is varied. Constant output not only speeds and cord, 874-VRL Voltmeter Rectifier, 874-EL-L 90° Ell. 
simplifies measurements where the oscillator is tuned 


: ‘ Catal 
manually but is essential when sweep measurements are Description Number 
being made. Both plate and heater supplies are regulated Pe ame re Pea rs 

- si ete - egulate ower supply, Dbencn models: 
and an internal 1-kHz is included for square-wave modu- 115/215/230-V model 1267-9702 
lation. ; 1264-B Modulating Power Supply, bench models: 
The de potential developed by the oscillator output 115-V model 1264-9702 
ue ; 5 : 230-V model 1264-9703 
rectifier is compared with an adjustable dc reference in TOE eamenieen tite tat ne Power Supply, benchimece! 
the feedback system. A rapid correction is applied to 115-V model 5 ithe Seat 1263-9703 
the plate current to hold the oscillator output to a preset 230-V model 1263-9713 
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e 
1267-B Regulated 1264-B 1263-C Amplitude-Regulating 
Power Supply Modulating Power Supply Power Supply 


High Output: 
300 V, 70 mA max; volt- 
age regulation: 0.25% 
for line and load 
changes. < 1-mV ripple 
at full load. 


200 to 30G V adjustable, 50 mA max; 
< 0.5-V change for 10-V line change. 
< 1-mV ripple (B— grounded), < 5-mV 
ripple (B+ grounded). 


0 to 300 V adjustable, 30 mA max. 
< 1-mV ripple at full load. 


Low Output: 


6:5. V.dc¢e,..1. A smax: 6.2 to 6.8 V dc adjustable, 1 A max; 
+0.25% regulation for < 5-mV change with 10-V line change. 
line changes. < 5-mV ripple at full load. 


6.5 V dc, 1 A max; regulated. < 1-mV 
ripple. 


Modulated Output: 


None. Standby switch 
controls 300-V output in- 
dependently. 


850 to 1150 Hz* internal square wave, 
adjustable to within 0.3 Hz of desired 
value (20 Hz to 50 kHz by external 20- 
to 50-V rms sine-wave input, to 100 
kHz by external 20-V positive pulse). 
< 0.1% (0.04% typical) frequency 
change for 10-V line change; 0.5 +5% 
adjustable duty ratio. 160 to. 210 V 
adjustable output. < 1.5 us rise and 
decay times for 15-kN/300-pf load; no 
rampoff.T 


950 to 1050 Hz** internal squarewave, 
adjustable; < 5-Hz change with line 
changes; 0.5 to 0.53 adjustable duty 
ratio; 50 us rise and decay, no over- 
shoot, < 0.5% rampoff. 


Regulation of Oscillator Output Level: 


Under +5% rf-output changet (includ- 
ing effects of harmonics) below 500 
MHz, with 1211, 1215, 1362 oscillators. 


Output Voltmeter: 

None Reads average of rms carrier level 
with 1-kKHz squarewave modulation; 
accuracy +10% after standardizing 
with internal circuit and rectifier cor- 
rection for extremely high frequencies. 

Power: 105 to 125,195 to 235, or 


210 to 250V, 50 to 60 Hz 
(400 Hz with 5% increase 
in voltage requirements). 


105 to 125 or 210 to 250 V, 50 to 60 Hz. 


Mechanical: 
Bench cabinet. DIMENSIONS (wxhxd): 4.25x7.63x9.25 Bench cabinet. DIMENSIONS (wxhxd): 8x7.63x9.25 in. (203x193x235 mm). 
in. (108x193x235 mm). WEIGHT: 1267, 8 Ib (3.7 kg) | WEIGHT: 1264, 12 Ib (5.5 kg) net, 15 Ib (7 kg) shipping; 1263, 15 Ib (7 kg) net, 
net, 10 Ib (4.6 kg) shipping. 18 Ib (9 kg) shipping. 


* Internal squarewave generator can be synchronized to external sinewave or squarewave signal; sync range is > +1% for 5-V-rms, 1-kHz sinewave. 
In internal squarewave mode, a sync output of > 2 V pk-pk behind 18 kQ® is provided. : : ; 
** A gate output is coincident with “off” interval of modulation, > 1 V into 30 kQ / 300 pF; < 50-us rise and decay times; < 0.01 V during ‘‘on’’ 
interval. 
t+ Correction time for 2:1 step change in selected oscillator output is < 0.5 ms, cw; < 50 ms 1-kHz squarewave modulated. Recovery time after 
blanking, < 2 ms, cw; < 200 ms, 1-kKHz squarewave modulated. Hum and noise < +0.3%, cw, < +3%, 1-kKHZ squarewave modulated. 


National stock numbers are listed at the back of the catalog. 
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FREQUENCY (@) | @ 


1310-B Oscillator 


= 2Hz to 2 MHz 
= 20-V, constant output, +2% 
= 0.25% distortion 


The superior characteristics of this oscillator make it 
an exceptionally useful laboratory signal source. 

Constant output over a very wide frequency range facil- 
itates frequency-response measurements. 

High-resolution dial and exceptional amplitude and fre- 
quency stability are important for measurements of filters 
and narrow-band devices. 

Equally useful in 600-ohm and 50-ohm circuits, since 
distortion is independent of load, even a short circuit. 

When phase-locked to a frequency standard, the oscil- 
lator can deliver a high-level standard-frequency output 
with adjustable amplitude and low distortion. . 


Description A capacitance-tuned, RC Wien-bridge os- 
cillator drives a low-distortion output amplifier, which iso- 
lates the oscillator from the load and delivers a constant 
voltage behind 600 ohms. All solid-state circuits ensure 
long, trouble-free life. 

A jack is provided for introduction of a synchronizing 
signal for phase locking or to furnish a signal, independ- 
ent of the output attenuator setting, to operate a counter, 
or to synchronize an oscilloscope or another oscillator. 
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National stock numbers are listed at the back of the catalog. 
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SPECIFICATIONS 

Frequency Range: 2 Hz to 2 MHz in 6 decade ranges. Overlap 
between ranges, 5%. 

Accuracy: +3% of setting. 

Stability (typical at 1 kHz): Warmup drift, 0.1%. After warm- 
up: 0.003% short term (10 min), 0.03% long term (12 h). 
Controls: Continuously adjustable main dial covers decade 
range in 305°, vernier in 4 turns. 

Synchronization: Frequency can be locked to external signal. 
Lock range +3% per volt rms input up to 10 V. Frequency dial 
functions as phase adjustment. 

Output Voltage: 20 V open circuit, nominal. 

Power: 2160 mW into 600 a. 

Output Impedance: 600 ©. One terminal grounded. 
Attenuation: Continuously adjustable attenuator with >46-dB 
range. 

Distortion: <0.25%, 50 Hz to 50 kHz with any linear load. 
Oscillator will drive a short circuit without clipping. 

Hum: <0.02%, independent of attenuator setting. 


Amplitude vs Frequency: 2%, 20 Hz to 200 kHz, into open 
circuit or 600-2 load. 


Synchronization: Constant-amplitude (0.8-V), high-impedance 
(27-kQ) output to drive counter or oscilloscope. 


Terminals: Output, GR 938 Binding Posts; sync, side-panel 
telephone jack. 

Available: ADAPTOR CABLE 1560-P95 (telephone plug to 
double plug); 0480-9838 SET to rackmount 1310 alone; 0480- 
9880 SET to rackmount 1310 side-by-side with same-size 
instrument such as the 1309 Oscillator, 1369 Tone-Burst Gen- 
erator, or 1232 Amplifier-Detector. 


Power: 105 to 125, 195 to 235, or 210 to 250 V, 50 to 400 Hz, 
12 W. 

Mechanical: Convertible-bench cabinet. 
hxd): 8x6x8.13 in. (204x153x207 mm). 
(3.6 kg) net, 10 Ib (4.6 kg) shipping. 


DIMENSIONS (wx 
WEIGHT: 7.75 Ib 


Catalog 

Description Number 
1310-B Oscillator 

115-V Model 1310-9702 

220-V Model 1310-9703 

230-V Model 1310-9704 
1560-P95 Adaptor Cable 1560-9695 
480-P308 Rack-Adaptor Set 0480-9838 
480 Rack-Adaptor Set 0480-9880 


1311-A Audio Oscillator 


= 50 Hz to 10 kHz, discrete frequencies 
= 1 W, 100-V or 4-A output 
= transformer output 


The 1311 oscillator offers high-power output and load- 
matching through a multitap output transformer that en- 
sures at least ¥%2 watt into any load from 0.08 to 8000 
ohms. Thus, it is ideal for driving impedance bridges 
where high sensitivity is required at extreme measure- 
ment limits and for driving directly such low-impedance 
devices as acoustic transducers. For bridge measure- 
ments, the shielded output-transformer secondary mini- 
mizes circulating ground currents.. The 1311 is supplied 
in an assembly with the 1232 Tuned Amplifier and Null 
Detector as the 1240 Bridge Oscillator-Detector. The 
1311 is also included in several GR impedance-measuring 
systems. 


FREQUENCY IN kHz ~ 


. 


SPECIFICATIONS 


Frequency Range: 50 Hz to 10 kHz. Eleven fixed frequencies, 
50, 60, 100, 120, 200, 400, and 500 Hz, 1, 2, 5, and 10 kHz. 
One other frequency can be added at an unused switch posi- 
tion. A Af control provides =2% continuous adjustment. 


Accuracy: +1% of setting with Af control at zero. 


National stock numbers are listed at the back of the catalog. 


Stability (typical at 1 kHz): Warmup drift, 0.3%. After warm- 
up: 0.008% short term (10 min), 0.02% long term (12 h). 
Synchronization: INPUT: Frequency can be locked to external 
signal. Lock range, 3% per volt rms up to 10 V. The Af 
control functions as a phase adjustment. OUTPUT: Constant 
amplitude (1 V) to drive counter or oscilloscope. Source 
impedance 4.7 ka. 

Output Level: VOLTAGE: Continuously adjustable from O to 1, 
3, 10, 30, or 100 V open circuit (E.<), dependent on setting of 
5-position output switch. CURRENT: Continuously adjustable 
from 0 to 40, 130, 400, 1300, or 4000 mA, into approx short 
circuit (I<). POWER: >1.0 W into matched load, >0.5 W into 
any resistive load between 80 mQ and 8 ka. 


oc 


Output Impedance: One to three times , depending on out- 
put amplitude. Output ungrounded. 
Distortion: <0.5% with any linear load. Oscillator will drive a 
short circuit without clipping. 

Hum: <0.01%, independent of output setting. 

Terminals: Output, GR 938 Binding Posts and ground termi- 
nal with shorting link; sync, telephone jack on side panel. 
Available: ADAPTOR CABLE 1560-P95 (telephone plug to 
double plug), 0480-9838 SET to rackmount 1311-A alone, 
0480-9880 SET to rackmount 1311-A side-by-side with same- 
size instrument such as 1310 Oscillator, 1396 Tone-Burst 
Generator, or 1232 Amplifier-Detector. 

Power: 105 to 125 or 210 to 250 V, 50 to 400 Hz, 22 W. 
Mechanical: Convertible-bench cabinet. DIMENSIONS (wx 
hxd): 8x6x7.75 in. (204x153x197 mm). WEIGHT: 6 Ib (2.8 
kg) net, 9 Ib (4.1 kg) shipping. 


Pe 
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Description Number 
1311-A Audio Oscillator 

115-V Model 1311-9701 

230-V Model 1311-9702 
1560-P95 Adaptor Cable 1560-9695 
480-P308 Rack-Adaptor Set 0480-9838 
480 Rack-Adaptor Set 0480-9880 
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= 200-VA output, up to 400 Vor5A 
= 20 Hz to 20 kHz 
= output transformer 


The 1308-A Audio Oscillator and Power Amplifier is an 
ac power source covering the audio range. It is an excel- 
lent power source for the 1633-A Incremental-Inductance 
Bridge. Its low dynamic output impedance enhances its 
usefulness aS a power source for general testing over a 
wide range of supply frequencies. This instrument will 
provide a low-distortion signal for nonlinear loads, such 


DECIBELS 
Le ip 


SPECIFICATIONS 


Frequency Range: 20 Hz to 20 kHz in 3 ranges. CONTROLS: 
Continuously adjustable main dial covers decade range in 
157.5°, vernier in 2 turns. 

Accuracy: +3% of setting or +1 Hz, whichever is greater. 
Frequency Stability (typical at 1 kHz): Warmup drift at full 
load, 0.3%. After warmup: 0.003% short term (10 min), 
0.03% long term (12 h), 0.04% from no load to full ioad. 
Output Voltage Ranges: Max of 4, 12.5, 40, 125, and 400 V 
open circuit, continuously adjustable from O to max. 

Output Power: 200 VA max, 50 Hz to 1 kHz. CURRENT 
RANGES: Max of 0.016, 0.05, 0.16, 0.5, 1.6, and 5.0 A. 
Regulation: <20%, no load to full load, 20 Hz to 1 kHz. Out- 
put impedance is typically 0.3, 0.8, 1.6, 19, and 220 ©, de- 
pending on voltage range, 20 Hz to 1 kHz. Output transformer 
can pass dc current equal to max of ac current range. Output 
isolated from ground. 

Load Impedances: Short circuit or non-linear loads can be 
driven. Load impedances of 0.8, 2.5, 8, 80, or 800 ©, depend- 
ing on voltage range, are optimum for max available power. 
LOAD POWER FACTOR: Continuous operation at max VA for 
any power factor O to 1 with ambient up to 25°C. Power factor 
of 0.7 to 1.0 for continuous operation to 40°C ambient. Inter- 
mittent operation to 50°C. 

Distortion (linear load): <1%, 100 Hz to, 10 kHz; <2%, 50 Hz 
to 100 Hz at max power and 115-V supply. 


National stock numbers are listed at the back of the catalog. 
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1308-A Audio Oscillator and Power Amplifier 


as Capacitor-input rectifier systems, without clipping. It 
can also be used to drive small shake tables and to isolate 
sensitive equipment from power-line transients. 

The 1308 also finds many uses as an audio-frequency 
power amplifier. When it is used with the 1396 Tone- 
Burst Generator, high-power tone bursts are provided for 
testing sonar projectors, amplifiers, etc. 

This instrument combines a capacitor-tuned, Wien- 
bridge oscillator, a low-distortion power amplifier, and a 
tapped output transformer. The output is monitored by 
an overload circuit, which turns off the output when it 
starts to exceed safe limits. 


DISTORTION -% 


9 


"TYPICAL VOLTAGE REGULATION 
REFERRED TO NO LOAD 


Hum: <0.3% of max output. 

Meters: Indicate output terminal voltage and current. 
Voltmeter: 5, 15, 50, 150, and 500 V +3% full scale. 
Ammeter: 0.016, 0.05, 0.16, 0.5, 1.6, and 5A +3%f s. 

Overload Protection: Electronic overload trips at approx 1.5 x 

max of current range (manual reset), thermal cut-out on tran- 

sistor heat sink (automatic reset). 

Amplifier Sensitivity: <2.0 V for full output. 

Input Impedance: 10 ka. 

Terminals: Output, GR 938 Binding Posts and four-terminal 

socket on rear panel; input, GR 938 Binding Posts on rear 

panel. 

Supplied: Four-terminal plug, power cord. 

Power: 105 to 125 or 210 to 250 V, 50 to 60 Hz, 70 to 500 W, 

depending on load. 

Mechanical: Rack-bench cabinet. DIMENSIONS (wxhxd): 

Bench, 19x7x16.25 in. (483x178x413 mm); rack, 19x7x15 in. 

(483x178x381 mm). WEIGHT: 91 Ib (42 kg) net, 145 Ib 

(66 kg) shipping. 


Catalog 
Description Number 
1308-A Audio Oscillator and Power Amplifier 
115-V Bench Model 1308-9801 
115-V Rack Model 1308-9811 
230-V Bench Model 1308-9802 
230-V Rack Model 1308-9812 


1316 Oscillator 


= 10 Hz to 100 kHz 

= up to 125 V or 5-A output 

= output level adjustable and metered 

= in-phase and quadrature reference outputs 
= in-line readout dials 

= current-limited output — short circuits OK 


Convenience and performance Set four controls and 
the 1316 provides any frequency from 10 Hz to 100 kHz 
with 1% accuracy and with little chance of an improper 
setting — the dials provide in-line readout, including dec- 
imal point and frequency units. Set two more controls, 
and the 1316 provides up to 1.6 watts of output power 
(125 V open circuit or 5 A short circuit), low distortion, 
and accurate metering. 

These features alone would qualify the 1316 as an ex- 
cellent general-purpose oscillator but it offers more: Out- 
put constant within +2%, excellent stability (only 0.005% 
drift over a 12-hour period), and a synchronizing feature 
that allows the oscillator to be locked to an external stan- 
dard for even greater accuracy and stability. 

Excellent bridge oscillator The 1316 is a high-perform- 
ance bridge oscillator specifically intended for use with 
the 1238 Detector and the 1616 Precision Capacitance 
Bridge. The oscillator supplies 2 references (in quadra- 
ture) for the 2-phase phase-sensitive detector, which en- 
ables you to make independent and ultra-precise bal- 
ances of the conductance (real part) and capacitance 
(imaginary part) of capacitive devices. 

The 1316 contains a Wien-bridge oscillator isolated 
from the load by a low-distortion transformer-coupled 
power amplifier. The oscillator circuit includes a provi- 
sion to introduce a synchronizing signal for phase locking 
or to extract a signal, independent of the output setting, 
to operate a counter or to synchronize an oscilloscope. 


SPECIFICATIONS 


Frequency: 10 Hz to 100 kHz in 4 decade ranges. Controlled 
by one 11-position and one 10-position switch for the most- 
significant digits and a continuously adjustable dial with de- 
tented zero position for the third digit; in-line readout with 
decimal point and frequency units. 

Accuracy: +1% of setting with continuously adjustable dial at 
zero detent position. DRIFT (typical at 1 kHz): Warmup 0.1%, 
short-term (10 min) 0.001%, long-term (12 h) 0.005%. RE- 
SETTABILITY: Within 0.005%. 


National stock numbers are listed at the back of the catalog. 


Power Output: CONTROLLED by 5-position switch and uncali- 
brated vernier. MONITORED by meter with =3% accuracy. 
AVAILABLE at rear BNC connector. 


Output Range 
ee Sa 5 V sayy) | 50 V | 150V 


Open circuit E,rms| >1.25V | >4v |>125v! >40V/ >125V 
< 0.2% from 100 Hz to 10 kHz 


Hum 0.003% of max output 
Response output constant within =2% from 10 Hz to 100 kHz* 
Short Circuit ! 5A 1.6A O.5A 0.16A i 0.05A 


Distortion 


Distortion < 0.2% from 100 Hz to 10 kHz 
Impedance }0259 | 259 | 250 .| 2500 | 2.5ko 
Power 1.6 W max into matched load 


*+5% for outputs >30 V rms at frequencies >50 kHz. 


Reference Outputs: Quadrature output lags in-phase output by 
90°. Each available at rear BNC connectors. 
2.0 


OUTPUT DISTORTION LIMITS 


POWER (open circuit) & IN-PHASE 
POWER (sort ciRcuIT) 


DISTORTION -% 
3} 


lOHz !OOHz tkHz 10 kHz 1OOkHz 
FREQUENCY - Hz 


In-Phase | Quadrature 
1.25 + 0.25 Vrms 


Output, open-circuit 

Distortion, 100 Hzto 10 kHz 
Response, 10 Hz to 10 kHz 
10 kHz to 100 kHz 
Minimum Load i 


+4% 
47 kQD 


Synchronization: INPUT: Frequency can be locked to external 
signal; lock range, =1%/V rms input up to 10 V; frequency 
controls function as phase adjustment. OUTPUT: 20.3 V rms 
behind 27 kQ; useful to sync oscilloscope or to drive a counter 
or another oscillator. Single rear BNC connector serves as 
both input and output terminal. 

Power: 100 to 125 and 200 to 250 V, 50 to 60 Hz, 36 W. 
Mechanical: Bench or rack mount. DIMENSIONS (wxhxd): 
Bench, 19.75x5x13.06 in. (502x127x332 mm); rack, 19x 
3.47x11.44 in. (483x88x291 mm). WEIGHT: Bench, 26 Ib 
(12 kg) net, 32 Ib (15 kg) shipping; rack, 21 Ib (10 kg) net, 
27 |b (12 kg) shipping. 


Catalog 
Description Number _ 
1316 Oscillator 
Bench Model 1316-9700 
Rack Model 1316-9701 
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1740 Linear IC Tester 


Applications 

e INCOMING INSPECTION 
Automatic Testing with MANUAL Insertion 
Automatic Testing with HANDLER indexing 


e IC-MANUFACTURING 

Wafer Probing 

Production Testing 

Engineering Evaluation 
e “USER’S’’ PRODUCTION 

Selection for Specific Parameters 
e ENGINEERING 

Evaluation of Manufacturers 

Evaluation of Devices 

Device Characterization 
e RESEARCH AND DEVELOPMENT 

Device Characterization (Transfer Function) 

Evaluation of New Designs 
Description 

The GR 1740 is an extremely accurate and efficient 
linear IC test set that provides rapid evaluation of 
standard, special, and unique analog-type circuits. This 
compact test set is particularly well suited for volume 
testing at incoming inspection or preassembly test 
where operator skills are minimal. When utilized with 
optional accessories, it becomes an extremely powerful 
el for detailed engineering analysis of individual linear 

S. 

Proven large signal measurement techniques coupled 
with total test condition programmability provide the 
user with testing flexibility found elsewhere only in the 
most expensive test systems. 


National stock numbers are listed at the back of the catalog. 


When the tester is used as an incoming inspection 
unit, the operator simply plugs in the program board 
card, inserts the device into a socket, and presses the 
start button. If all tests pass, all lights go out and the 
PASS indicator lights. If any test fails, the light corre- 
sponding to that test stays lit, and the FAIL light comes 
on. When the tester is used in this manner, devices are 
tested to the correct programmed conditions and test 
limits. 

For versatility in testing, a manual programmer may 
be used that permits the operator to set a wide range of 
parameter test limits. The manual programmer can be 
disconnected or turned off when not in use, thereby 
returning operation to the hard-wired test limits. 

Total device evaluation capability is provided with the 
transfer-function analyzer, an accessory to the 1740 
which is used to generate device transfer characteristics 
for analysis and evaluation. It provides critical informa- 
tion concerning circuit performance over the entire de- 
vice operating range. Gain, common mode rejection, 
and power-supply sensitivity circuits can be generated 
and visually displayed on an oscilloscope or X-Y Plotter. 
It is ideal for vendor acceptance, engineering evalua- 
tion, circuit design, or establishing initial acceptance 
test specifications. 


IGTESTERS 9129 


Transfer-function analyzer 


The 1740 not only provides the ultimate in bench-top 
linear IC testers; it has a history of maintenance-free 
performance interfaced with automatic handlers, digital 
printers, probers, temperature chambers, and other aux- 
iliary equipment. Because of the instrument’s unique 
patented test circuitry and flexible programming con- 
cept, the 1740 provides the capability to test devices 
that will be used in the future as well as those being 
used today. In addition, it provides the degree of infor- 
mation required, from a quick go/no-go to detailed in- 
formation on each parameter tested. 

Automatic multipass The automatic multipass se- 
quencer allows each section of a dual, triple or quad 
device to be tested in sequence. A manual selector 
switch on the program board allows the operator to 
select either one particular section to test or full au- 
tomatic sequencing through all sections. 

Operation 

The GenRad 1740 Tester is designed to test and 
evaluate standard, as well as nonstandard, linear cir- 
cuits and is easily expanded into application areas 
where requirements exceed those of a typical bench-top 
tester. 

The tester performs fourteen tests in a sequence of 
thirteen two-phase test steps. The sequencing of these 
tests is accomplished by controlling relay and transistor 
switches with signals generated by timing generators. 
Most parameters are measured in a two-phase test. Dur- 
ing the first half of the test phase, initial DUT pro- 
grammed conditions are established. Then, at the be- 
ginning of the second half of the test phase, one of the 
DUT conditions is changed. Parameter measurement 
techniques for linear circuits vary depending upon the 
device and the specific parameter tested. 

The heart of the system is the program board where 
the DUT parameter test limits and test conditions are 
established and the special circuitry is added where re- 
quired to accommodate testing specific devices. The 
program board also contains device compensation net- 
works when required. 

Most programmed limits and conditions are estab- 
lished on the program board using 1% resistors. The 
program boards have as standard documentation an 
error analysis sheet. The test accuracies are specified 
for each parameter as a percentage of the basic parame- 
ter value. 

Each program board contains the necessary circuitry 
to set up the various special tests required for nonstan- 
dard linear circuits. Almost any dc parametric test may 
be performed on a DUT with a simple modification of 
_ the program board. In addition, many ac tests can be 
incorporated where required. 

Program boards can be prepared by the user, simply 
by following the instructions in the 1740 Instruction 
Manual, or ordered completely programmed. 


National stock numbers are listed at the back of the catalog. 
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Manual programmer 


Interface with peripheral equipment such as probers, 
automatic handlers, printers, etc is accomplished with 
an optional PC board assembly. The circuits located on 
the PC board include data translation and gating circuits 
for the data code outputs and the logic required to inter- 
face the tester control logic with peripheral equipment. 
Interface cables are available to connect to the specific 
pieces of peripheral equipment used. For more detailed 
information, refer to “IC Tester Handler Interfaces,”’ at 
the end of this section. 


Features 

e Start pushbuttons: Testing is initiated by pressing 
either of the two start pushbuttons or a particular test 
number pushbutton. 


e Jest result indicators: When testing: has been in- 
itiated by pressing either of the start pushbuttons, all 
test result indicators will light. These test result in- 
dicators will then go out as the corresponding test is 
completed and passed, or will remain lighted if the 
test is failed. At the end of the test cycle, either the 
PASS or FAIL lamp will light. 

NOTE: If the power consumption overrange indicator 
remains lighted, the test cycle has been terminated 
due to excessive DUT power consumption. 


e Forced-pass test display: |In many instances not all 
tests are included in the pass or fail decision. To 
initiate the display of the forced-pass tests, press test 
#1 button. The tester will cycle as during the normal 
test mode, and all test result indicators will stay lit, 
except for those corresponding to the tests that are 
programmed for ‘‘forced pass.” 
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LIMIT FACTOAR 


e Measured value display: To initiate the digital meter 
readout display, press the test pushbutton corre- 
sponding to the test for which a readout is desired. 
The tester will cycle as during the normal test mode. 
The LIMIT FACTOR of DUT performance relative to 
the programmed limit point for that test will be dis- 
played on the digital panel meter. 


@ Program board: The program board sets all the test 
conditions and the parameter limits for the device 
under test. 


e Program board specifications: A printed label indi- 
cates the programmed test conditions, parameter test 
limit points, and the device type being tested. For all 


TEST SPECIFICATIONS 


to 


devices, each test is numbered. The test result indi- 
cators and pushbuttons are numbered corresponding 
to the number on the program board label. The pro- 
gram board is usually supplied with a test socket. 
Test socket: Normally, a standard Barnes type 
RD86-to-DUT adaptor socket is required, depending 
on the IC package configuration. In special cases, the 
test socket is mounted directly on the program board. 
Device part number: Printed on the program board 
label is the identifying part number of the program 
board for the device being tested. 

Please use one of the cards at the rear of this catalog 
request complete information. 


DEVICE PARAMETER TEST SEQUENCE 


See Description of Parameter Tests 


TEST STEP NO. 
DEVICE TYPES TESTED 
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Vos 


Ge 
=R, PSS 


Vos 
1. Operational Amplifiers P.C.O. P.C. RO R 


. Differential Amplifiers i u " 
. Comparators 

. Voltage Followers 
. Video Amplifiers 


. Sense Amplifiers STROBE Vo,it+ 


. Phase Locked Loops Was we 
i) 


. Function Generator 


. Tone Decoder 


. Voltage Regulators SCO) 


National stock numbers are listed at the back of the catalog. 
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PARAMETRIC TESTS PERFORMED 
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TEST SPECIFICATIONS 


DESCRIPTION OF PARAMETER TESTS 
AND TYPICAL RANGE OF PASS LIMITS 


See Test Sequence Chart 


POWER CONSUMPTION OVERRANGE, 10 mW to 10 W, 
50 mA max 

If the required power for the Device-Under-Test (DUT) Is 
greater than 199% of programmed limit, all power is removed 
from the DUT and all testing is stopped. 

POWER CONSUMPTION, 5 mW to 5 W, 50 mA max 

DC power required to operate the DUT with the output at Vao. 
STANDBY CURRENT OVERRANGE, 100 A to 50 mA 

lf the required standby current for the DUT exceeds 199% of 
the programmed standby current, all power is removed from 
the DUT and all testing is stopped. 

STANDBY CURRENT, 50 uA to 25 mA 

The supply current drawn by the DUT with no output load. 
OFFSET VOLTAGE WITH SOURCE RESISTANCE 

LESS THAN 50 OHMS, 400 “V to 49.5 mV 

Voltage required between the input terminals to set 
automatically the output of the DUT at Veo with less than 50 
ohms source resistance. 

OFFSET VOLTAGE WITH SOURCE RESISTANCE 
SPECIFIED, 400 nV to 49.5 mV 

Voltage required between the input terminals to set 
automatically the output of the DUT at Veo with a specified 
(programmed) source resistance. 

POWER SUPPLY SENSITIVITY, 20 “V/V to 1 mV/V 

The change in input voltage required to keep automatically 
the output of the DUT at Vao while the (+) supply [(—) supply] 
is programmed from one value to another, and the (—) supply 
[(+) supply] is held constant. 

NOISE AND OSCILLATION, 20 mV to 1 V rms 

The noise and oscillation detected at the output of the DUT. 
The closed loop gain for the DUT can be programmed from 
unity to 1,000. 

COMMON MODE REJECTION RATIO, 400 to 100,000 

The ratio of the change in common mode input voltage to the 
differential input voltage required to keep automatically the 
output of the DUT at Vao. The (+) common mode voltage and 
(—) common mode voltage are independently programmed. 
BIAS CURRENT, 500 pA to 100 uA; 500 nA to 100 #A for 
sense amps 

The average current into the two input terminals of the DUT 
while the output is automatically set at Vago. 

OFFSET CURRENT, 500 pA to 100 A; 250 nA to 100 A for 
sense amps 

The difference in the two currents into the input terminals of 
the DUT while the output is automatically set at Vao. 

GAIN A, (B), 400 to 400,000 

The large signal voltage gain of the DUT with the 
programmed gain A(B) load resistance. During this 
measurement, the DUT output voltage is required to move 
from one programmed level to another programmed level. 
The (+) output voltage level and the (—) output voltage level 
are independently programmed. 

(+) SLEW RATE, 0.01 V/uS to 1000 V/uS 

The rate of change in output voltage in a positive (negative) 
direction of the DUT in response to an over-driving input 
signal. 

REFERENCE TO VOLTAGE TOLERANCE, 1 mV to 12 V 
The error in the output voltage if the DUT is a three-terminal 
device, the error in the reference current where applicable, or 
the error in the reference voltage. 

LINE REGULATION, 0.001% to 100% 

The change in output voltage which results from a 
programmed change in input voltage. 

LOAD REGULATION, 10 mV/A to 100 V/A 

The change in output voltage that results from a programmed 
change in load current. 


National stock numbers are listed at the back of the catalog. 
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Vo lut 


Vo ly— 


Vo,CM+ 


Vo,CM— 


Vao 
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OUTPUT VOLTAGE INHIBIT 

The DUT output voltage when the strobe voltage is 
programmed “inhibit” level and the input voltage is 
programmed “high threshold” level. 

OUTPUT VOLTAGE—LOW THRESHOLD POSITIVE, 

= 201m. ton-=7O1V. 

The DUT output voltage when the input voltage is 
programmed positive ‘low threshold” level. 

OUTPUT VOLTAGE—LOW THRESHOLD NEGATIVE, 

+ 20mVto+5V 

The DUT output voltage when the input voltage is 
programmed negative “low threshold” level. 

OUTPUT VOLTAGE—HIGH THRESHOLD POSITIVE, 

==) 20)\mV-.to! 2275) 

The DUT output voltage when the input voltage is at a 
programmed positive “high threshold” level. 

OUTPUT VOLTAGE—HIGH THRESHOLD NEGATIVE, 

+ 20mVto+5V 

The DUT output voltage when the input voltage is at a 
programmed negative “high threshold” level. 

OUTPUT VOLTAGE—COMMON MODE POSITIVE, 

ee 2OIMN Omer OAN 

The DUT output voltage when the input common mode 
voltage is at a programmed positive level. 

OUTPUT VOLTAGE—COMMON MODE NEGATIVE, 
+20mVto+5V 

The DUT output voltage when the input common mode 
voltage is at a programmed negative level. 

QUIESCENT OUTPUT VOLTAGE, 100 mV to 10 V 

The voltage at the demodulated output with DUT locked to a 
specified frequency. 

TRIANGLE WAVE OUTPUT VOLTAGE, 100 mV to 20 V 
The amplitude of the triangle wave output compared to a 
specified output to establish a minimum and maximum 
amplitude limit. 

DIFFERENTIAL OUTPUT VOLTAGE, QUIESCENT, 

+ 20mVto+5V 

The voltage difference between the demodulated and 
reference outputs measured with no signal input. 

OUTPUT DEVIATION 1, 10 mV/% to 1 V/% 

The change in differential output voltage measured for a 
specified change in input frequency. 

OUTPUT DEVIATION 2, 10 mV/% to 1 V/% 

Same as output deviation 1 except the frequency change 
and/or limits may be specified differently. 

OUTPUT FREQUENCY, 50 KHz to 100 KHz 

The frequency of the output signal when the control voltage is 
at its programmed nominal value. 

OUTPUT, VOLTAGE, AC, 1 V P-P to 10 V P-P 

The amplitude of the output waveform. 

MODULATION FACTOR, 1 KHz/V to 50 KHz/V 

The change in frequency resulting from a programmed 
change in control voltage. 
CONDITIONED OUTPUT VOLTAGE (X 
0.1 V to 10 V 

The output voltage amplitude when the input voltage is ata 
specific condition or frequency. 

CENTER FREQUENCY, 50 KHz to 100 KHz 

The free running frequency when the input voltage is zero, 
adjustable by potentiometer. 

POWER SUPPLY SENSITIVITY, AC, 0.1 KHz/V to 10 KHz/V 
The change in output frequency resulting from a 
programmed change in supply voltage. 

ane SUPPLY SENSITIVITY, DC (+ or —), 0.01 V/V 

to 1 

The change in differential output voltage produced by a 
specified change in the DUT supply voltage, at fe. 


= 1,.2,73, ele), DG; 


PROGRAMMABLE TEST CONDITIONS 


CONDITIONS 


WHERE APPLICABLE 

(+) Power Supply Voltage 

(—) Power Supply Voltage 

Source Resistance Rg>02 
Source Resistance Programmed 
[1 + A] (+) Power Supply Voltage 
[1 + A] (—) Power Supply Voltage 
(+) Common Mode Input Voltage 
(—) Common Mode Input Voltage 
Light Load Resistance 


RANGES 


= 15V.t0 50,0 
EOV (0-500 
Less than 500 
502 to 1.2MQ 
al OV 10+ 50/0V. 
= 15V to —50,0V 
0 to +50.0V 

0 to —50.0V 
1002 to 100K 


SENSE AMPS 

Reference Voltage 

Differential Mode Input Voltage 
Strobe Voltage 

Strobe Current 

Sink Current 

Source Current 


PHASE LOCK LOOP 
Center Frequency 


Oto +1V 
—0.5V to +0.5V 
=18V to +18V 
0 to 10mA 

0 to 20mA 

0 to 20mA 


5 kHz to 100 kHz 


(+) Deviation from Center Frequency 0 to +30% 


FUNCTION GENERATORS 
Input control voltage 

[1 + A] control voltage 

TONE DECODERS 

Input signal voltage amplitude 
[1 + A] signal voltage amplitude 
Input signal frequency 

[1 + A] signal frequency 


1002 to Light 
Load Resistance 


1 W/V to 1000 V/V 


Full Load Resistance 
0.01 to 10V 


AC Noise (OSC) DUT Gain 0.01 to 10V 


(+) Output Voltage (Gain A) 0 to +50.0V 
(—) Output Voltage (Gain A) 0 to —50.0V 
(+) Output Voltage (Gain B) 0 to +50.0V 
(—) Output Voltage (Gain B) 0 to —50.0V 
COMPARATORS 

Output Reference (Vago) 

(+) Output Voltage (Gain A & B) 
(—) Output Voltage (Gain A & B) 
Source Current (Gain B) 

Sink Current (Gain B) 
VOLTAGE REGULATORS 
Output Voltage (+), (—) 1.5V to 50V 
Input Voltage—Output Voltage 1.5V to 50V 

[1 + A] (Input Voltage—Output Voltage) 1.5V to 50V 

A Load Current DC, (Pulsed) 0 to 50mA, (5A) 


5mV to 1V p-p 
5mV to 1V p-p 
50kHz to 100 kHz 
40kHz to 120 kHz 


—10V to + 10V 
Vao to 10V 

= HOW tie Vao 
0.1 to 20mA 
0.1 to 20mA 


SPECIFICATIONS 


DIMENSIONS WEIGHT EE CUIREMENTS 


8” HIGH (20 cm) | 30 POUNDS | 115/230 VAC 
48 to 62 Hz 
150 WATTS MAX 


17” DEEP (44 cm) | (15 kg) 
17” WIDE (44 cm) 


PY Catalog Catalog 
Description Number Description Number 
1740 Linear IC Tester 1740-9700 Accessories available 

Includes Extender for Chassis Board 1740-9601 
Automatic Multipass Board Extender for Program Board 1740-9600 
5144-0296 Program Board for the UA 741 Partial Set, Field Service Spares Kit 1740-9606 

HC in industrial temperature range Includes extenders and those system boards 
and 8-pin TO-5 can 4 which constitute the majority of the field fail- 
UA 741 HC operational amplifier (8-pin can) ures: Extender for Chassis Board, Extender for 
4230-0420 14-pin dual-in-line socket (red Program Board, Control Logic Board, Switch 
___base) Logic Board, Low-Level Analog Board, 
8-pin TO-5 can socket (red base) Amplifier Board, |/O Datalog Board 
10-pin TO-5 can socket (red base) Standard Handler Interface Kit 1740-9604 
8-pin dual-in-line socket (red base) Handler Interface Assembly 1740-9605 


Select following options, if desired 
Manual Programmer 
Transfer-Function Analyzer 


1740-9603 
1740-9602 


National stock numbers are listed at the back of the catalog. 
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GenRiad 1742 Digital IC Tester 


1742 Digital IC Tester 


Uses 
= incoming inspection 
= quality control 


failure analysis 


reliability and burn-in 
= component engineering 


® simple to use—plug in the proper program board, 
lower the cover and your GR 1742 is ready to test digital 
ICs. 

® accurate— measures dc parameters of the I€ to the 
manufacturer’s specifications. 

e@ thorough—performs the most rigorous functional se- 
quence with a 15-bit pseudo-random grey code. 

e failure analysis—simple and straightforward with 
carefully human-engineered front-panel displays and 
controls. 

e fast—designed to allow handlers to operate at their 
maximum throughput. 

@ families—able to test TTL, LTTL, STTL, LSTTL, and 
CMOS up to 20 V, ECL and HTL. 

e devices—simple gates, complex arithmetic logic 
units, multivibrators, shift registers, RAMs, ROMs, 
timers. 

@ pins—up to 28, 16 inputs—16 outputs; multiple 
Vec’s. 

Simple to use Setup consists of plugging in a prepro- 
grammed board. Testing is as simple as putting the de- 
vice under test in a socket and observing the PASS/FAIL 
lamp. 

There is only one board required for each device to be 
tested. The board specifies all the dc parameters and the 
function of the device automatically. 

To test, the operator inserts the device into the socket, 
presses the START button and observes the PASS/FAIL 
lamps. Testing is fast, since the total test time is only 
150 milliseconds. Installing a program board. 


National stock numbers are listed at the back of the catalog. 
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TEST PASS OR 
FAILURE INDICATORS 


ory 


| q SUPPLY 


el lee INPUT SE aE 


ed ca 


} | PARAMETER © Vee ise 


ati 


i posing { 
i yours 


SWITCHES 
VOLT/AMMETER 
PRECISION ADDITIONAL 
PROGRAM WIRING 
RESISTORS AREA 


Vine PARAMETER® Vase ise Vine 


METER SELECT 


DEVICE 
UNDER 
TEST 
SOCKET 
FUNCTIONAL 
REFERENCE 
DEVICE 
Typical dedicated program board. 

ASSIGNMENT 
SWITCHES FOR 
TEST OPTIONS 

BASIC 

Betas REFERENCE 
Unto cugeent icone atta DEVICE 
gj SOCKET 
anit win ‘ui wwii] 
DEVICE 
UNDER TEST PIN 
SOCKET 
ASSIGNMENT 
SWITCHES 


Universal program board for 14- or 16-pin DIPs. 


National stock numbers are listed at the back of the catalog. 


PIN FAILURE 
INDICATORS 
AND CONTROLS 


ee ee 


fine Var 


wr IM ERY, it 


? Stor | conT. [« exo | Hove | CONT. Reser | 


ee as are 2 


TEST MODE 
CONTROLS 


Console control and display panel. 


Analyze failures Failure analysis is straightforward. 
Examining rejects can be as simple as identifying how 
many or as complex as identifying how a test condition 
causes a failure. 

The GR 1742 has several indicators, controls and a 
meter which helps to identify to the levels needed how a 
faulty device failed. 

The FAIL lamp identifies that a failure has occurred. 
The next step is to identify the parameter and device pin 
failures. Additional failure category lamps will pinpoint 
both exactly. 

Failures can occur with inputs, outputs and the supply 
pins. It is important to know not only which parameter 
has failed but also the pin related to the failure. Lampson 
the front panel indicate both the parameter that failed 
and the pin that caused the failure. 

To identify further the cause of failure, there are but- 
tons and a meter that will identify exactly the parametric 
value. The meter measures both current and voltage. 

The pin of the device tested is selected through simple 
pushbuttons arranged around the failure lamps. It is easy 
to read the parameter conditions or limit with the panel 
meter. In fact, when parameters are measured, the 
pushbutton selects the proper multiplier and function 
(volts, milliamps). 

Very often, a device has failed because a test condition 
actually created a limit failure. An example would be that 
an output (limit) failed because the input threshold (con- 
dition) was incorrect. To help in identifying these, the 
manual programmer allows the analyst to vary conditions 
and limits during both the parametric and functional 
sequences. 

It can be seen that the GR 1742 is an excellent digital 
IC failure analysis tool; the failure analysis functions are 
implemented in a rational and logical manner. 


Dedicated program boards These boards require no 
programming and therefore no setup time is required. 
The dedicated program board approach eliminates all 
sources of error, such as incorrect manual input settings 
and other various specification input methods. The dedi- 
cated program board contains the specified test limits 
and conditions for a single device type to achieve testing 
correlation with the vendor’s specifications. Each board 
provides test sockets for both the device under test and 
functional reference device (FRD). Devices with up to 28 
pins can be accommodated. 

Universal program boards The GR 1742 with univer- 
sal program boards (UPBs) and the manual programmer 
provides test flexibility for digital I1Cs. UPBs allow the 


IG-ATESTERS” 4235 


Vine line Vineé Vour t loHP 


O5220 0 O24 Oe 0205450 


00-8 0 006-40 16-00 


PARAMETER a Sic FUNCTION = 
Vine hee MiLP hue Vsr Vink Vor four Wick VouF for 


VeVolts: |= miliAmperes 


MANUAL PROGRAMMER 


Manual programmer. 


user to create his own device program. A variety of 14- 
and 16-pin UPBs are available for testing TTL, CMOS 
and ECL devices. The UPB switches allow the user to 
select the inputs and outputs for many different devices 
within a given family. The manual programmer provides a 
means to change the UPB programmed limits and test 
conditions. 

Interfacing to automatic handlers High-volume test- 
ing ata rate up to 6000 devices per hour can be achieved 
through the use of an automatic handler. The 1742, with 


SPECIFICATIONS 


TEST CONDITIONS 
Range 

Supply Voltage, 

sp 0 to +20 V 
one Input 
Voltage, Vine 
Low Input 
Voltage, Vite 


Vitp to +20 V 


0 to Vine 


TEST LIMITS 

Supply Current, Isp 0 to 200 mA 
High Input 
Current, lie 
Low Input 


0 to 20 mA 


Current, lice 


0 to —-20 mA 


TEST CONDITIONS 
Range 

Supply Voltage, 

Vse 0 to +20 V 
High Input 
Voltage, Vine 
Low Input 
Voltage, Vice 
High Output 
Current, lone 


Vir to +20 V 
OO Ving 


0 to 20 mA or up to 320 mA by 
combining outputs 

0 to —20 mA, or up to 320 mA 
by combining outputs 


Low Output 
Current, lotr 


National stock numbers are listed at the back of the catalog. 
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GR 1742 interfaces to a variety of automatic handlers. 


a test speed of 150 ms per device, has been interfaced to 
a wide variety of handlers. GenRad’s standard handler 
interface kit consists of analog and digital cables, load 
boards that compensate for stray impedance between the 
tester and handler, and an input/output interface logic 
card which is placed within the 1742 tester. For more 
detailed information, refer to ‘IC Tester Handler Inter- 
faces’’ at the end of this section. 

Please use one of the cards at the rear of this catalog to 
request complete information. 


TEST LIMITS 
High Output 
Voltage, Vonr 


Low Output 
Voltage, Vor 


Voir to 20 V 


O to Vone 


Accuracy of Value Selected within Given Range* 


+15 mV +0.5% —0.1 mV/mA of Isp 
+25 mV +0.5% —15 mV/mMA of line 
+25 mV +0.5% +15 mV/mA of lip 
+200 nA +1.5% 

+2 vA +0.5% 

+2 nA +0.5% 

+15 mV +0.5% —0.1 mV/mA of Isp 
+20 mV +0.5% —15 mV/MA of lie 
+20 mV +0.5% +15 mV/mA Of lie 


+20 wA +1% (but never negative) 
+20 wA +1% (but never positive) 
+10 mV +0.5% 
+10 mV +0.5% 


MANUAL PROGRAMMER OPTION 


Tolerance +0.05% of fs +1% of reading 


“Assumes perfect program board resistors. 1% resistors are used 
to program these values. 


DIGITAL READOUT 

X10 Range 

Full Scale 

Programmed Test 
Condition & Limit 
Voltages 
Programmed Test 
Condition & Limit 
Currents, 
Except l, 
Programmed Test 
Condition & Limit 
ls Only 
DUT Supply 
Voltage 
DUT Supply 
Current 
DUT Input 
Voltage 
DUT Input 
Current 
-DUT Output 
Voltage 
DUT Output 
Current 


+20.00V 


+20.00mMA 0.5 0.05 


+200.0mA 0.5 0.05 
+20.00V 0.5 0.05 
+220.0mMA 2.0 0.2 
+20.00V 0.5 0.05 
+9.999mA © O04 2 01/V. 


+20.00V 0.5 0.05 


+20.00MA Bete, 


X1 Range 
Full Scale %R ES 


Oa peat One, 


Programmed Test 
Condition & Limit 
Voltages 
Programmed Test 
Condition & Limit 
Currents, 

Except |. 
Programmed Test 
Condition & Limit 
ls; Only 

DUT Supply 
Voltage 

DUT Supply 
Current 

DUT Input 
Voltage 

DUT Input 
Current 

DUT Output 
Voltage 

DUT Output 
Current 


Ta Oo NV. 


+9.999MA 0.1 


+99.99mA . 0.1 
+9,999V 0.1 
+99.99mA . 0.2 
+9,999V 0.1 


+0.9999MA 0.3 +.02/V 


+9,999V =O: 0.1 


+9.999MA 


PHYSICAL CONFIGURATION 
HEIGHT 8.2 inches, (21 cm) 
WIDTH 20 inches, (51 cm) 
DEPTH 22 inches, (56 cm) 
WEIGHT 50 Ibs (22 kg) 


TESTER INPUT POWER REQUIREMENTS 

FREQUENCY 48 to 62 Hz. 

VOLTAGE; RMS" 115 V. = 10% or 230 V. + 10% 
(switch selectable). 

CURRENT, RMS _ 1.0A typical at 115 V + 10% 
(protected by 2 A Slo Blo fuse). 
0.5 A typical at 230 V +10% 
(protected by a1 A Slo Blo fuse). 


National stock numbers are listed at the back of the catalog. 


AMBIENT TEMPERATURE 


OPERATING +15 to +35°C. 
STORAGE —55 to +85°C. 


Description 


1742 Digital IC Tester 
Basic Digital IC Tester 
Includes 
Panel Meter 
5150-0626 Dedicated Program Board 
for SN7400N 
5431-8100 SN7400N Quad 2-input 
gate 
Digital IC Tester with Manual Programmer 
Includes 
Basic Digital IC Tester 
Manual Programmer (when ordered 
with tester; factory installation 
only) 
1742-9604 14-Pin Universal Program 
Board for TTL devices 
1742-0101 Universal Program Board 
Library 


Select following options, if desired 
Universal Program Boards 
14-pin dual-in-line for TTL 
16-pin dual-in-line for TTL 
14-pin flat pack (Barnes Type) for TTL 
16-pin flat pack (Barnes Type) for TTL 
14-pin dual-in-line for CMOS 
16-pin dual-in-line for CMOS 
14-pin flat pack (Barnes Type) for 
CMOS 


16-pin flat pack (Barnes Type) for 
CMOS 


16-pin dual-in-line for 10,000 Series 

ECE 
Program Board Kits 

14-pin dual-in-line 

16-pin dual-in-line 

18-pin dual-in-line 

20-pin dual-in-line 

22-pin dual-in-line 

24-pin dual-in-line 

28-pin dual-in-line 

Accessories available 

Verification board (verifies the metering circuits, 
16 drivers, and 16 comparators) 

Extender for Chassis Boards 

Partial Set, Field Service Spares Kit 
Includes extender verification board and 
those system boards which constitute the 
majority of the field failures: Control Logic 
Board; Pattern Generator Board; Condition 
and Limit Board; Condition and Limit, 
Amplifier Board; Pin Input Board; Pin Output 


Board 

Full Set, Field Service Spares Kit 
Includes the 1742-9602 Partial Set, plus 
Regulator Board, Display Board, Manual Pro- 
grammer Amplifier and Reference Board, Re- 
mote |/O Interface 

Standard Handler Interface Kit 

Handler Interface Assembly 


HUMIDITY Up to 90%, non-condensing. 


Catalog 
Number 


1742-9700 


1742-9800 


1742-9604 
1742-9605 
1742-9606 
1742-9607 
1742-9608 
1742-9609 


1742-9610 
1742-9611 
1742-9612 
1742-9613 
1742-9614 
1742-9615 
1742-9616 
1742-9617 


1742-9618 
1742-9619 


1742-9603 


1742-9601 
1742-9602 


1742-9621 


1742-9801 
1742-9620 
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1744 Digital IC Tester 


fast functional test rates; up to 1.3 MHz 


interfaces easily with autohandlers or probe stations 


# device socket boards eliminate the dedicated board 
concept 


propagation delay measurements from a minimum of 
20 ns 


= easily programmed by the user 


program library of over 1,000 different devices pro- 
vided free 


24-pin capability 


Description The GR 1744 Digital IC Tester provides a 
low-cost solution to the problem of testing. This small, 
high performance bench-top unit is easily operator pro- 
grammed for ICs with up to 24 pins. 

The 1744 functionally tests a wide variety of devices 
including all TTL families, CMOS, ECL, and N-chan 
MOS. The unit can also test devices with open collector or 
Tri-State outputs. Another feature of the 1744 is its 
ability to measure propagation delays from a minimum of 
20 ns. This measurement capability is virtually unique 
for bench-top testers. The 1744 was designed to be 
particularly useful as an incoming inspection tool for a 
manufacturer using modest amounts of a wide variety of 
digital IC types. The instrument displays pass or fail 
information and identifies each input or output pin that 
failed during the test sequence. The maximum test rate 
of the unit is 1.3 MHz. 

To test a device, a device socket board is inserted into 
the tester. Three device socket boards are furnished with 
the 24-pin version of the unit, for 14-dil, 16-dil and 
24-dil packages. The program is selected from the pro- 
gram library and set up on the front-panel switches. A 
functional reference device (FRD) is also chosen. The 
device to be tested is then inserted into the test socket 
_and the start test button is depressed. A complete 

functional test is run on the device under test (DUT) and 
the pass/fail information is displayed on the front panel. 
Typical test times on the 1744 are 15 ms. For informa- 
tion on handler interfaces, refer to ‘‘IC Tester Handler 
Interfaces’’ at the end of this section. 


National stock numbers are listed at the back of the catalog. 
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The 1744 is supplied with a program library for testing 
over 1,000 different devices. Programs for new devices 
can be easily generated using a manufacturer's data 
sheet. 

Functional test sequence The functional test pattern 
inthe 1744 is a combination of two different techniques. 
When the combinational mode is selected on the front- 
panel switches, a binary grey code pattern is utilized. The 
length of this pattern is 2", ‘‘n’’ being the number of 
inputs selected. This mode of operation assures com- 
plete truth table verification of combinatorial devices and 
provides very fast test times. 

When the sequential mode is selected, the 1744 pro- 
vides a comprehensive pseudo-random grey code pat- 
tern. This pattern can vary in length from 6,000 to 
80,000 cycles in one test sequence. When any pin be- 
tween 1 and 16 is selected as an input, 6,000 patterns 
are generated. When any pin between 17 and 24 is 
selected as an input, 80,000 patterns are generated. The 
preset mode of operation is used when devices such as 
shift registers, counters, or memories are being tested. 
When this mode is selected, the test result strobe is 
inhibited for one test cycle so that the functional refer- 
ence device (FRD) and the device under test (DUT) can 
be synchronized. The same functional test cycle is then 
repeated with the test result strobe active. 


Programming The GenRad 1744 Tester is completely 
programmed using the front-panel controls. This elimi- 
nates the need for special modules or program boards. It 
is supplied with three device socket boards. These boards 
are all that are needed to test most devices. The user is 
provided with a program library that includes many of the 
more common families and device types. To create a new 
program, all that is required is a manufacturer’s specifi- 
cation sheet. A family button is then depressed to select 
the preprogrammed test limits for the device family being 
programmed. For each pin of the device, a button is then 
depressed on the row corresponding to the pin’s function, 
i.e., Voc (most positive supply voltage), Input, Output, 
Clock, or Veg (most negative supply voltage). Any unused 
pins are grounded. The propagation delay is then set to 
the proper value, the functional mode is selected, and 
testing begins. 

Please use one of the cards at the rear of this catalog to 
request complete information. 


Straightforward front-panel controls simplify programming. 


General-purpose device and load boards 
eliminate high programming costs. 


National stock numbers are listed at the back of the catalog. 


SPECIFICATIONS 


hn 


Range 
Min Max 


D.C. TEST CONDITIONS: 


Supply Voltage 
cc 
Supply Current 
cc 
High Input Voltage 
1H 
Low Input Voltage 
IL 
High Output Current 
OH 
Low Output Current 
OL 
High Output Voltage 
Vou 
Low Output Voltage 


Vou 


INPUT DRIVERS: 


Number of Drivers 
Available 


Rise Time 

Fall Time 

Skew 

Output Capacitance 
Driver Impedance 


OV Sete 5:25: V; 


OmA 20mA 


—20 mA OmA 
Vo Syke) WY 


OV Vou 


Up to 24 

10 ns/volt max. 
10 ns/volt max. 
<a 10ins 

100pF typical 
750, 


FAIL 


Accuracy 


%R 


2 
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PATTERN GENERATOR: 


TESTER POWER 


REQUIREMENTS: 


Pattern Modes Three Types 
PC Canincional Frequency 50 to 60 Hz a 
b. sequential Voltage RMS 100,120,200,240 VAC +10% 
Gb aeat Current 1.5 A (protected by 3A 
Combinational ie Sia emis 
Type GREY CODE AMBIENT TEMPERATURE: : 
Frequency 5 kHz to 1.8 MHz Operating Range 10 to 50 C 
Length y= ON , Storage Range —40 to 85°C 
es, N=Number of inputs selected REAR PANEL 
equenl CONNECTORS: 
oe ance erp GREY CODE Autohandler Connector Amphenol 
equ 57-40-140 
Length 6,000 or 82,000 patterns 115/230 VAC Connector Switchcraft AC3G 
Clock One per pattern change from 
Vin OF Vi Catalog 
Preset Used in combination with Description Number 
sequential or combinational ae ; 
mode to synchronize the DUT Tse @ IC Tester, 24-pin 1744-9700 
and FRD 14-pin dual-in-line socket board 
Accuracy 16-pin dual-in-line socket board 
%*R %FR 24-pin dual-in-line socket board 
Propagation Delay 20 ns to 99 ns 5 20 nee a Seabees Aare 
Range: ta 100 ns to 990 ns 2) Extender for chassis boards 
hs to eae 5 seer tolling options, if desired 
10 us to 99.9 ps ocket Boards 
e a 9 14-Pin dual-in-line 1744-9600 
16-Pin dual-in-line 1744-9601 
TECHNOLOGIES TESTED: 24-Pin dual-in-line 1744-9602 
PLS Pie 14-Pin flat pack 1744-9607 
ee 24-Pin flat pack 1744-9609 
-Pin flat pac - 
LSTTL WL Socket Board kit 1744-9603 
STTL Accessories available 
HTTL Partial Set, Field Service Spares Kit 1744-9604 
Zeb Includes Control and Limit Board, 
C-MOS (5 volts) Control Logic mae eae Generator 
z Board, Pin Control Boar 
N-Chan (5 volts) Standard Handler Interface Kit 1744-9605 
Handler Interface Assembly 1744-9606 


es 


A 


AUTO - HANDLER 


3 AMP SLO BLO 
115/230 VAC 


Rear-panel autohandler connection. 


National stock numbers are listed at the back of the catalog. 
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IC Tester Handler Interfaces 


1740 Handler Interfaces 


Standard Handler Interface Kit The standard handler 
interface kit consists of an analog cable, a digital logic 
control cable, a cable-to-program-board adaptor, a load 
board adaptor socket, and an instruction manual. The 
customer must purchase separately a load board for each 
device to be tested on the handler. See program card 
catalog for specific part numbers. 

Customer installation consists of installing the handler 
manufacturer’s socket on the digital cable, installing the 
handler manufacturer’s socket to the load board adaptor 
socket, and connecting the digital and analog cables to 
the IC Tester. 

Since a device manufacturer’s process may vary, it is 
se possible to guarantee analog performance of the han- 
dler. 

The standard handler interface will operate with the 
following handlers: 


Manufacturer Model No. 
Daymarc 952 
Daymarc 1152 
MCT 2608 
MCT 2608E 
Ramsey RH202 


Listing a handler indicates that the interfacing re- 
quirements are satisfied by the standard interface. It 
does not imply an approval or recommendation of the 
handler. 

For other handler interfaces, please contact GenRad. 
1740-9604 Standard Handler Interface Kit, includes: 


Analog Cable 

Digital Logic Control Cable 
RD86 Red Base Socket to Cable Adaptor 
Load Board Adaptor Socket 

Instruction Manual 


Handler Interface Factory Assembly When a Handler 
Interface Factory Assembly is purchased, the analog and 
digital interface cables are terminated by GenRad, 
selected devices are verified to test properly at the han- 
dler, and one day of system verification and customer 
training is provided. This is done only at the GenRad, 
Inc., Santa Clara, CA, facility. 


National stock numbers are listed at the back of the catalog. 


The customer is required to supply the following ma- 
terial four weeks before scheduled delivery: 

The Handler ; 

Handler Analog Connector 

Handler Digital Connector 

One stick (25 devices) of each device to be verified 

The program board for each device to be verified 

(This last requirement is not necessary if the 1740 

Linear IC Tester is purchased at the same time as the 

Interface.) 


1740-9605 Handler Interface Assembly, includes: 


1740-9604 Handler Interface Kit 
Wiring of connectors 
System verification 


1742 Handler Interfaces 


Standard Handler Interface Kit The standard handler 
interface consists of an analog cable, a digital logic con- 
trol cable, an I/O digital control card, a load board con- 
nector, and standard compensation load boards for most 
devices. 

Customer installation consists of placing the I/O digi- 
tal control card into the tester and installing the handler 
manufacturer’s digital and analog connectors to termi- 
nate cables at the handler. Since a device manufac- 
turer's process may vary, it is not possible to guarantee 
analog performance of the handler. 

The standard handler interface will operate with the 
following handlers: 


Manufacturer Model No. 
CONTREL H310 
DAYMARC 952 
DAYMARC P1552 
DELTA DESIGN CENTURION 
el 800 
MCT 2608 
MCT 2608E 
RAMSEY RH202 
SYM-TEK 7192 


Listing a handler indicates that the interfacing re- 
quirements are satisfied by the standard interface. It 
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does not imply an approval or recommendation of the 
handler. For other handler interfaces, please contact 
GenRad. 


1742-9801 Standard Handler Interface Kit, includes: 


Analog Cable 
Digital Logic Control Cable 
I/O Digital Control Card 
Load Board Connector 
Eight analog load boards for 
14-pin TTL, UPB only 
14-pin TTL 
14-pin Blank 
14-pin CMOS, UPB 
14-pin CMOS 
16-pin TTL 
16-pin CMOS 
16-pin Blank 
Instruction Manual 


Handler Interface Factory Assembly When a Handler 
Interface Factory Assembly is purchased, the analog and 
digital interface cables are terminated by GenRad, 
selected devices are verified to test properly at the han- 
dler, and one day of system verification and customer 
training is provided. This is done only at the GenRad, 
Inc., Santa Clara, CA, facility. 

The customer is required to supply the following mate- 
rial four weeks before scheduled delivery: 

The Handler 

Handler Analog Connector 

Handler Digital Connector 

One stick (25 devices) of each device to be verified 

The program board for each device to be verified 

(This last requirement is not necessary if the 1742 

Digital IC Tester is purchased at the same time as the 

Interface.) 


1742-9620 Handler Interface Assembly, includes: 


1742-9801 Handler Interface Kit 
Wiring of handler connectors to cables 
System verification 


- 1744 Handler Interfaces 


Standard Handler Interface Kit The standard handler 
interface kit consists of an analog cable, a digital logic 
control cable, a load board connector, and standard 
compensation load boards for most devices. 


National stock numbers are listed at the back of the catalog. 
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Customer installation consists of installing the handler 
manufacturer’s digital and analog connectors to termi- 
nate cables at the handler. Since a device manufac- 
turer’s process may vary, it is not possible to guarantee 
analog performance of the handler. 

The standard handler interface will operate with the 
following handlers: 


Manufacturer Model No. 
CONTREL H310 
DAYMARC 952 
DAYMARC P52 
DELTA DESIGN CENTURION 
ak 800 
MCT 2608 . 
MCT 2608E 
RAMSEY RH202 
SYM-TEK 7192 


Listing a handler indicates that the interfacing re- 
quirements are satisfied by the standard interface. It 
does not imply an approval or recommendation of the 
handler. For other handler interfaces, please contact 
GenRad. 


1744-9605 Standard Handler Interface Kit, includes: 


Analog Cable 

Digital Logic Control Cable 
Load Board Connector 
Universal Load Board 
Instruction Manual 


Handler Interface Factory Assembly When a Handler 
Interface Factory Assembly is purchased, the analog and 
digital interface cables are terminated by GenRad, 
selected devices are verified to test properly at the han- 
dler, and one day of system verification and customer 
training is provided. This is done only at the GenRad, 
Inc., Santa Clara, CA, facility. 

The customer is required to supply the following ma- 
terial four weeks before scheduled delivery: 

The Handler 

Handler Analog Connector 

Handler Digital Connector 

One stick (25 devices) of each device to be verified. 


1744-9606 Handler Interface Assembly, includes: 


1744-9605 Handler Interface Kit 
Wiring of handler connectors to cables 
System verification 


2230 Component Test System 


A low-cost test system for rapid testing of components, 
networks and modules — Test them all automatically 
on one tester... 80 tests per second 


= For nearly any application The GR 2230 is a true system. It is under complete 
thick- and thin-film networks computer control, operates automatically at the push of a 
hybrid circuits button, and tests in a fraction of a second. 
discrete components on reels Yet it is half the price of comparable systems and fits 
sequenced components handily on a standard-sized desk with absolutely no com- 
diodes and transistors promise in utility or versatility. 


small functional modules/circuits 
switches and relays 
transformers 

D/A and A/D converters 


= In almost any area 
production testing 
incoming inspection 
quality monitoring 
environmental testing 


Interfaces with a variety of handlers. 


National stock numbers are listed at the back of the catalog. 
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The 2230 system can be viewed as a mini-lab wherein 
several ‘‘instruments on boards” are united via both an 
analog and a digital bus structure through a scanner to 
quick-disconnect device adaptors. At the heart of this 
compact, bench-top system is a small but powerful mi- 
crocomputer to give you computer-controlled speed, ac- 
curacy, and flexibility. It can be programmed by just 
about anyone, thanks to its unique English-language, 
macro-instruction keyboard. In addition, the 2230 will 
continuously print out test data and can be easily inter- 
faced to virtually any automated device handler. Options 
are available for testing various modules and components 
as well as small circuit boards. Test engineers appreciate 
the ease of interchanging device adaptors, interfacing to 
peripheral instrumentation, and data transmission to a 
central management computer. 


National stock numbers are listed at the back of the catalog. 
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Ramsey RH-913 DIP Handler 


A/D-D/A Converter Test Adaptor 


Daymarc 147 Reel Handler 


All measurements are performed by plug-in modules 
— easily adapted to changing requirements and currently 
suited to testing diverse components with the following 
features: 

@ mixed R, L, C and dc measurements with indi- 

vidualized test limits 

® point-to-any-other-point scanning with Kelvin con- 

nections 

@ simple programming with macro-instruction 

keyboard 

e both Go/No-Go and parameter readout modes of 

operation 

@ quick-disconnect device adaptors for various pack- 

age styles 

e data-logging and data-reduction capabilities with 

hard-copy output 

e ease of interface to automatic device handlers 

© computer-controlled speed and accuracy at low cost 

e wide range of options for nearly any application 

The 2230 is being used in many testing applications 
such as: 
~ @ resistor networks for TV tuners 

e thin-film substrates for telephone circuits 

e thick-film networks for automotive voltage regu- 
lators 
microphone preamps for CB radios 
DIP relay modules for traffic control lights 
small TV circuit boards 
sequenced components on reels 
audio transformers for communication systems 
insulation resistance on capacitors 
ground fault interrupt circuits 
smoke detector modules 
solid-state relays 


Daymarc 1152 IC Sorter 


EM » GENERAL RADIO 


COMPON NENT TEST SYS 


National stock numbers are listed at the back of the catalog. 


THE SYSTEM 

The GR 2230 is an automatic system for high-volume 
testing of components, mu!tileaded networks and 
modules. It operates at the push of a button and provides 
electrical, hard-copy, and bright-light results of any or all 
tests. 

The entire system is housed in two compact units: a 
test console and a mainframe. Both units fit handily ona 
Standard-sized desk, require no special power or en- 
vironmental considerations, and can be on-line in less 
than an hour. A self-teaching programming manual is 
provided with each system. 

Test Console The test console accepts the device 
under test and contains all the controls and indicators 
necessary for preprogrammed testing. 

The device to be tested interfaces to the system by 
means of a device adaptor. Several standard adaptors are 
available for 16-pin DIP or SIP devices, and blank adap- 
tors are available for complex module interfacing needs. 
All provide ample space and electrical provisions to ac- 
commodate any required special circuitry, and all are 
interchanged at the flip of a lever. Adaptors are available 
for interfacing the GR 2230 to several popular automatic 
handlers. 

The built-in scanner provides connections for 16 
channels and is expandable to 128 in groups of 16. Each 
channel consists of three line pairs for Kelvin connec- 
tions to the device-under-test (DUT) to preserve the accu- 
racy of the measurement at the device. Scanner connec- 
tions are point-to-any-other-point, completely automat- 
ic, and controlled by the computer via simple keyboard 
commands. 

A RUN button initiates preprogrammed tests and the 
go/no-go results are indicated by PASS or FAIL lamps. A 
PAUSE lamp indicates a temporary halt in the test proce- 
dure to allow for adjustments or any other required 
operator attention. Testing is resumed by a push of the 
CONTINUE button. The ESCAPE button stops the testing 
and reverts the system to a semi-automatic mode. 


The Deval AT 30 Automatic Tester 
handles components that do not 
have wire leads, such as chip 
capacitors and resistors, 
thermistors, diodes and SOT 23 
transistors. 
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Mainframe The major elements of the system are 
housed on 10- x 14-inch plug-in modules in the main- 
frame, including the computer, the DEC LSI-11. The 
computer is among the fastest of its type available today 
— a microcomputer with over 400 basic instructions, up 
to 8K of random-access memory, and 16K of read- -only 
memory, which translates the macro-instruction operat- 
ing programs. 

One measurement module, a DC Ohmmeter, is 
standard with all systems. Others are available, including 
a CGRL bridge module and a dc voltage/current- 
measurement and current-force module. Since all the 
modules plug in, they can be added or interchanged 
easily for field expansion or maintenance with minimum 
down time. Other optional features include a program- 
mable supply controller, ac stimulus and response 
capabilities, and a data converter testing adaptor. 

A card reader/writer allows creation and entry of in- 
struction sets. The instruction sets are stored on conven- 
ient magnetic strip cards and can be loaded into the 
system in seconds for each type of device to be tested. 
Once the computer is loaded, testing becomes a simple 
matter of button pushing. 

Hard-copy records of the measurement results and 
instruction sets are provided on command by a built-in 
thermal printer. The printer produces 20-character lines 
at rates up to three lines per second on two-inch wide 
paper — quietly and reliably. An optional data link pro- 
vides the means of sending measured data to either a 
teletypewriter or external management computer. Data 
can also be stored on magnetic cards. 

Main Control Panel The main control panel includes a 
large, easily read, 16-character display for test-program 
listing and editing, measurement results, error mes- 
sages, and system self-check results. 

Eight special-purpose pushbuttons are included for 
control convenience and flexibility: SELF CHECK in- 
itiates a self-check of the system operation, SINGLE 
STEP causes the system to pause at the end of each 
program step, LIST outputs the current test program on 
the printer, READ reads a magnetic strip card into the 
system, WRITE writes the current test program onto a 
magnetic strip card, CLEAR clears the current test pro- 
gram from the system memory, PRINTER activates the 
thermal printer unit, and ESCAPE places the system in 
the semi-automatic mode. The remainder of the control 
panel contains 75 keys, which provide the primary con- 
trol for all program steps and testing operations. 


THE CONTROL 

Measurement Functions Nine measurement keys are 
standard on all systems. Three (HIGH, LOW, and 
GUARD) route the measurement connections to the DUT 
and two (CONTACT and SENSE) monitor and control up 
to 27 connections used primarily for external equipment 
such as automatic handlers or environmental instrumen- 
tation for special applications. Three other keys (RDC, 
GDC, and RATIO) specify test requirements of the 
standard DC Ohmmeter measurement module. The IN- 
TEGRATE key may be used to minimize hum or noise in 
critical applications. 

Additional functions are provided with the optional 
CGRL Bridge module. Two keys control the basic meas- 
urement parameters of FREQ (120- or 1000-Hz meas- 
urement frequency) and BIAS (4 Vdc on or off). ARANGE 
selection minimizes bridge balance time. A LOW SENS 
key permits reducing the bridge sensitivity when testing 
nonlinear capacitors or inductors. The other eight quad- 
ruple the measurement capability of the system and in- 
clude Cs, Cp, ESR, Rp, GP, LS and Q. Another option, the 
DC Voltage/Current Measurement and Current Force 
module, adds other functions that are particularly useful 
for diode or transistor measurements. These functions 
include: CURRENT FORCE to force a specified current, 
and the two dc measurement functions VDC and IDC. 

Logic Functions All 27 logic keys are standard in every 
system. In addition to such standard functions as AND, 
OR and NOT, there are logic keys for set definitions 
including: , to produce a set from two or more values, 
EXCLUDE to exclude certain values from an operation, @ 
to determine the numbers ina specified set, MEMBER to 
determine the condition of specified numbers, and & to 


SELF CHECK S.STEP ESCAPE 


PRINTER 


National stock numbers are listed at the back of the catalog. 
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provide exceptions to a statement. Keys are also provided 
for branching functions: LABEL to name each state- 
ment(s) for later reference by other branching com- 


mands, : to terminate a phrase and provide a ‘‘go-to”’ 
function for “‘if’’ statements, IF to transfer control upon 
specified conditions, GO TO to transfer control uncondi- 
tionally, CALL to branch to a previously defined routine, 
RETURN to return to a point following a matching call 
and ERROR BRANCH to allow the program to continue in 
a situation where it would normally stop due to an error 
(non-balance) condition. 

Eight keys initiate specific actions: DISPLAY, PRINT, 
PRINT NAME to print out all statements up to the state- 
ment terminator; DELAY to stop program execution for a 
specified time; PAUSE to stop program execution until 
the CONTINUE button is pushed; PASS to stop program 
execution if the device passes all tests; FAIL to stop 
program execution if the device fails any test; and REG to 
hold a value in one of 128 specified registers. The editing 
capabilities are aided by the NEXT STATEMENT key 
which brings a test statement (between two terminators :) 
into the display and NEXT KEY which increments key- 
strokes through the display. The DELETE key deletes 
keystrokes one at a time (from right to left). 

Arithmetic Functions Al! 23 arithmetic keys are also 
standard on every GR 2230. Numbers O through 9 can be 
expressed and entered into the system in any manner that 
an arithmetic number can be legitimately expressed — 
signed, integers, non-integers /, decimal numbers ., and 
decimal numbers in engineering notation EE. Numbers 
up to +10*°6 can be expressed with 6-digit accuracy. 

Normal arithmetic operators such as +, —, *, and + 
are included for addition, subtraction, multiplication, 
and division. The +, — signs are also useful for engineer- 
ing notation, measurement polarities, and signal 
polarities. A % operator is included to simplify limit 
expressions and (_ ) keys are provided to group terms 
within an expression. 

Three comparison operators ( <, >, and = ) are pro- 
vided to produce certain specified true or false logical 
results. Results obtained from such expressions direct 
program branching and are a powerful tool in preparing 
instruction sets for complex networks. The = key is used 
to join command keystrokes which call for something to 
be placed into a register. 

Register ‘500’ concept A group of special registers Is 
set aside to provide access to the data link, the pro- 
grammable supply controller, the array manipulations 
feature and other optional capabilities as well. A com- 
mand such as 5 > REG 523 sets a programmable power 
supply to 5V, for example. 


National stock numbers are listed at the back of the catalog. 


THE PERFORMANCE 

Scanner Channels: 16 standard, expandable to 128 
in groups of 16. Each channel may consist of any of 3 line 
pairs: HIGH, LOW, or GUARD for Kelvin connections to 
minimize lead-impedance effects and to preserve the 
accuracy of the measurement at the device-under-test. 
Off impedance is greater than 10!°Q and less than 0.5 


Ok 

Contacts: Form A rated at 1A and 100V max. 

Speed: 4ms actuate and release times. 

Examples: 
1 — HIGH: Connects pin 1 of the device adaptor to 
the HIGH line pair. 
2— LOW: Connects pin 2 of the device adaptor to the 
LOW line pair. 
3-—» GUARD: Connects pin 3 of the device adaptor to 
the GUARD line pair. 


DC Resistance 
with the standard Ohmmeter Module 
RDC, dc resistance: 0.250 to 10,000MQ. 
GDC, dc conductance: O to 4S. 
Ratio, O to 1 ratio of two resistors Rl and R2, where 


R1<R2 and the ratio is mae Ia 
Rl + R2 


Speed: 12ms test time, exclusive of scanner closure 
time. 

Integration: Line-frequency integration programmable 
for hum rejection of typically 60 dB. 


RDC: initiates dc-resistance measurement and displays 
value. 
RDC — PRINT: initiates dc-resistance measurement, 


displays value, and prints out value on thermal printer. 
Conductance or ratio measurements are equally simple: 
GDC:, RATIO:, GDC — PRINT:, etc. 

A few more keystrokes provide a limit test: 

LABEL 1: 

IF 100 — .1% < RDC < 100 + .1%: 

PASS: 

LABEL 2: 

FAIL: 

That is, if the measured dc resistance is between 
1009 —0.1% (99.90) and 1000 +0.1% (100.19), 
the PASS lamp lights. Otherwise the FAIL lamp will light. 
Note that the statement is entered in plain language, 
similar to that used for the familiar electronic pocket 
calculator. 

1 — INTEG: integrates the measurements to obtain 
greater hum suppression. The 1 isa logic true statement 
to enable the integration, while O would inhibit it. 
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For increased scanner capability beyond 32 channels, this test console is used 
to house additional scanner boards. 


2230 BUS 


sit] 
4K RAM 


Capacitance 
with the optional CGRL Bridge Module 

Cs series capacitance: O to 1mF 

Cp parallel capacitance: O to lmF 

ESR equivalent series resistance: 0.80 to 1000 MQ 

Rp parallel resistance: 0.80 to 1OOOMQ 

GP parallel conductance: 0S to 1.58S 

Ls series inductance: 120wH to 2500H 

D capacitance dissipation factor: O to 2000 

Q quality factor: O to 2000 

FREQ measurement frequency: 100 HZor 120 HZ, and 

1 KHz 

Bias: O or 4V, internal 

Speed: =50 ms per test 
Cs: initiates series-capacitance measurement and 
displays value. 

D: initiates capacitance dissipation-factor measure-- 
ment and displays value. 

Again, any other measurement is but a matter of a few 

keystrokes: 

Cp:, Rp:, ESR: (displayed values), Ls — PRINT:, 
(printed values) etc. 

In addition, frequency and bias can be specified: 
1000 — FREQ: specifies 1OOOHZ as the measure- 
ment frequency. 
| — BIAS: applies the internal 4V bias (1 is a true 
statement to apply the bias, a O would be a false 
statement to remove the bias). 

2—» LOW SENS: Places the window of CGRL balance 
at +10 counts for nonlinear measurements. 

In a testing application, limits could also be specified. 

Also, in these applications, test time is minimized by 

selecting the appropriate range of the eight available 

ranges used: 
3 — RANGE: locks the bridge on range 3. 
O-—» RANGE: allows automatic ranging (as the default 
condition). 


ROM 
16K 


2230 BUS 


LL pL 


CARD READER PRINTER 


SCANNER DRIVER 


USER SUPPLIES 


PROGRAMMABLE 
. SUPPLIES 
(UP TO 4) 


DC OHMMETER 


KEYBOARD 
AND DISPLAY 


DEVICE ADAPTOR 


SCANNERS | 
3 PAIR X 16 
3PAIRX16 | 


USER 1/0 


GR 2230 automatic test system. Options are shown in color. 


National stock numbers are listed at the back of the catalog. 
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DC Voltage and Current 

with the optional DC Voltage/Current Measurement 

and Current Force Module 

CURRENT FORCE: 100uA to 100mA in discrete pro- 

grammable values of 10OOwA, 200HA, 1mA, 2mA, 

10mA, 20mA, 100mA. Allows IV tests of semiconduc- 
tors, in addition to creating circuit test conditions. 

VDC, dc voltage: OV to 64V 

IDC, de current: O to 128mA 

Speed: 12 ms exclusive of scanner closure times. 

integration: Line-frequency integration programmable 

for hum rejection of typically 60 dB. 

.0001 — CURRENT FORCE: forces a 100A current 

through the device. 

.02 — CURRENT FORCE: forces a 20mA current 

through the device. 

VDC: initiates a dc-voltage measurement and displays 

the value. 

{DC: initiates a dc-current measurement and displays 

the value. 

| — INTEG: integrates the measurement for greater 

accuracy in the presence of hum. 

Dc voltage measurements in conjunction with current 

forcing is very useful for testing many types of semicon- 

ductors. To evaluate a Zener diode, for example: 

.1— CURRENT: forcesa 100mA current through the 

diode. 

VDC: measures the dc voltage across the diode. A set 

of voltage values is obtained by simply changing the 

values used for the forced current. 

Input/Output Contact Lines: eight relay drivers 
switch 100mA at 25V plus 8 TTL compatible lines. 
Sense Lines: eight for use with TTL levels plus three 
pairs for sensing SPDT switch closures. 

Contact and sense functions can be used with a variety of 

component handlers and environmental apparatus: 

LABEL 2: label 2 is displayed (a previously defined 

program statement). 

5-—» CONTACT: closes contact 5 (which could actuate 

the component handler fail bin via a handler interface 

connection). 

Or to actuate a relay which would alter a test condition: 
7 — CONTACT: closes contact 7 (which could acti- 
vate a relay on the device adaptor to introduce a new 
signal). 

Or to introduce an external power source: 

3— CONTACT: closes contact 3 (toconnect a DUT to 

a 100V external power supply) via a suitable relay fora 

leakage test for instance. 

O — CONTACT: opens all contacts. 

In a sense statement, 

IF SENSE 1:, the 2230 stays in a program loop until 

the handler is in a ready condition; or if the handler is 

ready, the program branches to the designated label 

(5) as shown in this example: LABEL 1: 

IF SENSE Tt: 
GO TO 5: 
LABEL 2: 
GO TO 1: 

User Power Supplies Power Supplies: +15V at 
0.25A, — 15V at 0.25A, and +5V at 1A are supplied. 
They can be connected to the DUT via relays in conjunc- 
tion with CONTACT statements. The scanner can also be 
used to switch power supplies. 


Please use one of the cards at the rear of this catalog to 
request complete information. 


SPECIFICATIONS 

Display: PANEL. 0.5-inch high x 16-position alphanumeric 
display with memory and right-to-left sequential character 
entry for error messages, system self-check results, measure- 


National stock numbers are listed at the back of the catalog. 


ment results, and test programs during preparation. 
PRINTER: 20-character-per-line thermal printer for program 
listing and test or measurement results. INDICATORS: Pass, 
fail, pause, and run lamps for test results and operational 
modes. 

Program: Written in easy-to-learn test language and entered 
into random-access memory from macro-instruction tactile 
keyboard. Programs can be stored on 2 x 10.5-inch magnetic 
cards. Operating software allows user to prepare and edit pro- 
grams via keyboard, using panel display as monitor. 

Control: By test program written once for type of device under 
test and stored on magnetic cards or directly by keyboard and 
panel switches. 

Memory: 4K random access for specific program instructions, 
16K of ROM for system operating programs. 

Supplied: Assurance self-test adaptor, thermal-printer paper, 
magnetic program-storage cards, and GenRad acceptance test 
at customer’s facility. Standard System: Includes DEC LSI-11 
microcomputer with 16K ROM, magnetic card reader/writer, 
thermal printer, panel display, keyboard, dc-resistance- 
measurement capability, and system test console with I/O con- 
trols and 16-channel scanner. 

Device Adaptors: Plug-in type 16-pin DIP, 16-pin SIP, and 
blank device adaptors with access to scanner and I/O connec- 
tions. Oversize versions are available with ample space for 
special test circuits. 

Environment: Temperature, O to 40°C operating. Relative 
humidity, 80% at 35°C. 

Power: 90 to 125 Vor 180 to 250 V, 48 to 66 HZ, 500 W max 
with all options. 

Mechanical: DIMENSIONS (wxhxd): Mainframe 19.37 5x- 
26.750x24.250 in. (492x679x615mm); test console 
19.938x5.656x25.031 in. (506x144x636mm). WEIGHT: 
Mainframe 125.5 |b (57 kg) net; test console 25.5 Ib (11.6 kg) 
net. 


Catalog 


Description Number 


Order by describing 
model, line frequency, 
and ‘options desired. 


2230 Component Test System 


Select the following options, if desired 
OP1 CGRL Bridge Measurement Module 
OP2 DC Voltage/Current Measurement and 
Current Force Capability 
OP3 Additional 16 Channel Scanner 
Options available for customer installation: 
OP 1R Retrofit Kit (CGRL Module) 60Hz 2230-9620 
50Hz 2230-9621 
60Hz 2230-9622 


50Hz 2230-9623 


OP 2R Retrofit Kit (DCV/I Module) 


OP 3R Retrofit Kit (16 Channel Scanner) 2230-9625 
Service Kit, for maintenance ease, includes ser- 2230-9510 
vice device adaptor with test boards and cables, 
standard calibration techniques, troubleshooting 
procedures using magnetic cards containing diag- 
nostic programs. 

Device Adaptors: 

2230-P1 Device Adaptor (16 Pin DIP) 2230-9651 

2230-P2 Device Adaptor (16 Pin SIP) 2230-9652 

2230-P3 Device Adaptor (Blank) 2230-9653 
The following are oversized adaptor boxes allowing 
more space for adding peripheral circuitry: 

2230-P6 (16 Pin DIP) 2230-9656 

2230-P8 (Blank) 2230-9658 
Accessories available 

2230-P11 Magnetic Card Pak (50 Cards) 2230-9609 

2230-P12 Thermal Paper Pak (5 rolls) Sanyo 2230-9610 

2230-P13 Printer Paper Pak (3 rolls) TI 2230-9611 
GR 2230 Interface for: 

Contrel H300 Handler 2230-9023 

Contrel H320 Handler 2230-9009 

Daymarc 147 Handler 2230-9751 

Daymarc 149 Handler 2230-9011 

Daymarc 1152 Handler 2230-9012 

Ramsey RH903 Handler 2230-9750 

Ramsey RH913 Handler 2230-9750 

MCT2608 Handler 2230-9059 
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RECOMMENDED OPTIONS 
Data Output Link: This link provides a means of transferring 
data to a central computer or TTY. It can be used in conjunc- 
tion with a management computer to monitor parameter 
trends in production or incoming inspection. This option con- 
sists of a GenRad (LSI-11) Bus Extender and a Termination 
Card, a DEC Type DLV-11 Serial Line Interface Card and two 
additional ROM chips which store the firmware for the data 
port operation. 
2 — REG 501: determines data format 
REG 8— REG 500: sends contents of register 8 out the data 
port. 
4— REG 501: 
ters. 
88 — REG 500: sends the letter X out the data port. 
Additional 4K RAM Memory: The added RAM capability ex- 
pands the GR 2230 standard memory size of 4K to 8 K. The 
number of keystrokes of program language is increased from 
1600 to 3500 with the extra memory. The option contains a 
GenRad (LSI-11) Bus Extender and a Termination Card and a 
DEC Type MSV11-B 4K RAM Card. 
Expandable Scanner Capability: In order to test small circuit 
boards and hybrid circuits, additional channels may be re- 
quired to scan the measurement modules or to provide contact 
closures for external devices. This option includes a larger test 
console and sixteen channels of scanning. Up to seven 
additional scanner cards (OP 3) may be installed in the test 
console, increasing the scanning capability to 128 pins. 
Programmable Supply Control Module: This option provides 
four programmable outputs of 0 to +10V at 5 mA. The resolu- 
tion of voltage variation is 12 bits. This affords the user a 
flexible means of controlling up to 4 voltage-controlled pro- 
grammable supplies. The required supplies can be integrated 
by the user or furnished by GenRad with the system. The 
control module is installed in the test console. 
20 > REG 551: Sets the power amplifier (X2) controlled by 
DAC 1 to 20V. 
2 — REG 125: A gain factor is stored to set the DAC 1 toa 
value within the 10-volt range. 

Each of the four DAC outputs is individually controlled by 
both a gain factor register and a special register used to 
specify the output voltage. 


formats data port to transmit ASCII charac- 


The programmable supply contro! module is housed in an oversized test console. 


National stock numbers are listed at the back of the catalog. 
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D/A and A/D Converter Testing Capability: This option con- 
sists of a special device adaptor with built-in electronics, in- 
cluding a reference D/A converter, and provides the user full 
testing capability for both D/A and A/D devices with up to 12 
bits. Testing is done without any operator adjustments. Tests 
performed include integrai linearity, differential linearity and 
monotonicity. 

Adjustments are eliminated by having an algorithm measure 
the zero and full-scale values of the converter under test and 
calculate the value of any code to be tested. Thereafter, the 
reference is set to the calculated code and simple compari- 
sons are performed. The main advantage of this technique is 
testing without operator adjustment. 

Optional Software Package: This option contains a ROM chip 
set which affords the user the ability to store data on magnetic 
cards, to perform array manipulations which are particularly 
useful for environmental testing where sets of data are stored 
and manipulated, and to print names or numbers other than 
those which are keystroke related. 
Second (Additional) Test Console: Dual test stations provide 
the user with two multiplexed test positions. Each station can 
be interfaced to an automatic handler or used as a manual 
position. An indicator lamp on each console tells the operator 
when the respective console is ready to test. 
AC Voltage Test Capability: This option contains an ac-to-dc 
converter module which is installed in the test console. The 
converter can be scanned and measures frequencies up to 
100 kHz. Limits are applied to the dc output which is 
monitored by the system dc voltmeter. An ac function 
generator which is interfaced to the system is provided as the 
stimulus for ac testing. The ac test capability is useful for 
functional testing of small modules and pc boards. 
CGRL Bridge Attenuator: This option provides a means of au- 
tomatically varying the level of the test signal used. This is 
useful when testing nonlinear components, such as capacitors 
and inductors. It is also useful in pc board testing where 
(parallel) semiconductor junctions could conduct and, there- 
fore, distort measured results on passive components. 
Transformer Testing Capability: Audio-frequency transfor- 
mers have many applications in today’s communications 
equipment. To ensure dependable in-circuit performance, 
some or all of the following impedance-related parameters 
must be tested on multiple-winding transformers: 

@ inductance 
inductance unbalance 
dc resistance 
effective resistance 
transformation ratio 

® capacitance 

An optional test console has been structured which allows 
the system to test all of these transformer parameters automat- 
ically under 2230 program control. Transformer terminals can 
be automatically strapped (series connected) and Kelvin con- 
nections are made to each terminal during test sequences, all 
by 2230 program instructions. Test frequencies are 120 Hz or 
200 Hz and 1 kHz. A dc bias of up to 200 mA (adjustable) can 
be applied via program control. The basic option provides a 
terminal capacity of 16 and is expandable in groups of sixteen. 
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High performance at low cost 


The GR 1795-HD is a new breed of logic-circuit test 
system. It contains the same program preparation and 
diagnostic capabilities as the world-renowned GR 
1792-series with CAPS, but at a much lower price. Now, 
for about the same initial investment required for much 
simpler systems, you can realize the cost effectiveness 
that can only be provided by a computer-controlled, 
simulator-based system. The 1795-HD is ideally suited 
for use in manufacturing operations, service depots, and 
in R & D where the simulator-based system is ideal for 
ensuring that new designs possess a high degree of testa- 
bility. 


Modular Hardware The GR 1795-HD has been de- 
Signed to test a wide variety of logic modules, cards, and 
LSI chips. Driver rise times are fast enough to test today’s 
high-speed logic families, yet carefully controlled to 
avoid crosstalk and ringing. The system can be ordered 
with as few as 72 driver/sensor pins and yet be field- 
expanded to include up to 480 pins. The GR 1795-HD 
offers cartridge-disk mass storage that permits extremely 
rapid program execution, program storage, housekeeping 
convenience, and reliability. 


Powerful Software The standard software included 
with each system is LTM (Learn/Test Mode). This 


National stock numbers are listed at the back of the catalog. 
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software allows a test program to be created automati- 
cally from the response of a known-good board. In addi- 
tion, it allows the system to record all the internal nodal 
values. Since all the data from the edge-connector pins 
and from the internal IC pins are recorded on disk, there 
is no need for a known-good board during testing and 
troubleshooting. This is especially important in service 
depots, where it is often impractical to store racks full of 
“reference boards.’’ The operator diagnoses faults by 
simply tracing back from the edge-connector pin until the 
source of the failure is found. It is important to realize 
that the GR 1795 finds failures by accurately comparing 
full nodal data, not by using a transition-count or duty- 
cycle technique. This results in much more rapid diag- 
nosis and repair, particularly in those difficult situations 
involving feedback loops. 

Available as an option is GR’s CAPS software package. 
This is the most proven, the most accurate and the most 
widely used program preparation and diagnostic software 
for logic boards available in the world today. For 
additional information, refer to ‘‘Test-System Software.” 


Probes A new GR-designed logic probe is available to 
enable more rapid troubleshooting, even in the presence 
of pulses. This probe is programmable over a range of 
—30 volts to +30 volts, and it automatically programs 


itself to sense the correct levels as it is probing from one 
logic family to the next. The probe can also measure dc 
voltage on command of either the operator or of the test 
program. The FINDS package (refer to ‘‘Test-System 
Software’’) can take over where the regular probe leaves 
off to improve the resolution of fault location beyond the 
nodal level, down to the specific bad IC or to the other 
node involved in a short, etc. 


Analog Measurements Analog measurements and 
stimuli are available on the GR 1795 through the use of 
our IEC (IEEE, ASCII) bus interface. This option includes 
a standard GR hardware interface and high-level software 
routines; so interfacing to any standard ASCll-bus in- 
strument is a routine matter. 

Please use one of the cards at the rear of this catalog to 
request complete information. 


1795-FD Logic Test System 


an even lower-priced system ... ideal for the service depot, for adaitional 
production capacity, or for the smaller manufacturing opecauon 


The GR 1795-FD is an-even lower-priced alternative 
for those situations where the volume of work is not high 
enough to justify even the low-priced GR 1795-HD. It 
shares most of its hardware with the ‘‘HD’’ model and 
differs mainly in being floppy-disk (FD) based rather than 
using the hard-disk (HD), cartridge-type disk drives. 

The 1795-FD can use the autoprogramming software 
to create a GO/NO-GO program almost automatically, 
and the LTM software to create diagnostics. Also, it can 
use a CAPS/APG generated test program developed on 
other GR systems, the GR 1797 Programming Station, or 
a program from a GenRad programming service. Thus, 
the 1795-FD makes full use of all of the diagnostic tools 
available, including the diagnostic-resolution module 
(refer to ‘‘Test-System Software’’). 

The GR 1795-FD takes up even less space than the GR 
1795-HD, being only two bays wide, and can be field- 
converted into a 1795-HD as your requirements dictate. 

Please use one of the cards at the rear of this catalog to 
request complete information. 


National stock numbers are listed at the back of the catalog. 
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1796 Digital/Analog Test System 


An ATE system with large-scale integration of test capability 


Large-scale integration of both digital and analog 
functions is definitely a reality. Squeezing a multitude of 
functions, both digital and analog, on a single IC and 
using these ICs on PC boards to provide even more com- 
plex functions has resulted in significant manufacturing 
cost savings. However, the testing costs associated with 
these PC boards have risen dramatically. What is needed 
to reduce these costs is large-scale integration of test 
capability in an ATE system, namely, high-speed digital 
driver/sensors, sophisticated analog stimulus and meas- 
urement modules, and a flexible switching matrix and 
PCB interface capability. 

The 1796 was designed to provide the sophisticated 
test capability previously found only in special-purpose 
costly ATE systems. As a GR customer, you obtain the 
benefits of years of software development and the relia- 
bility built-in by GenRad’s ten-plus years of experience in 
supplying ATE systems. 


Technical Highlights 

The Switching System and PCB Interface It cannot be 
~ over emphasized that the switching matrix is the heart of 
any hybrid ATE system. It provides the paths necessary 
for all digital/analog signals between the modules of the 
test system and the board under test. In the 1796, the 
switching matrices are fully integrated (both hardware 


National stock numbers are listed at the back of the catalog. 
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and software) into the system. The result is a digital 
interface providing high-speed and/or low-speed digital 
data transfer, an analog interface providing electrically 
quiet, wide-band (50-MHz bandwidth) connections to 
the stimulus and measurement modules, and a hybrid 
interface providing a combination of digital and analog 
test capability at up to 192 points with a bandwidth in 
excess of 10 MHz. 


The Digital Test Hardware The digital test capability 
consists of programmable driver/sensors and a high- 
speed controller with local RAM memory. The driver/ 
sensors are programmable over a +30-volt range and can 
operate at speeds from dc to over 1.5 MHz. A maximum 
of 216 to 324 pins can be selected, depending on the 
ratio of high-speed to low-speed pins. 

A high-speed controller with local RAM memory at 
each driver/sensor pin provides test speeds from 10 kHz 
to over 1.5 MHz (over 350-million pin transitions per 
second). In addition to speed, the sophistication and 
complexity of today’s LSI circuit boards require the fol- 
lowing important features found in the 1796: 


e The controller can switch a driver/sensor back and 
forth from the drive to the sense mode during high- 
speed operation to allow for testing of bus-oriented 
logic. 


e ‘DO’ loops are available to generate iterative test se- 
quences repetitively or until a specific sensor logic 
state is reached. This allows initializing logic without 
using a large part of the local memory. 


@ Synchronizing inputs are provided to allow the Unit 
Under Test (UUT) to force the controller to wait for a 
specific condition before proceeding with the next test 
step. This allows a UUT on-board-clock to control the 
timing of the test sequence. 


e@ The 40-MHz controller clock, along with signals cor- 
responding to driver and sensor timing, are provided 
as outputs to the UUT to generate clock signals for 
synchronizing the UUT to the tester. 


The Analog Stimulus and Measurement Modules Analog 
stimulus and measurement are accomplished via 
modules designed for operation in a system environment. 
The following standard capability is provided: 

e AC Sources, providing sine, square or rectangular 
waveforms from dc to 10 MHz. 


e Pulse Generator, programmable in pulse amplitude, 
pulse duration, pulse separation, rise and fall times, 
and number of transitions. 


e User-Programmable Power Supplies, capable of four 
quadrant operation with programmable current limits. 


e Time-Measurement Unit, capable of time-interval 
measurement from 2 ns to 1.6 Ss. 


e@ AC Measurement Unit, capable of measuring ac wave- 
forms from 50 Hz to 7 MHz. 


@ DC Measurement Unit, capable of making differential 
voltage and current measurements in five different 
operating modes: direct, integrate, low-pass filter, 
peak, and track and hold. These modes permit the 
user to optimize a test program for speed, accuracy 
and noise immunity, as needs dictate. 


e Resistance Measurement Unit, capable of 4-terminal 
Kelvin or guarded resistance measurements from O to 
10 MQ. 


e@ Frequency Measurement Unit, capable of measuring 
frequency, period, multiple period, frequency ratio 
and time interval. Freqency range 0.012 Hz to 40 
MHz. Time interval 200 ns to 84 s. 


In addition to the above equipment, the 1796 supports 
the IEEE 488 Interface Bus so that additional equipment 
required for unique applications can be integrated into 
the system. 

In summary, the 1796 has the capability to meet your 
testing needs now and into the future, and it is upward 
compatible to previous GenRad ATE systems in hardware 
and software. 


Please use one of the cards at the rear of this catalog to 
request complete information. 


1799 Digital/Analog Test System 


An integrated system designed as a hybrid tester 


Until now, if you wanted a combined digital/analog 
test system you had to choose between a digital tester 
with some added analog features or a powerful but ex- 
pensive digital/analog tester which may well have had 
more capability than you needed. GenRad has now solved 
this problem by designing a fully integrated digital/ 
analog test system in the medium-price range. By ‘‘fully 
integrated’’ we mean that the 1799 has been designed as 
a hybrid test system rather than merely being an en- 
hanced digital test system—as most medium-priced 
hybrid testers are. This means, for instance, that the 
software and the hardware ‘‘talk’’ to each other in an 
efficient manner, and that the measurement “‘instru- 
ments’’ (in reality, purpose-designed modules) are con- 
trolled by high-level language statements rather than a 
string of meaningless ASCII characters. This, and many 
other benefits of the integrated ‘‘second-generation”’ ap- 
proach, makes for a more cost-effective solution to your 
testing problems. 


Cost-Effectiveness is What ATE is All About—and the 
1799 Scores in all Major Cost Areas. 


National stock numbers are listed at the back of the catalog. 


Setup Costs Simple UUT interfacing—via plug-in de- 
vice idaptor with room inside for adding any special 
interface circuitry, etc. ‘Universal pins’’—under pro- 
gram control each pin can be a logic driver, a logic 
sensor, an analog source, or an analog measurement pin. 

GenRad’s world renowned CAPS (Computer Aided 
Programming Software) package and the newer Auto- 
mated Program Generation (APG) make for cost-effective 
program preparation. 

Testing Costs High-speed disk-based operation, asim- 
ple but flexible operator’s control panel, easy change- 
over of test programs and device adaptors, and reliable 
operation all combine to produce maximum throughput. 

Troubleshooting Costs CAPS-generated diagnostics, a 
look-ahead-guided-pulse-catching probe, GenRad’s 
unique Diagnostic Resolution Module, and a new Analog 
Diagnostics package add up to giving ‘the most accurate 
and detailed error messages available on an ATE system. 
In addition to providing rapid diagnostics, the unique 
accuracy of GenRad’s systems means that your off-line 
repair costs will also be lowered considerably. 
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Technical Highlights 


The Switching System and UUT Interface The switching 
system is the heart of a hybrid test system. Since virtually 
all stimulus and measurement signals pass through it the 
performance of the whole system stands or falls on its 
integrity. The 1799 uses the universal pin scanner from 
our top-of-the-line 1796 test system, providing a band- 
width in excess of 10 MHz coupled with low cross talk. 


The Digital Test Hardware A choice between fixed (in- 
ternally adjustable) or fully programmable logic driver/ 
sensors is available. The programmable version has a 
range of + 15 volts, dual drivers and sensors per pin for 
mixed logic testing, and strobing of driver output and 
sensor monitoring for complete control of test timing. 


The Analog Stimulus and Measurement Modules Analog 
stimulus and measurement are accomplished via 
modules designed for operation in a system environment. 
The following standard capability is provided: 


e AC Sources, providing sine, square or rectangular 
waveforms from dc to 10 MHz. 


e Pulse Generator, programmable in pulse amplitude, 
pulse duration, pulse separation, rise and fall times, 
and number of transitions. 


e@ User-Programmable Power Supplies, capable of four 
quadrant operation with programmable current limits. 


e AC Measurement Unit, capable of measuring ac 
waveforms from 50 Hz to 7 MHz. 


e DC Measurement Unit, capable of making differential 
voltage and current measurements in five different 
operating modes: direct, integrate, low-pass filter, 
peak, and track and hold. These modes permit the 
user to optimize a test program for speed, accuracy 
and noise immunity, as needs dictate. 


e Resistance Measurement Unit, capable of 4-terminal 
Kelvin or guarded resistance measurements from O to 
10 MQ. 


@ Frequency Measurement Unit, capable of measuring 
frequency, period, multiple period, frequency ratio 
and time interval. Frequency range 0.012 Hz to 40 
MHz. Time interval 200 ns to 84 s. 


In addition to the above equipment, the 1799 supports 
the IEEE 488 Interface Bus so that additional equipment 
required for unique applications can be integrated into 
the system. 

In summary, the 1799 has the capability to meet your 
testing needs now and into the future, and it is upward 
compatible to previous GenRad ATE systems in hardware 
and software. 

Please use one of the cards at the rear of this catalog to 
request complete information. 


National stock numbers are listed at the back of the catalog. 
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An off-line station dedicated to program preparation 


Most large, automatic PC-board test systems are capa- 
ble of performing three basic functions: setup, test and 
diagnosis. However, if the primary use for the system Is to 
test and troubleshoot boards, then it is needless to com- 
ment on how difficult it can be to get enough time on the 
system to generate new test programs. 

GenRad’s 1797 Programming Station allows pro- 
grammers to do their thing without interfering with the 
production operations. Also, since the 1797 contains no 
test hardware, the production people will have no interest 
in it whatsoever. 

Supports GenRad Systems The 1797 will support 
GenRad’s 1792, 1795, 1796 and 1799 systems, 
whether they have their own program-generation capabil- 
ity or not. For instance, GenRad’s popular low-cost test- 
er, the 1795 with floppy disk drives, is strictly a test and 
troubleshooting system. To develop programs for a 
CAPS-equipped 1795 you need a 1797 Programming 
Station or, if one is available, you can use any of the other 


National stock numbers are listed at the back of the catalog. 


testers listed above. An ideal situation is a single 1797 
Programming Station that supports several 1795 units. 
On the other hand, if you have one or more GenRad 
systems, you can free those systems for more test and 
diagnosis work by shifting the program-generation work 
to a 1797 Programming Station. 
Other convenient features allow you to... 


= interface with a large variety of peripherals. 
= perform program editing. 


= perform program duplicating and archiving; an op- 
tional second disk drive is useful for this function. 


perform simulation runs. 
= enjoy the convenience (and savings) of in-house pro- 
gramming. 


Please use one of the cards at the rear of this catalog to 
request complete information. 
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2270 In-Circuit/Functional Test System 


Focusing on a specific manufacturing problem — 


PC-board-assembly faults 


= cost-effective fault diagnoses 

= improved in-circuit testing accuracy 
=# automatic test generation software 
= human-engineered design 


Most PC-board faults typically originate during board 
assembly. GenRad’s new 2270 focuses on these faults 
through fast, accurate, and completely automatic elec- 
trical inspection of the finished assembly. Solder shorts, 
wrong parts, missing parts, backwards parts, or incor- 
rectly seated parts are completely isolated and described 
in simple English by a printed, board-repair message. 

Controlled inspection and elimination of assembly 
faults before functional test can significantly reduce 
manufacturing costs by providing some or all of the fol- 
lowing benefits: 

@ A production-line assembly inspection station can typ- 
ically be reduced to one person, independent of board 
complexity. 

e With simple faults removed, functional-test and fault- 
troubleshooting bottlenecks can be removed. 

e Production capacity can be increased with lower in- 
vestments in both equipment and program preparation/ 
debug costs. 

This PC-board inspection system can initiate future 
cost savings by providing process feedback data; 
cumulative faults, yields and throughput time studies 
can be recorded and analyzed for future process adjust- 
ments. 

In addition, the 2270 with its LSI-11 based controller 
and powerful high-level, English-language software was 
designed with production flexibility in mind. Depending 


National stock numbers are listed at the back of the catalog. 
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on production volumes or assembly yields, the 2270 may 
also have extra capacity for partial or full functional test- 
ing of every board either before or after electrical inspec- 
tion. When 2270 functional modules and IEC bus in- 
strument options are added to the basic system, almost 
any type of functional testing can be easily performed. 
The enhanced bar-graph display circuitry designed into 
the CRT display even makes pot alignments or other 
circuit adjustments easy and fast. In essence, the 2270 
can be looked upon as a powerful controller for custom 
test requirements. 

The 2270 contains other features we think you will 
like: 

e@ 4 line x 1024 (maximum available on standard sys- 
tem) pin scanner with full crosspoint control for improved 
in-circuit testing and greater functional test flexibility. 
e ATG software to create electrically isolated compo- 
nent tests automatically from circuit topology informa- 
tion. 

e@ Powerful on-line editing and debugging software. 

@ Human-engineered design. Both the CRT and bed- 
of-nails work surface can be adjusted by the user to 
comfortable operating positions. 

e A vacuum transducer which generates vacuum from 
compressed plant air, usually eliminating the need for a 
noisy and expensive pump. 

The 2270 was designed to take advantage of GenRad’s 
expertise and leadership in the fields of RLC component 
measurement instrumentation and automatic test sys- 
tems design. 


Please use one of the cards at the rear of this catalog to 
request complete infromation. 


Test-System Software 


CAPS Test System Software 


Available as an option to GenRad test systems is GR’s 
CAPS software package. This is the most proven, the 
most accurate and the most widely used program prepa- 
ration and diagnostic software for logic boards available 
in the world today. CAPS will save you time in preparing 
your test programs because it measures your test pro- 
gram’s effectiveness in detecting faults and provides 
analysis documentation that is invaluable to the test 
engineer in improving the quality of the test program. It 
can reduce your servicing costs by ensuring that your 
boards are properly tested before your product is ship- 
ped, so that you need not rely on seldom-seen feedback 
from your final test or service departments to be sure your 
test program is functionally testing your logic boards. 

It can indicate design inconsistencies that may result 
in manufacturing bottlenecks; in fact, you can analyze 
your logic designs and accurately write your test pro- 
grams before the physical prototypes are available. It can 
give you the information you need to improve your logic- 
board testability. 

APG and FINDS 

CAPS can be further enhanced by the addition of the 
optional Automated Program Generation package (APG) 
and the Fault Identifying Nodal Diagnostic Software 
(FINDS). APG and FINDS are available separately so that 
you can tailor the software you buy to the problems you 
have. If your major problem is getting programs up and 
running in the shortest possible time, then you need 
APG. APG can dramatically reduce the time taken to get 
your test program from the 60-70% effectiveness level 
up to the 90% + level. If your major problem is in the 
fault-location and board-repair area, then you will need 
the FINDS package. FINDS uses a number of different 
techniques to pinpoint accurately which Is ‘‘the bad IC’’ 
on a large board, or which node is shorted to which other 
node, etc rather than merely telling you that ‘“‘this node is 
bad.’”’ FINDS is particularly useful if your boards are 
heavily BUS-oriented or if WIRE-AND techniques are 
used a lot. | 
Automatic Troubleshooting Using CAPS 

GenRad’s unique CAPS software package provides not 
just one but several troubleshooting techniques to reduce 
complex-board troubleshooting to the point where 
neither a skilled technician nor a schematic Is required. 
CAPS will isolate faults, not only on digital PC boards but 
also on those digital networks contained within hybrid 
boards. If the problem is in the analog portion, CAPS will 
pinpoint it to the functional analog block for further 
analysis by the computer-guided analog diagnostic 
software. 

Automatic Fault Location (AFL)* 

Automatic Fault Location (AFL) is the mode that pro- 
vides completely automatic fault identification and loca- 
tion. By ‘‘completely automatic,’’ we mean no probing 
whatsoever. The operator simply presses the START but- 
ton or footswitch, and within seconds the CRT will display 
the why, what and where of the failure. The types of 
failures that can be identified include IC input or output 
pins stuck high (open) or to ground, shorts between adja- 
cent IC pins, loss of power to an IC, many types of 
component-insertion failures, many types of multiple 


*Patent applied for. 


failures, non-plated-through holes, and shorts between 
adjacent tracks. The starting point for AFL is a data base, 
or fault dictionary, that contains all typical manufactur- 
ing failure mechanisms. Through on-line simulation, re- 
corded |/O data of a unit under test are compared with 
simulated data for all test steps until the best match is 
obtained. At that point a message appears on the CRT 
identifying the nature of the failure. In addition to the 
CRT presentation, a hard-copy record can also be readily 
obtained. 

This approach does not rely on any operator interven- 
tion whatsoever, thereby eliminating the chance of 
human error in probing, in reading instructions, etc. 
Simulation is done on-line to allow a complete I/O pin 
comparison, thus investigating all failure possibilities 
that could produce the symptom. The fault dictionary 
contained on the disk is merely the starting point, allow- 
ing AFL with on-line simulation to begin where other 
automatic fault-look-up techniques stop. CAPS picks up 
where fault dictionaries leave off, resulting in the best 
possible troubleshooting resolution afforded by the test 
program and network topology. 

CAPS diagnostics: computer-guided tracking probe 

A part of the GR CAPS diagnostic option is the 
computer-guided tracking probe, which allows access to 
internal nodes on the board. This probe is available in two 
forms: A single-point GR Logic Probe or a multipoint IC 
clip. In this troubleshooting mode, the computer directs 
the operator to probe through the logic, tracking back 
from a failing output pin. The software guides the 
operator to probe from node to node (or IC to IC with the 
clip) until the failure has been located. Because probing 
is subject to human error, CAPS includes heuristics that 
adapt the probing routine to correct for operator errors. 
All probing instructions are determined automatically; 
there is no need for programmed instructions for the 
probe. 

Smart Probe 

A fault dictionary has the advantage of being able to 
diagnose faults very rapidly because it requires no 
operator involvement for probing. It has the disadvan- 
tage, however, of not always having good resolution be- 
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cause of poor board visibility. The computer-guided 
probe, on the other hand, provides excellent resolution, 
because it has access to internal points on the board. 
Unfortunately, it can be a slow process always working 
back from failing outputs pins, probing many levels of 
logic until the fault is isolated. What is needed is a 
troubleshooting routine that combines the speed of a 
fault dictionary with the resolution of the computer- 
guided tracking probe. Enter GR’s new Smart Probe. 

The Smart Probe uses inputs from both a fault diction- 
ary and the computer-guided probe to isolate the fault in 
a fraction of the time of the tracking probe working alone. 
By first invoking a fault dictionary, the Smart Probe gets 
enough information to begin probing at the suspected 
cause of failure instead of at the board output pins. Thus, 
we optimize troubleshooting speed with low-skilled 
operating personnel. 

Yet, CAPS does not penalize a knowledgeable 
operator. Provisions can be made to let the operator try 
out ‘“‘hunches’”’ about the causes of board failure (under 
the watchful eye of CAPS, of course). If the hunch proves 
correct, CAPS will utilize the information and even more 
rapidly isolate the failure. If the hunch is incorrect, the 
Smart Probe will take over. 

The Smart Probe is available as a single-point Logic 
Probe or a multipoint IC clip. The Logic Probe is fully 
programmable over a range of —30 V to +30 V and has 
dual threshold detection. Use of the probe with CAPS 
diagnostic software Is fully automatic. The software will 
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automatically program the proper voltage level as the 
computer automatically guides it from one logic family to 
another. In addition, the probe can detect transitions and 
catch pulses down to 25 nanoseconds. It can also meas- 
ure dc voltage. Its input capacitance is less than 10 pF, 
which is particularly important when probing MOS logic. 
The IC clip is available with the Diagnostic Resolution 
Module (DRM). This speeds. up the probing sequence 
considerably, especially when probing ICs with many 
inputs or outputs such as multiplexers and decoders. The 
system will automatically request the operator to use the 
single-point probe on any IC that cannot be clipped. 
Analog Diagnostics 

GenRad’s computer-guided analog diagnostic 
software is structured from efficient and flexible pro- 
gramming algorithms to isolate more quickly specific 
faults on both hybrid and analog boards. 

This software maintains a careful balance between 
automatic and manual programming, thus maximizing 
both programming and probing efficiency without sac- 
rificing the test flexibility required for analog circuits. 

Analog diagnostics represent an enhancement of the 
standard functional board test program. The vague ‘“‘cir- 
cuit area”’ indictments which are generally common in 
functional analog test programs can now be improved to 
the point of indicting specific nodes and components. 
This is done by mathematically comparing nodal imped- 
ance signatures in a suspect area with those impedance 
signatures previously learned from a known-good board. 


MESSAGE : 
5939999999999999 3 
tt tt 
PROBE: (16 PINS) # CLIP UZ 

ee t 
533939999939999933 
STATUS: RECLIPPFING DUE TO BAD CONTACT 


Ui.S DIAGNOSIS: BAD 78#3 
DIAGNOSIS: BAD #3 


LAST POINT PROBED: 
LAST BAD POINT: UWi.5 
ORIGINAL FAILING TEST #: 1 


(top left) Message to the operator indicat- 
ing IC U44 pin 7 is the next point to be 
probed. 


(top right) A second message to the 
operator indicating that IC U3 must be 
clipped again owing to a detected bad 
contact the first time. 


(bottom) Final diagnosis stating that the 
node, described by IC U19 pin 8 and its 
connections, is shorted to the node 
described by U11 pin 4 and its connec- 
tions. The Bug Hound would now be used 
to find the actual physical location of 

this short. 


Diagnostic-Resolution Module (DRM) 

FINDS (software) is used in conjunction with the DRM 
(hardware) to improve the resolution of the fault identifi- 
cation beyond the usual node level. The DRM is housed in 
a small box which sits beneath the control panel and 
incorporates two probes and two clips. Once the guided 
probe or guided clip has diagnosed a fault to a specific 
node the software links automatically to FINDS. 

Depending on the nature of the fault at the node (per- 
manently stuck, failed but active some of the time), 
FINDS will direct the operator to use the DRM clips or 
probes with a suitable strategy. For example, if a short to 
Vcc or ground is suspected, FINDS will direct the 
operator to clip an IC on the bad node and check for the 
shorts. The Smart Clip will automatically check that it 
has good contact with all the pins on the IC so that errors 
due to bad clipping, etc are eliminated. If a broken 


connection Is suspected, FINDS will direct the operator 
to probe or clip each side of the suspected ‘‘open.”’ Fora 
suspected bad IC, FINDS uses a current-tracing tech- 
nique to identify accurately the cause of the nodal fail- 
ure. Other strategies are used for other types of fault, and 
the result is an accurate diagnosis printout which is so 
much more useful to the repair person than merely iden- 
tifying the bad node. This results in shorter repair times 
and fewer boards ruined due to removal of the wrong IC, 
etc. Throughput on the system is increased even though 
more probing is required, since incorrectly repaired 
boards will not be recycled through the tester. 

The diagram below, based upon data from a typical 
manufacturing environment, shows the usefulness of 
FINDS by comparing the relationship between a nodal 
diagnosis and the actual fault. 


Nodal Diagnosis Actual Fault 


20% 


(40%) Bad (Stuck) Node Bad Component (30%) 


(50%) Bad (Active) Node —————_—— Short (60%) 
(10%) Open ——_ AN AAA > Open (10%) 


Only 10% of all faults (the ‘“‘opens’’) will be accurately 
diagnosed by nodal diagnosis. 

For any other type of fault the cause could be a short or 
a bad component. The short could be from the node to 
many other possible nodes and the bad component could 
be any one of many tied to the node (especially with 
bus-structured logic). Since 90% of the faults have this 
possible ambiguity, the benefits of FINDS are quite 
clear. 

Please use one of the cards at the rear of this catalog to 
request complete information. 
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2220 Bug Hound 
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A totally new approach to locating faults on PC boards 


locates “shorts” and “opens” 
# locates the bad IC on a node. 


locates shorts between power and ground tracks— 
including shorted capacitors 


= works for all logic families 


requires no power on the board — therefore does not 
tie up ATE system or other instrumentation such as 
power supplies or scopes 


easy to use — requires no “sensitivity” or “calibration” 
adjustments 


The GenRad 2220 Bug Hound is a completely self- 
contained instrument designed to take over where your 
automatic board-test system leaves off. With information 
based upon the diagnostic message received from the 
test system, which gives the electrical location of the 
fault, the repair person will select one of the Bug Hound's 
several operating modes and quickly track down the phys- 
ical location of the fault. 


Modes of Operation 


Microvoltmeter Mode The two-range microvoltmeter 
is used to trace dc currents by measuring the voltage drop 
in the tracks on the board. A 10-mA dc signal can be 
injected using the two injection clips. This mode is used 
mainly for tracing shorts between power and ground 
tracks since the 600-kHz signal used for tracing nodal 
shorts would normally be shorted by decoupling 
capacitors between power and ground. Normally one 
probe is held near one of the injection clips and other 
probe moved along the track. The meter display will move 
upscale as the distance between the probes increases. 
When the probe passes the short, no further increase in 
meter deflection will occur. 


National stock numbers are listed at the back of the catalog. 
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CURRENT 


FLOW $y 


NO FURTHER 
VOLTAGE DROP. 
IN THIS AREA 


VOLTAGE DROP 
IN THIS AREA 


SHORTED CAPACITOR 


REPRESENTATION OF POWER AND GROUND TRACKS ON 
a A BOARD WITH A SHORTED CAPACITOR. 


Although normally used in conjunction with the built- 
in current source, the microvoltmeter can also trace cur- 
rents generated by ICs on a powered-up board for location 
of bad ICs or normal nodes, wired-AND nodes, and bus- 
Ses. 

Connectivity Mode When the Connectivity Mode is 
selected, the same two probes used by the microvoltme- 
ter become a threshold resistance tester. The 2220 
Bug Hound has a small loudspeaker built-in to sound a 
tone when the resistance is below 75 ohms. A personal 
earphone may be used instead of the loudspeaker. 

This mode Is mainly used for locating open circuits but 
is also used for locating the second node involved in a 
Short if your ATE does not give you that information. 
GenRad test systems equipped with the Diagnostic Reso- 
lution Module (DRM) will give a diagnostic printout which 
identifies both of the nodes involved in a short; other 
systems do not have this capability, they only identify one 
of the shorted nodes. In this case, the second of the 
nodes is located using the Connectivity Mode before 
using the Signal-Trace Mode to locate the short itself. 


Signal-Trace Mode In this mode a 600-kHz signal is 
injected into the two shorted nodes via the two clips. 
Where the current flows a magnetic field, which is fol- 
lowed by the unique phase-sensitive* current tracing 
probe, is set up. When the probe is to one side of the right 
track, one of the two LEDs mounted in the probe tip will 
be lit and a tone will sound in the loudspeaker or ear- 
phone. When the probe is moved to the other side of the 
track the LED will go out, the other LED will light and the 
tone will change in pitch. By using a deliberate zig- 
zagging motion the track can be followed quickly and 
accurately. There is no ambiguity as to which of the 
tracks is carrying the current since the LEDs and the 
tones can only switch immediately over the correct track. 
Compare this with amplitude-sensitive probes which 
have to be carefully adjusted to discriminate between 
tracks, and even then possess some degree of ambiguity 
when the tracks are closely spaced. 

Once the probe passes the short, the LEDs will both go 
out and so will the tone. 

The Phase-Sensitive Probe* 

Amplitude-sensitive probes need to have an adjustable 
sensitivity in order to determine which of several closely 
spaced tracks is carrying the current, which creates the 
magnetic field. The diagram on the left shows the re- 
sponse pattern of such a probe for three different field 
strengths. It is obvious from this that unless the sensitiv- 
ity can be adjusted, the resolution of such a probe will be 


RESPONSE OF AMPLITUDE-SENSITIVE PROBE TO DIFFERENT FIELD STRENGTHS — 
YOU CAN SEE WHY A SENSITIVITY CONTROL IS NEEDED. 


Ce ee 


THE CURRENT CARRYING ee 


SPECIFICATIONS 

Microvoltmeter ; 

Accuracy: +(20% of full scale + 10 pV). 

Ranges: 50-0-50 wV and 500-0-500 pV. 

Input impedance greater than 100 ©. 

Differential protection between probes +15 V. 

DC Current Source 

Compliance: 1 V dc max open circuit. 

Output current: 10 mA +20% into short circuit. 
Current-Sensing Probe 

Source drive signal: 600 kHz 20%, 1 V peak max into open 
circuit. 20 mA p-p square wave into above circuit. Detector 
probe: Sensitive to source if probe held within 1/8 inch of 
copper track. 


National stock numbers are listed at the back of the catalog. 
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very poor. In addition, since the sensitivity has to be 
turned down the probe has to be held directly over the 
track in order to trace. Compare this with the diagram 
on the right which shows the response of GenRad’s 
unique phase-sensitive probe to the same field strengths. 
The switchover from one LED to the other occurs directly 
over the current-carrying track regardless of the field 
strength. This permits accurate tracing without having to 
be always directly over the track, and the lack of a sen- 
sitivity control means one less operator action to be per- 
formed. 


*Patent Pending 


RESPONSE OF THE BUGHOUND‘S 
PHASE-SENSITIVE PROBE TO DIF- 
FERENT FIELD STRENGTHS. REGARD- 
LESS OF THE FIELD STRENGTH OR 
PROBE SENSITIVITY THE PHASE 
CHANGE ALWAYS OCCURS DIRECT- 
LY OVER THE CURRENT CARRYING 
TRACK. 


THE CURRENT CARRYING a 


Connectivity Test: Detects resistance less than 75 Q 10%. 
Power: 100 to 175 or 200 to 250 V, 50 or 60 Hz. 


Mechanical: DIMENSIONS (wxhxd): 8.5x3.12x12.25 in. 
(21.6x8.4x31.1 cm). WEIGHT: 6 1b (2.7 kg) net, 10 1b (4.5 kg) 


shipping. 


Catalog 
Description Number 
2220 Bug Hound 2220-9700 
2220 Trace Probe 2220-9710 
2220 Test Probe Kit 2220-9720 
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1933 Precision Sound-Level Meter and Analyzer 


from 10 to 140 dB 
ANS1 Type 1 
® built-in octave-band analyzer 


= impact and impulse capability 


The 1933 is an all-purpose instrument 
for precision sound-level measurements 
as well as octave-band analysis. Its mul- 
tifunction capability allows you to use it 
for numerous OSHA-required meas- 
urements. These include: General noise 
Surveys; impact and impulse meas- 
urements; audiometric booth-site sur- 
veys; post-installation measurements of 
audiometric booths; measurements to 
determine proper noise absorbing mate- 
rials; and analysis measurements for 
noise-reduction programs. 

The 1933 is the logical choice for 
companies whose noise measurement 
programs involve more than simple 
sound-level surveys. It may be purchased 
alone with standard accessories or in 
sound-level measurement systems with a 
variety of accessories and a specially 
padded luggage-type carrying case. The 
1933-9714 system includes a GR 
1562-A Sound-Level Calibrator, wind- 


screens, and an 
earphone for aural 
monitoring. The 
1933-9710 system 
includes all of the 
above plus a 
tripod, 60-foot 
microphone 
extension cable, 
and a larger 
Carrying case. 


Condensed Specifications 
Sound Level: 10 to 130 dB with 

l-in. microphone; 20 to 140 dB 

with 1/2-in. microphone. 

Power: Four alkaline energizer C cells 
provide about 20-h operation. 

Supplied: Microphone attenuator, tool kit, 
10-ft microphone extension cable, batteries. 
Weight: 5.5 Ib (2.5 kg). 


Catalog 
Description Number 
1933 Precision Sound-Level Meter and Analyzer 
With 1/2-in. and 1-in. microphones 1933-9700 
With 1/2-in. microphone only 1933-9701 
1933-9710 Sound Analysis System 1933-9710 
1933-9714 Sound Analysis System 1933-9714 


1933-9610 Vibration Integrator System 


# extends capabilities of 1933 preci- 
sion sound-level meter and 
analyzer 


= direct readout in dB re standard 
references for: 
acceleration 
velocity 
displacement 


= handy slide rule gives metric and 
English vibration units 


The 1933-9610 Vibration Integrator 
System extends the capabilities of the 
1933 Precision Sound-Level Meter and 
Analyzer to include vibration meas- 
urements with read-out of acceleration 
(La), velocity (Ly), and displacement (Lg). 
This added capability increases the 
versatility of the 1933 for noise- 
reduction work by permitting the meas- 
urement and analysis of structure-borne 


vibration as well as airborne noise. It also 
adds preventive maintenance to the 
1933’s functions since vibration analysis 
is often used to detect potential parts’ 
failures in machinery and equipment. 


Condensed Specifications 


Measurement Range: ACCELERATION: 
L, in dB re 10-° m/s?; (octave) 30 to 140 
dB (3.16 x 1074 to 100 m/s), (flat) 46 
to 140 dB (2 x 10-3 to 100 m/s?). VEL- 
OCITY: Ly in dB re 10-8 m/s?; (octave) 60 
to 150dB(1 x 10-* to 0.316 m/s), (flat) 
76: to 150 dBGi3 <4 00-10 073 16 
m/s). DISPLACEMENT: Lg in dB re 1079 
m; (octave) 50 to 150 dB (3.16 x 1077 
to 3.16 x 10°? m), (flat) 66 to 150 dB (2 
x 1Oc8 tos, 6x Omer: 


1933-9610 Vibration Integrator System 1933-9610 


National stock numbers are listed at the back of the catalog. 
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1982 Precision Sound-Level Meter and Analyzer 


= from 30 to 140 dB (150-dB PEAK) 
# built-in octave-band analyzer 

= ANSI Type 1 

= digital and analog display 


The 1982 is a truly versatile, all- 
purpose instrument for precision sound- 
level measurements, octave-band 
analysis, and peak and impulse meas- 
urements. Its multi-function capability 
allows you to use it for numerous OSHA- 
required measurements. These include: 
General noise surveys; peak and impulse 
measurements; audiometric booth-site 
Surveys; post-installation measurements 
of audiometric booths; measurements to 
determine proper noise absorbing mate- 
rials; and analysis measurements for 
noise-reduction programs. 

The 1982 combines an easy reading 
digital display with a clear, linear analog 
meter. The two displays let the user ob- 
serve sound-level readings in clear digital 
form while observing the levels rise and 
fall on the analog meter. The digital dis- 
play assures repeatable readings by dif- 
ferent users since judgement of the nee- 
dle position is not required. A special 
““maximum-hold” feature can be switch 
selected to ‘‘capture”’ and hold the digi- 
tal display at the highest sound-level 
measured while the analog meter con- 
tiriues to indicate every rise and fall in the 
level. This ensures that the operator will 
not miss the highest noise level, even 
when not constantly watching the meter. 


1982 Precision Sound-Level Meter and Analyzer 1982-9700 


The 1982 is the 
logical choice for com- 
panies whose noise 
measurement pro- 
grams involve more 
than simple sound- 
level Surveys. It may 
be purchased alone 
with standard acces- 
sories or in sound 
analysis systems with 
a variety of acces- 
sories and a specially 
padded luggage-type 
carrying case. The 
1982-9720 system 
includes a GR 1562-A Sound-Level Calibrator, 
60-foot microphone extension cable, and tripod. 


Condensed Specifications 

Sound Level: 30 to 130 dB rms (140-dB PEAK). May 
be extended to 140-dB rms (150-dB PEAK) using 
10-dB microphone attenuator (supplied). 

Power: Removable battery pack containing 3 AA-size 
nickle-cadmium rechargeable cells; 115/220 V ac 
50-60 Hz charger supplied. 

Supplied: Battery pack assembly, battery charger, 
10-ft microphone extension cable, 10-dB microphone 
attenuator, calibration screwdriver, wrist strap, phone 
plug, and microphone windscreen. 


Weight: 3 Ib (1.36 kg). 


Catalog 


Description Number 


1982 Sound Analysis System 1982-9720 


1981-B Precision Sound-Level Meter 


= 30 to 120 dBA 
digital and analog display 
ANSI Type S1A and IEC 179 


# maximum-hold digital display 
feature 


The 1981-B combines an analog 
meter with a digital display in the same 
instrument. The two displays let the user 
observe sound-level readings in clear di- 
gital form while observing the levels rise 
and fall on the analog meter. The digital 
display assures repeatable readings by 
different users since judgement of the 
needle position is not required. A special 
“maximum-hold”’ feature can be switch 
selected to ‘‘capture”’ and hold the digi- 
tal display at the highest sound level 
measured while the analog meter con- 
tinues to indicate every rise and fallin the 
level. This ensures that the operator will 
not miss the highest noise level, even 
when not constantly watching the meter. 

The 1981-B is an excellent choice 
when precision measurements as well as 
general Survey measurements must be 
made. It is available alone, inaset witha 
calibrator, and in systems with a tripod, 
calibrator and other accessories. The 
1981-B spans 30 to 120 dBA in two 
switch-selectable ranges. 


Condensed Specifications 


Sound-Level: 

30 to 120 dBA. 

Power: Removable battery 
pack containing 3 AA-size 
nickle-cadmium recharge- 
able cells; 115/220 V ac 
50-60 Hz using charger 
supplied. 

Supplied: Carrying pouch, wrist 
strap, battery pack, battery charger, 
screwdriver for calibration adjustment, 
and miniature phone-plug connector. 


Weight: 28 oz (0.8 kg). 


1981-B Precision Sound-Level Meter 1981-9750 


1981-B Precision Sound Measurement Set 
(with 1567 single-frequency calibrator) 

1981-B Precision Noise Measurement System 
(with 1562-A 5-frequency calibrator, extension 
cable, tripod, other accessories, and luggage-type 
carrying case) 


1981-9762 


1981-9760 


National stock numbers are listed at the back of the catalog. 
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1565-B Sound-Level Meter 


= 40 to 140 dB, fast/slow 
# ANSI Type 2 

= MESA approved 

= A, B, C weighting 


The 1565-B is a general-purpose 
sound-level meter, ideal for meas- 
urements required by OSHA and for gen- 
eral noise surveys. This popular meter 
weighs less than 1 pound, features sim- 
ple pushbutton operation, transistor- 
radio-type battery power, a rugged 
ceramic microphone and solid-state cir- 
cuitry for long-term reliability. The 
1565-B may be purchased alone with 
supplied accessories or in a sound-level 
measurement set which includes an 
acoustic calibrator and a carrying/ 
storage case. 


Condensed Specifications 

Sound Level: 40 to 140 dB. 
Power: Two 9-V batteries provide 
about 50-h operation. 

Supplied: Carrying pouch, miniature 
phone-plug to connect to output which 
drives recorders, analyzers, etc, screw- 
driver for calibration adjust, batteries. 


Weight: 1 Ib (0.45 kg). 


Catalog 
Description Number 
1565-B Sound-Level Meter 1565-9702 


1565-9902 Sound-Level Measurement Set (with 
1562-A Sound-Level Calibrator, 5 frequencies) 1565-9902 


1565-9903 Sound-Level Measurement Set (with 
1567 Sound-Level Calibrator, 1 frequency) 1565-9903 


Carrying Case 1562-9600 


Special Meters for Community Noise Applications 


The 1565-D is similar to the 1565-B, 
the major difference being its measure- 
ment range of 30 to 130 dB. This lower 
range capability is often required for 
noise measurements in the community. 

The 1565-D is supplied with the same 
accessories as the 1565-B, and Is avail- 
able in a set with a 1567 Sound-Level 
Calibrator, windscreen, and carrying 
case. 


1983 Sound-Level Meter 


= 70 to 120 dBA, fast/slow 
# ANSI Type S2A 

= MESA approved 

a big, easy-to-read scale 


The 1983 is a low-cost survey meter 
that meets current and proposed OSHA 
requirements for general-purpose 
sound-level meters. It is designed for ut- 
most simplicity of operation. The large 
meter scale spans the instrument’s full 
range of 70 to 120 dBA in clearly marked 
1-dB increments. Just turn it on and read 
the level. A-weighting is built-in so that 
readings are always in dBA. A sound-level 
measurement set is available which 


A vehicle noise measurement set is also available with a 
special 1565-9015 Sound-Level Meter. This meter permits 
measurements from 50 to 140 dB and has a removable 
microphone for remote mike placement, specified for 
vehicle noise measurements. The set includes a tripod for 
microphone mounting, 100-foot extension cable, windscreen, 
microphone adaptor, other accessories, and a carrying case. 


1565-D Sound-Level Meter 1565-9704 
1565-9907 Sound-Level Measurement Set 1565-9907 


1565-9906 Vehicle Noise Measurement Set 1565-9906 


includes the 1983, a 1567 
single-frequency calibrator 

and a carrying/storage case. 
Condensed Specifications 
Sound-Level: 70 to 120 dBA. 
Power: One 9-V battery provides 
about 60-h operation. 

Supplied: Carrying pouch, miniature 
phone plug to connect to output which 
drives recorders, analyzers, etc, screw- 
driver for calibration adjust, batteries. 


Weight: 12 oz (0.34 kg). 


1983 Sound-Level Meter 1983-9730 
1983 Sound-Level Measurement Set 1983-9915 


1983 Vehicle-Noise Measurement Set 


=# a complete, low-cost system 


® for pass-by, start-up, and muffler 
testing 


= meets ANSI $1.4 1971 Type S2A 


= 50-dB meter display eliminates 
range switching 


This noise measurement set has been 
specifically designed to satisfy vehicle- 
noise-measurement requirements 
specified by legislation at the Federal, 
state, and local levels. The set features 
simplicity of operation and calibration so 
that reliable measurements can be made 
by law enforcement officers and others 
who have not had prior experience in 
acoustic measurements. 

The 1983 is supplied with a remote 
microphone, and the set includes a 20- 
foot extension cable and tripod. A 60- 


foot extension cable is available as an 
accessory. This permits the microphone 
‘to be located at the measurement point 
and the observer with the meter to be 
located away from the sound field to 
eliminate interference with the meas- 
urement. 


Condensed Specifications 

Sound Level: 70 to 120 dBA. 

Power: One 9-V battery (Burgess 2U6 or 
equal) provides 60-h operation. 
Supplied: 1983-9730 Sound-Level 
Meter, 1567 Sound-Level Calibrator, 
carrying case, tripod, 20-foot extension 
cable, windscreen, spare batteries. 
Weight: 6.5 Ib (2.9 kg). 


1983 Vehicle Noise Measurement Set 1983-9910 


National stock numbers are listed at the back of the catalog. 
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1954 Noise Dosimeter 


= user adjustable to OSHA revisions 


= automatic noise-dose measure- 
ments 

=™ can be used as an integrating 
sound meter 

® built-in calibrator 


The wearable dosimeter is the easy and 
automatic way to measure a worker’s 
daily noise dose. All measurements are 
made automatically by the monitor which 
is worn in a shirt-pocket or clipped on a 
belt or other convenient location. 

GR’s 1954 features a tiny remote mi- 
crophone that can be worn at the ear, on 
the collar, under ear protectors, or on the 
monitor where external microphone wires 
could pose a safety hazard. A built-in 
acoustic calibrator assures proper system 
performance before and after meas- 
urements and requires less than 10 sec- 
onds for a complete calibration check. 

Reading the noise dose Is quick and 
easy. At the end of the measurement 
period, the monitor is plugged into the 
1954 indicator and a button is pushed to 
get a readout of the computed noise dose 
as an actual percentage of OSHA limits. 
Only one indicator is required for any 
number of monitors. 

Should OSHA noise limits change, you 
can re-adjust the 1954 yourself. You 
need not return it to the factory or a serv- 


1557-A Vibration Calibrator 


# calibrates vibration pickups, meters 


= generates 1 g at 100 Hz 
® portable, battery-operated 


This calibrator provides a single- 
frequency (100 Hz), single-level (1 g) 
check on the GR Vibration Pickups or any 
pickup whose total mass is 300 grams or 
less. It can provide on-the-spot calibra- 
tion of vibration-measuring systems im- 
mediately before and after important 


ice center. In addition to personai noise 
dose measurements, the 1954 can be 
used to measure area noise exposure and 
for making equivalent sound-level meas- 
urements. 


Condensed Specifications 


1954-9710 Noise-Exposure Monitor 
(5-dB rate) ‘ 

Noise-Level Exposure: Maximum permissible 
exposure of 100% in accordance with OSHA is 
accumulated for the combinations of level and 
time duration specified in the OSHA regulations. 
Power: One 9-V alkaline battery supplied, 
provides 40 hours of typical operation. 
Supplied: Three earloops, one windscreen 
set (contains 4 windscreen assemblies), 
one 9-V alkaline battery. 


Weight: 9.5 oz (0.27 kg). 


1954-9720 Indicator 
Readout: When used with the 
1954-9710 Noise Exposure Monitor 


Jeweler’s screwdriver is supplied for 
calibration, activation of monitor con- 
trols, and access to battery compartment. 
Weight: 2.75 Ib (1.25 kg). 


percentages ranging from 0.001 to Catsipe 

: ase Description Number 

999.9 are displayed. These quantities oe 5 eet mth acie PY oRyeS a 
i -digi oise-exposure nitor, 

are displayed oe a 4-digit LED readout. Bid Biet Nance Taek Seay 

Power: Supplied by battery in monitor. 1954 Noise Exposure Monitor, 

Supplied: An accessory slide rule allows 3-dB exchange ratet 1954-9700 

“equivalent continuous sound level’ to 1954 Indicator? 1954-9720 

be computed by entering the measure- 1954 Carrying Case 1954-9600 


ment period and the percentage or 
index number displayed. 


*One monitor and one indicator comprise a 
complete dosimeter. 


measurements and can also be used to 
compare transducers or to calibrate working 
transducers against a standard transducer. 
Condensed Specifications 

Output: ACCELERATION: 1g rms+10%. 
17°o = 386 in7s? (9:81 my/s*). VELOCITY: 
0.614 in./s (15.6 mm/s) rms. DISPLACE- 
MENT: 0.000978 in. (0.0248 mm) rms; 


1557-A Vibration Calibrator 


0.00277 in.(0.0704 mm) pk-pk. FRE- (with dry battery) 1557-9702 
QUENCY: 100 Hz +1% for 50-gram Replacement Dry Cell, 
load; 1OO Hz +0, —2% for 300-gram load. 1 req'd 8410-1050 


1562-A Sound-Level Calibrator 


125 to 2000 Hz 

+0.3-dB accuracy at 500 Hz 
fits many microphones 
MESA approved 


The 1562-A is a self-contained unit for 
making accurate field calibrations on 
microphones and sound-measuring in- 
struments. This calibrator fits in the palm 
of your hand, operates on its own battery 
power, features a single fumble-free con- 
trol, and provides a precisely known 
sound-pressure level at five ANSI- 
preferred frequencies. 


Condensed Specifications 


Acoustic Output: FREQUENCIES: 125, 
250, 500, 1000, and 2000 Hz; +3%. 
SOUND-PRESSURE LEVEL: 114 dB re 
20 N/m. 

Supplied: Carrying case, adaptors for 
1/2- and 1-in. microphones (fits 1-1/8- 
in. microphones without adaptor), bat- 
tery. 

Power: Battery operated (9V, Burgess 
PM6 or equal); 120 h use. 


1562-A Sound-Level Calibrator 1562-9701 
Coupler Adaptor Set, adapts 
1562-A to 1/8, 1/4, 


1567 Sound-Level Calibrator 


# low-cost # +0.5-dB accuracy 
= MESA approved 


The 1567 Sound-Level Calibrator is 
specially designed for you who wish to 
check instrument sensitivity only (not 
frequency response). The 1567 has a 
single-level output and is well suited for 
calibrating acoustic instruments at 1 
kHz. 


Weight: 1 Ib (0.5 kg). and 1/2-in. microphone 1560-9561 
Condensed Specifications 

Acoustic Output: FREQUENCY: 1000 

HZ, +3%. SOUND-PRESSURE LEVEL: 

114 dB re 20 wN/m?. 

Supplied: Carrying case, adaptor for 

1565-B, battery. 

Power: Battery operated, using 9-V 

Burgess 2U6 or equivalent; 100 hof use. 

Weight: 1 Ib (0.5 kg). 1567 Sound-Level Calibrator 1567-9701 


National stock numbers are listed at the back of the catalog. 
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1562-Z Audiometer Calibration Set 


The 1562-Z is a completely self- 
contained compact kit for field checks of 
sound-level meters, sound analyzers, 
and audiometers. It includes a 1565-B 
Sound-Level Meter, a 1562-A Sound- 
Level Calibrator, a 1560-P83 Earphone 
Coupler, spare batteries, a calibration 
chart, a full set of instructions, and a 
convenient carrying case to keep every- 
thing together. The earphone coupler al- 
lows calibration of the earphone without 
removal of the earphone cushion. 


Condensed Specifications 

Supplied: 1565-B Sound-Level Meter, 
1562 Sound-Level Calibrator, Earphone 
Coupler, spare batteries, storage case. 

Weight: 5 Ib (2.3 kg). 


Catalog 
Number 


1562-9901 


Description 
1562-Z Audiometer Calibration Set 


1933 Audiometer Calibration System 


# versatile calibration 


® precision sound-level 
measurements 


= octave-band analysis 


This system may be used to calibrate 
audiometers and check attenuator linear- 
ity over the range of 1OdB to 90dB HLas 
recommended by the OSHA Standards 
Advisory Committee. A calibration chart 
is included in the system to simplify 
documenting sound-level meter readings 
for the popular TDH 39, 49, and 50 ear- 
phones, and basic microphone- 
pressure-response data are also provided 
to facilitate more detailed investigations. 

This system includes: 1933-9700 
Precision Sound-Level Meter and 
Analyzer, including 1/2-inch and l-inch 
flat random incidence electret- 
condenser microphones, microphone at- 


tenuator, tool kit, microphone extension 
cable (10 ft) and batteries; dummy mi- 
crophone; 1/2-inch and 1-inch wind- 
screen (one each); earphone; 1562-A 
Sound-Level Calibrator with adaptors for 
1/2-inch and 1-inch microphones and 
batteries; 1560-P83 Earphone Coupler; 
1933-9603 Carrying Case with custom- 
padded insert to accommodate all sys- 
tem components plus a compartment for 
instruction manuals and other paper- 
work. 


Condensed Specifications 


(See individual instrument specifi- 
cations) 


Weight: 15 Ib (7 kg). 


1933 Audiometer Calibration System 


1560-9619 Audiometer Calibration Accessory Kit 


= easy field calibration comparable 
to factory accuracy 


a for use with 1982 or 1933 


= jncludes all necessary calibration 
data 


The 1560-9619 Audiometer Calibra- 
tion Accessory Kit is designed to be used 
with either the GenRad 1982 or 1933 
Precision Sound-Level Meter and 
Analyzer for the precise calibration of au- 
diometers. When used with these meters, 
it permits the periodic calibration of au- 
diometers as required by OSHA and other 
agencies, to the sound-pressure-level 
values specified in ANS! $3.6 1969 or 
other standards which require the NBS 
Type 9-A coupler to be used in the meas- 
urement procedure. 

The kit contains all the necessary 
components needed to measure the 
acoustic output of audiometers when 
used with the 1982 or 1933. Included in 
the kit are a GR 1560-P83 Earphone 
Coupler which fulfills the requirements 
of NBS Type 9-A, a l-inch GenRad 
Electret-Condenser Microphone, an 
adaptor (l-inch to 1/2-inch thread), au- 
diometer calibration stand assembly, 
calibration chart, and instruction sheet. 

The calibration chart in the kit docu- 
ments octave band sound-pressure levels 
for 125 Hz to 8000 Hz. Data are given for 
an audiometer setting of 70 dB HL for the 


TDH-39, and both 70 dB HL and 90 dB 
HL forthe: TDH-49° and TDH-50. 
Readings are given for the flat and 
A-weighted scale on the 1982 and 1933 
Precision Sound-Level Meters and 
Analyzers. 

The audiometer calibration stand as- 
sembly is a cast metal stand which sup- 
ports the l-inch microphone, earphone 
coupler, and 1982 or 1933 preamplifier. 
It has a polyethylene-foam base for isola- 
tion against shock and vibration during 
the measurement. 

The stand eliminates mounting the 
earphone coupler directly on the sound- 
level meter and the subsequent risk of 
the meter falling over. 


Condensed Specifications 

Frequency Range: 125 Hz to 8 kHz. 
Accuracy: The electret microphone 
response in a P83 NBS Type 9-A coupler 
is calibrated to be equal to the response 
of a type L microphone in an NBS 9-A 
coupler when used to calibrate TDH-39, 
TDH-49 and TDH-50 earphones mount- 
ed in a MX41/AR ear cushion. MICRO- 
PHONE/COUPLER CALIBRATION: 
(Factory), +0.2 dB — 125 Hz to 4 kHz; 
+0.3 dB — 6 kHz to 8 kHz. System 
accuracy when used with 1933-9700 


Audiometer Calibration Accessory Kit 
Audiometer Calibration Stand Assembly 


National stock numbers are listed at the back of the catalog. 
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1933-9716 


or 1982-9700 and the microphone 
supplied with the 1560-9619 and 
calibrated with the 1562 or 1567 
Acoustic Calibrator is within 1 dB at 
audiometric test frequencies 125 Hz 
to 4 kHz; 1.5 dB at audiometric test 
frequencies 6 kHz and 8 kHz. 
Supplied: (1560-9619), 1560-9683 
Earphone Coupler, 1961-9601 
Microphone, 1560-9618 Audiometer 
Calibration Stand Assembly, Calibration 
Chart, Instruction Sheet. 


Weight: Stand assembly, 2.4 Ib (1.1 kg). 


1560-9619 
1560-9618 


1935 Cassette Data Recorder 


= excellent companion instrument 
for the 1933 Precision Sound-Level 
Meter and Analyzer 


= cassette convenience and operat- 
ing simplicity 

= excellent for detailed analysis of 
field-gathered data 


The 1935 is a two-channel, .two-track 
magnetic tape recorder designed to 
simplify the gathering of acoustic signals 
for subsequent play back and analysis. It 
is especially valuable where non- 
stationary signals must be analyzed be- 
cause it allows you to record the signal 
and replay it as often as required for a 
detailed analysis. 

The recorder features a digital readout 
which indicates the setting of the sound 
level meter at the time the recording was 
made. This eliminates the need for you to 
remember to jot down the range setting 
during recording. 

Although intended primarily for use 
with the 1933, the recorder can also be 
used with any instrument that provides 
an. output of 0.5 to 3 volts rms. 


1985 DC Recorder 


® ideal for industrial, laboratory, and 
community noise recordings 

= meets ANSI and IEC Type 1 re- 
sponse when used with GenRad 
Type 1 meters 

= matched to dc outputs of GenRad 
sound-level meters for guess-free 
selection of input sensitivities/ 
calibration 

® chart speeds from 2 cm/h to 60 
cm/min 

= 50-dB direct-reading dynamic 
range 

= powered by built-in rechargeable 
battery for “go anywhere’”’ opera- 
tion; also operates from ac line or 
external dc source 


Simple, accurate noise recording The 
GR 1985 is a portable, lightweight, 
battery-powered strip-chart recorder that 
is designed to simplify the gathering of 
noise data in permanent, hard-copy 
form. Compatible with GenRad sound- 
level meters (1933, 1981, 1982, 
1983), it completes a _sound- 
measurement/recording system that 
produces permanent plots of noise- 
level-vs-time without the usual compli- 
cated calibration procedures that often 
Cause recording errors. The recorder may 
also be used with the GenRad 1945 
Community Noise Analyzer. 

Accuracy of the recorded data is a plus 
feature of the 1985 since the pen re- 
sponse is fast enough to meet the Type 1 
requirements of ANSI and IEC fast and 
slow meter response when used with a 
GenRad Type 1 instrument. 

Easy setup A front-panel switch on 
the 1985 allows you to select the proper 
input sensitivity to match the dc output 
of each compatible GenRad instrument. 
There is no need to select an input sen- 


Condensed Specifications 


Normal Recording Duration: 30 min- 
utes using C60 tape. 

TAPE SPEEDS: 1-7/8 in./s +2 dB, 20 
Hz to 12 kHz using 1935-9603 series 
cassettes. 


Frequency Response: Typical response 
+2 dB, 20 Hz to 12 kHz using 1935- 
9603 series cassettes. 


Power: 5 size-C energizers, supplied, 
provide about 10-hours operation. 1940 
Power Supply and Charger allows line op- 
eration of 1935 and recharges suitable 
batteries (included with power supply). 


Supplied: Head demagnetizer, head 
cleaning kit, interconnecting cables to 
1933 Precision Sound-Level Meter and 
Analyzer, earphone, microphone for 
voice notes, cassettes, and batteries. 


Weight: 7.5 Ib (3.4 kg). 


Description 


1935 Cassette Data Recorder 
Cassette, 30-minute 


sitivity on the 1985 that will handle the 
voltage range of the output from the in- 
strument. Just set the switch for the prop- 
er instrument, adjust the zero and span 
adjustments, and record. The zero and 
Span adjustments are located on the front 
panel for quick and easy calibration. 


Condensed Specifications 


Recorder Type: Portable, 
battery-powered, single- 
channel, strip-chart recorder 
with multiple speeds and with 
ranges matched to GenRad 
sound-level meters. Provides a 
direct reading, 50-dB dynamic 
range permanent recording of 
sound-level meter output data. 


Standards: When used with the 
GR 1933, 1981 or 1982 Precision Sound- 
Level Meters or with the GR 1945 Com- 
munity Noise Analyzer, the recording sys- 
tem meets the fast and slow meter- 
response requirements of ANSI S1.4- 
1971 Type 1, IEC Recommendation 
Publication 179-1973. Precision 
Sound-Level Meters, and the Draft Con- 
solidated Revision of IEC Publications 
R123 and R179 (August 1976) Type 1 
(Precision). 

When used with the GR 1983, the re- 
cording system meets the fast and slow 
meter response requirements of ANSI 
$1.4-1971 Type 2, IEC Recommenda- 
tion Publication 123-1961, Sound- 
Level Meters and the Draft Consolidated 
Revision of IEC Publications R123 and 
R179 (August 1976), Type 2. 


1985 DC Recorder 

Chart Paper, 20m, pack of 6 
Pens, pack of 6 

Carrying Case 

Battery, replacement 


National stock numbers are listed at the back of the catalog. 


Catalog 
Number 


1935-9700 
1935-9603 


Measuring System: SOURCE |IMPED- 
ANCE: Up to 100 k{Q2 maximum. 
INPUT IMPEDANCE: Potentiometric on 
all spans. 

INPUT SENSITIVITIES: Seven switch- 
selectable spans are provided. Front 
panel switch selects span for specific 
GenRad instrument as follows: 


GenRad No. Span (baseline to full scale) 
1983 O to +250 mV dc 
1981 O to +500 mV dc 
1945 

(30-80 dB range) —1.2to —3.2Vdc 
1945 
(50-100 dB range) —2.0to —4.0Vdc 
1945 
(70-120 dB range) —2.8to—4.8Vdc 
1982 0 to +3.0 V dc 
1933 Oto +5.0 V de 
1985-9700 
1985-9600 
1985-9601 
1985-9603 
1985-0402 
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1925 Multifilter 


a 3.15 Hz to 80 kHz 

= 1/3-octave or octave bands 

# calibrated channel attenuators 

= display with standard scale factor 

= scanned, parallel, and summed outputs 


Spectrum shaper or analyzer building block The 1925 
Multifilter contains up to 30 parallel octave-band or one- 
third-octave-band filters from 3.15 Hz to 80 kHz and is 
supplied with attenuators that permit independent control 
of the gain in each band. The attenuators let you use the 
multifilter as an equalizer or spectrum shaper to simulate 
or to compensate for irregularities in the frequency re- 
sponse of electrical or acoustical transmission systems or 
transducers. You can also use it as the basis for a serial 
or parallel frequency analysis system. 


Attenuator for each band Each attenuator provides 
50 dB of gain control in 1-dB steps, accurate to +0.25 
dB. Thumbwheel switches control the attenuation and a 
panel display indicates the ‘‘transmission”’ of the instru- 
ment. 


SPECIFICATIONS 

Frequency: 3.15 Hz to 80 kHz. 

Bandwidth: 1/3 octave; octave and 1/10 octave available. 
Attenuation: +6 to —12-dB continuous gain adjustment com- 
mon to all channels plus +25 to —25-dB attenuation in 1-dB 
steps with +0.25-dB accuracy (re +25-dB setting) by means 
of a panel thumbwheel switch for each band. Attenuation of 
each band is indicated by a dot on panel display and repre- 
sents the transmission between input and summed output. 
Display has standard 50-dB per decade scale factor; 10-dB 
per in. vertical, 5 in. per decade horizontal. Lock on panel 
prevents accidental changes in attenuator settings. 


1564-A Sound and Vibration Analyzer 


= 2.5 Hz to 25 kHz 

= 2 bandwidths: 1/3- and 1/10-octave 

= use direct from microphone or vibration pickup 
= ac or portable battery operation 

= automatic spectrum plots with 1521 recorder 


The 1564-A Sound and Vibration Analyzer is designed 
primarily for measuring the amplitude and frequency of 
the components of complex sound and vibration spectra. 
Its 1/3-octave (23%) and 1/10-octave (7%) noise band- 
widths provide the flexibility needed for analysis of both 
the noise and its causes. 

Input sources The high input impedance of the an- 
alyzer permits direct connection of piezoelectric trans- 
ducers for measuring sound pressures from 44 to 150 dB 
re 20uN/m? and acceleration from 0.0007 g to 100 g. 

The 1560-P42 and 1560-P40 Preamplifiers are avail- 
able to extend the full scale sensitivity of the analyzer by 
20 dB (10:1) and to allow use of the transducer at the 
end of a long extension cable. Alternatively, for higher 
sensitivity, the analyzer can be driven from a sound-level 
meter or vibration meter. 


SPECIFICATIONS 


Frequency: RANGE: 2.5 Hz to 25 kHz in four decade ranges. 
DIAL CALIBRATION: Logarithmic. ACCURACY OF CALIBRA- 
TION: =2% of frequency-dial setting. 


National stock numbers are listed at the back of the catalog. 
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Response: 30 6-pole Butterworth filters with 1/3-octave effec- 
tive (noise) bandwidths that conform to ANSI S1.11-1966 
Class Ill (high attenuation) and IEC 225-1966 standards or 
with l-octave bandwidths that conform to ANSI $1.11-1966 
Class Il (moderate rate but highest for octave-band filters) 
and IEC 225-1966 standards. ACCURACY of center frequency: 
+2%, LEVEL UNIFORMITY: Within +0.50 dB at 25°C, +0.75 
dB from O to 50°C, at center frequency with attenuator at 
+25 dB. PASSBAND RIPPLE: 0.5 dB max pk-pk. NOISE: 
<15 uwV equivalent input noise. HARMONIC DISTORTION: 
<0.25% at 1-V output for bands centered below 25 Hz, <0.1% 
at 1-V output for 25 Hz and above. WEIGHTING: A, B, C, 
conforming to ANSI $1.4, IEC 123, and IEC 179. 


Description Catalog Number 


“gc: * Sy ca 
1925 Multifilter Bench Rack 


One-Third-Octave Bands 
25 Hzto 20 kHz 1925-9700 1925-9701 
12.5 HztolO kHz 1925-9702 1925-9703 
3.15 Hzto 2.5 kHz 1925-9704 1925-9705 
100 Hzto 80 kHz 1925-9706 1925-9707 


* 45-band models, 1/10-octave-band models, mixed 1/10, 1/3, and 
l-octave-band models, or special bandwidths available on special 
order. 


Filter Characteristics: Noise bandwidth is either 1/3 octave 
or 1/10 octave. One-third-octave characteristic has at least 
30-dB attenuation at one-half and twice the selected fre- 
quency. One-tenth-octave characteristic has at least 40-dB 
attenuation at one-half and twice the selected frequency. UlIti- 
mate attenuation is 70 dB or greater for both characteristics. 
For both bandwidths, peak response is uniform +1 dB from 
5 Hz to 10 kHz and +1.5 dB from 2.5 Hz to 25 kHz. An all- 
pass, or flat, characteristic is also included. 


ee Ee ae ere ee ee 
1564-A Sound and Vibration Analyzer 


Portable Model, 115 V 1564-9701 
Rack Model, 115 V 1564-9820 
Portable Model, 230 1564-9702 
Rack Model, 230 V 1564-9821 
Replacement Battery 8410-0410 


Patent Number 3,012,197. 


1568-A Wave Analyzer | 


20 Hz to 20 kHz 
1% constant-percentage bandwidth 


portable, battery-operated 


85-dB rejection 


The 1568-A is an important instrument for high-resolu- 
tion frequency analyses, whether for measuring vibration 
and noise components or the spectrum of a complex 
electrical signal. Good design combines the excellent 
filter shape of a wave analyzer with the convenient, sim- 
ple operation of constant-percentage-bandwidth analy- 
zers in a portable, low-cost instrument. 

The voltage sensitivity and input impedance, adequate 
for most uses, can be improved to 10 microvolts full-scale 
and > 500 megohms, respectively, by the use of a 1560- 
P42 Preamplifier and a 1560-P62 Power Supply. 

The 1568 excels in such applications as 

harmonic distortion measurements at low frequencies 
harmonic analysis — 1% bw yields 50 components 
detailed analysis of machinery noise and vibration 
separation of close, discrete, low frequencies 


SPECIFICATIONS 


Frequency: RANGE: 20 Hz to 20 kHz in six half-decade ranges. 
DIAL CALIBRATION: Logarithmic. ACCURACY OF FREQUENCY 
CALIBRATION: 1%. 


1521-B Graphic Level Recorder 


7 Hz to 200 kHz 
= 1-mV ac sensitivity — 0.8-mA dc 


linear dB plot of rms ac-voltage level 
20-, 40-, or 80-dB range 
= convenient, disposable pens 


Stands alone This recorder produces a permanent, re- 
producible strip-chart record of ac-voltage level as a 
function of time or of some other quantity. Record, for ex- 
ample, the frequency response of a device or the fre- 
quency spectrum of noise or of acomplex electrical signal. 

The wide range of paper speed facilitates long-period 
studies (such as traffic-noise) as well as short-duration- 
transient measurements (such as auditorium-reverbera- 
tion). Writing speeds and low-frequency cutoff are 
selected by a single switch. The frequency response can 
be extended downward to 4.5 Hz with the slower writing 
speeds, which filter out abrupt level variations. You get 
a smoothed plot without loss of accuracy. 


SPECIFICATIONS 

AC Recording: RANGE: 40 dB full-scale with the potentiometer 
supplied, 20- and 80-dB potentiometers available for ac level 
recording. LINEARITY: #(1% of full-scale dB value plus a 
frequency error of 0.5 dB at 100 kHz and 1.5 dB at 200 kHz). 
Frequency Response and Writing Speed, for AC Level Record- 
ing: High-frequency response =2 dB, up to 200 kHz. Low- 
frequency sine-wave response depends on writing speed, as 


National stock numbers are listed at the back of the catalog. 


Filter Characteristics: BANDWIDTH between 3-dB points on 
selectivity curve: 1% of selected frequency. ATTENUATION, 
at 20% above and at 20% below selected frequency: > 50 dB 
referred to the level at the selected frequency. Attenuation at 
twice and at one-half the selected frequency is 2 75 dB re- 
ferred to the level at the selected frequency. Ultimate atten- 
uation is > 85 dB. UNIFORMITY of filter peak response with 
tuning: =1 dB from 20 Hz to 6.3 kHz and +2 dB from 20 Hz 
to 20 kHz. 
Catalog 


Description Number _ 
1568-A Wave Analyzer 
Portable Model, 115 V ac _ 1568-9000 
Portable Model, 230 V ac 1568-9010 
Replacement Battery 8410-0410 


shown in following table: (With the 80-dB pot, writing speed 
< 300 dB/s, i.e., 15 in./s.) 


Writing Speed (approx), 
with 0.1-in. overshoot 


Low-Frequency Cutoff 
(< 1 dB down) 


20 in./s 508 mm/s 100 Hz 
10 254 20 Hz 
@ 76 7 (3 dB down at 4.5 Hz) 
1 25 7 (3 dB down at 4.5 Hz) 


Dc Recording: RANGE: 0.8 to 1 V (0.8 to 1.0 mA) full-scale, 
with zero position adjustable over full scale. RESPONSE: 3 
dB down at 8 Hz (pk-pk amplitude < 25% of full scale). LIN- 
EARITY: =1% of full scale. 


Graphic Level Recorder, 40-dB potentiometer, * 
high-speed motor 


1521-8 60-Hz Bench Model 1521-9802 
1521-B 60-Hz Rack Model 1521-9812 
Graphic Level Recorder, 40-dB potentiometer, 
medium-speed motor 
1521-B 60-Hz Bench Model 1521-9833 
1521-B 60-Hz Rack Model 1521-9834 


* Other potentiometers available. 
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1523 Graphic Level Recorder 


An excellent recorder with plug-in 
modules for: 


= level recordings 
= frequency-response measurements 


m= Narrow-band wave analysis 


1-Hz to 500-kHz frequency range 

100-,.V sensitivity 

up to 100-dB dynamic range 

up to 0.1-dB linearity 

3 recorders in one with plug-in versatility 
remotely programmable — a systems natural 


Automatic measurements — simply and graphically The 
1523 is not just another recorder; it is a measurement 
center. It incorporates the latest refinements of the re- 
corder field with those of the sweep-oscillator and sound- 
analyzer fields and does so in one instrument that elim- 
inates the usual bother of trying to keep everything syn- 
chronized. Simply connect your signal or device,.set up 
the desired measurement conditions, and push a button 
—the 1523 does the rest, automatically and without 
constant attention or control manipulation. 


Narrow-band wave analysis for 


product-noise reduction programs 
spectrum-signature work 
vibration studies 

preventive maintenance programs 
distortion measurement 

network analysis 


The 1523-P4 Wave Analyzer plug-in gives you the capa- 
bility to perform high-resolution spectral analysis, swept- 
frequency analysis with a tuned detector, and amplitude- 
vs-time measurements at selected frequencies. 

The 1523-P4 provides analysis bandwidths of 10 Hz 
and 100 Hz and an all-pass mode covering the range from 
10 Hz to 80 kHz. Most signals can be handled without 
preamplification, because the analyzer will accommodate 
inputs over a 140-dB range (3 xV to 30 V), with capabil- 
ities to detect and display any 80-dB portion. 


National stock numbers are listed at the back of the catalog. 
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Simple response measurements for 
e filter and network response testing 
e loudspeaker, amplifier, and tape-recorder evaluation 
@ performance tests for microphones, hydrophones, 
and hearing aids 
@ general medical and educational applications 


With the 1523-P2 Sweep Oscillator plug-in, which in- 
corporates a sweep oscillator, your recorder produces 
frequency-response recordings at the push of a button. 
You can set the oscillator to sweep the full 1-Hz to 500- 
kHz range, or various portions of it, at output levels con- 
tinuously adjustable from 500 zV to 5 V behind 600 2. 
A unique and versatile constant-Q mode of operation can 
be selected to speed the recording in many applications 
by increasing the sweep rate automatically as the fre- 
quency increases. Under many conditions, recordings 
can be made in the constant-Q mode in 42 to ¥% the time 
normally required. 

Versatile level recording for 
e A-weighted level-vs-time recordings 
e reverberation-time measurements 
e general level-recording applications 


Select the 1523-P1A Preamplifier plug-in for the best in 
general recorder performance. The 1523-P1A gives you 
a broad frequency coverage from 1 Hz to 500 kHz, a 
sensitivity of 100 nV, and 18 chart speeds from as slow 
as 20 hours per inch to as fast as half a second per inch. 
Continuously adjustable attenuation from O to 70 dB 
provides the utmost in recording resolution, and a choice 
of nine averaging times from 10 msto 5s allows supreme 
flexibility. 


SPECIFICATIONS 


stanar 
INeUT 


SL 


with 1523-P1A Preamplifier Plug-in 


Input: Chart O-level can be O dB (100 uV) to 70 dB; set in 
10-dB steps plus a continuous vernier. This corresponds to a 
chart O-level of 34 dB with the 1560-P42 Preamplifier in 
the X10 gain position and a —40 dB re 1 V/N/m? micro- 
phone. See Maximum Input Sensitivity under 1523 Main- 
frame Specifications. MAXIMUM INPUT: +10 V pk ac to 
250 kHz, +5 V pk ac to 500 kHz, re dc component of 
+350 V max. IMPEDANCE: 1 MQ//30 pF at plug-in; 3.35 
kQ +1% direct to potentiometer via internal switch. CON- 
NECTORS: Front and rear BNC and rear 3-pin A3 mike con- 
nector that also provides power for 1560-P40 or -P42 
Preamplifier. ’ 


Input Frequency: FLAT or A-weighted selected by switch on 
front panel. Response in FLAT, 1 Hz to 500 kHz +0.1 dB to 
100 kHz, +2 dB to 500 kHz, except <3 dB down at 100 kHz 
on 0-dB range. A-weighted response conforms to ANSI S1.4- 
1971 Type 1. Response uniformity between FLAT and A- 
weighted, +0.2 dB at 1 kHz. Low-frequency and crest-factor 
cutoffs depend on averaging times. 
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with 1523-P2 Sweep Oscillator Plug-in 


Input: Chart O-level can be 0 dB (100 uV) to 70 dB; set in 10- 
dB steps. See also Maximum Input Sensitivity under 1523 
Mainframe Specifications. MAXIMUM INPUT: = 10 V pk ac to 
500 kHz; re dc component of + 40 V max. IMPEDANCE: 
1 MQZ30 pF at plug-in; 3.35 kn + 1% direct to potentiometer 
via internal switch. CONNECTORS: Front and rear BNC and 
rear 3-pin A3 mike connector that also provides power for 
1560-P40 or -P42 Preamplifier. 


Input Frequency: 1 Hz to 500 kHz; flat within =0.1 dB to 100 
kHz, within =2 dB to 500 kHz, except on O-dB range, down 
<3 dB at 100 kHz. Averaging times programmed automati- 
cally to avoid low-frequency cutoff; program can be inhibited 
by external input. 

Sweep Frequency: 1 Hz to 500 kHz; automatically from lower 
to upper frequency. Lower frequency can be set to 1, 2, 5, 10, 
20, 50, 100, or 200 Hz, 1, 10, or 100 kHz; upper frequency 
can be set to 10 or 100 Hz, 1, 2, 5, 10, 50, 100, 200, or 500 
kHz. ACCURACY: =1.% of indicated frequency. STABILITY: 
+0.05% over 10 min, 0.25% over 24 h; after 30-min warm- 
up. SWEEP TIME: 5 s to 200 ks/decade in 5, 10, 20 se- 
quence; or manual sweep. Averaging time decreases with 
frequency as follows: 2 s from 1 to 10 Hz, 200 ms from 10 
to 100 Hz, 50 ms from 100 Hz to 100 kHz, and 20 ms from 
100 to 500 kHz. SWEEP RESOLUTION: 3000 discrete log- 
arithmically scaled steps per decade (0.08% step). SWEEP 
VOLTAGE: Dc output proportional to log of swept frequency 
available at rear connector. 


National stock numbers are listed at the back of the catalog. 


TRACKING 


with 1523-P4 Wave Analyzer Plug-in 


Main Input: Chart O-level can be — 30 dB (3.16 u/) to+ 50 GB; 
set in 10-dB steps supplemented by a 12-dB continuous ver- 
nier. TOTAL MEASUREMENT RANGE: 140 dB (3.16 uV to 
31.6 V). DYNAMIC RANGE: 80 dB, without changing attenu- 
ators, may be displayed with the 100-dB potentiometer. MAX- 
IMUM INPUT: 30 V rms to 80 kHz, re dc component of = 50 V 
Max. INPUT OVERLOAD: Detected by peak monitor and indi- 
cated on front panel. IMPEDANCE: 1MoQ//30 pF. -CONNEC- 
TORS: Front and rear BNC and rear 3-pin A3 mike connector 
that also provides power for 1560-P40 or -P42 Preamplifier. 
ACCURACY OF RECORDED LEVEL: = 0.5 dB below 10 kHz, = 1 
dB above (with 50-dB pot). 

Analyzer Characteristics: FREQUENCY: 10 Hz to 80 kHz. 
SWEEP RANGE: 10 Hz to 10 kHz (10-Hz bandwidth); start and 
stop frequencies each set by 4-position ‘switch and 10-turn 
dial. BANDWIDTH: 10 Hz, 100 Hz, and “all pass,” switch 
selected. PASS-BAND SHAPES: 3-dB bandwidth = 10 = 1 Hz, 
60-dB bandwidth < 60 Hz, 80-dB bandwidth < 120 Hz; 3-dB 
bandwidth = 100 = 10 Hz, 60-dB bandwidth < 400 Hz, 80-dB 
bandwidth < 800 Hz. ACCURACY OF RECORDED FRE- 
QUENCY: + 2% or + 5 Hz, whichever is greater. STABILITY: 
(After 30-min warmup) += 0.05% (10 min), + 0.25% (24 h). 
DISTORTION: Internally generated distortion and hum prod- 
ucts 2 75 dB below full scale. NOISE: < 1 uV in a 10-Hz band- 
width. IMAGE REJECTION: 2 80 dB (100 to 180 kHz). I-F 
REJECTION: 2 80 dB (50 kHz). 


MAINFRAME SPECIFICATIONS 


Dynamic Range: Up to 100 dB, depending on potentiometer. 
POTENTIOMETERS: 5 available, all easily interchanged and 
all with 5-in. scales except for 60 dB which has 12-cm scale. 
10 dB (with +0.1-dB linearity); 25 dB (+0.15 dB), 50 dB 
(+0.25 dB), recommended for general use; 60 dB (=0.3 dB), 
for use with 1523-P3 only; and 100 dB (+0.5 dB). MAXIMUM 
INPUT SENSITIVITY: 100 «V rms for averaging times 0.1 s 
or greater, 1 mV rms for averaging times < 0.1 s; except for 
10-dB pot, max sensitivity 1 mV; minimum averaging time 50 
ms. DEAD BAND: 0.15% of full scale; except 0.25% with 
0.01, 0.02 and 0.05 s averaging times. DETECTION: True 
rms, error < 0.1 dB for 15-dB crest factor, < 0.5 dB for full 
20-dB crest factor for frequencies above crest-factor cutoff 
frequency. NOISE: Equivalent input noise < 40 «Vrms. RE- 
TRANSMITTING POTENTIOMETER: Provides dc output volt- 
age, proportional to ac input, of O to 10.4 V dc (2 V/in. of pen 
deflection). 


Catalog 
Description Number 
1523 Graphic Level Recorder Mainframe 
without plug-in but with poten- 
tiometer noted 
Potentiometer Model 
50 dB bench 1523-9700 
50 dB rack 1523-9701 
25 dB bench 1523-9704 
25 dB rack 1523-9705 
60 dB bench 1523-9706 
60 dB rack 1523-9707 
100 dB bench 1523-9708 
100 dB rack 1523-9709 
Select at least 1 of the following plug-ins 
1523-P1A Preamplifier 1523-9608 
1523-P2 Sweep Oscillator 1523-9602 
1523-P4 Wave Analyzer 1523-9604 
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1945 Community Noise Analyzer 


= on-site readout of: 
L exceedance levels, L,,, and L,, 


does not require tape recorders or calculators 
battery power eliminates ac line requirements 
low-cost, optional weatherproof microphone system 
weatherproof security enclosure available 


analysis durations from 10 minutes to 24 hours - 
available 


2 data inhibit available 


A stand-alone instrument The GR 1945 is designed to 
satisfy the need for a low-cost, easy-to-use community 
noise analyzer, without the need for tape recorders, cal- 
culators, or computers. It monitors noise levels for up to 
three sequential time periods having selectable durations 
from 30 minutes to 24 hours, or 10 minutes to 8 hours 
(1945-9006), and automatically computes and stores L 
exceedance levels, Ly,, and L,, (optional), for each time 
period. Answers to the computed levels are instantly avail- 
able at the push of appropriate pushbuttons. The 1945 
displays the levels on an easy-to-read digital display. 
Sound-level measurements of existing ambient levels can 
also be made at the push of a button. 

The 1945 has a 100-dB dynamic range to ensure that 
data will not be lost during wide variations in noise levels. 
This capability, plus the completely automatic electronic 
operation of the 1945, contributes to the high reliability 
of its answers. 

Security and Environmental Protection For optimum 
performance and protection of the 1945 at unattended 
measurement locations, a weatherproof microphone sys- 
tem and weatherproof enclosure are offered as accessories. 


SPECIFICATIONS 


COMMUNITY NOISE ANALYZER 

Sensitivity Range: Microphone input can be directly calibrated 
with microphone-preamplifier combinations having sensitivity 
of —35 to —45 dB re 1 V/N/m? (—55 to —65 dB re 1 
V/ubar). AUX INPUT: (For use with 1935 Cassette Re- 
corder) 0.5 V rms corresponds to 120 dB. 

Maximum Detected Level: 120 dB rms; provides 14-dB crest 
factor. 

Minimum Detected Level: 5 dB above typical noise floor, 
using 1972-9600 or 1560-P42 Preamplifier with indicated 
microphone as follows: 


Microphone input with A Cc FLAT 
GR 1962 Microphone 27 dB 30 dB 40 dB 
GR 1961 Microphone 23 dB 26 dB 38 dB 
GR 1971 Microphone 25 dB 25 dB 29 dB 
AUX Input 27 dB 26 dB 29 dB 


Statistical Analysis: RESOLUTION: 1 dB. LINEARITY: 0.25 
dB. ANALYSIS DURATION: Selected by front panel switch; 
choices listed below. NUMBER OF SAMPLES: Function of 
analysis duration as follows: 


Analysis Duration Number of Samples 


4, 6, 8, 12 or 24 hours 65528 
2 or 3 hours 32764 
1 hour 16382 
14 hour 8191 


Environmental: TEMPERATURE: —10 to +60°C operating, 
—40 to +55°C storage (batteries installed), —40 to +75°C 
storage (batteries removed). HUMIDITY: 0 to 90% RH 
operating. VIBRATION: 0.030” excursion 10-55 Hz. 


National stock numbers are listed at the back of the catalog. 
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Power: 8 ‘‘D’’ cells provide 75 hours’ continuous operation 
or permit 24 hours’ running time and 1 week of idling mem- 
ory contents at 25°C. 

Mechanical: DIMENSIONS (wxhxd): Models 1945-9700 and 


-9710: 8.5x10.75x9.38 in. (216x273x238 mm). WEIGHT: 
Model 1945-9700: 16.5 Ib (7.5 kg) net; model 1945-9710: 
15.5 Ib (7.1 kg) net. 


COMMUNITY NOISE ANALYZER (1945-9006) 

Specifications per the above with the following additions: 
Statistical Analysis: A front panel switch permits selection of 
ANALYSIS DURATIONS of 14 hour to 24 hours as above or 10 
minutes to 8 hours shown below. 


Analysis Duration Number of Samples 


1.33, 2, 2.67, 4 or 8 hours 65528 
40 minutes or 1 hour 32764 
20 minutes 16382 
10 minutes 8191 


WEATHERPROOF MICROPHONE SYSTEM 

Gain: 1:1 or 10:1 (20 dB) +0.3 dB at 25°C, slide switch 
selected; <+0.3 dB change from that at 25°C from —30 to 
+:65.C. 

Frequency: Measured at 1 V rms output into open circuit with 
600-2 source, —30 to +55°C. 

20 Hz 100 kHz 
+0.25 dB 


Siz 5iAZ 


10:1 gain 


Input Impedance: Approximately 2 GQ in parallel with less 
than 6 pF. Driven shield reduces input capacitance loading 
for condenser microphones. 


WEATHERPROOF ENCLOSURE 

Environment: SOLAR TEMPERATURE RISE: Less than 10°C 
in still air. Typically 3°C in light variable wind, 0-5 mph. 
RAIN: Rainproof for wind-driven fall angle of rain less than 
45° from vertical. CONDENSING MOISTURE: Provides pro- 
tection to instrument for at least 24 hours’ exposure to fog 
or dew conditions. SNOW: Provides protection from snow 
with wind-driven fall angle less than 45° from vertical. 
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Description Number 
1945 Community Noise Analyzer (Requires a 

microphone and preamplifier 

With Leq/Lan option 1945-9700 

Without Leq/Ldn option 1945-9710 

D-weighting option is available on special order 

Consult factory for ordering information 
Community Noise Analyzer (same as 1945-9700/-9710 

plus additional analysis durations and Data Inhibit — 

see specifications) 1945-9006 
Weatherproof Microphone System 1945-9730 
Weatherproof Enclosure 1945-9640 
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Electret-Condenser Microphones 


METALIZED-FILM 
ELECTRODE 


DIAPHRAGM 


++ + et tte tit 
POLARIZED ELECTRET 


METAL- PLATE 
ELECTRODE 196o;8 


The GR electret microphone is a condenser microphone 
with a permanently-polarized solid dielectric diaphragm. 


Use of a solid dielectric permits a simplified manufac- 
turing process, and permanent polarization eliminates the 
need for a polarizing-voltage power supply. The net result 
is a high-performance laboratory-standard microphone at 
a moderate cost. 

These microphones represent the very latest in micro- 
phone technology. They feature very uniform high-fre- 
quency performance in both flat random- and flat perpen- 
dicular-incidence versions, and are available in a variety 
of sizes. Since polarization voltage is not required, they 
can be used with inexpensive preamplifiers such as GR’s 
1972-9600. 


1961 1-inch Electret-Condenser Microphones 


Frequency: Curves show typical response and guaranteed 
limits; individual response curve supplied with each micro- 
phone. Below 20 Hz, the microphone is typically flat +1 dB 
down to 5 Hz. Microphone is essentially omnidirectional. 
Sensitivity Level: NOMINAL: —38 dB re 1 V/N/m2 (—58 dB 
re 1 V/ubar). TEMPERATURE COEFFICIENT: < +0.02 dB/°C 
typically from 0 to +55°C. MAXIMUM SOUND PRESSURE 
LEVEL: 160 dB absolute max. 

Impedance: 125 +10 pF at 25°C and 1 kHz; temperature co- 
efficient <+0.2 pF/°C at 1 kHz. 

Environmental: —20 to +55°C and 90% RH operating; 1- 
year exposure in an environment of +55°C and 90% RH 
causes negligible sensitivity change. 

Mechanical: TERMINALS: Coaxial, with 0.907-60 thread, 
adapted to 0.460-60 (thread per in.). DIMENSIONS: 0.936 
+0.001 in. dia. x 1.045 +0.001 in. long (1.435 +0.007 in. 
long with adaptor) (23.77 +0.025 x 26.55 +0.025 mm). 
WEIGHT: 1 oz (28 g) net, 1 Ib (0.5 kg) shipping. 


Limits <7 


1961-960! TYPICAL 
RANDOM - INCIDENCE RESPONSE 
+ vs 


LIMITS Ae iis 
TYPICAL 


1961-9602 
INCIDENCE RESPONSE 


“20 50 70 100 200 TOO IkHz 2 


500 
FREQUENCY -Hz 


Typical performance 
with 1560-P42 and 1972-9600 Preamplifiers (Unity Gain) 


“System” Dynamic 

Frequency Sensitivity Range* 
Microphone Range re 1 V/N/m? re 20 uwN/m? 
1961-9601 5 Hz to 12 kHz —38 dB 20.5 to 140 dB 
1961-9602 5 Hz to 15 kHz —38 dB 20.5 to 140 dB 


*A-weighted noise level to maximum rms sinewave signal 
without clipping. 


Catalog 
Description Number 
1961 Electret-Condenser Microphones 
Flat random-incidence response, 1-inch 1961-9601 
Flat perpendicular-incidence response, 1-inch 1961-9602 


1962 1/2-inch Electret-Condenser Microphones 


Frequency: Curves show typical response and guaranteed 
limits; individual response curve supplied with each micro- 
phone. Below 20 Hz, the microphone is typically flat +1 dB 
down to 5 Hz. Microphone is essentially omnidirectional. 
Sensitivity Level: NOMINAL: —40 dB re 1 V/N/m2 (—60 dB 
re 1 V/ubar). TEMPERATURE COEFFICIENT: < +0.02 dB/°C 
typically from O to +55°C. MAXIMUM SOUND-PRESSURE 
LEVEL: 170 dB absolute max. 

Impedance: 35 +5 pF, at 25°C and 1 kHz; temperature co- 
efficient <+0.1 pF/°C, at 1 kHz. 

Environmental: —20 to +55°C and 90% RH operating; 1- 
year exposure in an environment of +55°C and 90% RH 
causes negligible sensitivity change. 

Mechanical: TERMINALS: Coaxial, with 0.460-60 thread. DI- 
MENSIONS: 0.500 +0.005 in. dia. x 0.815 +0.001 in. long 
(12.70 +0.127 x 20.70 +0.025 mm). WEIGHT: 0.5 oz (148) 
net, 1 Ib (0.5 kg) shipping. 


National stock numbers are listed at the back of the catalog. 
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Typical performance 
with 1560-P42 and 1972-9600 Preamplifiers (Unity Gain) 


“System” Dynamic 

Frequency Sensitivity Range* 
Microphone Range re 1 V/N/m? re 20 uN/m?2 
1962-9601 5 Hz to 19 kHz —41dB 26 to 145 dB 
1962-9602 5 Hz to 24 kHz —41 dB 26 to 145 dB 


*A-weighted noise level to maximum rms sinewave signal 
without clipping. 


1962 Electret Condenser Microphones 
Flat random-incidence response, 14-inch 
Flat perpendicular-incidence response, 14-inch 


1962-9601 
1962-9602 
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Ceramic Microphones 
1-inch Ceramic Microphones 


Three versions of the l-inch ceramic microphone are 
offered; the differences are described below. All versions use 
the same microphone cartridge. 


Frequency: Curve shows typical random response and guaran- 
teed limits; individual response curve supplied with each 
microphone. Below 20 Hz, the microphone is typically flat 
+1 dB down to 5 Hz re the 500-Hz level. Time constant of 
pressure-equalizing leak is typically 0.08 s with a correspond- 
ing 3-dB rolloff at 2 Hz. 


Sensitivity Level: NOMINAL: —40 dB re 1 V/N/m? (—60 dB 
re 1 V/ubar); MINIMUM: —42 dB re 1 V/N/m? (—62 dB re 
1 V/wbar). TEMPERATURE COEFFICIENT: ~ —0.01 dB/°C. 
KEY SOUND-PRESSURE LEVELS: <1% distortion at 150 dB; 
at —184 and +174 dB peak, microphone may fail. 


Impedance: For 1971-9601 and —9605, 385 pF +15% at 
23°C; for 1971-9606, 405 pF +15% at 23°C. TEMPERA- 
TURE COEFFICIENT of Z, for both: 2.2 pF/°C from O to 50°C. 


Environment: TEMPERATURE: — 40 to +60°C operating: HU- 
MIDITY: 0 to 100% RH operating. 


Mechanical: TERMINALS: 1971-9601, Coaxial with 0.460-60 
thread for mounting on 1560-P42 or 1972-9600 preamplifiers. 
Center terminal is signal, outer terminal (shell) is ground. 
0.460-60 threaded adaptor may be removed for mounting on 
1560-P40 preamplifier. 1971-9605, Microphone cartridge 


Preamplifiers 
1560-P42 Preamplifier 


= For electret-condenser, air-condenser, and ceramic 


microphones and vibration pickups 


The 1560-P42 Preamplifier is a high-input impedance, low- 
noise preamplifier. It is particularly well suited for amplifica- 
tion of the output of capacitive sources, such as electret- 
condenser, air-condenser, and ceramic microphones and piezo- 
electric vibration pickups. It is an excellent choice for use 
with GR sound-level meters and analyzers when a long cable 
must be used between the microphone and the instrument. 
It is also a useful probe amplifier for other electrical signals 
where high input impedance and low noise are necessary. For 
example, it can increase the sensitivity and input impedance 
of analyzers, recorders, amplifiers, null detectors, counters, 
frequency meters, voltmeters, and oscilloscopes. Output from 


SS Nee a 


National stock numbers are listed at the back of the catalog. 


fitted with 3-terminal audio connector. 1971-9606, Micro- 
phone cartridge with flexible conduit and 3-terminal audio 
connector. DIMENSIONS: Cartridge only, 1.13 in. (29 mm) 
long, 0.936 +0.002 in: (23.7 mm +50 um) dia; assembly, 
1971-9601, 1.44 in. (36.5 mm) long; 1971-9605, 2.31 in. 
(59 mm) long; 1971-9606, 11.75 in. (298 mm) long. 
WEIGHT: 1971-9601, 1.5 oz (41 g) net, 1 Ib (0.5 kg) shipping; 
1971-9605, 2 oz (56.6 g) net, 1 Ib (0.5 kg) shipping; 1971- 
9606, 10 oz (283 g) net, 2 Ib (0.9 kg) shipping. 


RANDOM-INCIDENCE RESPONSE 


YPICAL CUR 


DECIBELS 


Jee 
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Typical performance of the 1971 Microphones i 
with the 1560-P42 and 1972-9600 Preamplifiers (Unity Gain) 
“System” Dynamic 


Frequency Sensitivity Range* 
Range re 1 V/N/m2 re 20 pN/ m2 
5 Hz to 12.5 kHz —40 dB 22 to 145 dB 


* A-weighted noise level to maximum rms sinewave signal with-_ 
out clipping. : ; : 
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Description Number 
1971 1-inch Ceramic Microphone 

With adaptor to mike connector 1971-9605 
With adaptor to preamplifier 1971-9601 
Assembled with flexible conduit 1971-9606 


the preamplifier is through a removable 3-wire shielded cable 
and the required dc supply voltage is applied from one of the 
wires to ground. 


Gain: 1:1 or 10:1 (20 dB) £0.3 dB at 25°C, slide-switch con- 
eae mons gain change, from that at 25°C, from —30 
to A; 


Frequency Response (at 1-V rms open-circuit output behind 
60070; = 30!to =-552C)r 


SP mira SuhZ 20 Hz 100 kHz 300 kHz 


+1 dB 


500 kHz 


1:1 gain 1 dB 
10:1 gain 
Impedance: INPUT: ~ 2 GQ in parallel with <6 pF; driven 
shield reduces input-capacitance loading for condenser mi- 


crophones. OUTPUT: ~ 15 © in series with 3.3 pF. 
1560-P42 Preamplifier 1560-9642 
Adaptor (to most 1-in. condenser microphones) 1560-9542 
Adaptor (to vibration pickups and 1-in. ceramic 

microphones) 1560-9669 
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1972-9600 Preamplifier/Adaptor 


PS ceweent nave ce 
1972-9608 


The Preamplifier/Adaptor provides the high input impe- 
dance required by electret-condenser and ceramic micro- 
phones, unity voltage gain, and the capability to drive cables 
up to 100 feet in length. The amplifier requires a 9- to 25-volt 
dc power supply or normal connection to the 1560-P62 Power 
Supply or most any GR acoustic instrument. 

The 1972-9600 has the same input connector as the 1560- 
P42 Preamplifier; unlike the latter, it does not provide polari- 


_ 1560-P40 Preamplifier 


= For ceramic microphones and vibration pickups 


eS 


none 
SO rcxs 


BENE pm, 


The 1560-P40 Preamplifier is a high input-impedance, low 
noise preamplifier similar to the 1560-P42 Preamplifier above 
except it produces no polarizing voltage and therefore cannot 
be used with condenser microphones. 

A 1-inch ceramic microphone (1560-9570 cartridge, adaptor 
removed) plugs into the input end of the preamplifier case. 
The output from the preamplifier goes through a 3-terminal 
shielded connector, 1 terminal of which (with ground) brings 
in the required dc power. 


Power Supply 


1560-P62 POWER SUPPLY Required with 1560-P40, -P42, 
or 1972-9600 Preamplifiers when they are used with instru- 
ments that do not include a source of power such as the 1551 
and 1565 Sound-Level Meters. Also useful when long cables 
are to be driven at high levels and as a charger for recharge- 
able batteries in the 1561 Sound-Level Meter or 1952 Universal 
Filter. 


Input: 100 to 125 or 200 to 250 V, 50 to 60 Hz. 
Output: 18 to 21 V dc, 15 mA max; automatic limiting protects 


zation voltage for air-condenser microphones. It may be driven 
from the same kind of transducer as the 1560-P42 with the 
exception of any that require polarization voltage. 


Gain: 0 dB, +0 —0.25 dB, at 1 kHz. 

Frequency Response: +1 dB, 5 Hz to 100 kHz; +3 dB, 3 Hz 
to 500 kHz (at 0.1 V rms output into an open circuit, driven 
from 600-9 source). 

Input Impedance: ~3 pF in parallel with 1 Ga, at low audio 
frequencies. 


hee Catalog 
Description Number 
1972 Preamplifier/Adaptor 1972-9600 
Frequency Response: 
3 Hz 5 Hz 20 Hz 250 kHz 500 kHz 
1:1 gain =+0.25 dB 


10:1 gain 


Gain: 1:1 or 10:1 (20 dB) £0.3 dB at 25°C, slide-switch con- 
trolled; <+0.3-dB gain change (from that at 25°C) from —30° 
to)++55°C. 

Impedance: INPUT: 6 pF, >500 MQ at low audio frequencies. 
OUTPUT: ~20 Q in series with 3.3 uF at 1:1 gain, ~100 9 in 
series with 3.3 uF at 10:1 gain. 


1560-9640 
1560-9696 


1560-P40 Preamplifier 
1560-P96 Adaptor, to microphone connector 


supply and prevents deep battery discharge. BATTERIES: Two 
rechargeable Ni-Cd batteries provide up to 225 mA-hours op- 
eration at room temperature between charges. RIPPLE: <5 mV 
rms in CHARGE-OPERATE mode. CHARGE TIME: 14 to 16 h 
for completely discharged battery, constant 22-mA battery- 
charging current. Rear-panel slide switch selects internal or 
external battery. 


1560-P62 Power Supply, Bench Model 1560-9575 


Accessories for Acoustic Instruments 


Microphone Windscreens 


These microphone windscreens reduce the effects of ambi- 
ent wind noise and protect the microphone diaphragm in oily, 
misty, or dusty environments. They attach easily to any 1-inch 
microphone and do not.appreciably alter the sensitivity or 
frequency response of the microphone. The windscreens are 
made of reticulated polyurethane foam and can be conveni- 
ently washed if they become soiled. 


Wind-Noise Reduction: 20 dB in winds <30 mph. 


Microphone Sensitivity Loss: 0 dB to 3 kHz, ~0.5 dB to 5 kHz, 
~2 dB to 12 kHz; see curve. 


Tripod 


1560-9590 TRIPOD Versatile — accepts a variety of equip- 
ment. A ¥%-20 threaded stud fits all GR sound-level meters and 
electronic stroboscopes, a l-in. sleeve accepts the 1560-P40 
and 1972-9600 Preamplifiers, and a Y2-in. sleeve accepts the 
1560-P42 Preamplifier. 


National stock numbers are listed at the back of the catalog. 


Windscreens are also available for Y2-inch microphones. Their 
specifications are similar to those for l-inch microphones. 


+2 


SENSITIVITY CHANGE 


CHANGE -dB 


fe) 
-2 
4 


“100 Hz 500Hz SkHz  |OkHz — 20kHz 
1500 9521 1 


EREQUENEY 
Microphone Windscreens, 4 each per pack 
For 1-in. microphones 
For ¥-in. microphones 


1560-9521 
1560-9522 


1560-9590 


Sra Peer ; 


Tripod 
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1566 Multichannel Amplifier 


16 channels 


= manual or remote channel selection 


2-Hz to 100-kHz response 


55-dB gain, manually or remotely adjusted 


a calibration noise source built in 


Many inputs — one output Many sound and vibration 
measurements can be simplified by use of a scanner that 
connects, in sequence or in any arbitrary order, the out- 
puts from a number of transducers to a single analyzer. 
A scanner system can be set up to measure signals indi- 
vidually or to average all signals. 

The 1566 scans up to 16 channels (up to 99 with a 
special additional unit), amplifies each by up to 55 dB, 
and provides a built-in pink-noise calibration source that 
speeds not only the check out of the scanner but also 
that of any analyzer connected to it. 


SPECIFICATIONS 


Channels: 16 plus 1 for calibration, expandable to 99 (addi- 
tional channels housed in a special unit). CONTROL: Active 
channel is selected manually or by external 1-2-4-8 BCD sig- 
nal, or automatically scanned in sequence with range of chan- 
nels to be scanned selected by thumbwheel switches; dwell 
time adjustable from 100 ms to 10 s or infinity (channel ad- 
vance initiated by external signals); scan set to occur once or 
repetitively and started, stopped on active channel, or reset to 
lowest channel by pushbuttons or external closures to ground. 


1396-B Tone-Burst Generator 


fast, coherent switch for periodic waves 
dc to 2 MHz 
signal attenuated > 60 dB between bursts 


length of burst: 10 1s to 10 s, or continuous, or 
1 to 129 periods of the switched signal 


or burst length controllable by separate input 


The 1396-B Tone-Burst Generator fills the gap between 
Steady-state cw testing and step-function, or pulse, test- 
ing of amplifiers, meters, etc. It is ideally suited for appli- 
cations such as the test and calibration of sonar trans- 
ducers and amplifiers, the measurement of distortion and 
transient response of amplifiers and loudspeakers, and 
routine testing of filters and ac meters. Still other uses 
are found in the measurement of room acoustics and 
automatic-gain-control circuits, in the synthesis of time 
ticks on standard-time radio transmissions, and in psy- 
choacoustic instrumentation. 


SPECIFICATIONS 


Signal Input (signal to be switched): AMPLITUDE: +1 to +10 V 
pk-pk (7 V rms with 0-V dc component) for proper operation. 
FREQUENCY RANGE: Dc to 2 MHz. INPUT IMPEDANCE: 50 
kQ, approx. 


National stock numbers are listed at the back of the catalog. 
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DISPLAY: Two high-intensity neon readout tubes display active 
channel number. 

Frequency: 2 Hz to 100 kHz, flat within +0.5 dB. 

Sensitivity: 1.8 mV to 1.6 V for 1-V output; gain set in 1-dB 
increments by panel control or 1-2-4-8 BCD signal at standard 
DTL levels (logic O ~ ground, logic 1 2 + 3.5 V). Rear-panel 
adjustment provides 10-dB continuous control of gain for all 
channels for calibration. Each channel includes a 6-dB gain 
adjustment for transducer sensitivity equalization. 

Maximum Input: 5 V rms, 7 V pk. 


Impedance: INPUT, 100 kg. OUTPUT, 600 a. 


Catalog 


Description Number 
1566 Multichannel Amplifier 
Bench Model 1566-9700 
Rack Model 1566-9701 
Cable Set 1566-9500 


Timing Input (signal that controls switch timing): Same speci- 
fications as Signal Input except: INPUT IMPEDANCE: 20 ka, 
approx. 

Signal Output: OUTPUT ON: Replica of Signal Input at approx 
same voltage level; dc coupled; down 3 dB at >1 MHz. Output 
current limits at >25 mA pk, decreasing to >15 mA at 2 MHz. 
Output source impedance typically 25 ©, increasing above 
0.2 MHz. Total distortion contribution <0.3% at 1 kHz 
and 10 kHz. OUTPUT OFF: Input-to-output transfer (feed- 
through), <10 mV (<—60 dB re full output), dc to 1 MHz, in- 
creasing above 1 MHz. SPURIOUS OUTPUTS: Dc compo- 
nent and change in dc component due to on-off switching 
(pedestal) can be nulled with front-panel control. Output 
switching transients are typically 0.2 V pk-pk and 0.2 us in 
duration (120-pF load). 


1396-B Tone-Burst Generator 
Bench Model 
Rack Model 


1396-9702 
1396-9703 


1569 Automatic Level Regulator 


= 2 Hz to 100 kHz 
= 50-dB control range 
= acoustic-system component 


Constant level Use this regulator to hold a monitored 
signal amplitude steady (such as the sound level in a 
test chamber) while you sweep the frequency or some 
other parameter. The primary use is to control the ex- 
citation level in swept-frequency sound and vibration 
testing. The 1569 functions as an automatically con- 
trolled amplifier/ attenuator between the oscillator and 
the power-amplifier-transducer chain. 

The regulator senses a control voltage from a micro- 
phone, accelerometer, or other pickup monitoring the 
quantity to be controlled and adjusts its own attenuation 
to maintain that control voltage at constant level. Output 
from the 1569 is indicated on a panel meter with a scale 
that is linear in dB, showing you where the regulator is 
operating in its 50-dB control range. You can easily ad- 
just the control rate to suit operating frequency and mag- 
nitude-phase relationships in your control !oop. 


1840-A Output Power Meter 


20 Hz to 20 kHz 
0.1 mW to 20 W 
0.6-2 to 32-k input impedance 


= true rms reading 


The 1840-A measures audio-frequency power into any 
desired magnitude of load impedance. Its important uses 
include the measurement of: 

e Power output of oscillators, amplifiers, preamplifiers, 
transformers, transducers, and low-frequency lines. 

e Output impedance, by adjustment of this load to yield 
maximum power indication. 

e Frequency-response' characteristics of amplifiers, 
transformers, and other audio-frequency devices. 


This instrument is basically a multi-tapped audio-fre- 
quency transformer with a fixed secondary load. Its two 
front-panel switches connect eight identical primary wind- 
ings and six secondary taps in various combinations to 
provide a total of 48 different primary impedances. 


1381 and 1382 Random-Noise Generators 


GR 1382 


GR 1381 


= 2 Hz to 2, 5, or 50 kHz, 
Gaussian distribution 


= adjustable clipping 
= 3-V rms output 


= 20 Hz to 50 kHz, 
Gaussian distribution 


= white, pink, or ANSI spectra 
= 3-V rms output, balanced, 
unbalanced, or floating 


Predictably random The 1381 and 1382 are compan- 
ion instruments that generate truly random noise from 
a semiconductor source. Special precautions are taken 


National stock numbers are listed at the back of the catalog. 


SPECIFICATIONS 


Operating Ranges: FREQUENCY: 2 Hz to 100 kHz. 
RANGE: 50 GB. 
per dB. 

Main Input: DRIVE VOLTAGE REQUIRED: For normal opera- 
tion, 1 V; in voltage-leveler mode, 0.2 to 1 V. IMPEDANCE: 
100 ko. 

Output: VOLTAGE: 10 mV to3 V. IMPEDANCE: 600 9. LOAD: 
Any impedance can be connected without affecting linear op- 
eration of output circuit. 


CONTROL 
COMPRESSION RATIO: 25, i.e., 0.04 dB 


d Catalog 
Description Number 
1569 Automatic Level Regulator 

Bench Model 1569-9700 
Rack Model 1569-9701 


The maximum power rating can be extended for any 
given impedance with the use of a simple T-network at- 
tenuator, design data for which are supplied with the 
instrument. 


SPECIFICATIONS 

Power: 0.1 mW to 20 W, 40 Hz to 20 kHz. Below 40 Hz, max 
rating is reduced by up to 50% (at 25 Hz), depending on im- 
pedance selected. Auxiliary dB scale reads from —15 to +43 
dB re 1 mW. 

Impedance: 0.6 © to 32 kQ in two ranges; yielding 48 individ- 
ual impedances spaced approximately ¥/2 apart. 


1840-9701 
0480-9822 


1840-A Output Power Meter 
480-P212 Relay-Rack Adaptor Set 


to ensure a symmetrical, Gaussian amplitude distribu- 
tion. Output level is adjustable from below 3 millivolts 
to 3 volts rms behind a 600-ohm source impedance. 
Each model is constructed in a 3%-inch-high, half-rack- 
width cabinet, convenient for bench use and two can be 
mounted side-by-side in a relay rack. 

Either of these noise generators can be used for simu- 
lation of noise in signal paths, as test-signal sources, or 
for demonstrations of statistical and correlation princi- 
ples. The different features of the two offer a choice to 
match your needs. 

Lowest frequency The 1381 generates noise that is 
flat down to 2 Hz and is intended for random-vibration 
tests and for general-purpose use in the audio and sub- 
audio range. The upper-frequency limit (at —3 dB) can 
be switched to 2, 5, or 50 kHz. The output signal can be 
clipped symmetrically at 2, 3, 4, or 5 times the rms 
amplitude. 
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Pink or white The 1382 generates noise in the 20-Hz 
to 50-kHz band and is intended for electrical, acoustical, 
and psycho-acoustical tests. It offers three spectra, white 
(flat), pink (—3 dB per octave), and ANSI (see specifica- 
tions). The output can be taken balanced or unbalanced, 
floating or grounded. 


SPECIFICATIONS 


Spectrum of 1381: SHAPES: Flat (constant energy per hertz 
of bandwidth) +1 dB from 2 Hz to half of cutoff. CUTOFF 
FREQUENCY (down 3 dB): 2, 5, or 50 kHz, selected by switch. 
SPECTRAL DENSITY, at 3-V output level and for 1-Hz band- 
width: 64, 40, and 13 mV, approx, respectively for upper cut- 
off frequencies of 2, 5, and 50 kHz. SLOPE of amplitude vs 
frequency above upper cutoff: 12 dB/ octave. 


Spectrum of 1382: Choice of 3 shapes. WHITE NOISE (flat 
spectrum, constant energy per hertz bandwidth): +1 dB, 20 


1390-B Random Noise Generator 


= 5Hz to 5 MHz 
#30 uVto3V 
= +1-dB audio-spectrum-level uniformity 


This instrument generates wide-band noise of uniform 
spectrum level, particularly useful for noise and vibration 
testing in electrical and mechanical systems. The noise 
output of a gas-discharge tube is amplified and shaped 
with low-pass filters to provide wide spectral ranges with 
upper cutoff frequencies of 20 kHz, 500 kHz, and 5 MHz. 

The output level is controlled by a continuous atten- 
uator followed by a 4-step attenuator of 20 dB per step 
and is metered from over 3 volts to below 30 microvolts. 
When the attenuator is used, the output impedance re- 
mains essentially constant as you change the output 
level. 

Frequency response Drive your device under test with 
the 1390-B and analyze output with any of several GR 
analyzers, manually or with a graphic level recorder. In 
contrast with the usual swept-single-frequency methods, 
this one makes your DUT handle a wide spectrum simul- 
taneously. The distinction may be significant if the DUT 
is nonlinear. 


1390-P2 Pink-Noise Filter 


When white noise is used for frequency-response meas- 
urements. in conjunction with a constant-percentage 
bandwidth analyzer (such as the GR 1564-A Sound and 
Vibration Analyzer or 1568-A Wave Analyzer), the ampli- 
tude-frequency characteristic of a flat system appears to 
slope upward with increasing frequency at a rate of 3 dB 
per octave, owing to the constantly increasing bandwidth 
(in hertz) of the analyzer. The 1390-P2 converts the 
audio-frequency output of the 1390-B from white noise to 
pink noise, which has constant energy per octave. Thus it 
flattens the response curves made with a constant-per- 
centage-bandwidth analyzer. 


SPECIFICATIONS 


Frequency Response: Sloping —3 dB per octave from 20 Hz to 
20 kHz, —6 dB per octave above 20 kHz. Output voltage is 
approx —5 dB with respect to the input voltage at 20 Hz and 
—35 dB at 20 kHz. It lies within 1 dB of the straight line con- 
necting these two points on a graph of output in decibels vs log 
frequency. 

Over-all Output Level: When the filter is used with the random- 
noise generator set for the 20-kHz range, the output voltage of 


National stock numbers are listed at the back of the catalog. 
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Hz to 25 kHz, with 3-dB points at approx 10 Hz and 50 kHz; 
PINK NOISE (constant energy per octave bandwidth): +1 dB, 
20 Hz to 20 kHz; or ANSI NOISE, as specified in ANSI Standard 
$1.4-1961. 


Output: VOLTAGE: >3 V rms max, open-circuit, for any band- 
width. CONTROL: Continuous adjustment from that level 
down approx 60 dB. IMPEDANCE: 600 ©. Can be shorted 
without causing distortion. 1381 output is unbalanced; 1382 
output is floating, can be connected balanced or unbalanced. 
TERMINALS: 1381 output at front-panel -binding posts and 
rear-panel BNC connector; 1382 output at front-panel binding 
posts and rear-panel jacks for double plugs. 


Catalog 
Description Number 
Random-Noise Generator 
1381 (2 Hz to 50 kHz), Bench 1381-9700 
1381 (2 Hz to 50 kHz), Rack 1381-9701 
1382 (20 Hz to 50 kHz), Bench 1382-9700 
1382 (20 Hz to 50 kHz), Rack 1382-9701 


Random-Noise Generator with Pink-Noise Filter plugged in. 


SPECIFICATIONS 


Frequency Range: 5 Hz to 5 MHz. 

Output: VOLTAGE: Max open-circuit output is at least 3 V for 
20-kHz range, 2 V for 500-kHz range, and 1 V for 5-MHz range. 
IMPEDANCE: Source impedance for max output is approx 
900 2. Output is taken from a 2500-2 potentiometer. Source 
impedance for attenuated output is 200 ©. One output ter- 
minal is grounded. 


1390-B Random-Noise Generator 


115-V Model 1390-9702 
230-V Model 1390-9703 
Rack Adaptor Set (7 in.) 0480-9842 


the filter is approx 30 dB below its input, and the voltage level 
in each one-third-octave band is approx 17 dB below that. 
Thus, when the output meter of the generator indicates 3 V, 
the output of the filter is approx 0.1 V, and the level in each 
one-third-octave band is approx 15 mV. 


Input Impedance: The filter should be driven from a source 
whose impedance is 1 kQ or less. Input impedance is variable 
from 6.5 kQ + load resistance at zero frequency to 6.7 ko at 
high frequencies. 

Output Impedance: The filter should not be operated into a 
load of less than 20 ka. Internal output impedance is variable 
from 6.5 kQ + source resistance at low frequencies to approx 
200 2 at high frequencies. 

Max Input Voltage: 15 V rms. 

Terminals: Input terminals are recessed banana pins on %-in. 
spacing at rear of unit. Output terminals are jack-top binding 
posts with %4-in. spacing. 

Mechanical: Plug-in unit housing. DIMENSIONS (wxhxd): 1.38x 
5x2.87 in. (35x127x73 mm). WEIGHT: 6 oz (0.2 kg) net, 
4 |b (1.9 kg) shipping. 


1390-P2 Pink-Noise Filter 1390-9602 


1383 Random-Noise Generator 


= 20 Hz to 20 MHz, +1.5 dB 
# 30-V to 1-V output, open-circuit 
= 50-ohm output impedance 
= meter and 10-dB-per-step attenuator 

This instrument generates wide-band noise of uniform 
spectrum level, particularly useful for tests in video- and 
radio-frequency systems. 

The maximum output is one volt open circuit from a 


50-ohm source. An 8-step attenuator of 10 dB per step 
permits reduction of the output level to 30 ,»V. 


SPECIFICATIONS 
Spectrum: Flat (constant energy per hertz of bandwidth) +1 


1952 Universal Filter 


4-Hz to 60-kHz tuning 


= low-pass or high-pass, 
_band-pass or band-reject, ganged for easy tuning 


= high attenuation rate — 30 dB/octave 


line or battery operation 


The 1952 Universal Filter will perform as a low-pass, 
high-pass, band-pass, or band-reject filter at the turn of 
a panel switch. It consists of low-pass and high-pass 
filters that can be employed singly, in cascade, or in par- 
allel, to provide the assortment of over-all characteristics. 
The cut-off frequencies of the two filters can be controlled 
independently or ganged together to provide constant-per- 
centage bandwidth for band-pass or band-reject tuning. 

This filter is of value in many signal-conditioning appli- 
cations. For example, it can be used to control system 
bandwidth for reduction of extraneous signals or to evalu- 
ate the effect of limited bandwidth upon signal intelligi- 
bility and data-transmission accuracy. As a high-pass 
filter it can reduce power-line-related components, as a 
low-pass filter control high-frequency noise, or as a notch 
filter eliminate single-frequency components. The 1952 
can also act as part of a spectrum analyzer or distortion 
meter and, with a random-noise generator, produce con- 
trolled bands of noise as test signals. 


SPECIFICATIONS 


Frequency Range: CUT-OFF FREQUENCIES: Adjustable 4 Hz to 
60 kHz in four ranges. PASS-BAND LIMITS: Low-frequency 


1450 Decade Attenuator 


= 0 to 111 dB in steps of 0.1 dB 

= 600-ohm input and output impedance 
= accuracy: +0.02 dB +0.25% 

= usable to 1 MHz 


Use the 1450 Decade Attenuator to provide accurate 
steps of attenuation for power-level measurements, trans- 
mission-efficiency tests, and gain or loss measurements 
on transistors, filters, amplifiers, and similar equipment. 
It can also serve as a power-level control in circuits not 
equipped with other volume controls. 


National stock numbers are listed at the back of the catalog. 


dB from 20 Hz to 10 MHz, =1.5 dB from 10 MHz to 20 MHz. 
Output: VOLTAGE 21 V rms open circuit, at full output. CON- 
TROL: Continuous control and 8-step attenuator of 10 dB/ 
step. METER: Indicates open-circuit output voltage ahead of 
50 2. IMPEDANCE: 50 9. Can be shorted without causing 
distortion. TERMINALS: GR874® coaxial connector that can 
be mounted on either front or rear panel. 
Catalog 


Description Number 
1383 Random-Noise Generator a 
Bench Model 1383-9700 
Rack Model 1383-9701 


response to dc (approx 0.7 Hz with ac input coupling) in Low 
Pass and Band Reject modes. High-frequency response uni- 
form +0.2 dB to 300 kHz in High Pass and Band Reject 
modes. CONTROLS: Log freqency-dial calibration; accuracy 
+2% of cut-off frequency (at 3-dB points). 


Input: GAIN: O or —20 dB, switch selected. IMPEDANCE: 
100 ka. COUPLING: Ac or dc, switch selected. Lower cut-off 
frequency (3 dB down) for ac coupling is about 0.7 Hz. An LC 
filter at input limits bandwidth to 300 kHz, thus reducing 
danger of overloading active circuits at frequencies above 
normal operating range. 

Max Input Voltage: SINE WAVE: 3 V rms (8.5 V pk-pk); except 
with input attenuator at 20 dB, 30 V rms. DC COUPLED: 
*+4.2 V pk. AC COUPLED: Max peak level of ac component 
must not exceed +4.2 V for specified performance; dc level, 
+100 V. Peaks up to +100 V are tolerated without damage. 
Output: IMPEDANCE: 600 ©. LOAD: Any load can be con- 
nected without affecting linear operation of output circuit. 
TEMPERATURE COEFFICIENT of output offset voltage: Be- 
tween 0 and +4 ‘mV/ °C. 


1952 Universal Filter 


Bench Model 1952-9801 
Rack Model 1952-9811 
Rechargeable Battery (2 req’d) 8410-1040 


. SPECIFICATIONS 


Attenuation Range: 111 dB in steps of O.1 dB. 

Terminal Impedance: 600 2 nominal in either direction. An 
etched plate indicates the mismatch loss for other than 600-2 
circuits. 


Attenuation 
Total Steps 


Catalog 
Number 


Description 
Decade Attenuator 


1450-TB, Bench 1450-9893 
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GenRad 1995 Integrating Real-Time Analyzer 


1995 Integrating Real-Time Analyzer 


@ 25 Hz to 20 kHz or 2.5 Hz to 20 kHz 
8 1/3-octave and full-octave real-time analysis 


# built-in display scope features bar-graph display or 
numerical listing 


® small and lightweight 

= power-line or battery operation for truly portable use 
s 50-dB display range 

s integration times from 1/8-second to 24 hours 

= spectrum comparison capability 


The 1995 is designed to satisfy a broad range of 
noise-measurement requirements in real time, on the 
spot without the need to make tape recordings for de- 
tailed analysis back in the laboratory. A compact, light- 
weight, microprocessor-based instrument, it can operate 
from optional rechargeable batteries for truly portable 
on-site measurements. This is the first instrument in its 
class that is not dependent on an external power source. 

The 1995 is acne-third and full-octave real-time ana- 
lyzer with long-term integration capabilities. It also 
operates as an integrating analyzer or integrating sound- 
level meter to display A-weighted sound level, Flat re- 
sponse, or any selected band level as a function of time. 


SPECIFICATIONS 


Standards: FILTERS: One-third-octave filters in accordance 
with: ANSI Standard Specification for Octave, Half-Octave and 
Third-Octave-Band Filter Sets S1.11 1966, Type E, Class III; 
IEC Recommendation Publication 225-1966, Octave, Half- 
Octave and Third-Octave-Band Filters for the Analysis of Sound 
and Vibration; DIN 45 652, 1964 Third-Octave-Band Filters 
for Electroacoustical Measurements. A-weighting char- 
acteristics and Fast and Slow responses in accordance with: 
ANSI Standard Specification for Sound-Level Meters $1.4- 
1971, Type 1; IEC Recommendation Publication 179-1973 
Precision Sound-Level Meters; DIN 45 633/1, 1970, Preci- 
sion Sound-Level Meters General Requirements. 
Preamplifier Input: MICROPHONES AND ACCELEROME- 
TERS: Preamplifier has 0.460 x 60 thread for direct connec- 
tion to one-half inch electret-condenser or air-condenser mi- 
crophone and various adaptors for use with other microphones 
and accelerometers. Switchable polarizing voltage for use with 
air-condenser microphones is provided. ELECTRICAL 
SIGNALS: BNC.to the amplifier thread adaptor supplied. 


National stock numbers are listed at the back of the catalog. 
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A built-in display scope features a bar-graph display of 
one-third-octave or full-octave bands, and a pushbutton 
allows the user to convert the bar graph to a numerical 
display with standard deviations listed for each band. 
Spectrum storage is also built-in, allowing the storage of 
a spectrum for recall and comparison with new data. The 
stored spectrum can be retained for a long period of time 
since the internal memory is powered by a separate bat- 
tery. 

The 1995 is an excellent tool for industrial-noise, 
community-noise and product-noise applications. Typi- 
cal applications include: 


e Plant and machinery noise reduction 
Sound-power measurements per EPA standards 
Machine-tool measurements per NMTBA 
Aircraft-noise measurements per FAR-36 
Motor-vehicle-passby measurements 
Community-noise measurements (e.g., Leg) 
Product-noise rating and reduction 


Please use one of the cards at the rear of this catalog to 
request complete information. 


Level Range for Direct Reading in dB re 20 wPa 


Nominal Microphone 
Microphone Sensitivity Level Range* For | Corresponding 
Sensitivity Range Direct Reading Voltage Range 


dBre1V/Pa | dBrel1V/Pa | dB re 20 uPa 


oO =2640 —36 120 to 20 .63 V to 6.3 nV 
—40 —36 to —46 130 to 20 .63 V to 2 wV 

=50 —46 to —56 140 to 20 .63 V to .63 wV 
—60 —56 to —66 140 to 30 .2 V to .63 pV 


* Lower level may be limited due to noise depending on the capacitance 
of the microphone used, its exact sensitivity, and the particular pass 
band or weighting. Limits apply with preamplifier set to X1 gain. Lower 
limit may be extended by setting the preamplifier to X10 gain. 
Typical sensitivity of GR 1971 Ceramic and 1962 Electret-Condenser 
Microphones is —40 dB re 1 V/Pa. Equivalent A-weighted noise for 
1971 Ceramic Microphone: 21 dB; for 1962 Electret-Condenser 
Microphone: 27 dB. One-third-octave band levels are typically less 
than 10 dB for bands from 25 Hz to 20 kHz with 1971 Microphone. 
One-third-octave band levels decrease with increasing frequency for 
1962 Microphone, ranging from typically 30 dB at 25 Hzto 12 dB at 20 
kHz. 


IMPEDANCE: Approximately 2 GO in parallel with less than 6 
pF. CALIBRATION ADJUSTMENT: © Rear-panel screwdriver 
adjustment with 10-dB total range. MAXIMUM INPUT: For 
linear operation +5 V peak. 


Tape Input (rear panel): CONNECTOR: Tape input connector; 
BNC. SENSITIVITY: Nominally 1 V rms full scale. Independent 
of full-scale range selected and continuously adjustable from 
0.316 V to 3.16 V rms full scale. IMPEDANCE: 100 kQ, ac 
coupled. MAXIMUM INPUT: For linear operation, a peak 
signal 20 dB above full-scale setting; +32 V peak without 
damage. Maximum dc input, +30 V without damage. 


Overload Indication: Indication of overload on display when 
peak input voltage exceeds linear range (non-latching). 


Filters: FREQUENCY RANGE: 1995-9700 and 1995-9720: 
25 Hz-to-20 kHz one-third-octave center frequencies (standard 
bands 14to 43), or 31.5 Hzto 16 kHz, one-octave-band center 
frequencies (bands 15 to 42); 1995-9710 and 1995-9730: 
2.5 Hz-to-20 kHz (bands 4 to 43) one-third octave or 4 Hz-to- 
16 kHz octave-band center frequencies (bands 6 to 42). 
BANDWIDTH: Bandwidths of one-third octave or one octave 
(octaves derived by summing 1/3 octaves). Either result may be 
displayed at completion of analysis. CHARACTERISTICS: 


One-third-octave filters have nominal 6-pole Butterworth re- . 


sponse. 
Weighting: A. 
Preweighting: Flat or A ahead of filters. 


AC Output: Flat output unfiltered provides 0.5 Vrms nominal at 
full scale, output provided from 5 k© shortable source. 
Video Output: Composite video; negative sync; 1 V p-p into 75 
Q. 8-MHz picture element rate. 

Detector and Integrator: DETECTOR RESPONSE: True 
Square Law (rms). SOUND-PRESSURE LEVEL: Sound- 
pressure level with either integration or exponential averaging 
as selected by operator. SOUND-EXPOSURE LEVEL: Sound- 
exposure level (time reference one second) selected by 
operator. INTEGRATION TIMES: 1/8, 1/4, 1/2, 1, 2, 4, 8, 9, 
10, 15, 24 seconds, minutes or hours selectable by operator in 
linear modes; 1/8, 1/4, 1/2, 1, 2, 4, 8, 9, 10, 15, 24 seconds 
or minutes selectable by operator in exponential mode. In ex- 
ponential mode, time constants of 1/8 second and 1 second 
correspond to FAST and SLOW sound-level meter responses, 
respectively. DYNAMIC RANGE: Dynamic range, including 
10-dB allowance for crest factor above full scale, is 63 dB. 
Linearity error less than 0.75 dB for sine wave inputs ranging 
from +7 dB to —40 dB re full scale and less than +1 dB for 
inputs ranging from —40 to —50 dB re full scale. Resolution is 
0.25 dB. CREST FACTOR: At least 10 dB at full scale. OVER- 
LOAD INDICATION: Indication of overload on display when the 
integrated level in any. band exceeds full scale (non-latching). 


Display: TYPE: Five-inch raster-scan display with tube face 
recessed to permit viewing in bright ambient light. POWER: 
Controlled by front-panel! switch. Display may be turned off to 
conserve battery power without affecting performance of in- 
strument. RANGE: 50 dB displayed. Full-scale sensitivity 
selectable from 70 to 140 dB re 20 wPa in 10-dB steps. 
LEVEL-VS-FREQUENCY: Bar-graph display of one-third-octave 
or one-octave band levels plus A-weighted and flat-response 
levels. Asecond result, previously stored, may be displayed as a 
line graph, superposed on the bar graph, for comparison. Status 
information and one band level (selected by ‘‘cursor’’) dis- 
played alphanumerically. LEVEL-VS-TIME: Bar graph of up to 
32 sequential integration results plus status information and 
one integration result (selected by ‘‘cursor’’) displayed al- 
phanumerically. NUMERICAL RESULT: All band numbers, 
levels, and standard deviations (except for octaves) are listed 
numerically along with status information. In level-vs-time 
mode, all integration periods and corresponding levels and 
standard deviations (except for octaves) are displayed. 
CURSOR: A cursor operates in the graphical mode to display 
the band number, level, and standard deviation of any one 
selected band. The bar corresponding to the selected band is 


National stock numbers are listed at the back of the catalog. 


intensified for identification. STORAGE: A displayed result may 
be stored and then recalled and displayed alone or superposed 
ona ‘‘real time”’ result. A composite one-third-octave spectrum 
developed from one-third-octave band-level maximums in a 
series of integrations is stored and may be displayed alone or 
superposed on a “real time’ or stored spectrum. DATA RE- 
DUCTION: In the REDUCED DATA mode, A-weighted and flat- 
net sound levels and Speech Interference Level are dis- 
played. 


Calibration: A built-in noise source permits an overall check on 
all channels. Overall system calibration, including accessory 
preamplifier, microphone, or accelerometer, can be performed 
using any acoustic or vibration calibrator. 


Basic Input/Output Interface to Accessories: VIDEO OUTPUT: 
A composite video output signal permits use of large external 
monitors for display. START-STOP-PAUSE: A TTL compatible 

npat allows remote control of panel START, STOP, and PAUSE 
unctions. 


Optional Interface to Accessories: X-Y RECORDER: An op- 
tional output interface in the 1995-9720 and -9730 supplies a 
1-V full-scale signal for an X-Y plotter or level recorder. Re- 
corder calibration voltages of 1-V full scale for both axes are 
available. LEVEL RECORDER: Synchronizing and pen lift cir- 
cuits permit use of GR 1523 recorders. IEEE 488 INTERFACE: 
Optional output interface supplies digital data in IEEE 488 
format, permitting use of data printers, computers, calculators, 
and other accessories compatible with the standard. 


Environment: OPERATING TEMPERATURE RANGE: O to 
50°C. STORAGE TEMPERATURE RANGE: —40 to + 70°C with 
power supply; —40 to +60°C with batteries. HUMIDITY: 
Operating, up to 90% RH at 40°C. 


Power Supply: LINE POWER SUPPLY: 1995-3040 plugs into 
rear-panel recess. Can be removed and replaced with optional 
rechargeable battery pack plug-in. Power consumption from 
line is 40 W maximum. Operates from 90 to 125 V or 180 to 
250 V, 50 to 60 Hz. Used either to power the instrument or to 
recharge the batteries. BATTERY POWER SUPPLY: Optional 
rechargeable battery plug-in 1995-3030 provides at least one 
hour of operation with display on, at least two hours with display 
off. Battery is charged from power supply to 80% of full capac- 
ity in approximately eight hours. BATTERY VOLTAGE INDICA- 
TION: Low battery voltage is indicated on the display. 
Accessories Supplied: Rear-panel mating connector with un- 
terminated 5-foot cable, 2 each; front-panel cable connector 
lock; preamplifier; 10-foot preamplifier cable; BNC to 
preamplifier thread adaptor. 

Accessories Available: Rechargeable battery pack and acces- 
sories; camera adaptor set; carrying case. 

Mechanical: OVERALL DIMENSIONS (not including handle): 
(wxhxd): 17x 7X 17.5 in. (432 178x444 mm). WEIGHT (in- 
cluding removable ac power supply): 1995-9700, 41 Ib (18.6 
kg); 1995-9710, 42.5 Ib (19.3 kg); 1995-9720, 42 Ib (19.0 
kg); 1995-9730, 43.5 Ib (19.7 kg). 


Catalog 

Description Number 
1995 Integrating Real-Time Analyzer (25 Hz to 20 

kHz) 1995-9700 
1995 Integrating Real-Time Analyzer (2.5 Hz to 20 

kHz) 1995-9710 
1995 Integrating Real-Time Analyzer (25 Hz to 20 

kHz) with output interface 1995-9720 
1995 Integrating Real-Time Analyzer (2.5 Hz to 20 

kHz) with output interface 1995-9730 
Rechargeable Battery Pack and Accessories 1995-9600 
Camera Adaptor Set (includes hood, bracket, and 

close-up lens) 1995-9601 
Carrying Case: provides space for calibrator, 60-ft 

cable, battery pack, tripod, microphones, and 

preamplifiers 1995-9602 
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2512 Spectrum Analyzer 


for electrical, vibration and acoustic testing 


# fast spectrum analysis—up to 100 kHz 
= fast real-time analysis—to 20 kHz 

# flexible display calibration 

# fully annotated and calibrated displays 
# uncomplicated control interface 

= portable 


GenRad’s 2512 spectrum analyzer gives you the 
power, speed and accuracy you need for studying sound 
and vibration problems—all neatly packaged in a light- 
weight portable instrument. All the features of earlier 
generations of spectrum analyzers are included inthe GR 
2512, plus higher real-time bandwidth, a stable raster- 
scan display and a simple operator interface. 


National stock numbers are listed at the back of the catalog. 
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Easier to use than an oscilloscope The front panel has 
a minimal number of pushbutton controls. The operator 
deals with only one function at a time due to the sophisti- 
cated interaction between the display and controls. Op- 
eration of similar equipment often requires a thorough 
understanding of a maze of switches, knobs, and but- 
tons. 

Ideal for lab or field applications Lightweight, at ap- 
proximately 38 pounds, the 2512 is compact enough to 
carry conveniently to the most remote sites. 


Please use one of the cards at the rear of this catalog to 
request complete information. 


SPECIFICATIONS 
Frequency Range: 
quence. 
Resolution: 400 lines of frequency resolution. 

Frequency Accuracy: Better than +0.1% from O to 45°C, 
crystal controlled. 

Real-Time Frequency: 20 kHz. 

Amplitude Linearity: +.05% full scale. 

Minimum Detectable Signal: 70-dB two-tone dynamic range 
with averaging. 

Frequency Response: +1 dB over entire frequency range. 
Anti-Aliasing Filter: Included; 96 dB-per-octave rolloff, au- 
tomatically selected with frequency range. 

Input Sensitivity: 1 mV rms full scale to 10 V rms full scale. 
Input Impedance: 1 MQ shunted by 115 pF nominal. 

Input Coupling: AC, dc, test-internal square-wave test. 

AC Rolloff: —3 dB at 1 Hz. 

Maximum Input: 30 Vrms, continuous, on all ranges +100 V 
peak, 5 s, transient. 

Input Connector: BNC on front panel. Three-terminal micro- 
phone connector on rear panel with +18-V bias available for 
microphone preamplifiers. 

Overload Indicator: Front-panel LED is activated for 1/4 s 
when input exceeds approximately 95% of full-scale range 
selected. 

Low-Level Indicator: Front-panel LED turns on when signal 


DC-10 Hz to dc-100 kHz in a 1-2-5 se- 


remains at less than 10% of full scale for more than 1/8. 


second, turns off when signal exceeds 10% of full scale. 
Display Functions: Front-panel pushbutton selection of: input 
versus time, unaveraged spectrum, averaged spectrum, stored 
spectrum or simultaneous averaged and stored spectra. 
Display Calibrations (User Selected): dB re 1 V rms, dB re 
engineering units, linear volts, volts?, volts?/Hz, and volts?-s/ 
Hz and linear re millivolts per engineering unit, also linear and 
log frequency in Hz or CPM. 

Type of Display: Raster scan with full alphanumeric labeling 
and electronically-generated graticule. Alphanumeric labeling 
reflects all operational control settings as well as full calibration 
data for frequency or time and level. 

Graphic Resolution: All 400 frequency lines are displayed and 
visible. Alphanumeric labeling on CRT gives operator complete 
status of all control settings. These include input coupling, 
voltage range, type of averaging, number of averages, type of 


National stock numbers are listed at the back of the catalog. 


triggering, windowing invoked, and calibrated annotation of 
graphic axes. 
Cursor: Single, harmonic or sideband with on-screen display of 
frequency of main cursor and level. Frequency may be read in 
Hz or CPM dependent upon display mode selected. Level is 
read in dB re 1 V, dB re E.U., absolute voltage or linear E.U. 
This function is set by the display scale and E.U. set controls. 
Sideband also displays A frequency between cursors. Cursors 
operational in input-spectrum, average-spectrum and stored- 
spectrum modes. 

Engineering Units: Display can be calibrated in units relative 
to engineering units. Vertical scale settable in dB (+150.0 in 
0.1 dB steps) or linear units of 0.1 to 100.0 mV per E. U. 
Triggering: Free run, external or internal (rear-panel selected), 
slope + or —, level + full scale in 20% steps. Transient: 
Capture delay time of —0.5, —0.25, —0.125, 0, +0.125, 
+0.25, +0.5, +1, +2 of frame time. External input imped- 
ance (rear panel) 1 MQ. dc coupled. Indicators: ARM and HOLD 
indicated by front-panel LED. 

Windowing of Data (User Selected): Hanning on or off, or auto 
(sets Hanning on for free run and off for triggered analysis). 
Averaging: Additive, subtractive, exponential, max hold. 
Number of averages selectable from 1 to 1024 in binary steps. 
Spectrum Storage: Memory provided for storage of a reference 
spectrum. Activated by front-panel button. 

Miscellaneous: Front-Panel Connector: BNC signal input. 
Rear Panel Connectors: Three-Terminal connector. Signal 
input in parallel with front panel BNC, remote CRT video and 
synch (BNC), X and Y plotter, pen lift (BNC), external trigger 
(BNC), external sample input (BNC), digital 1/0 and optional 
IEEE 488 bus. 

Environment: TEMPERATURE: O to 45°C operating. 
Supplied: Power cord. 

Power: 87 to 125 or 178 to 250 V, 45-66 Hz, 150 W. 
Mechanical: Portable, light-weight cabinet. DIMENSIONS 
(wxhxd): 18.7x7.33x20.88 in.; 24.18-in. depth with handle 
extended (475x186x530 mm; 613.8-mm depth with handle 
extended). WEIGHT: 38 Ib (17.3 kg) net, approx 55 Ib (24.97 
kg) shipping. 


Catalog 
Description Number 
2512 Spectrum Analyzer (universal frequency 
2512-9700 


and voltage) 
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A Floppy disk-based operation—avoids fragile, 
slow, Inconvenient paper tape. 

B Central processor—a PDP-11 (11/04 in the 
TDA-20, 11/34 in the TDA-25) with a full 28K 
memory. ‘ 

C Storage CRT Display — Fully labelled, cali- 
brated graphics are displayed on this 4” x 5” storage 
CRT. It can also be used as a fast and silent pro- 
gram listing device. 

D Analog Data Acquisition Subsystem (ADS)— 
The ADS converts analog data into digital informa- 
tion and places it directly into memory for process- 
ing. Two input channels are supplied in the basic 
system, prewired for optional expansion to four in- 
puts. The ADS features complete program control 
of all functions, selection from 72 possible anti- 
aliasing filter cutoff frequencies, ultrasharp filter 
rolloff for more efficient processing, automatic dc 
offset elimination, floating inputs, and true tran- 
sient capture capability. 

E System Terminal—An LA-36 Printer/ 
Terminal is supplied as the standard system termi- 
nal. Other optional terminals, such as the Tektronix 
4012 graphic display terminal and keyboard, are 
available. 


National stock numbers are listed at the back of the catalog. 
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s Systems 


For applications in: 
acoustic analysis biomedical research 
vibration analysis rotating machine dynamics 
structural dynamics geophysical investigations 
underwater acoustics machinery condition monitoring 


the 20-series analysis systems provide complete, on-line 
digital signal processing. 

These powerful analytical systems use Fast Fourier 
Transform (FFT) and other time-series analysis tech- 
niques to acquire, measure, analyze, and even generate, 
analog signals in the sub-audio to ultrasonic frequency 
range. 

User-oriented operation, with either the versatile, in- 
teractive TSL™ programming language or the optional 
P2 control panel, makes the 20-series easy to use. A 
large selection of peripherals and application software 
options adds to system power and convenience. Standard 
features include: 

e Pre-programmed measurement functions to get you 
Started quickly: 

Waveform Averaging 

Sampled Waveform 

Transient Capture 

Amplitude Histogram 

Direct Fourier Transform 


Transfer Function 
Coherence Function 
Auto Correlation 
Cross Correlation 
Impulse Response 


Inverse Fourier Transform — Function 
Auto Power Spectrum Spectrum Averaging 
Cross Power Spectrum Hanning 


@ Report-ready results displayed immediately, fully an- 
notated and calibrated. 

e Fully programmable analog data acquisition subsys- 
tem. 

e Advanced front-end design allows 60% more usable 
spectrum lines on any of 72 analysis ranges. 

e Versatile displays—the display format can be 
modified from the standard default conditions and de- 
scriptive labels can be added for your particular meas- 
urement. 


Real = Points; Imaginary = Continuous 


TSL (Time-Series Language) 

To take advantage of the floppy disks, the RT-11 com- 
patible version of TSL, called TSLRT, is supplied. TSL 
provides conversation operation—knowledge of com- 
puter programming is not required. Results may be dis- 
played in fully, annotated, calibrated formats—easily 
interpreted, modified, and re-displayed. 


RT-11 Operating System 

A disk operating system developed by Digital Equip- 
ment Corporation, RT-11 maintains complete file man- 
agement for floppy and moving head disks as well as 
magnetic tape. 


CAPABILITIES 


The past several years have seen the development of 
prepackaged combinations of hardware and software to 
serve certain application areas ideally suited to the digi- 
tal signal analysis techniques offered by the 20-series 
systems. 


Modal Analysis This type of analysis characterizes a 
structure’s behavior in terms of its response to its 
dynamic operating environment. 

GenRad offers a variety of software packages to acquire 
test data, calculate frequency response functions from 
the data, then extract the key modal parameters (reson- 


ant frequencies, damping factors, amplitudes, and - 


phases) which describe this structural behavior. 
Animated pictures of the actual physical deformations 

(mode shapes) of the structure in each mode are graphi- 

cally displayed. These mode shapes allow quick under- 

standing of the structure’s dynamic behavior so that de- 

sired structural modifications may be made. 

The packages: 

MODAMS isacomplete investigative tool with NASTRAN 

bulk data input available; 

MESA extracts modal parameters and generates mode 

shapes with a minimum of operator training; 

TSLAMS produces mode shapes in a quick and easy 

manner; 

LAPLACE emphasizes an automated Laplace Transform 

technique for generalized investigations. 


Zoom Analysis Standard spectrum analysis tech- 
niques result in a spectrum ranging from dc to some 
higher frequency with constant resolution throughout 
this range. Sometimes this resolution is inadequate to 
resolve two or more closely-spaced resonances or other 
spectrum detail. 

Zoom analysis allows the user to place all available 
lines of resolution into a narrow, operator-defined band of 
interest. As the band of analysis is made narrower and 
narrower, the resolution in the band increases until the 
_ desired spectral details are revealed. 


Acoustic Analysis For simple, direct calculation of 
1/3-octave spectra with either A or flat weighting, the 
TSLOCA software package is available. TSLOCA is ideal 
for sound power measurements, product noise meas- 
urements, or general acoustic analysis where true real- 
time processing is not of prime importance. 


Engine Order Analysis This option tailors the system 
to acquire and analyze vibration data and speed signals 
from rotating machinery. It provides the user with a wide 
variety of displays of the data, each offering insight into 
some aspect of the machinery’s dynamic vibration 
characteristics. 

Display formats include: 


Time Spectrum Display 
Time Spectral Map 
Time Order Tracking 
RPM Spectrum Display 


RPM Spectral Map 
RPM Order Tracking 
Campbell’s Diagram 


National stock numbers are listed at the back of the catalog. 


GenRad Engine Order Analysis. 


Vibration Control With the addition of the Digital-to- 
Analog Subsystem (DAS) and the P2 control panel, the 
system can function as a ‘‘turnkey”’ closed-loop control- 
ler of vibration tests. Modular software packages allow 
the user to add just the capabilities needed. 

Modular software packages available include: 

Random Control 

Narrowband Random on Random Control 

Acoustic Random (reverberant chambers) Control 

Swept Sine Control 

Swept Sine on Random Control 

Transient Waveform Control 

Shock Spectrum Synthesis, with: 

Wavelet Amplitude Equalization and 
Transfer Function Equalization 

Shock Spectrum Analysis 

OPTIONS 

FPE-4 Processor This micro-coded system plug-in 
speeds Fourier Transforms and other spectral computa- 
tions, offering a 5:1 speed advantage over software proc- 
essing on the same system. 

P2 Control Panel This general-purpose panel permits 
instrument-like control of data acquisition, processing, 
and display. Mounted on the front of the system’s ADS, 
the P2 Control Panel simplifies all aspects of signal 
analysis—there is no language to learn or specialized 
keyboard to worry about. Overlays, provided with each 
optional application package, adapt the panel control 
labels to that particular application, eliminating operator 
confusion about new control functions. 
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Centralized Control Panel. 


Signal Generation DAS (Digital-to-Analog Subsys- 
tem) Fully compatible with ADS— mounts in ADS box, 
data output can be synchronized with ADS data acquisi- 
tion. Features 160-kHz maximum output rate, 12-bit 
digital to analog conversion with direct memory access 
(DMA) capability, self zeroing offset, less than 10 ohms 
output impedance, and 100-milliampere drive current at 
+10 volts output. Controlled by TSL or FORTRAN. 

PERFORMANCE EXPANSION 

Users of time-series analysis techniques often have 
some special application which requires more than a 
basic system can offer. For this reason, modular expand- 
ability is a GenRad design principle. If the basic system 
does not meet your specific needs—or if your needs 
change at some future time—standard modules can be 
added to adapt your system to a wide range of appli- 
cations. 

Please use one of the cards at the rear of this catalog to 
request complete information. 
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@ Time/Data 


Vibration Control Systems 


GenRad’s TDV Vibration Control Systems provide closed-loop 
digital control of electrodynamic or hydraulic exciter 
systems for environmental or structural dynamic testing. 


= random control with true Gaussian noise; no periodic A single, centralized control panel with overlay panels 
(zero-variant) random noise effects controls all test and analysis operations and is readily 
used by all levels of operators from unskilled to sophisti- 


# unified front control panel runs tests, selects displays, 


: : cated. 
allows operator intervention 


a built-in safety precautions—automatic alarm and abort 
lines with smooth shutdown free operators for other 
tasks, reduce equipment risks, and minimize danger 
from human error 


a fast, repeatable setup—test parameters can be stored 
for an unlimited number of test programs, assuring 
identical test conditions for future repeat testing 


= fully labelled, calibrated displays gives report-ready Safety Features 
documentation on all aspects of system performance The system is designed to sense abnormal test condi- 
and test results, including: tions and, if any occur, to initiate a controlled, 
Automatic Calibration showing scales and refer- core abort. Conditions causing automatic abort 


ences in alphanumeric form on the CRT, right along 5 
with the data e Loss of control signal 


4 ; 
Better Test Documentation records exact setup peel, sities picssed by operator ee 
parameters, the causes of alarms and aborts, instan-  ° A signal exceeding spectral level abort limits set for a 


taneous grms level throughout the test and total test reference spectrum segment 


time e A signal exceeding the specified grms limit 
Post-Test Graphic Documentation of drive, monitor, e Failure to pass the Initial loop continuity check 
reference, and error spectra, including ability to au- Random Control 
tomatically overlay test tolerance bands Two spectral estimates of control loop behavior are 


measured in the Random Control System. The control 
spectrum reflects short-term changes In the control loop 
= mass storage included—with flexible disk storage so that the system can take immediate action to maintain 


Report-ready hard-copy option available 


National stock numbers are listed at the back of the catalog. 
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equalization. It is constantly updated with every pass 
through the loop. The monitor spectrum is a long-term 
statistical average of all control spectrum frames, and 
provides an accurate indication of how well the test ran 
throughout its duration. The number of averages may be 
selected to give the needed post-test documentation ac- 


curacy without slowing the response of the control loop. - 


In addition, the average grms level of the test duration 
covered by the monitor spectrum is displayed. 


Sine Options 

TDV SINE uses a computer-controlled, stable, accu- 
rate swept- or discrete-frequency sinewave source. 

The software for TDV sinusoidal vibration control sys- 
tems is interactive, conversational. You set up all needed 
test parameters by typing answers to the questions 
printed out by the terminal. You define the control 
strategy in a number of ways: you may decide to filter the 
drive signals; you can select peak or rms values; you can 
assign priorities to control signals; your options are 
numerous. 

SINE has multi-channel sine control using digital 
tracking filters with fixed or proportional bandwidths. 
GenRad’s TDV SINE systems also allow the operator to 
monitor auxiliary signals not used in the control strategy 
and to analyze while controlling. Displays include trans- 


missibility plots, co-quad analysis, and mechanical im- . 


pedance, within a controlled swept-sine or fixed-sine 
environment. All such displays are fully calibrated and 
annotated. 


Shock Options 


GenRad has developed a series of operating options for 
shock spectrum analysis and the generation of 
waveforms to produce desired responses on shaker sys- 
tems. Three separate techniques have been im- 
plemented for waveform generation: one of these pro- 
vides specified time histories while the other two provide 
achoice of methods to synthesize desired shock response 
spectra. As with random control and analysis operations, 
control of the shock system is achieved with a single 
control panel. 

Transient Waveform Control This option is used to 
produce waveforms with specified time histories on a 
shaker system. A variety of classical pulses are offered 
including half-sine, terminal peak sawtooth, square 
wave, triangular wave, and double pulse. Also, an 


SPECIFICATIONS 


Resolution: 100, 200, 400, 600, or 800 lines (filters). 
Bandwidth: variable; dc to 5 kHz (8 kHz optional). 


Feedback Control Channels: 1 standard, up to 4 available; 

16-channel averager available. 

Dynamic Range: >65 dB. 

Accuracy: Typically +1.0 dB. 

BASIC TDV 20/25 CONFIGURATION 

Hardware 

PDP-11 Digital Controller; PDP-11/04 in TDV-20; PDP-11/34 
in TDV-25 

28K Memory 

Extended Arithmetic Element (EAE) 

LA-36 Printer/Terminal with interface; dual floppy disk with 
ROM bootstrap 

Input-channel with programmable attenuator and anti-aliasing 
filter 

Output—single drive channel, with programmable attenuator 
and anti-aliasing filter 


National stock numbers are listed at the back of the catalog. 


operator-supplied sampled analog signal can be used as 
the time waveform to be reproduced. 


Shock Spectrum Analysis Analysis of MAXIMAX 
shock spectrum is accomplished in all three waveform 
generation programs with choices of 1/3, 1/6 or 1/12 
octave resolution. When more detailed analysis or 
analysis of recorded transients is required the shock 
spectrum analysis program permits analysis of primary 
and residual spectrum as well as MAXIMAX. The program 
also permits analysis of the spectrum of a single degree of 
freedom filter. 


Shock Spectrum Synthesis Since the shock spectrum 
does not uniquely define a time waveform, we may select 
the waveform used to synthesize that shock spectrum. 
The waveform selected in these systems is a summation 
of half-sine weighted sinusoidal wavelets. Each of the 
wavelets is an odd number of half-cycles that are 
weighted by a half-sine wave. 

Functional Description 


Features of particular interest in GenRad’s Vibration 
Control! Systems are: 
Selectable Functions 

Transducer sensitivity 

Test duration 

Start-up time from low to full level 

Low equalization level 

Level change increment 

Shut-down time 

Alarm and abort limits versus frequency 

Alarm and abort limits on overall grms 
Displays 

Control Spectrum 

Monitor Spectrum 

Reference Spectrum 

Drive Spectrum 

Error Spectrum 

Auxiliary Spectrum 
All displays calibrated in terms of: 


Vertical: linear or logarithmic ranges (20, 40, 60, 80, 
100 dB); calibrated in g?/Hz; adjustable 
display scaling 

Horizontal: \inear or logarithmic 


All displays may be in points, bars, or continuous 
format; test tolerance bands may be superimposed on 
any spectral display. 


Control panel 
Random Control Overlay for panel 
CRT with storage capability 


Software 
Random Control 


OPTIONS 

e Digital Spectrum Analysis 

e@ Shock Spectrum Analysis 

e Shock Spectrum Synthesis and Transient Waveform Control 
e@ Modal Analysis 

@ Swept Sine Control 

e 16-Channel Scanner 

e Expansion to 4 Multiplex Channels 

e X-Y Plotter with Alphanumeric Capability 

e Interactive Graphics Display Terminal 4012 
e Hard-Copy Unit, for use with 4012 


Please use one of the cards at the rear of this catalog to 
request complete information. 
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| Stroboscopes 


Internal Oscillator : _External Triggering _ ae "Flash Rate? _ Guped 
Accurate | Accurate Aree (max flashes per minute) Bright © Battery 
Time Base Calibration Contact Signal. Photoelectric Delayed 3800. 25,000 150,060 Light’. Operation- 
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dtion ‘effectively, the flash rate need Kot be so high as the rpm of the machinery. For very. high speeds, the use’ of strobe light a a 
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_ STROBOSCOPES — 


trobe Characteristics 


Internal oscillator Most GR strobes include an in- 
ternal oscillator that allows the strobe to flash repeti- 
tively without need of any external signal. The frequency 
of the internal oscillator is adjusted by means of a knob 
(and a range control on some models) and thus the 
flash rate can be set to any desired value within its 
range. 

Accurate time base Two of the strobes incorporate 
a line-sync mode, in which the internal oscillator is syn- 
chronized to the line frequency or to a submultiple 
(3600, 1800, 1200, 900, 720... flashes per minute for 
60-Hz lines). In the U.S.A., this mode provides 0.1% 
accuracy at these rates. Thus, the flash rate, which in 
the normal (free-running) mode can be adjusted con- 
tinuously without accurate calibration, in the line-sync 
mode can be set to specific rates with a very high ac- 
curacy. The time base (known time interval) thus pro- 
vided is a great convenience or even a necessity in many 
applications. 

Accurate Calibration |In some models, the flash rate 
is calibrated to an accuracy of +1% and dial readings 
can be used to measure speed, rpm, or time. 

In many applications, this feature is used to measure 
rpm so the strobe becomes an accurate and convenient 
tachometer. Some care must be taken in this applica- 
tion because the action under observation will appear 
stopped not only at the true rate at which the device is 
rotating but at whole-number submultiples of it such as 
Yo, ¥3, 4, etc. The truth can be simply determined as 
follows: True speed = A x B/(A — B), where A and B 
are adjacent apparent measurements (two adjacent set- 
tings of the strobe’s flash rate at which the object ap- 
pears stopped). 

For example, assume you first obtained a reading of 
2400 rpm. You then decreased the flash rate until the 
object again appeared stopped and this second reading 
indicated 1800 rpm. 


2400 x 1800 


2400 — 1800 ~/-09 


True rpm = 


From the example, it can also be seen that the flash 
rate of the strobe need not be as high as the speed of 
the device in order to obtain accurate measurements 
of rpm. 

Strobes that do not contain an internal oscillator re- 
quire an external signal for operation. Where neither 
“Accurate Time Base” nor “Accurate Calibration” is in- 
dicated (shaded area), the frequency of the internal 
oscillator (and, hence, the flash rate) is approximate 
only. With that strobe, the markings on the dial (if any) 
cannot be used as an accurate measure of speed, rpm, 
or time unless they have been calibrated by the user. 

External Triggering In a strobe with an internal oscil- 
lator, the motion of a device under test appears stopped 
when the flash rate is set to the same rate as the mo- 
tion (or to some submultiple of it). If the rate of mo- 
tion changes or the strobe’s flash rate changes, the illu- 
sion of stopped motion disappears, and the strobe’s flash 
rate must be readjusted for synchronization. 

In many cases, the rate of motion changes often 
so that readjusting the strobe’s flash rate to obtain syn- 
chronization becomes difficult if not impossible. Also, in 
many high-speed, non-repetitive events (such as explos- 
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sions, rifle shots, and the like) it is necessary to flash the 
strobe at some precise moment determined by the event, 
not the strobe. In these applications, the strobe must be 
triggered by an external signal, rather than by its internal 
oscillator. 

Contact The simplest method of triggering is a con- 
tact closure (or opening) such as from a switch or relay. 
The switch can be mounted on the device and operated 
by a cam, it can be a hand-held pushbutton, a camera 
flash-synchronization contact, or any of several dozen 
other switch arrangements. 

Signal Another trigger source can be an electrical 
signal such as from an ultra-precise oscillator in order to 
obtain greater flash-rate accuracies, a microphone to 
trigger the flash from a noise such as an explosion, or 
another piece of electrical or electronic equipment with 
which synchronization is required. 

Photoelectric One of the most common trigger 
sources is the photoelectric pickoff. These devices use 
light to create an electrical signal that, in turn, triggers 
the strobe. They are widely used because they are in- 
expensive, simple to install, and do not interfere with the 
normal operation of the device under observation. Sev- 


' eral styles are available, including: 


e A light source and a photo cell are housed in a single 
unit (the GR 1536-A and 1536-0). The light is aimed at 
the path of a piece of reflective tape attached to the 
device. As the tape moves past the light, the reflection 
back to the photo cell causes the strobe to flash. 

e The light and cell are housed in two different units, 
mounted so that the light is aimed at the cell. The object 
under study moves between the light and the cell and 
alternately blocks the light to the cell and then allows it 
to pass. This arrangement is particularly useful in many 
printing applications where the object under study is 
printed on a web. The 1537-A is such a pickoff; it re- 
quires an external light source. 


Delayed Without delayed triggering, the strobe flashes 
immediately following receipt of a trigger and, in many 
cases, this is exactly what is required. But in some others, 
this is not desirable and an adjustable time delay is in- 
corporated so the strobe flashes some time after the 
trigger is applied. 

For example, the only convenient place to obtain a 
trigger on many printing presses is often somewhere 
remote from the point at which you wish to observe the 
action — the strobe may then flash at the wrong time 
unless great care is taken in the placement of the trig- 
ger device. 

Flash rate The rate at which the strobe flashes is 
known as its flash rate and is usually measured in flashes 
per minute (fom). For GR strobes, the flash rate is ad- 
justable to a maximum of 3800, 25,000 or 150,000, 
depending on the model. 

Super bright The light output from any GR strobe is 
bright; it has to be for clear viewing. You get the very 


_ brightest flashes from the 1540 and almost as bright from 


the 1538 model equipped with a 1538-P4 High-Intensity 
Flash Capacitor. The extra light output is very valuable 
in TV or photographic applications. 

Battery operation Most GR strobes are small, light, 
and very portable. One is capable of battery operation — 
the 1538-A with a 1538-P3 Battery and Charger. 


Strobe Selection and Applications 


In principle, all strobes are basically the same — 
they are very bright, flashing lights normally used to ob- 
serve action that is too fast to be seen by the unaided 
eye. When a strobe is aimed at a repetitive action and 
its flash rate is set to the same speed as the action (or 
some integer submultiple of it), the action appears 
stopped. It can be easily viewed, analyzed, and even 
measured, thanks to the stroboscope. 

In practice, strobes differ significantly in their char- 
acteristics in order to match more exactly the require- 
ments of a wide variety of applications. They also differ 
from one manufacturer to another in such important 


Appropriate 


aspects as flash quality and reliability, attention to engi- 
neering and production details, and applications and 
service assistance. A properly chosen strobe can be an 
invaluable asset in your application and will undoubtedly 
reap benefits well in excess of its purchase price. 

Since the matter of selection is important, we have 
tabulated a summary of broad application areas with 
the appropriate strobes and their features. Later pages 
give you detailed descriptions of their individual char- 
acteristics. We also provide free advice and technical 
assistance from offices located throughout the world. 


Application GR Strobe Features Useful in The Application 
Education Strobes help demonstrate certain laws of physics, relations between frequency and wavelength, finite velocity of light, 
effects of combining colors, properties of standing waves, and the laws of gravity. Use a strobe for studies of velocity, 
acceleration, and energy transfer, or the. principles of stroboscopy itself. 
Physics lab 1543 Low cost, accurate time base, external triggering for stable synchronization. 
1542 Excellent where economy is important; uncalibrated time base. 
Mechanical 1539-A with 1531-P2 Wide-range trigger delay for optimum image positioning, detachable lamp. 
engineering 1544 Economical where normal-range trigger delay is adequate; fixed lamp. 
1531-AB Accurate calibration enables you to measure rpm. 
Electrical 1531-AB or Accurate calibration — a must for torque/speed measurements. 
engineering 1538 
Chemistry, biology, 1531-AB Accurate calibration for precise speed or time measurements. 


1543 or 1544 


psychology, etc 


Textiles 


More economical where accurate calibration is not required. 


The high operating speeds in the textile industry make the strobe almost mandatory. Its versatility permits rapid checks 


on spindle operation, twist loss, travelers and twisters, pattern pickage, dobby head, harness cams and motion, shuttle 
flight and arm tension, boxing and picking, filling transfer and ringing-up bobbin ejection, hopper-stand setting, rapier 
action, filling transfer, and pickage in shuttleless looms, let-off and takeup, power-arm operation and adjustment, and 


condition, meshing and running of gears. 


Shuttle looms 1540 with 1540-P4 


Water-jet and 1544 
shuttleless looms 


1538 or 1531 


Spinning 


Printing 
and converting 


Accuracy for speed or rpm measurements; fast, short flash provides clear image. 


Super-bright light for maximum clarity, delay triggering for optimum image positioning. 


Delay triggering for optimum image positioning, lower cost. 


High-speed printing presses and converters can be checked easily by means of a strobe. Printing registration, ink or 
glue uniformity, water catch up, and material stretch can all be checked without slowing or stopping the press. Fhe 


strobe provides equally simple and valuable checks of other printing equipment such as folders, blankers, box- or bag- 
making machinery, creasing and scoring equipment, coaters or laminators, slitters-rewinders, stitchers, as well as 
doctoring, embossing, and perforating equipment. 


Presses 1544 
1540 with 1540-P4 


Inspection slitter- 1544 


rewinders rewinders. 


Machine design 
and maintenance 


Photoelectric and delay triggering for stable synchronization and optimum image positioning. 
Better choice where a large area is to be illuminated or the ambient light is very bright. 


Stroboscopes can be used to observe the slippage between two shafts or between a motor and belt, to measure motor slip 
speed in accordance with IEEE 112A and 114, and to study the effects of cavitation on turbine blades or other hydraulic 


Photoelectric trigger capability and delay triggering — an excellent choice for inspection slitter- 


equipment. They can also be used in the design and checkout of production, handling, and packaging equipment or 
appliances and for studies of automobile wheel, motor, or chassis vibration. 


Electro-mechanical 1539-A with 1531-P2 
design 1544 


Photoelectric and wide-range delay triggering for optimum image positioning. 
An economical choice where the delay-triggering range need not be so great. 


Production 1531 or 1538 


inspection 


Accurate calibration provides speed and rom measurements. 


a 


1531 or 1538 
1542 or 1543 


Plant maintenance 


Electrical and 
electronic fields 


Best suited where accurate flash rates are necessary. 
More economical where accurate flash rates are unimportant. 


The strobe is a valuable aid in the development of loudspeakers and other audio devices and in the design, production 
and servicing of electric motors, card sorters or punches, and automatic component-handling equipment. Also valuable 


for monitoring the action of environmental shake tables and to study switch or relay bounce. 


Electrical 1531 or 1538 


inspection 


Photography and TV 


1540 with 1540-P4 
1539-A with 1531-P2 


Single or 
multiflash 


Provide accurate speed, time, or rom measurements. 


Effective shutter speeds some 1000 times faster than mechanical shutters are possible by use of a strobe. Permits de- 
tailed examinations of such single-action events as the impact of a bullet, an explosion, glass fracture, destructive tests, 


and other extremely high-speed phenomena. 


Super-bright light, precise camera synchronization. : 
Provides excellent single-flash photos at an economical price. 
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1540 


= flash rates to 25,000 per minute 
# brilliant white light ; 
= wide-beam flood area for photography and TV 


Stopped motion With the aid of a stroboscope you can 
examine the motion of machines, objects exploding or in 
flight, fluid spray patterns, and many other events as 
though they were motionless. With a calibrated strobo- 
scope, you can measure the rate of repeating motion to 
1% accuracy up to % million rom. 

With the bright-light 1540 Strobolume® electronic 
stroboscope, you can perform all these tasks, and more, 
under difficult lighting conditions and even make color 
stopped-motion photographs or make videotapes. The 
1540 is the first stroboscope to generate so much light 
and also provide the versatility for general-purpose uses. 
Three control units are available; with the right one for 
the job, the 1540 can be flashed continuously or syn- 
chronized with the motion or camera for single flashes or 
bursts, Thus, youcan “hold” cyclic motion in one chosen 
position, freeze a once-only event on film or tape, or 
expose a motion to multiple-flash analysis. 


National stock numbers are listed at the back of the catalog. 
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Bright flashes Every one is a pulse of white light last- 
ing less than 15 microseconds and illuminating a 7-by- 
13-foot area, 10 feet away, with brilliance enough for still 
or movie photography or TV recording. 

The flash can be triggered from a photoelectric pickoff, 
the opening or closing of a switch contact or camera 
shutter, or an electrical pulse or sine-wave signal. The 
flash can occur at the instant of the triggering event or be 
delayed by any desired time from 100 microseconds to 
1 second to catch a subsequent event. 

Versatile construction The working part of the Strobo- 
lume stroboscope is the lamp head to which one of the 
three control units attaches, either directly or by exten- 
sion cables for remote operation. The combination is 
small and easy to hold or mount on a tripod. A twelve- 
foot cable brings dc power from the larger power supply/ 
Carrying case. 

To use, aim the lamp at the object to be studied (from 
a distance determined by the area to be illuminated and 
the amount of light needed). Connect the camera (any 
ordinary type with “X” flash synchronization) and photo- 
electric pickoff to the control unit and set the controls to 
“stop” the motion at the right point. Set the strobe for 
single flash, operate the shutter, and you have a picture. 


SPECIFICATIONS 


agin Spatetuuase 8H 


MANY, 
Nowak = 160 


1540-P1 Strobolume® Oscillator 


For speed measurements and general use 
Provides internally generated flashing rates, 
accurate to 1%, for general use and is partic- 
ularly well-suited for speed measurements 
from 110 to 25,000 rpm. 


Flash Rate (flashes per minute): 
0 to 25,000 external; single flash by means 
of panel pushbutton; 110 to 25,000 internal 
by means of calibrated control in 3 over- 
lapping decade ranges with 1%-of-reading 
accuracy. 


Trigger: 


INPUT: From 1537 Photoelectric Pickoff; 
contact closure; > +1-V pulse; or >3.5 V 
rms sinewave at flash rate of 300, decreas- 
ing to 0.35 V at flash rates of 6000 to 
25,000. OUTPUT: > +6-V pulse behind 
600 0. 


Camera: 
single flash from contact closure 


Delay: none 


1540-P4 Characteristics: 


trigger signal, or multiflash “burst.” 


justable, 3 overlapping ranges. 


Light Output: Measured with silicon photo detector 1 meter 
from lamp at maximum beam width of ~ 40x65° (7.5x13 ft 
at a distance of 10 ft); can be narrowed to ~ 17x65° (3x13 ft), 
intensity increases as beam narrows; beam width measured at 


Y2-intensity points: 


Intensity Range 
FLASH RATE, per minute 


690 max 


FLASH DURATION* 15 us 
ENERGY*, watt-seconds 10 
BEAM INTENSITY*, candela 16x16¢ 


* For low flash rates. Energy is electrical input to lamp. 


CAMERA INPUT: Permits “X” con- 
tact closure of camera to cause flash at instant of contact 
closure, delayed flash synchronized to subject by external 
DELAY: Time from ex- 
ternal trigger to flash is continuously adjustable from ~ 100 us 
to 1 s, uncalibrated control, 3 overlapping decade ranges. 
RATE of multiflash: 30 to 25,000 per min, continuously ad- 


Medium 


4170 max 
12 us 
1.8 
4x106 


nn el : 
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© @ 


1540-P3 Strobolume® Control Unit 


For use with external equipment Provides 
flashes only in response to external signals. 


0 to 25,000 external; single-flash by means of 
panel pushbutton. 


INPUT: From 1537 Photoelectric Pickoff; con- 
tact closure; or > +1-V pulse. OUTPUT: None. 


single flash from contact closure 


none 


being changed. 


din Se 


Environment: VIBRATION: 0.03 in. from 10 to 30 Hz. 
HANDLING: 4 in. or 45° (MIL STD-810-VI). 


ab 19 SFRORDLSE 
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1540-P4 Oscillator/Delay Unit 


For motion analysis and photography  Pro- 
vides internally-generated flashing rates and 
is the only unit that provides gated bursts of 
flashes as well as variable delay between re- 
ceipt of a trigger and each flash. Well suited 
to photography; the flash can be synchro- 
nized with both motion and camera. 


0 to 25,000 external; single-flash by means of 
panel pushbutton; ~ 30 to 25,000 internal by 
means of uncalibrated control in 3 overlap- 
ping ranges. MULTIFLASH MODE permits 
flash bursts as long as panel pushbutton is 
depressed or contact closure exists at Cam- 
era jack, flash rate is set by panel controls. 


INPUT: From 1536 (light-to-dark or dark-to- 
light transitions) or 1537 Photoelectric Pick- 
offs; contact closure or opening; > +1-V 
pulse; > 0.35 V rms sinewave. OUTPUT: 
>-+10-V pulse behind 10 kQ. 


yes, see below 


yes, see below 


Auxiliary input is provided for connecting a booster capacitor 
to increase single-flash intensity. 

Remote Programming: Can be controlled by external signals, 
applied to rear of lamp assembly, in place of any control unit. 
INTENSITY: Range selection by switch closures to ground; re- 
quired ratings 28 V, 60 mA. 
> +0.75 V, which must not occur while intensity range is 


FLASH: Triggered by pulse of 


BENCH 
SHOCK: 30 g, 


Supplied: Power cord, 12-ft flat cable for connection of lamp 


head to mainframe, pouch containing adjustable neck strap 


25,000 max 
10 us 
0.25 

0.5x106 


and control unit. 


National stock numbers are listed at the back of the catalog. 


for combination lamp head and control unit, phone plug for 
trigger input/output jacks, 6-ft cable for remote connection 
between lamp head and control unit. 


Available: 1536 and 1537 Photoelectric Pickoffs; extension 
cables for greater separation between mainframe, lamp head, 
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Catalog 


Power: 100 to 125 and 195 to 250 V, 50 to 60 Hz, 250 W max. Description re Number 
Mechanical: Mainframe housed in portable cabinet and con- 1540 Strobolume® electronic stroboscope 
‘ : : mainframe, includes 1540-P2 lamp head 
tains power supply, lamp head in associated storage compart- and power supply. 1540-9600 
ment, and storage space for one control unit and cables. AES ese oie of the fonavine cong 
A to} remo 
DIMENSIONS (wxhxd): Case (closed), 19x8x13.75 in. (483x BrGererinee: oe hath ti z 
F j j 1540-P1 Strobolume® oscillator 1540-9601 
203x349 mm); lamp head with control unit attached, 9.25x 1340-P3 Strobolume® control unit 1540-9603 
5.5x8.5 in. (335x140x216 mm). WEIGHT (including one con- 1540-P4 Oscillator/ Delay Unit 1540-9604 
1540-P2 Strobolume® lamp, additional assembly 1540-9602 


trol uniit):32 Ib {45 kg) Gece be kg) siiObiie! 1540-P5 Strobotron Flash Lamp, replacement 1540-9605 


The lamp-head assembly can also be hand-held separately The control unit and lamp-head assembly 

using the pistol-grip handle supplied. can be attached together and mounted 
on a tripod for convenience or, with the 
neck strap supplied, can be made as 
portable as your need dictates. 


aia 


The 1540 is a valuable, economical, 
high-speed photographic tool. This 
sequence follows the action of a 

2000-rpm wood bit going through a Its brightness and versatility make this strobe a natural for TV applications such as video recordings of 
piece of particle board. rapidly-moving parts in mechanical devices. 


National stock numbers are listed at the back of the catalog. 
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Strobotac® 
electronic 


stroboscopes 
1531-AB and 1538-A 


=m speed measurements to 1 million rpm; 1% accuracy 


# bright white light for high-speed photography, 
for observations in any normal ambient light 


= simple to use, easy to handle 


Compact and accurate These stroboscopes are small 
portable flashing-light sources used to measure the speed 
of fast-moving devices or to produce the optical effect of 
stopping or slowing high-speed motion for observation. 
A built-in system uses the power-line frequency for quick 
and easy checks and adjustment of the flash-rate calibra- 
tion. Each flash-lamp/ reflector assembly is hinged at the 
panel and the reflector swivels 360 degrees, for complete 
flexibility. The cases have standard sockets (0.25x20 
threads/ inch) for tripod mounting. The instruments are 
all approved by CSA Testing Laboratories. 

Versatile synchronization A variety of trigger inputs 
can be used for flash synchronization. Contact closures, 
pulses, or sinewave signals will trigger the flash and an 
output trigger is provided so the stroboscope, in turn, can 
trigger another device. A 1536 Photoelectric Pickoff can 
be used with a 1531-P2 Flash Delay to provide an adjust- 


SPECIFICATIONS 


1531-AB: Accurately calibrated 
flash rates to 25,000 per minute. 


Flash Rate in flashes per minute: 
110 to 25,000 in 3 ranges; speeds up to 250,000 rpm can be 
measured. ACCURACY: +1% of reading after calibration on one 
range against 50-to-60 Hz line frequency. 


aginst 


able delay between the time a selected point on a moving 
object passes the pickoff and the time the strobe flashes. 
Single-flash photographs of high-speed motion are a snap 
with any still camera when the 1531-P2 is used. 

The difference The 1531 is more economical to buy. 
On the other hand, the 1538 gives you six times the 
maximum flash rate of the former and also works with 
accessories that increase the single-flash light output (for 
example) by a factor of about 6, provide the convenience 
of an extension lamp, and enable portable operaticn with 
a rechargeable battery. 


1538-A: Accurately calibrated 

flash rates to 150,000 per minute, 
accessories for brighter light, 
extension lamp, and battery operation. 


110 to 150,000 in 4 ranges; speeds to 1,000,000 rpm can be measured. 
ACCURACY: +1% of reading after calibration on 670-to-4170 rpm range 
against 50-to-60 Hz line frequency. 


External Trigger, input and output connections are phone jacks: 
INPUT: Contact opening, pulse > +6 V pk-pk, or sinewave 


=> 2Vrms for f > 5 Hz. OUTPUT: Negative pulse > 500 to 
1000 V. 


INPUT: Contact closure, pulse > +1 V pk-pk, or sinewave > 0. rms 


SOV. 
for f > 100 Hz (3.5 V at 10 Hz). OUTPUT: > +6 V behind 400 ©. 


Light Output: Beam width 10° at %2-intensity points for both units: 


Energy** Beam Intensityt 
Duration* watt-seconds candela 
at 690 fpm 3 us 0.5 11x10¢ 
at 4170 fpm 1.2 us eOLO9, 3.5x106 
at 25,000 fpm 0.8 us 0.014 0.6x106 


at 150,000 fpm 
* Measured at %4 peak intensity; for 1538 with -P4, duration is 8 us. 


Energy** Beam Intensityt 
Duration* watt-seconds candela 
3 us 0.5 15x106 
1.2 us 0.09 5x10° 
0.8 us 0.014 1x106 
0.5 us 0.0023 0.16x106 


+ Measured with silicon photo detector 1 meter from lamp; single-flash beam intensity for 1531 is ~ 18x10¢ and for 1538 with -P4 it is 


=~ 44x10¢ candela. 
** Electrical input to lamp. 


National stock numbers are listed at the back of the catalog. 
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ut 38-P3 


Supplied: Adjustable neck strap, phone plug for input and 
output jacks, power cord. 


Available: 1536 and 1537 Photoelectric Pickoffs, 1531-P2 
Flash Delay. 


Power: 100 to 125 or 200 to 250 V, 50 to 400 Hz, 25 W max 
for 1531, 15 W max for 1538; 1538 can also be powered from 
20 to 30 V dc, 12 W max, such as from 1538-P3 Battery and 
Charger that provides up to 6 h of continuous, completely 
portable operation and recharges in 14 h. 


Mechanical: Flip-Tilt Case. DIMENSIONS (wxhxd): 10.63x 
6.63x13 in. (270x168x156 mm); 1538 with -P4 is 3 in. (76 
mm) higher. WEIGHT: 7.5 Ib (3.5 kg) net, 10 Ib (4.6 kg) 
shipping; 1538-P4 is 5 Ib (2.3 kg) net, 7 Ib (3.2 kg) shipping. 


strobotac ® 
electronic 


stroboscopes 
1542-B, 1543 and 1544 


Feature-packed, low-cost capability 


= Up to 3800 bright-white flashes per minute — 
to observe motion as fast as 40,000 rpm 


a Wide-range continuous flash-rate control 


Low-cost, excellent OEM strobes, 
special versions available 


= Simple pushbutton operation 
= Compact, light-weight, rugged 


National stock numbers are listed at the back of the catalog. 
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1538-P4 


Catalog 

Description Number 
1531-AB Strobotac® electronic stroboscope 

115-V Model 1531-9430 

230-V Model 1531-9440 
1538-A Strobotac® electronic stroboscope 

115-V Model 1538-9701 

230-V Model 1538-9702 
Accessories for 1538-A Only 

1538-P2 Extension Lamp, cannot be used when 1538-P4 

is used 1538-9602 
1538-P3 Battery and Charger 1538-9603 
1538-P4 High Intensity-Flash Capacitor, increases 
light output by approx 6 times 1538-9604 

1531-P2 Flash Delay, for 1531 or 1538 

115-V Model 1531-9602 

230-V Model 1531-9605 
1538-P1 Replacement Strobotron Flash Lamp, for 1531 

or 1538 1538-9601 
Patch Cord, connects one strobe to another or to 1531-P2 

Flash Delay 1560-9676 


U.S. Patent Numbers 2,977,508 and 3,339,108. 


Tailored for convenient operation These strobes were 
designed specifically for inspection applications and fea- 
ture simple pushbutton control with a single knob to 
control the flash rate — no range switching is ever nec- 
essary. These strobes include unique electronically com- 
pensated output for visually constant image brightness 
(as the flash rate decreases, the light intensity increases). 
All are housed in a tough plastic case that is designed 
for comfortable hand-held operation and includes a 
threaded hole for tripod mounting. 


All components are industrial grade and the engineer- 
ing is completely thorough, including exacting environ- 
mental testing to ensure reliable operation under extreme 
conditions. 

The 1542-B — simple, economical The 1542-B is as 
easy to operate as an extension lamp but is considerably 
more useful. Plug in the attached power cord, push the 
On-Off button, point the light at the action, and turn one 
knob until the visual image of the action slows to the de- 
sired rate or stops. That’s the sum total of the operation 
— plug, push, point, and turn! 

The 1543 —triggerable In addition to the features of 
the 1542-B, the 1543 includes provision for external trig- 
gering and line sync. The capability of the flash to be 
triggered by an external contact closure is especially 
valuable when the motion varies or is erratic and when 
perfect synchronization is desired, such as with a camera 
for high-speed photography. A special trigger circuit 
automatically counts down when the input rate exceeds 
the normal flash rate (giving you a flash for perhaps 
every second or third trigger) thereby providing for a 
sharp, flicker-free view. The line-sync mode allows the 
internal oscillator to be synchronized to a submultiple of 
the line frequency (3600, 1800, 1200, 900 fpm, etc). 
This feature is valuable for studies of line-frequency- 
related motion, aS an accurate time base for graphic 
studies of acceleration and velocity, or for measurements 
ee slip speed in accordance with IEEE 112A and 

The 1544 — delay triggerable The 1544 provides all 
the features of the 1543. In addition, it can be externally 
triggered by positive pulses and from a photoelectric pick- 
off, as well as contact closures, and its flash can be de- 
layed from the moment of an external trigger by any dura- 


SPECIFICATIONS 


1542-B: Simple, 
most economical 


NEW bright light trigger 


For education and general-purpose inspec- 
tion and design applications 


1543: Line sync 
and contact-closure 


For photographic, educational (especially 
the physics lab), and general-purpose in- 
spection and design applications 


This arm is available as an accessory to 
position the light conveniently in per- 
manent or semi-permanent installations, 


tion from approximately 16 to 330 milliseconds. This de- 
lay feature is quite useful to vary the position of the 
stopped image in order to observe different phases of 
cyclic motion. 


| 1544: Line sync, 
contact-closure, P 
photo-electric, and 
delayed triggers i 


For printing, textile, photographic, educa- 
tional (mechanical engineering), mechani- 
cal design, and general-purpose inspection 
applications 


Flash Rate in flashes per minute (fpm): 


180 to 3800, continuously adjustable over 
a single range by a 5-turn uncalibrated 
control. 


External Trigger: 
None 


Trigger Delay: 
None 


Contact closure (isolated from ground) 
applied to phone jack. 


180 to 3800, continuously adjustable over a single range by a 10-turn control marked 
in approximate flash rate. Line-sync mode provides ~ 0.1% accuracy (60-Hz line in 
U.S.A.) by synchronizing to integer submultiples of line frequency. 


Contact closure, positive signal > 2 V peak, 
or GR 1536 Photoelectric Pickoff. 


=~ 16 to 330 ms from application of exter- 
nal trigger; set by flash-rate control. 
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Light Output, Beam width 10° at ¥%-intensity points for all units: 
Duration* Energy** Beam Intensityt 


at 180 fpm: 4us 0.25 Ws 6 x 10¢cd 
at 3800 fom: 3 us 0.06 Ws 1 x 10&cd 


Duration* Energy** Beam Intensityt 


6 ps 0.75 Ws 30 x 10% cd 
4us 0.2 Ws 4 x 10¢cd 


* Measured at ¥3 of peak-intensity points. ** Electrical input to lamp, watt-seconds. + Measured with silicon photo detector 1 meter from lamp, candela. 


Environment: TEMPERATURE: O to 50°C operating, —40 to 
+75°C storage. HUMIDITY: 95° RH at +40°C (MIL E-16400- 
4.5.4.6). VIBRATION: 0.03 in. from 10 to 55 Hz. BENCH 
HANDLING: 4 in. or 45° (MIL-810A-VI). SHOCK: 50 g, 11 ms 
(MIL 202C-205C). 

Power: 105 to 125 V, 50 to 60 Hz, 9 W max for 1542-B, 25 W 
max for 1543 and 1544. 

Mechanical: Molded plastic case with plastic face plate to pro- 
tect lamp, diffused-finish anodized-aluminum reflector, stan- 
dard 0.25-20 threaded hole for tripod mounting. 1543 and 
1544 also include metal stand/handle. 1542-B DIMENSIONS 
(wxhxd): 4.2x4.2x7.8 in. (107x107x198 mm). WEIGHT: 1.8 
lb (0.8 kg) net, 2 Ib (0.9 kg) shipping. 1543 and 1544 DIMEN- 


National stock numbers are listed at the back of the catalog. 


SIONS (wxhxd): 4.2x6.19x7.8 in. (107x157x198 mm). 
WEIGHT: 3.7 Ib (1.7 kg) net, 5 Ib (2.3 kg) shipping. 


Catalog 


Description Number 
1542-B Strobotac® electronic stroboscope 1542-9701 
1543 Strobotac® electronic stroboscope 1543-9700 
1544 Strobotac® electronic stroboscope 1544-9700 
Accessories: 
Replacement flash lamp for 1542-B, 1543, and 1544 1530-9410 
Arm, for 1542-B 1542-9600 
Arm; for 1543 or 1544 1544-9600 


Used to position light conveniently in permanent or 
semi-permanent installations 


STROBOSCOPES 201 


Stroboslave® 


stroboscopic light source 


1539 


z low cost, compact 

u removable lamp on 5-foot cable 
= high-intensity light 

= choice of trigger sources 


Slaved light The Stroboslave® stroboscopic light 
source Satisfies the basic requirements for motion stud- 
ies and high-speed photography — it produces a bright 
white light at flash rates up to 25,000 per minute. Since 
it contains no internal oscillator to establish the flash 
rate, it is an economical unit and is well suited for use 
with external inputs. 

The lamp and reflector assembly is held in place by a 
clip from which it can be easily removed and positioned 
separately from the main unit. A five-foot flexible cable 
is supplied and cables up to 50 feet can be used. When 


A tripod socket is 
provided on the 
Stroboslave® case. 


The lamp can be re- 
moved from its clamp at 
end of case and hand- 
held up to 5 feet away. 


National stock numbers are listed at the back of the catalog. 
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the reflector is removed from the assembly, the lamp can 
be inserted through holes as small as one inch in diam- 
eter, thus making it possible to observe objects in other- 
wise inaccessible areas. 

Delayed light — the 1539-Z The Stroboslave strobe 
can be triggered by a contact closure or a two-volt posi- 
tive pulse. This capability has proved so useful when 
used with the 1531-P2 Flash Delay and 1536 Photoelec- 
tric Pickoff that the Stroboslave is regularly available with 
these two accessories as the 1539-Z Motion-Analysis and 
Photography Set. The Flash Delay provides adjustable 
delays from 100 us to 800 ms from the time of the trigger 
to the time of the flash, so you can make the flash occur 
at precisely the desired moment. 


SPECIFICATIONS 


Flash Rate: 0 to 25,000 flashes per minute, eternally triggered 
only. 
Light Output: Beam width is 10° at ¥2-intensity points. 


Duration* Energy** Beam Intensityt 
at 700 fom 3 us 0.5 Ws 11 x 10 cd 
at 4200 fom 1.2 us 0.09 Ws 3.9>< lOsicd 
at 25,000 fom 0.8 us 0.014 Ws 0.6 x 106 cd 


* Measured at ¥4 of peak-intensity points. 
** Electrical input to lamp, watt-seconds. 
t+ Measured with silicon photo detector 1 meter from lamp; single- 


flash beam intensity is 18x10¢ candela. 

External Trigger: Contact closure or pulse of 2 + 2 V pk ap- 
plied to phone jack. 

Supplied: Phone plug for input jack, mounting bracket, at- 
tached power cord. 

Available: 1536 Photoelectric Pickoff with 1531-P2 Flash Delay 
(available as 1539-Z Motion Analysis and Photography Set), 
1537 Photoelectric Pickoff. 

Power: 100 to 125 or 195 to 250 V, 50 to 400 Hz, 16 W max. 
Mechanical: Metal case with detachable lamp housing. DI- 
MENSIONS (wxhxd): 1539-A, 2.5x8.38x4.13 in. (64x213x105 
mm). WEIGHT: 1539-A, 3 Ib (1.4 kg) net, 8 Ib (3.7 kg) ship- 
ping; 1539-Z, 6 Ib (2.8 kg) net, 17 Ib (8 kg) shipping. 


4 Catalog 
Description Number 
1539-A Stroboslave® stroboscopic light source 1539-9701 
1539-Z Motion Analysis and Photography Set 

115-V Model 1539-9900 
230-V Model 1539-9901 
1531-P4 Trigger Cable, for use with 1531 Strobotac 1531-9604 
1538-P1 Strobotron Flash Lamp, replacement 1538-9601 


U.S. Patent Number 2,977,508. 


Strobe Accessories 


1531-P2 Fiash Delay 


= synchronizes and times flash 
= stops motion at any point in cycle 


= is easily synchronized with camera for single-flash 
operation 


= easily attached to 1531-AB, 1538-A, and 1539-A 


Valuable asset The 1531-P2 is a valuable asset to 
any stroboscopic or high-speed photographic application. 
The Flash Delay synchronizes the strobe with rapidly 
moving objects and controls the flash, relative to the 
position of the object, by introducing a variable time 
delay in the electrical path between the trigger source 
(transducer, contact, photocell, etc) and the strobe. In 
stroboscopic applications this delay allows you to posi- 
tion the stopped motion to any point of interest in the 
action. By the simple turn of a knob, you can reposition 
the image to illustrate a dozen, or even a hundred, points 
in order to analyze completely all aspects of the motion. 

For photographic records, a single-flash mode is pro- 


vided. Once the delay has been set so the image is posi- 


1531-P3 Surface-Speed Wheel 


Surface-speed measurements simplified The 1531-P3 
is used with the 1531, 1538, and 1540 (with 1540-P1 
control unit) electronic stroboscopes to make accurate 
measurements of the linear surface speed of belts, pul- 
leys, wheels, drums, rollers, etc. Two black nylon wheels 
of different diameters are mounted on the ends of a 
sectioned steel rod. The selected wheel is held against 
the moving object and the stroboscope is adjusted until 
the wheel’s rotation appears stopped. The wheel’s diam- 
eters are sized so the surface speed can be read directly 
from the stroboscope dial. 


National stock numbers are listed at the back of the catalog. 


Strobotac shown with Flash Delay 
and Photoelectric Pickoff. 


tioned properly, the mode is set to Single Flash and the 
flash will then occur only when the camera shutter is re- 
leased and the action is in the proper position. This mode 
allows the brightest possible flash and eliminates blur. 


SPECIFICATIONS 

Delay: 100 us to 800 ms in 3 ranges. 

Input: 300 mV rms min applied to phone jack. 

Output: +13-V pk pulse, sufficient to trigger 1531, 1538, 
1539, and 1540; available at phone plug. 

Supplied: Trigger cable with pushbutton, phone-plug adaptor, 
carrying case. 

Power: 105 to 125 or 210 to 250 V, 50 to 400 Hz, 5 W max 
with 1536 connected. 

Mechanical: Aluminum case with bracket that clips directly 
to 1531, 1538, or 1539 stroboscope. DIMENSIONS (wxhxd): 
5.13xX313x3,751n. (130x79x95 mm).- WEIGHT: 2 Ib’ (1 kg) 
net, 5 Ib (2.3 kg) shipping. 


Catalog 
Description Number 
1531-P2 Flash Delay 
115-V Model 1531-9602 
230-V Model 1531-9605 


cnet PA SES i AE SR 7 


SPECIFICATIONS 
Speed: 10 to 2500 ft/min with small wheel; 50 to 12,500 
ft/ min with large wheel. 


Mechanical: DIMENSIONS: Wheels, 0.764 and 1.910 in. dia; 
shaft, 20 in. (533 mm) total length. WEIGHT: 0.5 Ib (0.3 kg) 
net, 2 Ib (1 kg) shipping. 


Catalog 
Description Number 
1531-P3 Surface-Speed Wheel 1531-9603 
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Strobe Accessories (Cont’d) 


1536 and 1537 
Photoelectric Pickoffs 


= optical trigger sources 


= small, sturdy mounting 


u trigger rates to 150,000 rpm ) 


Excellent trigger source These photoelectric pickoffs 
produce an output whenever the photosensitive element 
senses a Change in light such as that produced by a piece 
of reflective type on a moving object. The resultant pulses 
can be used to trigger a stroboscope so the flashes occur 
in synchronism with the motion, to permit the object to 
be viewed or photographed as though stationary. They 
can also be used to trigger oscilloscopes or electronic 
counters. 

The 1536-A Pickoff, in addition to its photocell, con- 
tains a light source that can be powered directly from the 
1531-P2 Flash Delay, 1540-P4 Oscillator/Delay, or 1544 
Strobotac® electronic stroboscope. This pickoff’s 8-ft cable 
is terminated with a 3-wire telephone plug. 


National stock numbers are listed at the back of the catalog. 
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The 1536-0 pickoff is electronically identical to the 
1536-A and can be used with the same equipment. They 
differ only in mechanical details. The 1536-0 is de- 
signed to be permanently attached to a machine such as 
a printing press, processing equipment, etc. It is con- 
tained in a 0.75-in.-27 threaded housing to which is at- 
tached a removable 15-foot cable terminated with a 
3-wire telephone plug. 

The 1537-A pickoff will trigger the 1538, 1539, 1540- 
P1, 1540-P3, or 1540-P4 (but not the 1531) strobes. 
Since it lacks a built-in lamp, this pickoff must be used 
with an external -light source. The 1537-A pickoff’s 8-ft 
cable is terminated with a 2-wire telephone plug. 


SPECIFICATIONS 
1536-A, 1536-0, with lamp 


1537-A, no lamp 


=~2500 pulses/s max; limited by >2500 pulses/s 
200-us time constant of cable and 


photocell. 


3 to 25 V dc, 0 to 100 
uA depending on rate. 


20 to 28 V dc, 40 mA; supplied by 
1531-P2, 1540-P4, 1544. 
Supplied: 10-ft roll of 0.38-in black tape, 10-ft roll of 0.38-in 
silver tape, carrying case (supplied with 1536-A and 1537-A 
only). 

Mechanical: 1536-A and 1537-A: Mounted by C clamp (1.31-in. 
capacity, flat or round) or 1.5-in. magnet; both supplied. 
DIMENSIONS: Pickoff head, 0.69-in. dia x 2-in. long. Linkage 
consists of two 0.31-in. dia stainless-steel rods, 6 and 6.25 in. 
long, and adjustable connecting clamp. Cable is 8 ft (2.4 m) 
long, terminated in 3-wire phone plug in 1536-A, a 2-wire 
phone plug in 1537-A. WEIGHT: 1.3 Ib (0.6 kg) net, 4 Ib 
(1.9 kg) shipping. 1536-0: Mounted by 0.75-in.-27 nut. DI- 
MENSIONS: 0.75-in. dia x 2.063 in. long (19 x 52 mm). Cable 
is 15 ft (4.6 m) long, terminated in 3-wire phone plug. 
WEIGHT: 0.4 Ib (0.2 kg) net, 2 Ib (1 kg) shipping. 


Catalog 
Description Number 
1536-A Photoelectric Pickoff, with lamp 1536-9701 
1536-0 Photoelectric Pickoff, with lamp 1536-9702 
1537-A Photoelectric Pickoff, no lamp 1537-9701 
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Variac® automatic voltage regulators 


The answer to line-voltage problems If your problem is 
poor process control, computer errors, inaccurate instru- 
mentation, overheated motors, cool heaters, or other as- 
sorted equipment aberrations, an excellent solution is a 
GenRad Variac® automatic line-voltage regulator. 

GR regulators have many advantages for both labora- 
tory and industrial use in any application where con- 
trolled line voltage is needed, and they are particularly 
valuable to offset the effects of brownouts. 

There are 5 basic models of GR regulators and over 
100 variations, plus units built to your specifications. All 
offer outstanding performance characteristics: 

# Regulation to 0.2% 

® Insensitive to load type, they work equally well on all 

loads from open circuit to maximum rating 

= Upto 10 times rating for transient surges 

m Introduces no distortion or noise 

= No power-factor restrictions 

= Fast response, comparable with magnetic types 

w Reliable solid-state controls 


Simple, smooth operation The regulator comprises a 
motor-driven Variac® adjustable autotransformer, an 
auxiliary step-down transformer that multiplies the power 
rating of the autotransformer in the larger models, and 
a solid-state control unit that automatically positions the 
autotransformer to hold the output voltage constant. 

The regulator’s output voltage is compared to a refer- 
ence voltage and the resultant error signal controls a 
servo motor to provide a true proportional-control system, 
rather than an on-off circuit. The accompanying oscil- 
lograms illustrate a typical response to a 2% step change 
in line voltage. The traces are greatly expanded and show 
only the ac voltage peaks. 

The use of a true proportional-control system provides 
not only fast correction but also smooth control of voltage, 
completely free of the voltage jumps introduced by an 
on-off control system. The absence of relays provides 
long trouble-free life, and tolerance of 1000% transient 
overloads is made possible by the Duratrak® commutator 
surface of the Variac autotransformer. 


The regulators maintain an undistorted output that is 
corrected to the limits of the correction range; i.e., if the 
input to a 10% regulator varies 15%, the output will 
vary only 5%. 


BUCK-BOOST 
TRANSFORMER 


O 
UNREGULATED REGULATED 
INPUT OUTPUT 


1571-13 


Elementary schematic diagram of GenRad voltage regulators. 


Single-phase selection The proper regulator for your 
application depends on your input-line characteristics 
and the output characteristics desired from the regu- 
lator. GR regulators cover the following conditions: 
INPUT Frequency: 50, 60, or 400 Hz. 

Nominal Voltage: 115 or 120 (also 230) V. 

Range of inputs, with regulation: 72 to 156 V. 
OUTPUT Voltage: 100 to 130 V, adjustable 

Current: 8.7- to 85-A ratings 


The input range for most GR regulators is expressed 
as a percentage of the output voltage (+5, +10, +20, or 
+24 —18%). For example, if the output is set to 100 V 
on a regulator with a +10% range, the input can vary 
from 90 to 110 V and the regulator will maintain a con- 
stant 100-V output. Under some conditions for three- 
phase systems, this range can be appreciably increased; 
see below, under Three-Phase Selection, three-wire in- 
puts. 

Output-current rating is a function of the input range 
—— the greater the range, the less the current capability. 
(For a given voltage model, the input range can easily 


Oscillograms of line-voltage peaks show response speed of Variac® automatic voltage regulators: left, 2% step 
change in line voltage; center and right, resulting output transients for 1581 and 1582 Regulators, respectively. 
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be changed in the field.) Thus a GR 1592 regulator rated 
at 44 amperes for a +10% range is rated at 20 amperes 
for a +20% range. Detailed information is included with 
the descriptions of each GR regulator to allow you to 
select the best regulator for your application. Additional 
information or advice is readily available from any GR 
sales office whenever you may need it. The Regulation 
Ranges graph and examples on these pages are intended 
to allow you to select the basic type of GR regulator you 
may need and to acquaint you with some of the tech- 
niques involved in getting the most for your money. 

Example 1 Your input is nominally 115 or 120 V, 60 
Hz, and your load requires up to 5 A. For this, any basic 
GR regulator is satisfactory. You specifically desire a 
115-V output and you’ve determined your line voltage 
varies from 95 to 130 V. This restricts your choice 
slightly, since the GR 1591 will not regulate with an 
input below 100 V. 

Example 2 Suppose your requirements are similar 
to example 1 except you’ve discovered the input may go 
as low as 90 V. Under these circumstances, no GR regu- 
lator appears suitable. However, since your 115-V output 
requirement is not critical (many devices operate prop- 
erly over a range of voltages, such as from 105 to 
125 V), you decide an output of 110 V is adequate. It is 
now apparent that any GR regulator, except the 1591, is 
again suitable. 

Example 3 In this case the initial conditions are the 
same as example 2 except that the output voltage must 
be exactly 100 V. The 1592 is the only regulator that 
will provide this output; and the input range is 80 to 
120 V. 


OUTPUT-VOLTS 


115, 230V 

50, 60, 400 Hz 
GR I582 
42.5 TO 85A 
115, 230V 

50, 60, 400 Hz 


INPUT- ours 


Information is shown for 115- and 120-V, 60-Hz models. For 230-V 
models, multiply voltages and divide current ratings by 2. The regu- 
lation range is slightly less for 400-Hz models but is significantly greater 
in some three-phase applications. (See Three-Phase Selection, three- 
wire inputs.) More detailed information, particularly current ratings, 
is given with the descriptions of the individual regulators. 


Three-phase selection All GR regulators can be used 


in three-phase systems. The choice of the regulator used 


and the number required depend on the number of input 
lines (three- or four-wire) and the configuration used to 
connect the regulators. 

For three-wire inputs, the regulators can be connected 
in either an open-delta or a closed-delta configuration. 
In open delta, only two regulators are required and their 
input range is the same as that for single-phase systems. 
In closed delta, three regulators are required but their 
input range is increased by slightly over 50%. For four- 
wire inputs, three regulators are connected in a wye con- 
figuration and their input voltage requirements are re- 
duced to about 58% of that normally required. 

The individual regulators are selected on the same 
basis as those used for single-phase systems, once the 
nominal voltage has been determined. 


INPUT 


OUTPUT, 
“~ LINES 


LINES 


—,— REGULATOR CONNECTIONS ——y— 


OPEN DELTA The input voltage to each regulator (Va, 
A to B or B to C) is equal to the line-to-line voltage (V,), 
1.e., Ve = Vi. 


Ve 
Vi Input to 
Line-to-Line Regulator Basic Regulator Required 
208 V 208 V 230-V nominal voltage 
230to 240 V 230 to 240 V 230-V nominal voltage 
Ctnes —,————- REGULATOR CONNECTIONS =F ee eet 


al 


CLOSED DELTA The input voltage to each regulator (Vp, 

Ato B, B toC, or C to A) is equal to the line-to-line voltage 
(V,); i-e., Ve = V,. The input range increases by slightly 
over 50%. Thus, the input range increases to +7.5, 
St yee Sand 437 —28% from the normal +5, +10, 
+20, and +24 —18%, respectively. 


Vp 
Vi Input to 
Line-to-Line Regulator Basic Regulator Required 
208 V 208 V 230-V nominal voltage 
230 to 240V 230to 240 V 230-V nominal voltage 
INPUT OUTPUT 


(— LINES 7 REGULATOR CONNECTIONS——— “LINES — 


WYE The input voltage to each regulator (Vp, A, B, or C 
to neutral) is equal to the line-to-line voltage (V,, A to B, 
B to C, or C to A) divided by 1.73. This reduces the in- 
put voltage requirements to about 58% of that normally 
required. 


Ve 
Vi Input to 
Line-to-Line Regulator Basic Regulator Required 
208 V 120 V 115 or 120-V nominal voltage 
230 to 240 V 133 V. 115 or 120-V nominal voltage 
460 to 480 V 266 V 230 or 240-V nominal voltage 
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Variac® automatic voltage regulator 


1591 


=® capacity to 1 kVA 

= 115-V models 

™ accuracy of +0.2% 

= low-cost, compact 

= portable and rack models 


The small size of the 1591 
particularly suits it to 
portable applications. 


SPECIFICATIONS 
Principal Characteristics 
nput 


I 
Variation* 
(range) 


100 to 130 V 


Description 
115 V 5 


Frequency 
57 to 63 Hz 


Low-cost regulation Electromechanical voltage regu- 
lators have always offered large power-handling capacity 
with minimum bulk and cost. These advantages are now 
available in a 1-kVA regulator, thanks to a special control 
circuit. Still, as with the larger GR regulators, there is no 
distortion added to the input waveform; average-voltage 
and peak-voltage values are therefore constant, as rms 
voltage is regulated. Accuracy is independent of line 
frequency, load current variations, and power factor. 

Output voltage is controlled by a servo-driven Variac® 
adjustable autotransformer so the regulator has the same 
ability to handle 1000% transient overloads as the Variac. 
The 1591 is mechanically rugged and has proved itself in 
severe vibration and shock tests. Its typical temperature 
coefficient of 75 ppm/°C is so small as to be negligible 
under normal operating conditions. 


Current | 
Rating kVA | Correction Rate** | Regulation* 


6c+1.5c/V +0.2% 


Voltage* 
(adjustable) 


105 to 125 V 


* Also see curve. Output voltage will remain within regulation with Hh Spec uigd input variation; e.g.: When the output is aqNitee to 105 V, 


it will remain there within +0.2% (0.21 V) with inputs from 100 to 1 


20 V. 


** Correction rate is given in terms of cycles,c, of the power-line frequency. 


Output Characteristics: POWER FACTOR: 0 to 1, leading or 
lagging. RESPONSE: Rms. DISTORTION: None added. 
REGULATION: Regulation accuracy applies for any combina- 
tion of line voltage or frequency, load current or power factor. 
CONTROL: Front-panel screwdriver adjustment. 


130 
GR I591 
REGULATION RANGE 


OUTP JT-VOLTS 
is} 


70 80 90 100- 0 120 130 140 150 160 
INPUT -VOLTS 159118 


National stock numbers are listed at the back of the catalog. 
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Environment: TEMPERATURE: —20 to +40°C for portable 
model, —20 to +52°C for rack model; operating. VIBRATION: 
0.03 in. from 10 to 55 Hz. BENCH HANDLING: 4 in. or 45° 
(MIL-810A-VI). SHOCK: 30 g, 11 ms. 


Electrical: POWER: ~ 40 W no load, ~ 95 W full load. 


Mechanical: Portable and rack models. DIMENSIONS (wxhxd): 
Portable, 12.75x9.5x5.38 in. (324x241x137 mm); rack, 19x 
5.25x6.38 in. (483x133x162 mm). WEIGHT: Portable, 17 Ib 
(8 kg) net, 25 Ib (12 kg) shipping; rack, 22 Ib (10 kg) net, 31 
lb (15 kg) shipping. 


Se Catalog 
Description Number 
1591 Variac® automatic voltage regulators 
115-V, 60 Hz 

1591-A, Portable Model 1591-9700 
1591-AR, Rack Model 1591-9712 


OUTPUT -VOLTS 


Variac® 
automatic 
voltage 


regulator 
1592 


=# Capacity to 5.3 kVA 

w 120-V and 230/240-V models 
™ accuracy to +0.25% 

= lowest-cost regulator per kVA 
= remotely programmable 

= universal cabinet 


Economical performance Regardless of load or line 
variations, the 1592 supplies the voltage necessary for 
the proper operation and longevity of your equipment — 
any equipment from light bulbs to computers — because 
the regulator adds no distortion and operates independ- 
ently of power factor. 

It is virtually unaffected by temperature, is very fast 
responding, and is so efficiently engineered and built 


SPECIFICATIONS 
Principal Characteristics: 


put —————___—_ 
| Frequency 
(Hz) 


In 
Variation* 
(% of output) 


Description 


Voltage* 
(adjustable) 


that only two basic models handle all requirements for 
120- to 480-volt, single or multi-phase systems and 
bench, rack, or wall-mount installations. It is also a ver- 
satile test instrument; the output can be programmed 
manually by means of front-panel pushbuttons, for any 
sequence of three preset voltages, or remotely with in- 
finite resolution. 


Output 


Correction 
Rate** 


Current 


Rating Regulation* 


| | 
120 V =10% | SOV | 60+ TOOMO USO IV as* 3 / 25 ms/V | =0:3% 
120 V +20% ==20 95a | 60t 100 to 130 V*** | 20A 2.4 13 | +0.5% 
230/240 V +-5% +5%tT 50 to 60 200 to 260Vit | 42A 10. |) 5Oms/v,| 0.25% 
230/240 V +10% | +10%TT 50 to 60 200 to 260 Vtt | 18 A | 4.3 25 +0.3% 
230/240V 20% +20%T Tt | 50 to 60 200 to 260 Vtt B.5A 2: ils} | +0.5% 


* Also see curve. 
** Correction is slew speed at 60-Hz operation. 
7 Can be operated at 50 Hz if output is limited to115 V. 


*** Can be increased to 138 V (for use in 240-V, 3-phase, 4-wire systems) with 9 and 18% input variations, respectively. 
+t Can be increased to. 277 V (for use in 60-Hz, 480-V, 3-phase, 4-wire systems) with 5, 9, and 18% input variations, respectively. 


Output Characteristics: POWER FACTOR: O to 1, leading or 
lagging. RESPONSE: Rms. DISTORTION: None added. REGU- 
LATION: Regulation accuracy applies for any combination of 
line voltage or frequency, load current:or power factor. CON- 
TROL: Output can be rapidly switched among 3 levels by 
front-panel pushbuttons, each level independently adjustable 
by front-panel screwdriver controls or, for remote-control ap- 
plications, by external resistors connected to rear by push-on 
terminals. Volt- 
age can also be sensed remotely by 2 leads connected to rear 
by push-on terminals; use these to ensure desired voltage 
at the load and compensation for wiring IR drop. RANGE OF 
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70 80 90 100 110 120 130 140 150 160 


260,130 


GR 1592 
REGULATION RANGES 


240,120 


220,110 


INPUT-VOLTS 


National stock numbers are listed at the back of the catalog. 


OUTPUT LEVELS V., for specified regulation: See curves. Ex- 
amples: 20% model, 90 <V. < 130 V for input variation of 
104 to 108 V; 100 <V, <120 V for 96 to 120 V; =5% model, 
113 <V, <117 V for 112-to-118 V input variation. 

Meter: Front-panel pushbutton permits meter to read input 
or output. RANGE: 80 to 160 V (160 to 320 V). ACCURACY: 
+2% at nominal 120/240-V reading; tracking accuracy, =5%. 
Electrical: There are two basic models, 120-V and 230/240-V 
input, whose only major differences are the meter and Variac 
adjustable autotransformer. The various versions of each 
model are achieved by internal wiring changes that can be 
effected simply in the field if desired. POWER: ~ 45 W no 
load, ~ 120 W full load. 

Mechanical: Bench, rack, and wall mount (brackets, handles, 


and hardware supplied for conversion). DIMENSIONS 
(wxhxd): 17x5.25x11 in. (432x133x279 mm). WEIGHT: 42 
Ib (20 kg) net, 56 Ib (26 kg) shipping. 
Catalog 
Description Number 
1592 Variac® automatic voltage regulator os 
120-V +10% Model 1592-9700 
120-V +20% Model 1592-9701 
230/240-V +5% Model 1592-9702 
230/240-V +10% Model 1592-9703 
230/240-V+ 20% Model 1592-9704 
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Variac’ automatic voltage regulator 


1571 


= capacity to 5.8 kVA 
115-V models 
® accuracy to +0.25% 


a militarized 


rack models 


MIL specifications The 1571 regulators are essentially 
versions of the 1581 which are designed to meet the ap- 
propriate sections of military specifications MIL-E-4158B 


SPECIFICATIONS 
Principal Characteristics: 


Input 
Variation* | Frequency 
(HZ) 


(% of output) 
57 to 63+ 


57 to 63t 
350 to 450 
350 to 450 


Description 


115 V +10%, 60 Hz 

115 V +24 —18%, 60 Hz 
115 V +10%, 400 Hz 

115 V +24 —18%, 400 Hz 


1571-AL 
1571-AL2 
1571-ALJ 
1571-AL2J 


+24 —18% 


and MIL-E-16400C. These rugged models are particu- 
larly useful where mechanical shock or vibration is en- 
countered. We offer models for nominal power-line fre- 
quencies of 400 Hz and others for 60 Hz (adaptable by 
reconnection for either 60 Hz or 50-to-60 Hz). You have 
a further choice of output current ratings and correction 
ranges. 

The regulator comprises a motor-driven Variac® adjust- 
able autotransformer, an auxiliary step-down transformer 
that multiplies the power rating of the autotransformer, 
and a solid-state control unit that automatically positions 
the autotransformer to hold the rms output voltage con- 
stant. The true proportional control system provides both 
fast correction and smooth control. 


Voltage* Current 


(adjustable) | Rating Regulation* 
103 to 127 2516-15 CLV. +0.25% 
NOS MO: 27. 25¢-4 0.7 c/V +0.5% 

103 to 127 17.5c+10.5c/V +0.25% 
103 to 127 17.5c+ 4.9c/V +0.5% 


* Also see curve. Output voltage will remain within regulation with the specified input variation; e.g.: When the output of the model in the 
first row is adjusted to 103 V, it will remain there within +0.25% (0.26 V) with inputs of 103 V + 10% (93 to 113 V). 


«* Correction rate is given in cycles of line frequency, c 


+ Will operate from 48 to 63 Hz with internal wiring change that incidentally reduces variation by about 1/10, i.e., 


Output Characteristics: POWER FACTOR: O to 1, leading or 
lagging. RESPONSE: Rms. DISTORTION: None added. 
CONTROL: Front-panel screwdriver adjustment. REGULA- 


A eee 4 
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+24, -18% 


OUTPUT-VOLTS 


70 80 90 100 110 120 130 140 150 160 
INPUT -VOLTS 


5; National stock numbers are listed at the back of the catalog. 
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to + 9%, and +19 —16%. 


TION: Regulation accuracy applies for any combination of line 
voltage or frequency, load current or power factor. 
Environment: Appropriate sections of MIL-E-4158B and MIL- 
E-16400C. TEMPERATURE: —29 to +52°C operating, —54 to 
+85°C storage. 

Electrical: POWER: ~ 35 W no load, ~ 115 W full load. 
Mechanical: Rack models. DIMENSIONS (wxhxd): 19x7x12 
n. (483x178x305 mm). WEIGHT: 53 Ib (25 kg) net, 103 Ib 
(47 kg) shipping. 


Catalog 
Description Number 
1571 Variac® automatic voltage regulators 
115-V Models 
1571-AL, +10%, 60 Hz 1571-9831 
1571-AL2, +24 —18%, 60 Hz 1571-9898 
1571-ALJ, +10%, 400 Hz 1571-9551 
1571-AL2J, +24 —18%, 400 Hz 1571-9556 


Variac® automatic voltage regulators 


1581 and 1582 


capacity to 19.7 kVA 

115-V and 230-V models 
accuracy to +0.25% 
highest-capacity GR regulators 
wall, bench, and rack models 


High capacity, low cost The 1581 and 1582 all-solid- 
state regulators automatically compensate for ac line- 
voltage fluctuations to provide a reliable constant-voltage 
source over a wide correction range. The true propor- 


SPECIFICATIONS 
Principal Characteristics: 


Input ——————_ 
ee Variation* Frequency** 
Description Type (% of output) (HZ) 
115 V+10%, 50A 1581-AL +10% 57 to 63 
115 V+10%, 85A 1582-AL +10% 57 to 63 
115 V +24 —18%, 25A 1581-AL2 +24 —18% 57 to 63 
115 V +24 —18%, 42.5A 1582-AL2 +24 —18% 57 to 63 
230 V +5%, 40 A 1581-AH5 +5% 57 to 63 
230 V +5%, 85A 1582-AH5 =E5% 57 to 63 
230 V +10%, 20A 1581-AH +10% 57 to 63 
230 V+10%, 42.5A 1582-AH +10% 57 to 63 
230 V +24 —18%, 110A 1581-AH2 +24 —18% 57 to 63 
230 V +24 —18%, 21.3 A 1582-AH2 +24 —18% 57 to 63 


* Also see curve. Output voltage will remain within regulation with the specified input variation; 


tional control system provides both fast correction and 
smooth control. 

These regulators give you high accuracy with large 
capacity for both laboratory and industrial installation. 
They are especially useful for computers, measurement 
systems, transmitter supplies, and critical industrial proc- 
esses. 

A large variety of models provides you a choice of 115-, 
or 230-V operation on 50-, 60-, or 400-Hz lines with loads 
up to 19.7 kVA; models are available for wall, rack, or 
bench use. The units are described as single-phase 
regulators but they can regulate three-phase lines. For 
example, two regulators can be used in an open-delta 
configuration and three can be used in wye or closed- 
delta configurations. 


-— Output 

Voltage* Current ; ; 
(adjustable) Rating kVA Correction Ratet | Regulation* 
103 to 127 V 50A 5.8 2.5c+1.5c/V +0.25% 
103 to 127 V 85A 9.8 2.5c+3c/V 0.25% 
103 to 127 V 25A 2.9 2.5c+0.7 c/V +0.5% 
103 to 127 V 42.5A 4.9 25c+1.5c/V +0.5% 
206 to 254 V 40 A 9.2 25c+1.5c/V +0.25% 
206 to 254 V 85A 19.7 2.5c+3c/V +0.25% 
206 to 254 V 20A 4.6 2.5c+0.7 c/V +0.25% 
206 to 254 V 42.5A 9.8 2.5c+1.5c/V +0.25% 
206 to 254 V 10A 2.3 2.5c+0.4c/V 0.5% 
206 to 254 V 213A 4.9 2.5c¢+0.7 c/V +0.5% 


e.g.: When the output of the model in 


the first row is adjusted to 108 V, it will remain there within +0.25% (0.27 V) with inputs of 108 V+ 10% (97 to 119 V). 
+ Correction rate is given in c cycles of the line frequency. With the 400-Hz option, correction time is about the same, so multiply the tab- 


ulated rate by 7. 


** Will operate from 48 to 63 Hz with internal wiring change that incidentally reduces variation by about 1/10 (to 5%, 9%,+ 19 — 16%). With 


400-Hz option (special order only), will operate from 350 to 450 Hz. 


National stock numbers are listed at the back of the catalog. 
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OUTPUT -VOLTS 


Output Characteristics: POWER FACTOR: 0 to 1, leading or 
lagging. RESPONSE: Rms. DISTORTION: None added. 
CONTROL: Front-panel screwdriver adjustment. REGULA- 
TION: Regulation accuracy applies for any combination of line 
voltage or frequency, load current or power factor. 
Environment: TEMPERATURE: —20 to +52°C operating; —54 
to + 85°C storage. 

Electrical: POWER: 1581: ~ 35 W no load, ~ 115 W full load. 
1582: ~ 45 W no load, ~ 120 W full load. 

Mechanical: Bench, rack, or wall mount. 1581: DIMENSIONS: 
19x7x10.5 in. (483x178x267 mm); for cabinet add 2 in. (51 
mm) to depth. WEIGHT: 42 Ib (19 kg) net, 92 Ib (42 kg) 
shipping; for cabinet add 6 |b (3 kg) to net and 12 Ib (6 kg) 
to shipping. 1582: DIMENSIONS: 19x7x14.25 in. (483x178x 
362 mm); for cabinet add 2 in. (51 mm) to depth. WEIGHT: 
61 Ib (28 kg) net, 110 Ib (50 kg) shipping; for cabinet add 15 
lb (7 kg) to net and 16 Ib (8 kg) to shipping. 


260,130 


GR 1581-1582 
REGULATION RANGE 


240,120 


220,110 


200,100 


m 80 90 ie) 2 0 
140 160 180 200 220 240 260 280 300 320 


INPUT- VOLTS 


National stock numbers are listed at the back of the catalog. 


212 VARIAC® LINE-VOLTAGE REGULATORS 


Your choice of regulator enclosures: Top, without cabinet; left, wall- 
mountable cabinet; right, convertible to either bench or rack-mounted 
use. 


ae Catalog 
Description Number 
Variac® automatic voltage regulators 
(Unless options are specified, all come for 
line frequency 60 Hz, without cabinets) 
115-V Models 

1581-AL, +10%, 50A 

1582-AL, +10%, 85A 

1581-AL2, +24 —18%, 25A 


1582-AL2, +24 —18%, 42.5A proc 
230-V Models as shown 

1581-AH5, +5%, 40 A at the 

1582-AH5, +5%, 85 A left.) 


1581-AH, +10%, 20A 
1582-AH, +10%, 42.5A 
1581-AH2, +24 —18%,10A 
1582-AH2, +24 —18%, 21.3A 
Select the following options, as desired 
OP1 Bench Cabinet 
OP2 Rack Cabinet 
OP3 Wall Cabinet 
400-Hz Line Frequency — special model, consult factory for pricing 
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Variac® Adjustable Autotransformer 


What Is a Variac? 


The Variac® autotransformer is an efficient, trouble-free 
device for controlling ac voltage and any other quantities 
that derive from ac voltage: heat output, light intensity, 
motor speed, and the outputs of various power supplies. 
The name Variac comes from the unit’s function—‘‘vary 
ac’’—and is GenRad’s registered trade name for its con- 
tinuously adjustable autotransformer. 

Unlike most transformers, the Variac has a transforma- 
tion ratio that can be smoothly and continuously changed 
so the output of the unit can be controlled from zero to 
line voltage or even higher. Because It is a transformer, 
the Variac is 
e efficient—transforms power more efficiently than 
rheostats 


® durable— because it runs cool 

@ overload-able—withstands 1000% overloads short 
term 

@ independent of load size or power factor—voltage to 
the load changes little from full load to none 


Applications 


In most applications, a full turn of the Variac control 
shaft (320°) varies the output voltage, applied to the 
load, from zero to line voltage or 17% above if connected 
for “‘overvoltage’’ operation. Thus, the light or heat out- 
put or speed or torque of the load is varied from zero to 
rated or above. Some typical applications are shown be- 
low. 
sss 

Typical Applications for Variac® autotransformers 
Type of Load Function Controlled 


Brilliance and color temperature 


Brilliance (special circuitry 
required for best results) 


Incandescent Lamps 
Fluorescent Lamps (both 
hot- and cold-cathode 
types) 
Heating Devices (resistive 
heaters and infra-red lamps) 


Motors 
AC Motors 

Universal 
Series 
Repulsion 
Two-phase 
Shaded-pole 
Split-phase induction 
Capacitor split phase 


Temperature 


Use only on fan loads, or where 
torque is proportional to speed 


DC Motors Use with rectifier for motor-speed 
control 
Rectifiers 
Electroplating Current 
Power and plate circuits Voltage 
Solenoids Force 
Test Loads High and low line-voltage testing, 


breakdown tests 
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@ quiet—adds no noise or distortion to the line 

e reliable—exclusive Duratrak® contact surface pre- 
vents injurious high-temperature oxidation and resultant 
brushtrack deterioration 


In addition, the Variac is 


e easy to install. All mounting hardware is included; 

wiring diagram is on the terminal plate; conduit knock- 
outs are included on all enclosed models. 

@ available in hundreds of standard versions to satisfy 
line frequency, voltage, and phase requirements, load 
size, mounting demands (including portable and 
metered models). They can be supplied with motor 
drives, ball bearings, and in ganged assemblies to in- 
crease basic line-voltage and load-current ratings. 


@ assured safe by Underwriters’ Laboratory listing and 
Canadian Standards approval of many models. 


® available in militarized models for 400-hertz operation 


Narrow-range control Many times it is sufficient to be 
able to vary the output voltage over a limited range, for 
example, from 105 to 135 volts, for line-voltage correc- 
tion, overvoltage and undervoltage testing and such. In 
these applications, much smaller Variac units can be 
used with resulting economy and increased resolution. 


Voltage Doubling If the available line voltage is only 
about half that required by the load, the Variac can 
double the voltage while providing full control of the 
output. Units designated by an ‘‘H”’ (W20H) are supplied 
with an input connection for this use; output current 
rating of the transformer is one-half its normal value in 
this case. On special order, similar connections for other 
multiplying ratios can be supplied. 


Other applications The Variac autotransformer can also 
be used as a phaseshifter in three-phase circuits, as a 
color-temperature control, for calibrating voltmeters, 
ammeters, and wattmeters, and in many unique applica- 
tions. It is the basis of a wide line of GenRad automatic 
line-voltage regulators and can be used in many similar 
custom applications. 


Special models GenRad welcomes inquiries concerning 
special models. We can, for example, modify taps, in- 
clude limit switches, change shaft length, add ball bear- 
ings, provide for 360° mechanical rotation, add one or 
more independently controlled brushes, treat the units 
with fungicide or otherwise prepare them for use in ab- 
normal environments. 


How to Select a Variac 


The Variac® adjustable autotransformers are grouped 
by line frequency, voltage, and phase, with brief specifica- 
tions for each model. Within each group, the units are 
listed in order of increasing load rating that can be ex- 
pressed in either current (amperes) or power (kVA). To 
make the selection you must know the line and load char- 
acteristics for your application. A brief look at these 
quantities may help. 


Line frequency Most Variac models in the “W” series 
are designated for 50-to-60 Hz operation (“L” models are 
for 60 Hz only). Some “W” models can be used, without 
being derated, up to at least 400 Hz, but the regulation 


will be greater than normal and the physical size and. 


weight larger than necessary. Therefore, we offer the 
“M” series Variac that is designed for operation from 350 
to 1200 Hz. The M-series units are smaller and have 
better regulation at the higher frequencies. When series 
connected or when ordered specially, these units will also 
operate from 240-V lines. 


Phase Variac models are available for both single- and 
three-phase operation. In general, three-phase ratings 
are governed by the ratings of each individual transformer 
in the assembly. That is, the voltage applied to, or the 
Current drawn from, each individual unit must not exceed 
that specified for its single-phase uses. Thus, the consid- 
erations discussed below for single-phase applications 
apply separately to each unit in a three-phase assembly. 
A more detailed discussion on three-phase ratings and 
how to calculate them is given later in this section. 


Line voltage Single-phase lines are normally either 
120-volt or 240-volt, and GR Variac models come in two 
basic families to match. Should your line voltage be less 
than nominal, a unit rated for the nominal value will 
operate perfectly with no derating in current. Line voltage 
up to 17% above the nominal can be applied if overvoltage 
output is not required. For example, up to 140 volts line 
voltage can be applied to nominal 120-volt models if the 
maximum output voltage required is no more than the 
line voltage applied. 


For single-phase line voltages from 480 to 560 volts, | 


two Variac units rated for 240-V operation must be used 
with their coils connected in series across the line and the 
load connected one side to each of the Variac outputs. 
For such use, the load cannot be grounded at any point. 


Load rating The load capacity of GR Variac autotrans- 
formers is specified in three ways: maximum Current, 
rated current in amperes, and power in kVA (kilovolt- 
amperes). Although closely related, they are different and 
the differences are important to the proper selection of 
your Variac. 

An autotransformer cannot supply as much current at 
midrange settings as it can at full-voltage setting without 
overheating. Yet some nonlinear loads, incandescent 
lights for example, may draw nearly as much current at 
half voltage as they do at rated voltage, while other (lin- 


ear) loads will draw current proportional to the applied 
voltage. As a general rule, if the load is nonlinear, or if the 
overvoltage connection is used to apply more than line 
voltage to the load, a Variac should be chosen that has a 
Rated Current adequate for the load. Otherwise, the 
larger Maximum Current is the load-rating limit. Special 
applications may permit higher current to be drawn; for 
a more complete discussion of ratings, see “Get More 
Out of Your Variac,” later in this section. 

The Variac power rating in kVA is given as a conveni- 
ence in matching the right Variac to the load. It is the 
product of the rated line voltage and the maximum cur- 
rent rating of the Variac. There is a risk of misinterpret- 
ing it and exceeding the limits mentioned above; the kVA 
rating can be used only if the load is linear and the over- 
voltage connection is not used. Otherwise, load current 
must be determined and a Variac selected that has ade- 
quate rating. 

Power ratings in kVA are given for three-phase Variac 
applications and must be interpreted as described above. 


Trade-offs While some trade-offs, like those mentioned 
above, are included in the selection tables, there are 
others you may wish to consider. The load-current ca- 
pacity of the Variac is limited by temperature and life. 
Specified ratings assume a maximum ambient tempera- 
ture of 50°C and a minimum life span of 7 years. If the 
expected ambient is lower or forced cooling is possible, 
the autotransformer can be uprated without affecting life. 
Also, if a shortened life is not a problem in your applica- 
tion, a further uprating can be realized. 

Finally, if the load is expected to be switched on and off 
regularly (as with a thermostatically-controlled heater), 
the Variac can be uprated. In general, if the time for an 
on-off cycle is 2 hours or less and the off time is 10% or 
more of the total cycle time, some significant improve- 
ment in rating can be realized. 

Calculations and curves for duty-cycle and temperature 
are given in detail later in this section. 

Selecting the proper Variac Autotransformer Knowl- 
edge of the line frequency, voltage, and phase of your 
application will lead you to one of several tables that fol- 
low. The considerations above will have helped you deter- 
mine the current or power that the Variac must be capable 
of handling. Now, merely scan down the left columns 
in the table (“Rated Current,” “Maximum Current,” or 
“kVA’’) until you find an entry that equals or exceeds the 
value determined by your load. It may be rewarding to 
consider several models, including those with slightly 
higher ratings than necessary, as there is the possibility 
of saving money, space, or both. Some models (desig- 
nated “L”’ as in W5L) offer higher ratings per dollar and 
have only the minor restrictions of 60-Hz operation only 
and no overvoltage connection. 

Parallel connections In some instances, the selection 
tables will indicate that the ganged assembly you have 
chosen requires parallel connection of the individual 
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units. Reference is made to a Type W50-P1 Choke, which 
must be used between the output connections of the 
individual units in the assembly to prevent one unit from 
forcing current into another, possibly causing excessive 
temperature and early failure. One choke is needed if 
two units are to be paralleled; three or more parallel units 
require one choke for each Variac. The chokes are not 
included with the ganged assembly and must be ordered 
separately (except for 9- and 12-gang W50 and W50H 
units which are shipped prewired with chokes). 


Type Number Terminology 


In their various combinations, type numbers for Vari- 
ac autotransformers consist of letters and numerals 
that indicate exactly what elements are included in each 
assembly. The following examples show the various 
combinations: 


How to order When you have chosen the right Variac 
autotransformer from the selection tables, record the 8- 
digit catalog number and type number. Your order should 
include this information and a complete description of 
the unit. This permits us to cross-check your order and 
catch any typographic errors. 

Note that there are no 8-digit numbers given for motor- 
driven or ball-bearing models; ordering should be done 
by a constructed type number (see below) and full de- 
scription. s 


M 350-to-1200 Hz operation 
W 50-to-60 Hz operation 

W5 Model size, 120 V input 
W5H 240-V input 

W5L 60-Hz only, no overvoltage 


W5HG2 2-gang W5H (substitute 3 for 3-gang, etc) 
W5HG2BB Adds ball bearings 
W5HG2BBM _ Adds complete enclosure 


W5HG2D4CK _ OD indicates motor drive; 2, 4, 8, 16, 32, 
64, or 128 following D indicates number of sec- 


onds for full traverse. C indicates phase-splitter 
capacitor and K indicates limit switches. Omit 
BB from motor-drive type numbers since motor- 
driven units are always equipped with ball bear- 


ings. 
W5MT Portable units with 2-wire line cord 
W5MT3 With 3-wire line cord 
W5MT3VM With voltmeter 
W5MT3A With voltmeter and ammeter 
W5MT3W With voltmeter and wattmeter 
W5MT3AW With voltmeter, ammeter and wattmeter 


Where Variac Autotransformers are Produced 


GenRad manufactures Variac® autotransformers at its plants in Massachusetts and offers them for 
sale throughout the United States and its territories, Canada, Central and South America, Australia, 


and Asia. 


In Europe, Variac autotransformers are manufactured by EAB Elektroapparatebau AG, Courtelary, 
Switzerland, a member of the Bircher Group, which firm is licensed by GenRad to use the trademark 
Variac in connection with its manufacture and sale of autotransformers. These Variacs conform to GR 
design specifications except for metric threads and dimensions and 127 volts on low-voltage input. 

For catalog information relative to the Variac products made in Europe, please direct your inquiries to 
GenRad, Ltd. in England, at the address given at the front of the catalog. 
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General Specifications 


_ Ball Bearings Ball bearings at both ends of the shaft are 


offered for all units. They are useful where more precise 
alignment, more constant torque, and longer life are required. 


‘Ball bearings are standard on all motor-driven Variac® auto- 


transformers, and on all 4- to 12-gang types W30, W30H, 
W50, and W50H manually-operated models. 
Connections, Output “Line-voltage connection” refers to the 


_ connection of the Variac autotransformer for an output-voltage 


range of zero to line voltage. “Overvoltage connection” refers 
to the input-voltage connection for a range of output voltage 
from 0 to 117% of line voltage. 


LINE VOLTAGE (2) 


OVERVOLTAGE (1) 


(3) LoaD 


COMMON 

Current, Maximum Maximum current can be drawn at maxi- 
mum voltage only when the line-voltage connection is used. 
Current, Rated This current can be drawn at any dial setting, 
independent of overvoltage or line-voltage connection. 

Dial . Dia! plates for single units are reversible. They read O 
to 120 volts output on one side and O to 140 volts on the other. 
H models have similar scale readings of 0 to 240 and O to 280. 
Dial plates are calibrated for mounting on a panel or on the 
front of a case; output voltage increases with clockwise rota- 
tion of the knob. All ganged assemblies are supplied with 
dials calibrated on one side only, reading O to 10. 
Frequency, Line W-series units are specified for 50-to-60 Hz 
service except for the L types which are for 60-Hz service only. 
However, both of these units can be operated at rated values 
at line frequencies to 400 Hz. For 350-to-1200 Hz service the 
M-series units are preferred.) Models intended for 240-volt, 
60-Hz service can be used at 25 Hz at their normal current 
rating but at one-half their 60-Hz voltage rating. 

kVA Ratings The kVA rating is the maximum load current 
multiplied by the nominal input line voltage. 

Resolution Variac resolution is virtually infinite as the resis- 
tive brush always spans 2 or more turns of the autotransformer 
winding. 

Motor-Driven Units All Variac autotransformers, both single 
and ganged units, can be furnished with motor drive. 
Mounting Hardware All models are supplied with the neces- 
sary mounting hardware. 
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Figure 1. Short-time overload characteristic of Variac autotransformers 
with line-voltage connection. 


Special Designs We welcome requests for modifications of 
any model. These include different windings, shifting taps, 
different shafts, or basic new designs to furnish output volt- 
ages or voltage ranges differing from standard models. On 
special order, all W-series Variac autotransformers can be 
manufactured to conform to military requirements that are 
standard with the M-series units. 

Temperature Rise Ratings are based upon operation at am- 
bient temperatures of up to 50°C. When the ambient tem- 
perature exceeds this figure, current ratings should be de- 
creased (see Figure 2). 

Terminals All models have combined soldering and screw- 
type terminals with the exception of the types W30 and W50 
which are equipped with clamping terminals. Models for 
120-volt lines have five terminals for either 120- or 140-volt 
maximum output connections: 240-volt units have two extra 
terminals to provide for either 120- or 240-volt input for 
280-volt output. 

Military Environmental Specifications Most Variac autotrans- 
formers have been tested and do meet some or all of the fol- 
lowing Military Specifications: MIL-STD-202, MIL-STD-810, 
MIL-STD-167, MIL-E-4158, MIL-E-4970, MIL-E-5272, MIL-E- 
5400, MIL-E-16400, MIL-R-23098, MIL-T-945, and MIL-T-5422. 
“Certification of Compliance” can be furnished at no charge 
for units tested. For further information on environmental 
tests, please contact your local GR District Office. 
Overload Protection Today’s improved core materials per- 
mit the use of higher flux densities than were formerly prac- 
tical. Under certain conditions of core magnetization and 
line-voltage phase, an inrush transient or surge having an in- 
itial value up to ten times the rated current of the unit may 
occur. This does no harm except to ordinary “quick-blow” 
fuses. For this reason, time-current integrating circuit break- 
ers or “slow-blow” fuses are recommended for primary pro- 
tection. They will hold during transients but will protect 
against sustained and potentially damaging overloads. Such a 
protective device on the /nput side of the Variac should be 
capable of handling a 1000% overload for the duration of one 
cycle of the power-line frequency. 

Overload protection for variable-ratio transformers differs 
from that used with fixed-ratio transformers, where safe pri- 
mary and secondary currents are determined by the ratio of 
secondary to primary turns. For example, in a fixed-ratio trans- 
former having 100 primary turns and 20 secondary turns, if 
the safe secondary current is 10 amperes, the safe primary 
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Figure 2. Variac autotransformer derating versus ambient temperature. 
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General Specifications (Cont'd) 


current will be 2 amperes. Equal protection will be provided 
by a 10-ampere secondary fuse or a 2-ampere primary fuse. 

This is not true with Variac autotransformers. As the brush 
traverses the winding, the transformation ratio continually 
changes. Under the conditions of a varying transformation 
ratio, primary protection is of little or no value, but output pro- 
tection is all important; it is the output current that must be 
held within safe limits. For this reason a Variac autotrans- 
former should be protected by a fuse or circuit breaker in 
the brush lead, where the load is normally connected. 

The nature of the protective devices selected should be 
partially determined by the service requirements. Variac 
autotransformers have an inherently high short-time overload 
capacity because temperature is dependent upon time for a 
given rise. They can safely absorb relatively infrequent short- 
time overloads (due to motor starting or lamp inrush) without 
being derated. 

The upper curve in Figure 1 applies to units without built-in 
fuse protection. Models with built-in protection in the brush 
arm (models W5L, W20H, W30, W30H, W50, and W50H) have 
overload characteristics corresponding to the shaded area on 
the curve. The fuse is purposely made inaccessible to guard 
against careless replacement with fuses of wrong value. Its 
basic purpose is to provide thermal protection to the auto- 
transformer, and it is not intended to serve as the sole protec- 
tive device for the unit. It is essential that the user add ex- 
ternal overload protection to the output of the variac, that is, 
between the brush and the load. 

To benefit fully from the short-term overload characteristic, 
the overload capacity must not be unduly limited by the pro- 
tective device. Since quick-blow fuses cannot withstand 
surges, their use is discouraged except for loads not subject 
to inrush. Slow-blow fuses are better; time-current integrating 
circuit breakers are better still. Thermal breakers are to be 
preferred, since they automatically derate with increasing am- 
bient temperature. They most nearly conform to the require- 
ments shown in Figure 2. This type of protector is standard 
in the Type MT (portable, cased) models of the W-series Variac 
autotransformers. 


Regulation Regulation is defined as the change in output 
voltage from no load to full load current (varying load resist- 
ance), with constant input voltage, and is expressed as a 
percentage of line voltage. 

In an autotransformer, regulation varies with dial setting, 
largely because of IR drop in the winding, and is minimum at 
transformation ratios of zero and one. Note that, at zero and 
line-voltage settings, there is some slight regulation attribu- 
table to the resistance of the brush. Regulation is also due in 
part to leakage reactance caused by stray flux that does not 
link all the turns. While this is a minor factor at low frequen- 
cies, it becomes dominant at some higher frequency and ac- 
tually imposes an upper-frequency limit on the operation of 
the autotransformer. This limit depends on the load con- 
ditions. 
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Typical regulation curve with normal rated current. 


Paralleling Choke, W50-P1 Many of the Variac autotransform- 
ers listed on the following pages are indicated to require one 
or more Type W50-P1 Chokes (catalog number 3150-5016). 
This unit is used when two or more autotransformer outputs 
are to be connected in parallel; it impedes the flow of poten- 
tially destructive-circulating currents. Instructions for proper 
interconnecting are included with each unit. 


Variac® adjustable autotransformer — U2 


Low-cost versatility The U2, a low-cost adjustable 
autotransformer from GR, features simplified mounting 
for a variety of low-current control applications. It can be 
used with any input up to 120 volts, 60 to 400 Hz, and 
provides a full 140-volt output with a 120-volt input. 

A single nut secures the autotransformer to any panel 
up to %-inch thick. The unit’s small size allows it to be 
used on densely packed front-panel configurations — the 
U2 is a natural for low-current applications in almost any 
situation. 


National stock numbers are listed at the back of the catalog. 
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lowest cost 2-A unit available 


highest voltage output — up to 140 V 


oversize brush and cooler operation assure 
extended life 


easily replaced shaft for special applications 


SPECIFICATIONS 
Input: 120 V, 60 to 400 Hz. 


Output: In Air On Aluminum Panel 
0 to 120 V: 2 A rated 2.25 A max 2.25 A rated 3 A max 
0 to 140 V: 2 A rated 2 A max 2.25 A rated 2.25 A max 


Mechanical: Single-hole mounting of 0.375 in. (10 mm) for 
shaft plus 0.1875-in. (5-mm) hole for anti-rotation stop, max 
panel thickness 0.25-in. (6 mm). DIMENSIONS (wxhxdepth 


behind panel) 3.25x3.69x2.94 in. (83x94x75 mm). WEIGHT: 
2.5 Ib (1.2 kg) net, 3 Ib (1.4 kg) shipping. 

Catalog 
Description Number 
U2 Variac® adjustable autotransformer 3200-5110 


U2 


(3-Gang) 


W5M 
(Enclosed) 


Single-phase, 120-volt input, 50-60 Hz 
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W20M 
(Enclosed) 


Single-phase, 240-volt input, 50-60 Hz 


Output Description 
: an 
xi 
585 z 
~8 2 oe. e ao Smee ___ Outline 
Zoe eee 28 ¢ Boe = Qo Dimensions (inches) 
@Gae GS C550 ros 0 OL Catalog > es 
COL Om KA =os>a Type = Connection Sxu Number z2 42 W H D 
20] 26] 002 | 0280 WH | Open] —-Ss=“‘éS*L +0010 «GT 8 4% | 4% | 306 
2.0 o2so0 | WSHM[encl | —SssSSSCS~*~“‘(L~ SOMOS * | a] 4% | OM mea 
2.4 o2e0| W2G2 | Open | Series ———S—SC~‘“i*«COSZ | 7 | 9] 3% | 3% | 7% 
4.0 o2e0[ WioH | Open | ———SSSS~S «COOSA | 11'| P| 5% | OX | AME 
40 0280 | WIOHM ‘| enc | ——Ss~S~—~SYSCSOOGTAA | 1 | 7 | Om | 9% | Sut 
5.0 0-280 | WSG2M_ | Encl _| Seres—=—=—==—=—=«d?=C SSI | 15 | 23 | 98% a% 
60 ozo | weG2 | Open | Serres —=—=—=—=SC~=«d;«C0O-SIZO | 14 | 15] 4% | 4% | 8 
8.0 o-280[ W20H | open ——SSSCS~SC OST | PO | 23 [ 7% | BK | FONT 
8.0 o2s0| W2OHM_ | Enel | dC SHOOTIN 25 | 20 | 0% | AU) 
85 | 11.0 0-280 WeG2 __—~'|_ Open | Serres ——=s=~S=~*~“‘“(R*S(OBHSIZO'[ TO] 19] 4% Oe 
10.0 [13.0 7 
10.0 [130 | 312 | 0-280[ wi0G2 | Open | Series ——==SCSC~*d;=C OHIO [25 | 27 | 5% | OH | He 
10.0 | 130 [312 [0280 wi0G2m [| enci_| Series —=—=—=S=«*d?(C OBIT | 29 | 34[ 7% | 9% | 9% 
20 | 156[ 374 | ozeo| waon [Open | «8050 | 29 | 36 | 10 | Tafa 
0 | 156 [ 374 | oze0| waonm  [ encl [ SSSCSC*«d;:C( BOD | 36 45 | a “| tam [8% 
16.0 0-280 | Open | Parallel —=S=iat~=«Y=CSHOOBIZO | 41 | 46] 7% | 8% | % 
16.0 e380" waoneaM —— enc | Paral i] -sioosiar_[as [se |-9 tao 
200 [ 260] 624 | 0280| w20G2 | Open | Series ————SCSC*~*«idCC=Ct DOS | aS | AB 7% | BK. | OK 
20.0 [260 | 6.24 | 0280] w20G2M _[ Enci_| Series ———SS=C*s« SOSA | ae | Sof 9 | 1a% | 9% 
20.0 O20 WORM | enci | SSC~Y:C HATA CO 7G | BH, | 10% | 7*T 
240 [ 312] 75 | 0-280| Wa0HG2 | Open | Parallel —=—=st_~‘| ‘ss0-siz0 | 59 | 76] 10 | 11% | 9% 
24.0 [31.2 0-280 | W30HG2M | Enci_| Parallel —=—=s2'~*| Sua0Si2i | 64 | 87 | 11% | 14%. | 10% 
2.0 | 325| 780 | 0280, WoOH | Open | ss SSSC*dSC SOBA | SS [GO| 12% | 13% | ou" 
280 0-260 | w30G2M | Enci_| Series —=SS=«;CdO-SZA | 67 | 90 | 11% 10% 
300 [360] 86 | 0280] wa0e2 | Open | series —=—=———s«(_sz05120 | e1 | so] 10 | 11% | 9% 
36.0 0-280 | W30HGs | Open | Parallel ===‘ | 31305130 | 90 | 107 20% 
360 [ 468] 11 | 0-280] WaoHGsM | Enci_| Parallel —==S—« | S4s0-Si31 | 97 | 120] 11% | 19% | 14% 
40.0 0-260 [ WSOHG2M | Enci_| Parallel _——=s1._~*| S460-8121 | 126 | 165 14% 
50.0 | 65.0 | 156 | 0-280] WS0HG2 | Open | Parallel __—-1_~‘{ 31605120 | 116 | iss | 12% | is%_ | 14% 
60.0 [93.0 0-280 | WS0HG3M | Enci_| Parallel 3_| 3160-8131 | 183 | 230 2 
75.0 | 975 | 234 | 0-280 | WS0HG3 | Open | Parallel 3_[-steosi30 [167 [aia | 12% | 13% | 20% 
80.0 0-280 Parallel 4 | 3160-5241 | 255 | 328 27h 
100.0 0280 | WS0HG4BB | Open | Parallel __—=—=«4~—+|_ an60-8240 | 230 | 300 | 12% | 13% | 27% 
120.0 | 186.0 0-280 | WS0HGsEBM | Enci | Parallel ___—& ~_|_a160-8261 | 385 | 458 | 13% 40% 
150.0 | 195.0 | 46.8 Parallel 6 3160-5260 12% 40 
. = 
Single-phase, 480-volt input, 50-60Hz 

20] 26{ 1.24 | 0-560] W5HG2 | Open | Series 3040-5120] 13] 15] 4% 4% | 8 
20| 26[ 1.24 | o-Se0[ WeHG2M | Encl | Series —=~=~=—=«d(—s040-Siza[15{ 23[ 5%] 6% | 8% 
4.0 Mae 3070-5120 5% | 6% | o% 
4of 52[ 25 | os60[ wioHG2M [| Encl [ Series —=~=—=S=S«d’=Cs070SIz1[ 29| 33] 7% 9% 
BO t04[ 50 | os60| wa20HG2 | Open | Series SSSC*CSOOSIZO| a1 f 46 7% | Oh | O% 
so[ 104[ 50 [| 0560] w2onGzm | enci | Seres —~—=—=«dS=sS4O0Siza] 45] 54] 9 | 12% | - 9% 
120|is6[ 748 | 0560] w30HG2 | Open| Series —SS«=C 3805120] 59] 76| 10 | 11% | 9% 
pee S78 a = WD AE oe Ba [aS 
200|310[ 149 [0860 Ws0HG2M | enci | Series == S082 126| ie5[ 19%] 17% | 14% 
25.0[s25[ 156 | o560[ W50HG2 [Open | Series —=—==SS—=«|=C(a160-8120| 116] 153] 12% | 13% | 14% 
40.0 Parallel 2 | si6o-5241 | 255] 328 27h 
50.0 0-560] WSOHG4BB | Open | Parallel = 2*| ‘8160-5240 27% 
60.0 91.0] 44.7 | 0-560 Parallel 6 3160-5261 | 385| 458] 131% 40% 
750| 975) 468 [0560] WS0HGEBB | Open] Paraliel =| 3160-5260] 355] 428) 12% | 13% | 40 

* Listed under Re-examination Service of Underwriters’ Laboratory. + Approved by Canadian Standards Association. 
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How to Select a Three-Phase Variac 


As discussed in an earlier paragraph, selecting the 
proper Variac® autotransformer depends on your first 
knowing the conditions imposed by the power line (fre- 
quency, voltage, and phase) and by the load (expressed 
in current or power). 

To determine the needed rating for a three-phase 
Variac assembly, look at the individual units in the as- 
sembly and the line voltage and currents that will be im- 
posed upon them. If the voltages and currents are within 
rating for the individual units, the assembly will do the 
job. 

To contro] three-phase power, Variac autotransformers 
can be connected in either a wye configuration, which 
requires three units ganged (or 6, 9, or 12 for added 
Capacity), or in an open-delta configuration, which re- 
quires two units ganged (or 4, 6, etc). 


LINE LOAD 


OPEN DELTA WYE 


Consider the simplest cases where a single Variac unit 
is used in each arm. In the wye configuration, the full 
line-to-line voltage is not imposed on each unit, rather it 
is 1/\/3 or about 58% of the voltage. Thus a 240-volt 
line will impose about 138 volts on each unit. However, 
each unit supplies the full line current to the load through 
its brush. In the open delta, the input to each unit is the 
full voltage from the line and each unit must supply the 
full line current. 

Line voltage Three-phase Variac assemblies are speci- 
fied for the more common 208-volt, 240-volt, and 480- 
volt lines. The open delta Variac configuration is limited 
to the 208- and 240-volt applications and must use the 
Variac units with a basic rating of 240 volts; the over- 


TA 


= 


voltage connection can be used. If the wye is used, the 
three common line voltages will impose 120, 138, and 
277 volts respectively on the individual units in the as- 
sembly. So, for 208-volt lines, the Variac units rated for 
120 volts can be employed, and the overvoltage connec- 
tion used, if desired. For 240-volt lines, either 120-volt 
units can be used (restricted to the line-voltage connec- 
tion) or 240-volt units can be used (overvoltage per- 
mitted). For 480-volt lines, 240-volt units are usable but 
restricted to line-voltage connection. 

Load current Thecurrent rating of the individual Variac 
autotransformers in the ganged assemblies is the same as 
the maximum line current to the load. Thus, each leg of 
the wye or open delta can be selected as though it were 
a single-phase unit. Each leg can consist of as many units 
paralleled (with required chokes) as is necessary to han- 
dle the current. Standard assemblies are offered with up 
to 12 ganged-units (a wye with four paralleled units in 
each leg), and even larger ones can be supplied on 
special order. 

Load power An aid to computing the load power from 
the voltage and current ratings of individual components 
of a three-phase load, and the reverse calculations, is 
given in “Get more out of your Variac,” later in this sec- 
tion. However, the kVA ratings of the three-phase Variac 
autotransformers require an explanation. As with single- 
phase units, three-phase kVA rating is the product of the 
maximum current and the line voltage (multiplied by 
\/3)."* it should not be used in selecting a Variac when 
the overvoltage connection is employed, when nonlinear 
loads are used, or when the phase loads may be unbal- 
anced. In those cases, the separate line currents should 
be calculated and compared against the rated current of 
the Variac. 

Line frequency Theselection of a W- or M-series Variac 
based on line frequency will be governed by the same 
considerations discussed earlier. Three-phase models 
for operation at 350 Hz and above are listed later, under 
400-Hz operation. 


*4-wire 3-phase input preferred. When 3-wire input is used, load must be 
balanced at-all times to prevent damage to Variac. 


**3 single-phase units, each with 1/\/3 the line voltage. 


: Three-phase, 208-volt input, 60-Hz only 


PREM EE ME PLE APTA BIE SELL TNT ITE ET ah ENTE IE TT Tt YM 


Output Description 
wn 
£25 
. Sa8 : 
= 2B ® & pon = 2 Outline 
05G oo Smo ic 250 = Qa Dimensions (inches) 
Soe SSE xB8° 3 Szo Catalog = aa 
roe Soa kVA S6S8e Type = Connection Sxa Number Faijos: nS D 
Fal 0-208 | W5LG3M Wye 3050-5131 | 22 | 32 | 5% 12% 
8.5 0-208 | W5LG3 Open Wye 3050-5130 | 20 | 23 | 4% 4%, | 12% 
10.0 | 13.0 | 4.68 | 0-208 | W8LG3 Open Wye 3058-5130 | 25 | 27 | 4% Ae | 13% 


National stock numbers are listed at the back of the catalog. 
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Overvoltage may be used on open- 
delta connection or 208-volt input. 


W50G9 


W20G3 


Three-phase, 208-240-volt input, 50-60 Hz 


Output 


nw] Current 
o| Amperes 
\n | Current 
o | Amperes 


WSHG2 


Description 


Connection 
Open Delta 


W50-PI Chokes 
Req’d for par- 
allel operation 


Outline 
Dimensions (inches) 


Catalog 
Number 


3040-5120 


Net Weight 
Shippin 
Wt Ib 


WwW H 


W5HG2M 


Open Delta 


_ 3040-5121 


W2G3M 


Wye 


3010-5131 


W2G3 


Wye 


3010-5130 


W10HG2 


Open Delta 


3070-5120 


W10HG2M 


Open Delta 


3070-5121 


W5G3M 


Wye 


3030-5131 


W5G3 


Wye 


3030-5130 


W20HG2 


Open Delta 


3100-5120 


W20HG2M 


Open Delta 


3100-5121 


W8G3 


Wye 


3038-5130 


W10G3 


Wye 


3060-5130 


W10G3M 


Wye 


3060-5131 


W30HG2 


Open Delta 


3130-5120 


W30HG2M 


Open Delta 


3130-5121 


W20G3 


Wye 


3090-5130 


W20G3M 


Wye 


3090-5131 


W50HG2M 


Open Delta 


3160-5121 


W50HG2 


Open Delta 


3160-5120 


W30G3M 


Wye 


3120-5131 


W30G63 


Wye 


3120-5130 


W50G3M 


Wye 


3150-5131 


ws0G3 


Wye 


3150-5130 


WS50HG4BBM 


Open Delta 


3160-5241 


WSOHG4BB 


Open Delta 


3160-5240 


WSOG6BBM 


Wye 


3150-5261 


Wye 


3150-5260 


Wye (chokes included) 


3150-5876 


3040-5130 


W5HG3M 


3040-5131 


W10HG3 


3070-5130 


W10HG3M 


3070-5131 


W20HG3 


3100-5130 


W20HG3M 


3100-5131 


W30HG3 


3130-5130 


W30HG3M 


3130-5131 


WS50HG3M 


3160-5131 


WSOHG3 


3160-5130 


WS50HG6BBM 


3160-5261 


WS50HG6BB 


WSOHGSBB 


Wye (chokes included) 


3160-5260 


Three-phase, 560-volt input, 50-60 Hz 


ational stock numbers are listed at the back of the catalog. 
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W50HG12BB Wye (chokes included) 


* Motor drive only. 


available on request: 


M20 


400-Hz Operation The M-series models are designed for use at fre- 


quencies between 350 and 1200 Hz. They are electrically 
the high-frequency equivalents of the standard W series 
but are much smaller and lighter than the 60-Hz models. 
high- and low-temperature lubrication At 400 Hz, the regulation obtained with the M-series is 
considerably better than with the 60-Hz models. 

All M-series units conform to most military specifica- 
fungicidal treatment of all phenolic parts _ tions for shock, vibration, salt spray, tropicalization, alti- 
tude, humidity, and temperature. See General Specifica- 
tions section for further information regarding military 
environmental specifications. Operation of the M-series 
models is possible at 60 Hz if the input is limited to 60 
volts. The output current remains the same and the out- 
put voltage range is O to 70 volts. 


small, light, excellent regulation 


# iridite-treated aluminum parts 


= special nickel-plated brush holders 


Single-phase, 120-volt input, 400-Hz 


LSS LOE AIR EIT EEE ELSE, ALIS 


Output Description 


1s 
7) 7) i) oo 
oS g € 5 Sho $ = Bakeicene Gnenes 
ete Se nase Catalog ro 22 
e3& Saf wa So8e Connection | Number 22 52] w H D 
zi oy 
7.8 3430-5110 4 Ae 
0 3460-5110 6 8 | 5% 
3490-5110 | 13 | 15 | 7% 86 


0-140 Open 
0-140 Open 


3410-5120 
3430-5120 
3460-5120 
3490-5120 


Open Delta 
Open Delta 
Open Delta 
Open Delta 


5% 
6'%6 


3410-5130 


maga c tear 
fwsG3__[Open_| 3430-5130 
Pmi0G3___JOpen 


0-240* Ope 3460-5130 
0-240* | M20G3 Open 3490-5130 


* 17% overvoltage connection is permitted on 120/208, three-phase lines. 


National stock numbers are listed at the back of the catalog. 
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AR & 
m fe ranstnates eR PRO 
eae me 


W8MT3VM 


Portable Variac® Autotransformers 


Portable, metered, cased units are available in twenty 
models for use in the laboratory and on the test bench. 
Each consists of a Variac autotransformer and an over- 
load protector. Some models have a voltmeter, ammeter, 
and wattmeter in different configurations. 

Adequate meter shielding is provided to reduce stray 
fields sufficiently to give over-all meter accuracy of 3% of 
full scale (5% of full scale for the powerful W2OHMT3A). 


The output circuit is protected by either a Klixon* ther- 
mal overload breaker, resettable from the panel, or by 
easily accessible and replaceable fuses. 

A double-pole on-off switch disconnects both sides of 
the line. Where dual-range meters are used, make-before- 
break range switches permit switching under load. All 
have convenient carrying handles. Some models come in 
both 2- and 3-wire versions. 


* Registered trademark of Texas Instruments Inc. 


Single-phase, 120-volt input, 50-60 Hz 


Output ~ 
ex 
ie ie ee © 0 Meter Ranges 2- or 3- 3 = Outline 
Lore Co ~ aoe (full scale) wire cord = Qo Dimensions (inches) 
BSE BSE S565 an Catalog o ae 
COg —SOa 2O>e Type Amperes Watts Volts | receptacle Number Ze oe WwW H D 
5.0 | — [0-140 |womT [| — [ — [— [ 2 | 30305118 ~[ 8 [ 15 | 4% | 6% 4%* 
5.0 | — [0140 |wsm7z3 | — | — |[— [| 3 3030-5119 | 8 [15 | 4% | eye 
5.0 =f sof Weta ff 150 3 3030-5015 | 8 | 19 | 4% | 6% | 4% 
5.0 | — [0-140 [wsmT3A_ | 1/5 | 150 3 | _—«3030-5012,——s«|_s 11_~*[{ 19 | 6% | 9% | 5y 
5.0 = to | weMtsw | 180/750 | 1s0_f 3 3030-5013 5M, 
5.0 | — | 0-140 [w5mT3AwW | 1/5 [150/750 | 150 [| 3 3030-5014 5% 
7.1 | — | 0-120 [wsemTz' | — [| — | — [— 3 | 30505119 | 8s | is [ 4% | 6% | 4% 
10.0 Sf W8MT3 | fe ft 3038-5119 6% 
10.0 W8MT3VM 2 3038-5015 6% 
10.0 | — | 0-140 | W10MT | — | — | 2 | 30605118 | 16 | 24 | 6% | oye 
10.0 [— [0-140 [wiomt3 | — [| — | — [| 3 [| 30605119 | i6 | 24 | 6% [ 9% | Sut 
10.0 | — | 0-140 2/10 = 8% | 111%, | 5% 
10.0 | — | 0-140 | wiomT3w | — _ __[300/1500 | 150 ig_ | 30 | 8% |! 1 
18.0 | — | 0-140 | W20MT3A |. 20. | | 150 7 3 3090-5012 | 27 | 34 8%) ie 
18.0 — 0-140 W20MT3 — = — 3 3090-5119 20 23 8% 111% 5%tT 
!' 60 Hz only 


3040-5118 


3070-5118 


| 3200-5119 | 27 [35 | 


3100-5012 25 5% 


Pe aaa Pik EA ah Me 8) cme ET LC eT I act tale SOL SA ESPANOL DG 
Types MT and MT3 have overvoltage connections and corresponding dial scales, but can be supplied on special order with line-voltage connec- 


tions and dial scales. 
* Listed under Re-examination Service of Underwriters’ Laboratory. 
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W20G3D8CK 


Motor-Drive Versions 


ORDERING INFORMATION 


From table: yes = available from stock 
so = available on special order 

Establishing correct type number: 

1. Select basic Variac type number; e.g., W5G2 (a 2- 
gang W5-series Variac) 

2. Select time desired for full 320° traverse and insert 
time in “D—CK”’ 

3. Arrange in following order: 
W5G2D8CK (a 2-gang W5-series Variac with motor 


drive, 8-second traverse) coy Fes 
4. ee case is desired, add “M”, e.g., # oF Rear pues. 


Dimensions: Width and height are same as for component 
Variac. Depth is approx 6 inches greater than that of equiva- 


lent manually operated model. Schematic diagram of motor circuit 
Seconds \ Seconds 
for full Shipping Weight for full Shipping Weight 
320° . (Ib) 320° (Ib) 
Traverse* 2 4 8 16 32 64 128 Cased Uncased Traverse* 2 4 8 16 32 64 128 Cased Uncased 
M2 yes yes yes yes yes yes ... 9 aesps Ww10 yes yes yes yes yes yes yes 23 30 
M2G2 yes yes yes-yes yes yes ... ual eat W10G2 so so yes yes yes yes yes 35 43 
M2G3 -»>e yes yes yes yes yes ... 14 ware W10G3 so so yes yes “yesi ‘yes yes 47 56 
M5 yes yeS yes yes. yes yes ...: 14 ae, W10H yes yes yes yes yes yes yes 23 30 
M5G2 yes yes yes yes yes yes ... 16 ee W10HG2 so yes yes yes yes yes yes 35 43 
M5G3 ».. yes yes yes. yes yes ... 19 tire W10HG3 so so yes yes yeS yes yes 47 56 
M10 yes yes yes yes yes yes yes 16 BEA w20 SOME YCSEEVES EVCSINYCS EVES =NVes 35 50 
M10G2 so yes yes yes yes yes yes 22 aw W20G2 so sO yes yes yes yes yes 54 tft 
M10G3 so so yes yes yes yes yes 29 W20G3 so so yes yes yes yes yes 78 97 
M20 ... yes yes yes yes yes yes 27 ete W20H Pot Cem yh eC ie ce 35 47 
M20G2 so sO yes yes yes yes yes 47 nee CON G2 Tey SOO Veo.) Yes Yese yes: yes 34 69 
M20G3 so sO yes yes yes yes yes 58 nthe BYZOMG 2 Begioo aso me co Yeo YeS yee. VCs 77 93 
W30 so yes yes yes yes yes yes 57 79 
cae ae cs ae ae nae AK yh fe — W30G2 eee eESON SSOnmVESUEVES. YeSanyves 89 98 
ieee ese parses Ss es es 120 120 
W2G3 oe VeSe LVCSA VES |. VOS SVS ene. AW 20 oeGe 5 tart A y y 
W30H so yes yes yes yes yes yes 55 78 
W5 SISSY NEES RACE Dah ie eae ea 17 20 W30HG2 ie SOU SOM VCSMmEYVCSEBVCSEE VES 88 98 
W5G2 Wesmoyes yeSssyes, yes, Ves. —7... 23 26 W30HG3 ... ... so so yes yes yes 120 120 
W5G3 sos WMES AMES Wes AVES WES sos 33 39 
Ww50 eee SO SO. ‘yes’ yes yes yes 95 125 
WS5H VES MES REST NCES MSS MEE 0% 18 20 W50G2 jen oon SO Se) “WES WES WES 162 194 
W5HG2 = yes yes yes yes yes yes ... 25 28 W50G3 joe ooo SO Go WES WES Wes 220 242 
W5HG3... ~yes yes yes yes yes ... 34 38 W50G4 See) ban SO) SO. Se, Ke SS 295 330 
W5L yes yes yes yes yes yes ... D7. 20 W50G6 poe ono SO Sey Be gle) WES 411 454 
W5LG2 yes yes yes yes yes yes ... 24 29 W50G9 Sata cen iste Beto Rois Vest hn Bits seas 
W5LG3. iw... yes yes yes yes yes ... 27 32 Se ir tg t ar Co ag 
W50H ee SOMESOL VES ME YVeCSE UVES en Ves 100 130 
me cme eae Ce ha ig ay W50HG2 ... ... so so yes yes yes 167 201 
W8G2 yes yes yes yes yeS yes ... 28 Siahe 
W8G3 es ae ae a es 37 W50HG3) 4a.) =. =] So) iSO) eyes yes yes 222 246 
ere, - sf z - cer <a W50HG4500= 4 etson SO) SO) SO, yes 302 334 
W8L ViCSmVCSmEyCSHVCS mEVCOMEVCS manor. 19 Mee W50HG6) "=; .28 G-.) SO) “SOF (SO) soy yes 480 526 
W8LG2 yes yes yes yes yes yes ... 28 Shs W50HGOR Se) Cela sone ek oe VES 4 ae ats 
W8LG3 ... yes yes yes yes yes ... 37 Poe W50HG12 cae Sith A ones ben ey 


* Motor times given for 60-Hz operation. Add 20% more time for 50-Hz operation. 


National stock numbers are listed at the back of the catalog. 
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‘W2 Variac® Autotransformer 


Basic data for single section: 


Input 120 V, 50 to 60 Hz 
Output as % of input 0to 117% 
Rated Current 24A 
Maximum Current 3.1A 
No-Load Loss at 60 Hz 3.5 W 
Number of Turns 403 
DC Resistance of Winding 10.35 2 
Drive Torque (ounce-inches) 5 to 10 
Replacement Brush VB-1 
Dimensions Ganged Uncased Dimensions Ganged Cased 
Dimensions Types W2 and W2M Types W2G2 and W2G3 Types W2G2M and W2G3M 


3 Mtg Holes 10-32 On 


* , ; 3 
Max Panel = 52 25 Bolt Circle Mow Panan Max Ponel = 
62 : Ee cece Ree Uncased Model (3% Dia 5 ee a a'Son 23, 
s 43% jt < oe - Holes In Panel) gs 2Ganq Be 
p-4ech a peat fe Gang 7 22 fl Soe 
am ae 


; eso, Sols | a | eee 4.) 
ee | od ede ll 2 Poni 
rm 2 ascell 7 aa 
1 | dione H pris i 
t i \ A120 4 0 yy 
| i jo. °-t ol! é andl Ty 
i —n le ee eee el so ae oe [Bre 
7 
31S is a oe etl 
S 22" 4 Mtg Holes, Clearance 32 
For Cased Model '€ "For #10 Screw On Cosed 4 Mig Holes 10-32 4 Mtg Holes 10-32 
Model (Z, Dia Holes In Panel) " (33 Dia Holes In Panel) (% Dia Holes in Panel) 
Spio §R ee 2Dia gR 3 Dia Dial Plate 2Dia §R 3 Dio Dial Plate 
re Ho Panel Drilling 3 Dio Dial Plate Oe Hor Panel Drilling 3 Dia Shaft Prot hort Panel Drilling 3 Dia Shaft 
° % Dia Shoft ° ° ft es é 
zor 20 so ae And . " ° : 120 Qi e0 ras ty (suse + Dia Shaft On Ball-Bearing zoe /i20° or ee ue t Dia Shaft On Ball-Bearing 
#31 Drill Se : q Dia Shaft On Ball-Bearing Models #3) Britt Se Models #31 Drill’ Models 


W5 Variac’® Autotransformer 


Basic data for single section: ’ ws W5L W5H 

Input 120 V,50to60Hz  120V,60Hz 240 V,50 to 60 Hz 

Output as % of input 0 to 117% 0 to 100% 0to 117% 

Rated Current 6A 8.5A 2A 

Maximum Current 78A 11 A 26A 

No-Load Loss at 60 Hz 9W 12W 9W 

Number of Turns 293 235 590 

DC Resistance of Winding 1.852 0.92 2 172 

Drive Torque (ounce-inches) 10 to 20 10 to 20 10 to 20 

Replacement Brush VB-2 > \/iB2D VB-1 
Dimensions Types W5, WSL, W5M, Dimensions Ganged (Uncased) Dimensions Ganged Cased 
W5LM, W5MT, W5MT3, W5LMT3, Types W5G2, W5G3, W5HG2, Types W5G2M, W5G3M, W5HG2M, 


W5H, W5HM, and WOHMT W5HG3, W5LG2 and W5LG3 W5HG3M, W5LG2M, and WSLG3M 


3 Mtg Holes 10-32 On 


Max Panel 2 62——-—-»)_ 3% Bolt Circle For Mox Panel 2 13 Max Ponel 
8 | i6 : : SOel 8 is \ 
ok eee a (aged aes an ee scm eg TT Sue 
| pan" Riis 2 Gong 7 || = pana Be 
| 4 | || ae | en | d+ 
rv me a 
1 | 33 
1 | 3 ! 
La | a yy 
W a 8 | eS | ST | Y 
ak 3p Dia 17 17 
bat r ee He all 
22 4 Mtg Holes, Clearance ae 
* i6 4 Mtg Holes 10-32 " 
Pou eores oacst For #10 Screw On Cosed (% Dia Holes In Pa cel) Rae Aayhlee: ees 
Loi SR Model (Z, Dia Holes in Ponel) Lia £R Lio §R bi Mamie ae 
/ a 
yoy Ponel Drilling 4 Dio Dial Plote «bet Panel Drilling 4 Dio Dial Plate Peo Panel Drillin 
es ie Os Se Q 
120°  /i20° aes hele And 2 Dia Shaft mee "zoe For Shaft And 3 Dio Shoft 120° 9 jizo* For Shoft And 4 Dia Diol Plate 
#31 Drill <7 710! Fiote a3 One ee #31 Drie, CS Rise g Dio Shaft 


National stock numbers are listed at the back of the catalog. 
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Dimensions Types W8 and W8L 


3 Mis Holes 10-32 On 
/ 32 Bolt Circle (¥ Dia 
Holes in Panel) 


4 Mtg Holes, Clearance 
For 3 Dio Screw 


4 31 Drill 


3Dio 2R — 


W8 Variac® Autotransformer 


Basic data for single section: ws W8L 
Input 120 V, 50 to 60 Hz ~ 120 Vv, 60. Hz 
Output as % of input 0to 117% 0 to 100% 
Rated Current 85A 10A 
Maximum Current 11A i3A 
No-Load Loss at 60 Hz 12 W 12 W 
Number of Turns 236 184 

DC Resistance of Winding 12 0.52 
Drive Torque (ounce-inches) 10 to 20 10 to 20 
Replacement Brush VB-3 VB-3 


Dimensions Ganged 
Types W8G2, W8G3, W8LG2, 
and W8LG3 


Mox panels 3 
3 Gang BB 


2 Gang 93 
fi 


pomryhy 


4 | Mtg Holes 10-32 
(¥ Dia Holes In Panel) 


5Dio aR 


neon Panel Drilling 
aor Jeo For Shaft And 
Dia! Plate 


fo: 
Engraving Max Engraving 
2620 


Dimensions Types W10, W10M, 
W10MT, W10MT3, W10H, W10HM, 
W10HMT, and W10HMT3. 


3 Mtg Holes +-28 


Max Ponel 3 _ 93* I 
62" = a|4 ig Gis ie o Bolt eS 
r=S4 mami ea 43 +Hi or Uncased Mocel 
rail | 
Ce 
| d 
= 


* For Cased Model 


4 Mtg Holes, Clearance 
For4Dia Screw On Cased 
Model (3 Dia Holes In Panel) 
55 Dia Dial Plate 
$ ‘bis Shaft 


3Dia = 
pa Panel Drilling 
aot 120° For Shaft and 


Plat 
Sl Die? t Piote 


4 Dia Dial Plate 
3 Dia Shaft 


a fre fe 


#31 Drill He 


120°! | > )i20° For Shaft And 


Panel Drilling 4 Dia Dial Plate 


3 
Dial Plate 3 Dia Shoft 


W10 Variac® Autotransformer 


Basic data for single section: 


Input 

Output as % of Input 

Rated Current 

Maximum Current 

No-Load Loss at 60 Hz 
Number of Turns 

DC Resistance of Winding 
Drive Torque (ounce-inches) 
Replacement Brush 


Dimensions Ganged Uncased 
Types W10G2, W10G3, W10HG2, 
and W10HG3 


=a ate 


, Ree i ts 


4 At) Holes 4-28 
& Dia Holes In Panel) 


pe 


a Panel Drilling Pa ast Bick tetat 

wot 120° For Shaft and : ia Dial Plate 
Dial Plate 1D Shaft 

#31 Drie ¢ 


National stock numbers are listed at the back of the catalog. 


PWi0 See _W10H_ 

120 V, 50 to 60 Hz 240 V, 50 to 60 Hz 
0to 117% 0to 117% 
10A 4A 
13 A 5.2A 
17 W 17 W 
212 430 
0.58 2 4.85 2 
15 to 30 15 to 30 
VBT-10 VBT-11 


Dimensions Cased Types W10G2M, 
W10G3M, W10HG2M, and 
W10HG3M 


Max Panel 
3 Gang |4i6 
l 2 Gang 95 


4 Mtg Holes {-28 
(% Dia Holes In Panel) 


3 Dia rar: 
Pee a 4 Panel Drilling ; 
20% (©) 120° For Shaft And 54Dia Dial Plate 
#31 pri ee—~ Dial Plate + Dia Shaft 
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W20 Variac® Autotransformer 


Basic data for single section: 


Input 

Output as % of Input 

Rated Current 

Maximum Current 

No-Load Loss at 60 Hz 
Number of Turns 

DC Resistance of Winding 
Drive Torque (ounce-inches) 
Replacement Brush 


Dimensions Types W20, W20M, 
W20MT3, W20H, W20HM and 


W20HMT3. 


1 
Max Ponel > oa ine 
is*? |! 


Me eee 
5 3 1 . 

Pr Clircwy ey 8 lie cea mn 

peed | bey 


Se ees 


Panel Drilling 
For Shaft And 
Dial Plate 


w20 W20H | 
120 V,50to60Hz 240 V, 50 to 60 Hz 
0 to 117% 0 to 117% 
20 A 8A 
26 A 10.4 A 
27 W 27 W 
169 339 
0.212 1.62 
45 to 90 45 to 90 
VBT-8 VBT-12 


Dimensions Ganged Uncased Dimensions Ganged Cased 


Types W20G2, W20G3, W20HG2 Types W20G2M, W20G3M, 
and W20HG3 W20HG2M, and W20HG3M 
3 Mtg Holes +-28 On Mox Ponel + 


Max Panel 4 
3 Gang 1375 


6.000 Boll Circle For 
Uncased Model (3 Dia 


3 Gang |3i6 
2Gang 92 


Holes In Panel) 


4 Mtg Holes +-28 


4 Mtg Holes, Clearance For ( 
(3 Dia Holes In Panel) 


4 Mtg Holes 4-28 
Dia Screw On Cased Model 


(2 Dio Holes In Panel) 


W30 Variac® Autotransformer 


Basic data for single section: 


Input 

Output as % of Input 

Rated Current 

Maximum Current 

No-Load Loss at 60 Hz 
Number of Turns 

DC Resistance of Winding 
Drive Torque (ounce-inches) 
Replacement Brush 


(3Dio Holes in Panel) 3Dia eR §Dia Sp 
wale perlite Pocket Panel Drilling 7.) iat plote ee Panel Drilling ae 
ee 120°  )izoe For Shaft And | 20° © jizoe For Shaft And 7 Dia Dial Plate 
3 Dia Shaft #31 brit a7 Dial Plate z Dia Shaft ‘i pri Se Dial Plate 1 bia aie 
WSO SOR ae: 
120 V, 50 to 60 Hz 240 V, 50 to 60 Hz 
0to 117% Oto 117% 
30 A 12 A 
36 A 156A 
35 W 35 W 
184 367 
0.14 2 1.172 
50 to 100 50 to 100 
VBT-13 VBT-14 


Dimensions Ganged Uncased 


Dimensions Ganged Cased Types 
Types W30G2, W30G3, W30G4, 


W30G2M, W30G3M, W30G4M, 


Dimensions Types W30, W30M, W30G6, W30HG2, W30HG3, W30G6M, W30HG2M, W30HG3M, 
W30H, and W30HM W30HG4, and W30HG6 W30HG4M, and W30HG6M 
6 Gong 283 6 Gang 28% 
3 Mtg Holes 3-16 On 4.6006. 196 4Gonq 19% 
Max Ponel + 8.000 Bolt Circle For 3 Gang BEE 3Gang 1444 
7 ii i+ Uncased Model (% Dia 2Gong 95 2Gang 10j¢ 
ee it 8+ 4/ Holes In Ponel) Mox Panel 4 Mox Panel 4 
c ca oat ze APPS © 
i at aris | ee fi Z 
{ a L 
a Le a a | BF io 
eS 8 Dia i i Val 4 HERE | 
Es \ iz & 3 it UC , 
53° aus Holes, Clearance For 4 Mig Holes 3-16 4 Mtg Holes 2-16 
3 Dia Screw On Cased Model (32 Dio Holes In Pane!) (8 Dio Holes in Panel) 
oe ci ae ($0ie sages ose Panel Drilling ide fe Panel Drilli 
0” to i ees De oo ‘anel Drillin 
gk S Jrao® For Shoft And ee Diol Plate 2oe Jizoe For Shaft And 7 Dia Dial Plate 20°\ 2 )i20° For Shaft And 7 Dia Diol Plate 
31 Dells Clot Riotke a cae opel #31 Drie © Dial Plate 3 Dio Shoft #31 Drill SZL-7 ~—_—CDiia!- Plate 3 Dia shaft 


National stock numbers are listed at the back of the catalog. 
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W50 Variac® Autotransformer 


Basic data for single section: 


Input 
Output as % of Input 

Rated Current 

Maximum Current 

No-Load Loss at 60 Hz 
Number of Turns 

DC Resistance of Winding 
Drive Torque (ounce-inches) 
Replacement Brush 


Dimensions Ganged Uncased 
Types W50G2, W50G3, W50G4, 


Wws0 W50H 
120 V, 50 to 60 Hz 240 V, 50 to 60 Hz 
0to 117% 0to 117% 
50 A 25A 
50 A 32.5 A 
50 W 50 W 
186 294 
0.08 2 0.32 
150 to 300 150 to 300 
VBT-6 VBT-7 


Dimensions Ganged Cased Types 
W50G2M, W50G3M, W50G4M, 


Dimensions Types W50, W50M, W50G6, W50HG2, W50HG3, W50G6M, W50HG2M, W50HG3M, 
W50H and W50HM W50HG4 and W50HG6 W50HG4M, and W50HG6M 
6 Gang 40 6 Gang 40% 
3Mtg Holes 3-16 On 4 Gang 27} 4 Gang 27K 
+1623 | 9,000 Bolt Circle For 3 Gang 20% \3 se Sheers Alig 
ais ik --123——+ |, Uncased Model 2 Gang 144 aa 10 2 2 Gang 142 : 
12 | |p 03-4) Max. Panel g ‘a Max Panel 5 4 
Mey A 2 
fe Th tay a 
1 i Lise" I3g 
[Tess oft | seis 
ot +! S 
Sait *For Cased Model ira Pe ea eA 4 Mtg Holes 2-16 See Sy Mtg Holes 2-16 
Bove Panel Drilling Model (32Di0 Bites bone) ro \iey Panel Drilling Ne ee oe Panel Drilling (38 ry InPon! 
20° $ 120° For Shaft And 7 Dia Dial Plate 120° : /\20° For Shaft And 7 Dia Dial Plate 120°\ +_/ 120° For Shaft And 7 Dia Dial Plate 
MY Dries eal Ficte 3 dio Shoft #31 Drill Se Dial Plate % Dio Shaft #31 Dali sie a Dal Mlate {Dia Shaft 
es a ® 
M-Series Variac® Autotransformer 
Basic data for single section: M2 M5 M10 M20 
Input =——(<‘i(wé;*;*;*;*;*;*;”;”~~C«20V~ 85010 1200HZ «8120 V,350t01200Hz 120 V,350t01200Hz 120 V, 350 to 1200 Hz 
Output as % of Input 0to 117% 0to 117% 0to 117% 0to 117% 
Rated Current 2.4A 6A 10A 20 A 
Maximum Current 3.1A 78A 13 A 26 A 
No-Load Loss at 400 Hz 3.5 W 9W 17W 27 W 
Number of Turns 403 294 212 169 
DC Resistance of Winding 6.25 2 1.22 0.36 2 0.15 2 
Drive Torque (ounce-inches) 5 to 10 10 to 20 15 to 30 45 to 90 
Replacement Brush VB-1 VB-2 VBT-10 VBT-8 
Dimensions Type M Variacs 
Max Panel G K N P Dia Shaft 
ty TYPE A B D E G ae Keres Ne PaeR Go cton -V w 
M2 2 11/4,” 34%" 234" 1%" 3" 1 4," 1% Tg" 3" 5%" yn" 10-32 ao 
M5G0 226" 434" 2a Lhe ol Ae" ie SBt en et — 10-32 
M10 3%6" 53%" 434" 2%" Yo" 1'%6" 1%6” Ne" 2" Ke" KW"  — %-28 
et M20 35%" 7 Yo" 614" 334" Yn" iT ye" 1 5" Ae" yA" 15/4," 5" as 4-28 
A 
TER 
ed Olesen 
Re 3) Dello seme OLA Ulote eae Seth ny eh a! Te aoe 
Dimensions Type M Ganged Variacs TYPES A) SBE Or EG KINO Reet OV XY 


Max Panel G K 
3 Gan a B 
2 Aa | i 2a — 


gop 


a 


tT R31 Drill 
oh Panel Drilling 4 Mtg Holes V 
“oO” X Dia Dial Plate 
120° 120° For Shaft And 
OZ; > bial Plate Y Dia Shaft 


¥%" 10-32 3” %" 


M2G2 5134." 314" 234" 154" 36" 1465" 1” he" 5a” 
M2G3_ 8/2" 314" 2%" 1%" %" 1%0" 1" is" %"__—2" 10-32 3" 6" 
M5SG2 5142" 416" 3%" 214" %" 1%is" 1 He" Vs” "2" 10-32 4" He" 
; —MSG3 8 1%2" 414" 3%" 244" %" 146" 1%6" Vie” %" Yo" 10-32 4" 3H" 


National stock numbers are listed at the back of the catalog. 


M10G2 61%." 534” 434” 2%” Yo" 1%6" 1%6" Ve" %" 
M10G3 1014" 534” 434" 27" Yo" 1% 6" 1%6" %o" %" 
M20G2 7%." 714" 614" 33%" Yo" 1%" 1%" Ye" '%e" %" 4-28 7” 
M20G3 1034” 714" 614" 334" We" 1%" 1%" 


Ye" 4-28 Si" Ye" 
Ya" %4-28 52" te" 
uy" 


Mie" He" Se" 4-287" 6" 
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Wiring Diagrams 


Note: A = line-voltage connection, B = overvoltage connection, C = voltage-doubling connection 
(terminals 6 and 7 exist on H models only). 


Single phase, single unit; 
if ground is necessary, it must connect to 


low load terminal. Single phase, two gang; parallel wired. 


[imc orange atin | 
HIGHS B--@t+—-——1 | 
cat 


LINE 


LINE 
jot 
LOW LOAD 
(GROUND) 

VAR 62 Low 

(GROUND) eae 
Single phase, two gang; series wired, 
load must not be grounded Single phase, four gang; parallel wired. 


N 
LINE SNE 
W50-Pi WOU 
CHOKES —— Rate 
000 HOH 
Oy ©—-O) © 
LOW 
(GROUND) 


VAR 64 
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Wiring Di grams 


Note: A = line-voltage connection, B = overvoltage connection, C = voltage-doubling connection 
(terminals 6 and 7 exist on H models only) 


Three phase, three gang; wye. Three phase, six gang; open delta. 


(Na eae SSS Sa wee a 
eon Ac hagas Ope aie ora 
Pia) ap aK Srl 


ONG CH OOD QOD 


CLOmORG BR 


LINE O >LOAD 


O-O,, O-O,,© 


ADO HOD 


ws ——— — 
CHOKES oe a 0 ‘© Gut 0 ts) 


t) 
= ot 
a) ra ya 

r Er abr Bib 
| = | = I = 
HONE ® (Oxea Gs 
| = a ae 

= ean = 

ry iG 1 @ 
=> = | = 
i 11 1% 
¢-4+-)---4 -4---Jii 
ie eee -|- --— 4 | 
[Nea ee ee a es 
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W50-P1 Parallelling Choke 


Many of the Variac® autotransformers listed on the 
preceding pages are indicated to require one or more 
Type W50-P1 Chokes. This unit is used when two or more 
autotransformer outputs are to be connected in parallel; 
it prevents the flow of potentially damaging currents from 
one unit to the other. Instructions for proper intercon- 
necting are included with each unit. 


Catalog 
Description Number E 
W50-P1 Choke 3150-5016 


Replacement Brushes 


Occasionally, as a result of accident or excessive wear 
or current, it may be necessary to replace the autotrans- 
former’s carbon brush or brushes. They may be ordered 
from the table below. 


Catalog 
Description Number 
VB-1 Brush, for M2, W2, W5H 3200-5901 
VB-2 Brush, for M5, W5, W5L 3200-5900 
VB-3 Brush, for W8, W8L 3200-5923 


Get More Out of Your Variac 


Careful overloading of a Variac® autotransformer can 
take advantage of many design trade-offs. 

For example, the current ratings of all models assume 
trouble-free operation 24 hours a day, day after day. Ifa 
Variac is to be used only 2 hours or less per day, signifi- 
cantly more than rated current can be drawn for that short 
period. Figure 1 illustrates how up to 10 times the normal 
rating can be realized. 

Normal ratings of the Variacs are based on operations 
at an ambient temperature of 50°C and an average life 


Catalog 
Description Number 
VBT-10 Brush, forM10, W10 3200-5910 
VBT-11 Brush, for W10H 3200-5911 
VBT-8 Brush Set, for M20, W20 3200-5908 
VBT-12 Brush Set, for W20H 3200-5912 
VBT-13 Brush Set, for W30 3200-5913 
VBT-14 Brush Set, for W30H 3200-5914 
VBT-6 Brush Set, for W50 3200-5906 
VBT-7 Brush Set, for W50H 3200-5907 


en eeecumnenemmmnnmneenmnmmmmmmnmmmmnnmnemmemmmnnnn! 


expectancy of 7 years. If their surroundings will be 
cooler, or cooled, and/or you don’t need long life expec- 
tancy, overloading is practical. These trade-offs are dis- 
cussed below. 

Also, if the load is frequently switched on and off, the 
duty ratio of that cycle can permit enough cooling during 
the off time to allow intentional overloading. A detailed 
discussion of this consideration appears below. 

Finally, certain types of load permit the Variac rating to 
be increased, as reflected in Variac specifications. 


——MAX/IMUM 
CURRENT 


| PERMISSIBLE VARIAC® 
= AUTOTRANSFORMER 
E s LOAD 
4 
— RATED 
= CURRENT 
2 
= 
x NGSTEN 
< MP LOAD 
= 
Le 
°o 
— 
z 
ry) 
oO 
oc 
WW 
a 
no 
=z 
| 
Zz 
irs) 
4 
4 
2 
oO 
| ae es 
a 
| 
= 
o 0 
On ONY 204 30 sO. 60 70 60 90 100 
OUTPUT VOLTAGE AS PERCENT OF INPUT vaR73 


Figure 3. Typical load-current curves. 


National stock numbers are listed at the back of the catalog. 
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Match the Variac to the load To enable the user to get 
the most out of a Variac autotransformer, GenRad 
specifies the current rating with two different numbers, 
rated current and maximum current. Briefly, remember 
that maximum current can be drawn from the auto- 
transformer only when the output voltage is set near line 
voltage. Rated current, on the other hand, can be drawn at 
any setting of the Variac and is the only rating applicable 
when the overvoltage connection of the Variac is em- 
ployed. 

The two ratings exist because there are two basic 
categories of load (linear and nonlinear) and because the 
Variac cannot supply as much current at a mid-range 
setting as it can near the extremes without overheating. 
In Figure 3, the sagging dashed line plots the reduction in 
the current capacity at mid-range. With an output of 50% 
of line voltage, the greatest current is flowing through the 
Variac winding causing the greatest heating. The straight 
black line shows the current that a well-behaved 
constant-impedance load will draw through the Variac as 
the voltage is decreased from maximum. Note that, even 
though maximum current is drawn at maximum voltage, 
the line stays well below the reduced capacity level at mid- 
range. Typical of this kind of load is a heating element. 

Unfortunately, all loads don’t behave so well, incan- 
descent lights in particular. They react to a decreasing 
voltage much as shown by the curved solid line. The 
current they draw drops very little even as the voltage is 
cut to 50% of maximum. If a load of this type is permitted 
to draw maximum current at maximum voltage, it will 
obviously exceed the Variac capacity at mid-range, caus- 
ing overheating and reduced life. A Variac with larger 
current capacity must be chosen so the load will not 
exceed its rated current and thus remain within bounds at 
mid-range. 

So, for many loads, the maximum current rating per- 
mits greater performance without risk, while for other 
common loads, the rated current specification is a 
necessary guard against overheating. To limit the speci- 
fication to but one number would mean either unneces- 
sary caution or undesirable risk; neither would permit full 
utilization of the Variac capability. 


Effect of duty cycle When the duty-cycle operation is 
continuous, the rating should be determined as follows: 
The duty-cycle ratio is defined as the ratio of “‘off-plus-on”’ 
time to ‘‘on’’ time; the rated current can be multiplied by 
the square root of this ratio to obtain the allowable uprated 
current. The following examples will illustrate the calcula- 
tion of permissible overloads for the W5 model, whose 
rated current is 6 amperes. 

Example 1: The /oad is on for 15 seconds out of every 
4 minutes (240 seconds). 


duty cycle =V/ - = 


duty-cycle uprated current = 6A x 4= 24A 

From Figure 1, a 15-second overload uprates the cur- 
rent by 500% so that 
short-term overload current = 6 A x 5 = 30A 
Since the lower rating takes precedence, the 24-A 
limitation imposed by the duty ratio is the maximum cur- 
rent permissible. Note, on the overload curve of Figure 1, 
the lower curve must be used for models with built-in 
fuses. 

Example 2: The load is on for 6 seconds out of each 
minute (60 seconds) over a duration of one-half hour. 


4 


duty cycle EA/ oe =aOMl6 


Short-term overload for 30 minutes = 133% 
from duty-cycle and 30-minute short-term overload 
considerations: 

uprated current = 6 A x 3.16 x 1.33 = 24.6A 

short-term overload current = 6 A x 7.25 = 42.7 A 

Since the lower rating takes precedence, the 24.6-A 
limitation imposed by the duty-cycle and 30-minute 
short-term overload is the maximum current permissible. 

A trade off—tlife vs increased rating When the effects 
of temperature upon rating and upon insulation life are 
combined, a new life-load-ambient relationship is ob- 
tained; Figure 4 illustrates this relationship. 
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Except for a reference to the effects of duty cycle, all 
previous rating methods have been based on a steady- 
State, 24-hours-a-day operation for a calculated 
minimum seven-year life. However, with these data one 
can trade minimum life for increased rating or vice-versa. 
You can do this by following the life-load-ambient curve 
and uprating or derating as desired. It should be noted 
that the limit of ten times rated current should never, 
under any circumstance, be exceeded. 

As another example, consider the W5 model previously 
described. In this case, the rating is further modified by a 
requirement of a 4000-hour minimum life at a 30°C 
ambient temperature: 


Uprating for 30°C ambient, 4000-hour life 1:65 
Duty cycle See! 
Resultant uprating factor 6.60 
W5 rating x 6A 
Allowable current from duty cycle 39.6 A 
Uprating for 30°C ambient, 4000-hour life 1:65 
15-second short-term overload factor xe 5 
Resultant uprating 8:25 


W5 rating x OA 


Allowable current from short-term overload 49.5 A 

Since 39.6 is the smaller, it is the limiting value; thus 
the allowable current is 39.6 amperes. 

Three-phase load calculations |f the three-phase-load 
unit is marked with rated line-voltage and current or load- 
power (kVA), you can easily select a Variac. 

If, however, the ratings are known only for the indi- 
vidual three elements of the load, you must do some 
vere to arrive at the values needed to use the selection 
tables. 


TLoan — 
TLoan—> 
I 
VLINE Va > roe Vy 
VLINE 
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ViINE = Va VLUINE e V3 Vy 
Toa = /31a ILoap= ly x 


kVA/PHASE = YX 1 k VA/ PHASE = VyXI 
A a Dineen f 


TOTAL kVA = 3(kVA/PHASE) = ./3 X Vine X ILoao 


VAR 72 


Figure 5. Three-element heater loads. 
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Consider, for example, three heater elements, each 
rated at 1.4 kVA and 240 V, which are connected in a 
delta configuration as in Figure 5a. To deliver full power, 
they must be connected, through a Variac to provide 
control, to a 240-V line. The current each Variac must 
supply, laa» iS V3 times larger than the current in each 
element to a delta load: 


eee epee ui 


In the table of 3-phase, 240-V models, the first model 
listed with adequate ‘‘maximum current”’ rating is the 
W20HG2. It has two drawbacks, however: It cannot sup- 
ply overvoltage output (since that means limiting the 
output to the ‘“‘rated current’’ value), and it is not the 
most economical selection. The W8G3 Variac is consid- 
erably less expensive but cannot supply overvoltage 
either, for a different reason: It must be wired in a wye 
configuration in which the maximum voltage allowed, 
140 V, will be applied to each unit in the assembly, thus 
preventing added voltage from being developed for the 
load. To get over-voltage capability, find, inthe table, the 
next model that is wired in an open delta and has 
adequate ‘“‘maximum current” rating: The W30HG2. A 
quick look at larger open-delta assemblies confirms that 
this is the least expensive choice. 

Now consider three heater elements, each rated at 1.0 
kVA and 120 V, which are connected in a wye as in Figure 
5b. To deliver full power, each element must have 120 V 
applied. Since the line voltage across a wye is \/3 times 
that across each arm, the needed line voltage is 208 V. 
Each arm will draw 1000 VA/120 V or 8.3 A from each 
Variac. From the specifications for 3-phase units, select 
the W5LG3 as having adequate ‘“‘maximum current’’ 
rating. However, the W5LG3 cannot supply over-voltage. 
If you want the overvoltage feature, you need a W8G3, 
based on its rated current. 

Note that the configuration, open-delta or wye, of the 
load and the Variac do not have to match. 


Voltage doubling In normal use, a Variac supplies an 
output of from 0 to line voltage (or slightly higher when the 
overvoltage connection is used). On the 240-V (H) models, 
a provision has been made to apply 120 V and get a 
O-to-280-V output. This step-up of 2.33 is accomplished 
by the application of the high side of the line to either 
terminal 6 or 7 on the input of the Variac. 

Because of the step-up action, the current in the “‘pri- 
mary”’ of the autotransformer is approximately twice the 
output (brush) current rather than equal to the brush 
current as it is in the normal connection. Therefore the 
permissible load current is one half the standard rating 
for the unit. For example, the rated current fora W20H is 
4 A for a 240-V input and O-to-280-V output. But for a 
120-V input and O-to-240-V output, the rated current for 
the same unit is only 2 A. 


= 10.1A 


Narrow-Range Voltage Adjustment Circuits 


The Variac® autotransformer is inherently a wide-range 
device. If the required range of voltage adjustment is 
narrow, itcan most effectively be used with a supplemen- 
tary transformer (available from any power-transformer 
manufacturer) having a ratio determined by the ratio of 
the normal Variac autotransformer range to the required 
range of adjustment. In this way the whole traverse is 
used to effect the necessary adjustment, improving reso- 
lution and multiplying the available current by the trans- 
formation ratio of the supplementary transformer. Such 
narrow-range operation generally falls into one of two 
Classifications, low voltage or line voltage. 

In the /ow-vo/tage case, either an isolation transformer 
or a fixed-ratio autotransformer can be used as shown in 
Figure 6. It is interesting to note that the supplementary 
transformer in this example allows the use of a unit of 
about 1/2O0th the current rating that would be required 
where the load operated directly from the autot- 
ransformer. Furthermore, the resolution or fineness of 
adjustment is greatly improved by two factors—the con- 
trol range is spread over the whole traverse and the 
smaller Variac has more turns per volt. 


Line-Voltage Adjustment 


Buck OR Boost For many applications a lower-rated 
model can be used in conjunction with other transformers 
to provide better resolution at lower or equal cost. The 
following examples represent a few of the many pos- 
sibilities. 

If the application requires that the voltage should be 
varied +30% or less, one of the best solutions is probably 
to use a buck or boost transformer in conjunction with a 
Variac, as shown in Figure 7. In such a configuration the 
load voltage is equal to the line voltage plus or minus the 
voltage across the fixed-turn-ratio transformer. 

For example: What size fixed transformer and Variac 
are necessary to provide 96 to 120 V from a 120-V line 


VARIAC 40 
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Figure 6. Low-voltage output. 
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Figure 9. Step-up circuit for low line voltage. 


Figure 7. Line-voltage output. 


Figure 10. Overvoltage output. 


into a 50-A load? The maximum voltage required across 
the secondary of the fixed transformer is 120 — 96 = 24 
V. This would occur when it receives the full voltage (120 
V) from the Variac. Hence the turns ratio of the fixed 
transformer is 24/120 = 1/5. The current in the secon- 
dary is the load current (50 A). Therefore the current in 
the primary is 50 A divided by the turns ratio or 10 A. This 
would require a Variac rated at 10 A and 120 V, I.e., a 
W10. 

By the reversal of the connections on the primary or 
secondary of the fixed transformer, the phase of its vol- 
tage will be reversed and its output will boost rather than 
buck the line voltage so that the voltage across the load 
will be 120 to 144 V. 

Where the regulated line is always high or always low, 
an autotransformer can also be used as shown in Figures 
8 and 9. In the step-down case, the transformation ratio 
allows a 6-A unit to control a load of 6 x 13 x 120 = 9.4 
kVA; in the step-up case, 6 x 11 x 120 = 7.9 kVA. 


BuckAND Boost Asimilar problem is that of being able 
both to increase or decrease the voltage from the nominal 
line-voltage input. This can be accomplished by the circuit 
in Figure 10. The problem in this case is to provide a 
variable voltage of 110 to 130 V at 50 A from a 120-V 
Supply. 

The voltage needs to be varied +10 V and we have O to 
120 V or +60 V available. Therefore a 6:1 fixed trans- 
former is required, having a primary rating of 60 V and 
8.3 A(50 A/6) and a secondary rating of 10 Vand 50 A. 
The Variac would be a W10 specially ordered with a 
center tap. 

This technique can be extended so that you can obtain 
a constant voltage output from a varying input. For exam- 
ple, if the input varies from 110 to 130 V and it is desired 
to maintain an output of 120 V into 50-A load, then the 
circuit of Figure 11 can be employed. 
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VAR 69 STEP - DOWN 


Figure 8. Step-down circuit for high line 
voltage 
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Figure 11. Constant-voltage output. 
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STEP-DOWN 240-V VARIAC STEP-UP 
550\, AUTOTRANSFORMER 240, 
240 x 550 
LINE LOAD 
550V 0-550 V 


Figure 12. Line-voltage adjustment circuit when line and load 
voltages are beyond the range of the Variac autotransformer. 


The 110-V input requires an addition of 10 V, and the 
130-V input requires a subtraction of 10 V. If we arbitrar- 
ily assign the fixed transformer a ratio of rthen the output 
from the Variac will be 10r in volts. If the Variac is center 
tapped, the maximum available voltage would be 55 V for 
a 110-V input and 65 V fora 130-V input. The Variac can 
be tapped on special order so that 130 n = 110 (1-n), 
where n is the location of the tap as a ratio of the total 
winding. In this example, nis equal to 55/120 or 0.458. 
In the case of 240-V systems, H models have a tap at the 
0.429 position (120 V/280 V), and this tap satisfies 
most requirements without necessitating a special order. 
In the example, the voltage available from the Variac 
would be 0.458 x 65 V = 60.8 V. Since a 10-V correc- 
tion is required, the buck-boost transformer ratio should 
be 6:1, its primary rating would be 61 V at 8.3 A, and its 
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Figure 13. Line-voltage adjustment with a coarse/fine control. 


secondary rating would be 10 V at 50 A. The proper 
Variac to use would be a W10 with a tap at the 0.458 
position. 

Where the line and load voltages are vastly dissimilar 
from the Variac operating voltage, a Variac unit or assem- 
bly may be inserted between transformers as shown in 
Figure 12. The transformers may be either isolation 
transformers, as shown, or autotransformers. There is, of 
course, no current gain inthis case. In fact, current rating 
of the Variac autotransformers must be 55/24 of the 
load-current requirement. 

Two Variac autotransformers can be combined with a 
supplementary transformer to give a coarse/fine control 
as shown in Figure 13. The two-ampere model and 
supplementary transformer make an effective vernier ad- 
justment. 
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Methods of Connection 


—— when fully inserted. 


Standard 


: Plug enters 
telephone tip 


binding post body 
assuring contact even 
when nut is loose. 


Mechanical Details 


CAPTIVE FLUTED 


POLYCARBONATE HOLLOWED CLAMP NUTS 


TO MINIMIZE SOLID 
DIELECTRIC 


Oto5/8 
on © 


wana Sekt 
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1/4"SQUARE ANTI- 
ROTATIONAL SOCKET 


For metal-top 
binding post only. 


Banana plug ; Aaah 
stabilized by 
Shoulder 


a= ———as 
Spade terminal Clamps 
with 34” throat all wire sizes 
will clamp up to No. 1'1 
under nut. | without cutting. 


Slender 
alligator clip 
fits inside jacktop 
of all binding 
posts. 


TIN-COATED 
SOLDERING TURRET 
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1/4"SQUARE ANTI- 
ROTATIONAL 
, FLANGE 


METAL OR 
INSULATING 
PANELS 
3/8" |2-POINT 


DIA BOX WRENCHES CAN 
BE USED 


9/32 DIA 


Locking keys in 54-inch mounting holes can be omitted if only moderate resistance to rotation is needed. 


938 Binding Posts 


= wide selection 


= gold-plated copper for low thermal emf or 
nickel-plated brass for economy 


= four colors in metal and plastic 


= excellent electrical characteristics 


The excellent electrical properties and ingenious me- 
chanical design of the GR 938 Binding Posts provide all 
the properties needed for modern electronic instruments. 
Two styles are available: Nickel-plated brass for economy, 


Binding Posts 


Jack-top binding posts, with top nuts for the primary clamp- 
ing function, with mounting nuts and washers, but without 
panel insulators or toothed spacers. Gold-plated copper or 
nickel-plated brass. 


Mechanical: NET WEIGHT: 938-A, -H, -K, 0.4 oz (11 g); -C, 
-D, 0.3g (9 g); -G, 0.55 oz (16 g). Coles 
Description Number 
938 Binding Posts: 
938-H Black top, copper 0938-9708 
938-K Red top, copper 0938-9711 
938-G Metal top, copper 0938-9707 
938-C Black top, brass 0938-9733 
938-D Red top, brass 0938-9734 
938-A Metal top, brass 0938-9731 


Binding-Post Accessories 


Shorting link conveniently makes a direct short circuit be- 
tween binding posts at standard spacing; remains semi- 
captive when swung around for open circuit. Panel insulators 
or toothed spacers convert any of the plain binding posts to 
insulated or uninsulated (panel-grounded) assemblies, respec- 
tively. Use insulators on both front and rear of panel, spacers 
on front only. Insulators have interdigitating bosses, for pan- 
els O to 0.32 (8 mm) thick. Double insulators hold pairs of 
binding posts at 0.75-in. (standard) spacing. Both insulators 
(polycarbonate) and spacers (brass) have square holes to 
prevent rotation of posts after assembly. 


Mechanical: NET WEIGHT: 0.1 oz (3 g) each, except 938-BB 
and -BR, 0.1 oz per pair. 


National stock numbers are listed at the back of the catalog. 
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and gold-plated copper for high conductivity and low ther- 
mal emf with connection to copper wires. Both styles are 
available with either metal or insulated tops designed for 
easy hand-tightening, or %-in., 12-point wrenches can be ~ 
used for more permanent connections. The polycarbon- 
ate insulation has high insulation resistance and low 
dissipation factor and is available in red and black, for 
color coding. 

These binding posts can be mounted on metal or non- 
conducting panels of any thickness up to 0.32 in. (8 mm). 
There is 0.62-in. clearance between panel insulators 
when binding posts are mounted at standard spacing, 
0.75 in. (19 mm) between centers. Mechanical details 
and methods of connection are shown in the drawings. 

Jack-top The hollow binding post doubles as a ba- 
nana jack, allowing secure connection even while the nut 
is loose or clamped onto a wire. The binding post has the 
same height above a panel as the nonlocking GR874® 
coaxial connector, the center contact of which will also 
function as a banana jack. Therefore, a grounded bind- 
ing post spaced 0.75 in. from a GR874 connector makes 
a useful combination that will receive either a GR874 
connector or a 274-MB double banana plug. 

Versatility There is practically universal compatibility 
among the banana plugs and jacks in the 274-, 777-, and 
938-series and adaptors such as 874-MB, -Q2, -Q10, and 
900-Q9. Contact resistance, plug to jack, is typically 
about 1 mf. 


-BB 


& 


F 


oe 


938 Accessories: 


938-LG Shorting link, gold-plated brass 0938-9503 
938-L Shorting link, nickel-plated brass 0938-9712 
938-BB Insulators, black, pair 0938-9818 
938-BR Insulators, red, pair 0938-9822 
938-YB Double insulators, pair 0938-9873 
938-FG Spacer, (toothed) gold-plated 0938-9830 
938-F Spacer, (toothed) nickel-plated 0938-9706 


Banana Plugs and Jacks 


Insulated Double Plug 


Versatile Stackable, with jack top. Accommodates wires, 
cables, component leads, etc from either one side or top (up 
to 0.2-in. dia through formed strain relief). Metal parts float 
— although captive — for self alignment of mating plugs and 
jacks, at standard 0.75-in. spacing. Polarity indicator desig- 
nates plug usually used for inner conductor, “high” side, or 
+ polarity of the pair. Fully compatible with GR banana plugs 
and jacks, except 274-NK Shielded Double Plug. 

Reliable Safety enhanced by enclosure of all metal parts 
but the banana pins themselves; even tips of wires are in- 
sulated. Rugged socket-head setscrews provide secure fas- 
tening for wires (without tendency to split like slotted screws). 
Low-loss molded styrene body. 

Convertible Each banana pin is easily removable for con- 
version from side wiring to top wiring. Wire can be inserted 
and clamped with pin in place or removed, as you prefer. Use 
0.078-in. hex wrench. Wire diameter up to 0.12 in. (3 mm 
or AWG 9) is accommodated. 


Peak Ratings: Up to 4 kV and 15 A. BREAKDOWN: 10 kV pk. 
Dissipation Factor, at 1 kHz: < 0.0005. 
Net Weight: 0.4 oz (11 g). 

age Catalog 
Description Number 


274-MB Insulated Double Plug 0274-9875 


‘Shielded Double Plug 


Double plug in an aluminum case for completely shielded 
connections to 938 Binding Posts. Accepts cables up to 0.2 
in. diameter. Stepped case permits a 938-L(G) Shorting 
Link to be used between low-terminal binding post and a 
ground binding post without interfering with proper shielding. 
High terminal of double plug remains fully shielded. The 
274-NK can be locked to binding posts; turning a screw ex- 
pands one pin inside body of the binding post. This plug 
terminates the Type 274-NL, 776-A,.and 874-R34 Patch Cords. 


Peak Ratings: Up to 4 kV and 20 A. BREAKDOWN: 10 kV pk. 
Dissipation Factor, at 1 kHz: <0.0005. 
Net Weight: 3 oz (85g). 


274-NK Shielded Double Plug 0274-9877 


Single Plugs 


Nickel-plated brass center pin with 4-leaf beryllium copper 
spring seats firmly in 274- and 938- series jacks for reliable 
contact, typically ~ 1 ma. All except 274-P have jack top. 
Insulated version is like half of double plug (274-MB); pin is 
removable; strain relief along side accepts wires up to 0.156- 
in. (4-mm) dia. 


Current Rating: 15 A. 
Net Weight: 274-P, -DB, 0.2 oz (5.5 g); -U, 0.3 oz (8.5 g). 


274-Single Plugs _ 


274-DB1 Insulated, black 0274-9454 
274-DB2 Insulated, red 0274-9455 
274-U Jack top 0274-9721 
274-P Solid stud top 0274-9716 


Jacks 


Nickel-plated brass, for panel mounting. Two lengths, the 
longer is available as an assembly with insulators (938-BB, 
-BR) or can be used with separate toothed spacers (938-F, 
-FG). Mounting hardware supplied. 


Current Rating: 15 A. 


Net Weight: Assembly, 0.4 oz (11 g); long version 0.3 oz 
(8.5 g); short, 0.15 oz (4.2 g). 


Jacks © 
938-XB Insulated assembly black 0938-9877 
938-XR Insulated assembly, red 0938-9878 


National stock numbers are listed at the back of the catalog. 
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Adaptors 


Refer also to the 874-MB and 874-Q series of adaptors. 


GR874® Connector and Binding Posts 


Connects to GR874 coaxial port from double (or 2 single) 
274-series banana plug or patch cord. Has versatility of 938- 
series binding posts. 


Net Weight: 2 oz (57 g). 


GR874® Connector and Banana Plugs 


Connectors to a standard-spaced pair of jack-top binding 
posts (938) from GR874® coaxial connector, with good shield. 
ing. Similar to 274-NK plug; can be locked to one post for 
semi-permanent installation, by a turn of a screw. 


Net Weight: 2 oz (57 g). 


BNC Jack and Banana Plugs 


Connects BNC cable (plug) to standard pair of jack-top 
binding posts, with good shielding. Adaptor will lock to one 
post for semi-permanent installation, by a turn of a screw. 


Net Weight: 3 0z (85 g). 


BNC Jack and Phone Plug 


Connects BNC cable (plug) to phone jack. 
Net Weight: 2 oz (57 g). 


Fits Type 
274 Double- 
Plug Patch Cords 


Catalog 
Description Number 
874-Q2 Adaptor 0874-9870 
777-Q3 Adaptor 0777-9703 


Fits standard 
%-in.-spaced 
binding posts 


274-QBJ Adaptor 0274-9884 


777-Q4 Adaptor 0777-9704 


Patch Cords and Power Cords 


(Refer also to the 874-R series of coaxial patch cords; they have superior SWR 


and other characteristics of value at high frequencies.) 


Shielded Banana Plugs with Cable and BNC Plug 


50-9 cable connects between jack-top binding-post pair 
and BNC jack, with good shielding. Can be locked in place. 
(Refer to description of 274-NK Shielded Double Plug.) 


Mechanical: LENGTH: 3 ft (920 mm). PLUG SPACING: 
0.75 in., standard (19 mm). NET WEIGHT: 3 oz (85 g). 


776-A Patch Cord 0776-9701 


BNC Plug with Cable and GR874® Connector 


50-2 shielded cable connects between BNC jack and 
GR874 coaxial connector. The GR874 end has the space- 
saving hammerhead shape (axis perpendicular to cable), so 
Se: when your cable runs parallel to the instrument 
panel. 


Mechanical: 
(85 g). 


LENGTH: 3 ft. (920 mm). NET WEIGHT: 3 oz 


National stock numbers are listed at the back of the catalog. 
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776-B Patch Cord 0776-9702 


BNC Plugs with Cable 


50-9 shielded cable connects between BNC jacks (popular 
panel-mounted connectors). 


Mechanical: LENGTH: 3 ft (920 mm). 
(57 g). 


NET WEIGHT: 2 oz 


Shielded Double Banana Plugs with Cable 


Fully shielded cable and connectors plug conveniently into 
pairs of 938 binding posts at standard spacing. Can be locked 


a nas (Refer to description of 274-NK Shielded Double 

ug. 

lane eae LENGTH: 3 ft (920 mm). NET WEIGHT: 6 oz 
g). 


Banana Plugs with Cable 


Shielded wire with double plugs is ideal for jack-top binding 
posts at standard spacing; single-conductor with single plugs 
fits any banana jack — 938- and 274-series, 874-Q2, -MB, etc. 
Right-angle (hammerhead), in-line, and single versions are 
stackable in any sequence. Plugs fit firmly in jacks for me- 
chanical stability (not dependent on springs); contact re- 
sistance, about 1 m. Double plugs have polarity indicator, 
corresponding to inner conductor of cable. Plug bodies are 
molded cellulose-acetate-butyrate for outstanding durability; 
the individual pins of the double plugs are, in addition, first 
encapsulated in polystyrene for superior insulation. Single 
versions, wire size: 18 AWG. 


Mechanical: LENGTH: 3 ft (920 mm). NET WEIGHT: Double, 
3 oz (85 g); single, 1.5 oz (43 g). 


Catalog 
Description Number 
Banana-Plug Patch Cords 
274-NQ Double, in-line 0274-9860 
274-NP Double, right-angle 0274-9880 
274-LLB Single, black 0274-9468 
274-LLR Single, red 0274-9492 


Power Cords 


Well insulated power cable has connector bodies molded 
integrally with jacket. Will connect from standard power-line 
outlet to instrument or other electrical device. Similar cables 
can be stacked with their hammerheads engaged (to accom- 
modate several loads); 2 or more CAP-22 or CAP-35 cords can 
be connected in series to reach 14 ft or more. Both 2- and 
3-wire versions. Socket: at load end of 2-wire version fits 
either 2-pin plug or 2 flat pins of CAP-22. 

3-wire versions At power-source end, these cords have 1 
round and 2 flat pins, as well as the corresponding socket. 
This connector is designed for 125-V operation, conforming 
to the standard for “Grounding Type Attachment Plug Caps 
and Receptacles,” ANSI C73.11-1963. Cord is type SVT, rated 
by Underwriters Laboratories for 300 V, 7 Arms. At the load 
end, CAP-22 has a similar socket, permitting series con- 
nection. 

International At the load end of the IEC version, however, 
the socket fits 3 flat pins, conforming to the International 
Electrotechnical Commission’s Publication 320. The design 
has been adopted world-wide for electronic instrumentation 
and is rated for 250 V, 6A. Other advantages are convenience 
and safety (the instrument plug is recessed or shrouded). 


National stock numbers are listed at the back of the catalog. 


ree Catalog 
Description Number _ 
776-C Patch Cord 0776-9703 


0274-9883 


In-line Right-angle Stackable 


au 


For special requirements, you can cut off the hammerhead 
connector and replace it with your own. 

Ratings: 125 V, 7A. WIRE SIZE: No. 18 AWG. 

Mechanical: 
(0.2 kg). 


PENGTisesett (2.13 °1).= INET WEIGHT: 72.0z 


=" 4200-9625 Stackable 


2-wire 


Stackable 
IEC Power Cord,3-wire 4200-9625 
CAP-22 Power Cord, 3-wire 4200-9622 
CAP-35 Power Cord, 2-wire 4200-9635 


PARTS 241 


_. ; “count 
cREQUENCY PERIOD OR TIME INTERVAY, foun, 


woos aren 10 


to 1000 1 = 1001 


= dc to 50 MHz; 500 MHz with scaler 


= 10-mV sensitivity 


# low cost 


# stable time base 


Awinner Thanks to efficient IC design and automated 
testing, the 1192-B costs substantially less than larger 
instruments but still provides all their versatility; you re- 
ceive all five basic measurement capabilities: 


¢ frequency to 50 MHz 

¢ period toa resolution of 0.1 ys 

* time interval to aresolution of 0.1 us 

¢ frequency ratio averaged to 10° 

* count up to 50 million events per second 


With all features retained The 1192-B is equipped with 
an internal crystal time base of exceptionally good stabil- 
ity. Its input sensitivity is 10 times that of similar units, 


National stock numbers are listed at the back of the catalog. 


242 COUNTER 


Dlus 7 BAS 


= optional 5, 6, or 7 digits and data output 
= FCC type — approved for a-m, fm, vhf, and tv monitoring 


and the input circuits provide operator control of trigger 
level, coupling, and attenuation for greater immunity to 
input noise and greater adaptability to unusual signals. 

The clear, bright readout includes the units of measure- 
ment, an automatically positioned decimal point, and in- 
dicators for signal-counting and spill. The measurement 
modes are controlled by simple unambiguous pushbut- 
tons and gate times are set by a single control. Internal 
storage permits the readout to display only the final re- 
sult but can be disabled to permit you to see the actual 
counting process. 

A second input channel permits the measurement of 
normalized frequencies by the insertion of an external 
time base of arbitrary frequency. Time interval and count 


1192-Z 500-MHz Counter. 


measurements can be externally controlled by a variety 
of signals and, with auxiliary connections, time-interval 
range can be extended, the time-base can be phase- 
locked to an external standard frequency and internal 
standard frequencies can be brought out. 


SPECIFICATIONS 


Frequency Measurements: DC to 50 MHz; 100-us to 10-s 
counting gate times; displays Hz, kHz, MHz units with posi- 
tioned decimal point. ACCURACY: = 1 count = time-base 
accuracy. 

Period Measurements: 0.1-us resolution; single and multiple 
period of 10°; displays ms, us, ns units with positioned deci- 
mal point; counts 10-MHz time base, 1 MHz, and 100 kHz. 
ACCURACY: Depends on signal-to-noise ratio of input signal, 
input noise, and = 1-count error + number of periods counted 
(see note). 

Frequency Ratio Measurements: 1 to 10°. Frequency A, dc to 
50 MHz, is measured over 1 to 10° periods of frequency B, 50 
Hz to 10 MHz. ACCURACY: = 1 count of A = trigger error of 
B + number of ratios counted (see note). 

Time Interval and Duration Measurements: TIME INTERVAL: 
0.1-, 1-, or 10-us resolution measured by counting 10-, 1-, or 
0.1-MHz signal from internal clock; displays ms with posi- 
tioned decimal point. Interval measured is between separate 
commands applied to START and STOP BNC connectors 
on rear. PULSE LENGTH: Measures duration of pulse ap- 
plied to START connector with STOP connector grounded. 
Storage is disabled in this mode. Counter will also total many 
time intervals. ACCURACY: = 1 count = time-base accuracy. 
Count Measurements: Register capacity, 10°, 10%, 10’ depend- 
ing on version. Events at up to 50-MHz rate accumulated be- 
tween start/stop commands from manual panel button or by 
separate start and stop commands applied to rear BNC con- 
nectors, or only during start command with stop connector 
grounded. Counter will also totalize all events during many 
openings of the gate. 

NOTE: Trigger error in time measurements: = 0.3% of one 
period + number of periods averaged, for a 40-dB input signal- 
to-noise ratio. This assumes no noise internal to the counter. 
For input signals of extremely high signal-to-noise ratio, the 
trigger error in us will be < 0.0003 ~ signal slope in V/ us. 


A Input 


Frequency dc to 50 MHz 50 Hz to 10 MHz 
(3 Hz to 50 MHz 
ac coupled) 
Sensitivity 10 mV rms to 20 MHz 


20 mV rms to 35 MHz 1 V rms, 50 to 400 Hz 
30 mV rms to 50 MHz 100 mV rms to 10 MHz 
adjustable + 0.1, 1, 10, fixed 
or 100 V depending on 
attenuator setting 

slope negative-going negative-going 
Attenuator <a OM <1 005 S000 none 

(0, 20, 40, 60 dB) 


Trigger level 


Maximum 400 V pk ac or dc, ex- 400 V dc, 80 Vrms 
signal cept 300 V when dc 
coupled at 1:1 atten. 
impedance 1 M0Q/27 pF 10 kN 7/20 pF 
(10 MQ/7 pF 
with probe) 


Start/Stop Inputs: Closure to ground at 6-mA max sink, or 
pulse with logic O of < +0.3-V and logic 1 of >+2-V levels, or 
1 W max into 50 © for pulses of max —7 to +12 Vdc, or 
+ 70 V for short 1% duty ratio. 

Data Presentation: DISPLAY: 5, 6, or 7 digits; long-life, high- 
intensity neon readout tubes with automatically positioned 
decimal point and measurement dimension; Spill lamp lights 
if register capacity exceeded; Count lamp lights when meas- 


National stock numbers are listed at the back of the catalog. 


Plus tailored performance Options permit a broad se- 
lection of the right model for your application: If 5-digit 
precision isn’t adequate, choose 6 or 7. If data output is 
required for system use and automatic data reduction, 
order option 2. If it is to be mounted with other instru- 
ments, select a rack model. If pink panels and chartreuse 
knobs are called for, you may be out of luck but, if meas- 
urements to 500 MHz are necessary, use the 1192-Z. 

Up to 500 MHz _ In combination with the 1157-B 
Scaler, the 1192-B frequency range is extended to 500 
MHz. Both units, mounted side by side, are completely 
assembled as the 1192-Z Counter. They can be supplied 
as either bench or rack models with all the selection of 
digits and options available in the 1192-B alone. 


urement is in progress. MEASUREMENT RATE: Time between 
measurements adjustable from 10 ms to > 10 s and ~@. 
STORAGE: Display and Spill lamp can be either stored or not, 
as controlled by rear pushbutton. 

Data-Output Option 2: Fully 3 buffered 8-4-2-1 BCD signals at 
standard DTL levels (logic O < +0.5 V, logic 1 = +3.5 to +5 V 
behind 6 kQ) available at rear 50-pin type 57 connector. 

Time Base: FREQUENCY: 10 MHz. STABILITY: <=1.5 x 10-*/ 
month. Room-temperature crystal coefficient, < +3 x 10~7/°C 
from O to 55°C. Total deviation from frequency at room tem- 
perature, < +5 x 10-* from 0 to 55°C. With 10% line-voltage 
variation, <+2 x 10°. MANUAL ADJUSTMENT RANGE: =1 x 
10 with internal control. INTERNAL PHASE LOCK: Time- 
base oscillator can be locked to external standard frequencies 
at 1 MHz and 100 kHz of 2 100 mV rms into 10 ko. Lock 
range > +1 x 10~. OUTPUT: 100 kHz, and 1 MHz. 
Environment: TEMPERATURE: O to +55°C operating, —40 to 
+75°C non-operating. HUMIDITY: 95% RH and +40°C.  VI- 
BRATION: 0.03 in. from 10 to 55 Hz. BENCH HANDLING: 
4 in. or 45° (MIL STD-810A-VI). SHOCK: 30 G, 11 ms. 
Available: 1157-B Scaler to extend frequency range to 500 
MHz, data printer, digital-to-analog converter, GR digital ac- 
quisition equipment, 1158-9600 10:1 low-capacitance probe. 
Power: 100 to 125 and 200 to 250 V, 50-400 Hz, 22 W max. 
Mechanical: Convertible-bench cabinet. DIMENSIONS (wxhx 
d): Bench, 8.5x3.88x12.6 in. (216x99x320 mm); rack, 19x 
3.5x12.6 in. (483x89x320 mm). WEIGHT: Bench, 8.4 Ib (3.9 
kg) net, 10.6 Ib (4.9 kg) shipping; rack, 11 Ib (5 kg) net, 15 
lb (7 kg) shipping. 


1192-Z SPECIFICATIONS 

Same as 1192 except: 

Frequency: DC to 500 MHz. 

Input to 1157-B Scaler above 50 MHz: SENSITIVITY: 100 mV 
rms, 300 mV pk-pk. MAXIMUM SIGNAL: 7 Vrms (1 W). IM- 
PEDANCE: 50 Q, ac coupled. 

Power: 100 to 125 and 200 to 250 V, 50-400 Hz, 36 W max. 
Mechanical: Bench or rack models. DIMENSIONS (wxhxd): 
Bench, 17x3.88x14 in. (432x98x356 mm); rack, 19x3.5x 
12.75 in. (483x89x324 mm). WEIGHT: Bench, 15 Ib (7 kg) 
net, 20 Ib (9 kg) shipping; rack, 16 Ib (8 kg) net, 21 Ib (10 
kg) shipping. 


Catalog 

Description Number 
1192-B Counter (50 MHz) 

Bench Model* 

Rack Model* (Describe 
1192-Z Counter, with scaler (500 MHz) exactly as 

Bench Model* shown at 

Rack Model* the left.) 
Select one of the following options 

5-Digit Readout 

6-Digit Readout 

7-Digit Readout 
Select the following option, if desired 

OP2 Data Output, BCD 
Accessory available with counter 

Probe (10:1, low capacitance); not oe separately; 

same as Tektronix P6006, 010-0127-0 1158-9600 


*Your order must specify 5, 6, or 7 digits. 
Patent Number: 3,328,564. 
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1157-B Scaler (500 MHz) 


= inputs up to 500 MHz 
= 100-mV rms input sensitivity 
= 1-V output behind 50 0 


The 1157-B Scaler will divide input frequencies up to 
500 MHz by 10:1 or 100:1. Used as a prescaler, it will 
extend the upper frequency limit of counters to as much 
as 500 MHz. It can be mounted side-by-side with the 
1191 or 1192 Counter to extend its range to 500 MHz 
with 10:1 or 100:1 prescaling. 

The 1157-B Scaler is a two-decade digital frequency 
divider complete with input-level meter, attenuator, and 
internal power supply. One output can be switched for 
either 1/10 or 1/100 of the input frequency; a sync out- 
put supplies 1/100 of the input continuously. The input 
and output connectors can be moved to the rear for sys- 
tems applications. 


A perfect companion to the 1192-Counter, the 1157-B extends the coun- 
ter’s range to 500 MHz. Equally useful with the 1191-B Counter. 


SPECIFICATIONS 

Input Frequency: 1 to 500 MHz. 

Input Level: MINIMUM: 0.3 V pk-pk (0.1 V rms) on most sen- 
sitive setting of attenuator. MAXIMUM: 7 Vrms (1 W). 

Input Impedance: AC-coupled, 50 ©. 

Attenuator (Sensitivity control): Panel switch of x1, x2, x5 or 
x10 attenuation. 

Meter: Green sector indicates adequate signal levels for easy 
adjustment of sensitivity control. 


Main Output: DC-coupled positive pulse, > 1 V behind 50 o. 
REPETITION RATE: Input frequency divided by 10 or 100 de- 
pending on setting of panel switch. DUTY RATIO: 60% for 
1/10 output, 40% for 1/100 output. 


National stock numbers are listed at the back of the catalog. 
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Sync Output: Positive pulse, > 1 V behind 50 ©. Repetition 
rate is input frequency divided by 100. Duty ratio, 60%. 
Connectors: Can be moved to rear panel. INPUT: GR874® 
locking connector. OUTPUT: BNC. 


The input and output connectors can be moved to the rear for systems 
applications. 


Supplied: Power cord, patch cord to 1192 Counter. 

Power: 100 to 125 or 200 to 250 V, 14 W. 

Mechanical: Convertible bench cabinet. DIMENSIONS (wx- 
hxd): Bench, 8.5x3.5x12.6 in. (216x89x309 mm); rack, 19x 
3.88x12.6 in. (483x98x320 mm). WEIGHT: Bench, 7 lb (3.2 
kg) net, 10 Ib (4.6 kg) shipping; rack, 10 Ib (4.6 kg) net, 13 Ib 
(6 kg) shipping. 


[input Levec]} 


@ METER 


METER DRIVE 


[Sensitivity] [MULTIPLY COUNTER READING BY] 
+ ! 


1 
1 
1 
10, | 
100 


10°17 100°1 
oOuT 

100 1 SYNC 
ouT 


Two frequency-divider circuits allow an output that is one-tenth the 
input frequency or one-hundredth of it. 


| STEPS 
OF 1,2,5,10 


INPUT 
© 


AMPLIFIER 


B BOARD € BOARD 0 BOARD 


Catalog 
Description Number 
1157-B Scaler (500 MHz) 
Bench Model 1157-9700 
Rack Model 1157-9701 


Appendix 


Abbreviations, Symbols and Prefixes 


In this catalog, as in other GenRad publications, our Inc., the Institute of Electrical and Electronics En- 
use of symbols, prefixes, and abbreviations follows the — gineers, and other scientific and engineering organiza- 
recommendations of the International Electrotechnical __ tions. Where there is not agreement among these groups, 
Commission, the American National Standards Institute, | we generally choose the usage favored by the majority. 


Der ee rpm revolutions per minute 
ABBREVIATIONS AND SYMBOLS ho open-circuit output P ; ee 
admittance RTL resistor-transistor logic 
hr reverse voltage-transfer ' 
a atto (10-'8) ratio s second, series (as Ls) 
A ampere Hz hertz (cycle per second) Ss siemens 
A angstrom HTL hearing threshold level shf super-high frequency 
ac alternating current sq square 
afc automatic frequency control I current re ae sync synchronous, synchronizing 
a-m amplitude modulation IC integrated circuit ; 
‘ ID inside diameter T period, Tesla, tera (10!) 
ANSI pe eo ancial Stand: IEC International Electro- t time 
nS eae pt technical Commission TL transistor-transistor logic 
APS American Physical Society IEEE Institute of Electrical and TSA niesc eee analver 
ASA Acoustical Society of America Electronics Engineers y 
ASTM American Society for i-f intermediate frequency hf ultra-high f 
Testing and Materials in. inch - [ire tigi frequency. 
avec automatic volume control ISA Instrument Society of v velocity 
avg average America Vv volt 
ISO International Standards VA volt ampere 
B susceptance Organization 3 
vhf very-high frequency 
bar . bar (10°N/m?) ; A /aq ah vif very-low frequency 
BCD binary-coded decimal J = 
) joule 
speed of light, centi (10-2) W ware 
c ight, i 5 
P 4 8 k kilo (103) Wb Weber 
Cc capacitance, coulomb 3 4 Katy ie weight 
me degrees Celsius (Centigrade) is Ceres Nein 
cd andela | liter (10—3 m3) x reactance 
CIF cost, insurance, freight L inductance y, admittance 
CML Sots logic Ib pound yr year 
CoD cash on delivery LC inductance-capacitance Z impedance 
cw continuous wave im lumen 
: . short-circuit forward cur- 
d deci (10-') log logarithm rent-transfer ratio 
D dissipation factor Ix lux 2 aL tay d 
: iy Sipe: 
da deka (10) m meter, milli (10-3) : F erenutranciae rata. he 
dB decibel M mega (106) (common emitter) 
dBm decibel referred to one max maximum 1B reflection coefficient 
iexat mbar millibar A increment 
dc direct current mil 0.001 inch co) loss angle 
DCTL direct-coupled transistor min minimum, minute 6 phase angle 
logic ye mont i wavelength 
dia diameter micro (10-5) 
DTL diode-transistor logic n nano (10%) Q ohm 
DUT device under test N newton re} mho 
f oz Banee a) angular velocity (2zf) 
e electronic charge 
E voltage p page, pat (as Lp), 
EIA Electronic Industries pico (10-!2) 
Association Pp poise (102N +s/m?) PREFIXES 
emf electromotive force PF power factor Orders of magnitude from 10-'!8 to 10!2 
ppm parts per million are designated by the following pre- 
< tarad; Faraday Ss ulses per second ae 
ip degrees Fahrenheit BF 4 B Order Prefix Symbol 
f frequency, femto (10-!5) pirek pealctopeak 1012 t # 
: ; PRF pulse repetition frequency eta 
fm frequency modulation 10? giga G 
FOB free on board er quality oo (storage 106 mega M 
actor : 
103 kilo k 
G conductance, giga (10°) 102 pact h 
g gram, gravitational constant R resistance 
. 10. deka da 
gm transconductance ® registered trademark a ie ae 
A rad radian ae ti 
H henry RC resistance-capacitance . a q 
n hour, Planck's constant, RCTL resistor-capacitor-transis- 10 meu ww 
hecto (10?) tor logic 10-6 micro lh 
hf high frequency re referred to 10-9 nano n 
he forward current-transfer rf radio frequency 10-2 pico p 
Fe wae , RH relative humidity 10-'5 femto f 
hi short-circuit input imped- i 
ance rms root-mean-square 10-'8 atto a 
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Catalog 
Number 


0274-9454 
0274-9455 
0274-9492 


0274-9710 
0274-9716 
0274-9721 


0274-9721 
0274-9875 
0274-9875 


0274-9877 
0274-9877 
0274-9880 


0274-9883 
0274-9884 
0510-9701 


0510-9702 
0510-9703 
0510-9704 


0510-9705 
0510-9705 
0510-9706 


0510-9706 
0510-9707 
0510-9708 


0510-9806 
0777-9703 
0777-9703 


0874-9099 
0874-9099 
0874-9412 


0874-9413 
0874-9413 
0874-9414 


0874-9414 
0874-9415 
0874-9416 


0874-9417 
0874-9419 
0874-9440 


0874-9442 
0874-9443 
0874-9444 


0874-9447 
0874-9449 
0874-9451 


0874-9465 
0874-9479 
0874-9511 


0874-9513 
0874-9526 
0874-9527 


0874-9528 
0874-9537 
0874-9545 


0874-9560 
0874-9564 
0874-9568 


0874-9569 
0874-9570 
0874-9571 


0874-9572 
0874-9577 
0874-9577 


0874-9596 
0874-9605 
0874-9609 


0874-9627 
0874-9631 
0874-9645 


0874-9645 
0874-9651 
0874-9663 
0874-9666 
0874-9666 

0874-9680 


National 
Stock Number 


5935-00-636-6868 
5935-00-543-8323 
6625-00-558-6840 


5935-00-187-0700 
5935-00-192-4620 
5935-00-192-4615 


5935-00-258-6302 
5935-00-914-8853 
5935-00-665-4394 


5935-00-403-4647 
5935-00-754-5770 
5995-00-642-9560 


5826-00-837-0699 
5935-00-910-9194 
6625-00-553-8082 


6625-00-311-6104 
6625-00-993-1190 
6625-00-864-6074 


5905-00-561-4150 
6625-00-709-0308 
5905-00-561-4158 


6625-00-709-0310 
6625-00-708-7235 
5905-00-561-4160 


6625-00-690-5156 
4931-00-247-0020 
5935-00-949-8608 


5935-00-370-8549 
6625-00-006-6454 
5935-00-916-0791 


5935-00-789-6031 
5935-00-946-4111 
5935-00-738-6326 


5935-00-981-7264 
5935-00-914-8878 
5935-00-552-7778 


5935-00-253-0749 
5935-00-172-8094 
5935-00-840-7284 


5935-00-965-6178 
5935-00-264-5617 
5935-00-944-3687 


5935-00-028-4147 
5935-01-037-8220 
5935-00-925-6261 


5935-00-925-6262 
5935-00-899-8314 
5985-00-912-1544 


6625-00-623-0067 
5935-00-627-0622 
5935-00-933-8153 


5985-00-185-4466 
5915-00-786-9168 
5915-00-907-8721 


5905-00-103-1876 
5985-00-525-3010 
5905-00-812-9250 


5985-00-623-0327 
5905-00-755-2378 
5985-00-087-4715 


5985-00-080-2122 
5840-00-868-1287 
5895-00-623-0255 


5910-00-224-3783 
6625-00-433-2393 
6625-00-433-2394 


6625-00-003-7033 
5985-00-185-4492 
4920-00-922-6219 
5840-00-868-1288 
6625-00-706-9205 
6625-00-172-0394 
4931-00-404-7388 
6625-00-020-9712 
6625-00-789-4723 
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0874-9681 
0874-9682 
0874-9682 


0874-9683 
0874-9683 
0874-9690 


0874-9692 
0874-9700 
0874-9700 


0874-9701 
0874-9702 
0874-9702 


0874-9704 
0874-9710 
0874-9711 


0874-9711 
0874-9716 
0874-9718 


0874-9719 
0874-9719 
0874-9720 


0874-9791 
0874-9800 
0874-9802 


0874-9804 
0874-9810 
0874-9810 


0874-9811 
0874-9811 
0874-9816 


0874-9818 
0874-9870 
0874-9870 


0874-9876 
0874-9902 
0874-9910 


0874-9911 
0874-9912 
0874-9913 


0874-9931 
0874-9941 
0874-9945 


0874-9954 
0874-9955 
0874-9970 


0874-9972 
0874-9980 
0874-9982 


0874-9990 
0880-9500 
0900-9405 


0900-9421 
0900-9451 
0900-9498 


0900-9527 
0900-9635 
0900-9651 


0900-9703 
0900-9711 
0900-9717 


0900-9723 
0900-9723 
0900-9730 


0900-9791 
0900-9801 
0900-9803 


0900-9811 
0900-9811 
0900-9850 


0900-9851 
0900-9883 
0900-9902 
0900-9953 
0900-9953 
0900-9953 
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National 
Stock Number 


6625-00-293-8396 
5995-00-738-6331 
5995-00-111-2297 


5995-00-009-5434 
5995-00-935-2561 
6625-00-793-1351 


6625-00-729-4629 
5935-00-765-5481 
6625-01-039-5350 


5935-00-961-5498 
5935-00-243-8484 
5935-00-707-2830 


5935-00-706-6269 
5935-00-833-7247 
5935-00-496-1059 


5935-00-905-5335 
5935-00-758-9529 
5935-00-502-8344 


5935-00-194-6629 
5935-00-933-6420 
5935-00-194-6626 


5935-00-420-3645 
5935-00-984-5563 
5935-00-706-2827 


5935-00-921-8789 
5935-00-225-8768 
5935-00-919-5915 


5935-00-189-1700 
5935-00-194-6628 
5935-00-761-0408 


5935-00-666-4873 
5975-00-104-6840 
5935-00-555-1885 


5935-00-160-5265 
5180-00-145-6139 
5935-00-864-9988 


5935-00-219-9707 
6625-00-498-8956 
6625-00-437-9117 


5910-00-706-5054 
6625-00-577-2378 
6625-00-623-0328 


5985-00-992-2109 
5985-00-494-4745 
5985-00-083-4708 


5985-00-275-6934 
5999-00-888-4296 
5985-00-707-2831 


5935-00-699-5817 
5985-00-378-0145 
5935-00-354-2108 


5935-00-518-1683 
5935-00-004-0103 
5935-00-403-1928 


5985-01-008-9487 
5985-00-009-4579 
6625-00-498-0925 


5935-01-039-5228 
5935-00-838-2722 
5935-00-346-7091 


5935-00-346-7092 
5935-01-015-5757 
5935-00-158-8865 


5935-00-466-1172 
5935-01-039-5257 
5935-01-039-5227 


5935-00-838-2723 
5935-00-884-8229 
5905-01-044-4288 


5985-00-456-0240 
5935-00-432-6479 
5180-01-044-4741 
4931-00-228-1318 
5985-00-472-3976 
5985-01-008-9485 


Catalog 
Number 


0900-9957 
0900-9965 
0900-9971 


0900-9979 
0938-9503 
0938-9503 


0938-9706 
0938-9706 
0938-9708 


0938-9710 
0938-9710 
0938-9712 


0938-9712 
0938-9731 
0938-9733 


0938-9733 
0938-9733 
0938-9734 


0938-9734 
0938-9818 
0938-9818 


0938-9822 
0938-9822 
0938-9822 


0938-9873 
0938-9873 
0938-9873 


0940-9705 
0940-9705 
0940-9706 


0940-9707 
0940-9707 
0940-9708 


0940-9708 
0971-9702 
0971-9703 


0971-9704 
0971-9705 
0971-9706 


0971-9708 
0971-9710 
0971-9711 


0971-9712 
0971-9713 
0971-9714 


0971-9716 
0973-9703 
0973-9704 


0973-9705 
0973-9707 
0973-9708 


0973-9708 
0973-9710 
0973-9711 


0973-9712 
0973-9713 
0973-9714 


0973-9716 
0973-9717 
0975-9710 


0975-9712 
0975-9713 
0975-9714 


0975-9716 
0975-9717 
0975-9717 
0975-9717 
0975-9718 
0975-9718 
1192-9720 
1192-9728 
1192-9730 
1192-9900 


1211-9703 
1211-9703. 


National 
Stock Number 


5985-01-023-1568 
6625-00-377-9982 
4931-01-019-7889 


5985-01-008-9490 
5940-00-281-2779 
6625-01-024-3574 


5940-00-681-9867 
5940-00-871-1115 
5940-00-469-2295 


5935-00-295-5407 
5935-01-018-1711 
5940-00-177-2618 


5940-00-562-3507 
5940-00-235-7987 
5940-00-258-4719 


5940-00-500-8717 
5940-00-97 1-9223 
5940-00-401-8752 


5940-00-549-9037 
5970-00-561-7872 
5970-01-023-0354 


5970-00-628-7701 
5940-00-977-1143 
5970-01-023-0353 


5970-00-237-5691 
5970-00-755-4297 
5970-00-869-2294 


6625-00-462-7099 
6625-00-842-4869 
6625-00-455-8715 


6625-00-455-8716 
6625-00-842-4868 
6625-00-486-7855 


6625-00-842-4872 
5905-00-681-5653. 
5905-00-752-6916 


5905-00-969-5829 
5905-00-926-2751 
5905-00-762-2548 


5905-00-762-2547 
5905-00-557-1569 
5905-00-583-2759 


5905-00-927-7538 
5905-00-887-7672 
5905-00-581-1724 


5905-00-88 1-8062 
5905-00-842-8492 
5905-00-052-1927 


5905-00-842-8493 
5905-00-660-3747 
5905-00-827-1899 


5905-01-045-8948 
5905-00-690-5684 
5905-00-815-4552 


5905-00-655-1325 
5905-00-378-0895 
5905-00-583-5254 


5905-00-406-9897 
5905-00-074-8719 
5905-00-681-3390 


5905-00-683-2340 
5905-00-556-6565 
5905-00-781-6713 
5905-00-725-0725 
5905-00-655-1704 
5905-00-806-3715 


5905-00-970-5224 
5905-00-879-6866 
5905-00-617-2109 


6625-00-377-6864 
6625-00-760-3022 
7025-00-095-6450 


6625-00-472-1852 
5895-00-140-8196 
6625-00-777-1384 


Catalog 
Number 


1218-9724 
1232-9701 
1232-9829 


1234-9701 
1236-9701 
1236-9701 


1236-9701 
1238-9700 
1240-9829 


1263-9703 
1264-9601 
1264-9702 


1264-9702 
1265-9801 
1267-9702 


1267-9702 
1267-9702 
1308-9801 


1310-9702 
1311-9701 
1316-9700 


1316-9700 
1362-9701 
1362-9701 


1363-9701 
1381-9700 
1381-9701 


1382-9700 
1382-9700 
1382-9701 


1383-9700 
1383-9701 
1390-9702 


1390-9702 
1390-9702 
1390-9702 


1390-9703 
1396-9702 
1403-9704 


1403-9704 
1403-9707 
1403-9711 


1404-9701 
1404-9702 
1404-9703 


1408-9702 
1408-9706 
1409-9706 


1409-9712 
1409-9720 
1409-9725 


1412-9410 
1413-9700 
1419-9701 


1419-9702 
1419-9711 
1422-9508 


1422-9704 
1422-9823 
1422-9855 


1422-9916 
1423-9801 
1423-9801 


1423-9811 
1433-9700 
1433-9702 


1433-9704 
1433-9705 
1433-9706 


1433-9708 
1433-9710 
1433-9712 
1433-9712 
1433-9713 
1433-9714 


ional Stock Numbers of GenRad Products 


National 
Stock Number 


6625-00-172-0381 
6625-00-873-6684 
6625-01-030-8099 


6625-01-032-2045 
6625-00-181-1451 
6625-00-397-4200 


6625-00-489-8998 
5895-01-046-4906 
6625-00-525-3236 


6625-00-061-0214 
6625-00-965-5544 
6625-00-231-0362 


6625-00-872-7838 
6130-00-431-5828 
4920-01-032-0510 
6130-00-596-4580 
6625-01-039-6571 
5895-01-021-7156 


6625-00-213-5812 
6625-00-930-3449 
6625-01-042-0778 


6625-01-040-2312 
6625-00-140-8185 
6625-00-489-3711 
6625-00-170-6555 
6625-00-140-8381 
6625-00-574-6078 


6625-00-190-1299 
6625-00-492-6139 
6625-00-214-9865 


6625-00-141-8673 
6625-00-409-6874 
6625-00-799-8999 


6625-00-942-4260 
6625-00-992-0813 
6625-01-003-7464 


6625-00-799-8999 
6625-00-123-3046 
5910-00-574-4372 


6625-00-804-7402 
6625-00-804-7401 
6625-00-804-9059 


6625-00-916-5948 
6625-01-008-6149 
6625-01-011-4955 
6625-01-012-4105 
6625-01-021-9658 
6625-00-629-1983 


6625-00-585-4053 
6625-00-585-4051 
6625-00-629-1980 


6625-00-465-6861 
6625-01-022-3270 
6625-00-953-7537 


6625-00-124-9382 
6625-00-585-1670 
5910-00-576-8379 


6625-00-987-9060 
6625-00-881-8665 
6625-00-060-1818 


6625-00-891-5939 
6625-00-145-2589 
6625-00-775-1753 


6625-00-145-2589 
6625-00-892-4783 
6625-00-437-9157 
6625-00-173-5441 
6625-00-173-5441 
6625-00-235-6308 


6625-00-098-3712 
6625-00-840-4256 
6625-00-495-0023 
6625-00-431-9236 
6625-00-431-9236 
6625-00-466-0214 


Catalog 
Number 


1433-9714 
1433-9715 
1433-9716 


1433-9717 
1433-9718 
1433-9719 


1433-9720 
1433-9721 
1433-9722 


1433-9724 
1433-9725 
1433-9726 


1433-9731 
1433-9733 
1434-9707 


1434-9707 
1434-9713 
1434-9714 


1434-9724 
1440-9601 
1440-9621 


1440-9621 
1440-9631 
1440-9641 


1440-9651 
1440-9671 
1450-9891 


1450-9893 
1455-9700 
1455-9706 


1455-9707 
1455-9708 
1482-9702 


1482-9705 
1482-9708 
1482-9712 


1482-9716 
1482-9720 
1491-9704 


1521-9428 
1521-9460 
1521-9464 


1521-9465 
1521-9467 
1521-9469 


1521-9513 
1521-9602 
1521-9603 


1521-9604 
1521-9615 
1521-9619 


1521-9623 
1521-9802 
1521-9812 


1522-9614 
1522-9615 
1522-9616 


1531-9430 
1531-9601 
1531-9602 


1531-9605 
1536-9701 
1536-9701 


1538-9601 
1538-9602 
1538-9604 


1538-9701 
1539-9701 
1543-9700 


1551-9703 
1560-9521 
1560-9522 
1560-9613 
1560-9613 
1560-9653 


National 
Stock Number 


6625-00-553-7652 
6625-00-463-4011 
6625-00-228-9918 


6625-00-228-9918 
6625-00-123-7459 
6625-00-137-9995 


6625-00-102-9646 
6625-00-038-4559 
6625-00-947-7534 


6625-00-031-3531 
6625-00-106-7545 
6625-00-140-8183 


6625-00-480-0950 
6625-00-005-5223 
6625-00-067-9025 


6625-00-356-3133 
6625-00-229-6642 
6625-00-935-1470 


6625-00-204-0031 
6625-00-133-7548 
6625-00-169-5861 


6625-00-421-1931 
6625-00-838-2126 
6625-00-855-4283 


6625-00-169-5862 
6625-01-028-9788 
6625-00-201-8779 


6625-00-612-1837 
6625-00-123-7458 
4920-01-021-8513 


4920-01-021-8513 
6625-00-420-3931 
6625-00-583-0040 


6625-00-567-2700 
6625-00-583-0041 
6625-00-556-8584 


6625-00-583-0044 
6625-00-583-0043 
6625-00-251-1158 


7530-00-100-2005 
6625-01-027-7010 
7530-00-180-6393 


7530-00-275-8521 
6625-00-459-7544 
6625-01-027-7011 
6105-00-147-8955 
5905-00-448-5335 
5905-00-448-5334 


5905-00-448-5712 
6625-00-162-0508 
6105-00-448-5828 


6105-01-016-9031 
6625-00-161-1827 
6625-00-161-1827 


6685-00-519-0355 
6685-00-519-0347 
6685-00-519-0341 


6625-00-193-7635 
5960-00-844-5968 
6625-00-467-0907 


6625-00-467-0907 
596 1-00-619-9213 
6625-00-534-8274 


6240-00-422-1278 
6240-00-297-3892 
6625-00-437-9165 
6625-00-437-9164 
6625-00-185-4764 
6625-01-039-4873 
6625-00-982-3929 
5965-01-022-3484 
5965-01-022-3483 
6625-00-001-4366 
6625-00-169-1701 
6625-01-007-6686 


Catalog 
Number 


1560-9666 
1560-9669 
1560-9695 


1560-9696 
1562-9701 
1562-9701 


1564-9701 
1564-9701 
1564-9820 


1564-9820 
1565-9702 
1565-9702 


1565-9703 
£565-9902 
1568-9000 


1568-9000 
T5795 5 
1571-9556 


1571-9556 
1571-9831 
1571-9898 


1581-9974 
1582-9772 
1582-9901 


1591-9700 
1602-9702 
1606-9602 


1606-9702 
1608-9801 
1608-9811 
1608-9812 
1608-9812 
1615-9801 
1615-9801 
1615-9801 
1617-9206 


1617-9701 
1620-9701 
1620-9829 
1630-9827 
1630-9857 
1644-9701 


1644-9711 
1650-9601 
1650-9702 


1656-9701 
1666-9700 
1683-9701 


1683-9800 
1686-9600 
1686-9700 


1790-XXXX 
1790-9670 
1790-9707 
1792-9353 
1792-9729 
1792-9870 
1795-9719 
1840-9701 
1840-9701 


1863-9700 
1863-9700 
1864-9700 


1864-9700 
1864-9700 
1912-9700 


1933-9700 
1933-9700 
1933-9701 


1933-9702 
1933-9703 
1933-9710 
1933-9710 
1933-9711 
1933-9712 


National 
Stock Number 


5995-01-024-6588 
5935-01-024-6571 
5995-00-169-6873 


5935-00-169-7248 
6625-00-401-5364 
6625-00-438-0625 


4470-01-039-4124 
6625-00-883-8858 
6625-00-464-2951 


6625-00-495-7884 
6625-00-003-97 14 
6625-01-012-9225 


6625-01-016-9395 
6625-00-001-4452 
6625-00-162-1940 


6625-00-319-2945 
6110-00-566-7229 
6110-00-245-4285 


6110-00-412-7960 
6110-00-580-0863 
6110-00-879-9800 


6110-00-172-0226 
6110-01-044-4650 
6110-01-044-0226 


6625-01-040-2313 
6625-00-511-0512 
6625-00-397-4182 


6625-00-423-5415 
6625-00-902-8687 
6625-00-902-8687 


6625-00-139-3246 
6625-00-902-8687 
4931-00-916-5954 


6625-00-005-7274 
6625-00-470-8446 
6625-01-043-8005 


6625-00-451-4321 
6625-00-076-6762 
6625-00-076-6762 


6625-00-476-2025 
6625-00-476-2025 
6625-00-867-6628 


6625-00-867-6628 
6625-00-992-9045 
6625-00-435-5470 


6625-00-861-1393 
6625-00-376-5200 
6625-00-007-6643 


6625-01-021-9678 
6625-01-040-6910 
6625-01-038-1938 


6625-00-243-7461 
4920-01-025-8001 
6625-00-148-9388 


6625-01-038-9093 
6625-01-034-4031 
6625-00-575-8024 


6625-01-038-3305 
6625-00-895-1512 
6625-00-937-6156 


6625-00-001-8060 
6625-00-456-7442 
6625-00-393-2573 


6625-01-007-9426 
6625-01-011-3798 
6625-00-185-7288 


6625-00-001-6915 
6625-01-012-8448 
6625-01-012-8448 


6625-01-012-8448 
6625-01-012-8448 
6625-00-259-2781 
6625-01-012-8448 
6625-01-012-8448 
6625-00-327-6585 


Catalog 
Number 


1933-9712 
1933-9713 
1933-9714 


1933-9715 
1933-9716 
1935-9700 


1935-9700 
1945-9640 
1945-9700 


1945-9730 
1952-9801 
1954-9710 


1954-9720 
1962-9602 
1981-9710 


3010-5110 
3010-5110 
3010-5110 


3010-5110 
3010-5110 
3010-5111 


3010-5130 
3010-5536 
3030-5012 


3030-5013 
3030-5014 
3030-5015 


3030-5110 
3030-5110 
3030-5110 


3030-5110 
3030-5110 
3030-5110 


3030-5111 
3030-5118 
3030-5119 


3030-5119 
3030-5130 
3030-5131 


3030-5637 
3030-5816 
3038-5015 


3038-5110 
3038-5130 
3040-5110 


3040-5110 
3040-5110 
3040-5110 


3040-5111 
3040-5118 
3050-5110 


3050-5111 
3050-5130 
3058-5110 


3058-5120 
3060-5012 
3060-5013 


3060-5110 
3060-5111 
3060-5118 


3060-5119 
3060-5130 
3060-5131 


3070-5110 
3070-5111 
3070-5119 


3070-5119 
3070-5131 
3090-5110 


3090-5111 
3090-5119 
3090-5121 
3090-5130 
3090-5131 
3090-5220 


National 
Stock Number 


6625-01-012-8448 
6625-01-012-8448 
6625-01-012-8448 


6625-01-012-8448 
6625-01-012-8448 
5835-01-035-2168 


7450-01-033-3555 
5965-01-040-6844 
6625-01-041-0292 


6625-01-040-6969 
5915-00-481-7364 
6625-01-041-0293 


6625-01-043-8294 
5965-01-024-6137 
6625-01-016-1461 


5950-00-996-1789 
5950-00-606-8682 
5950-00-670-2994 


5950-00-68 1-2253 
5950-00-581-5189 
5950-00-683-3641 


6120-00-837-7133 
5950-00-850-8346 
5950-00-987-5601 


4931-00-777-1385 
5950-00-137-7789 
5950-00-112-3440 


5950-00-137-0926 
5950-00-578-5592 
5950-00-730-7604 


5950-00-754-5940 
6120-00-572-5861 
6120-01-020-5517 


5950-00-862-0113 
5950-00-688-5722 
5950-00-050-1162 


5950-00-617-9242 
6120-00-681-6930 
6120-00-879-3698 


5950-00-674-3901 
5950-00-402-7584 
6120-01-022-1379 


5950-00-110-0379 
6120-00-357-7520 
5950-00-655-0545 


5950-00-802-9810 
5950-00-809-5379 
5950-00-966-6228 


5950-00-835-4462 
5950-00-681-7431 
6120-00-845-1176 


6120-00-242-4865 
6120-00-025-7291 
6120-00-105-6108 


6120-00-376-0338 
6120-00-054-7794 
6120-01-043-6705 


6120-00-849-2588 
6120-00-816-1517 
6120-00-772-7917 


6120-00-682-2557 
6120-00-805-0745 
6120-00-033-3776 


6120-00-660-9211 
6120-00-828-1490 
5950-00-073-2226 


6625-00-143-0784 
6120-00-032-1173 
6120-00-800-2482 


6120-00-503-0632 
6120-00-833-0904 
6120-00-145-7284 
6120-00-669-8565 
6120-00-725-2859 
5950-00-067-4294 


Catalog 
Number 


3090-5230 
3090-5516 
3100-5012 


3100-5110 
3100-5111 
3100-5130 


3100-5230 
3120-5110 
3120-5121 


3120-5130 
3120-5211 
3130-5111 


3130-5131 
3150-5016 
3150-5016 


3150-5110 
3150-5107 
3150-5120 


3150-5211 
3150-5211 
3150-5221 


3150-5927 
3160-5110 
3160-5130 


3200-5110 
3200-5110 
3200-5900 


3200-5901 
3200-5906 
3200-5907 


3200-5908 
3200-5910 
3200-5911 


3200-5912 
3200-5913 
3200-5923 


3410-5110 
3410-5110 
3410-5110 
3410-5110 


3410-5110 
3410-5110 
3410-5120 
3410-5120 


3410-5120 
3410-5130 
3410-5130 
3410-5210 


3410-5220 
3430-5110 
3430-5110 
3430-5110 


3430-5110 
3430-5110 
3430-5110 
3430-5110 


3430-5120 
3430-5130 
3430-5130 
3430-5230 


3430-5816 
3460-5110 
3460-5120 
3460-5130 


3460-5130 
3460-5130 
3460-5230 
3460-5230 
3460-5836 
3460-5936 
3490-5110 
3490-5110 
3490-5130 
3490-5210 
3490-5230 
3490-5836 


National 
Stock Number 


5950-00-068-5180 
6120-00-056-7607 
5950-00-926-0742 


6120-00-710-5747 
6120-00-877-7923 
6120-00-717-3660 


5950-00-419-4545 
6120-00-078-1445 
5950-01-138-7787 


6120-00-148-5751 
6120-00-110-6406 
6120-00-849-8928 


5950-00-294-4872 
5950-00-497-2450 
5950-00-502-3464 


6120-00-681-6862 
6120-00-769-1140 
6120-00-911-9777 


6120-00-110-6402 
6120-00-894-1826 
6120-00-927-7826 


6120-00-504-9092 
6120-00-451-4318 
6120-00-811-0505 
5950-00-595-8047 
5950-01-045-9289 
5977-00-400-7985 


5999-00-520-6209 
5977-00-775-6799 
5977-00-357-8000 


5977-00-727-9061 
5977-00-850-1814 
5977-00-033-8550 


5977-00-877-6844 
5977-00-110-3971 
5977-00-433-2716 


5950-00-121-5326 
5950-00-133-4949 
5950-00-519-4767 
5950-00-406-6396 


5950-00-518-4362 
5950-00-538-5662 
5950-00-420-0208 
5950-00-557-6989 


5950-01-036-4721 
5950-00-87 7-4863 
6120-00-287-8845 
5950-00-993-4904 


5950-00-952-0088 
5950-00-048-3155 
5950-00-193-9917 
5950-00-451-3925 


5950-00-504-9090 
5950-00-754-6369 
5950-00-856-7904 
6120-00-015-6728 


5950-00-103-7005 
5950-00-521-8076 
5950-00-997-1261 
6120-00-023-3819 


5950-00-937-3292 
6120-00-812-7681 
6120-00-686-6850 
5950-00-238-4876 
5950-00-48 1-8353 
6120-00-504-9047 
5950-00-419-4519 
6120-01-036-0134 
5950-01-015-1994 
6120-00-110-6971 
5950-01-005-0066 
6120-00-052-3305 
6120-00-725-4226 
5950-00-689-7734 
6120-01-013-8420 
5950-00-173-2969 
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Index by Subject and Title 


A 
Abbreviations, Symbols and 
PReTixXeSi Greist oe ae hae eae 245 
Acoustic/Vibration Instruments and 
SYSLEMIS 9: (beeen teas 165-191 
Adaptors 
Coaxial? SOQ) seen 94-96, 240 
Coaxial? 75O0 axe 103, 104 
Flange, Precision, Coaxial... 109 
Low-Frequency ............ 240 


Precision Coaxial, 50Q 110, 111 
Adjustable Autotransformers 213, 236 


Adjustable DC Power Supply .... 61 
Adjustable Stubs, Coaxial, 500... 97 
Admittance Meter, UHF ........ 37 


Air Lines, Coaxial 
Adjustable, Constant-Ilmpedance, 


BOO) eae reek ct hh eee ae 
Fixed; Rigid 500). 00. 73k! 99 
Precision/Reference, 500 .. 114 
RigiGso AD G2. 5o Cate ae ee a 105 
Rod and Tube, Precision, 500 116 

Amplifiers 
Es epee gue COR eh See SP 41 
Multichannel oo v2e 5208 180 
Power, Audio Oscillator and . 126 
Tuned, and Null Detector... 48 
Amplitude-Regulating Power 
SUB rere Ome ook ete: eget 23 
Analog Limit Comparator........ 32 
Analog Test Systems....... 154, 155 
Analyzers 
Community Noise .......... 176 
Digital Signal ......... 186, 188 
Fast-Fourier .......... 186, 188 
Impact/Impulse Noise . 166, 167 
Integrating Real-Time ...... 184 


Motion, Stroboscopic ... 193-204 
Narrow-Band 173, 174, 186, 188 
Noise . 166, 167, 172-174, 184 
Octave-Band 166, 167, 172, 184 
Precision Sound-Level . 166, 167 


Realelime: (ca tee 184-188 
Signal ..... 166, 167, 172-174, 
184-188 
Sound and Vibration .. 166, 167, 
172, 184 
Sound-Level ..... 166, 167, 184 


Spectrum.... 173, 174,184-188 
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Analyzers (cont’d) 


Structural (Mechanical) ..... 190 
Time-Series' 3.30246 foes 188 
Vibration: 2255; 1L6OS16 7c: 
184, 186 
Wave ny oc sirount omer 173,174 
Attenuators 
Adjustable, Coaxial, 500 ... 98 
Decade cea). eee 85, 183 
Fixed, Coaxial, 500 .... 98, 113 
Fixed “Coaxial, 7 5Qux ee 105 
Audio Oscillator 22. s.ceeueee aes 125 
Audio Oscillator and Power 
Amplifier s..3274.)7) seme miarndie 126 
Audiometer Calibration Accessory 
KE Set ans ae. Sica rae area 170 
Audiometer Calibration 
Set/ SVStemm oss: e es ee 170 
Audiometer Calibration Stand 
ASSOMDIV tan coe ores eee 170 


Automatic Impedance Bridges and 
Meters 


Gapacitances. ances anes 44 

UC, Mesahiertz 205 ee tareke 33 

REG sc, Seca eh ae ee 22-28 

Automatic Level Regulator ...... 181 
Automatic Line-Voltage 

REQUIALOKS: cous Sonu cae 205-212 

Automatic RLC Bridge .......... 26 


Automatic Test Equipment (ATE) 
Component/Network/Module 143 


Digital cece iter es ee 152 
Digital/Analog (Hybrid) ..... 154 
In-Circuit/Functional ....... 158 
EC Board) sane oot 151-163 
Software... kan ae 159 


Autotransformers, Adjustable 213-236 


B 
Banana Plugs and Jacks ........ 239 
Basic Connectors 
Coaxial 500. oe ey 91, 108 
Coaxial 75004 5 heat 1032115 


Bias Insertion Unit, Coaxial, 50Q 102 
Binding Posts and Accessories 237, 238 


Bridges and Impedance Meters .. 11 
Admittance, UHE:. ssc. 37 
Automatic >is. 22: 22-28, 33, 44 
Capacitance s... sues tee 43 
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Bridges and Impedance Meters (cont’d) 


Conductance . 17-20, 46, 50, 56 
Digibridges 3... seen 22, capes 
High-Frequency...... 33, 36,257 
Incremental Inductance..... 60 
Inductance |..)... 2. eee 33, 60 
Kelvin. 2vs.:..5.25 ee 56 
LC; Megahertz’. ....2. Sage Si: 
Megohm -< : )k.4 eae 56-58 
Portable (Battery) .... 17, 18, 56 
Precision’. = 22.25 20; 46, 50256 
Precision Capacitance .... 46, 50 
Radio-Frequency ........ 33, 36 
Resistance ....:. .: ..eeee 55 
RLG, Automatic: 2222s 22-28 
RLC, Manual =... 7S 17-20 
Wheatstone (DC).. 17-20, 56, 57 
Bridge Detectors............. 48, 52 
Bridge Oscillators .......... 125-127 
Bridge Oscillator-Detector ....... 49 
Brushes, Replacement, Variac® .. 232 
Bug Hound =.>3.~.... 2ke nee 162 
Cc 
Cable Connectors 
Banana Plugs «<3 .23 eee 239 
Coaxial, 502) ¢... sige 92 
Coaxial: 750). ~ 2.62 ee 103 
Precision, Coaxial, 500..... 108 
Calibration Sets/Systems, 
Audiometer .. ...: 2... ..eeaeeene 170 
Calibrators 
Audiometer’ .. -.3 2.0.5 thes 170 
Sound-Level....22... 7s ene 169 
Vibration cn) ccc cc. ace «eee 169 
Capacitance Bridge, Precision ... 50 
Capacitance Bridges ......... 46, 53 


Capacitance-Measuring Assembly 47 
Capacitance-Measuring 


Instruments... :::2:1 ye eee 43 
Automatic ....... 22-28, 33, 44 
Comparator: <2... (4aoe eee 30 
Digibridges ).2i076R 22:20 oe 
High-Value ...... 24, 26, 44-53 
Manual ...... 17-20, 46, 50, 53 
MegahertZ -..5 ...ccs Jee 33 
Portable (Battery)........ 17248 
Precision=:.: .74ceaee 46, 50 


Capacitance-Measuring System, 
PEE TSIONIs . 1 aie aaen 


Capacitance Meter, Digital ...... 44 
Capacitance Standards and 
Cad fe Cay Sok ge eae RE 63 
lf ee a ee 66-69, 73 
Coaxial, Precision 
RAST MIOCUON weschs sic cock oye anes 68, 69 
ECAC Me ita clei. igen 75-78 
Fourterminial’ =. ..¢i.6s.0 0s 71 
GAS Cane a eae 70, 76-78 
Polystyrene ............. 7596 
Reference, Precision . 65, 66, 70 
Variable Precision.......... 73 
Capacitors 
Coupling, Coaxial, 500..... 101 
Variable, Coaxial, 500...... 98 
Case, Storage, Coaxial .......... 116 
Cassette Data Recorder ......... TZ. 


Centering Ring, Rotatable, Precision, 


OAMIRISEEe eee a cs ee . 109 
Ceramic Microphones........... “178 
Choke, Parallelling, Variac® ..... 232 
Cleaning Kit, Coaxial ........... 116 


Coaxial Capacitance Standards 68, 69 
Coaxial Components ......... 90-116 
Adaptor Flange, Precision... 109 
Adaptors, 500. 94-96, 110, 240 


Adaptors,’ 750)... 50.7%; 103, 104 
Adjustable Stubs, 500 ..... 97 
Air Lines, 500.... 99, 114, 116 
TOUR Sea ha } 9 5 ieee 105 
Attenuators, 50Q....... 93,213 
MBitenuators; 2 OQ aes ca eee 105 


Bias Insertion Unit, 500.... 102 
Capacitor, Coupling, 500 98, 101 


Centering Ring, Rotatable... 109 
ESET Ts Teal Oe a ee ie Sa 116 
Component Mount, 500 .... 102 
Connectors, Air Line, Cable, 
Panel oUQ nso: 91, 92, 108 
Connectors, Air Line, Cable, 
Pane eG eke aa 3 103,115 
Coupling Capacitor, 500.... 101 
Coupling Elements ...... 99-102 
Coupling Probe, 500........ 101 
ECHO DinS HOOIS 2c tian. d cake 106 
Detector, Voltmeter, 500... 101 
Directional Coupler......... 106 


Bulse Ot 2 OG) 2 acta cose 100, 116 
Insertion Units, 500 .. 101, 102 
Low-Pass Filters, 500...... 100 


Matching Pads, 
7510-50 Oe 2. Soames 104;.115 


Mismatches, 500.......... 


Coaxial Components (cont'd) 
Mixer/Rectifier, 50Q .. 100, 
Panel Mounting Kits........ 
Patch Cords, 50-, 72-, and 

POC) R ae owt Shimer a 96, 102 


Power Dividers, 500 ....... 100 
Rectifiers, Mixer/Voltmeter, 

0) Cave aec es natin Wenge cio 101 
DlOMAGC CaSOce sbi s tan nee ae 116 
Stubs, Adjustable, 500..... 97 
ees 000 Or tee Ne olen en 99 
Terminations, 500. ..... 97, 112 
Terminations, 75Q.... 105, 115 
Tools; TooliKitsie.. oe. 106, 116 
Tube and Rod, 500......... 116 
PUNE ROOD Pes sas aw ae Lis 
tuning Stubs, 500). ase. 97 
U-Line Section, 500....... 100 
Variable Capacitor, 500. .... 98 
Voltmeter Detector/Rectifier. 101 

Coaxial Instruments 
Radio-Frequency Bridge .... 36 
Slotted Lines............ 38, 39 
UHF Admittance Meter ..... 37 
Community Noise Analyzer ...... 176 
Comparators 
Analog Limittaaagies shee S2 
Impedance star: S.A eve ae, 30 


Component Mount, Coaxial, 50Q 102 
Component/ Network/ Module 


heSter wenn ot entomeee eae shee 143 
Component Sorting 
SYSTEMS. 4.5 os ELI) tay hee Sieg ¥l 

Component Test System ........ 143 
Condenser Microphones, Electret 177 
Conductance Bridges 

AG DGS er Oro Se Lge SecO 

AC, High-Frequency ........ 37 

AC, Low-Conductance .... 46, 50 

CIE eet aval, eee 56 
Connectors 

Banana Plugs and Jacks .... 239 

Binding<Postesyec sane 2th 237 

Coaxiala50Q smeneiaiG.2 se 91, 92 

Coaxial SO sv re eee 103 

Precision, Coaxial, 500..... 108 

Precision, Coaxial, 75Q..... 115 
Controllers, Line Voltage ... 205, 213 
Cords 

PACTS me cams 96, 102, 240, 241 

POWCiE oie h she huts ok 241 
Counter, Frequency ............ 242 
Coupler, Precision Directional ... 106 


Coupling Capacitor, Coaxial, 50 101 


Coupling Elements, Coaxial, 
50 


CGR, se aes eae Sew 99-102 
Coupling Probe, Coaxial, 500 ... 101 
Crimping Tools, Coaxial......... 106 

D 

D/A-A/D Converter Tester ....... 143 
Data Recorder, Cassette ........ Al 
DC Power Supply, Adjustable.... 61 
DGIReCOMdeh es 44, te ne ts ocr it 
DC Resistance Bridge .......... 56 
Decade Attenuator ............. 183 
Decade Capacitors ........... 75OST76 
Decade Capacitors, Precision.. 77, 78 
Decade Inductors .............. 88 
Decade Inductor Units.......... 89 
Decade Resistance Units........ 82 
Decade Resistors............. 81-83 
Decade Resistor, Programmable . 84 
Decade Voltage Dividers ........ 85 
Decades and Standards 

Capacitance 22. 5.25 ws.-smekore 63 

INGUCTANCE.: saepbae sh Site hac 86 

Resistance} eee. osha. ous 79 
Decades, Impedance 

Capacitorsiz a) eae eee They WAS 

Capacitors, Precision..... ix Whe: 

IndUCTOrSmaccrusceena ee 88, 89 

Resistor, Programmable..... 84 

ReESIStONS! Guanes 3d eke 81-83 
Detectors 

Bridgey, i eatives = tines s sete. 52 

Coaxialn 5OO Bate ttescavic en: 101 

HETCTOC YMG: weit. cate once 40 

EE Amplifier tence 0 et 215 

Null, Tuned Amplifier ...... 48 

Oscitlatoreonidpers seas. sa. 49 
Digibridges 

EG MeganertZ- 1:8) sas beara a3 

REC Maat tertctS. 6 bottom his 22, 24 
Digital/Analog Test Systems 154, 155 
Digital Capacitance Meter....... 44 
Digital IG Testers... 5. Geks. 134, 138 
Digital Impedance Meter........ 28 
Digital Signal Analysis Systems .. 188 
Directional Coupler, Precision ... 106 
Dividers 

Decade Voltage ............ 85 

FREQUENCY © cen tucie ic ie bias Sits 244 

Power, Coaxial, 500 ....... 100 
Dosimeter, Noise .............. 169 
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Index by Subject and Title (continued) 


E 


Electret-Condenser Microphones . 177 
Electrolytic Capacitance Bridge .. 53 


Electronic Stroboscopes .... 193-204 
Ells, 90° 
Coaxial: SOQ AR cise in 100 
Precision, Coaxial, 500..... 116 
Exposure Monitor, Noise ........ 169 
F 
Fast-Fourier Analyzers ..... 186, 188 
Fault Tracer, PC Boards ........ 162 
Filters 
Low-Pass, Coaxial, 50Q .... 100 
Multifilter . Sts ie eee ese 72 
Octave-Band 166, 167, 172, 184 
Pink=Noises... . oc es se 182 
UiniverSal, pe sats creas eee 183 
Fixed Attenuators 
Coaxial 50 Qi ate 98 
Coaxialia/7 52). 44 a 105 
Precision, Coaxial, 500..... 113 
Fixtures, Test .... 19, 26, 28, 33, 34 
Flange, Adaptors: otvs ics ccuust os 109 
Flash Delay, Strobe ............ 203 
Flash Lamp, Strobotron .... 198, 200 
Flash, Stroboscopic ........ 193-204 
Fourier Analyzers.......... 186, 188 
Four-Terminal Capacitance 
SUANGAIG Gos Sistas ics oa, eS Feat 
Frequency Meter, Counter....... 242 
Frequency Oscillators....... 121-127 
Frequency-Response Recorder 173,174 
Frequency Scaler/Divider ....... 244 
Frequency Spectrum Analyzers, 
Real=Time@i,¢ svmatiessaune 184-188 
Frequency Synthesizers .... 118, 119 
G 
Ganged Variac® 
autotransformers ........ 213-236 
Generators 
Random-Noise......... 181-183 
Sigtia le nG wea ee P17 -127. 
Tohie-Borst’ s)he ee 180 
Graphic Level Recorders ... 173, 174 
Guides to Product Selection 
Autotransformers, Variac® ... 215 


Guides to Product Selection (cont'd) 


Capacitance-Measuring 


lastruments s..,. vasa an tee 43 
Capacitance Standards and 

Decades aise kak oecrate 63 
Impedance Measurement ... 11 
Inductance-Measuring 

InISHRUMENTS vane aeieeie oan 59 
Line-Voltage Regulators, 

Vatiace ocr te en ce nee 205 
PC-Board Testers .......... 151 
Resistance-Measuring 

instrumentsS::..cees see. 55 
Strobotac® electronic 

stroboscopes <0. anaes 195 

H 
Heterodyne Detectors........... 40 
High-Frequency Instruments 
Oscilators: t44 semen. 118-122 
Variac® autotransformers.... 223 
High-Pass: Filter, jones coment ne 183 
High-Speed Motion Analyzers 
(StrobOSCOpic) inte ae 193-204 
Hybrid Circuit Testers 
NGiWOMGic Os occ, nent 143 
POIBOaldS % nt. eee eee 154 
I 
IC Testers 
Digitalis oc. rene ee 134, 138 
LINGAL tase carted aeclns 129 
Es Amplifier ce aesie ce cere 41 
Impact/Impulse Noise 
Analyzers sc... enuad roms 166, 167 


Impedance Bridges (Automatic) 22-28 
Impedance Bridges (Manual) .. 17-20 


Impedance Comparator ......... 30 
Impedance Measurements ..... 11-16 
Automatic ....... 22-28, 33, 44 
Capacitance). ieie.cen. Hace WAS 
COMPAarAalOr 7s ine ted Tae 30-32 
High-Frequency .......... 33-42 
INGUCLANCE ne ences Wien ee es 59 
Resistance se ote sae bie 5D 
RLC, Automatic ..... 22-28, 143 
RECO Mandal. gman aes 17-20 
Slotted ‘Line2% . ease. 38, 39 
Impedance Meter, Digital ....... 28 
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Impedance Standards and Decades 


Capacitance =... 3 eee 63 
Inductance’: ...) ae 86 
Resistance... .... < Sgneeenee 79 
In-Circuit/Functional Test System 158 
Incremental-Inductance Bridge .. 60 
Indicator, Noise-Exposure ....... 169 
Inductance Bridge, Incremental.. 60 


Inductance-Measuring Assembly . 62 
Inductance-Measuring 


Instruments ~~: .... . 72 eee 59 
Automatic: ... sc. os: 22-28, 33 
Comparator: . ) 2.32 ese 30 
Digibridges ......... 22, LoS 
High-Power’. <..5 0. aeyeereeee 62 
Incremental... scene 60 
Manual”. » 3.c0co ae .. 17-20 
Megahertz. ... .....1 scam 33 
Portable (Battery)........ ljois 

Inductance Standards and 

Decades *. ..s 0:52) eee 86 
Decades .: .... 2%... eeeee 88, 89 
Standards. ... ©. ose sneeee 87 

Inner-Conductor Rod, Precision, 

Coaxial, 500 -. 52 32a 116 
Insertion Unit, Bias, 

Coaxial, 500° . 2... yee 102 
Insertion Unit, Coaxial, 500 .... 101 
Insulation Testers ........... . 56-58 
Integrating Real-Time Analyzer .. 184 
Integrator System, Vibration ..... 166 

J 
Jacks and Plugs, Banana ....... 239 
Jigs) Testes e 19, 26, 28, 33, 44 
K 


Kit, Panel Mounting, Coaxial, 50 109 
Kit, Tools,Coaxial. . | 23 106, 116 
Kits, Adaptor, Coaxial, 500 . 93, 110 


Lamps, Flashii. .eee 198, 200, 201 
LC Digibridge™, Megahertz...... mS) 
Leakage-Current Testers .. 53, 57, 58 
Level Recorder, Graphic.... 173, 174 


Level Regulator, Automatic...... 181 


Limit Comparator, Analog ....... Spe 
Laie TESTOR Ne eines oes 129 
Line Stretchers, Coaxial, 500 ... 99 


Lines, Air, Coaxial 
Adjustable, Constant-lmpedance, 
SUL OS Ga ee oe 9 
Adjustable, Trombone 
Constant-lmpedance, 500. 99 


SPKOGM OOD | hi eee oo, 99 
PARCO ETO han aus « 105 
Precision/Reference, 500 .. 114 
PICS OlOUleti i. . .es wijes ss ss 38, 39 
Line-Voltage Regulators..... 205-212 
Logic Fest SyStems: sods ova as 12, 


Low-Pass Filters, Coaxial, 500 .. 100 


Matching Pads, 75-to-500Q, 
Paice get tees oxic Rules 104, 115 


Measuring-Assembly, Capacitance 47 
Measuring-Assembly, Inductance 62 
Mechanical Structural Analyzer .. 188 


Megahertz LC Digibridge™ ...... 33 
Megohm Bridge................ b7 
Megohmmeters ................ 58 
Meters 
Admittance, UHF .......... 37 
Gapacitanceranc..acees ws. 43 
BRECUUCTICVE tile cc. sche yc 8 242 
Impact/Impulse 
Sound-Level......... 166, 167 
HMDCUANGE calc sist ath ote 11 
PIODOM Is aero etic fle ts nee 58 
UDO OWEL Dees ese 181 
Precision Sound-Level . 166, 167 
Sound-Level........... 166-168 
Standing-Wave ............ 42 


Microphone Accessories _ 
Preamplifiers/Adaptor . 178, 179 
BIIDOU Re Moris tes Seat te 179 
MINGSCIECNS ©. cts so hee ee 179 

Microphone System, Weatherproof 176 

Microphones 


COLAC Ae rere eee 178 
Electret-Condenser ......... 7. 
Militarized Variac® 
autotransformers ............ 223 
Mismatches, Precision, Coaxial, 
BOO eat RA ae 2 
Mixer, Coaxial 500s 2: 2i44.02% 100 


Mixer/Rectifier, 


Coaxial; 500.2, 100, 101 
Modulating Power Supply ....... 122 
Monitor, Noise-Exposure ........ 169 
Motion Analysis and Photography 

SOLE eh gia, one ae aees 202 


Motion Analyzers, Strobe ... 193-204 
Motor-Driven Autotransformers ... 225 
Mount, Component, Coaxial, 50Q 102 


Multichannel Amplifier ......... 180 
Mile filte reer. ets sou 5 SN Ri2 
N 
Narrow-Band Analyzers .... 173, 174, 

186,188 

National Stock Numbers ........ 246 
Network Tester, Thick/Thin-Film . 143 
Noise Analyzer, Community ..... 176 
Noise Analyzers .......... 166, 167, 
172-174, 184, 186 

Noise Dosimeter ............... 169 


Noise Exposure Monitor/Indicator 169 
Noise Generators, Random .. 181-183 


Noise-Measuring Instruments and 
SYStOMIS sp med eee ie tae 165-191 


Null Detector, Tuned Amplifierand 48 


O 

Octave-Band Analyzers 

1/3 and 1/10 Octave ...... 172 

1/3 and: Fuill-Octave..:.. 2... 184 

Full-Octave...... 166, 167; 184 

Realellmeetimc a, Mee 184 
Open-Circuit Terminations 

Coaxials bOO sm sek cos Oy ail 2. 

CoaXtalze7 OL 0 ta wees eae 105 
Ordering Information ........... 8 
Oscillator-Detector, Bridge ...... 49 
Oscillator Power Supplies ....... 122 
Oscillators 

AUCIOn a cir. sy eka anne ae 124-127 

Audio, and Power Amplifier . 126 

Bridge, Detector ........... 49 

Crystal-Frequency ..... 118, 119 

High-Frequency ....... 12 eb 22 


Sweep, Recorder Plug-In.... 175 


Outer-Conductor Tube, Precision, 
Coaxialhe 500 Wi oho Santina ys 116 


Output Power Meter ............ 181 


Pads 
Attenuator, Coaxial, 75] ... 105 
Attenuators, Coaxial, 500... 98 


Attenuator, Precision, Coaxial, 
BOD Me ae oe oe 13 


Matching, 75-to-50Q, Coaxial 104 
Matching, Precision, 


50-to-750, Coaxial ....... Lis 
Panel Connectors 
Coaxial 500 CP aes cera ee 92 
GOaxtalae/ OOM Ate ees aes 103 
Panel Feedthrough Connector, 
Coaxial 2500) eaecaii aren 92 
Panel Mounting Kits, Precision, 
Coaxials Qiakeek Mase see lar 109 
Parallelling Choke.............. 232 


Patch Cords, Coaxial and 
Low-Frequency 96, 102, 240, 241 


PC-Board Fault Tracer .......... 162 
PC-Board Testers .......... 151-163 
Photoelectric Pickoffs .......... 204 
Photography and Motion Analysis 
Fed ei Oe OR ee ee 202 
Pickoffs, Photoelectric.......... 204 
Pink-Noise Filter............... 182 
Plugs and Jacks, Banana ....... 239 
Portable Autotransformers....... 224 
Power Amplifier, Audio Oscillator 
CANN eee, Are ea ele aes) sae a 126 
Powel COGS sat naing svete a 241 
Power Divider, Coaxial, 500..... 100 
Power Meter, Output ........... 181 
Power Supplies 
Adjustabier DG na sas os apes 61 
Amplitude-Regulating ...... £23 
Modulating wm nanccws. 02 Ss 22 
Preamplifier: in... kate: sate we 179 
Recitlated enn. -.. ci seh 6bat22 
Preamplifiers 
AGOUSUICErarics sa. anc 178, 179 
BAUSG tl. son cenit Seas 49 
Plug-in, Recorder .......... 175 
POWELAOHDDIY se veya horse sae 179 
Precision Capacitance Bridge.... 50 
Precision Capacitance-Measurement 
SYSTEM ae: cece: PAC Ae ee vai 
Precision Capacitors............ 73 
Precision Coaxial Components, 

BOO ae ire eade © sae hares are 107 
Adaptor Flange .5 och eee 109 
Adaptorsic- ack ost asia sn L1Oa hit 
Air Lines/Reference/Set .... 114 
Attenvators..ic) sakes op eens 113 
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Index by Subject and Title (continued) 


Precision Coaxial Components, 500 
(cont’d) 


Cleaning: Kits sand cee oee 116 
Connectors<:. a.asn eee eee 108 
EI AOO? See Career anew cris 116 
Mismatcnes: = cats. chee te oe UZ 
Panel Mounting Kits........ 109 
Rotatable Centering Ring ... 109 
SLOrage Casein conte eens 116 
Terminations ......... PALES 
TOOK ite ng ee eee ee 116 
ubevand: Rod waver wn uk IL6 
LUNES 20a eee laws 113 
Precision Coaxial Components, 

Veh 0 Riera in Otek Comes bret’ Las 
Precision Decade Capacitors .. 77, 78 
Precision Directional Coupler .... 106 
Precision Slotted Line .......... 39 
Precision Sound-Level 

Meters/Analyzers........ 166-167 
Probe, Coupling, Coaxial, 509... 101 
Programmable Decade Resistor .. 84 
Programming Station ........... 157 

R 
Radio-Frequency Bridge ........ 36 
Random-Noise Generators... 181-183 
Range-Extension Unit .......... 62 
Real-Time Analyzers........ 184-188 
Recorders 
Cassette. Data. i... Aes 171 
Dat eh Se oe ee ae Ly 
Frequency-Response .. 171, 173, 
174 
Graphic Level......... 173, 174 
PINGEIRS wep caine rarer 175 
Potentiometric ........ 173, 174 
Sound-Level .......... P71 LTA 
Strip-Chart .i... LZ Le Sely4 
Rectifiers, Coaxial, 500 
MiIX@ia 4d .93054 Tee ee 101 
Voltinetertos Aan i Sear scenes 101 
Reference, Air Lines, Precision, 
Coaxial 500° —52...cer eer 114 
Reference Standard Capacitors 65, 66 
Regulated Power Supply ........ V2Z 
Regulating Power Supply, 

Amplitudes 3 .4...tecsa3. fees [23 
Regulator, Automatic Level...... 181 
Regulators, Automatic Voltage 205-212 

. Resistance Bridge, DC.......... 56 


Resistance-Measuring Instruments 55 


Automatic: (aG))2 ne cnvutene 22-26 
Automatic (de). <s.\ovcisanene 28 
Comparator (ac): 2. ee 30 
Digibridges:(a¢)® iiasahy- 22, 24 
Manual: (a¢-de).: suena 17-20 
Mantial: (GC) itt,cw, met ane enrny 56 
Megohm(de).. 4a. ce 57 ei5o 
Portable (dc) ........ 1718556 
Preeision (dc) aren sae 56 
Resistance Standardsand Decades 79 
Decades aks cate Ra eeitars 81-83 
Decade, Programmable ..... 84 
Standards iets cee ce 80 
Resistance Units, Decade....... 82 
Resistive Attenuator ............ 183 
Resistive Terminations 
Coaxial SO Qe ewe. OF a2 
Coaxtaliie7 50 canary. eee fO5:115 
Resistive Voltage Divider........ 85 
Rigtd AirLines7 SO). oe casey. ees 105 
RLC Bridges and Meters ...... 11-29 
RLC Bridges, Automatic....... 22-28 
RLC Bridges, Manual ......... 17-20 
REG) Digibridges <satm 2k ci alas 22, 24 
Rod and Tube, Precision, Coaxial, 
BOI a A Sicko ante a aes Sanna 116 
Rotatable Centering Ring, Precision, 
Coantalincs ctessescemanetay strsee 109 
S 
Sales and Service Information 
FACiUlGS ce cunt ner anie 4 
PONCIES okt te wom estat ae 8 
Scaler. (500 MHZ) avs ae n 244 
Shaker-Control System.......... 190 
Short-Circuit Terminations 
Coaxial, 500) eae ee Seas 
Coaxialyc/ SQ yest ecu 105 
Signal Analyzers..... 166) 1Oy ely. 
173, 184-188 
Sleiial:SOUNCES ae 117-127 


Frequency Synthesizers 118, 119 
High-Frequency 


Oscillaters=. asa. Za 22 
Low-Frequency Oscillators 124-127 
Slave, Stroboscope . 3. ...52se5. 202 
Slotted( lines 4... Reise os i: 38, 39 
Software, Test System .......... 159 
Sorting Systems, Component ... 24, 
28, 30, 33, 44 


Sound-Analysis Systems/Sets 166, 167 
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Sound and Vibration Analyzer.... 172 


Sound-Level Calibrators......... 169 
Sound-Level Measurement 
Sets . pak eie eee 166-168 
Sound-Level Meters/Sets ... 166-168 
Spectrum Analyzers....... L/3ui7a. 
184-188 
Standard Capacitors 
Alfuxiit ss ee eee 66-69, 73 
Coaxial -..3)o 68, 69 
Four-Terminal ............. 71 
Mica 2. gas. sk 70 
Reference, Precision . 65, 66, 70 
Standing-Wave Meter........... 42 
Storage Case, Coaxial Elements .. 116 
Strobe Accessories ........ 203, 204 
Strobe Lamps, Replacement .... 198, 
200, 201 
Strobolume® electronic 
stroboSCOpe«..:< ac. aan 196 
Stroboscopes .....+ .. aa aimee 193-204 
Stroboslave® stroboscopic light 
SOUICE. «0. cues ce oe 202 
Strobotac® electronic 
StrobOSCcOpes...c. . seer 199, 200 
Stubs, Adjustable, Coaxial, 500. 97 
Surface-Speed Wheel........... 203 
Sweep-Oscillator Plug-in, Recorder 175 
SWR. Meter, UHF «.. 22s peeeeee SY 


Synthesizers, Frequency ... 118, 119 


T 
Tachometers, Stroboscopic.. 193-204 
Tees, Goaxial, 500...) eee 99 
Terminations 

Coaxial, 500) .222 ee 97.112 

Coaxial, 759). ....geee 105115 
Test Fixtures..... 19, 267.28, 33,44 
Test Programming Station....... L557, 
Test System Software........... 159 


Test Systems 
Component/Network/Module 143 


Digital .:425 3% =. 20. ee 152 
Digital/Analog (Hybrid) ..... 154 
In-Circuit/Functional ....... 158 
PC. Board <4./.3eeeee 151-163: 
Software «i. 'a4 <1 ee 159 
Testers 
Component/Network/Module 143 
DigitalilC.:: 25 sae 134, 138 
Linear IC. 2 s2.@6 hee 129 


PC Board .... 152-155, 158-162 
Thick/Thin-Film Network Tester... 143 


Third-Octave Analyzers..... 172, 184 
Third-Octave Multifilter......... 172 
Three-Phase Autotransformers 221-222 
Three-Phase Line-Voltage 


BAIS ys kd cs 207 
Three-Wire Power Cords......... 241 
Time and Frequency Meter 

RUINCCH ets pn sho scores s 242 
Time-Delay, Strobe............. 203 
Time-Series Analysis System .... 188 
Tone-Burst Generator........... 180 
HOCIS= GOAN ye. asak canes 106, 116 
Triggers, Photoelectric .......... 204 
Tripod, Microphone ........:... 179 
Trombone Constant-Impedance 

Adjustable Air Line .......... 99 


Tube and Rod, Precision, Coaxial 116 
Tuned Amplifier and Null Detector 48 
Tuner, Precision, Coaxial, 500 .. 113 
Tuning Stubs, Coaxial, 500..... 97 
MeStODEILIGht so soi) wa ke ogo ws 196 


UHF Admittance Meter 
U-Line Section, Coaxial, 500 ... 
Universal Filter 


Variable Capacitors 


Variac® adjustable 
autotransformers 


Variac® line-voltage regulators 205-212 
Variac® replacement brushes .... 
Vehicle-Noise Measurement Set. . 


Vibration Analyzers .. 166, 167, 172, 


174, 184-188 
Vibration Calibrator 


Vibration Control System ........ 190 
Vibration Integrator System...... 166 
Video Strobe: Licht <2 2.7.4.4 196 
Voltage-Control 
Autotransformers........ 213-236 
Voltage Divider, Decade......... 85 


Voltage Regulators, Line .... 205-212 
Voltmeter Rectifier/Detector, Coaxial, 


SO ee rte tie eee 101 
W 

Wave Analyzer Plug-in, Recorder. 175 
Wave Analyzers ........... LS. 47 4 
Wearable Noise-Exposure Monitor 169 
Weatherproof Enclosure......... 176 
Weatherproof Microphone System 176 
Wheel, Surface-Speed .......... 203 
Windscreens, Microphone....... 179 
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CAP-22, -35 Power Cords....... 241 
lEC-Power Corde crcseneee te ae 241 
M-Series Variac® adjustable 

autotransformers ............. 223 
U2 Variac® adjustable 

autotransformers............. 218 
VB Replacement Brushes 

(VaKlacyriat ttaae ose arch neni: 232 
W-Series Variac® adjustable 

AULOUANSLONMONS © cute asiaceres 219 
W50-P1 Paralleling Choke ...... 252 
274 Adaptors, Patch Cords, 

PIUSS:. Peon uane te te hae 239-241 
510 Decade Resistance Units... 82 
776, Patch Cords... - 96,240,241 
He/d. POADIONS © vet ie o eee 96,240 
GR874® coaxial components 

GS) 1G) ieee Mi Heenmnen map aU Pe he 90 
GR874® coaxial components 

O75 Dy tae edd 5 7 arene ae, 103 


874-B Basic Connector (500)... 91 
874-B Basic Connector (75Q) ... 
874-C Cable Connectors (500) .. 92 
874-C Cable Connectors (75Q) .. 
874-D Adjustable Stubs (500) .. 97 


B7A-ELS BINS (50) i ve. cine apse Sots 100 
874-F Low-Pass Filters (500) ... 100 
874-FBL Bias Insertion Unit 

(SOD atptatinet «one peek we OZ 
874-G Attenuators (500) ....... 98 
874-G Fixed Attenuators 

(SORE hey ht ate n Aber on Se 105 
874-K Coupling Capacitor 

(SOD Ve aire eee SS ad eae gd ge 101 
874-L Air Lines (50Q).......... 99 
874-L Rigid Air Line (75Q) ..... 105 
874-EBB: Slotted Eineriv.. sei 38 
874-MB Coupling Probe (509) .. 101 


874-ML Component Mount (500) 102 
874-MP Matching Pad, 50-to- 


At ONE Fete teste eee Oh eae a 104 
874-MR Mixer/Rectifier 
(OOF at vated ae sere bee 100,101 


874-P Panel Connectors (509) .. 92 
874-P Panel Connectors (75) .. 103 
874-PFL Panel Feedthrough 

COMMECIOH S52 ic obtains 92 
874-Q Adaptors (500) ... 94-96,240 
874-Q Adaptors (75) 103,104 
874-R Coaxial Patch Cords...... 102 
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Number 


S/4-T Mee (SOQ) ka cccpoa em acc 99 
874-TO Crimping Tools/Kit ..... 106 
874-TPD Power Divider (509)... 100 
874-U U-Line Section (509) .... 100 
874-V Voltmeter Rectifier/ 

Detector(5 020) = ae aes eae 101 


874-VCL Variable Capacitor ..... 98 


874-W Terminations (50Q) ..... 97 
874-W Terminations (75Q) ..... 105 
874-X Insertion Unit (500) ..... 101 
880-DCA Precision Directional 

Couplere rate ee ee ne oe 106 
890-BT Low-Cost Basic Precision 

Coaxial Connector (50Q)...... 108 
GR900® precision coaxial 

components (500) <2. 2.25... 107 
GR900® precision coaxial 

components (75Q) ek aie 115 
GR900® storage case........... 116 
900 Adaptor Flange ............ 109 
900 Precision Tube and Rod .... 116 
900 Rotatable Centering Ring ... 109 
900-BT Basic Precision Coaxial 

Connector (SOQ) eine se. ee 108 
900-BT Precision Coaxial 

CORMECCtON. 5) Sa een cee ES 
900-C9 Coaxial Cable Precision 

Connecton(S0@) Beavers 108 
900-EL Precision 90° Ell (500) . 116 
900-G Precision Fixed 

Attenuators (500). ........... aS 
900-L Precision Air Lines 

(SON ei acd wean eat rne orem: 114 
900-LB Precision Slotted Line... 39 
900-LZ Reference Air Lines 

(SOQ). Gee e a tea, op nek aca 114 
900-MP Precision Matching Pad 

5010-7 5OLT ene aan aa Cae NERS) 
900-PKM Panel Mounting Kits .. 109 
900-Q Precision Adaptors 

CO ete cna teak cash Bera ance LOLs 
900-T0G Cleaning Kit... ...0. 222 Li6 
GOO=TOKMNCOMKIC se ae eee 116 
900-TWA-Tuner (500) 23.552. its 
900-W Precision Terminations 

and Mismatches (500) ....... Li2 
900-W Precision-Standard 

Termination (250), wate... es PS 
938 Binding Posts and 

ACCESSONIES 2. ee eee 237,238 


938 Jacks 
940 Decade-Inductor Units 
1061 Frequency Synthesizer .... 
1062 Frequency Synthesizer .... 
1157-B Scaler (500 MHz) ...... 
1192-B Counter... 2 2a 
121 1-C Oscillator... pee 
1218-BY Oscillator: .3 he. nae 
1232-A Tuned Amplifier and 

Null Detector . -3) 2 See 
1232-P2 Preamplifier .......... 
1234 Standing-Wave Meter ..... 
1236 I-F Amplifier’... 322. eee 
1238 Detector... 72 eee 
1240 Bridge Oscillator-Detector . 
1263-C Amplitude-Regulating 

Power Supply... 24 see eames 
1264-B Modulating Power 


Supply 


ea pie aa, e's 0 © ie 0) b) «(el woe See 


Ce 


Supply 
1267-B Regulated Power Supply . 
1308-A Audio Oscillator and 

Power Amplifier.....:2. 2. sae 
1310-B Oscillator. =. <. saeco 
1311-A Audio Oscillator ........ 
1316. Oscillator ... 3.4: eee 
1362 Oscillator... 3... see 
1363 Oscillator. .3...s0 ee 
1381 Random-Noise Generator . . 
1382 Random-Noise Generator . . 
1383 Random-Noise Generator . . 
1390-B Random-Noise Generator 
1390-P2 Pink-Noise Filter ...... 
1396-B Tone-Burst Generator ... 
1403 Standard Air Capacitors .. 
1404 Reference Standard 

Capacitor si 22). 34 ee 
1405 Coaxial Capacitance 

Standards’. 4.0.4)... «..0eee 
1406 Coaxial Capacitance 

Standards .......«% 0.7 spe 
1408 Reference Standard 

Capacitors 
1409 Standard Capacitors ...... 
1412-BC Decade Capacitor 
1413 Precision Decade Capacitor 
1417 Four-Terminal Capacitance 

Standard). .\-s25...00 ss ee 


Ce 


182 
182 


1422 Precision Capacitors ...... f3 
1423-A Precision Decade 

Re ICOU Sas Succ casa aes ednes 78 
1433 Decade Resistors ......... 81 
1434 Decade Resistors ......... 83 
1435 Programmable Decade 

SUS SG 30) A 7 NOR Se ra 84 
1440 Standard Resistors ....... 80 
1450 Decade Attenuator........ 183 
1455 Decade Voltage Dividers... 85 
1482 Standard Inductors ....... 87 
1491 Decade Inductors......... 88 
1521-B Graphic Level 

Recorder. cic. oc... cs Raat: 173 
1523 Graphic Level Recorder ... 174 
1523-P1A Preamplifier Plug-in .. 175 
1523-P2 Sweep-Oscillator Plug-in 175 
1523-P4 Wave Analyzer Plug-in . 175 
1531-AB Strobotac® electronic 

BrVOUNISCODECi s,s 1-- Siksiiaie Ss b.vie 199 
Posi-P2 Flash. Delay .......... 203 
1531-P3 Surface-Speed Wheel .. 203 
1536-A, -O Photoelectric 

NG, Gon as a a a 204 
1537-A Photoelectric Pickoff.... 204 
1538-A Strobotac® electronic 

BIEDOOSCOPC eae fy- tere Ae dates Gaines 199 
1538-P1 Replacement Strobotron 

BRASIIEPARID Sorta Peete has <= 200 
1539-A Stroboslave® 

stroboscopic light source...... 202 
1539-Z Motion Analysis and 

PROlOgrapny S@ty.)...e%. «he 202 
1540 Strobolume® electronic 

BMIMIOSCODE A Lae Ook Makh se ne. 196 
1542-B Strobotac® electronic 

SITOMOSCOPG AN -15 oP irre sey ase 200 
1543 Strobotac® electronic 

BUEGDOSCODE Sa ce ah ete nan Sinkn 200 
1544 Strobotac® electronic 

SH ODOSCODE Ue, cieuira tuts canes 200 
1557-A Vibration Calibrator ..... 169 
1560 Audiometer Calibration 

PCCESSOR IME hia eine waht rod = 170 
1560 Audiometer Calibration 

SLAM ASSEMDIY. ai citi 2 neta c 170 
1560 Microphone Windscreens .. 179 
Deva iat DOG ie ears ch etics cates 179 
1560-P40 Preamplifier ......... 179 
1560-P42 Preamplifier......... 178 


1560-P62 Power Supply........ 
1562-A Sound-Level Calibrator .. 
1562-Z Audiometer Calibration 


1564-A Sound and Vibration 
PGE VA Zo) eae CeO ee Re a oh 
1565-B Sound-Level Meter/Sets . 
1565-D Sound-Level Meter/Sets . 
1566 Multichannel Amplifier.... 
1567 Sound-Level Calibrator .... 
1568-A Wave Analyzer 
1569 Automatic Level Regulator . 
1571 Variac® automatic voltage 
(OQUIALOL ie wee feat es trae 
1581 Variac® automatic voltage 
FOQLIAtOle aes .vaiternn oe See 
1582 Variac® automatic voltage 
KOOUIATON cena tate se ea naeieces 
1591 Variac® automatic voltage 
fORUIAIOl ste outta ete attr wa 
1592 Variac® automatic voltage 
LeD UlatO tien ite ets, ere re ts oot 
1602-B UHF Admittance Meter. . 
1606-B Radio-Frequency Bridge . 
1608-A Impedance Bridge ...... 
1615-A Capacitance Bridge ..... 
1616 Precision Capacitance 
BU RGsmr a teeincs ciaorrersars secs 
1617-A Capacitance Bridge ..... 
1620-A Capacitance-Measuring 
Assembly 
1621 Precision Capacitance- 
Measurement System......... 
1630-AV Inductance-Measuring 
Assembly 
1633-A Incremental-Inductance 
Brien nn ye feet fia aerate 
1633-P1 Range-Extension Unit .. 
1644-A Megohm Bridge 
1650-B Impedance Bridge ...... 
LGO50-Plmiest ig ss ests wees 
1654 Impedance Comparator.... 
1654-Z Sorting Systems ........ 
1656 Impedance Bridge........ 
1657 RLC Digibridge™ 
1658 RLC Digibridge™ 
1666 DC Resistance Bridge ..... 
1683 Automatic RLC Bridge .... 
1683-P1 Test Fixture 
1685 Digital Impedance Meter .. 


172 
168 
168 
180 
169 
173 
181 


37 


- 1925 Multifilter 


1686-A Digital Capacitance 
Meter 
1686-P1 Test Fixture 
1687 Megahertz LC Digibridge™ . 
1687-P1 Test Fixture 
1740 Linear IC Tester .......... 
1742 Digital IC Tester.......... 
1744 Digital IC Tester.......... 
1782 Analog Limit Comparator , 
1795-FD Logic Test System..... 
1795-HD Logic Test System .... 
1796 Digital/Analog Test System 
1797 Programming Station 
1799 Digital/Analog Test System 
1840-A Output Power Meter .... 
1863 Megohmmeter 
1864 Megohmmeter 


1933 Precision Sound-Level 
Meter and Analyzer/System ... 
1933 Vibration Integrator System 
1933 Audiometer Calibration 
System 
1935 Cassette Data Recorder ... 
1945 Community Noise Analyzer 
POO 4ctNdICatON eee tee « 
1954 Noise Dosimeter.......... 
1954 Noise Exposure Monitor ... 
TOS 2 Universal Filletiges ik kor oan > 
1961 1-inch Electret-Condenser 
Microphones 
1962 ¥-inch Electret-Condenser 
Microphones 
1971 1-inch Ceramic Microphone 
1972 Preamplifier/Adaptor...... 
1981-B Precision Sound-Level 
Meter/Sets/System........... 
1982 Precision Sound-Level 
Meter and Analyzer/System ... 
1983 Sound-Level Meter 
1983 Vehicle-Noise Measurement 


TOSSiDE Recorder wae. ae. sens 
1995 Integrating Real-Time 

Analy Zer arirsd-<cees'Pomar ena aie 
2220 Bug Hound 
2230 Component Test System... 
2270 In-Circuit/Functional 

eS OVSLOMI coceeiias ntsc etic 
2512 Spectrum Analyzer 
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_International 


Inquiry 


the United States, please 
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_ postcards to request ad- 
ditional information on 


GenRad products. For the 
most rapid response to 
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dress the postcard to the 


_ GenRad facility or repre- 
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_ indicated on pages 4 


_ through 7. 
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_ Within the United States, 
_ please use one of the post- 
_ age-paid U.S.A. INQUIRY 
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O 2230 Component Test System 
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CO Please have a Sales Engineer call me. 


PL EIBOITONIE NOD tet oe ee) EX, 
GenRad 
RE Fae ae ed i a eG dT 
COV A Vee ee ee = all otation 
Street 
Cit een ee eee ee ee Ot are Ot ErOVINce Country 
CAT 78 Postal Code 


| wish to receive additional information on 

O PC-board testers, including 0 1795 0 1796 O 1799 O 2270 OAIll 
OIC Testers: 0 1740 0 1742 O 1744 

O 2230 Component Test System 

O Instruments for acoustic measurement and analysis 

QO Digital signal-analysis systems O Vibration control systems 

O Other 

0 Please have a Sales Engineer call me. 


B@IPOHONG INO. coe st EXt, 
GenRad 
Nang eee ee Se ile 
Company Mail Station 
Street 
Nt ee ee ee _ocate or Province Country 
CAT 78 Postal Code 


PLACE 
POSTAGE 
HERE 


PLACE 
POSTAGE 
HERE 


PLACE. 
POSTAGE 
HERE 


| wish to receive additional information on 


O PC-board testers, including O 1795 0 1796 0 1799 O 2270 O All 
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O Other 
O Please have a Sales Engineer call me. 
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| wish to receive additional information on 

O PC-board testers, including 0 1795 0 1796 0 17990 2270 O All 
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